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Safety Instructions 


This unit has been designed and tested according to the standards outlined overieaf and has left the 
manufacturer's premises in a state fully complying with the safety standards 


® In order to maintain this state and to ensure safe operation, observe the following instructions, symbols and 
precautions. 
1) When the unit is to be permanently cabled, first connect protective ground conductor before making 
any other connections. 


2) Built-in units should only be operated when properly fitted into the system 


3) For permanently cabled units without built-in fuses, automatic switches or similar protective facilities, 
the AC supply line shall be fitted with fuses rated to the units. 


4) Before switching on the unit ensure that the operating voltage set at the unit matches the line voltage 


If a different operating voltage is to be set, use a fuse with appropriate rating 


5) Units of protection class | with disconnectible AC supply cable and plug may only be operated from a 
power socket with protective ground contact. 


The protective ground connection should not be made ineffective by an extension cable 


Any breaking of the protective ground conductor within or outside of the unit or loosening of the 
protective ground connection may cause the unit to become electrically hazardous. 


The protective ground conductor shall not be interrupted intentionally 
6) Before opening the unit, isolate it from the AC supply 


° Adjustment and replacement of parts as well as maintenance and repair should be carried out only by 
specialists approved by R&S. 


Observe safety regulations and rules for the prevention of accidents. 


Use only original parts for replacing parts relevant to safety (e.g. power on/off switches, power trans- 
formers or fuses) 


7) Also observe the additional safety instructions specified in this manual. 


For measurements on dangerous contact voltages > 25 V AC or 50 V DC, observe the protective 
measures to VDE and the rules for the prevention of accidents to ensure special operator safety 

Danger from contact with live parts or metal connector systems should be prevented by adhering to the 
limits to VDE 0411, Part 1. 


According to VDE 0411: 
Limit the peak current values from a measuring voltage source to the following maximum values. 
For DC: ..2mA 

ForAC s ikHz: ...0.7mA 

ForAC > 1kHz: ...0.7mA « f/kHz, max. 70 mA. 


Further protective measures to increase operator safety: 
® Use coaxial cables with insulated connector parts. 
@ Ensure the reliable connection to ground of the reference point of the measurement source as well as 
of the unit. 
* ® For measurements on line current circuits, use a ground-fault circuit interrupter (g.f.c.i.) 
Disconnection at a leakage current of 10 mA, max. 30 mA. 
@ Isolate the measuring voltage source. 
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Explanation of Symbols Used 
A - Read operating manual, observe the safety symbols used 


EMC Recommendations 

The electromagnetic compatibility of the UPD complies with the relevant standards specified in the 

data sheet. 

Please observe the following to obtain accurate measurements in the presence of electromagnetic 

disturbances: 

@ Use shielded cables to all connectors of the UPD (both measurement inputs/outputs and 
computer links to eg the printer). 


The balanced inputs/outputs are much less susceptible to interference fields than the 
unbalanced ones and should therefore be used in the relevant cases. 


For connection of an external monitor, we recommend the use of a low-radiation model. 


When operating the UPD with an external keyboard, the Rohde & Schwarz keyboard which is 
protected against radiated noise should be employed. 


Protection against electrostatic 


charge: 
Although the connectors of the UPD are largely protected against static charge, avoid touching 
the connector pins with your fingers. 


095.1000 BI. 0-0796 


— 


Certitied Quality System 


ISO 9YOQOI 


Qualitatszertifikat 


Sehr geehrter Kunde, 


Sie haben sich fiir den Kauf eines 
Rohde & Schwarz-Produktes ent- 
schieden. Hiermit erhalten Sie ein 
nach modernsten Fertigungsme- 
thoden hergestelltes Produkt. Es 
wurde nach den Regeln unseres 
Qualitatsmanagementsystems 
entwickelt, gefertigt und geprift. 
Das Rohde & Schwarz-Qualitdts- 
managementsystem ist nach ISO 
9001 zertifiziert. 


DQS REG. NO 1954-04 


Certificate of quality 


Dear Customer, 


You have decided to buy a 
Rohde & Schwarz product. You 
are thus assured of receiving a 
product that is manufactured 
using the most modern methods 
available. This product was de- 
veloped, manufactured and 
tested in compliance with our 
quality management system stan- 
dards. 

The Rohde & Schwarz quality 
management system is certified 


according to ISO 9001. 


ROHDE & SCHWARZ 


Certificat de qualité 


Cher client, 


Vous avez choisi d’acheter un 
produit Rohde & Schwarz. Vous 
disposez donc d'un produit fabri- 
qué d'aprés les méthodes les plus 
avancées. Le développement, la 
fabrication et les tests respectent 
nos normes de gestion qualité. 

Le systeme de gestion qualité de 
Rohde & Schwarz a été homolo- 


gué conformément 4 la norme 


ISO 9001. 


ROHDE&SCHWARZ 


EC Certificate of Conformity 


Certificate No.: 960256 


This is to certify that: 


Equipment type Order No. Designation 

UPD 1030.7500.02/.04/.05 Audio Analyzer 

UPD-B1 1031.2601.02 Low Distortion Generator 

UPD-B2 1031.2301.02 AES/EBU Interface 

UPD-B22 1078.6503.02 Jitter- und Interface-Tester 
UPD-B3 1031.2001.02 Highspeed Extension 

UPD-B4 1031.2901.02 IEC 625/IEEE-488 Interface Board 
UPD-B5 1031.5300.02 Audiomonitor for Headphones 


complies with the provisions of the Directive of the Council of the European Union on the 
approximation of the laws of the Member States 


- relating to electrical equipment for use within defined voltage limits 
(73/23/EEC revised by 93/68/EEC) 


- relating to electromagnetic compatibility 
(89/336/EEC revised by 91/263/EEC, 92/31/EEC, 93/68/EEC) 


Conformity is proven by compliance with the following standards: 
EN61010-1 : 1991 
EN50081-1 : 1992 
EN50082-1 : 1992 


Affixing the EC conformity mark as from 1994 


ROHDE & SCHWARZ GmbH & Co. KG 
Muhldorfstr. 15, D-81671 Miinchen 


Munich, 17.10.96 Central Quality Management FS-QZ / Becker 


1030.7500.02 CE E-4 


Supplement to UPD Operating Manual 


Important! 
The C: \UPD\ READ. ME file gives essential information which is still to be considered in the 


manual as well as information on alterations. 
Every new function is individually described in the help function of the UPD. A help for special 


applications of the UPD is also to be found there. 
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UPD Start-up Procedure 


1 Preparations for Use 


1.1 Start-up Procedure 


1.1.1 Setting up the Audio Analyzer 


The UPD can be operated in the following positions: 


e Horizontal position: fold out the front feet provided on the instrument bottom in order to obtain an 
enhanced view to the LC display. 


e Vertical position; tilted on its rear panel. Fold out the feet provided on the rear panel and use a 90% 
offset power connector (included in the accessories supplied). 


Note: To ensure optimum performance of the audio analyzer observe the following: 
e Do not cover the lateral ventilation openings. 
e Adhere to the permissible ambient temperature specified in the data sheet. 


e Avoid moisture condensation. If it has already occurred, dry out the instrument before switching it 
on. 


1.1.2 Rackmounting 


Mounting into 19”-racks is possible using the 19”-adapter ZZA-95 (order no. 0369.491 1.00). 
Note: To ensure optimum performance of the audio analyzer observe the following: 

e Be sure sufficient air is supplied within the rack. 

e There must be adequate space between ventilation openings and rack housing. 


e Make sure air convection for the heat sink at the instrument rear is not impeded. 


1.1.3 Power Supply 
The UPD is powered by AC voltages of 100 V, 115 V, 120 V, 220 V, 230 V and 240 V, each with a 
tolerance of +10 % and frequencies between 47 Hz and 63 Hz. 


Before initial power-up, check that the correct supply voltage is set. If it is not correct, it must be reset 
as follows: 


e Remove the power cord. 
e Open cap of voltage selector using a slotted screwdriver. 


e Remove both fuse holders and insert fuses with the appropriate value (included in the accessories 
supplied): 


Rated voltages 100 to 120 V, 
2 fuses T 3.15 L (IEC 127-2/III) 


Rated voltages 220 to 240 V, 
2 fuses T 1.6 L (IEC 127-2/Ill) 
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e Insert the fuse holder. 


Remove the cylinder labelled with the rated voltages and re-insert it such that the value visible in the 
cap window when fitted corresponds to the desired rated voltage. If there is no suitable imprint, 
select the value closest to the desired one. 


e Close the cap. 


1.1.4 Switching-on 


Note: Make sure no diskette is available in the disk drive when turning the audio analyzer ON 
(press ON/OFF switch on the front panel). 


Switch-on of the UPD is followed by the system start-up, self-test of the controller and loading of the 
MS-DOS operating system as well as of the measurement and operating software from the hard disk. 
While the UPD switch-on logo is being displayed, the self-test of the measurement hardware is 
executed (see Section 4.2 Function Test). The last UPD setup which has been automatically stored is 
subsequently loaded from the CMOS-RAM, setting the UPD to the status valid before switch-off. 


Note: If no characters are displayed on the screen after switch-on, the contrast control may be 
maladjusted (only UPD04 with monochrome display). Set the contrast for the desired 
angle of view. 


For operation of an external monitor, refer to Section 2.17 Connecting External Devices. 


Note: 


e The system self-test also includes checking the availability of an external keyboard (see 1.1.6 
Connecting an External Keyboard). If an external keyboard is connected, it can be used for 
operating the UPD. 


e With the use of an external keyboard, the storage test of the system can be aborted - while the 
storage addresses are being counted up - using the ESC key. 


e The message 
PRESS <DEL> IF YOU WANT TO RUN SETUP/EXTD-SET 


is displayed during system start-up. Pressing this key allows you to enter the SETUP program 
where system configuration, date and time can be defined. We advise against calling this program 
as changing its settings, though inadvertently, may cause the UPD to work incorrectly or not work at 
all. 


Calling this program is required only after battery replacement. (Section 4.3 Troubleshooting, 
deais with battery replacement and setups and, in addition, how to correct a maladjusted SETUP.) If 
required, date or time should be changed using the DOS commands DATE and TIME (see 2.15.9 or 
DOS manual). 


1.1.5 Switching-off 


e Wait until there are no accesses to the hard disk or disk drive anymore (LED OFF). 
e Remove the diskette from the drive. 


e Press the ON/OFF key on the front panel. (All UPD setups are maintained.) 
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1.1.6 Connecting an External Keyboard 


Note: 


Connect the keyboard only with instrument switched off. Otherwise, correct function of the keyboard 
cannot be guaranteed. 


The keyboard connector is fitted to the rear of the instrument (KEYBOARD label). Any standard PC 
keyboard maybe used. D)W CoMMVEC TOA/’U 


In normal operation, the keyboard facilitates the entry of commentary texts, file names etc. If the 
controller mode of the UPD is selected, e.g., in order to store measurement results in documents, the 
keyboard assumes its usual PC function (cf. 2.18 UPD Used as Computer). 


Section 2.1.1 (Front View of the Instrument) includes an overview of the assignment of the key 
functions of the UPD front panel to short-key combinations of the external keyboard. This assignment 
table can be looked up at any time in the help function (press front panel key HELP or F1 on the ext. 
keyboard) under the key-word "UPD". 


The automatic repetition rate with constant key stroke and the associated delay can be modified in the 
OPTIONS panel! (Rep rate, Rep delay). 


Either a keyboard with German or English key assignment can be selected: 


° change to DOS (press SYSTEM key) 

° call "BOOTSET" program and make appropriate selection 
° enter UPD to return to measuring operation 

1.1.7 Connecting a Mouse 

Note: 


Connect the mouse only with the instrument switched off. Otherwise, correct operation cannot be 
guaranteed. 


The complete UPD may be mouse-controlled. Particularly, the entry of commentary texts, file names 
etc. is easier than via the front panel keys, only (selecting the keys of a "screen keypad"). Mouse 
control is described in Section 2.3. 


The UPD requires the appropriate mouse driver in the path C:\MOUSE of the UPD named 
mouse.com., which must be available on a 3.5"-disk. 


Proceed as follows: 
(In the subsequent example, the mouse driver to be installed is called msmouse.com and is located in 
the root directory of the disk) 


Connect extemal keyboard. Connect mouse to the interface COM1 and switch on the instrument 
Press ESC while the UPD switch-on logo is displayed to change to the DOS level 

Insert the disk with the driver to be installed in the 3.5" drive. 

Execute the following DOS command: copy a:msmouse.com c:\mouse\mouse.com 


e Enter UPD: the UPD operator interface is started. 
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1.1.8 Block Diagram 


Digital Generator i Output Circuit 
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12 Fitting Options and Plug-in User Cards 


Important! 

All options are sensitive to electrostatic charge. Handle them in line with ESD regulations. 
Assembly (applies to all options): 

e Turn the UPD off, disconnect the power cable. 

e Unscrew the feet from instrument rear (four Phillips screws). 

e Slide the upper panelling slightly to the rear and withdraw. 


e After having fitted the option remount all covers, brackets and clamps in reverse order to that of 
removal. Fit the panelling and the instrument feet. 


e Turn the UPD on. Install supplementary software supplied, if any, according to instructions. The 
software automatically recognizes the fitted option. 


1.2.1 Fitting the Low-distortion Generator Option (UPD-B1) 


e Remove the cover plate from the analog unit (on the right when seen from the front). 
e Unscrew the board holding device from the center panel. 
e Insert the board into the short slot X26 of the analog motherboard. 


After installation of the board, level and frequency accuracy must be calibrated. No external measuring 
equipment is required for this purpose as the generator signal is measured via an internal connection 
by the analyzer. However, be sure the other two boards of the analog generator and of the analog 
analyzer have been adjusted and calibrated. 


The frequency is measured using the frequency counter in the UPD. 


The voltage is calibrated relative to the universal generator: the reference is not the measuring 
accuracy of the analyzer but the signal of the universal generator ANLG 110 kHz. The LOW 
DISTORTION GENERATOR thus provides the same level accuracy as the factory-calibrated universal 
generator. 


Caution: 

During calibration, any cables must not be connected to the outputs of the generator or to the inputs of 
the analyzer. 

Ambient temperature 23+5 °C. 

Warm-up time of UPD at least 2 hours 


Calibration: 
e Turn UPD on. 
e Wait until the instrument has warmed up. 


e Invoke the calibration routine in the OPTIONS panel under CALIBRATION GEN by selecting ONCE 
in line LDG Auto. The calibration is executed automatically. 
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1.2.2 Fitting the AES/EBU-S/P DIF Option (UPD-B2) 


e Fit the option into AT slot no. 5 (identification SLOT 5, see top side of rear panel). 
e Remove the clamp over the large plug-in cards. 


e Remove the mounting bracket of the second four plug-in cards (2 screws on instrument rear panel) 
and withdraw rear-panel section. 


e Insert the option into AT slot no. 5. 


e The UPD basic unit already contains the cables (one ribbon cable, three shielded cables) 
connecting the front-panel connectors to the option board. 


Ribbon cable — X51 

Coax cable W510 — X510 
Coax cable W512 — X512 
Balanced cable W511 — X511 


e Connect jumper wire W50 to connector X50 of option and connector X50 (8rd from behind) of plug- 
in card A 12. 


Fig. 1-1 Connector assignment on option board 
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1.2.3 Fitting the High-speed Option (UPD-B3) 


Note: This option can be fitted only in a Rohde & Schwarz service station because of the 


ws3 
A12 (SLOT 6) X30 (second from behind) 
A11 (SLOT 7) X30 (first from behind) 
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A11 (SLOT 7) X30 (first from behind) 


calibration required after its installation. 


The larger one of the two option boards is fitted into the last AT slot (identified by SLOT 8 on top 
side of rear panel). 


Remove the clamp from the large plug-in cards. 


Detach the mounting bracket from the second four plug-in cards (2 screws on instrument rear panel) 
and remove rear-panel section. 


Disconnect the following cables: 


A12 (SLOT 6) X90 (first from behind) 


Insert the option into the AT slot stated above. 


Connect the following cables in the order given below: 


X30 (first from behind) 


W35 A15 (SLOT 8) 


Remove the cover from the chamber for the analog hardware (to the right when seen from the 
front). 


Tilt the UPD on its side, remove the lower panelling. 


Remove SMB connector from the bottom of the analyzer board for channel 2 (directly next to the 
side panel). Withdraw the board from the UPD. 


Remove the smaller one of the two shielding covers on component side. 


Insert the second option board into the open chamber: fix the hooks on the shielding panel and 
insert the board fixing it from the rear of the main board with the two screws supplied. 


Mark with a cross the field "ADC-Board included” on the adhesive label on the shielding panel of the 
analyzer board using a felt-tip pencil. 


Note: When reassembling the UPD do not forget to plug in the coax connector. 
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1.2.4 Fitting the IEC-625/IEEE-488 Option (UPD-B4) 


e Fit the option into AT slot no. 1 (identified by SLOT 1, see top side of rear panel). 


e Remove the bracket of the first four plug-in cards (2 screws on instrument rear panel) and withdraw 
rear-panel section. 


e Unplug cable W145 of the adjacent controller card. 
e Check on correct selection of address range, DMA channel! and interrupt line. 
Address range: 


Switch $1 = = Used addresses: 

(Top view) a 9 02E1 O6E1 OAE1 OEE1 
12E1 16E1 1AE1 1EE1 
82E1 86E1 8aE1 8EE1 
92E1 96E1 9AE1 9EE1 

DMA channel: 


= < 
Ss) O 
a a 

e e e 
ek se Mo ae 
X3 X2 


Select DMA channel 1 using the plug-in jumpers. 


© 
z 
o 
© 
e 
e 


Interrupt line: red : 
Switch S1 =: 


(Top view) 


oOo -m-M 
So ¢g 
e « 
e 

ale 


Select Interrupt 7 using switch and jumper. 
e Insert the option into AT slot no. 1. 
e Reconnect cable W145. 


e Install the software in line with the supplied instructions. 
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1.2.5 Fitting User Plug-in Cards 
Any free AT slot can be used for fitting the cards. Install them in the same way as the IEC-625 option 
described above. 


Note: Interrupts 10 and 11 out of the free interrupts of an AT are already used in the UPD. The 
I/O addresses 390H-393H and the DMA channels 5 and 6 are assigned. 


With the IEC-625/IEEE-488 option (UPD-B4) fitted, the addresses, DMA- and interrupt 
lines stated above are also assigned. 


1.2.6 Fitting the Option Headphone/Speaker Output /Parallel I/O (UPD-B5) 


This option is fitted according to the instructions supplied. The board is fitted into the vacant AT slot 
No. 4. The control of the board is implemented for software version 2.07 and greater. In the case of 
older instruments with motherboard version 0.00, the analog input cannot be directly monitored. 


127 Fitting the Option Jitter/Interface Tester (UPD-B22) 
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1.3 New Installation of UPD Software 


Following two disks are supplied together with your UPD: 


e MS-DOS System Disks, containing all programs associated with MS-DOS. 
e UPD Program Disk, including the complete UPD operating and measurement software. 


e UPD Example Disk, including examples for IEC/IEEE remote control, Universal Sequence Controller 
-K1 as well as default setups for various measurement applications. 


The operating system and the UPD software including the example files are already installed on the 
built-in hard disk of each UPD supplied. The supplied floppies are needed only when the complete 
software or a sections thereof has been deleted inadvertently by the user. The MS-DOS and UPD 
software as well as the example files can also be installed separately. 


Note: The UPD software is supplied in packed format and unpacked only during installation (the 
software then considerably exceeds the capacity available on the diskette). The unpacking 
program may output messages such as "Exploding...", "Unpacking" etc. These messages 
are correct and do not mean faulty installation. 


Installing the MS-DOS operating system: 


e Connect the external keyboard. 

e Turn the UPD on, insert 1st disk. 

e Press the CTRL + ALT + DEL keys (or STRG + ALT + ENTF). 
e The installation program is started. 

Continue the installation following the notes on the screen. 


Installing the UPD operating and measurement software: 


e Connect the external keyboard. 

e Turn the UPD on. 

e Exit the UPD operating software by pressing the ESC key while the switch-on logo is being displayed 
on the screen or, with the UPD operating software loaded, by pressing the SYSTEM key and Enter 
(corresponds to "Normal Exit to DOS" in the selection box). 

e Insert the UPD program diskette. 

e Key in A:, press Enter. 

e Key in UPDINST, press Enter. 


The UPD software is now copied to the hard disk. 
Continue the installation following the notes on the screen. 


The UPD operator interface will then be displayed on the LCD screen. 


Note: If an updated version of MS-DOS or of the UPD software is to be installed, also proceed 
as described above. 


Installation of UPD example files: 


e Connect external keyboard 
e Switch on UPD 


e Quit UPD software by pressing the ESC key while the switch-on logo is being displayed on the 
screen or, with the UPD software loaded, by pressing the SYSTEM key and Enter (corresponds to 
"Norma! Exit to DOS" in the selection box). 


e Insert UPD-EXAMPLE floppy 
e Key in A:, and terminate with "Enter" 
e Key in SETINST, and terminate with "Enter" 


The UPD example files are now copied onto the hard disk. The UPD software can now be started as 
usual. 
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The files copied to the hard disk during installation are stored in the following directory structure: 
C:’\ ——_——— DOS 


UTIL 

TEMP 

MOUSE 

UPD ———7—— REF 

SETUP 
USER 
DSP 
DRIVER 
IEC-EXAM 
K1-EXAM 


The READ.ME file in the C:\ directory refers to the contents of the individual directories and files. 
After installation, the \DOS, \UTIL and \UPD paths are defined. 


Note: To ensure correct functioning of the UPD measurement and operating software, do not 
modify the directory structure stated above nor the paths. 


Operation of the UPD using DOSSHELL 
Setting of the keypad: 


DOSSHELL is a program of operating system MS-DOS which permits the fast change between 
different applications. 

Whether UPD is to be executed together with DOSSHELL is set using command BOOTSET. This 
command also permits the selection of the keypad between German and English key assignment. 


Advantages in using DOSSHELL: 
* easy changeover between UPD and other programs (e.g. editor and user programs) 
Disadvantages in using DOSSHELL: 

° UPD absolutely requires an external keypad to be operated. 

e UPD becomes slower because the space available for the UPD becomes smaller. 

e Operation using the mouse can lead to malfunction of DOSSHELL. 


Further notes on DOSSHELL: cf. MS-DOS manual 
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UPD Front view 


2 Manual Operation 
Note: You do not need any specific knowledge as to the MS-DOS operating system for use of 
the UPD. 


We assume that you know what is meant by eg a file, a directory or a path and do not provide any 
further explanations on that. 


lf you do not have this knowledge or, if the UPD is to be used as a computer (see Section 2.17) for 
e.g. data reprocessing, please refer to the MS-DOS manual. 


Legend of graphic symbols used in this manual: 


GEN 
=| START Front-panel keys 


CURSOR Sofikey 


Analyser Menu item of a panel 


Analyser 


ANLG 22 kHz Parameter of a menu item 
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Fig. 2-1 Front-panel View 
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UPD Front view 
2.1 Explanations of Front- and Rearpanel Views incl. Key 
Combinations on the External Keyboard 
2.1.1 Front-panel View 
1. CONTROL keypad _ rr 

START Ctrl F5/ Strg F5 Start continuous measurement or sweep, reset min. 
and max. values of bargraph display, average values 
and average traces (see 2.11 Starting and Stopping 
a Measurement) 

SINGLE Ctrl F6/ Strg F6 Start a single measurement or single sweep (see 
2.11 Starting and Stopping a Measurement) 

STOP/CONT Ctrl F7/ Strg F7 Stop or continue measurement or sweep (toggle 
function) (see 2.11 Starting and Stopping a 
Measurement) 

H COPY Ctrl F8/ Strg F8 Print a hard copy of screen (see 2.14.1 Hard Copy of 
Screen) 

SYSTEM Ctrl F9/ Strg F9 Retum to MS-DOS (see 2.17 UPD used as 
Computer) 

LCD Ctrl F10/ Strg F10 Switch LC display ON/OFF (OFF: LED lights up) 
(2.15.5 Setting, Switching off the Displays) 

OUTPUT Ctrl F11/ Strg F11 Switch all outputs ON/OFF (OFF: LED lights up) (see 
2.13 Fast Switch-off of Outputs) 

LOCAL Ctrl F12/ Strg Fi2 Switch from remote to local mode 
(Remote control: LED is ON) 
In LOCAL mode, the internal loudspeaker and, 
optionally, the connected headphones are switched 
on/off, if the Option UPD-B5 (Monitor Output/Parallel 
I/O) is installed. 

2 _ DATA/ PANEL keypad 


Keypad with dual assignment: 


DATA-LED ON: 
DATA-LED OFF: 


Front-panel key 


GEN 
ANLR 
FILTER 


STATUS 
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Keys serve as numeric keypad (+ key switches the sign over) 
Keys are used to call a panel (See 2.3.1 Panels); the labelling above the keys 


is valid: 


Key combination 
External keyboard 


Alt G 
AltA 
Alt T 


Alt S 


Function 


Settings of all five generators (see 2.5 Generators) 
Settings of all six analyzers (see 2.6 Analyzers) 


Filter definitions of analyzers (see 2.7 Analyzer 
Filters) 

Sum up user-definable menu items of any panel (see 
2.8 STATUS Panel) 
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Fig. 2-1 Front-panel View 
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UPD Front view 


2 A / PANEL keypad 
Front-panel key Key combination Function 
External keyboard 
(English/German) 

FILE Alt F Loading and storing traces and lists (See 2.9.1), 
editing files and directories (See 2.9.2) 

DISPLAY Alt D Parameters for graphical display of results (see 2.10 
Graphical Data Presentation) 

GRAPH Alt R Activate panel or graphical display (toggle function) 

oa ALT Z Switch between full-screen and part-screen mode 
(toggle function) (see 2.10.9) 

OPTIONS Alt O Parameters for printout (see 2.14 Printing/ Plotting) 
and auxiliary settings (see 2.15 Setting and 
Displaying Auxiliary Parameters) 

SHOW I/O Alt | Front-panel display with the selected inputs/ outputs 
marked; explanations in the case of indistinct input 
signals 
Open a box for setting the monitoring volume if the 

+/- Option UPD-B5 (Monitor Output/Parallel |/O) is 
installed. 

3 EDIT keypad 

(see 2.3.2 Data Entry) 

SELECT Space Open a Selection, input or dialog window, select 
characters in the entry box for entering text without 
external keyboard 

BACKSP < Delete the character before the cursor 

CANCEL Esc Close open window, the old value or parameter will 
remain effective 

ENTER Enter Close open window, the new value or parameter will 
be accepted 

4 CURSOR / VARIATION keypad. 

(see 2.3.2 Data Entry, 2.3.1 Panels) 

HELP F1 Open a help window 

me} y [ies |, |e Tabulator right/left; change to the next input field to 
the right or to the left, may be used also for toggling 
between input panel and graphical window 

PAGET, PAGEL Page T,Page Turn pages in a panel or move windows back and 


Picturet, Picture — forth 
If the graphical window is activated (by means of the 
GRAPH key or Alt R, and discernible from the 
softkeys being labelled with the graphics control 
functions), the scan index is incremented or 
decremented by means of the PAGE keys (see 
2.9.3.3, Scans count >1). 
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Front view 


4 CURSOR / VARIATION key 
tT Tt, 4+ Move the cursor up/down 
ye ,€ Move the cursor to the left, right; only effective in an 
open input window. 
In the graphical window, too, the cursor position is 
changed unless MANUAL SWEEP is selected. With 
MANUAL SWEEP (started by means of the START 
key), the sweep steps are advanced by means of the 
horizontal cursor keys. When the STOP key is 
pressed, switchover is made back to the graphics 
cursors. In manual sweeps, the rotary knob has the 
same function as the horizontal cursor keys. 
Rotary knob Cntr <— / Strg — Increment or decrement the number on the cursor 
Cntrl > / Strg > position, move the active cursor in the graphical 
display 
es] Display 
Top kno Brightness control a hae co 
p knob g HEY Gat SIN DE 30951 
Bottom knob Contrast control 
6 Power switch 
7 


Input connectors of the analyzers for the analog interfaces (see 2.6.2 Configuration of the Analog 
Analyzers) 


Unbalanced inputs: BNC female connectors 
Balanced inputs: XLR female connectors 
8 


Upper female connector (GEN COM): common connection to ground of the floating generator 
outputs, 


4-mm banana plug 
Lower female connector: ( 77 ) frame ground of UPD 
4-mm banana plug 


9 


Output connectors of generators for the analog interfaces (see 2.5.2 Configuration of Analog 
Generators) 


Unbalanced inputs: BNC female connectors 
Balanced inputs: XLR female connectors 
10 


Input connectors of the analyzers for the digital audio interfaces (see 2.6.3 Configuration of Digital 
Analyzers) 


Serial serial interface, two-channel, 15-pole D-SUB connector 


The following three female connectors have only a function when the AES\EBU S\P DIF option (UPD- 
B2, for the order number see data sheet) is fitted. 


S/P DIF : BNC female connector 
Opt optical interface acc. to EIAJ CP-340, TOSLINK system 
AES/EBU XLR female connector 
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Analyzer: Monitor Output 


Meas. Time Measurement Time 
Minimum measurement time for frequency measurement 


SUPERFAST 50 ms 
FAST 200 ms 
SLOW 1000 ms 


VALUE Numerical entry. 


1.0000 s Range of values: 1msto1.6s 
Units: Ss, MS, LS 
Unit Chi/2 | (see 2.6.5.1 Common Parameters of Functions) 


Ref Freq 
oe (see 2.6.5.1 Common Parameters of Functions) 


Freq Settl (see 2.6.5.1 Common Parameters of Functions) 


Combined frequency/phase measurement 


Only for the 
— analog instruments in two-channel measurement mode Channel (s): 1 & 2 |}2=1|1=2 


— digital instrument DIG 48 kHz together with the measurement function FFT and the serial inputs 
AES/EBU, SIP DIF and OPTICAL in two-channel measurement mode Channel (s): BOTH 


Table 2-32 Availability of phase measurement 


v valid measurement result 

- no measurement result (Display ”-----”) 

a measurement result is only conditionally true since the input signal is a frequency mixture. 
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Analyzer: UPD 


In phase measurements, the phase difference between the signals of channel 2 and 1 is determined. 
The signal of channel 1 serves as reference signal. 
The phase can be measured between 


e equally configured inputs, eg 
Channel 2 UNBAL (BNC) —> Channel 1 UNBAL (BNC) or 
Channel 2 BAL (XLR) > Channel 1 BAL (XLR) 


e Differently configured inputs, eg 
Channel 2 UNBAL (BNC) —> Channel 1 BAL (XLR) 
Channel 2 BAL (XLR) = Channel 1 UNBAL (BNC) 


Important: 
In phase measurements with 


e unbalanced input (BNC), the phase reference point is the external conductor of the BNC female. 
e balanced input (XLR), the phase reference point is the XLR connecting point 3. 


(See 2.6.2 Configuration of the Analog Analyzers) 


XLR female 
Channel 1 or 2 


BNC female 
Channel 2 or 1 Phase reference poirt | 


Reference is channel 1 


Fig. 2-41 


Meas Time | (See Frequency Measurement) 


Unit Ch1/2 (See 2.6.5.1 Common Parameters of Functions) 


Ref Freq (See 2.6.5.1 Common Parameters of Functions) 


Format Pha. (Format Phase) 


Display range of phase 

e Phase measurement results are shown from 0O to 360°; 
can be selected if UNIT CH2 °|A° 

e Phase measurement results are shown from -180 to +180°; 
can be selected if UNIT CH2 °|A° 

e Phase measurement results are shown from -360 to 0°; 
can be selected if UNIT CH2 °|A° 

e Phase measurement results are shown from O to 2n; 
can be selected if UNIT CH2 RAD|ARAD 

e Phase measurement results are shown from -x to +z; 
can be selected if UNIT CH2 RAD|ARAD 

e Phase measurement results are shown from -2nx to 0; 
can be selected if UNIT CH2 RAD|ARAD 


0... 360° 


-180 ... + 180° 


-360 ... 0° 


0... 2x 
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I pve NEyERR FOOND A PICTURE OF THE REAR PANEL 
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1 Sor tee ee 


Second input of the analyzers for the digital audio interfaces; provided only with the High-speed option 
fitted (UPD-B3, for the order number see data sheet), 37-pole D-SUB connector (see 2.6.3, 
Configuration of the Digital Analyzers). 


2 " 


Parallel input of the analyzers for the digital audio interfaces, for one-channel or multiplexed two- 
channel signals, 37-pole D-SUB connector (see 2.6.3 Configuration of the Digital Analyzers). 


Parallel output of the generators for the digital audio interfaces, for one-channe! or multiplexed two- 
channel signals, 37-pole D-SUB connector (see 2.5.3 Configuration of the Digital Generators) 


4 


Word clock input (upper BNC female connector) and Word clock output (lower BNC female connector) 
of the AES\EBU S\P DIF option (UPD-B2, for the order number see data sheet); provided only with the 
option fitted (see 2.6.3, Configuration of the Digital Analyzers / 2.5.3 Configuration of the Digital 
Generators) 


5 es 


Free AT slot or slot for the option Headphone/Speaker Output/Parallel /O UPD-B5 
(see 1.2.6). 


6 é 
Connector for an external VGA monitor, 15-pole D-SUB female connector, triple-row 
7 — 


Upper connector: first serial RS 232-C interface, 9-pole D-SUB connector 


Lower connector: parallel printer interface, 25-pole D-SUB female connector 


IEC/IEEE BUS female connector, provided only with the IEC-625/IEEE-488 option (UPD-B4) fitted (for 
order number see data sheet) 
(see Section 3, Remote Control) 


9 vba 
Monitor outputs for channel 1 and 2 of analog analyzer (see 2.6.6 Monitor) P. 2,265 
Female connector for an external keyboard (see 1.1.6 Connecting An External Keyboard) 

17 oy = 
Second serial RS 232-C interface, 9-pole D-SUB connector 

12 
Display of the rated supply voltage set 
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2.2 Introduction To Operation 


2.2.1 Brief Introduction 


General information 


Subsequent to switch-on, the instrument assumes the same state as prior to switch-off. This applies for 
all setting parameters of the UPD, ie, also for those which are currently not displayed. 


The UPD is operated using the cursor (inverted field) and the keys SELECT, BACKSP, CANCEL and 
ENTER . The cursor indicates the input field for which an entry is expected. The cursor can be moved 
from one input field to another using the spinwheel and the T, 1, PAGET, Pagel, Tab — and Tab <— 
keys. The cursor cannot be placed on fields with indicating function only. They are displayed in a 
different grey or another colour. 


Panel Structure 
Associated functions and settings are displayed together in panels: 


e Analyzer panel 
- selection of the instrument (analog or digital interfaces, frequency range) 
- configuration of the interfaces 
- trigger conditions (incl. external sweep) 
- measuring functions (incl. sweeps of tracking filters) 
- selection of the filters 


e Generator panel 
- selection of the instrument (analog or digital interfaces, frequency range) 
- configuration of the interfaces 
- selection of the test signals incl. level setting 
- sweep of the generator signals 


e Filter panel 
- definition of the filter characteristics 


e File panel 
- storage and loading of instrument settings and measured-value sequences 
- editing of files and directories 


e Display panel 
- definition of the type of graphical display 
- selection of multiscans 
- scaling of x and y axes 
- entry of tolerance lines 


e Graph panel 
- selection of cursor and marker functions 
- graphical analysis of the measurement results 


e Status panel 
- user-configurable panel (only in combination with graphical display) 


e Options panel 
- settings for 
- remote control 
- parameter link 
- printer/plotter 
- COM2 interface parameters 
- external keyboard 
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- external monitor 

- result display: selection of number of digits and update rate 

- display mode and language of help texts 

- version numbers of hardware and software and options fitted 
- control of an external checkpoint selector 

- calibration 


Basic rules of operation 


Operation of UPD is particularly easy when the following recommendations are borne in mind: 


1. 


First select instrument 
- since the settings are loaded when an instrument is selected (see also "Parameter-link function") 
- besides, the selection of functions, eg, may change upon an instrument change 


. Always proceed from top to the bottom 


- as modifications of parameters of individual menu items may influence the selection or the 
specified range of menu items further down, they never influence those in the lines above 


Example: the setting times for the sweep are not displayed until the sweep function is switched 
on 
- advantage: the panels are always as short as possible and thus clearly arranged! 


. Edit display panel only after generator and analyzer setting, 


- since it depends on the selected measuring function what can be graphically displayed 
- many settings of the DISPLAY panel may be copied from other panels, which speeds up operation 


Selection of function and entry of values 


Selection of functions and parameters: 


First open input box (SELECT key or space key on external keyboard), then 


either: - select function or parameter using the arrow keys or the spinwheel 
or: - enter the first letter of the desired function on the external keyboard 


Pressing the "Enter" key acknowledges the selection, "CANCEL" retains the previous selection. 


Entry of numeric values: 


either: - open the input box (SELECT key or space key on external keyboard 
or first digit of the number to be entered) 
- numeric entry 
- terminate with "Enter" 


the unit remains unchanged 


or: - open the input box and make the numeric entry (as above) 
- terminate by selecting the unit via softkey (or the 
corresponding function key on the external keyboard) 


or: - change spinwheel function by pressing ENTER or one of the cursor keys 
(< or >) 
- vary the numeric values using the spinwheel without opening the input box, 
the position of the digit to be changed can be selected using the cursor keys 
(cor) 
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9,2./ [Cont'®) 


The permitted range for the selected function is displayed in the operator guidance line (between 
panels and softkeys). 


Help Functions 
The UPD provides a variety of help functions to support the user: 
1. HELP function 


e A HELP information is provided for each input field, optionally in German or English (HELP key or 
F1 of the external keyboard, selection of the language in the OPTIONS panel). 


e The help information corresponds always to the firmware version of the instrument 
2. ONLINE help 


The permitted range for the selected menu item is indicated in the operator guidance line (between the 
panels and the softkeys), respectively. 


3. Entries exceeding the specified range 


Entries which exceed the specified range permitted for the selected function are not accepted, an 
acoustic warning is output and the entry is modified to the respective minimum or maximum value. 


4. SHOW I/O 


If the measured value can not be displayed, eg, due to a missing or inappropriate input signal, the 
message "-Input?- Press SHOW I/O" is displayed. Pressing this key causes notes on possible error 
causes to be displayed together with the input and output configuration. 


5. OUTPUT OFF 


All UPD outputs can be switched off using this key, eg, in order to protect a connected device under 
test. 


2.2.2 Introductory Examples 


This section provides an introduction to the operation of the UPD via the front-panel keyboard by way 
of examples which base on each other (operation via external keyboard or mouse, see Section 2.3 
General Instructions for Use). 


The examples are: 
e Loading the default setup 


e Frequency response measurement of the analog UPD generator from 15 Hz through 20 kHz using 
the sweep function 


e Cutting in a filter 

e Ways of presentation of measurement results 

e FFT of a two-tone signal, measured at digital interface 
e Hard copy of screen 


Note: Menu items which are not explained in the examples remain unchanged. 
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Example 1: Loading the Default Setup 


(Only required to ensure that equal conditions prevail in the examples given below) 
FILE 


DEFAULT 


Press the figures key 5 on the front panel. As the instrument is currently 
not expecting a numerical input (LED above the figures keys does not 
light up) the secondary function indicated above the keys is automatically 
executed. In this example, it is the FILE function. 

Causes the appertaining panel (= input window) to be displayed on the 
screen. The panel contains the menu items dealing with file 
management. 


Using the keys above, place the cursor to the input field in the second 
line of the panel (= right-hand column of menu item ”Mode” under the 
heading LOAD INSTRUMENT STATE), press SELECT, select DEFAULT 
with the cursor, close the window using ENTER. The UPD default setup 
is loaded. 


Note: The operating sequence "SELECT, selection by means of the cursor or the spinwheel, 
ENTER?” is always necessary to select a parameter and not explicitly stated in the following 


texts. 
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Example 2: Frequency Response Measurement of the UPD Generator in the 
Range from 15 Hz to 20 kHz using the Sweep Function 


Analyzer settings: 
GEN 


ANLR 


FILTER 


o) 


ANLG 22 kHz 
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Causes the panel for setting the analyzer filters to be displayed on the 
screen instead of the DISPLAY panel and then changes to the 
ANALYZER panel. The cursor is always located in the last-selected 
panel. 


HO 1.4249 5.376 wf 10.4654 Kz 
Z| ott a : 
= INSTRUMENT ANALOG 
- Chanmel(s) 2 = 1 
- Gutput UMBAL 
- Max Volt 12.006 VU 


. Ref Freq 1660.0 Hz 
- Ref Yolt 1.9966 U 


FILTER 


- Passband 26600 liz 
- Stopband 

- frttenuat . 
- Delay —— s 
- Short Name 1:0 726 .OkHy 


- Ain Freq 
- Ref Imped 666.60 & 
- Channel(s) 1 

- Chi Input BAL 

- Chi Imped 666 2 

- Ch1 Common FLOAT 

- Chi Range AUTO 


He 
60.600 dB 


=u FILTER 62 HIGH PASS 
- Passband 400.60 Hz 
Hz 


a FUNCTION — SIME 


- Frq Offset OFF 
- Low Dist OFF 
- DC Offset OFF 


= START COND AUTO . band —sio 

- Delay 6.6666 s - fittenuat. 66.6900 dB 
- Belay s 
+ Short Nance 2:HP109.9Htz]} 


= FILTER 03 BAND PASS 
- Passh Low 966.06 Hz 
- Passh Upp 1166.0 Hz ¥v 


= INPUT DISP PEAK 
- Unit Chi 


1 0800 uv 
v 


Fig. 2-3 


Define which one of the six analyzers is to be used. The preset 
parameter is ANLG 22 kHz, which is designed for the analog interfaces 
and the frequency range up to 22 kHz. The panel displayed on the 
screen indicates all possible ways of setting this analyzer; the settings of 
the other analyzers, eg the analyzer DIG 48 kHz are suppressed, 
however retained. 


Define which channel is to be measured. Select two-channel 


measurement. 


Select the input on which the measurement is to be carried out. Switch 
channel 1 to GEN 1 and channel 2 to GEN 2. The generator outputs are 
now connected internally to the analyzer inputs. (This feature is required, 
eg, for performing precise gain measurements or, as in this example to 
execute the examples without changing external connections.) 
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Switch to simultaneous frequency and phase measurement. 


Define the measurement function. All measurement capabilities are 


listed in the selection window (SELECT key). Keep the preset RMS 
measurement (CANCEL key). 


The UPD measures continuously, which is why the measurement results of the signal currently output 
by the generator are already displayed on the upper range of the screen: 


e the first window shows the results for both channels of the selected measurement function, which is 
here the rms measurement (the heading of the window reflects the selected function) 


e the second window gives the peak level of the input signal, also for both channels 


e the third window outputs the frequency of the input signal and the phase between both channels 


Generator settings: 


GENERATOR | 
ANLG 25 kHz 


~ FUNCTION — 


es ile 


AUTO SWEEP 
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Switch to the next input field to the left: in this case to the GENERATOR 
panel after pressing the key max. twice, and to the position the cursor 
had when this panel was quit, in this example to the first line. 


Specify which one of the five generators is to be used. The preset 
parameter is ANLG 25 kHz, which is the generator for the analog 
interfaces and the frequency range up to 25 kHz. 


Specify the type of signal to be output. The selection window lists all 
possible types of signals. Keep the presetting, which is sine-wave. 


Define whether a sweep is to be carried out, whether the sweep is 
specified by parameters or a list and whether the sweep is to be 
continued automatically or manually via rotary knob. Switch to AUTO 
SWEEP. The panel shows some additional lines in which the sweep 
parameters are to be specified: 


Define which parameter is to be swept, here the frequency. 
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Specify the start and stop values of the sweep. With a frequency sweep 
selected, frequency values are expected: 

Enter the start value of 20 kHz: place the cursor to the input field, press 
SELECT (the LED DATA above the entry block for digits lights up 
indicating that these keys have now the function of figures keys and 
cannot be used to select panels), key in 20, press softkey kHz (= F6), 
thus closing the input window. Select the input field for the stop value 


using the cursor key. 
Place the digital cursor to the second position using the < key, set 15 Hz 


using the rotary knob. 


Specify the output voltage. Set to 1.0 V. 
The permissible range of values is output in the operator guidance line 
(above the softkeys). 


Note: The maximum level which is still permitted to be output can be defined in the menu item 
"Max. volt” (in the upper panel section) (protects custom circuits against destruction in 
case of a keying error). The upper range limit permissible for inputs is thus limited to this 
value and accordingly varied in the operator guidance line. 


Setting the Display Parameters: 


DISPLAY 
=a, Causes the DISPLAY panel to be displayed on the screen (at the position 
| of the FILTER panel) and the cursor to be placed in this panel. Contains 
1 all parameters of graphical presentation. 


The standard setting CURVE PLOT is used to display the measurement 


PERATION 
# as results in the form of a curve. 


= bees 2M rer itz 


Define which data are to be collected in the measured value memory A. 
Here, the parameter FUNC CH1 specifies the results of the function 
currently active for channel 1. With rms measurement selected in the 
analyzer, the results of this measurement are collected. 


Specify the unit with which the Y axis is to be scaled. (It is possible to 
select a different unit from that selected in the ANALYZER panel for 
numerical display of the measurement result. A different unit can be 
selected even at a later date in order to rescale an already available 
trace.) 

Hint: The T key allows for jumping to the end of the selection box, thus 
obtaining dBr very fast. 
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The standard setting AUTO ONCE causes the scaling to be effected 
automatically whenever a measurement function is changed. At the 
beginning of the sweep, the full-scale values are set to a useful start 
value. After the sweep has been completed, the measured full-scale 
values are taken as the basis for rescaling. 

Switch to Manual. Scaling can now be specified in the lines TOP and 
Bottom. 


Enter the full-scale values +0.2 dBr and -0.2 dBr. 

The full-scale values can be entered in units other than specified for 
scaling of the axis. (Renders conversion of the full-scale values when 
changing the scaling unit unnecessary.) 


Switch to manual scaling. The scale for trace B is displayed in the right- 
hand margin of the graphics window. 


The phase measurement values are collected in the measured value 


memory B. 


Enter full-scale values of +1°. 


Indication value only. Is automatically set to the sweep control variable. 


Automatically scale the X axis with the start and stop values of the 
sweep. 
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SPACING | 


LOG 


Select between linear and logarithmic scaling of the X axis (= sweep 
parameter). Keep the presetting LOG. 


GRAPH 
Toggle key switching from the selected input panel to the window for 
graphical presentation of traces, bargraphs or trace lists and vice versa. 
Press the key. 
The graphics window will appear in full display (because the key was 
pressed when the panels were shown in full display, ie 3 panels 
o+O simultaneously). 


oe) Switches from full-screen to part-screen mode and vice versa. 


The panel selected last (here: DISPLAY panel) is shifted to the left on 
the screen, the GRAPH window being displayed next to it on the right 
side instead of the two other panels (split-screen mode). 

SINGLE ‘ P 
Start a single sweep. The current measured values are output in the 
measurement result window and, at the same time, both traces are 
displayed. The sweep starts at the high frequencies (because of start 
value = 20 kHz). The graph window is now active, ie the — and < keys, 
the rotary knob and the softkeys refer to the graphical display. 


The measurement of the sum frequency response of generator and analyzer is thus complete. 
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Example 3: Cutting in a Filter 


FILTER 
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Select the DISPLAY panel again. 


Switch off trace B. 


Reset the top full-scale value of trace A to 10 dBr and the bottom full- 
scale value of trace A to -90 dBr. 

You can select Scale Auto Once instead, causing the scaling to be 
automatically matched at the end of the sweep. 


Switch from part-screen to full-screen mode (here: 3-panel display as 
the cursor was in a panel). 


Select the FILTER panel. Up to 9 filters can be defined by the user at 
the same time: Enter the type of filter (lowpass, highpass...), 
attenuation, passband or center frequency and bandwidth you wish to 
use in the menu item "FILTER XxX", finished. To make the entry more 
convenient for you, some filters are predefined. 


Scroll to the first notch filter. 

The parameters displayed in green or grey are values which have been 
determined by the internal filter design program. These values are for 
your information and cannot be changed. 


If you need help, press the Help key to open the help window, which 
provides you with brief information on the current menu item, here the 
filters. You may select key words highlighted in the help text and obtain 
further information on these items by pressing SELECT. 


Cancel closes the help window (also ENTER). 


Set the center frequency to 4 kHz, the (band)Width to 500 Hz and 
Atten(uation) to 50 dB. The filter is now defined and is automatically 
designated "5:NO4000 Hz". 
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Select the ANALYZER panel using eg the tabulator key (press twice) 
and scroll to its end using eg the Pagel key. 


Define the filters activated in the selected rms measurement. Scroll to 
the first menu item "Filter" under the heading FUNCTION, open the 
selection window containing a list with the nine filters defined in the 
FILTER panel together with their short designations and all weighting 
filters. All settable filters can be made visible by scrolling with the | and 
T cursor keys. 

Place the cursor on Filter 5:NO4000 Hz and select using Enter. 

The filter is now being calculated. The displayed filter parameters are 
updated in the FILTER panel. 


Select the GENERATOR panel. 


Select linear spacing between sweep variables. 


Change the start and stop values of the sweep to 3500 Hz or 4500 Hz in 
order to facilitate analysis of the stopband of the notch filter. 


Switch from full-screen (3 panels) to split-screen mode. 


Start a new sweep. The frequency response for channel 1 with the notch 
filter activated is displayed. Scaling of the X axis is automatically 
matched to the new sweep values. 
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DISPLAY ; 
+ TRACE A — TUNE GH 4 [3.6724 wiz J _d 
- Unit dBr . ; aT 
- Reference VALUE: i vem = = EN - Nendo 
v 


a TRACE B — OFF 


a X AXIS — FREQ 
- Unit Hz 


- Reference 1000.6 Hz 
> Scale AUTO 
- Spacing LOG 


Fig. 2-4 
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Example 4: Ways of Presentation of Measurement Data 


GRAPH 
The graphical display window is activated, ie all entries (eg via rotary 
knob, softkeys) are relevant for graphical display. 


The softkey indicates by the filled circle which cursor is active, ie can be 
moved using the cursor keys or the rotary knob (in the example 0- 
cursor). Select the 0-cursor by pressing the softkey. 


Graphical display and the cursor function can be altered using these 
softkeys. The key sequence CURSOR, SET TO, MIN A, for example, 
sets the (active) cursor to the minimum value of the sweep. 


Press twice. 


The X axis is Zoomed symmetrically around the O-cursor by the factor of 
2 with each key depression. 


aa 
(2) 
0@ +O 
MIN A 
| BACK The Back softkey allows you to return to the next higher menu level. 
AT o UP 


Select the DISPLAY panel. 


Display of measured value list for the most recent sweep. This list can 
be stored eg for further processing (FILE panel, "STORE TRACE/LIST": 
"STORE" @ "TRACE A", select a file name). 


Select bargraph display. The function to be displayed and the other 
parameters can be selected independently for each bargraph. The 
minimum and maximum values indicated are reset whenever the 
START key is pressed. 


Start a continuous sweep. The current rms values and frequency are 
indicated in bargraph display. 


SINGLE 


Ends the continuous sweep at the end of the last sweep. 
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Example 5: FFT of a Two-tone Signal, Measured at Digital Interface 


Oo<>[) 


Select 3-panel display. 


Select the GENERATOR panel. 


Select the generator for the digital interfaces with a sample rate of 48 
kHz or less. 


Set single-channel output. 


Switch to the internal digital interface to the analyzer. 

(This mode has been implemented for testing purposes. It allows the 
digital outputs/inputs to be connected to each other without any external 
cable connections required.) 


A difference tone is generated. A box is first displayed containing the 
question: "Really Parameter Link Yes/No". Yes means that the 
corresponding DFD measurement is automatically switched on in the 
analyzer. Acknowledge by entering NO in this example, since an FFT is 
to be made. Select mean frequency (enter in menu item "Mean Freq") 
and difference frequency (menu item "Diff freq") is generated. The total 
level is 100 % FS (full scale), ie the peak value of the level matches the 
maximum number that can still be displayed ("all bits set’). 


Enter mean and difference frequency. 


Select the ANALYZER panel. 


Select the analyzer for the digital interfaces with a sample rate of 
48 kHz or less. 


DIG 48 kHz 
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Switch to the internal digital interface to the generator. The generator is 
connected internally to the analyzer. (The internal sample rate is fixedly 
‘in| set to about 43 kHz.) 


Select FFT analysis selection in a box can always be made, 
alternatively, by entering the first letter on the external keyboard, ie ,,F“ 
FFT in this example). 


Specify the size of the calculated FFT in number of points. The higher 
the FFT, the higher the frequency resolution (see DISPLAY menu item 
"Resolution"), however the more the measuring time (see DISPLAY 
menu item "Meas Time"). 


nit 


Select unit of the Y axis. Scaling is made automatically, since the 
"Scale" parameter is set to "AUTO ONCE". 


Switch to part-screen mode. 
The spectrum of the difference tone signal is displayed. 
Select ANALYZER panel. 


Increases the frequency resolution by one center frequency (menu item 
"Center") through digital preprocessing of the signal by the zoom factor 
(DISPLAY menu item "Zoom-Fact"). The frequency range displayed is 
thus decreased by the same factor (menu item ”Span”). 


Note: Not to be confused with the Zoom in Graph where the 
measured data are only displayed in zoomed form. Here, 
the measurement is really made at this higher resolution! 
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Set to 5 kHz (= center frequency of difference tone signal) 


Select 2.94 kHz. This results in an expansion by a factor of 16 (zoom 
factor). In the graphics window, the zoomed spectrum is displayed (see 


Fig. 2-5). 
pitas 0156 dBFS ial aBFS el 
‘oe 


1.6000 FS 
8192 

RIFE VINC 3 
EXPONENT IAL 


* apa 

- Zoom Fact 

- Start 8754. @ Hz 
- Stop 11246 Hz 
- Resolution 6.3328 Hz 
- Meas Time 3.9647 s 


Fig. 2-5 
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Example 6: Hardcopy of Screen 


Use the key in the “Span* line to enter the first column of the panel. The 
SELECT key is used to tick off this line and generate a copy of this line 
in the status panel. 


Activate the STATUS panel. In this panel, all lines which have been 
ticked off by the user in one of the panels are listed. It is thus possible to 
sum up all particularly important parameters in one panel and to print 
them out together with the measurement results. 


The UPD can also be operated from the status panel: select a span of 
1.25 kHz (the frequency resolution is increased again). 


Essential parameters can thus be modified without changing the panel. 


For generation of a hard copy, just connect a printer to the parallel interface and configure the UPD 
appropriately: 


OPTIONS 
Select the OPTIONS panel. 


Select hardcopy output to a printer. 


Select the appropriate printer driver from the list provided. 
Subsequently, change to the type of display which is to be printed (eg, 
activate status panel again). 


Starts the printout. Printing is a background process, allowing you to 
further operate the UPD. 

With very fast printers, we recommend stopping the measurements by 
pressing the STOP key. Printing itself will then be made more rapidly. 
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2.3 General Instructions for Use 


The UPD is very easy to operate, especially when you observe the following helpful tips: 


e First select the instrument (both generator and analyzer) 


Reason: An individual set of parameters is provided for each instrument. This parameter set is 
saved when changing the instrument and restored when returning to the instrument. It 
must be loaded first before beginning to make new entries. When changing an instrument, 
the current choice of functions may change also (eg, analog instruments do not offer 
selection of the sampling rate). 


e Always proceed from "top to bottom” in the panels. 


Reason: Variations in parameters of individual menu items may affect the selection or the range of 
values of menu items further down, however not of menu items above. 


e Edit the DISPLAY panel only after the generator and the analyzer have been set. 


Reason: What can be displayed graphically also depends on the selected measurement function. 
Since many setting parameters of the DISPLAY panel are automatically adopted from 
other panels, only slight changes, if any, may have to be made to the display parameters. 


General Hints as to Mouse Operation 


If a mouse is connected to the UPD (see Section 1.1.7 Connecting a Mouse), an arrow the position of 
which can be changed by moving the mouse appears on the screen. The arrow can be moved across 
the entire screen. If the cursor is on the desired position, the action (see the following Section) is 
always triggered by pressing a mouse key (= clicking on a field). 


Further, the mouse can be used to 


e select between the three different display modes: 
3-panel display, part display and full display, with the left and right mouse key being pressed 
simultaneously in the shaded area (cf. Fig. 2-7 a and c). The mouse click to change the display 
modes must be at a position in the pane! which is not assigned by an operable field. 


e change between panel and graphics in the part display, with the left mouse key being pressed in the 
shaded area (cf. Fig. 2-7 b). 


e change the panel by clicking the panel heading using the left mouse key (cf. Fig. 2-7 d). 
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Permissible range Press left Press left and right 
for mouse click mouse key mouse key simultaneously 
—_ 


ALT-Z 


b) 


d) 


Fig. 2-6 
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2.3.1 Panels 
Related settings and functions are always combined to form a so-called panel in the UPD. Each panel 
has a name (= heading in the upper margin of the panel), which is used to call the panel. 


In addition to the panels, there is another window in which the measurement results are displayed 
graphically. Selection and activation of this graphics window matches that of a panel, which is just 
larger than the panel. 


Only one panel can be active at one time. An active panel is characterized by the cursor (field in 
inverse display) being placed in it, ie entries can be made only in this panel. On the whole, there are 
eight panels (incl. graphics window), a maximum of 3 panels being displayable on the screen at one 
time. 


A panel is selected and, if required, displayed on the screen using 

e the panel keys on the front panel 

e the short-key combinations of the external keyboard (option) (see Table 2-1) 
Switchover between visible panels is also possible by: 

e the Tab >, Tab < keys. 

e moving the mouse cursor (arrow) to the desired panel and clicking on a field 
e the short-key combination of the external keyboard (option). 


When a panel is called, the position of the cursor matches that at the time when the panel was left 
(exception: changing the panel using the mouse; in this case the position of the mouse cursor is 
relevant). Thus, you can quickly switch between constantly recurring input points. 


The keys on the front-panel keypad named DATA/PANEL are assigned two functions. The first is the 
fast selection of the panels (see Table 2-1), the second function is that of a input block for numbers. 
Switchover from first to second function and vice versa is made automatically. If the UPD expects the 
entry of figures (after having pressed the SELECT key with the cursor placed on a field for the entry of 
numerical values, see Section 2.3.2 Data Entry), the keys serve as figures keys, otherwise as keys for 
panel selection. If the entry of data is expected, the LED above the designation DATA lights up. 


Table 2-1 Panels and their functions 


Panel name 


Front panel 


Key 


key 


combination 
ext. keyboard 


Analyzer 
Generator 
Filter 

File 


Display 


ANLR 
GEN 
FILTER 
FILE 


DISPLAY 


a — 


Graphics GRAPH 


Full-screen/part-screen 
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Alt-A 
Alt-G 
Alt-T 
Alt-F 


Alt-D 


Alt-S 


Function 


Settings of all six analyzers 
Settings of all five generators 
Filter definitions of the analyzers 


Loading and storing of traces and lists, editing of files and 
directories 


Parameters for graphical presentation of measurement 
results 
Summary of user-definable menu items of any panel 


Settings for printer/plotter, ext. keyboard, ext. monitor, 
information on options fitted 


Control of an extemal checkpoint selector 


Calling of calibration routines 


Activates panel or graphical display (toggle function) 


Switching from full-screen to part-screen mode (toggle 
function) 


Panels UPD 


Note: For a complete list of short-key combinations for operation via an external keyboard, refer 
to Section 2.1.1, Front-panel View or to the HELP menu under UPD (HELP key or F1 of 
the external keyboard). 


Every panel has a fixed position on the screen (except when part-screen mode is simultaneously 
selected, see the following Section): 


Position on the screen 


left center right 
Generator Analyzer Filter 
File Display 
Status Options 
Part-screen 
Full-screen 


The GRAPH key allows to switch from the active panel to graphical display and vice versa. 


The 9¢+(] key is used to change from the full-screen mode (graphic display over the entire screen or 
3-panel display, depending on whether the graphics mode or a panel is active) to the split-screen mode 
(a panel is displayed next to the graph) and vice versa. 


In split-screen mode, the panel used most recently moves to the left side of the screen. Any 
subsequently called panel is placed in this position, too, allowing the user to display and print any panel 
(especially the — STATUS panel) together with the graphical presentation of results at a time. 


After the split-screen mode has been switched off, the currently used panel is shifted back to its normal 
position. 


Scrolling in the panel 


If a panel has more lines than can be displayed on the screen section, the T, 1, PageT and Pagel keys 
(or the corresponding keys on the external keyboard) or the spinwheel can be used for scrolling in the 
panel. The bar in the right-hand margin of a panel stands for its complete size, the dark section 
representing the section currently visible on the scréen. Arrows point to the direction in which to scroll 
to bring the invisible lines into the window. 


With the mouse connected, the panel contents is scrolled by one line whenever the respective arrow is 
selected. Holding down the mouse key causes the contents to be scrolled until the key is released. Any 
desired panel section can be made visible by selecting the dark part of the bar and positioning it 
appropriately by moving the mouse with the key held down. 


STATUS panel 


This special panel can be called only in part-screen mode. Any line in any panel can be marked with a 
tick in the first column (select the position using the Tab —, T and J keys, press SELECT, the tick is 
switched on or off (toggle function)). Each marked line is taken over into the so-called STATUS panel, 
thus allowing the user to sum up all important parameters in one panel. It can be simultaneously 
displayed with the measurement results and their graphical representation, which is of particular 
interest for the documentation of results (see 2.8 STATUS Panel). 


The UPD can be operated from the STATUS panel as well as from all other panels, thus allowing you 
to execute any repetitively used control sequence from one panel only. 
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Changing an instrument 


The UPD has six analyzers (one in each of the measurement ranges 22 kHz, 100 kHz and 300 kHz for 
the measurement on analog interfaces, three for the measurement on digital audio interfaces with 
sample rates of up to 48 kHz, 192 kHz and 768 kHz). All analyzers are set in the ANALYZER panel. 
The generators are set correspondingly in the GENERATOR panel. 


Each of these instruments has its own data set, each with a different structure. The data sets are 
different with respect to 


e the selection of the displayed menu items (= lines of panel). All settings possible for the selected 
instrument (eg of the analyzer for analog interfaces in the frequency range up to 22 kHz) are 
executed, the settings of the other instruments are suppressed (eg of the analyzer for digital 
interfaces for a sample rate of up to 768 kHz), but retained in the background. This ensures fast and 
convenient operation of the UPD despite the wide variety of possible settings. 


e the permissible range of values for the parameters. It is not possible, for example, to set a sample 
rate of 96 kHz in the analyzer "DIG 48 kHz”, however it is feasible in the analyzer "DIG 192 kHz”. 


e the selection of the functions. To give an example, the analyzer for the frequency range up to 22 
kHz is provided with more measurement capabilities than the analyzer for the frequency range up to 
300 kHz. 


Parameter Link 


When the instrument is changed it may sometimes be useful not to use the parameters that had been 
set last but the ones of the currently employed instrument. This is the case, for instance, when 
converters are to be checked and the same measurements are to be performed at the digital interfaces 
which had been performed at the analog interfaces. A selection can be made in the OPTIONS panel 
whether and which of the current instrument parameters should not to be overwritten by the loaded 
data set (see 2.15.9 Parameter Link). If this so-called parameter link is activated, a query box is 
displayed when the instrument is changed, where the user can select again whether the parameter link 
is to be carried out or not. 


For switching between the instruments, follow the instructions below: 


> Place the cursor on the input field of the first panel line (= right-hand column of the line named 
ANALYZER or GENERATOR) using the mouse or the T, Page and Tab — keys. Then press 


SELECT 


(} - 


(or any mouse key or space on the external keyboard). A selection window with a list of all available 
analyzers or generators will be displayed. 


> Select an instrument using the T and J keys, rotary knob or mouse and press 
ENTER 


(Cy - 


(or any mouse key or Enter on the external keyboard). The selection window is closed and the settings 
of the "former’ instrument are saved. The panel with the menu items and all settings appertaining to 
the instrument most recently selected is built up anew. 
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Changing Functions or Parameters 


Changing a function (eg from RMS to THD measurement or, from sinewave to multi-sinewave 
generation) is performed analogously to changing an instrument, which is explained above: all menu 
items including the parameters appertaining to the function are retained. (The frequencies and 
amplitudes of all multi-sinewaves are still present, even when the frequency and amplitude of the 
single sinewave have been changed in the meantime). 


Also when changing parameters, the menu items not required are suppressed, their parameters are 
however retained and are available again when they are activated. 


Example 1: 
Select: balanced input, impedance 600 Q, change to unbalanced output and an impedance of 5 Q for 


an intermediate measurement. When switching back to the balanced output, an impedance of 600 Q is 
automatically set. 


Example 2: 
Changing from "Off" to, for example, "AUTO SWEEP" in the menu item "Sweep CTRL" causes the 
menu items (= lines) required in this mode "Start", "Stop", "Points" etc. to be displayed together with 
the parameters set for the most recent sweep. These lines are cancelled again, when the sweep is 
switched off. 


Note: The order of the menu items in the panel is selected such that varying a parameter may 
induce changes in the lines further down, however never in lines further up in the panel. 
We advise you to proceed in the given order from top to bottom. 


Parameter link (Parameter Link) 


It may sometimes be required with changing a function that the set of parameters which had been set 
last time is not set, but that the one of the currently used function is set instead. This parameter link 
can be selected in the OPTIONS panel (see 2.15.9 Parameter Link). If this so-called parameter link is 
activated, a query box is displayed with changing the function where the user can select once again, 
whether the parameter link is to be carried out or not. 


2.3.2 Data Entry 


The cursor (field in inverse display) indicates for which input field an entry is currently expected. The 
cursor can be moved from one input field to the other using the spinwheel, the front-panel keys T, J, 
PageT, Pagel, Tab > and Tab < or the corresponding keys on the external keyboard. Some fields in 
the column with the input fields have display function only, the cursor cannot be placed into them. They 
are displayed in a different colour or in a different grey shade. Menu items without input field serve as 
headings. 


Note: The same menu item may have an input field or just serve as heading depending on the 
parameters selected in other menu items. 
Note Section 2.3.2.6 Data Input or Output during Measurements 


2.3.2.1. Selecting a Parameter 


Place the cursor on the desired input field. Press the SELECT key (or the space bar on the external 
keyboard) or any mouse key to open a Selection window containing all parameters appertaining to this 
menu item. The spinwheel, the cursor T and cursor | keys or the mouse are used to select the 
parameters. The window is closed again using ENTER (also with external keyboard), CANCEL (or ESC 
on external keyboard) or by pressing a mouse key. The parameter of the selection window is taken 
over with ENTER whereas the former setting is retained with CANCEL. Also, the parameter is 
accepted when selected with the mouse or, the window is closed while the former setting is retained 
when any point outside the selection window is selected using the mouse. 
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Note: The contents of the selection windows are not constant but vary depending on the other 
settings selected. 
For a list of all key combinations assigned to the front-panel keys of the external keyboard, 
refer to Section 2.1, Front- and Rear-panel Views. The key combinations are therefore not 
explicitly specified in the following description. 


2.3.2.2 Entry of Numerical Data m2, 3, Aik 


Entry using the spinwheel 
— Place the cursor on the desired input field using the spinwheel or cursor keys J or 7. 


— Set the numerical cursor (= underscore) to the position to be incremented or decremented using 
cursor keys < or — . If the position need not be changed press the ENTER key. 


— The colour of the field changes and the spinwheel is now in the "value change" mode. Change the 
figure using the spinwheel. 


The digits can be varied only within the range of values specified in the user guide line. A warning is 
audible on reaching the limit values (can be deactivated, see 2.15.2 Beeper On / Off) 


Note: Some settings require other settings in the panel to be varied (example: when changing 
the reference voltage, all settings referring to this value must be converted). In this case, 
the complete panel must be rewritten whenever a value is changed, thus slowing down the 
spinwheel function. 


After quitting the field using one of the keys | , T , PgUp, PgDn or CANCEL, the spinwheel is again in 
the "roll" mode. 


Sweep parameters (eg generator frequency or level) can be incremented and decremented around a 
user-defined value. This is done by determining the step width for the manual sweep. 


Entry using the numeric keypad 


Position the cursor to the desired input field, press SELECT or any mouse key or a number key on the 
external keyboard causing a small input window with the current value to be displayed. (The number of 
digits available in the input window may be higher than that of the input field allowing the user to enter 
values with a higher accuracy than can be displayed in the panel, if required. After having closed the 
window the rounded value appears in the panel.) 


If the value is to be re-entered completely, simply enter the figure using the numeric keypad. The first 
key depression automatically deletes the old value. The BACKSP key is used to delete the figure to the 
left of the cursor during input. 


If you wish to change only individual figures, place the numerical cursor on the respective position 
using the — or < and enter the desired figure (changing the position of the numerical cursor before the 
entry of the first figure or deleting a character causes the former value to be retained). 


Close the window using 

e ENTER: the value entered anew is accepted 

e CANCEL: _ the old value is retained 

e Softkeys: the selected unit is set and the value entered anew is accepted 

e Clicking with the mouse inside the input window: the value entered anew is accepted 


e Clicking with the mouse outside the input window: the value entered anew is not accepted 


1030.7500.02 2.33 E-11 


Panels UPD 


Entries outside the specified range of values are not accepted, a warning is audible (can be switched 
off, see 2.15.2 Beeper On / Off) and the entry is changed to the appropriate minimum or maximum 
value. 

Changing the unit at a later date 


Place the cursor on the unit field (using Tab @ in the numeric input field) causing a softkey line with the 
units permissible for this menu item to be displayed. The current numeric value is converted for the 
selected unit by pressing the respective softkey (see also next Section). 


2.3.2.3 Using the Softkeys 


The softkeys (eight keys at the bottom screen margin) are used for the entry of units and operation of 
graphical display. The MORE softkey switches to further softkeys available to this operating point, the 
BACK softkey returns to the next higher softkey level. 


The softkeys can be activated 
e using the front-panel keys 
e using the function keys on the external keyboard specified in the softkey labelling 


e by clicking by means of the mouse. 


2.3.2.4 Help Line 


The help line is between the panels and the softkeys and always refers to the input field marked by the 
cursor. It provides you with information on which keys to use for further operation or the permissible 
range of values. Entries outside the specified range are not accepted, a warning is audible and the 
entry is replaced by the appropriate minimum or maximum value. 


Note: The maximum permissible range of values may depend on other settings, ie is not 
constant. For further information on the current menu item, press the HELP key. 


2.3.2.5 Entry of File Names 


Position the cursor on the input field of the menu item the file name of which is to be changed and 
press the SELECT key. A dialog window consisting of three more windows will be displayed. 


o 
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1030.7500.02 2.34 E-11 


= TC fe ne 
UPD General Instructions for Use 


> The top window serves for editing the file name (incl. path name, if required). When selecting the 
dialog window, it is preassigned with the current file name of the selected menu item. The line below 
indicates the currently used path (disk drive and directory, see also paragraph "Working Directory”). 


> The "Files" window allows you to select an already available file. This window lists all files contained 
in the current path of the file type provided as standard for this menu item. (The type of file is 
identifiable by the three letters after the point. Different types of files are used for the different tasks 
of a file (eg limit file, sweep list file etc.) to facilitate file management. For a list of all types and their 
meanings, see Section 2.9.1, Loading and Storing). 


> The "Directories" window allows the user to change the directory. It contains the subdirectories (if 
any) of the current path. The directory name "..." represents the higher-order directory with respect 
to the current directory. 


The Tab < and Tab — keys can be used to switch between the above windows. 


Selecting an already available file 


Change to the Directories window using the tab key in the open dialog 
window. 


Select the desired directory. Scrolling is possible as in a panel, also with 
PgUp, PgDn or the spinwheel (see Section 2.3.1, Panels: Scrolling in 
the Panel). 


J} 


ENTER 

The newly selected, current path is displayed, the window contents are 
updated, *.xxx is entered as file name, where xxx stands for the type of 
file provided as standard for the selected menu item. 


Change to the Files window and select the desired file. 


JU 


ENTER 

The selected file name is taken over into the input window where it can 
still be modified (see below "Entering a new file name"). Entering an 
already available file name is to be preferred, in particular when no 
keyboard is used as entering a completely new name is then time- 
consuming. 


a) 


ENTER 

Close the dialog window, storing or loading is effected with the name 
stated in the input window. CANCEL closes the window without any 
operation carried out, the old file name being retained. 


a) 
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Entering a new file name 


> Change to the uppermost window. 
The file name to be entered must comply with the MS-DOS 
conventions: a maximum of eight characters followed by a point and 
the data type consisting of a maximum of three characters. The <> =, 
;:.*2[] ( A+ ! characters must not be used. 


There are three ways of entering the file name: 

e using an externa! keyboard 

e with the help of the mouse (also with no external keyboard connected) 
e via the front-panel keyboard. 


For entries without using an external keyboard, place the input cursor (" A" character) on the position 
there characters are to be entered using the > or < key. Press the mouse key or the SELECT key. A 
selection window with all characters which can be entered will be displayed. Select a character (using 
the mouse or -, « keys), which is then inserted into the file name at the cursor position whenever a 
mouse key or the SELECT key is pressed. An entry at the first position causes the former file name to 
be automatically deleted. BACKSP is used to delete the character to the left of the input cursor. Close 
the selection window using the ENTER key, by selecting <ok> in the selection window or by selecting 
one of the three windows in the dialog window with the help of the mouse. 


When using an external keyboard, editing is made directly in the input window, the above selection 
window with the alphabet is not displayed. On power-up, the UPD checks whether an external 
keyboard is connected. (Being not initialized when connected after power-up of the UPD, the key-board 
does not function properly.) 


The following can be entered in the input window (see also previous section "Working Directory"): 


e File name without path specification: The path specified in the next line is used. Storing and loading 
is initiated using ENTER. 


e File names with wild cards (don't care characters * and ?). ENTER serves to display the respective 
files in the FILES window, eg *.LUP is used to list all files of this type. The search for file types other 
than the standard files is thus possible. 


e Only a path. The path and window contents are correspondingly updated. 
e File name incl. the complete path specification. Storing and loading is initiated using ENTER. 


Using the working directory (Working Directory) 


Files can be summed up in a working directory for certain projects or instrument users (see Section 
2.9.1, Loading and Storing). The path specified in the menu item WORKING DIRECTORY of the FILE 
panel (eg C:\PROJECT1) precedes all file names used in the UPD at the time of loading or storing, 
provided they do not begin with "\" or "Drive:\". 


Example: 
Entering the file name MEASS\MYFILE.XYZ results in the path C:\PROJECT1\MEASS5\MYFILE.XYZ, 
to use the above example again. 
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Internal and external sweep switched off 


(External sweep: The parameter AUTO is not selected for menu item START COND of analyzer) 

All entries are permissible at any time. After having terminated an entry (ENTER), the present 
measurement or output is aborted, the newly selected parameters are set and the measurement or 
output is restarted. 


Note that with graphical display (eg continuous FFT, bargraph, histogram of intermodulation 
measurement), the graphics output is interrupted when a selection window is opened, however the 
measurement continues. After having closed the window, the graphics is restored, or, when display 
parameters were changed, the graphics is deleted and built up again with the new settings (in the case 
of continuous FFT, this is performed only at the end of the present FFT). 


Internal or external sweep switched on 


(External sweep: The parameter AUTO is not selected for menu item START COND of analyzer) 

Any entry causes the sweep to be stopped (ie it is stopped after conclusion of the current sweep) and 
then the action initiated by the activated key to be executed because modifications to parameters 
during a sweep may affect the measurement, thus rendering the measurement results displayed on the 
screen questionable. 


Exceptions: 

The following keys can be activated or the following actions can be made without aborting a sweep: 
e Entries in the DISPLAY panel 

e Display of any panel without varying parameters 

e Rotary knob (enables a manual sweep, (see Sweeps) 


e Softkeys of graphical display of results 


Changes in the GENERATOR, ANALYZER, FILTER or STATUS panels cause the internal instrument 
status to be set to "measurement invalid" because the measurement results do not match the setting 
parameters. The attempt to save or print these measurement results is prompted by an appropriate 
warning (see Section 2.9.1 "Loading and Storing" and Section 2.14 "Printing"). It is no longer possible 
to continue the sweep using the CONT key, a restart with the START or SINGLE key is required. 


Modifications to parameters in the DISPLAY, FILE and OPTIONS panels do not affect the 
measurement results; the internal instrument status is "measurement valid". Entries are immediately 
processed. (Exception: With continuous FFT, modifications to the display parameters are considered 
only in the next spectrum to be output). The measurement can be continued with the CONT key. 


Note: See also 2.11 Starting and Stopping a Measurement or a Sweep. 
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CLE oth 


2.3.3 Display of Measured Values S== {71S 


The display windows for a maximum of 6 measurement results are in the upper section of the screen 


except for in full-screen mode. 


To the right of the windows, there are status information on the current instrument state, see 2.3.5 


Status Display). 
Measured value display Status block 


RMS Select Input Peak Frequency 
GEN-Status see2.3.4 


CH1 | -41,18 dBV 12,34 mV 4,234 kHz 
ANL-Status " 
CH2 | 22,11DB 9,876 V SWP-Status " 
: Apr011992 


Wed20:44:50 


Fig. 2-8 
1st column: Measurement results of the selected measurement functions ... 


2nd column: Measurement results of the measuring function selected in menu item "Input Disp” 
(in the example, peak value display of input levels) .. 


3rd column: Frequency and phase measurement results ... 
... each for both channels at one time. 


Display of measured values: 


1.234 V Valid measurement result 
The measurement results are shown 


in 


3 %-, 4 %- or 5 %-digit display ie the decimal point jumps at the transition 
2.999 < 3.00, 29.99 <~ 30.0, 299.9 ~ 300 etc. If a measured value 
happens to be in the transition range, hysteresis prevents an unsteady 


display. 


The number of digits and the rate of updating the displayed 
measurement results can be selected in the option panel - depending on 
the measurement function (see). Independent of this reading rate, the 
measurement rate can be selected for the individual functions (see 2.6.5 


Functions). Only the function influences the measurement accuracy. 


With fluctuating measurement results it is advisable to reduce the 
number of digits to be displayed (reading resolution) in order to obtain a 
steady display. The measurement results can be displayed with various 
units individually for each channel. The unit is selected in the analyzer 


panel with the measurement function. 


OFF The measurement channel or function is OFF, for example, 
Input Peak = OFF 


measurements. 


ANPUT ?- 


Press SHOW VO The measurement result cannot be displayed because of an 


inappropriate input signal. 


| sen! | There is no measurement result related to the selected function 
available, eg, there are no frequency measurement results during DC 


A hint about how to eliminate the error appears when pressing the 


SHOW I/O key (see 2.3.5). 
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2.3.4 Settling Process 


2.3.4.1. Introduction 3:35 Vf 


Why is settling necessary: 


If a modification is made at the generator of the UPD and if the settling time of the test item is known, 
it can be considered using the delay indication in the analyzer panel (cf. 2.6.4 Ways of Starting the 
Analyzer). Settling processes within the UPD are automatically considered so that the user does not 
need to take these times into account. The analyzer supplies settled, valid measurement results. 


If there is a test item with an unknown transient response between the generator and the analyzer of 
the UPD or if a test item is fed by an external generator, a transient response will usually be observed 
at the measurement result after a change of the signal or a manipulation at the test item (in the case of 
a high measurement rate compared to the settling time) until the display has stabilized. The steadied 
readout is then accepted to be valid. 


The settling process in the UPD has the aim of imitating and automating this procedure. A measured 
value is only output if it satisfies a certain accuracy the user can enter freely (maximal deviation from 
the settled final value, later the expression "tolerance” is used). The settling process is preferably used 
in cases where measurements are to be made at test items with an unknown or changing settling time. 
The settling process can be combined with a delay so that an undesired signal characteristic can be 
ignored before the settling process begins as of the starting time of the measurement (change of 
generator or of signal with external sweep). The settling process can also be used to steady the 
readout by rejecting values which do not comply with the accuracy entered. 


How is the settling process realized? 

The value measured by the UPD is permanently compared with up to 5 measured values stored 
immediately before. A measured value is only accepted as valid if it is within the tolerance limits 
entered by the user with regard to the previous measured values. Otherwise it is rejected and included 
in the series of comparison values for the next measured value. 


Where can settling be set? 
The settling process can be applied to: 


- External sweep (START COND - FREQ CH1 | FREQ CH2 | VOLT CH1 | VOLT CH2) 
- Frequency results (FREQ/PHASE — FREQ) 
- Phase results (FREQ/PHASE —> FREQ&PHASE) 
- Function results for all functions except for FFT, POLARITY and WAVEFORM 
(START COND > AUTO) 


The settling process for the external sweep and the settling process for the frequency, phase or 
function measurement can be combined. 


Exception: 

Settling process in combination with external sweep with a change of the frequency as trigger condition 
(setting START COND — FREQ CH1 | FREQ CH2) cannot be combined with a settling of the 
frequency results. Reason: There are already settled frequency results which do not have to be 
weighted using a settling process again! 


All settling settings can be activated in the ANALYZER panel in the corresponding panel sections 
under menu item "Settling”. 
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2.3.4.1 Settling Parameters: 


The appropriate settling parameters are stored for every measurement function so that the settling 
settings once selected and well tested are effective in a change of the function. 


Settling — EXPONENTIAL 

sets a result comparison window with an exponential characteristic whose lock-in range is determined 
by the setting “tolerance”. This setting is ideal for measurements on test items with a normal 
exponential transient response and usually covers most applications (cf. Fig. 2-7.1). 


Settling — FLAT 

sets a result comparison window with a fully flat characteristic (tolerance band) whose lock-in range is 
determined by the setting "tolerance”. With a very small tolerance entered, this setting only supplies a 
measurement result if the test item has quasi completely settled. Due to this stricter settling condition, 
the time until a valid measured value is recognized is usually longer than with the EXPONENTIAL 
setting (cf. Fig. 2-7.1). 


Settling — AVERAGE 

causes an arithmetic averaging for the number of measured values set in samples. After a restart of 
the measurement by pressing the Single key at the UPD or a parameter entry which must result in a 
restart of the measurement such as modifications of the generator signal or of the settling parameters 
themselves, the average is only output when the number of measurements set by means of "samples" 
has been made. If the memory is full of measurement results, the most previous result is dismissed 
and the average output with every new result. In this phase, an abrupt change of the signal results in a 
creeping change of the average (low-pass properties). 


Samples: 
This value indicates the number of measured values used for tolerance and resolution comparison. 
Samples = 6 means that the latest measured value is compared with the 5 last measured values. 


Tolerance: 

The tolerance vaiue denotes the maximally permissible deviation from the previous measured value a 
settled measured value may have in order to be classed as valid by the UPD. The value of the 
maximally permissible deviation of the current measured value compared to the 2nd/3rd/4th and 5th 
last measured value is determined by the EXPONENTIAL | FLAT setting. 
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Fig. 2-9 Tolerance characteristic 


When the measured values are checked as to whether they satisfy the tolerance condition, 


- volt is always used as a basis for the measurement result for level measurements RMS & S/N, RMS 
SELECT, PEAK & S/N, Q PK & S/N and DC, 


- % is used as a basis for the measurement result for intermodulation measurements THD, 
THD+N/SINAD MOD DIST, DFD, DIM and WOW & FL, and 


Hz is used as a basis for the measurement result for frequency measurements, irrespective of the 
unit in which the measurement result is displayed. 
For a phase measurement, it is only possible to set the resolution (See resolution). 


Examples: 


In the following examples, Settling —- EXPONENTIAL and samples = 6. If the tolerance is 1%, this 
means that the current measured value must be identical to 


- the last measured value +1% (or +0.086 dB) 
- the 2nd to the last measured value +2% (or +0.172 dB) 
- the 3rd to the last measured value +4% (or +0.340 dB) 
- the 4th to the last measured value +5% (or +0.668 dB) 
- the 5th to the last measured value +16% (or+1.289 dB). 
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Level measurement, tolerance 1%: 
A measured value of 1 V is displayed as settled, when 


- the 

- the 2nd 
- the 3rd 
- the 4th 
- the 5th 


last measured value is between 

to the last measured value is between 
to the last measured value is between 
to the last measured value is between 
to the last measured value is between 


Intermodulation measurement, tolerance 1%: 
A measured value of 0.01 % is displayed as settled, when 


- the 

- the 2nd 
- the 3rd 
- the 4th 
- the 5th 


last measured value is between 

to the last measured value is between 
to the last measured value is between 
to the last measured value is between 
to the last measured value is between 


0.99 and 1.01 V (1%) 
0.98 and 1.02 V (42%) 
0.96 and 1.04 V (44%) 
0.92 and 1.08 V (48%) 
0.84 and 1.16 V (£16%) 


0.0099 and 0.0101 % (+1%) 
0.0098 and 0.0102 % (+2%) 
0.0096 and 0.0104 % (+4%) 
0.0092 and 0.0108 % (+8%) 
0.0084 and 0.0116 % (+16%) 


Intermodulation measurement, tolerance 0.1 dB (1.16 %): 
A measured value of -80 dB (0.01%) is displayed as settled, when 


- the 

- the 2nd 
- the 3rd 
- the 4th 
- the 5th 


last measured value is between 

to the last measured value is between 
to the last measured value is between 
to the last measured value is between 
to the last measured value is between 


Frequency measurement, tolerance 1 %: 
A measured value of 1000 Hz is displayed as settled, when 


- the 

- the 2nd 
- the 3rd 
- the 4th 
- the 5th 
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last measured value is between 

to the last measured value is between 
to the last measured value is between 
to the last measured value is between 
to the last measured value is between 


2.42 


-80.1 and -79.9 dB (+1.16%) 
-80.2 and -79.8 dB (+2.32%) 
-80.4 and -79.6 dB (44.63%) 
-80.8 and -79.2 dB (+9.26%) 
-81.7 and -78.5 dB (+18.53%) 


990 and 1010 Hz (+1%) 
980 and 1020 Hz (42%) 
960 and 1040 Hz (+4%) 
920 and 1080 Hz (+8%) 
840 and 1160 Hz (+16%) 
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Resolution: 


With very small measured values, especially at the lower measurement limit of the UPD, or in the case 
of signals with superimposed noise, a relatively large measuring error may occur so that the measured 
value often is no longer within the exponential tolerance characteristic. In this case, a minimum value 
of the result resolution is considered, the "resolution" value, which serves as the starting value for an 
exponential resolution characteristic and which has exactly the same curve (EXPONENTIAL or FLAT) 
as the exponential tolerance characteristic. (see Fig. 2-10) 


A value outside the exponential tolerance characteristic which has been caused by superimposed noise 
is not expressive with regard to the transient response of the test item. If the measured value satisfies 
the resolution entered by the user, however, it is accepted as being valid nevertheless. 


If, eg, the current measured value is not within the tolerance limit required compared to the 4th last 
result, the amount of the difference between the current measured value and the 4th last value is found 
and compared to the resolution value No. 4. If this difference value is smaller than the resolution value, 
the measurement result is considered to be valid. 


The accuracy of the phase measurement results is the same throughout the entire range from 0 to 
360°. Observing the tolerance for phase measurement results would not be very useful, because the 
slightest phase fluctuations about 0° would cause large tolerance jumps and thus continuously violate 
the tolerance conditions. Therefore, only specification of the resolution is possible for the phase 
measurement, ie the absolute offset of the current phase measurement result compared to the 
previous phase measurement results in degree. 


Example: 

Phase measurement with resolution 1°: 

A phase result is indicated to be valid if the magnitude of the difference between the current measured 
value and 

- the last measured value <= 1° 

- the 2nd last measured value <= 2° 

- the 3rd last measured value <= 4° 

-the 4th last measured value <= 8° 

- the 5th last measured value <= 16° 
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Tolerance characteristic 
Example by means of the SampleNO. 8 s2 83 34 
followwing panel setting: 


Settling © EXPONENTIAL 
Samples 5 


Tolerance 1.0% 
Resolution 0.5 mV 


25.5mV 22.1mV 
6.25 % -7.91 % 


6.0mV 
4.0 mV 


3.0 mV 
2.0mV 
1.0 mV 
0.0 mV 
4th last 3th last 2th last Last Current 
measured measured measured measured measured 
value 


Fig. 2-10 Connection between tolerance and resolution 


The EXPONENTIAL traces are always calculated to the basis 2. The sampling points of the 
exponential tolerance characteristic, eg starting from tolerance 1%, are calculated to: 1%, 2%, 4% and 
8%. The sampling points of the resolution trace, eg starting from a resolution of 0.5 mV, are calculated 
to: 0.5 mV, 1 mV, 2 mV and 4 mV. The offset of the current measured value compared to the 3rd last 
measured value is -7.91% and is therefore not within the desired tolerance. When the amount of the 
difference between the current measured value (24 mV) and the 3rd last measured value (22.1 mV) is 


smaller than or equal to the resolution value [S2] (2 mV), the current measured value is accepted as 
being valid nevertheless. 


|24 mV - 22.1 mV| =1.9 mV 
Since 1.9 mV < 2 mV, the current measured value is valid. 
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Timeout: 

Timeout denotes the time which may elapse from the start of a measurement until the settling 
mechanism has recognized a settled measurement result. If the measured value does not stabilize 
within this time, the measuring loop is aborted and the note "Input - Press SHOW 1/O" output instead of 
a measured value. During a sweep with a graphical curve display, a gap in the curve trace indicates 
that a measured value is missing. In the case of settling with an external sweep (cf. next paragraph) a 
timeout is not considered. If option Highspeed (UPD-B3) is fitted, the timeout period begins 
simultaneously for both channels after "delay" (see below) has elapsed. If option Highspeed is not 
fitted, channels Ch1 and Ch2 are measured sequentially and the timeout period reset with every 
change of the channel after "delay" has elapsed. 


2.3.4.2 Settling with External Sweep: ant Behe phus 


For better understanding the following explanations, please read menu items 
- "Min VOLT" 

- "Start" 

= "Stop" 

- "Variation" 

in Section 2.6.4, Ways of Starting the Analyzer, Ext. Sweep 


When the external sweep (START COND > FREQ CH1 | FREQ CH2 | VOLT CH1 | VOLT CH2) is 
used together with the settling process, the following measurement procedure results (see fig. 2-11): 


1. Check whether a level of at least the value indicated in "Min Volt" is present at the measurement 
input. (Only true of an external sweep with triggering on frequency changes (START COND ~ 
FREQ CH1 | FREQ CH2) 

No: Execute step 1. 


2. Wait for the stabilization of the frequency with setting: START COND > FREQ CH1 | FREQ 
CH2, 
or 
the stabilization of the level with setting: START COND - VOLT CH1 | VOLT CH2 
by means of the settling process. 


3. Check whether the level or the frequency are in the range 
indicated by "Start" and "Stop". 
No: Execute step 1. 
Yes:- Wait the time indicated under delay to permit a test item to settle. 
- Execute function measurement (possibly including function settling) 
- Proceed function result to the display 


4. Check whether a change in level or frequency by at least the value 
indicated in "Variation" has occurred. 
No: Execute step 4 
Yes: Execute step 1 


Note on the delay: 

A delay with an external sweep with settling process is useful when measurement is carried out on test 
items showing a slow transient response of the level due to a change in frequency (eg hearing aids with 
sound-level limiter or compander/expander circuits with fast level rise times and slow decay times). A 
frequency change has to be set as a trigger condition (START COND -— FREQ CH1 | FREQ CH2). If 
the settling mechanism supplies quickly steadied values for the frequency results but the level is far 
from having stabilized, the lapse of the level settling time can be waited for using delay. 
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External sweep with settling process 


example: 
Result 
: V gms eda oe 
yj a by at least 10%. 
ifn 
ZAM WAM i 
Trigger 


Fig. 2-11 External sweep with settling process 


2.3.4.3 Settling Check and Optimization 


Settling check 


UPD 


If the SHOW I/O key is pressed during a fault-free measurement run with activated settling process, 


the settling control characters "r", “t" or "-" appear in a suggested result window or after the text 


"Ext. 


Sweep", indicating whether the result display or the trigger event were possible because of a fulfilled 
tolerance or resolution condition. According to this display, the tolerance or resolution value can be 


varied until the desired transient response is achieved. 
Example of an indication in SHOW I/O display: 


Func Freq 
CH1 mt 
CH2 ttt 
Ext. Sweep: trt 
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Explanation: 

"t': tolerance condition fulfilled 

eg, 't" at the third position: tolerance condition of the current measurement result compared to the 3rd 
last measurement result was fulfilled. 

"r": resolution condition fulfilled, only 

eg, "r" at the fifth position: the tolerance condition of the current measurement result compared to the 
5th last measurement result was 


not fulfilled, the resolution condition was fulfilled instead. 


Exception: 
Since no tolerance condition can be specified for the phase measurement, a settled phase 
measurement result is always characterized by "r". 


'-w-e=": No settled measurement result. 
Remedy: 

- Increase tolerance and resolution value 
- Reduce the number of samples 

- Switch from FLAT to EXPONENTIAL. 


"rrrrr" The measurement result is too unsteady or noisy for the selected tolerance condition. 
Remedy: 
Select greater tolerance value. 
If a still smaller resolution value was selected, "-----" would be displayed. 


“rttrt" The measurement result is still too unsteady or noisy for the selected tolerance 
value. 
Remedy: 
The more unsteady this display, the greater the tolerance value to be selected. 


"ttttt" The measurement results lie all inside the specified tolerance range. 
The tolerance condition can be tightened by using a smaller tolerance value or the setting 
Settling — FLAT until an "r" appears sporadically. 


Note: If varying or fluctuating measurement results are to be observed although the tolerance 
condition is fulfilled, this may be due to the following reasons: 
- Slowly rising or falling measured values (compared to the measurement rate) 
- Sudden, but rare variation of the measured values compared to the measurement rate. 


Optimizing the settling parameters: 

In order to obtain maximal measurement rates in connection with the settling mechanism, the DELAY 
time under START COND — AUTO (cf. 2.6.4) is to be observed. This is the time elapsing from the 
setting of the generator until the restart of a measurement (and thus the start of the settling process) 
(cf. 2.6.4) in order to take into account possible dead times of a test item. The UPD automatically 
considers the settling time of the generator and the analyzer. If the value 0.0 s is entered for DELAY, 
no additional delay is effective and a maximum measurement rate is achieved. 


As the settling process in the UPD can be used for individual measurements, the suitable settling 
parameters can be easily determined by observing the measurement results and by trying. 


Delay value if the UPD generator is used 
Measurement of the DUT delay using the time-controlled measurement functions Timetick or 
Timechart (START COND — TIME TICK or TIME CHART, cf. 2.6.4 Ways of Starting the Analyzer) 


and graphical display. After a generator modification, determine the time until the sudden signal 
change. 


1030.7500.02 2.47 E-11 


Display of Measured Values and Settling Process UPD 


Delay value with external sweep 


In the case of unknown signals, short dead times of the test item up to approx. 100 ms can be 
determined using function WAVEFORM, for longer dead times we recommend to use a storage 
oscilloscope. If test bands, test CDs etc. are used, possible manufacturer's instructions can be used. 
Trying delay values for the external sweep is usually not successful since settled measured values 
might occur, but possibly at an undesired point of time. 


Sample value 


A high value makes high demands on the transient response of the test item. No general statements 
possible. 


Tolerance value 


Select bar display until the min/max values are within the desired limits. A tolerance indication of 1% is 
suitable for most AF applications. In the case of noisy test bands with considerable level fluctuations, 
eg, the tolerance value must not be selected too small as otherwise settled measured values would 
never be obtained. Tolerance values of approx. 5% with 3 samples can be useful. 


If noisy signals are weighted via the settling process, a steadied readout can be achieved by suitably 
setting “tolerance”. However, the measurement rate decreases as possibly very many measured 
values have to be rejected until the settling condition is satisfied. The settling process offers the 
possibility of averaging (cf. AVERAGE). 


Resolution value 

Observe value displayed. The resolution value should always remain near the UPD resolution. If, eg, 
the level result fluctuates by 2 mV, a value which is approx. 5 times higher, ie 10 mV, would be 
suitable as resolution value. 


Caution! Two high a resolution value would permanently signal settled measured values although 
the tolerance conditions would permanently be violated. 


Timeout: 

The longest time the UPD takes to measure the test item can be determined by experimenting. If this 
time is slightly increased, it can be used as timeout period and guarantees a maximal rate of the test 
run in the case of timeout being exceeded. 


For explanation of how to enter settling commands see 2.6.5.1, Common Parameters of 
Analyzer Functions 
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2.3.5 Status Display 


The status information is always displayed in the top right section of the screen and contains 
information on the current status of the generator, analyzer and sweep system as well as date and 
time. 


Exception: In full-screen mode (see 2.10.9, Switching between Full-screen and Split-screen Mode), 
date and time are displayed flush right in the operator guidance line. 


Status display GEN Status 


GEN OFF: Both generator channels are off. 

GEN RUNNING: Generator outputs signal. 

GEN BUSY: Generator-DSP is temporarily processing the waveform. 

GEN HALTED: No generator output signal because of the setting not yet concluded or invalid. 
GEN OVERRUN: The sample rate applied to the external input (see 2.5.3) is too high for the 


selected digital generator. 
Remedy: e Select a lower external sample rate. Recall the function. 
e Select a faster digital generator 


Status display ANL Status 


ANL WAIT FOR TRIG: The analyzer waits for the trigger condition set under START COND (see 
2.6.4). 


ANL1: 2:| | 
as Separate status information for analyzer channels 1 | 2: 


OFF: Channel OFF, no status messages 
OVER: Overranges may occur when 
e a measurement range has been fixed using FIX (see 2.6.2 
Range) 
e a signal with a level featuring a crest factor > 2 is applied to the 
range limit 
e a DC portion is superposed on the signal with a lower 
range limit of 2 Hz 
e DC control is applied to the input configuration BAL. 
UNDR: Underranges may occur when a measurement range has been 
fixed using FIX or LOWER (see 2.6.2 Range) 
RANG: Ranging. No measurements possible! 
SNGL: Single measurement running 


CONT: — Continuous measurement running see 2.11 Starting and 
TERM: Single measurement terminated Stopping a Measurement 
STOP: Measurement stopped al 

CAL: Cyclic internal DC offset calibration of A/D converter in the analog 


analyzers or DC offset calibration of input levels in measurement 
function DC. Calibration, see 2.15.7 
ORUN: The sample rate applied to the external input (see 2.6.3) is too 
high for the selected digital instrument. 
Remedy: e Set a lower external sample rate 
Recall the function. 
e Select a faster digital instrument 


1030.7500.02 2.49 E-11 


Status Display 


Status display SWP Status after modifications to the settings 


SWP OFF: 
SWP INVALID: 


SWP TERMINATED: 
SWP STOPPED: 


SWP CONT RUNNING: 
SWP SNGL RUNNING: 
SWP MANU RUNNING: 


SWP UNDERRANGE: 


Other status displays: 


UPD 
No sweep 
Sweep invalid because not yet started 
or parameter varied 
Single sweep terminated see 2.11, Starting and 
Sweep was stopped and Stopping a Measurement 


can be continued 
Continuous sweep running 
Single sweep running 
Manual sweep running 


On account of an underrange, valid, yet inaccurate measured values 
occurred during a sweep. 


In the section where date and time is displayed, the following status messages are displayed. Data and 
time are displayed again when the cause for the error has been removed. 


PRINTER NOT e After the H COPY key has been pressed, the UPD recognizes that no printer is 
READY connected. 


e The connection to the printer has been interrupted while files or lists (see 2.14.1 
and 2.14.2) are being printed. 


CONVERTING _ The setup of a previous UPD program version is being converted to be loadable by 
SETUP the latest UPD program version. 


WAIT FOR CAL: The analyzer requires an offset calibration. It is currently not feasible because cyclic 
ANA OFFSET _ DC-offset calibration has been switched off (see 2.15.7) or, due to a running sweep, 
has been disabled. 


The operator guidance line shows the following status message: 
DUMP SCREEN TO TEMPORARY FILE Pressing the H COPY key causes the screen contents to be 
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copied to a temporary file. While this status message is 
being displayed, operation of the UPD is not possible. 
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2.3.6 Error Messages 
All error messages in manual mode are displayed in a window in the center of the screen until ENTER 
is pressed. 


The error message contains a hint about its recovery, if possible. 


Error messages in measurement mode 


In measurement mode, error messages may occur on account of inappropriate input signals or 
settings, thus disabling the display of measured values. Instead, the following hint is displayed in the 
window: 


-INPUT ?- 


Press SHOW I/O 


Fulfilling this request by pressing the SHOW I/O key on the UPD front panel (or ALT + | on the 
keyboard) sets a graphics to show the currently active inputs/outputs (see 2.12) and a text giving 
information about why the display of measured values is not possible. If there are more than one 
message, the messages can be called one after the other by repeatedly pressing the SHOW //O key. 
Messages issued more than 30 seconds ago are not displayed. 


The UPD front-panel graphics is removed and the measurement mode is entered again when 
° all messages have been read out and the SHOW I/O key is pressed again. 

e CANCEL or ESC is pressed. 

Fatal errors with error messages 


Just in case an internal software error making it impossible for the UPD program to run should occur, 
which is never to happen, the DOS operating system is branched to. The following error message will 
be displayed. 


"Save setup to C:\UPD\SETUP\ UPD.SET and Exit to DOS!" 
"Internal Error No. xxx -- press any key!" where xxx is the error number. 


Before returning to the DOS operating system, the current setup and a fault diagnostics buffer 
including the error number xxx is stored from the battery-backed RAM of the UPD to the hard disk 
under the name C:\UPD\SETUP\UPD.SET. 


You can facilitate troubleshooting for the R&S service personnel by including the UPD.SET file. 


To this end, connect a keyboard to the UPD (see 1.1.6 Connecting an External Keyboard), insert a 3% 
”-disk into the disk drive and enter the DOS command: 


COPY C:\UPD\SETUP\UPD.SET A: 

When the UPD is put into operation again after a fatal error, the power-up picture includes the hint 
"Error in prev. run! CANCEL — default setting, ENTER — previous setting” 

offering you the following possibilities 


e CANCEL: _... booting the UPD with its default setting 
e ENTER: ... booting the UPD with the previous setting which might be faulty. 
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Fatal errors without error message 


In the case of a fatal error without error message, the UPD was no longer capable of storing the 
information which provides the above selection box when the UPD is put into operation again. 
Analogous to the above selection box, you can select between two ways of starting the UPD: 


Booting the UPD with the setup most recently stored in the CMOS-RAM 


This setup may be correct despite the faulty response of the UPD. To avoid having to re-enter the 
settings most recently input, try to start the UPD with this setup. 


e Switch power switch off and on (no further action necessary). 
In case the above attempt fails, 
boot the UPD 


Enter the following and terminate using ENTER: 


UPD -d The setup "DEFAULT SET" in the directory C:\UPD\SETUP supplied with the UPD is 
loaded. 


UPD -s The UPD is loaded with the setup indicated without space character subsequent to 
woe 
The file name should be combined with a path name, eg, 
-SA:\SETUP\MYSETUP\.SET OR 
-sC:\UPD\USER\MYSETUP.SET 
(The file names indicated are examples). 
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2.3.7 Help Function 


Calling the HELP function: 


HELP 
UPD front panel 


F4 External keyboard 


IU 


A HELP information can be called for any input field in the panels (context-sensitive). It is displayed in 
a window in the center of the screen. Depending on the size of the HELP information, waiting times of 
several seconds may occasionally occur, which is indicated by the note 


Just a moment please! 


If the HELP information extends the range provided in the window, paging is possible by way of the 
Page T and Page J keys. A scroll bar at the right margin of the window indicates the position of the 
visible text section with respect to the complete HELP information. Highlighted fields within the HELP 
information serve as cross-references for a more detailed description. Cross-reference information is 
selected using the T, 1, >, — keys and displayed using SELECT. The HELP window is used and 
scrolled in the same way as is a panel (See 2.3.1 Panels). 


Requesting a HELP information stops the output of graphics. 
Measurement results can still be output. 


Selection of the language 


The help text can either be displayed in German or English language. The languages can be selected 
in the OPTION panel under the menu item Language (cf. 2.15.4) 


Help information on the graphics softkeys: 


By calling the help function with active part or full display, the user obtains the help information on the 
graphics softkeys. 
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2.4 Units 


There are two types of units available in the UPD: 


e Units for the display of measurement results: 
Select a display unit for every measurement function in the ANALYZER panel. The measurement 
result will be displayed with this unit in the measured value window (see 2.3.3 Display of Measured 
Values).The unit is selected under the menu item “UNIT“ of the respective measurement function 
subsequent to opening the window. 


e Units for the input of values via all 6 panels (eg reference values, frequencies, level etc.). While 
data are entered, all appropriate units are offered on the softkeys thus enabling termination of the 
value entry by selection of the unit. Opening of the selection window is not required (cf. 2.3.2.2 
Entry of Numerical Data). 


2.4.1 Units for the Display of Measurement Results 


To simplify the matter 


e the data to be entered are designated in the conversion formulae below with their unit, only. 
Example:  "dBu" means: value in dBu. 


e the conversions into p, m, k, M are omitted 
Units for analog level measurement results: 


Functions: RMS & S/N, RMS SELECT, PEAK, QPEAK, DC and Input Disp: PEAK, Input Disp: RMS. 
Basic unit: Volt (V[V]) 


Table 2-2 


IECAEEE-bus notation Conversion formula 


20 * Ig (V) | 
na = lal : 20 i (V0.7745967 


i eae 
a aa 
2 
ea ee a 
er a ee eee 
pane pe (er 
AMW id 


[sew | orcrw | ne ae 0a 
eS 29 Ser ees 
aa as ee eee oa 
ea ee 


Rrer = Value of reference impedance from ANALYZER panel 

VaEF = Reference value from ANALYZER panel of functions RMS & S/N, RMS-SELECT, PEAK, QPEAK, DC or Input Peak 
measurement 

PREF = Vrer? Rper 
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Units for digital level measurement results: 


Functions: RMS & S/N, RMS-Select, PEAK, QPEAK, Input Disp: PEAK, Input Disp: RMS 
Basic unit: Full Scale FS 0 to 1 


Table 2-3 


| Value in| IECAEEE-bus notation Conversion formula 


LFS PCTFS FSx100 


dBFS DBFS 20 x Ig (FS) 


Hex *) HEX FSx65535 


1 
| 


A% DPCT (FSV peg-1) x 100 


DBR 20 x Ig (FSVper) 
bits BITS Id (FS x 24°14. 1) 


VREF = Reference from the ANALYZER panel of the functions RMS & S/N, RMS-SELECT, PEAK, QPEAK, DC or Input- 
PEAK/RMS measurement 


*) Level measurement result in hex 
The full-scale value measured at the digital interface as the result of a digital analyzer function Is displayed as a 6-digit hexadecimal 
number (6 digits = 24 bit = 23 bit mantissa +1 sign bit) in the measured value window, for example: 


Table 2-4 


ona to _| 
P00 | ooo He 
ee ee 


All digital analyzer functions provide FS values in the range from 0 to 1. Exception: the peak 
measurement functions PEAK & S/N and Q-PK & S/N may provide FS values < 0 or >1, irrespective of 
the PEAK mode selected. All values < -1 and >1 are displayed as 80000 hex and 7FFFFF hex, 
respectively. 


FS values > 1 may occur 

e with the function PEAK & S/N together with Meas Mode PK+, when applying a square signal. Being 
band-limited, overshoots at the edges (Gibb's phenomenon) occur, which, with peak evaluation, are 
included as part of the measurement result. 

e with the measurement function PEAK & S/N together with Meas Mode PK to PK or PKabs. 


FS values < 0 may occur 
e with the function PEAK & S/N together with Meas Mode PK-. 
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Units for analog and digital interference level measurement results: 


Functions: THD, THD+N/SINAD, MOD DIST, DIM, DFD 
Basic unit: % 


Table 2-5 


as A SS a, a a ee) 


Unit for analog and digital S/N measurement results: 
Functions: RMS, PEAK, QPEAK with S/N measurement on 
Table 2-6 


| Valuein lECAEEE-bus notation Conversion formula 


S: Measured level with generator on 
N: Measured level with generator off 


Units for analog and digital frequency measurement results: 
Basic unit: Hz 
Table 2-7 


| Valuein | IECAEEE-bus notation Conversion formula 


ee 
ee ae 

a a re 
*) Toct = Third Octave 


Frere = Reference parameter from ANALYZER panel of frequency measurement 


Units for phase measurement results: 
Basic unit: degree 
Table 2-8 


P[°] . (1/180) 


(P[°] - Drer) + (1/180); 
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Units for group-delay measurement results: 


Basic unit: s 


Table 2-9 Units for group delay measurement results 


| Valuein tECAEEE-bus notation Conversion formula 


Unit for analog and digital wow & flutter measurement results: 
Basic unit: % 
Table 2-10 Analog and digital wow & flutter measurement results 


| Valuein | IECAEEE-bus notation Conversion formula 
eee 


Unit for digital jitter measurement results: 


Basic unit: UI 


Table 2-11 Unit for digital jitter measurement results 


| Valuein | IECAEEE-bus notation Conversion formula 


100 x UI 
20 x log (UI) 
10°x UI 


40° x UI (128 x sample frequency) 


20 x log (Ul/Vrer) 


Unit for digital phase measurement results (PhaseToRef): 
Basic unit: Ul 


Table 2-12 Unit for digital phase measurement results 


Value in IECAEEE-bus notation Conversion formula 


Ul 
PCTFRM 100 x U!/ 128 
DEGFRM 360 x UI/ 128 


NS 40° x UI /(128 x sample frequency) 


The quantity of a fault caused by jitter and delay is normally specified in UI (unit interval). An UI is 
defined as the narrowest pulse width of the digital audio signal (eye width) and is independent of the 
selected sampling rate. Ul corresponds to a clock period of the digital signal (biphase clock). With 
digital audio signals one Ul corresponds to a 128th of the sampling period, in the case of 48 kHz one 
UI is approx. 163 ns. 
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2.4.2 Units for Entry of Values 


To simplify the matter 


e the input values are designated only by the unit in the following conversion formulae. 
Example:  "dBu" actually means "value in dBu". 


e the conversions into 1, m, k, M have been left out. 


Table 2-13 Absolute analog level units (without reference voltage) 


Conversion formula IECAEEE-bus notation 


Vpp = depending on the generator function (see 2.5.4 for respective signal function) VPP, VPP, UVPP 
dBu = 20 « Ig (V/0,7746) 


V = 0,7746 « 10 (dBu/20) DBU 


dBV = 20 «Ig (V) V = 10 (68V/20) ray 


dBm = 10 « Ig (V7 + 1000/Rper)’) 
= Ve 
W =V4/Reee 


V = {10(48m/10) - Rae /1000 


V =4(W* Rrer) 


*) Fixed reference impedance of generator Rrer = 600 Q. 


Table 2-14 Relative analog level units (with reference voltage) 


Conversion formula 


AV =V-Veer 
A%V = (V/ Vaee-1) « 100 


%VNr = V/Vpee « 100 
AW = (V?- Vacr*)/Rpee 


A%W = (V2 - Vee”) . 100/Vpee* 


P/Pr = V?/ Vac? 

%P/Pr = V2Vpee*) . 100 
dBr = 20 . Ig (V/Vper) 
Vion = V/Burstamp[V] 


%on = 100 . V/Burstamp[V} 
dBon = 20 . lg (V/Burstamp[V]) 
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V= AV+Veper 
V = Vpeg + (144%V/100) 
V=VN, + Veer 


V = %VIF « Vaee/100 
V = (dW * Race) +Uner” 
V= oS *(A%W /100 +1) 
V= \P / Pr* Uper” 

V= J%P /Pr*Uper /100 


V = 10108020) ye 


V = V/on . Burstamp[V} 
V=%on . Burstamp[V]/100 
V = 10 (6B0r20) + Burstamp[V] 


2.58 


DBM 
W, mW, uW 


IECAEEE-bus notation 


DV, Dm,V, DuV 
DPCTV 
VVR 


PCTV/VR 
DW 
DPCTW 
P/PR 
PCTPPR 
DBR 


VNON 
PCTON 
DBON 
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Table 2-15 Absolute digital level units (without reference) 


bits] 


bits = - 3.322 « Ig (FS) FS =a 


%FS = 100+ FS FS = %FS/100 
dBFS = 20 « Ig (FS) FS = 10 (4BFS/20) 


- audiobits-1 = +S8S_ 
LSBS = FS «2 FS pAudiobits 1 


Table 2-16 Relative digital-level units (with reference) 


dBr = 20 x Ig (FS/Vaer) 20 « Ig (FS/Vper) FS = 10 (981/20) ,, vee 

A% = 100 x (FS/Vaer - 1) FS = (A% / 100 + 1) x Veer 

%on = 100 «x FSV/Burstamp[FS] FS = %on xs Burstamp[FS]/100 
dBon= 20 «x Ig (FS/Burstamp[FS]) FS =10 (4B0n/20) .. Burstamp[FS] 


Table 2-17 Absolute time units 


scyc =S + signal frequency s = cyc / signal frequency S, MS, goin KCYC, 


min =60s s=min/60 MIN 


cyc = $+ signal frequency s = cyc/ signal frequency CYC, KCYC, MCYC 


Table 2-18 Relative time units 


AS = S -Trer S= AS +ThreF DS, DMS, DUS 


min =60s s=min/60 MIN 


cyc = $+ signal frequency s = cyc / signal frequency CYC, KCYC, MCYC 


Table 2-19 Absolute frequency units 
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Table 2-20 Relative frequency units (with reference) 


AHz = H2-Fper Hz = AH2+F per DHZ, DKHZ 


t= HZ/F per Hz = fft* Free FFR 


A%H2= 100 * (H2-Free)/Frer Hz = A%Hz * Fpep/100+F per DPCTHZ 


Toct*)= Ig (Hz/Fper) * 9,96578 Hz = 2 (Toct’3) + pe TOCT 
Oct = Ig (H2/F per) * 3,32193 Hz= 2(Oc +p. ocT 


Dec = 1g (HZ/Fper) Hz= 10 (Dec) + Foe DEC 


*) Toct = third octave = Terz 


Table 2-21 Absolute phase unit 


Conversion formula IECAEEE-bus notation 


Table 2-22 Relative phase unit 


A° =° -Drer °= A° + Drege 
A RAD = (° Deg) * (1/180): ° = (A RAD * 180/ 1) +Dage 


Table 2-23 Deviations (tolerance) compared to the previous measured values in the settling function 
(see 2.3.4 and 2.6.5.1 


% = (10 98/20 .1) « 100 dB = 20 * Ig (%/100 -1) DB, PCT 


Table 2-24 Step size of a logarithmic level sweep 


Conversion formula IECAEEE-bus notation 
MLT = 10 25/20 dB = 20 * Ig (MLT) MLT, DB 


Table 2-25 Absolute resistance unit 


Conversion formula IECAEEE-bus notation 


Legend: 
FS: Abbreviation for Full Scale = ratio 0 to 1 
Vaer: Level reference value in V or FS > *) 
Rarer: “Ref imped" parameter from ANALYZER pane! 
Frer: Frequency reference value in Hz 
Burstamp: High level of generator burst signal, see 2.5.4.5, BURST 
Signal frequency: Frequency of generator burst signal or 
pulse signal, see 2.5.4.5 BURST, 2.5.4.6 SINE2BURST 
Drer: Phase reference value in x 
MLT: Multiplication factor (marked by ”*” in the panel) 
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2.5 Generators (GENERATOR Panel) 


Activating the GENERATOR panel: 

e UPD front panel: GEN 

e External keyboard: ALT +G 

e Mouse: (repeated) clicking of the panel name, until the generator panel is displayed. 


lf the GENERATOR panel is already visible on the screen, it can also be activated by actuating one of 
the TAB keys (repeatedly) or by a mouse-click. 
Advantage: The panel need not be established again. 


The GENERATOR panel is always displayed on the left side of the screen and consists of 
configuration and function segments. 


GENERATOR 
GENERATOR DIG 48 kHz | Select the analog or digital instrument. 


CHANNEL(s) CH1 


Configuration segment for setting the outputs. 

(output connectors, channel select, output impedance / sample 
frequency, oversampling factor, etc.) 

see 2.5.2*Contiguration of the Analog Generators 

see 2.5.3*Configuration of the Digital Generators 


FUNCTION SINE 


Functions (waveforms) of the Generator, see 2.5.4 


When changing the function (generator signal) 

e the current function is stored to the hard disk; 

e the desired function is loaded from the hard disk, initialized and started. 

When changing the generator (eg from DIG48 to ANLG25) 

e the current generator with all settings and the current function is stored to the hard disk; 


e the desired generator with the currently active function is loaded from the hard disk, initialized and, if 
possible, started. 


Note: The "parameter link" function which can be selected in the OPTION panel may be used to 
influence the UPD with changes of function and instrument. As requested, existing settings in 
the function and/or configuration segment of the generator panel are accepted for the new 
function or instrument - if physically possible. A change of instrument from ANLG 110 to ANLG 
25 kHz can be performed by way of example without the function and its frequency 
parameters changing in the panel. 


\ 


tt 
Sa ECTION 
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2.5.1 Selecting the Generator 


The GENERATOR panel contains the settings for 2 analog and 3 digital 
generators. The instruments differ from each other in their frequency 
ranges and the possible functions (waveforms). 


ANLG 25kHz Two-channel analog generator, 2 Hz to 25 kHz 


ANLG 110kHz Two-channel analog generator, 2 Hz to 110 kHz 


DIG 48kHz Two-channel digital generator, 2 Hz to 21.934 kHz 


DIG 192kHz Two-channel digital generator, 2 Hz to 87.75 kHz 


DIG 768kHz Single-channel digital generator, 2 Hz to 351 kHz 


The standard universal generator can be supplemented by the Low-distortion Generator option (UPD- 
B1) for sinewave generation in the analog ranges. The LOW DIST GEN can be used for sinewave 
signals (SINE) and for two-tone signals (DFD, DIM, MOD DIST). 


Advantages: 
e Low distortion (SINE) 
e Enhanced signal quality for intermodulation signals (DFD, MOD DIST); 


e Enables signal generation for analog dynamic intermodulation measurements DIM; 
(without low-dist. gen. possible in the digital range only). 


The generator you select affects the following features in the instrument (apart from analog / digital 
switchover): 


> maximum clock rate of generator in the digital range; with a fixed sample frequency (32 kHz, 44.1 
kHz or 48 kHz), different oversampling factors are thus possible. 


> single-channel / two-channel mode (see above) 

> functions that can be generated (see Table 2-10) 

> frequency resolution 

> lengths of intervals with burst signals (see 2.5.4.5 SINE BURST and 2.5.4.6 SINE2 BURST) 


Frequency ranges of digital generator instruments: 
The maximum generator output frequency is given by: 


Fy = x = Sample frequency X oversampling factor X 117/256 


The sample frequency and oversampling factor in the configuration segment of the GENERATOR 
panel are set using the menu items Sample-Frq and Oversamp, respectively. 


Depending on the digital instrument selected, the following oversampling factors or external clock rates 
can be selected in the GENERATOR panel. 


1030.7500.02 2.62 E-11 


AK] 
UPD Selecting the Generator 


Table 2-10 Possible oversampling factors 


| instrument =| Oversampling factors Max. external clock rates Multiplex possible 
yes 


No oversampling factor can be selected for a sample frequency applied externally (see Section 2.5.3 
Configuration of the Digital Generators). 


Clock rates of digital GENERATOR instruments in single-channel mode and multiplex mode: 


The internal clock rate is given by 


Smax = Sample frequency x oversampling factor x 117/256 


External clock rate (per channel) 


Smax = Sample frequency xX oversampling factor X 117/256 


Table 2-11 Availability of the generator functions depending on the generator selected 


Function/Generator Digital 


MULTISINE yes yes 


yes yes 


yes yes 


yes yes 


with UPD-B1 only no yes 


yes yes 
ARBITRARY yes yes 


yes no 


yes no 


There are 3 states the active generator (visible in the panel) can assume (see Status Display, 
Section 2.3.4): 


e RUNNING: Set function (generator signal) is output via the specified interface. 
e BUSY: Generator output signal is calculated. 
e HALTED: Generator is halted; the outputs are terminated. 


RUNNING, ie a signal is constantly output, is the normal status of the generator. It is automatically 
restarted after having (re)set the generator. 


The generator can be manually restarted at all times by recalling the generator or the function (open 
the respective selection window and confirm using ENTER). This may, eg, be required with burst 
signals, if a new interval is to be started, immediately. 
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The setting of some signals (eg specific noise signals) involves a lot of computations. During this time, 
the generator does not produce any signal and is in the BUSY state. After having successfully 
concluded the computations, the generator automatically re-enters the RUNNING state. If further 
settings are made or keys are pressed during computation, the calculation is aborted and automatically 
restarted. The generator shortly enters the HALTED state. 


Other reasons for halting the generator (HALTED): 


e Faulty setting (eg wrong file name for an equalization or sweep list). 
Remedy: eliminate the cause of error; restart, if required. 


e On the digital instruments: 
Applying a too high external frequency (generator is ”overrun’). 
Remedy: reduce the external clock frequency and restart. 
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2.5.2 Configuration of the Analog Generators 


The generator can be used as balanced or unbalanced source with one or two output channels. Various 
internal resistors are selectable - there is even the possibility of fitting an additional resistor in each 
output. 


The complete generator is designed to be floating to frame potential. The banana jack plug GEN COM 
is connected to generator ground. 


The below overview of possible settings is followed by substitute circuit diagrams showing the three 
different output circuits (unbalanced signal, balanced signal, or common-mode test signal). 

a5 Channel(s) The deactivated channel is internally terminated with the set internal 
impedance. Crosstalk attenuation does not depend on the internal 
impedance set. 


both channels off 


channel 1 on, channel 2 off 
channel 2 on, channel 1 off 
identical signal on both channels 


channel 2 inverted against channel 1 


With the use of BNC connectors, the XLR connectors are deactivated 
with high impedance and vice versa. 


UNBAL BNC unbalanced signal BNC connector(s) 
BAL XLR balanced signal XLR connector(s) 
COMTST XLR common-mode test signal XLR connector(s) Se= Sect, aS Jona 


Paces 2,702.71 


Impedance Selection of the output impedance, if Output UNBAL has been selected 


5 Q 
15Q 
USER DEF 


Selection of the output impedance with Output BAL or Output COMTST 
selected 


100 
30 Q 
200 Q 
600 Q 
USER DEF 
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FLOAT 
GROUND 
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Floating generator ground 
Generator ground connected to frame 


The selection of the voltage range determines the setting of the 
generator output voltage. 


The internal signal paths are fully driven, the output voltage is set with 
the aid of the output amplifier. 

Advantage: 

Optimum noise and THD values with measurements at 

constant level, eg frequency sweep. 


Enter a maximum voltage in the next menu line under "Max Volt"; higher 
voltages than the one specified here are not permissible. 


The output amplifier is set to the specified maximum voltage. The actual 
output voltage is obtained by means of small digital samples on the D/A 
converter. Setting the analog hardware is not required when the output 
voltage is changed. Thus voltage drops as may be caused by attenuator 
switching are avoided. 

Advantage: 

Fast level change and better transients in the case of measurements with 
small level changes, eg frequency sweep using an equalization file (this 
setting should be used for loudspeaker measurements). 


Enter the numeric value of the voltage range in the next menu line; 

higher voltages than the one specified here are not possible. 

Note: This setting is ignored when the Low Distortion Generator 
option (UPD-B1) is used. Level adjustment of the Low 
Distortion Generators is always performed using the AUTO 
algorithm. 


Limit value for output voltage; prevents inadvertent entry of too high 
voltage values. 


The rms value for sinewave signals is entered, ie the peak value of Max 
Volt is higher by the factor V2. 


Reference value for the relative frequency units. 

A change of the reference frequency causes all reference-related 
frequency inputs to change. 

The relative frequency of the generator signal is retained. 


Varying the reference frequency may thus shift the fundamental of a 
distortion spectrum set by means of multisine without the harmonics 
having to be recalculated and set again by the user, by way of example. 


Reference value for the relative voltage units. 

A change of the reference level causes all reference-related voltage 
inputs to be changed. 

The relative voltage of the generator signal is retained. 


Varying the reference voltage may, eg, shift a level sweep defined by 
relative start and stop levels by a constant “gain factor“. 
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2.5.2.1 Unbalanced Output (Output UNBAL) 


The output signal is applied between internal and external conductor of the BNC female connector. 
The external conductors of both BNC female connectors are connected to generator ground GEN 
COM. 


Ri 
H, 


U | BNC female connector 
Les 
GEN COM 


= 3 nF 


Fig. 2-12 Unbalanced output 


Depending on the channel and impedance, the following output circuits are possible 
(capacitances are omitted): 


Channel(s) 
1or2 
R, 
U 5 Q, 15Q, or 
a USER DEF (only >15 Q) 
Channei(s) 
2=1 
5/15 Q U Chan 1 
5Qor152 
U Chan 2 
‘| 
AR 
159 U Chan 1 
AR USER DEF 
r | U Chan2 


Fig. 2-13 Unbalanced output 
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Channel(s) 
2=-1 
5/15 Q 
U Chan1 
| 
§Qor15Q 
| 
5/150 
-U Chan2 
152 AR 
U Chan1 
USER DEF 
uf 
15Q AR 
-U Chan2 


Fig. 2-14 Unbalanced output 


2.5.2.2 Balanced Output (Output BAL) 


The output signal is applied between contacts 2 and 3 of the XLR female connector. The source 
impedance is presented by two equal resistors, one in each signal line. 


Je R, 


GEN COM XLR female connector 


Fig. 2-15 Balanced output 
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Depending on channel and impedance, the following output circuits are obtained. 
(Capacitances are not included in the figure): 


Channel(s) 
1or2 


1 R, 


nu | 
10.2, 302 


U 200 ©, 600 Q 
USER DEF (only > 30 9) 
¥U 
YW, R, 


Channeks) 
2=1 
5/15Q 
2 
|v Chan 1 
3 
10 Qor30Q 
2 
ju Chan 2 
3 
5/15Q AR 
a 
|v Chan 1 
«3 200 2 (AR = 85 9) 
600 2 (AR = 285 ©) 
[KE 2 USER DEF 
|v Chan 2 
3 
Channel(s) 
2=-1 With channel 2, pins 2 and 3 of the XLR female connector are exchanged. 


The signal of channel 2 is inverted compared to channel 1, 
otherwise as with channel(s) 2 = 1 


Fig 2-16 Balanced output 
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2.5.2.3 Balanced Output with Common-mode Test Signal (Output COMTST) 


The same output signal is applied to contacts 2 and 3 of the XLR female connector. The reference is 
the generator ground GEN COM. The source impedance is made up of 2 equal resistors, one in each 
signal line. This configuration of the generator output is suitable for testing the common-mode rejection 
of balanced devices under test. 


2 
R, 100 pF 
At XLR female connector 
7, R 100 pF 
3 
GEN COM 


s3nF 


ze 


Fig. 2-17 Output with common-mode signal 
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Depending on the channel and impedance, the following output circuits are obtained 
(capacitances are omitted): 


The common source resistance Reg is: 
5 Q, with Rj = 10 Q 
15 Q with Rj = 30 Q, 200 Q, 600 2, USER DEF 


Channel(s) 
1or2 
2 U 
R, 
U 1, Ry 
3°U 
Channel(s) 
2=1 
1, R, 
U 
Chan 1 
U 
Chan 2 
U 
Channel(s) 
=-1 
Chan 1 
sl 
sl 
Chan 2 


Fig. 2-18 
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2.5.2.4 User-definable Resistors (USER DEF) 


Special measurement spheres often require specific internal resistors. 


Any additional internal resistance R,,,,, can be implemented in both channels for both the balanced and 


the unbalanced output by fitting several resistors (AR) on the OUTPUT CIRCUIT board of the analog 
generator. 


Note: All modules are electrostatic sensitive devices. Handle them in line with ESD 
regulations. 

Equations: UNBAL A R= Roger ~ 15 
BAL: R =0.5 X Rise, - 15 

Mounting: Switch off the UPD. 


> 
> Remove the top panelling and cover of the analog unit (to the right when seen from 
the front). 

> Withdraw the OUTPUT CIRCUIT board (second next board to the center panel). 

> Unscrew the cover from component side. 

>» Solder tags for fitting additional resistors (AR) are available on the board for both 
channels of the balanced and unbalanced output: 


UNBAL: channel 1: DR between X807, X808 
channel 2: AR between X907, X908 

BAL: channel 1: AR between X803, X804, and X805, X806 
channel 2: AR between X903, X904, and X905, X906 


These special resistors can be different for the balanced and unbalanced outputs, they can even have 
different values in both channels. 
Switch the user-definable resistors on by selecting USER DEF in the dialog box for impedance. 


2.5.2.5 Output Power 


The output amplifier, attenuator and all internal resistors are short-circuit proof. The peak current is 
limited to about 200 mA. With a maximum rms value of the output voltage of 24 V balanced and 12 V 
unbalanced, the maximum power loss in the load resistor (with a short-circuit in the internal resistor) is 
3.4 W or 1.7 W. 


- eS 
Take this into account when dimensioning the user-definable resistors. 
Delicate devices under test might be damaged or even destroyed by an output voltage inadvertently 
selected too high. For this reason, the maximum settable voltage can be limited (Max Volt). 


1030.7500.02 2.72 E-11 


UPD 


Configuration of Digital Generators 


2.5.3 Configuration of the Digital Generators 


2.5.3.1 Common Settings: 


AUDIO DATA 


COMMON ONLY 
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(Source Mode) 

Displayed only when generator instrument DIG 48 kHz is selected. 

States the values to be generated at the digital interfaces. A selection is 
only possible when the Jitter option (UPD-B22) is installed; without the 
option only audio data can be generated. 


Generates audio data without jitter. The audio signal is available at all 

digital interfaces. 

Note: In the fast digital generators (DIG 192 kHz and DIG 768 kHz) 
only audio data can be generated. The menu item "Src 
Mode" is therefore not available. 


An analog jitter signal is added to the audio data stream. All frequency 
and level settings are referenced to the jitter signal. The audio data 
content can be adjusted in addition using the auxiliary generator ("AUX 
GEN"). The jitter signal is only available at the digital interfaces AES / 
S/P DIF / OPTICAL. 


Same as JITTER, but here the frame phase of the audio data stream to 
the REF output (rear) can be adjusted instead of the audio data content. 
Due to the user selectable phase there are the following restrictions: 


Sync To: GEN CLK only 

Sync Out: not SYNC PLL 

Ref Out: REF GEN only 

Jitter Ref: not SYNC PLL (ANALYZER panel)) 

Note: Although a jitter signal is also generated with this menu item, 


PHASE should only be switched on if the selectable phase 
reference is required. 


An analog signal is superimposed symmetrically onto the audio data 
stream on the two lines of the AES/EBU socket. All frequency and level 
settings are referenced to the analog common-mode signal; the audio 
data are constant. The common-mode signal is only available at the 
AES/EBU digital interface. 


Set the currently active output channel. This item is only displayed when 
the Src Mode AUDIO DATA is active. Since all other sources modes 
affect the digital data stream but not the data content, specifying 
a channel would be meaningless. 


The exact meaning also depends on the interface used, 
see Table 2-24, Interfaces). 


Note: When using the PARALLEL output (not multiplexed) or the 
INTERNal connection, channel 2 cannot be selected. When 
the generator is switched to output channel 2, 2= 1 or 2= - 
1, the output interface PARALLEL MUX is automatically 
selected. 
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SERIAL MUX 
SERIAL 
PARAL MUX 
PARALLEL 
AES/EBU 
S/P DIF 
OPTICAL 
INTERN 
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This item is only displayed when the Src Mode AUDIO DATA is active. In 
all other source modes only the digital interfaces AES / S/P DIF / 
OPTICAL are active and cannot be individually selected. 


The output interface can be selected from: 
(see also Table 2-4) 


Serial universal output, multiplex mode 
Serial universal output 

Parallel output, multiplexed 

Parallel output 

Digital interface, XLR 

Digital interface, BNC 

Optical interface 

Interface to analyzer 


Note: With the jitter option (UPD-B22) installed, the four digital 
interfaces AES / S/P DIF / OPTICAL and INTERN are active 
simultaneously, if one of them is selected. 


The available interfaces (in Src Mode AUDIO DATA) depend on the 
instrument used: 

e DIG48kHz: all interfaces in all modes 

e DIG192kHz: AES, S/P DIF, OPTICAL, INTERN no longer selectable 

e DIG768kHz: only SERIAL and PARALLEL in single-channel mode 


Note:: If the jitter option (UPD-B22) is not installed and the digital 
analyzer is to measure via the internal connection, the 
INTERNal interface must also be selected in the digital 
generator. 
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Table 2-24 Overview of interfaces 


Output Channel Explanation 


SERIAL No output 

Output on channel 1 

Output on channel 2 

Same output on both channels 

Normal output on channel 1, inverted on channel 2 


SERIAL MUX4 No output 


Multiplexed output on channel 1 
Only samples with wordselect = setting of WordselCh1 include 
audio data, samples on second channel: 0. 


Multiplexed output on channel 2 
Only samples with wordselect unequal to setting of WordselCh1 include 
audio data, samples on second channel: 0. 


Multiplexed output 
Both channels include (equivalent) audio data. 


Multiplexed output 
Samples with wordselect = setting of WordselCh1 include 
non-inverted audio data, samples of second channel include inverted audio data. 


PARALLEL No output 

Output to parallel interface 
Not possible 

Not possible 

Not possible 


PARAL MUX No output 


Multiplexed output 
Only samples with wordselect = setting of WordselCh1 include 
audio data, samples on second channel: 0. 


Multiplexed output 
Only samples with wordselect unequal to setting of WordselCh1 include 
audio data, samples on second channel: 0. 


Multiplexed output 
Both channels include (equivalent) audio data. 


Multiplexed output 
Samples with wordselect = setting of WordselCh1 include 
non-inverted audio data, samples of second channel include Inverted audio data. 


INTERN No output 
Output via internal connection to analyzer 
Not possible 
Not possible 
Not possible 


AES/EBU No output 
Output on channel 1 
S/P DIF Output on channel 2 
OPTICAL Same output on both channels 
Normal output on channel! 1, inverted on channel 2 
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(Oversampling) 
Selectable with fast generators only 
(DIG 192 kHz and DIG 768 kHz) 


Set a clock multiplier; depending on the instrument 1 to 16 can be 
selected. See Table 2-24. 


Note: The oversampling factor refers to the full word length. Higher 
oversampling factors (eg 64) are often used with bit stream 
converters (1-bit-sigma-delta converters) which are normally 
controlled with an oversampling factor of 1. In this case 
oversampling is effected, for example, with the considerably 
higher bit clock (sample clock rate x word length). 


The internal sample clock rate is given by: 


Sample clock rate = basic clock rate x oversampling factor x multiplex factor 


The multiplex factor is 1 for normal signals and 2 for multiplexed signals. 


The system clock rate (also referred to as sample rate) is obtained by: 


System clock rate = basic clock rate x oversampling factor 
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DIG48 32, 44,1, 48 
DiGree 32, 444,48 Te 24,8, "16 
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Multiplex Oversampling 
possible possible factors 
eee ee 


The maximum signal frequency is 117/256 x system clock rate. 


An oversampling factor cannot be selected for an externally applied sample frequency, the internal 
sample clock rate matches the external one. 


The two's complement (signed integer) is used as the data format for the serial and parallel interface . 


Examples: MSB, 
MSB, 
MSB, 
MSB, 


... LSB: 0010000...0 = +0.25 x full scale 
... LSB: 01111117...1 = +1.00 x full scale 
... LSB: 1000000...1 = -1.00 x full scale 
... LSB: 1100000...0 = -0.50 x full scale 


(MSB = most significant bit) 


‘Max Volt — 


Ret Volt 


Ref-Freq - 
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This item is only displayed when the Src Mode AUDIO DATA is active. 


Limit for the output voltage; prevents too high voltages being entered 
inadvertently. 


Reference value for relative voltage units. 

A change of the reference level causes all reference-related voltage 
entries to be changed as well. The relative voltage of the generator 
signal remains unchanged. 


For instance, by varying the reference voltage, a level sweep defined by 
means of relative start and stop levels can be shifted by a constant "gain 
factor". 


Units (depending on Src Mode): 


AUDIO DATA: FS | %FS | dBFS | A% | LSBs | dBr | bits 
JITTER/PHASE: Ul | %U! | dBUI | ppm | ns | Ulr | dBr 
COMMON ONLY: Vj mV | pV | dBV | dBu 

Note: If the reference value is entered with a reference-related unit 


(eg "dBr"), the entered value is converted into the basic unit 
relative to the previous reference value and stored. This 
new reference value is then displayed in relation to the new 
reference value (eg "0 dBr"). Thus any reference value can 
be easily changed by any desired factor or dB value. 


Example: 0.174FS-10dBr = 0.055FS 


Reference value for relative frequency units. 

A change of the reference frequency causes all reference-related 
frequency settings to be changed as well. The relative frequency of the 
generator signal remains unchanged. 

For instance, the fundamental of a distortion spectrum set by means of 
multisine can be shifted by varying the reference frequency without the 
harmonics having to be recalculated and set again by the user. 
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2.5.3.2 Serial Universal Interface 


The serial universal interface is available in all 3 digital generator instruments. In the generators DIG 
48 kHz and DIG 192 kHz it can also be used in the multiplex mode. In this case the two channels 
(irrespective whether active or not) are output sequentially via the audio data line of channel 1 (Pin 10, 
see Table 2-26). 


GEN CLK 


EXTERN 
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(Generator synchronized to) 
indicates the synchronization mode of the digital audio generator. 


Synchronization to internal clock generator. 


Synchronization to an external clock applied to the generator via line 
SCLKIN (pin 4, see Table 2-26). 

The sample rate of the external signal is to be explicitly specified in the 
next menu line. 


Setting the output sample rate. 


If the generator is internally clocked, 
("Sync To" GEN CLk) 
a selection can be made between 3 fixed frequencies . 


If the generator is externally clocked, 
("Sync To" EXTERN) 
the external sample frequency is entered here as a numeric value. 


Important: 

If the entered frequency does not correspond to the applied one, the 
frequency of all generated signals is shifted accordingly. The applied 
frequency must not exceed the maximum sample clock rate (48000Hz x 
max. permissible oversampling rate) of the selected instrument by more 
than 5% (with DIG768kHz by more than 2%), as otherwise faulty signals 
would be produced or the output aborted. 


The minimum sample rate is 100 Hz. 
Status indication: GEN: OVERRUN; 


Remedy: 
Restart the selected generator instrument by selecting it again. 
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Wordlenath. 


RISING 


FALLING 


RISING 


FALLING 
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Set the data bits per output sample. 
8 audio bits 

8 to 16 audio bits 

8 to 24 audio bits 


8 to 28 audio bits; 
the other 4 bits are not used (bits 28 to 30) or needed for left/right 
identification (bit 31). 


(Word offset) 

Set the position of the sync pulse (= word clock) or the Wordselect line 
(= WordselCH1) relative to the beginning of the sample data. Range: 
-word length/2 to +word length/2-1 (see Fig. 2-19). This setting changes 
the significance of the audio bits. Shifting the synchronizing pulse by one 
bit position in the direction of the MSB causes the signal amplitude to be 
"doubled". With a signal amplitude between 0.5 and 1.0 FS (full scale), a 
maladjusted word offset causes jumps in the signal! 


Word width of generated audio samples in bits. 


The value range depends on the word length: 
Word length=8: 8 


=16: 8to16 
=24: 8t024 
=32: 8to28 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 


Note: With a word length of 32, bits 28 to 30 are not used; bit 31 
carries the left/right information (for multiplex operation). 


With SERIAL only 

Set the polarity of the sync pulse. 

The active edge of the word-clock signal (referenced to the beginning of 
the data) is rising or falling. 


Set the polarity of the clock used for the output of individual bits. 


Note: Faults in transmission (sporadic errors) may be caused by 
crosstalk. 
Remedy: >» Terminating the lines 
> Inverting the bit clock 
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(Word select channel 1) with SERIAL MUX only. 
The SWSOUT line contains a squarewave signal of a frequency equal to 
the sample rate. 


When the data of channel 1 are output, SWSOUT = LOW 


When the data of channel 1 are output, SWSOUT = HIGH 


Frq Bitclock (Frequency bit clock) 


Display field only, cannot be changed. 
Equation: 
Bit clock = word length x sample clock rate (see above) 


Set the bit order: 
The least significant bit is output first. 


The most significant bit is output first. 


Terminal conditions: 


All outputs are operated by ICs of the 74AC-family via a protective resistor of 22 Q and are 
thus temporarily short-circuit-proof. If the short-circuit is too long, the driver IC is overheated 
and may fail. 


Fast switch-off: 
Pressing the OUTPUT OFF key causes all outputs (except for OUT5V) to be switched to high 
impedance (TRI-STATE). When the OUTPUT OFF key is pressed once more, the audio 
signals are again connected to the outputs. 


Table 26 Pin assignment and signals (serial universal interface) 


[Senainane [Pm [Rene 


GND : 5 V, 50 mA 
OUT5V 
GND 


Channel 1: 
SCLK 
SDATAA 
SWSA 


Channel 1: (with SERIAL MUX: 1&2) 
Output, bit clock 


Output, audio data 
Output, sync pulse (word clock) 
| by MUX: wordselect 


Channel 2: Channel 2: 
SCLK Output, bit clock 
SDATAB Output, audio data 
SWSB Output, sync pulse (word clock) 
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SCLKIN Input, extemal bit clock 


SWSOUT Output, wordselect wilh SERIAL MUX 
(Frequency = audio clock) 


Setup + hold times: 
Serial data are stable >5 ns before the clock edge and >10 ns after the clock edge. 


ce Audiobits —> 


LSB Mee 


oS js a / \ 
Offset = 

nai 

Offset = . 7 | \ | 


Wardoffset as <—— 


Wordlength 


; T = 1 / samplerate 


Timing: Digital Audio Serial Output 


Fig. 2-19 
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' Audiobits _ - 


we LSB uae on LSB MSB 
wow ~~ ~ RUN) ~ tho 
Wordlength > 


Wordselect 7 ‘ 
oe an Channel A Channel B 


T= 1/samplerate 


— = 


Timing: Digital Audio Serial Mux Input/Output 
Fig. 2-20 
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2.5.3.3 Parallel Interface 


The parallel interface is a 37-contact sub-D connector at the rear of the instrument, labelled DIGITAL 
AUDIO OUTPUT. 


It is available in all three digital generator instruments; in generators DIG 48 kHz and DIG 192 kHz it 
can also be used in the multiplex mode. In this case the audio data of the two channels (whether are 
active or not) are output successively via the audio data pins of the Sub-D connector. 


(Generator synchronized to) 
indicates the synchronization mode of the digital audio generator. 


GEN CLK Synchronization to external clock generator. 


Synchronization to an external clock signal applied to the generator via 
the EXSTRBIN line (pin 36, see Table 2-27). 

The sample rate of the external signal is to be explicitly specified in the 
next line. 


EXTERN 


Set the Output sample rate. 


If the generator is internally clocked, 
("Sync To" GEN CLK) 
a selection can be made between three fixed frequencies. 


If the generator is externally clocked, 
("Sync To" EXTERN) 
here the external sample frequency is entered here as a numeric value. 


Important: 
If the entered frequency does not correspond to the applied one, the 
frequency of all generated signals is shifted accordingly. The applied 
frequency must not exceed the maximum sample clock rate (48000Hz x 
max. permissible oversampling rate) of the selected instrument by more 
than 5% (with DIG768kHz by more than 2%), as otherwise faulty signals 
would be produced or the output aborted. 


The minimum sample rate is 100 Hz. 


Status indication: GEN: OVERRUN; 


Remedy: 
Restart of selected generator instrument by selecting it again. 
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Audio Bits 


RISING 


FALLING 


Word width of generated audio samples in bits. 


Value range: 8... 28 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 


(Word select channel 1) 
(This setting is displayed with PARAL MUX only). Set the assignment of 
channel 1 with PARAL MUX: 


LOW: channel 1 is assigned low level on the LR line. 
HIGH: channel 1 is assigned high level on the LR line. 


LR (pin 34) is the control line which identifies left and right in multiplex 
operation. 


Set the polarity of the strobe signal, for more details refer to Timing. (Fig. 
2-15) 


Terminal conditions and fast switch-off: as with serial interface 
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Table 2-27 Pin assignment and signals (parallel interface) 


OUT5V 5V, 50 mA 
GND 

GND 

Digital Audio Bit 27 (MSB) 
Digital Audio Bit 26 

Digital Audio Bit 25 

Digital Audio Bit 24 

Digital Audio Bit 23 

Digital Audio Bit 22 

Digital Audio Bit 21 


oO won OD YN FP W DY 


Digital Audio Bit 20 


— 
Oo 


Digital Audio Bit 19 


=_ti 
= 


Digital Audio Bit 18 
Digital Audio Bit 17 


— 
Np 


Digital Audio Bit 16 


= 
Ww 


Digital Audio Bit 15 


_ 
> 


Digital! Audio Bit 14 
Digital Audio Bit 13 
Digital Audio Bit 12 
Digital Audio Bit 11 
Digital Audio Bit 10 
Digital Audio Bit 09 
Digital Audio Bit 08 
Digital Audio Bit 07 


Digital Audio Bit 06 


Digital Audio Bit 05 

Digital Audio Bit 04 

Digital Audio Bit 03 

Digital Audio Bit 02 

Digital Audio Bit 01 

Digital Audio Bit 00 (LSB) Output 

LR (Wordselect) Output, with PARA MUX only 
PSTROBE Output, clock, polarity selectable 
EXSTRBIN Input, external strobe (audio clock) 


not connected 


Important: Always connect external devices adjusted to MSB, as otherwise the MSBs are extended 
with incorrect signs. 


1030.7500.02 2.85 E-11 


Configuration of Digital Generators UPD 


Data 0-27 Sample i-1 Sample i ‘ Sample i+1 
Wordclock: rising >< 2 

: ‘0.3757 ' 
Wordclock: falling ‘ 


'‘T = 1 / samplerate ' 


—————— 


Timing: Digitol Audio Parallel Output 
Fig. 2-21 


2.5.3.4 Digital Interfaces AES / S/P DIF / OPTICAL 
Outputs via these interfaces are only possible if option UPD-B2 (AES/EBU) is installed and the 
generator instrument DIG48kHz is selected. 


The audio data produced by the digital generator are transferred to option UPD-B2, where the 
necessary supplementary bits (validity, parity, user bits, ... ; see Section 2.5.3.4.4, AES/EBU Protocol 
Definition) are added. 


When the Jitter option UPD-B22 is installed in addition, 
e a jitter signal can be generated on all three interfaces, 


e the phase relation between digital output and reference output can be set as required in addition to 
the generation of a jitter signal, 


e oracommon-mode signal can be generated on the AES/EBU output. 


Audio Bits This item is only displayed if Src Mode AUDIO DATA is active. Word 
width of generated audio samples in bits. 


Value range: 8... 24 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 


2.5.3.4.1 Configuration without Jitter Option 
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GEN CLK 
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(Generator synchronized to) 
indicates the synchronization mode of the digital audio generator. 


Synchronization to audio input signal. 
The clock rate of the analyzer is entered (in next menu line) and updated 
in the case of changes. 


Synchronization to an external word clock signal applied to the generator 
via the BNC connector at the rear of the instrument. 

The sample rate of the external signal is to be explicitly specified (in the 
next menu line). 


Synchronization to external clock generator. 
The fixed-frequency sample rate of the internal clock generator can be 
selected (in the next menu line). 


Set the output sample rate. 
Depending on the synchronization selected in the generator menu line 
"Sync To", the following sample rates can be selected: 


The three fixed frequencies can be selected if the generator is internally 
clocked. This is selected with the menu line 
"Sync To" GEN CLK. 


If the generator is synchronized to the analyzer, 
("Sync To" AUDIO IN), 
the analyzer sample frequency is entered here as a numeric value. 


If the generator is externally clocked, 
("Sync To" WORDCLK INP) 
the numeric value of the external sample frequency is entered. 


Important: 
If the entered frequency does not correspond to the applied one, the 
frequency of all generated signals is shifted accordingly. The applied 
frequency must not exceed the maximum sample clock rate (48000Hz x 
max. permissible oversampling rate) of the selected instrument by more 
than 5% (with DIG768kHz by more than 2%), as otherwise faulty signals 
would be produced or the output aborted. 


Status indication: GEN: OVERRUN; 


Remedy: 
Restart the selected generator instrument by selecting the generator 
again. 


Note: The selected sample rate can be automatically transferred to the 
channel status bits provided the channel status file used or the “panel 
file" contains the necessary key words (see 2.5.3.4.4 AES/EBU 
Protocol Definition). The supplied example files with the extensions 
“PGC and *.PPC are configured correspondingly. When the panel file is 
used, the user may select in the protocol menu of the GENERATOR 
panel whether the rate should be automatically transferred (GEN 
SMPLFR@Q rate) or whether a fixed sample rate is to be entered in the 
channel status bits. 
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S/P IE Vpp 


AESEBU V,, 


Appears only if the digital signal S/P DIF has been selected. 


Set the output voltage of the digital S/P DIF signal. 
(Peak-to-peak voltage when terminated with a nominal impedance of 
75 Q). 


The voltage is twice as high in open-circuit operation. 
Setting range: 10 mV to 1.5V 


Appears only if the digital signal AES/EBU has been selected. 


Set the output voltage of the digital AES/EBU signal. 
(Peak-to-peak voltage when terminated with a nominal impedance of 
1104). 


The voltage is twice as high in open-circuit operation. 
Setting range: 20 mV to 5.1 V 


2.5.3.4.2 Configuration with Jitter Option (UPD-B22): 


AUDIO OUT 


AUDIO IN 
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Appears only when Src Mode PHASE is selected. 

Set the frame phase between the digital audio output and the REF output 
(at the rear). 

Value range: -64 Ul to +64 UI (corresponds to -180° to +180°). 

Units: Ul | %FRM | 2FRM | ns 


Indicates the data available at the S/P DIF output. 


The generated AUDIO data are present (as at the AES/EBU and optical 
outputs). 


The received digital AUDIO data (from the AES/EBU or S/P DIF input) 


are present (front panel). For example, an oscilloscope may be 
connected to this output to analyze the input signal. 
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Cable Sim 


OFF 


AUDIO IN 


REF IN 


SYNC IN 


GEN CLK 


VIDEO 50 


VIDEO 60 


1024 kHz 


WORD CLK 
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(Cable simulation) 
A cable length can be simulated at the AES/EBU or the S/P DIF output. 


Cable simulation switched off. 


The simulation of a cable of approx. 100 m length is switched on for both 
electrical outputs. 


The simulation of a short cable with a length of only a few meters is 
switched on for both electrical outputs. 


Note: Cable simulation is also effective when the AUDIO IN signal 
is applied to the S/P DIF output. 


(Generator synchronized to) 

Indicates the synchronization mode of the digital audio generator. 
Depending on the active "Src Mode", some of the items cannot be 
selected. 


Synchronization to audio input signal; 
not possible with JITTER ONLY or PHASE. 


Synchronization to REF input signal (XLR connector at the rear); 
not possible with PHASE. 


Synchronization to SYNC input signal (BNC connector at the rear) 
not possible with JITTER ONLY or PHASE. 


Synchronization to internal clock generator which is able to generate 
either one of the three fixed frequencies or a user-defined one. 


Displayed only if the generator is synchronized to the SYNC input (rear). 
Indicates the sync mode used. 


The sample frequency is synchronized to a 50 Hz refresh rate (Europe). 
The sample frequency is synchronized to a 60 Hz refresh rate (USA). 


Note: With VIDEO 50 and VIDEO 60 a corresponding composite 
video signal must be present at the SYNC input. 


The sample frequency is synchronized to a 1024 kHz reference signal. 


The sample frequency is synchronized to the word clock signal at the 
SYNC input. 


The sample frequency is synchronized to the inverted word clock signal 
at the SYNC input. 
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Set the output sample rate . 
Depending on the synchronization selected in the generator menu line 
“Sync To" the following sample rates are possible: 


The three fixed frequencies can be selected when the generator is 
internally clocked or synchronized via the SYNC IN connector. This is 
selected with menu line 

"Sync To" GEN CLK or SYNC IN. 


To be able to enter a user-defined value, the generator has to be 
internally clocked: 
"Sync To" GEN CLK 


An external clock can be entered as numeric value when the generator is 
synchronized via the SYNC IN with a (possibly inverted) word clock 
signal or via the REF IN connector: 

"Sync To" SYNC IN or REF IN 

"Sync Mode" WORD CLK or WORD CLK INV 


Important: If the entered frequency does not correspond to the 
frequency applied, the frequency of all generated signals is 
shifted accordingly. The applied clock rate must be between 30 
kHz and 52.5 kHz. Exceeding these limits may cause the 
synchronization to be lost or the generator processor to be 
“overrun”. 


Status indication: GEN: OVERRUN; 


Remedy: 
Restart the generator instrument by selecting it again. 


If the generator is synchronized to the analyzer input signal, this 
selection item is displayed. The item cannot be _ changed. 
Synchronization to the analyzer is determined by the menu line 

"Sync To" AUDIO IN. 
In this case the numeric value of the sample frequency is transferred to 
the ANALYZER panel and cannot be changed in the generator. 


Note: The selected sample rate can be automatically transferred to 
the channel status bits provided the channel status file used or 
the “panel file" contains the necessary key words (see 
gaesprot). The supplied example files with the extensions 
“PGC and *.PPC are configured correspondingly. When the 
panel file is used, the user may select in the protocol menu of 
the GENERATOR panel whether the rate should be 
automatically transferred (GEN SMPLFRQ rate) or whether a 
fixed sample rate is to be entered in the channel status bits. 
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REF IN 


SYNC PLL 


GEN CLK 


Type 
WORD CLK 


BIPHASE CLK 


AUDIO IN 


AUD IN RCLK 


AUDIO OUT 


REF GEN 


ALL ZERO 


ALL ONE 


S/P DIF Vpp 
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Indicates the clock signal applied to the SYNC output (BNC connector at 
the rear). 


Digital AUDIO input signal (instrument front). 
REF input signal (XLR connector at the rear); 
Signal from external synchronization PLL (eg input signal without jitter) 


Internal generator clock 


Indicates the SYNC OUT signai type 
Word clock signal (sample frequency) 


Biphase clock signal (128 times the sample frequency) 


Determines the signal applied to the REF output (XLR connector at the 
rear). Not ArprricnBlee DAY «6TAIS VAT. PVG 


(Buffered) AUDIO input signal 
AUDIO input signal reclocked via the internal sync PLL. 
Generated AUDIO signal (same as on the instrument front) 


Generated reference signal that can be defined as constant low (ALL 
ZERO) or constant high (ALL ONE) in the "Data" menu line below. 


Displayed only with REF GEN selected as REF OUT signal. 
Defines the audio data output at the REF OUT output (XLR connector at 
the rear). 


All data bits are reset (low level) 


All data bits are set (high level) 


Set the output voltage of the digital signal at the S/P DIF interface. 
Peak-to-peak voltage when terminated with the nominal impedance (75 
Q); the voltage is twice as high in the case of open-circuit operation. 


Setting range: O mV to 2.125 V; resolution 8.33 mV 


Note: The voltage at the AES/EBU interface is always 4 times as 


high as the voltage selected here. 
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AESEBU Vpp Set the output voltage of the digital signal at the AES/EBU interface. 
Peak-to-peak voltage when terminated with a nominal impedance of 110 
Q; the voltage is twice as high in open-circuit operation. 


Setting range: OmV to 8.5 V 


Note: The voltage at the S/P DIF is always % of the voltage 
selected here. 
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2.5.3.4.3 Generating Jitter, Phase and Common Mode 


With digital audio interfaces there are two types of signals that have to be measured, eg in the course 
of a quality check. One is the digitally coded analog signal, the other the digital signal. The digital 
signal, too, has analog parameters such as peak-to-peak voltage, frequency, etc. It may be subject to 
interference like an analog signal. This means that noise or other AC voltages may be superimposed 
which might cause the edges to be shifted, for instance. This effect is called jitter and, if it is large 
enough, the audio signal can no longer be decoded or regenerated correctly. To examine the 
compatibility to jitter, an exactly defined interference signal which can be generated by the UPD 
generator is required. 


The lines for the signal connections can be configured as balanced lines, which is quite usual in analog 
technology. Thus, coupled-in interference, eg from ground (hum) loops should be ineffective. However, 
in practice this attenuation is not always sufficient so that a common-mode voltage from a certain 
value upwards may also prevent signal decoding and regeneration. The UPD can generate this 
common-mode voltage on the digital signal for testing instruments. Of course, a common-mode signal 
cannot be generated on the unbalanced and the optical output. 


The UPD can thus generate and simulate two types of interference of digital audio signals: a specific 
shift of the signal slopes (jitter) and the superposition of a common-mode voltage on digital lines. The 
internal analog generator is available for generating these interfering voltages. The sine and noise 
functions (arbitrary and random) are particularly suited for practical applications. 


With a number of applications it is desirable to measure also the audio content of the signal in addition 
to the jitter, ie to produce an audio signal containing jitter. Thus the effect of the interference on the 
audio signal can be directly measured. UPD offers an operating mode for this case too. In the source 
mode JITTER, a sinusoidal audio signal (AUX GEN) can be defined, the frequency and level of which 
can be adjusted. 


Jitter and delay are normally specified in Ul (unit interval). U! is defined as the smallest pulse width of 
the digital audio signal (eye width) and is independent of the selected sampling rate. An Ul corresponds 
to the clock period of the digital signal (biphase clock). With digital audio signals, one UI! corresponds 
to a 128th of the sampling period, at 48 kHz it is approx. 163 ns. 


lf several, digitally coded signals have to be combined, as is commonly done in studios for instance, 
the concurrence of the signals is also of importance. Associated frames containing the instantaneous 
values (samples) of the left and the right channel must not be delayed such that they can no longer be 
combined. UPD is able to simulate this error by rendering the phase between the digital output on the 
front panel and the independent reference generator (output at the rear) adjustable. This refers to the 
phase within a frame (64 bit or 128 Ul). 


Even with a highly accurate clock-frequency generation of the individual instruments, the frequencies 
will inevitably start to shift with respect to each other, which is at first noticed as a phase offset (see 
above). As a result individual samples are omitted or doubled. This effect can be avoided by 
distributing a frame sync or word clock to all instruments for synchronization, or to synchronize all 
instruments to a common clock frequency (eg 1024 kHz or the video sync pulses). Hence, if the UPD is 
to behave like an ideal source of digital signals, it must be integrated in this synchronization concept. It 
can therefore be synchronized via the SYNC IN connector at the rear of the instrument to the signals 
selected by means of the "Sync Mode" command. 


In addition to the method described above, the generator can also be synchronized to the digital signal 
at the analyzer input using a clock frequency. A distinction has to be made however between the input 
on the front panel and the input of the reference receiver on the rear panel. The generator can also be 
operated with its own crystal oscillator. 


The selected mode (PHASE, JITTER ONLY or COMMON ONLY), ie the superimposed interference 
voltage always refers to the digital output on the front panel. The reference generator (output on the 
rear) is used as a reference. If the generator is operated with external synchronization (‘Sync To’ not 
set to GEN CLK), the reference corresponds to the synchronization. The synchronization output ("sync 
out" at the rear) is as always without jitter or phase shift. 
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2.5.3.4.4 AES/EBU Protocol Definition 
Rae sr i eee a 

Selection of the generator output AES/EBU, S/P DIF or OPTICAL causes an additional PROTOCOL 
section to be displayed in the G OR panel. This section combines all commands for the 
definition of protocol information (channel status data, user data, validity, parity). 


Note: On the rear panel, there is the BNC female connector WORDCLOCK OUT” to which a 
TTL signal is applied with the sample frequency. The left channel (1) is identified with low, 
the right channel (2) with high. 


Determines the entry of protocol information. 


PANEL OFF Channel status data cannot be entered. The last-defined status is 


maintained; only the display in the panel is switched off. 
If the generated channel status data are of no interest, all unwanted 
menu lines can thus be removed from the GENERATOR panel. 


ENHANCED The full protocol data generation can be entered and is displayed in the 


GENERATOR panel. 


Set the validity identification within the AES-EBU data stream. 
Validity bit not set 

Validity bit set in channel 1 only (= left, A) 

Validity bit set in channel 2 only (= right, B) 


Validity bit set in both channels 


Specify whether the protocol is generated with parity errors. 


All samples are generated with the correct parity. 


WITH ERR Setting the error rate with commands No. Trues, No. Falses and Offset. 
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Specify the number of samples with correct parity bit. 
Numerical entry from 100 to 1,000,000 


Information on the definition of parity errors: 
A number of samples with correct parity bit (offset) is output first. 
Then a cyclical sequence consisting of a number of samples with 
false parity bit (No. False) is output followed by a number of 
samples with correct parity bit (No. True). "True" and "False" are 
repeated alternately. 
The numbers refer to the sum of L and R samples. 


Applications: 


e If the sum of No. True and No. False is equal to 384, the positions of 
the parity errors within a block can be determined using Offset. 


e A very large offset can be used to ensure reliable settling of the test 
hardware. 


Specify the number of samples with false parity bit . 


Numerical entry from 0 to 1000 
With the setting 0, only correct parity bits are output. 


Specify the number of samples with correct parity bit until the first parity 
error occurs. 


Numerical entry from 0 to 1000000 
For more details refer to No. True. 


Specify the interval (in blocks) at which errors in the start-of-block- 
preamble sequences are generated. 


Numerical entry from 0 to 100000 


0: no error, all start-of-block preambles are correct. 

1 to 100000: After the specified number of samples, a start-of-block 
preamble is replaced by a normal "left" preamble 
(missing start of block). 


Specify the interval (in blocks), at which errors in the preamble sequence 
are generated. 


Numerical entry from 0 to 10000 


0: no error, all preambles are correct. 
to 10000: A block with a sequence error is generated at every 
specified interval of blocks. For this reason each 48th preamble 
in this block is replaced by a right one. The sequence 
“LR R R_ L" is generated instead of the sequence 
"L RL R L". This inverted sample has the status information 
and the audio data of the corresponding left channel, only the 
preamble is inverted. 
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ZERO 
FILE + AES3 


PANEL + AES3 


FILE + CRC 
PANEL + CRC 


FILE PANEL 


BINARY.. 
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Define how the channel status data LEFT are generated. This also 
includes the operating mode (AES3, CRC or RAW), which has to be the 
same for left and right channel. If neither AES3 nor CRC is defined for 
the left channel, any operating mode can be selected with menu line Ch 
Stat. R. 


All channel status data bits are 0. The operating mode (AES3, CRC, 
RAW) is defined with command Ch Stat. R. 


UPD generates local timecode and CRC, all other channel status data 
are defined using the following file. 


UPD generates local timecode and CRC, all other channel data are set 
using the panel defined by the "Panelfile" file. 


As FILE + AES3 or PANEL + AES3, but UPD but local timecode is not 
generated by the UPD put a fixed setting. 


As FILE + AES3 or PANEL + AES3, but UPD generates neither 
timecode nor CRC (RAW mode). 


The setting that can be made here affects Ch Stat. R. Any settings under 
Ch Stat. R that are incompatible with the selection made here causes a 
corresponding error message to be output and the setting to be rejected. 


The following restrictions apply: 


e PANEL (= user definable generator commands) can only be used with 
Ch Stat. L or Ch Stat. R. 


¢ The operating mode must be the same in both channels. 


If this parameter is selected, a window is displayed which allows for 
binary entry of the individual channel-status bits. The data are copied in 
with OK. BIN ENTRY can be used only once with Ch Stat. L or Ch Stat. 
R. The SELECT key (or space bar on the external keyboard) causes the 
respective bit to change from 0 to 1 or vice versa. 

Note: Local Time Code is a counter defined in accordance with AES3 
which indicates the time elapsed since the beginning of 
transmission in samples. This counter is incremented by the UPD 
in the PANEL+AES and/or FILE+AES modes by 192 per frame. 
The value indicated in the file or panel is used as a start value. 
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a file containing channel status data for LEFT. 


Preset file type: *.pgc 


The data are each defined in one line. Keywords in the file specify for which 
bits and side (left, right or both) the data are defined. 

However, with this command only the definitions containing data for the left 
or for both sides are considered. Thus the same file can be used for both 


sides. 


Syntax: 
Side: 


Data: 


Note: 


AES_CHAN_STAT or AES_CHAN_STAT_BOTH mark the 
beginning of data for both sides. Analogously, 
AES_CHAN_STAT_RIGHT and 

AES_CHAN_STAT_LEFT indicate the beginning of data for one 
side. 


These keywords may be used in any order and as often as desired. 
In the file values are entered using the following line: 


Keyword BIT followed by a destination range and the respective 
value. 


Example: BIT:12-15, 1 
(Bits 12-15 are assigned "0001") 


It is also possible to use the generator status data of the analyzer. 
In this case, enter the keyword TRACK” instead of a value. 


Example: BIT:12-15, TRACK 


The sample rate selected in the configuration section of the UPD 
generator (see Section 2.3.5) can be entered automatically in the 
specified bit positions using the keyword RATE_TRK. With the aid 
of the bit position, the UPD is able to identify whether the sample 
rate has to be coded in the consumer or the professional format 
and enters the respective values accordingly. 


Example: BIT:6-7, RATE_TRK (professional format) 
BIT:24-27, RATE_TRK (consumer format) 


The time can be entered into the UPD using the keyword "TIME” 
instead of a value. The time is multiplied by the currently selected 
sample rate (see Section 2.5.3) to obtain the number of samples 
produced since midnight. 


Example: BIT:112-143, TIME 


When the generator is started, the local time (bits 112 to 143) 
is set to 0 and incremented by the sample rate. The local time 
therefore indicates the number of samples produced since the 
generator start. In a protocol analysis the time elapsed since 
the generator start can be determined with the aid of the 
sample rate. 


The absolute time (bits 144 to 175) ) with the number of 
samples produced since midnight is loaded when the generator 
is started and remains unchanged. In a protocol analysis the 
time of the generator start can be determined with the aid of 
the sample rate. 


Thus the current time can be determined at any time by adding 
“Local” and "Time". 


Example file: R&S-AES3.PGC (professional format) 
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EQUAL L 


FILE+AES3 


PANEL+AES 3 


FILE+CRC 


PANEL+CRC 


FILE 


1030.7500.02 


Define how the channel status data RIGHT are specified. 


The setting that can be made here depends on Ch Stat. L. The PANEL 
can be assigned only once and the operating mode (AES3, CRC, RAW) 
must be the same in both channels. 

For more details on individual commands refer to Ch Stat. L. 


All channel status data bits are 0. (The operating mode 
(AES3,CRC,RAW) is determined by Ch Stat. L. If Left should be set to 
ZERO too, the operating mode is RAW). 


The two sides are identical; all definitions made for the left channel are 
copied to the right. The operating mode is defined by Ch Stat. L. 


This selection is only displayed if ZERO, FILE+AES3 or PANEL+AES3 is 
selected for Ch Stat. L. 


This selection is only displayed if ZERO or FILE+AES3 is selected for Ch 
Stat. L. 


This selection is only displayed if ZERO, FILE+CRC or PANEL+CRC is 
selected for Ch Stat. L. 


This selection is only displayed if ZERO or FILE+CRC is selected for Ch 
Stat. L. 


This selection is only displayed if ZERO, PANEL or FILE is selected for 
Ch Stat. L. 


This selection is only displayed if ZERO or FILE is selected for Ch Stat. L 
(see Ch Stat. L). 


Specify a file containing Channel Status data for RIGHT 
Preset file type: *.pgc 


The data are each defined in a line. Keywords in the file specify for which 
bits and side (left, right or both) the data are defined (see also 
specifications for the left side). 

However, with this command only the definitions containing data for the 
right or for both sides are considered. Thus the same file can be used for 
both sides. 


Format: see Ch Stat. L 
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Define the interval (in blocks) used for the generation of errors in the 
CRC of the status data. 


Numerical entry from 0 to 100,000 


0: no error, all CRCs are correct. 

1 to 100000: After the specified number of blocks one CRC error is 
generated simultaneously in both channels. (CRC error: the 
correct CRC is replaced by the inverted bit pattern). 


This command is displayed only when the operating mode of the channel 
status data is CRC or AES3. 


Specify how to generate the user data. 
All user bits are initialized to be 0. 


User bits are output according to the definitions in the subsequent file. 


Note: Changing the user bits briefly stops both the generator and 
the analyzer. 


Specify a file containing user data.. 
Preset type of file: *.pgu 


The file contains both user data for the left and the right side. The 
keyword AES — USER — DATA — LEFT is used to indicate the beginning 
of data for the left side. Analogously, AES — USER — DATA — RIGHT is 
used for the right side. 


In the following lines, values must be entered as hexadecimal numbers 
without any further designations . Each line contains 32 bits. 


The UPD repeats cyclically the user bits read in, the length of each cycle 
being equal for both sides. Reading in less bits on one side than on the 
other causes zeros to be inserted. 6 characters (or a multiple thereof) 
result in correlated user data from the beginning of the block. 

The maximum permissible number of user bits is 4096 words = 16384 
bytes = 131072 bits per side. 


Example: AES — USER — DATA — RIGHT 
0 x 55504420 #='UPD' 


Specify a file which contains the definitions of the user-programmable 
panel. This menu item is only displayed when a panel has been specified 
for Ch Stat. L or Ch Stat. R. 


Preset type of file: *.PPC 
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This file allows an input field to be defined which is tailored to the current 
requirements. It thus defines the screen display for the entry of actual 
values. To this end, enter the respective command designations, the 
permissible range of values and the destination of the setting into the 
file. Sample files for the "professional" format according to IEC 958 are 
contained in the “C:\UPD\USER* file supplied with the instrument 
(R&S_AES3.PPC and R&S_CONS.PPC). 

4 types of commands are permissible: 


e Selection commands 


Entering the keyword SELECTION or EXTSELECT followed by 
parameters defines a selection command. 

The entry of keyword RATE_TRK followed by parameters specifying 
the sample rate defines a special selection command which causes 
also the selection item GEN SMPLFRQ to be displayed. RATE_TRK 
must only be used where (in the consumer or professional format) the 
bits for the sample rate have already been defined; in all other cases 
the keyword has the same effect as SELECTION. 


Examples: 

- SELECTION" Use", BIT:0, O="CONS", 1="PROF" 
Bit O of the channel status data can be switched between 
ANLR TRACK, CONS and PROF using the menu line "Use". 


- SELECTION" Usermoad", BIT:12-15, O="not ind’, 3="USER" 
The four bits 12 to 15 can be switched between ANLR 
TRACK, not ind and USER using the menu line "Usermod". 


- RATE_TRK" Rate", BIT:6-7, 
0="not ind", 1="44.1 kHz", 2="48 kHz", 3="32 kHz " 

Bits 6 and 7 of the channel status data can be switched 
between ANLR TRACK, not ind, "44.1 kHz", "48 kHz", "32 
kHz" and GEN SMPLFRQ using the menu line "Rate". By 
selecting GEN SMPLFRQ the sample rate selected in the 
generator configuration section is automatically transferred 
to the channel status data. 


Note: 

- Max. 12 normal selection commands and 3 extended ones are 
permissible. 

- The UPD automatically inserts the selection ANLR TRACK, which 
causes the corresponding bits of the analyzer to be copied. 

- The BIT interval must not be larger than 32. 

- Max. 8 selections per command (SELECTION) are permissible. 
Any value within the specified bit range can be assigned to the 
selections. 

- In the case of overlapping bit ranges, the most recent setting 
overwrites the bits defined before. 

- Up to 24 selection possibilities are permissible with EXTSELECT. 
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e Text commands 


Entering the keyword TEXT followed by parameters defines a text 
command. 


Example: 

- TEXT " Origin", BIT:48-79 
(The 32 bits 48 to 79 of the channel status data are filled with the 
text characters to be entered here.) 

Note: 

- Max. 4 selection commands are permissible. 

- The BIT interval must not be larger than 32, ie max. 4 text 
characters (ASCII) per command are permissible. 

- When no text is entered, the UPD copies the corresponding 
analyzer contents. 


e Value commands (normal) 


Entering the keyword VALUE followed by parameters defines a value 
command, which allows the specification of status bits as numbers. 
These numbers can even be multiplied by a multiplier specified in the 
file. 


Example: 

- VALUE " Abs.Hour", BIT:144-175, MULT:SET—RATE 
MULT:3600 
(The value defined here is entered into the 32 bits 144 to 
175, the number after MULT (3600 * and SET— RATE = set 
sample rate) being multiplied by the value before it is 
entered.) 


Note: 

- Max. 12 value commands are permissible. 

- The BIT interval must not be larger than 32, the entry is limited to 
31 bits. 

- When entering -1 into the panel, the corresponding analyzer bit 
range is copied. 

- The keywords MULT are optional. The keyword SET __ RATE can 
also be used as multiplier. 


e« Value commands (additive) 


The entry of the keyword ADDVALUE followed by parameters defines 
a value command, the value being added to already available values. 


Example: 

- ADDVALUE " Abs.Min", BIT:144-175, MULT:2880000 
(The value entered here is added to the 32 bits 144 to 175 
of the channel status data. Prior to the addition, the number 
after MULT (2880000 = 60 * 48000) is multiplied by the 
value). 

Note: 

- See under value command (normal). 


Examples: R&S-AES3.PPC for panel acc. to AES3 format 
R&S-CONS.PPC for panel acc. to consumer format 


In the panel, the UPD displays the commands in the order 
1. SELECTION/EXTSELECT/RATE_TRK 
2. VALUE /ADD VALUE 
3.TEXT 


In the file, any desired order is permissible. 
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2.5.3.5 Digital Interface INTERN 


Internal digital connection between generator and analyzer (with DIG 48 kHz only). 


If the jitter option (UPD-B22) is not installed, this mode is limited to channel 1 and the fixed sample 
frequency 43619.7917 Hz. 


Audio Bits _ Word width of generated audio samples in bits. 


Value range: 8to 28 


if the word width is reduced, the value of the audio samples are rounded 
to the specified word width. 
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2.5.4 Functions 
is 
a te it SINE Single sine, dither may be included Mace All 
up to 17 sines - zw llT 
2.5.44 MULTISINE (with all generators) Face 
2.5.4,5 SINE BURST Sine burst signal Pac A. | *2 
AS Ab SINE2 BURST Asymmetrical sine burst PAGE & | *5- 
Saba tet SQUARE Square signal £4.12 
(not with ANLG 110 kHz) (ASE 2. 1 97 
. . A ; . P, = 31a q 
of. 4,7 MOD DIST Test signal for intermodulation distortions [4é & 
Dee 3 Lf | DFD Test signal for difference frequency distortions Pace 2. | F a 
AS,4: 10) Dim Test signal for dynamic intermodulation measurements Pigg e 2-1 ZI~ 
(with DIG 48 kHz, DIG 192 kHz; 
analog only with ANLG 25 kHz together with LDG option) 
2.5.4), {| | RANDOM Randomnoise Page 2.137 
2.5.N- |Z | ARBITRARY Arbitrary waveform Face 2/43 
2 ol. ts POLARITY Test signal for polarity measurements 
(with DIG 48 kHz and ANLG 25 kHz) 
S414 | ey Frequency-modulated sine = 
P /H6@ 
(with DIG 48 kHz and ANLG 25 kHz) /4¢4 2+ 
He Frequency shift keying =< 2./+#4¢ 
a5 (not with DIG 768 kHz) Pace 7 
is only required for the CCITT 0.33 (via automatic control). 
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2.5.4.1 Common Parameters signals of Generator Signals 


2.5.4.1.1 Common Parameters of SINE, DFD, MOD DIST Signals 


Frequency offsets when entering frequencies. 


Set the frequency with an offset of +0.1% 

Note: If reference is made to the generator frequency via 
GENTRACK with frequency offset switched on, the set 
frequency and not the actually generated one is used as 
reference (2.6.5.1, Ref Gen) 


+1000 ppm 


Set the frequency without offset 


For digital generators only. 
A noise component is superposed on the signals. The amplitude of the 


noise component can be entered in the next menu line. The power 
density function (PDF) can be entered further down. 


No superposed noise 


Only for digital generators, with activated dither 
Select the amplitude distribution (probability distribution function) of the 
superposed noise signal. 


Gaussian distribution 


TRIANGLE Triangular distribution from -peak to +peak 


RECTANGLE Equivalent distribution from -peak to +peak 


(Low Distortion Generator) 
For analog generators only. Activate/deactivate the low-distortion 
generator (see 2.5.1 Selecting the Generator). 


(Only with UPD-B1 option); a sinewave is produced by the low distortion 
generator: with double sine, the other signal is generated by the universal 
generator. 


All signals are produced by the universal generator. 
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Only for analog generators and with the low distortion generator switched 
on. 


Fast settling of the low-distortion sine 


FAST 


PRECISION High frequency accuracy of the low-distortion sine by readjusting the 
frequency once. Since the frequency of the low-distortion generator is 


remeasured internally, the frequency setting time exceeds FAST setting. 


2.5.4.1.2 Common Parameters of All Generator Functions 


permits the superposition of a settable direct voltage on the generator 
output 


The signals are superimposed a DC voltage content. The amplitude of 
the DC voltage content can be entered in the next menu line. 

This selection is permitted for all functions of the digital generator, 
whereas, in the analog generator it is not permitted with 

e the DIM function, 

e the SQUARE function 

e low-distortion generator switched on 


Effects on the AC signal: 


e the settable total AC voltage is smaller 
e the DFD signal has an S/N ratio which is poorer by 30 dB 


no DC voltage signal active 


Note: for the analog generators, offset is limited on + 5 V 
(UNBAL and COMTST) or + 10 V (BAL) 
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2.5.4.1.3 Common Parameters of SINE, DFD, MULTI, RANDOM Signals 


Equalizer Activate/deactivate an equalizer table comprising frequencies and 


associated voltage gain factors. As a function of frequency, the set 
voltage or frequency line can be multiplied by an equalization factor (if 
necessary after interpolation between the two adjacent frequency values) 
before it is switched to the outputs. The corrected voltage may be 
measured internally using the analyzer. Setting: ANALYZER panel "Chx 
Input GENy", x = test channel (1 or 2), y = generator channel (1 or 2); 
Display as measurement result. 


Note: When an equalization factor >1 is entered, the corrected voltage 
may exceed the selected maximum voltage (entry under menu 
item "Max Volt") or the physically possible voltage. In this case 
the output voltage is limited (to the lower one of the two 
values). 


Typical application: Simulation of preemphasis effects; measurement 
with constant power on frequency-responsive DUTs. 


Equalizer switched on. The menu item "Equal. file” is activated, ie the file 
listed there is loaded. 


Note: _ If reference is made to the generator voltage with GENTRACK 
when the equalizer is switched on, the set and not the 
corrected voltage is used as a reference (2.6.5.1, Reference). 


Unaffected output voltage 


(Equalizer file) only with equalizer — ON 


Menu item for entering the name of the equalizer file. The file is opened 
and loaded into an internal buffer. 


If the entered name is invalid (drive not ready, file not found, format 
invalid, etc) an error message is output and entered in the menu line "not 
found”. 


For entering file names see 2.3.2.5; 

For generating an equalizer file see 2.9.1.2 Loading and Storing of 
Series of Measured Values and Block/List Data ("Store > 
EQUALIZATN"). 
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2.5.4.2 Sweeps 


With many generator functions, it is useful to output signal parameters (level, frequency, in the case of 
burst signals also switch-on time and length of intervals) not only statically but to vary them with 
respect to time. A sweep system allowing 2 parameters to be varied simultaneously (two-dimensional 
sweep) is available for these signals. 


> One-dimensional sweep: the parameter specified under X axis is varied from start to stop or 
according to the LIST file. 


> Two-dimensional sweep: the parameter specified under Z axis is set to the start value or the first 
entry in the 1st LIST file. The parameter defined under X axis is varied from start to stop or in 
accordance with the 2nd LIST file. The Z parameter is then set to the next value and the sweep of 
the X parameter starts again from the beginning. The two-dimensional sweep is concluded when the 
Z parameter has assumed its final value. When a Z sweep is switched on, Scans in the DISPLAY 
panel is set to GROUP and Scan count is set according to the number of Z points. 


The so-called "LIST buffers", with a length of 1024 entries each, serve as data source for the sweep 
parameters. The total length of the LIST buffers is obtained by multiplying the lengths of X and Z 
buffer; with one-dimensional sweeps, the length of the Z buffer is to be defined as 1. If you specify too 
many items, the last ones, ie those exceeding 1024 are ignored. Each buffer contains a table, which 
can either be derived from user specifications (normal sweep) or is loaded from a file (list sweep; see 
Sweep->Ctrl). 


With "normal sweeps", tables with equidistant rising or falling values are generated depending on 
whether the start value is lower or higher than the stop value. As soon as a “normal“ sweep is switched 
on or a new Start value is selected, the start value is set in the instrument hardware, in order to keep 
the settling time with starting of sweep as short as possible. Sweeping from high to low frequencies 
allows the beginning of the sweep curve to be displayed faster than its end because high frequencies 
require less measuring time. 


With “list-controlled sweeps“, the values for the sweep parameters can be spaced as desired, however, 
they must be consecutive (just as with “normal* sweep) (see 2.9.3, Series of Measured Values (Sweeps 
and Scans) and Block/List Data). 


If a running sweep is stopped or switched off, the swept parameters retain the current numeric values. 


Note: Sweeping from high to low frequencies allows the beginning of the sweep curve to be 
displayed faster than its end because high frequencies require less measuring time. 


For starting and stopping the sweep, see 2.11. 
Table 2-16 List of sweepable function parameters depending on the function selected: 


| Funetion | VOLTAGE FREQUENCY ON-TIME INTERVAL 
MULTISINE no a ee 


SINE BURST 


SINE? BURST 
SQUARE 


oo 
MOD DIST yes (Total Voit) yes (user frequency) 
DFD 


yes (Total Volt) MEAN yes (mean frequency) 


yes (Tota! Volt) no (standardized frequency pans) 
RANDOM 
ARBITRARY 


POLARITY 
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Remark: 
In addition to the above generator sweeps, several analyzer sweeps can be performed: 


e time-controlled analyzer sweeps are selected under menu item START COND in the ANALYZER 
panel (for all measurement functions) 


e external frequency or level sweeps are also selected in the ANALYZER panel under menu item 
START COND (for all measurement functions) 


e the bandpass mean frequency can be swept in the RMS SELECT measurement. 


Only one generator or one analyzer sweep can be active at a time. If a 2nd sweep is selected, the first 
sweep is switched off again and a warning is read out. 
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SWEEP Ctrl Activate/Deactivate the sweep system and specify the data source and 


sweep run. 


OFF The sweep system is switched off; all parameters are entered directly 
into the panel by the user. 


AUTO SWEEP The sweep runs autgmatically after having pressed the START or 
SINGLE key (see 2.1 1/Starting and Stopping a Measurement). 

The data of the sweep parameters are obtained from user specifications 
(start/stop value and step size or number of points); “normal” sweep 
Sweep stepping can be synchronized with the analyzer in menu item 
Next Step. 


AUTO LIST The sweep runs automatically after having pressed the START or 
SINGLE key (see 2.1 ba Starting and Stopping a Measurement). 

The data of the sweep parameters are read from file; (list sweep) for 
generation of lists, see 2.9.1.2%menu item STORE TRACE/LIST, 
Store — X AXIS, Store > Z AXIS. 

Sweep stepping can be synchronized with the analyzer in menu item 
Next Step. 


MANU SWEEP The sweep is controlled by means of the rotary knob and/or the cursor 
keys. When you press the START key, the 1st sweep point is set (and 
measured). Any further sweep point must be explicitly requested using 
the rotary knob or by pressing a cursor key (see 2.1% Starting and 
Stopping a Measurement). 

The data of the sweep parameters are obtained from user specifications 
(start/stop values and step size or number of points); normal sweep. 
When sequencing the manual sweep, the result of the current 
measurement is not waited for, ie the current measurement and possibly 
a set analyzer delay are aborted. 


MANU LIST The sweep is controlled by means of the rotary knob and/or the cursor 
keys. When you press the START key, the 1st sweep point is set (and 
measured). Any further sweep point must be explicitly requested using 
the rotary knob or by pressing a cursor key (see 2.1% Starting and 
Stopping a Measurement). 

The data of the sweep parameters are read from a file; (list sweep). 

For generation of lists, see 2.9.1 .2menu item STORE TRACE/LIST, 
Store-X AXIS, Store-Z AXIS 

When sequencing the manual list sweep, the result of the current 
measurement is not waited for, ie the current measurement and possibly 
a set analyzer delay are aborted. 


Notes on manual sweep: 

In order to control manual sweeps using the rotary knob or the cursor keys, the graphics must be active 
(fullscreen or part-screen mode). When the sweep is started, the switchover to the graphics panel 
occurs automatically. The feature "manual sweep” can be used to vary generator parameters with a 
user-definable increment. The increment is defined by a fixed “step“ (with MANU SWEEP) or by a 
variable step size defined per file (with MANU LIST). In remote contro! mode, the command 
"INIT:NEXT<n>” is used to continue. 

Individual sweep points can be skipped by turning the rotary knob fast. Also, sweep points can be 
repeated by turning the rotary knob back. 

The measured values are represented by means of crosses in the Curve Plot mode. With the DISPLAY 
panel setting Scan count >1 selected, these crosses are not deleted before being updated but remain 


f' ! 
He "Secnon 
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on the screen. With strongly fluctuating measurement values, the representation approximates the 
shape of a bar. If sweep steps are skipped or advanced too fast, a NAN (Not A Number) value is 
entered. When reaching the end of sweep, the complete trace (with the latest measured values) is 
obtained. 


With automatic sweep system and automatic sweep stepping ("Sweep 
Ctrl + AUTO SWEEP?” or "Sweep Ctrl — AUTO LIST’). 
Select the sweep synchronization. 


Analyzer synchronization: 
The sweep continues after a valid measured value has been obtained; 
recommended in generator/analyzer mode. 


ANLR SYNC 


DWELL VALUE Time synchronization with fixed time: 

The sweep continues after a specified time has elapsed. The time is 
defined in menu item "Dwell’. Required for sweeps with external 
analyzer. 

DWELL:File Time synchronization using times specified in a list 

The sweep continues after specified times which are read out of a list 
and interpolated on the basis of the existing X axis. Required for sweeps 
with external analyzer, when the measuring or settling time of the 
analyzer and/or the DUT depends on the respective sweep point. 


With automatic file sweep ("Sweep CtrlaAUTO LIST") and list-controlled 
time synchronization ("Next step—>DWELL FILE") only. 
Specify a file containing the dwell times 


The file is opened and loaded into an internal buffer. 


If the name entered is not valid (drive not ready, file not found, invalid 
format, etc.), an error message is output and the reason for the fault is 
entered into the menu line. 

For entry of file names, see 2.3.2.5; for generation of the list, see 2.9.1.2 
Loading and Storing of Traces and Lists. 


Only with automatic sweep and list-controlled time synchronization 
("Next step— Dwell:Value"). 


Enter a dwell time for all sweep points. 


Value range: Oto 1000 s. 

Units: s | ms | ps | min 

Resolution: ims 

Note: During IEC/IEEE-Bus operation, the dwell time can only be 


implemented with an accuracy of 50 ms. 
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With an active sweep system only. 
Select the sweep parameter (one-dimensional sweep) or the 1st sweep 
parameter (two-dimensional sweep). 


Signal voltage (SINE, SINE BURST, SINE? BURST , SQUARE) or total 
voltage (MOD DIST, DFD, DIM) is swept. 


Signal frequency (SINE, SINE BURST, SINE? BURST, SQUARE), useful 
frequency (MOD DIST) or center frequency (DFD) is swept. 


Time of high level with burst signals is swept. 


Interval time with burst signals is swept. 


With active automatic sweep only 
Select the 2nd sweep parameter for a two-dimensional sweep. 


Sweep is one-dimensional 

Sweep is one-dimensional 

Sweep is two-dimensional, the 2nd. sweep parameter is the signal 
voltage (SINE, SINE BURST, SINE? BURST) or total voltage (MOD 
DIST, DFD). 

Sweep is two-dimensional, the 2nd sweep parameter is the signal 
frequency (SINE, SINE BURST, SINE? BURST, SQUARE), wanted 
frequency (MOD DIST) or center frequency (DFD). 


Sweep is two-dimensional, the 2nd sweep-parameter is the time of the 
high level (only with burst signals). 


Sweep is two-dimensional, the 2nd sweep parameter is the interval time 
(only with burst signals). 


Note: With two-dimensional sweeps of "ON TIME" and "INTERVAL", the minimum value of 
"INTERVAL" must exceed the maximum "ON TIME" value. With normal sweep, this is ensured 
by limitation and, if required, correction of the start and stop values with entry already. 
However, with list sweep, the user should make sure that this condition is met in the lists used, 
since a required, automatic correction is not carried out until the sweep is running - thus, 
unexpected results may be obtained. 


Note: Theoretically, the same parameter may be entered for the X and Z axes (eg, VOLT in both 
directions) - and this is not prohibited in the operator surface. This does, however, not make 
sense in normal practical use. 


1030.7500.02 


2.111 E-14 


Generator Functions UPD 


With normal sweep only ("Sweep Ctrl>AUTO SWEEP” or "Sweep Ctrl 
MANU SWEEP”); 
Determine the sweep range spacing. 


The sweep range is linearly divided by a number of points to be 
specified. The number is entered under menu item ”Points”. 


LIN POINTS 


Beginning from "Start”, the sweep range is divided into intervals using a 
linear step size to be specified under menu item ”Step”. 


LIN STEPS 


The sweep range is logarithmically divided by a number of points to be 
specified. The number is entered under menu item ”Points”. 


LOG POINTS 


Beginning from ”Start”, the sweep range is divided into intervals using a 
logarithmic step size to be specified under menu item "Step” (multiplier 
without unit) 


LOG STEPS 


Note: No conversion is performed when switching from ... POINTS 
to ...STEPS and vice versa; the set values are retained in 
the back-ground. The numeric value for "STEP” remains the 
same when switching between LIN STEPS and LOG 
STEPS. 


With normal sweep only (Sweep Ctr_aAUTO SWEEP or Sweep Ctrlo 
MANU SWEEP) 

Enter the start value for the (above) sweep parameter. 

Range of values, unit and resolution: as for the appertaining sweep 
parameter. 

If a start value is entered that is identical with the stop value, the stop 
value is automatically loaded with the old start value. 

In this way, the sweep direction can be easily reversed by means of a 
single entry. 

Note: The start value of the sweep parameter is set in the instrument 
hardware with entry already (not with starting the sweep). The settling 
time with starting the sweep can thus be minimized. 


With normal sweep only (Sweep Ctr_aAUTO SWEEP or Sweep Ctr-> 
MANU SWEEP) 

Enter the stop value for the (above) sweep parameter 

Range of values, unit and resolution: as for the appertaining sweep 
parameter. 

If a stop value is entered that is identical with the start value, the start 
value is automatically loaded with the old stop value. 

In this way, the sweep direction can be easily reversed by means of a 
single entry. 
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With normal sweep only ("Sweep CtrlaAUTO SWEEP" or "Sweep Ctrl> 
— MANU SWEEP”) and "Spacing>LIN POINTS” or "Spacing>LOG 
POINTS" selected. 


Value range: 2 to 1024. 
Units: None (integer) 


Enter the number of sweep points for the (above) sweep parameter. The 
sweep range is divided into (points - 1) steps. 2 points at least (start and 
stop value) are required. 


With normal sweep only ("Sweep Ctr_aAUTO SWEEP" or Sweep Ctri> 
MANU SWEEP”) and "Spacing>LIN STEPS" or "Spacing>LOG 
STEPS’ selected. 


Enter the step size for the (above) sweep parameter. 
With linear step, the absolute step size is always entered, ie, the number 
value is positive even, if the start value exceeds the stop value. 


With logarithmic step, the multiplication factor is entered, which is 
required for each sweep point to obtain the next sweep point. If start and 
stop value are interchanged (reversal of the sweep direction), the 
reciprocal value is constituted. 


Valid range of values: see user guide line. The step size is to be selected 
as high as to result in not more than 1023 individual steps. 


Unit and resolution: With linear spacing as for the appertaining sweep 
parameter. With logarithmic spacing, no unit can be entered (factor 
without unit). 


Exception: In the case of voltage sweeps With two-dimensional 
sweeps, (X axis Volt), the logarithmic scaling can be entered 
either as a factor or in dB 


FREQ FILE. | With list sweeps only ("Sweep Ctrl>AUTO LIST" or "Sweep Ctrl> 
= 3 Stee MANU LIST”) 


Enter the file name for a frequency list; for entry of file names see 2.3.2 
Data Entry 


The signal frequency (SINE, SINE BURST, SINE? BURST, SQUARE), 
the useful frequency (MOD DIST) or the center frequency (DFD) is 
swept. 


VOLT FILE With list sweep only ("Sweep Ctrl>AUTO LIST" or "Sweep Ctrlia MANU 
a LIST”) 


Enter a file name for the amplitude list; for entry of file names see 2.3.2 
Data Entry 


The signal voltage (SINE, SINE BURST, SINE? BURST, SQUARE, DIM) 
— or the total voltage (MOD DIST, DFD) is swept. 
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With list sweeps only ("Sweep Ctrl>AUTO LIST" or “Sweep Ctri- 
MANU LIST”) 


Enter a file name for the "ON-Time" list in the case of burst signals; for 
entry of file names see 2.3.2 Data Entry 


The burst duration (SINE BURST, SINE? BURST) is swept. 


‘INTV FILE With list sweeps only ("Sweep CtrlaAUTO LIST" or "Sweep Ctrl 
MANU LIST”) 


Enter a file name for the interval list in the case of burst signals; for entry 
of file names see 2.3.2 Data Entry 


The burst interval (SINE BURST, SINE? BURST) is swept. 
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2.5.4.3 SINE 


DC Offset 
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A 5,4H.3 
Generator Functions 


See 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD 
DIST. 


For digital generators only; 
See 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD 


DIST. 


For digital! generators only; 
See 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD 


DIST. 


For analog generators only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST. 


Signals are generated by the low-distortion generator 


Signals are generated by the universal generator 


See 2.5.4.1.2, Common Parameters for all Generator Functions 


see 2.5.4 SWEEPS 


Entry of sine frequency; may be used as a sweep parameter. 
Specified range: 10 Hz to fay 
fmax generator-dependent; see 2.5.1 Selecting the Generator 


Resolution: 1 mHz 
Units: Hz | kHz | AHz | AkHz | f/fr | A%Hz | Toct | Oct | Dec 


For low-distortion generator only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD 


DIST. 
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‘Equalizer See 2.5.4.2.5, Common Parameters for SINE, DFD, MULTI, RANDOM 
The sinewave voltage is corrected. 
Equalizer is switched on. Menu item "Equal. file” is activated, ie the file 


listed under this menu item is loaded. 


The output voltage is not affected. 


 Equal.file (Equalizer file) 
With Equalizer — ON only; see 2.5.4.1.3 Gem. Param. fiir SINE DFD 


MULTI RANDOM. 


Entry of sinewave amplitude; may be used as a sweep parameter 


Value range: digital (audio data mode): 
; O0to1FS 
digital (jitter mode): 
0 to 5 UI (jitter peak amplitude) 
digital (phase mode): 
0 to 0.25 UI (jitter peak amplitude) 
digital (common mode): 
0 to 7.071 Vine 
analog: 0 to 12 Vj», for UNBAL (BNC) 
or COMTST (XLR) 
0 to 24 V_.,, for BAL (XLR) 


Caution: Voltage limitation of the rms value by means of menu item 
"Max Volt", see 2.5.2 Configuration of the Analog 
Generators / 2.5.3 Configuration of the Digital Generators 


Units digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
digital (jitter mode): 
UI | %U!I | dBUI | ppm | ns | Ulr | dBr 
analog and digital common mode: 
Vi mV 1 BV 1 Von | mVp5 1 EVpp | W/V, | 
dBu | dBV | dBr | dBm | 


A%V | AV | AmV | AnV 


Peak-to-peak amplitude (analog): Vip = Vims X 2x V2; 
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2.5.4.4 MULTISINE 


Up to 17 single sine voltages can be superposed on each other. 
They are generated exclusively by the universal generator. 
The phase angles of the single sine voltages can be determined in different ways: 


e automatic optimization to obtain a minimum crest factor 
e specification of a desired crest factor 
° entry of the phase angles of all active sine lines 


The resulting total peak value depends on the frequencies of the individual sine and from the selected 
crest factor, if any. Thus, the voltage may increase when varying individual frequencies. Irrespective of 
the crest factor selected, the set maximum voltage (’Max volt”, see 2.5.2 Configuration of the Analog 
Generators / 2.5.3 Configuration of the Digital Generators) is however never exceeded since the worst 
case is taken as the basis for linear superposition when entering the single voltages. 


Further specific multi-tone signals are selected using the functions 

e MOD DIST (2 sinewave amplitudes with the ratios 1:1 to 10:1) 

e DFD (2 equivalent sinewave amplitudes) 

e SINE (1 sinewave with any amplitude) 

e RANDOM, Domain Freq (7488 sine lines at fixed frequency offset with any amplitude) 


With the first 3 functions, a ’"Frq Offset” or "Dither’ with "PDF” (in the digital generator) can be set. The 
low-distortion generator can additionally be used in the analog generator, if the UPD-B1 option is fitted. 


See 2.5.4.1.2, Common Parameters for all Generator Functions 
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USER DEF 


ANLR TRACK 


EQUAL VOLT 


DEFINE VOLT 
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Set the frequency spacing: 


The vaiue entered is corrected to the next settable value. 

The range of values depends on the selected generator and its sample 
rate (see 2.5.1, Selecting the Generator): 

Lower limit: 

ANLG 25 kHz: 5.8 Hz 

ANLG 110 kHz 23.4Hz 


DIG instruments: Sample frequency / 16384 
Int. sample frq. = Sample Frq * Oversamp 
Units: Hz, kHz 


The value specified for the FFT analysis frequency spacing is 
automatically adopted. The value is also displayed in the ANALYZER 
panel under "FFT:Resolution" (see 2.6.5.13 FFT). This setting is ideal for 


an analysis using the rectangular window. With no FFT selected in the 
analyzer, the setting is rejected (error message!). 


See 2.5.4.1.3 Gem. Param. fir SINE DFD MULTI RANDOM 
Each active frequency line is corrected. 


Equalizer switched on. Menu item "Equal. file" file is activated, ie the file 
indicated there is loaded. 


The output voltage of all the frequency lines are unaffected. 


(Equalizer file) 
with equalizer > ON only; 
see 2.5.4.1.3 Gem. Param. fiir SINE DFD MULTI RANDOM 


Select the input mode for the individual sine voltages: 


The same amplitude applies for each single sine; it is entered as "Volt No 
1 


An amplitude can be defined for each single sine, individually. 
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Crest Fact | 


OPTIMIZED 


VALUE: 


DEFINE PHAS 


FreqNo() 
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Selection of the algorithm for determination of the phase angles of the 
singles sines and thus of the crest factor for the total signal. 


Automatic minimization of the crest factor by internally optimizing the 
individual phase angles. 


Specification of a desired crest factor. The phase angles of the single 
sines are modified internally such that the resulting crest factor 
approximates the desired value as close as possible. The accuracy of 
this method depends on the total number of lines. 


Entry of the phase angles of all active sine lines 


Value range: 1to17 
Units: none 


Entry of number of desired tones, ie the sines that can be edited. In the 
EQUAL VOLT mode, the entry also influences the maximum amplitude 
that can be entered for a single sine tone (see "Volt No (i) "). 


For a better overview, the max. 17 frequencies, levels and phase values 
are not set in the GENERATOR panel but in a special dialog window, 
which is automatically opened after "No of sine" or the "Choice ..." 
command below. In this window, the individual frequency and level and 
phase menu items can be copied into the STATUS panel by ticking them 
off. Subsequent to closing the window, they can be displayed and 
entered in the STATUS panel. 


Opens a special clearly arranged dialog window where the individual sine 
frequencies, levels and phases can be displayed and entered. 


In this window the individual frequency, level and phase menu items can 
be copied into the STATUS panel by ticking them off. After closing the 
window, the values can be displayed and entered in this panel. 


Note: The dialog window described is also automatically opened 
when "No of sine" is entered. 


Entry of sinewave frequency i (i = 1 to 17) 


Value range: fmin tO fax (depending on generator) 


fmin: Value from spacing 
fmax. see 2.5.1 Selecting the Generator 


Units: Hz | kHz | AHz | AkHz | f/fr | A%Hz | Toct | Oct 
Dec 


The single frequencies may lie as close to each other as desired or may 
even be superposed on each other (taking the resolution into account). 
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Entry of the phase angle of the single sine i (i= 1 to 17) 


The reference point is an ideal point in time TO, where all sine lines begin 
with the phase 0. 

If the sine line No. 1 is to be used as reference frequency, it must be 
assigned phase 0. 


Value range: 0 to 360° 
Unit: ° or RAD 


If 2 or more single lines have the same frequency, ie, they coincide, the 
first of the lines defines the (common) phase. The subsequent frequency 
lines are assigned the same phase angle. 


Entry of sinewave amplitude i (i = 1 to 17) 


Specified range: the total voltage of V,,,, is available for all n single 
sines (n = "No of sin”, 1...17) and the DC offset: 


digital: (audio data mode): Vinax = 1 FS 


(jitter mode): Vinax = 5 Ul 
(phase mode): Vinax = 0.25 Ul 
(common mode): Vinax = 7-071 Vis 


analog: Vinax = 12 Vins for UNBAL (BNC) or COMTST (XLR) 
Vmax = 24 Vim for BAL (XLR) 


Caution: Voltage limitation of the rms value by menu item "Max volt’, 
see 2.5.2, Configuration of the Analog Generators / 2.5.3 
Configuration of the Digital Generators. 


Vmax IS Split up into the single sine voltages as follows: 


e in EQUAL VOLT mode, any sine may be as large as (Vmax - DC)/n 


e in DEFINE VOLT mode, any sine may be as large as the difference 
between (Vina - DC) and the sum of all other active single sines 
Units: digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
digital (jitter of phase mode): 
Ul | %UI | dBUI | ppm | ns | Ulr | dBr 
analog and digital common mode: 
Vi mV 1 BVI Van | MVpp | HVpp | V/V, | 
dBu | dBV | dBr | dBm | 


AYN | AV | AmV | AnV 


Peak-to-peak amplitude (analog): 
Ven= Vang X 2% Ve; 
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Total Gain Enter a gain factor (in dB), which allows the rms value resulting from the 
superimposition of the single voltages to be increased or decreased. 


Unit: dB 


TOTAL PEAK Read only, no input field 


Indicates total peak value of multi-tone signal. The value is usually below 
the sum of the single peak values if internal phase optimization has been 
selected. 


Units: digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits 
digital (jitter or phase mode): 
Ul | %UI | dBUI | ppm | ns 
analog and digital common mode: 
Vi mV | uv | dBu | dBV | dBm 


TOTAL RMS Read only, no input field (only analog) 


Indicates total rms value of multi-tone signal. 


Units: VimV | pV I Vig | MVpy5 | HVpp | dBu | dBV 
VV, | dBr | A%V | AV | AmV | ApV 
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2.5.4.5 SINE BURST 


Sine periodically varying between high and low level. 


DC Offset See 2.5.4.1.2, Common Parameters for all Generator Functions 


see 2.5.4 SWEEPS 


FREQUENCY Entry of sine frequency; may be used as a sweep parameter. 


Value range: 2 HZ to finax 
(50 HZ to fing, for DIG 768 kHz) 
fmax depending on generator; see 2.5.1 Selecting the Generator 


Resolution: 1 mHz (50 Hz for DIG 768 kHz) 
Units: Hz kHz AHz AkHz f/fr A%Hz Toct Oct Dec 
Side-effect: ON TIME is adjusted, if required. 


Entry of high-level sine amplitude, ie the amplitude during burst time. 
May be used as a sweep parameter. 


Specified range: 0 to V,,4, 
digital: V_.,=1FS 
analog: Vinax = 12 Vims for UNBAL (BNC) or COMTST (XLR) 
Vmax = 24 Vims for BAL (XLR) 


Caution: Voltage limitation of the rms value by menu item "Max volt", 
see 2.5.2 Configuration of the Analog Generators / 2.5.3 
Configuration of the Digital Generators 


Units: 
digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 


analog: V | mV | pV | Vop | MVpp | UVop | VV, | 
dBu | dBV | dBr | dBm | 
A%V | AV | AmV | AyV 


Peak-to-peak amplitude (analog): Vpp = Vims X 2 X V2; 
Side-effect: "Low level" may be adapted. 
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— 


= ON TIME 
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Entry of low-level sine amplitude, ie the amplitude during OFF time 
(following ON TIME until the end of INTERVAL). 


Value range: 0 to high level (VOLTAGE) 
Units: digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr| 
%on | dBon 
analog: V | mV | pV | Vop | MVop | LVpp | VV, | 


dBu | dBV | dBr | dBm | V/on |! %on! dBon | 
A%V | AV | AmV | ApV 


As to the unit: : 
In addition to the standard voltage specifications (absolute or relative to 
the reference value), further relative units referring to high level can be 
used, They are 

%on, GBon; in the analog range also V/on 
If a unit of this kind is selected, the ratio 

low level : high level 
is always kept constant when the high level is varied. This means that 
changing VOLTAGE (also during a sweep) changes the low level, too. 
With all other units, varying VOLTAGE affects the low level only when 


VOLTAGE becomes smaller than the low level. 


Peak-to-peak amplitude (analog): Vpp = Vims X 2 X V2; 


Entry of burst duration, ie the time during which the sine is at high level 


Value range: lower limit: (1 sample) 
ANLG 25 kHz: train = 10.417 ps 
ANLG 110 kHz: t,,;,, = 2.604 us 
digital: tmin = 1 /(Sampler,,, X 
oversampling factor) 
upper limit: 
60 s (DIG 768 kHz: 20 ms) 


Units: s | ms | ps | cye | keye | Mcyc 


Side-effect: 
Entering a burst duration exceeding the length of an interval 
causes the interval length to be increased to burst duration + tmin- 


As to the unit: Apart from standard time specifications, the burst 
duration can also be specified in cycles. The selection of this unit, 
which is relative to frequency, results in the number of cycles - 
and not the burst time - remaining constant when the frequency 
is changed, ie increasing the frequency decreases the burst 
duration of the burst signal, thus decreasing the ratio ON-TIME : 
INTERVAL. 
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~ INTERVAL” ~ Entry of burst interval length; may be used as sweep parameter. 


Value range: lower limit: burst duration set 
upper limit: 60 s (DIG 768 kHz: 20 ms) 
Units : s|ms | ps | cyc | kcyc | Mcyc | min 


As to the unit: Apart from standard time specifications, the burst interval 
can also be specified in cycles. The selection of this unit, which 
is relative to frequency, results in the number of cycles and not 
the interval time remaining constant when the frequency is 
changed, ie increasing the frequency decreases the interval of 
the burst signal. If the "ON TIME" is not specified in cycles, the 
ON_TIME : INTERVAL ratio increases. 


Note: When generator settings are changed and a measurement is (re)started, the generator is 
automatically started anew and begins the interval with the ON TIME, ie with high level (taking into 
account the Burst On Delay). 


(Burst on delay) 


When starting the generator (eg, subsequent to changing or 
acknowledging the function) or starting the measurement, the burst 
signal normally adopts the “burst on"-state, ie high level. Certain 
applications, however, require the high level state to be delayed, eg, in 
order to trigger to the high level. The start delay of the burst signal is 
intended to be used for these applications; the generator puts out the low 
level. 


Value range: Oto60s 


Note: The digital generator 768 kHz cannot be started with a defined 
delay as the burst signal has to be calculated prior to the output 
(similar to the arbitrary signal) and cannot thus be output without 
a delay. 
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Generator Functions 


Sine2-wave signal which is periodically switched on and off. Either positive or negative pulses (also 
partial pulses) can be generated (by entering a negative voltage). Typically, the signal is not DC-free. 


VOLTAGE 
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See 2.5.4.1.2, Common Parameters for all Generator Functions 


see 2.5.4 SWEEPS 


Entry of sine? frequency; may be used as sweep parameter. 


Value range: 2 HZ to fia, (50 Hz to f,,,, for DIG 768 kHz) 

fmax depending on generator; see 2.3.2 selecting the Generator 
Units: Hz | kHz | AHz | AkHz | f/f, | A%Hz | Toct | Oct | Dec 
Resolution: 1 mHz (50 Hz for DIG 768 kHz) 
Note: The period of this signal is defined as the time required for a 


pulse. 
Side-effect: "ON TIME” is adjusted, if required. 


Entry of sine? amplitude; may be used as a sweep parameter. 


Value range: 0 to Vinay 
digital: V,..,=1FS 
analog: Vinay = 12 Vins for UNBAL (BNC) or COMST (XLR) 
Vmax = 24 Vims for BAL (XLR) 


Units: digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
analog: V | mV | LV | Vop | MVpp | Vp | VV, | 
dBu | dBV | dBr | dBm | 
A%V | AV | AMV | ALLV 


Caution: Voltage limitation of the rms value by means of menu item 
“Max volt”, see 2.5.2 Configuration of the Analog Generators 
/ 2.5.3 Configuration of the Digital Generators 


As to the unit: 
When negative voltages are entered, the pulse is inverted. 
Conversion to logarithmic units (dBFS, dBu, dBr, dBV) is not 
possible in this case. 


Peak-to-peak amplitude (analog): Voy = Vims X 2 x V2; 


Vims is the rms value during pulse time, the level during OFF time is not 
considered when calculating the rms value. 
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Entry of pulse duration, ie the time sine? is switched on; may be used as 
a sweep parameter. 


Value range: lower limit: (1 sample) 
ANLG 25 kHz: tj, = 10.417 ps 
ANLG 110 kHz:t,,, = 2.604 us 
digital: tryin = 1 / (sampler, x oversampling factor) 


upper limit : 
60 s (DIG 768 kHz: 20 ms) 
Units: s|ms | ps | cyc | keye | Mcyc 


Side-effect: 
Specifying a burst duration longer than the interval length causes the 
latter to be increased to burst duration + tinin- 


As to the unit: Apart from the standard time specification, the pulse 
duration can also be specified in cycles. The selection of this unit, 
which is relative to frequency, results in the number of cycles - 
and not the pulse time - remaining constant when the frequency 
is changed, ie increasing the frequency decreases the pulse 
duration, thus decreasing the ON-TIME : INTERVAL ratio. 


Entry of interval length; may be used as a sweep parameter. 


Value range: lower limit: set burst duration 
upper limit: 60 s (DIG 768 kHz: 20 ms) 


Units: S | ms | us | cyc | kcyc | Mcyc 


As to the unit: Apart from the standard time specifications, the burst 
duration can also be specified in cycles. The selection of this unit, 
which is relative to frequency, results in the number of cycles - 
and not the interval time - remaining constant when the 
frequency is changed, ie increasing the frequency decreases the 
interval of the burst signal. If the ON TIME is not specified in 
cycles, the ON-TIME : INTERVAL ratio increases. 


Note: When generator settings are changed and a measurement is (re)started, the generator is 
automatically started anew and begins the interval with the ON TIME (taking into account the 


Burst On Delay). 
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(Burst on delay) 


When §sstarting the generator (eg, subsequent to changing or 
acknowledging the function) or starting the measurement, the burst 
signal normally adopts the “burst on“-state, ie the high level. Certain 
applications, however, require the high level state to be delayed, eg, in 
order to trigger to the high level. The start delay of the burst signal is 
intended to be used for these applications; the generator puts out the low 
level. 


Value range: Oto60s 


Note: The digital generator 768 kHz cannot be started with a defined 
delay as the burst signal has to be calculated prior to the output 
(similar to the arbitrary signal) and cannot thus be output 
without a delay. 


Square signal (DC-free); not available for ANLG 110 kHz 


SWEEP CTRL 
FREQUENCY 
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See 2.5.4.1.2, Common Parameters for all Generator Functions 


see 2.5.4.2 Sweeps 


Entry of square-wave frequency; may be used as a sweep parameter. 


Value range: depending on generator; in the digital range, also 
on the clock rate (or oversampling factor) 


ANLG 25 kHz: 2 Hz to 10 kHz 

DIG 48 kHz: 2 Hz to sampler, / 4 

DIG 192 kHz: 2 Hz to sampler, x oversamp / 4 
DIG 768 kHz: 50 Hz to samplerrg x oversamp / 4 


Units: Hz | kHz | AHz | AkHz | f/fr | A%Hz | Toct Oct | Dec 


Resolution: analog: 1mHz 
digital: non-linear 
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Entry of square-wave amplitude; may be used as a sweep parameter. 


Value range: 0 to Vinay 
digital: V,..=1FS 
analog: Vingx = 12 Vims for UNBAL (BNC) or COMST (XLR) 
Vmax = 24 Vims for BAL (XLR) 


Units: 
digital: FS | %FS | dBFS | LSBs 
analog: V | mV | pV | Vp | MVop | LVp, | Bu | dBV 
VNVr dBr | A%V | AV | AmV | ApV 


Caution: Voltage limitation of the rms value by means of menu item 
"Max volt”, see 2.5.2 Configuration of the Analog Generators 
/ 2.5.3 Configuration of the Digital Generators# 


Peak-to-peak amplitude:: V,, = Vim X 2 
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2.5.4.8 | MOD DIST (Two-tone Signal to SMPTE) 


Superposing 2 sinewave signals: low-frequency interfering signal and high-frequency useful! signal; 
interfering signal is 1 to 10 times stronger than useful signal. 


For intermodulation measurements to SMPTE (Society of Motion Picture and Television Engineers) 
and modulation distortion analysis to . 


Frequencies 
e Recommendation DIN-IEC 268-3: 
Interfering signal f, 
f; between 0.5 and 1.5 octaves above the lower limit frequency of the DUT: 
f, + 0.5 octave < f; < f, + 1.5 octaves 
Useful signal fo 
f. between 0.5 and 1.5 octaves below the upper limit frequency of the DUT: 
f, - 1.5 octaves < fo < f, - 0.5 octaves 
fo 28x f; 


e SMPTE standard: 
interfering signal: f,; =60Hz 
Useful signal: fo= 7 kHz 


Amplitude ratio interfering signal : useful signal: 
4:1 (SMPTE standard); to DIN, 10:1 is also possible 


With the LDG option fitted, the useful signal in the analog range can be generated by the universal 
generator or, alternatively, by the low-distortion generator. 


Note: For intermodulation measurements to MOD DIST, an appropriate measurement function is 
to be set in the ANALYZER panel (see 2.6.5.8). 
Note: If the selection “Function tracking Gen > Ani“ is ticked off in the OPTIONS panel under 


menu item “Param Link“, the measurement function MOD DIST is switched on in 
conjunction with the function changeover of the generator to MOD DIST: 


Frq Offset See 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


For digital generators only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


For digital generators only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 
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For low-distortion generator only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


The useful signal is generated by the low-distortion generator, the 
interfering signal by the universal generator (less _ inherent 
intermodulation). 


Both signals are produced by the universal generator. 


see 2.5.4.1.2, Common Parameters for all Generator Functions 


SWEEP CTRL see 2.5.4.2 Sweeps 


Entry of useful frequency; may be used as a sweep parameter. 


Value range: 240 Hz to f,,,,0r 
4 kHz to fina, When using low distortion generator 
fmax depending on generator; see 2.5.1 
Units: Hz | kHz | AHz | AkHz | fr | A%Hz | Toct | Oct | Dec 
Resolution: 1 mHz (50 Hz for DIG 768 kHz) 


Entry of interfering frequency 


Value range: 30 Hz (50 Hz for DIG 768 kHz) .. UPPER FREQ /8 or 

30 .. 500 Hz when using low distortion generator 
Units: Hz | kHz | AHz | AkHz | f/fr | A%Hz | Terz | Oct | Dec 
Resolution: 1 mHz (50 Hz for DIG 768 kHz) 


For low-distortion generator only: 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


VOLT LF:UF Entry of interfering level : useful level ratio as a real number. 


Value range: 1.0 to 10.0 


In the analog range, this ratio affects the level of the total rms voltage 
which can be input via "TOTAL VOLT". 


Unit: none 
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TOTAL VOLT 
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Entry of total amplitude of both sinewave signals; may be used as a 
sweep parameter. 


Value range: 
digital: Oto 1 FS 
analog: 0 to 10.964 Vims for UNBAL (BNC) or COMTST (XLR) 
0 to 21.927 V_,,.for BAL (XLR) 


Note: The analog voltage which can actually be set depends on 
the selected voltage ratio “Volt LF:UF"; the data indicated 
here apply for the voltage with 10:1. 


Caution: Voltage limitation of the rms value by means of menu item 
"Max volt”, see 2.5.2 Configuration of the Analog Generators 
/ 2.5.3 Configuration of the Digital Generators 


Units: digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
analog: V | mV | BV | Vo, | MVpy | LV op | VV, | 
dBu | dBV | dBr | dBm | 


A%V | AV | AMV | AuV 


In the analog range, the maximum peak voltage is V2 x 12 V (UNBAL) 
or v2 x24 V (BAL). Hence, the following restriction applies 


Vpp < 33.941 V,, (UNBAL) or 


Vpp < 67.883 V_,, (BAL) 


Vop = Vipp + Vepp 


The total voltage is divided into useful signal and interfering signal in a 
(selectable) ratio. The maximum total rms voltage, which is obtained 
from the square sum of the single rms values, thus depends on the 
interfering signal : useful signal level ratio. The specifications for the 
range of values stated above are relative to the ratio 10 : 1. The closer 
the ratio comes to the value 1 : 1, the lower the maximum obtainable 
total rms voltage. With 1: 1, it is 8.485 V,,. (UNBAL) or 16.97 Vn. 
(BAL). 


As a rule, the relationship between total peak-to-peak voltage and total 
rms voltage can be expressed as follows: 


_ Vo X 2x V2 x(k +1) 


= (k? + 1) 


k = "VOLT LF:UF" 
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2.5.4.9 DFD (Difference Frequency Distortion) 
Two closely spaced sinewave signals of the same amplitude; for intermodulation measurements 
(DFD method to DIN-IEC 268-3, former DIN 45403, Sheet 3). 


With the LDG option fitted, the low-frequency sinewave in the analog range can be produced by the 
function generator or, alternatively, the low-distortion generator. 


Note: For intermodulation measurements to DFD, an appropriate measurement function is to be 
set in the ANALYZER panel (see 2.6.5.10). 


Note: If the selection “Function tracking Gen > Anl“ is ticked off in the OPTIONS panel under 
menu item “Param Link“, the measurement function DFD is switched on in conjunction 
with the function changeover of the generator to DFD: 


see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


For digital generators only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


For digital generators with dither switched on, only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


For analog generators only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


The high-frequency sinewave is generated by the low-distortion 
generator, the low-frequency sinewave by the universal generator. 


Both signals are produced by the universal generator. 


See 2.5.4.1.2, Common Parameters for all Generator Functions 
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see 2.5.4.1.3 Gem. Param. fir SINE DFD MULTI RANDOM. 
Each of the two difference frequencies is equalized. 


The equalizer is switched on. Menu item "Equal. file" is activated, ie the 
file indicated there is loaded. 


As a result of equalization it may happen that the two (in fact equal) 
sinewave voltages are weighted with different equalization factors and 
can thus no longer be identified as DFD signal by the analyzer. If such an 
error message is displayed, it is recommended to switch to the 
measurement mode "IEC 118", which is more tolerant to differences of 
the two DFD lines. 


The output voltage of the two DFD frequencies is not affected. 


(Equalizer file) 
with equalizer — ON only; 
see 2.5.4.1.3 Gem. Param. fir SINE DFD MULTI RANDOM. 


Select the input mode for the DFD frequencies. 


Enter center frequency (MEAN FREQ) and difference frequency (DIFF 
FREQ). When a frequency sweep is selected (for the X or Z axis), the 
center frequency is swept. 


Enter upper DFD frequency (UPPER FREQ) and difference frequency 
(DIFF FREQ). When a frequency sweep is selected (for the X or Z axis), 
the UPPER FREQ is swept. 


Note: For the DFD measurement too, the two standards can be 


selected under the menu item "Meas Mode". 


See 2.5.4.2 Sweeps 


Entry of mean frequency; may be used as a Sweep parameter. 


Value range: 200 HZ to (fa, - 1000 Hz) 

f max depending on generator; 

see 2.5.1 Selecting the Generator 
Units: Hz | kHz | AHz | AkHz | f/f, | A%Hz | Toct | Oct | Dec 
Resolution: 1 mHz; (DIG 768 kHz: 100 Hz) 
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Entry of frequency difference between the two sines 


Value range: 80 Hz to 0.55 * MEAN FREQ, max. 1 kHz 
(DIG 768 kHz: 100 Hz) 
fmin depending on generator; 


see 2.5.1 Selecting the Generator 
Units: Hz | kHz | AHz | AkHz | ff, | A%Hz | Toct | Oct | Dec 


Resolution: 1 mHz (DIG 768 kHz: 100 Hz). 
Rec. to DIN-IEC 268-3: 80 Hz 


For low-distortion generator only; 
see 2.5.4.1 Common Parameters for the Signals SINE, DFD, MOD DIST 


The low-distortion generator may only be operated in the precision mode 
with DFD measurement, which is why PRECISION is the only selection 
offered for Setting. 


Entry of total amplitude of both sinewave signals; may be used as a 
sweep parameter. 


Value range: 
digital: Oto 1 FS 
analog: 0 to 8.485 V,,, for UNBAL (BNC) 


or COMTST (XLR) 
0 to 16.971 Ving for BAL (XLR) 


Caution: Voltage limitation of the rms value by means of menu item 
”Max volt”, see 2.5.2 Configuration of the Analog Generators 
/ 2.5.3 Configuration of the Digital Generators 


Units: 
digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
analog: V | mV | pV | Vp | MV op | HVop | VN, | 
dBu | dBV | dBr | dBm | 
A%V | AV | AmV | AnV 


The maximum peak-to-peak voltage in the analog range is V2 x12V 
(UNBAL) or V2 x24V (BAL). Hence the following limitation applies: 


Vop < 33.941 V,, (UNBAL) or 
Vop < 67.883 Vop (BAL) 


Vip = V1pp + V2pp 


With two equivalent single voltages V4, = Vapp, the maximum 
permissible total rms voltage is: 


Ume= ti) 2 =“ =“ 
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2.5.4.10 DIM (Signal for DIM Measurements) 


Dynamic Intermodulation Distortion (DIM); for intermodulation measurements (DIN-IEC 268-3, as of 


1991). 
A sinewave of higher frequency is superposed on a low-frequency squarewave. 


The total amplitude only can be defined by the user. The square has the quadruple (peak) amplitude of 
the sinewave signal. 

In the analog range, DIM is possible only with the LDG option and "ANLG 25 kHz” selected; the 
sinewave is generated by the low-distortion generator. 

With "ANLG 110 kHz" and "DIG 768 kHz", DIM is not possible. 


Note: An appropriate measurement function (only "ANLG 22 kHz") is to be set in the ANALYZER 
panel for intermodulation measurements to DIM (see 2.6.5.9). 


Note: If the selection “Function tracking Gen > Ani" is ticked off in the OPTIONS panel under 
menu item “Param Link“, the measurement function DIM is switched on in conjunction with 
the function changeover of the generator to DIM: 


DC Offset See 2.5.4.1.2, Common Parameters for all Generator Functions 


For sine and square, selection is possible between 2 fixed frequency 
pairs. 


2.96/14 kHz 
Square signal! 2.96 kHz, sinewave signal: 14.0 kHz 


3,15/15 kHz 


Square signal 3.15 kHz, sinewave signal: 15.0 kHz 


For analog generators only 
In the analog range, the square signal is limited to 30 kHz or, optionally, 


100 kHz. 


Band limitation at 30 kHz 
Band limitation at 100 kHz 


see 2.5.4.2 Sweeps 
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Entry of total amplitude of the square and sinewave signal; may be used 
as a sweep parameter. 


Value range: 
digital: Oto 1FS 
analog: Oto 10.155 V,,, for UNBAL (BNC) 
or COMTST (XLR) 


Oto 20.31 V,,,, for BAL (XLR) 


Caution: Voltage limitation of the rms value by means of menu item 
"Max volt”, see 2.5.2 Configuration of the Analog Generators 
/ 2.5.3 Configuration of the Digital Generators 


Units: 
digital: FS | %FS | dBFS | LSBs 
analog: V | MV | BV 1 Voy | MVpp | HVpp | dBu | dBV 
VN, | dB, | A%V1AV 1 AmV | AyuV 
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2.5.4.11. Random (Pseudo Noise) 


Set generator signals which have the same or similar characteristics as noise (eg closely spaced sine 
lines in the frequency domain). There are two ways of defining these signals: 


e Specify the amplitude density distribution in the time domain (Domain: TIME) 


e Specify the amplitude frequency distribution in the frequency domain (Domain: FREQ) 


This function is available in all generators. 


Domain 
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See 2.5.4.1.2, Common Parameters for all Generator Functions 


Sine lines with settable amplitudes are generated and superposed on 
each other using defined frequency spacings to produce the output 
signal. In order to minimize the resulting peak value of the signal, 
individual lines can be phase-optimized relative to the other lines. 
Minimum form factors (= peak/rms) can thus be obtained. Depending on 
the selectivity of the analyzer, the output signal is not displayed as a 
sequence of single lines, but as a noise signal with continuous level 
above the frequency. 

The frequency-defined noise allows for generating up to 7488 single 
tones with any amplitude (multitone). 


Special application: 

When the frequency spacing of the sine lines generated here exactly 
matches the analysis spacing used for the FFT, an FFT analysis is 
feasible without leakage. A selectivity of one line can thus be obtained 
with the square window. The setup consisting of this generator and 
analyzer allows you to precisely determine the frequency response of a 
device under test at one go. 


Note: As the optimization is very compute-bound, a few seconds 
of computing time before the output is started may be 
required by the generator, especially with small frequency 
spacings and wide noise band. —Status display: "GEN: 
BUSY”. 

Entering data while GEN: BUSY is being displayed aborts 
the computations and the generator enters the 
GEN:HALTED state. The generator restarts automatically. 


In this mode, noise signal generation is effected by nested random 


functions which have been optimized to produce evenly distributed noise. 
Periodicity is the case only after a runtime of at least 1 day. 
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Definition of the frequency spacing, ie the space between the individual 
frequency lines: 


(displayed with Domain = FREQ only) 


The frequency spacing can be set. The value entered is corrected to the 

next settable value. The limits and settable frequency values depend on 

the sample rate (see 2.5.1 Selecting the Generator) and the generator 

selected. The lower frequency limit for the digital instruments is the ratio 
system clock rate / 16384 


The range of values depends on the sample frequency and the generator 
(fmax) 


Units: Hz, kHz 


The value specified for the FFT analysis spacing is automatically 
adopted. The value is also displayed in the ANALYZER panel under 
"FFT:Resolution" (see 2.6.5.13 FFT). This setting is ideal for an analysis 
using the rectangular window. With no FFT selected in the analyzer, the 
setting is rejected (error message!). 


(displayed with Domain = FREQ only) 
Specify the function which is used to determine the amplitudes of the 
single sine lines. 


All the sine lines between start value (see below) and stop value have 
the same amplitude. 


The amplitude of the sine lines between start and stop value is 
proportional to J1/f 


As PINK, however band-limited to '/3 octave = 1 third octave (TOCT) 
with settable mean frequency. 


The amplitudes of the single lines are set using floating numbers which 
are read from a file. 
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Shape righ There are two different file formats for Domain Freq: the ASCII file with 


the extension .FTF which is generally written by the user and the shape 
file with the extension .VEQ! which is normally generated from trace data 
(sweep or FFT). The latter is also offered in the basic setting in the file 
panel. It can however be overwritten by the user. - For Domain TIME, a 
file cannot be loaded. 


File format 1: 

The file is a pure ASCIl file where the amplitudes of the single frequency 
lines starting from O Hz are entered as floating numbers; the space 
between the lines is determined by Spacing” which can be entered in the 
panel. The numbers specify only the amplitude ratio between the lines 
and not the output amplitude (which is determined after phase 
optimization using "VOLTAGE PEAK”). The file must have a line with the 
keyword 'FREQUENCY_FILE' before the numbers. Comment lines 
begin with '#' and are allowed anywhere. No difference is made between 
upper-case and lower-case letters. The preset type of file is '.FTF' (= 
frequency table file). 

Example: 'r&s_exam.ftf' in directory C:\UPD\USER. 


File format 2: 


The shape file generated in the FILE panel with Store Trace/List is used. 
The inverted form of a frequency response is generally used (Invert 1/n 
ON) so that, using this "pre-distorted" spectrum, a flat frequency 
response can be achieved after the DUT. Both of the formats ASCII and 
REAL can be loaded, the standard file extension is: VEQ! 


Using a shape file obtained from an FFT: 

Feed the noise signal from the generator into the DUT, set an FFT with a rectangular window such that 
a closed trace (comparable with a sweep curve) is obtained and save the FFT as a shape file. 

The essential settings in detail from left to right: 


FUNCTION RANDOM FUNCTION — FFT Store EQUALIZATN 
Domain FREQ Window RECTANGULAR _| Invert 1/n ON 

Spacing ANLR TRACK Filename XXX.VEQ 
Shape WHITE 


To display the straightened trace, feed the noise signal to the DUT taking into account the shape file 
XXX.VEQ. 


GENERATOR Panel: 


FUNCTION RANDOM 
Domain FREQ 
Spacing ANLR TRACK 
Shape FILE 


Shape file XXX.VEQ 
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(Displayed with Domain Freq only) 


See 2.5.4.1.3 Gem. Param. fiir SINE DFD MULTI RANDOM. 
Each individual frequency line is equalized. 


Equalizer switched on. Menu item "Equal. file" is activated, ie the file 
indicated there is loaded. 


The set (peak or rms) voltage and the calculated crest factor refer to the 
non-equalized total signal (as is the case with single and multitone 
signals). The voltage measured at the outputs is not identical with the 
value indicated in the GENERATOR panel for "VOLT PEAK" and "VOLT 
RMS". 


The output voltage of all frequency components of the noise signal is not 
affected. 


(Equalizer file) 
With Equalizer — ON only; 
see 2.5.4.1.3 Gem. Param. fir SINE DFD MULTI RANDOM. 


(Displayed with Domain Freq only) 


Selection of the algorithm for determination of the phase angles of the 
singles sines and thus of the crest factor for the total signal. 


Automatic minimization of the crest factor by internally optimizing the 
individual phase angles 


OPTIMIZED 


Specification of a desired crest factor. The phase angles of the single 
sines are modified internally such that the resulting crest factor 
approximates the desired value as close as possible. The accuracy of 
this method depends on the total number of lines thus spacing and 
frequency range. 


VALUE: 


(Displayed with Domain Freq only) 


Set the lower limit of the range for the generated noise (with Shape 
WHITE and PINK). The limits for this setting are 


fiowim= 1X Spacing 
fupiim =117/256 x sample rate - 1 x spacing 


The values entered are rounded to integer multiples of "spacing". 
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(Displayed with Domain Freq only) 


Set the upper limit of the range for the generated noise (with Shape 
WHITE and PINK). The limits for this setting are 


flowim = lower frequency + 1 x spacing 
fupim =117/256 x sample rate 


The values entered are rounded to integer multiples of "spacing". 


(displayed with Domain Freq, Shape THIRD OCT only) 


Set the mean frequency with one third-octave. The output starts with the 
line which is most closely to the center frequency / 1.12246 and ends 
with the line which is most closely to the center frequency x 1.12246 


Set the peak output level. 


VOLT PEAK and VOLT RMS are coupled via the crest factor (which is 
constant for a specific signal). A change of VOLT PEAK therefore 
immediately affects the figure for VOLT RMS. If the crest factor is 
changed, RND PEAK will remain unchanged. 


Specified range: 0 to V,..y 
digital: V,.4,=1FS 
Vmax = 10 V (Mode Common) 
Vmax = 2,5 Ul (Mode Jitter) 
analog: Vina, = 16,97 V for UNBAL 
Vmax = 33,94 V for BAL 


Units: 
digital (audio data or phase mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
digital (jitter mode): 
U! | %UI | dBUI | ppm | ns | Uir | dBr 
analog and digital common mode: 
Vj mV uv V/V, | dBu | dBV | dBr | dBm | 


A%V | AV | AMV | ALV 
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TRIANGLE 


EQUIVALENT 
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Set rms output voltage (with analog generators only). 


VOLT PEAK and VOLT RMS are linked by the crest factor (which is 
constant for a specific noise signal). Therefore, a change of VOLT PEAK 
immediately changes the numeric value of VOLT RMS. 


Units: Vi mV} pV VA, | dBu | dBV | dBr | dBm | 
A%V | AV | AmV | AV 


Note: VOLT RMS can only be entered when the generator is 
RUNNING. While the noise signal is calculated (GEN BUSY) 
the crest factor is not yet known so that an entry is at first 
rejected and the voltage 0.0 is entered. To ensure that the 
generator outputs the noise signal with the correct (peak) 
amplitude after the calculation, it is recommended to enter 
VOLT PEAK which is possible any time. 


(displayed with Domain = TIME) 
(PDF = Probability Density Function) Select the amplitude distribution 
function of the output signal: 


Normal (Gaussian) distribution which is cut off at triple the o-value of the 
Gaussian distribution curve. 


Triangle distribution from -peak to +peak. 
Equivalent distribution from -peak to +peak. 


The Gaussian and triangle distributions are obtained by calculation on 
the basis of equivalent distribution. 
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2.5.4.12 Arbitrary (User-Programmable Signal) 


Output of any arbitrary waveform, which may consist of up to 16384 points (= samples). The waveform 
is read from a file, 2 different formats being supported. 


DC Offset 


Filename 
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See 2.5.4.1.2, Common Parameters for all Generator Functions 


a) AWD format: Output file of the arbitrary waveform designer. 


The arbitrary waveform designers are software packages for 
generating any waveform that can be run on AT-compatible PCs (eg 
on UPD). 

The files have the extension *.awd and can be generated with software 
UPD-K2 and AWD-K2. UPD-K2 is a version of AWD-K2, which has 
been adapted to UPD requirements, without the capability to load 
curves from DSOs. 


Notes: 


The curve in UPD-K2 should be set to +7 for full output. A scaling in 
volts is not evaluated in the UPD. 


The signal path of the analog generator contains a lowpass filter, 
which causes phase distortions at higher frequencies. 


Sample rates of generators 

ANLG 25 kHz: 96 kHz 

ANLG 100 kHz: 384 kHz 

DIG 48 to 768 kHz: set rate 

The curve is output with the selected sample rate. If the file is output 
with a higher sampling rate, the output frequencies are shifted 
correspondingly. 


b) ASCII format: The individual samples are entered into the file as a 


sequence of numbers (FLOAT format). During the output, a numeric 
value of 1.0 corresponds to the peak voltage specified in the 
VOLTAGE PEAK field. The file must contain a line with the keyword 
'TIMETAB-—FILE' in front of the numbers. Comment lines begin with 
‘#' and are allowed anywhere. No difference is made between upper- 
case and lower-case letters. The preset type of file is '.ttf' (= time table 
file). 


Example: ' r&s_exam.ttf' in the C:\UPD\USER directory. 


The loaded waveform is continuously repeated (without gaps) during 
output, even if less than 16384 points have been indicated. 


The number of samples automatically results from the number of curve 
samples included in the file. 
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Set the peak output level. 


VOLT PEAK and VOLT RMS are coupled via the crest factor (which is 
constant for a specific signal). A change of VOLT PEAK therefore 
immediately affects the figure for VOLT RMS. 


Specified range: 0 to Vinay 
digital: Vijay, = 1FS 
Vinax = 10 V (Mode Common) 
Vinax = 2,5 Ul (Mode Jitter) 
analog: Vinay = 16,97 V for UNBAL 
Vmax = 33,94 V for BAL 
Units: 
digital (audio data or phase mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
digital (jitter mode): 
Ul | %UI | dBUI | ppm | ns | Ulr | dBr 
analog and digital common mode: 
Vj mV{ pV V/V, | dBu | dBV | dBr | dBm | 


A%V | AV | AmV | ApV 


Only for format AWD und TTF; Setting of rms output voltage (in the 
analog generator only). 


VOLT PEAK and VOLT RMS are coupled via the crest factor (which is 
constant for a specific noise signal). A change of VOLT RMS therefore 
affects the VOLT PEAK value. 


Units: Vij mV {pV | V/V, | dBu | dBV | dBr | dBm | 
A%V | AV | AmV | ApV 


2.144 E-11 


UPD 


Generator Functions 


2.5.4.13 POLARITY (Polarity Test Signal) 


Specific SINE? BURST signal with the following characteristics: 


FREQUENCY: sample rate/80 (DIG 48 kHz) 
1.2 kHz (ANLG 25 kHz) 


ON-TIME: 1 cyc 
INTERVAL: 2 cyc 


The amplitude of the signal only can be selected by the user. The signal is not DC-free. 
With "ANLG 25 kHz" and "DIG 48 kHz" only 


DC Offset 


VOLTAGE 
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See 2.5.4.1.2, Common Parameters for all Generator Functions 


Entry of SINE2 amplitude; 
Value range: 
digital: Oto 1 FS 
analog: 0 to 12 Vrms for UNBAL (BNC) 


or COMTST (XLR) 
0 to 24 Vrms for BAL (XLR) 


Caution: Voltage limitation of the rms value by means of menu item 
"Max volt’, see 2.5.2 Configuration of the Analog 
Generators / 2.5.3 Configuration of the Digital Generators. 


Units: 
digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 


analog V | mV {| BV | Vop | MVop | LVpp | V/V, | 
dBu | dBV | dBr | dBm | 
A%V | AV | AmV | AnV 


Peak-to-peak amplitude (analog): Vpp = Vrms x 2 x V2 : 


Vrms is the rms value during pulse time, the level during OFF time is not 
allowed for in rms value calculation. 
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2.5.4.14 FM 


Setting of a frequency-modulated sinewave signal. This function is only provided for the instruments 
ANLG 25 kHz and DIG 48 kHz. 


Set the modulation frequency. 
Value range: 1 Hz to f,,,. 


fmax depending on generator; see 2.5.1 Selecting the Generator 


Set the carrier frequency. 


Set the modulation deviation in %. 


Example A carrier frequency of 4 kHz and a deviation of 1 % result in 
output frequencies of 3960 Hz to 4040 Hz. 


Set the carrier amplitude. 


2.5.4.15 FSK (Frequency Shift Keying) 


Frequency shift keying only for CCITT.O33; generates a sequence of two different sine frequencies, 
each frequency value being output for 9 ms (baud rate 110). The data coded like that can only be 
defined by the Option UPD-K33 or UPD-K1. 

Frequency #1: 1850 Hz, logic 0 

Frequency #2: 1650 Hz, logic 1 


Level for both frequencies 


2.5.5 Auxiliary Generator 

An auxiliary generator is available in the digital generator in the source mode JITTER, which is able to 
generate sinusoidal data signals. Thus 

e digital audio signals (sinewave) with adjustable frequency and amplitude and a 

e superimposed jitter signal of any waveform 

can be generated simultaneously. 


This menu line can only be selected if the optioris UPD-B2 (AES/EBU interface) and UPD-B22 (Jitter) 
are fitted. 
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-AUKGEN | Activate the auxiliary generator for generating an audio data stream with 


sinusoidal content. 


OFF Auxiliary generator switched off. An audio data stream with the content 0 
is produced. 
DIG DATA The auxiliary generator produces a sinusoidal data signal. 


Set the channel! for the sinusoidal! audio data stream. 

Both channels are off, 

(frame transmission signal present, data content of both channels = 0) 
Channel 1 contains sinusoidal data, channel 2 = 0 

Channel 2 contains sinusoidal data, channel 1 = 0 

Sinusoidal data on both channels 


Sinusoidal data of channel 2 are shifted by 180° as against the data of 
channel 1. 


Enter the frequency for the sinusoidal data content of the audio signal. 


Value range: resolution up to 21.75 kHz 


Resolution: sample rate / 192; corresponds to 250 Hz at 48 kHz 
Units: Hz | kHz | AHz | AkHz | f/fr | A%Hz | Toct | Oct | Dec 
Note: When a (new) audio frequency is entered, the sinewave 


signal has to be newly calculated by the universal generator. 
This causes the jitter signal to be briefly interrupted. 


Data Ampl Enter the amplitude of the sinusoidal data content of the audio signal. 


Value range: OFSto1FS 
Units: FS |1%FS | dBFS | LSBs | bits 


Note: When a new audio data amplitude is entered, the sinewave 
signal has to be newly calculated by the universal generator. 
This causes the jitter signal to be briefly interrupted. 
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2.6 Analyzers (ANALYZER Panel) 


Activate the ANALYZER panel: 


UPD front panel: ANLR key 
External keyboard: ALT +A 
Mouse: (repeated) click on the panel name, until the ANALYZER panel is displayed 


lf the ANALYZER panel is already visible on the screen, it can be activated also by actuating one of 
the TAB keys (repeatedly) or by mouse-click. 
Advantage: The panel need not be established again. 


Changing the analyzer function causes 

e the current measurement function to be stored on the hard disk; 

e the desired measurement function to be loaded from the hard disk, initialized and started (if 
possible) 


Changing the analyzer (eg, DIG48 instead of ANLG22) causes 

e the current analyzer to be stored on the hard disk with all settings and the current measurement 
function; 

the desired analyzer with the active measurement function to be loaded from the hard disk, initialized 

and started. 


Note: The “parameter link“ function which can be selected in the OPTION panel may be used to 
influence the UPD with changes of function and instrument. As requested, existing settings 
in the function and/or configuration segment of the GENERATOR panel are accepted for 
the new function or instrument - if physically possible. For instance, a change of 
instrument from ANLG 110 to ANLG 22 kHz can be performed without the current settings 
in the panel to change. 
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2.6.1 Selecting the Analyzer 


Selecting the Analyzer 


The ANALYZER panel makes the settings for 3 analog and 3 digital analyzer instruments available. 


It consists of the following segments: 


ANALYZER 
ANALYZER ANLG 22k Hz 


CHANNEL(s) BOTH 


<< Configurations 


FUNCTION RMS & S/N 


2 2 
7s 
© Oo 
65 
23 
L 


> 


< Functions 
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Selection of the analog or digital instrument, lower 
measurement limit, reference impedance for power 
units, configuration segment for setting the test 
inputs. 


(Input connectors, channel selection, input 
impedance, sample frequency, oversampling factor, 
etc.) 

see 2.6.3 Configuration of the Digital Analyzers 

see 2.6.2 Configuration of the Analog Analyzers 
Ways of starting the analyzer, see 2.6.4 

Input signal, see 2.6.5.16 Input Peak 


Combined frequency / phase measurement, see 
2.6.5.17 


Connector for oscilloscope, see 2.6.6 Monitor output. 


Functions, see 2.6.5.2 to 2.6.5.17 
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When switching from one analyzer instrument to the other, the data of all segments are stored for the 
current instrument, the data of the new instrument are loaded and the panel contents can be entered 
anew. When changing to a different analyzer function, the settings in the configuration range are 


retained. 


Measurement range limits of the ANALYZER instruments: 


Table 2-17 


ee 
ome [vio [| 
[eerie [wm [A 


1) The frequency value refers to the upper limit of the analog analyzers 


2) Limit depends on sampling rate 


Lower limit: 
DC: 


2 Hz/10 Hz: 


20 Hz: 
50 Hz: 


10 Hz/100 Hz: 
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Setting the DC function in one of the analog analyzer instruments results in DC 
coupling of the input unit 

The menu item "Min Freq” in the analyzer instruments ANLG 22 kHz and DIG 48 kHz 
offers selection of the lower limit. If the test signal does no longer contain any 
frequencies below 10 Hz, the measurement speed can be increased by selecting the 
higher range limit. 


2 Hz: Input unit is DC-coupled. 
The input unit is controlled by DC signals. Limit check responds to both AC 
and DC signals. A superposed DC signal may cause the switchover to a less 
sensitive range, thus possibly reducing the accuracy of AC measurements. 
10 Hz: Input unit is AC-coupled. 


Input unit is AC-coupled. 

These selection items are displayed in the "fast" analog analyzers (ANLG 100 kHz and 
ANLG 300 kHz) under menu item "Min Freq"; since these analyzers do not provide any 
other lower limit, this menu item is disabled, here. 


Selection of the lower limit is offered in the "fast" digital analyzers (DIG 192 and DIG 
768 kHz) under menu item "Min Freq". If the test signal does not contain any 
frequencies below 100 Hz, the measurement speed can be increased by selection of 
the higher range limit. 


2.150 E-11 


UPD Selecting the Analyzer 


Upper limit: 

Signals can be measured up to this limit. 

Measurement range limits of the digital analyzer instruments: 
The maximum measurement frequency is given by 


tmar = Sample frequency x oversampling factor x 
117/256 


Set the sample frequency and the oversampling factor in the configuration segment of the ANALYZER 
panel using menu items Sample-Frq and Oversamp, respectively. 


For more details, refer to 2.6.3 Configuration of the Digital Analyzers. 


The internal sample frequency is given by: 


f.4 = sample frequency x oversampling factor 


External sample frequency (per channel) 
(no oversampling factor selectable) 


fabext = Sample frequency 


Availability of functions depending on the ANALYZER instrument: 


Table 2-18 


Measurement functions 
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Higher-level functions: 
The selected function can be complemented by higher-level supplementary functions. 
INPUT DISP measurement: see 2.6.5.16 


e PEAK Display of the peak values of the two input signals 

e RMS Display of the rms value for the measurement functions THD, THD+N, FFT, MOD 
DIST and DFD 

e BITS Display of the bit activity for the digital instruments 


lf INPUT DISP RMS is set and a measurement function is selected which does not allow for RMS 
display or where it does not make sense, "-----" is displayed in the Input RMS window. Other INPUT 
PEAK (such as PEAK) measurements can still be performed. 


FREQ/PHASE measurement 
see 2.6.5.17 


e FREQuency display on all channels switched on 

e FREQuency display on channel 1, PHASE display on channel 2; selectable only with two-channel 
measurement 

e FREQuency display on channel 1, GRPDEL(group delay) display on channel 2, selectable only with 
two-channel measurement 


Note:: If FREQ/PHASE, FREQ&PHASE or FREQ&GRPDEL is set (in the digital analyzer) and a 
measurement function is selected which does not allow for phase measurement or where it does not 
make sense, "-----" is displayed in the "Freq & Phase" window (channel 2). Two-channel frequency 
measurements (FREQ/PHASE FREQ) can still be performed. 
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2.6.2 Configuration of Analog Analyzers 


The two-channel analog analyzer features unbalanced, balanced and floating test inputs. Both 
channels can be configured individually, their measurement inputs are DC-decoupled from each other 
and from frame potential. The configuration is explained by way of the below ANALYZER panel and its 


menu items. 


ANALYZER Panel 


<Value> 


— Channels) 


1030.7500.02 


Selection and display of the lower frequency range limit. 

Settable only with ANALYZER ANLG 22 kHz. With analyzers ANLG 1( 
kHz and ANLG 300 kHz it is a mere display function. 

For ANALYZER ANLG 100 kHz and, mere display function. 


DC coupling of the inputs with AC and DC measurements 

Even with AC measurements, DC parts in the measurement signal 
control the input amplifier, which might reduce the resolution and 
accuracy of the display. 


AC coupling of the inputs. 

In balanced mode, however, the input resistors are always DC-coupled 
(see "Impedance”).The DC function renders selection of this parameter 
ineffective (See 2.6.5.5, DC). 


(Reference Impedance) 

Reference impedance as reference for computing the units dBm, W, 
A%W, AW, P/Pr and %P/Pr (see 2.4, Common Parameters of All 
Functions). The current setting is displayed. The reference impedance 
can be reset after having opened the selection window. 


Setting range 1 MQ to 100 kQ 


Select the input channels. 

The selected channel only is active, the other one is switched off. 

In balanced mode, the input impedance is retained at the XLR female 
connectors when the channel is switched off (see “Input” BAL XLR, 
”Impedance’”). 

Both channels are active and can be configured individually. 


Both channels are active and equally configured. Initial selection causes 
channel 2 to be set using the parameters of channel 1. 


Both channels are active and equally configured. Initial selection causes 
channel 1 to be set using the parameters of channel 2. 
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Select the input mode. 

The current setting is displayed. (See also 2.12, Display of Selected 
Inputs and Outputs). The input mode can be reset after having opened 
the selection window. 


UNBAL BNC Unbalanced, floating inputs via BNC female connectors (see Fig. 2-17) 


Deactivated inputs are floating and open. 


BAL XLR Balanced to ground, floating inputs via XLR female connectors (see Fig. 
2-18). 


Deactivated inputs are floating, set input impedances are retained. 


Internal connection of a generator channel to the analyzer channels. 
Allows the device-internal measurement of the voltages at the generator 
connectors. The generator output is loaded by each analyzer channel by 
2 x 100 kQ in balanced mode and 100 kQ in unbalanced mode (see 
Figures 2-19, 2-20 and 2-21). The input connectors (female) of the 
appertaining analyzer channels are inactive. 


ANALYZER Panel 


Select the input impedance- selectable only in BAL-XLR mode. 


I1MQ 
With balanced input, BAL XLR, balanced to ground, floating design. 
300 Q 
As with impedance 300 Q 
600 Q 
As with impedance 300 Q 
20 kQ 
Allows the setting of a resistor in balanced mode, which you can fit into 
each of the channels (see "User-definable Resistors” - at the end of this 
section). 
Note: Inthe UNBAL BNC mode, the only impedance provided is the 
high-impedance 1 M Q input impedance, which is why the menu 
item is not offered. 


USER DEF 
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Common reference of potential of BNC input female connector, 
selectable in the UNBAL mode only. 

BNC external conductor floating against frame ground. 

Permissible voltage < 25V AC or 50V DC against frame ground. 


BNC external conductor connected to frame ground (PE conductor). 
Switchover to BAL-, GEN mode at a later date or switching off the set 
unbalanced channe! renders the reference to ground ineffective. 
Important: 

Reference to measurement potential only, no safety connection to 
VDE 0411! 

When connecting a measurement source, a current of 2 A via the 
device-internal ground connection should not be exceeded, 
otherwise the device may be damaged. 


Select the measurement range. 
Allows the optimum voltage range to be set depending on the 
measurement sphere. After having opened the selection window, 3 
modes are offered for selection. 


Automatic selection of the range. 


The set range is retained in any case. 


Note: When switching from AUTO FIX, the currently valid 
channel range is used. In the configuration Channels > 
2=1 or 1=2, the less sensitive of the two ranges of channel 1 
and 2 is transferred. 


The set range is kept as the lowest range. Overloads cause higher 
ranges to be automatically switched over to. 


After having chosen the FIX and LOWER modes, the rated value set for 


the range is displayed in the subsequent line where a new range can be 
set after having opened the selection window. 
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Table 2-19 Ranges sce Py tke ht RAS 


Rated Input | Input Analyzer ANLG Rated 
RMS or DC | unbal Bal RMS or DC 
values values 


a 9 
fa ae 


Feomv | yee | ves | vos | yee? 
eli 
enn [oe [es [ef 


') With analyzer instrument "ANLG 22 kHz’, the most sensitive measurement range is limited to 30 mV. 
The great dynamic range of the audio A/D converter however allows measurements down to a few HV to be performed with a high 
measured value resolution (lower limit > 0 V). 
2) With the DC function, the next insensitive and valid range is intemally set when selecting the range. 
(see 2.6.5.5 DC) 
An optimum dynamic range for the measurement of non-linear distortions is guaranteed by spacing the 
range below 1 V in 10-dB steps while using 5-dB steps in the range above 1 V. Overranges or 
underranges in the current measurement range causes the switchover to the next possible range 
provided that RANGE AUTO is selected. The same is true for RANGE LOWER, however switchover to 
the next lower range is performed only when the range limit selected in the menu is not violated. 


The range values are rms values for sine or other waveforms with a crest factor of V2 or less. 


Caution: For measurements on dangerous contact voltages > 25 V AC or 50 V DC, observe the 
limit values to VDE 0411, Part 1. 
We recommend that the peak currents from a test voltage source be limited to the 
following maximum values: 
for DC: to 2.0mA 
for AC to1 kHz: to0.7mA 
forAC >1 kHz: to 0.7 MA x f/kHz, maximum 70 mA. 
Furthermore, the reference point of the test source and the instrument frame should be 
grounded. 
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Equivalent circuit diagrams of test inputs: 


Min Freq 
© AC-coupl/10 Hz'—- — — 7 
@ DC-coupl/2 Hz | 
ae, eee 
Hi 
BNC Female > 4 jp — 4 
Connector — + 0,15 pF \ 
| MQ __ /Input Amplifier 
Lo / 
} r Floated Gnd 
a == = 16nF 
a | 
WT 


Fig. 2-22 Unbalanced input, Input UNBAL BNC (channel 1 or 2) 
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|Min Freq 


@ DC-coup!/2 Hz 


XLR Female 2 
Connector 


100 kQ ae 


Floated balanced 
Gnd Input Amplifier 


Imped 
© 20 ka 

@ 300 2/600 2/ 
USER DEF 


a 


Fig. 2-23 Balanced input, (Input BAL XLR, channel 1 or 2) 


Min Freq 
© AC-coupl./10 Hz 
@ DC-coup!./2 Hz 


Output ON [_ 
OFF | 


Generator 


1 
t 
1 
1 
1 
1 
H 
i Analyzer | 
t 
1 
1 
1 
1 
1 
I 


BNC Hi 
Output a 
UNBAL BNC 

i Input 

| 100 kKQ > amplifier 
BNC Lo 

i] 


Lo 


zr 


Fig. 2-24 Internal connection to generator output UNBAL BNC 


oe lh oe ee eae ee ee ee ee ee a cee se ae 


1,5 nF 
ar 
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@ DC-coup!./2 Hz 


Output ON |_ 
OFF 


Generator 


ae ee a a ee ee es ee ee 


XLR 2 
Output 
BAL XLR a 
or 100 kQ Bal d 
COMTST XLR Floated Gnd cents 

Input 

I 

Amplifier 

XLR 3 | ? 

{ 


Fig. 2-25 Internal connection to generator output BAL XLR 


Generator Analyzer 


Output 


ANALYZER Panel 


Channel 1 Channel 1 


Channel 2 Channel 2 


i IE pestemcaprees Sian stem eee ete ener 
— (3 see ee eS | A & es es es A eo 


L Select with active analyzer channels only 


With inactive generator channels, the analyzer signal path is connected to ground. 
Fig. 2-26 Internal signa! paths 
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User-definable Input Impedances (USER DEF) 


For specific measurement spheres, the input impedance of the balanced measurement input can be 
configured separately for each channel. Both analyzer channels in the UPD can each be retrofitted with 
one additional resistor. 

Calculation and specification: 


* Ryser: desired input resistance in the range about 1 Q to max. 20 kQ at the XLR female connector, 
resulting from paralleling the 20-kQ input and the additional input resistor R. 


Ste ce 
1 1 
Ruser 20 k&2 

* Max. loading capability: 1W 


e Fitted resistor R= 


* With the USER DEF setting, limited maximum measurement voltage at the XLR female connector : 
V =V(1 W*R yey) or max. 35 V 

Installation (by authorized service personnel only): 

Note: All boards are electrostatic sensitive devices. Handle them in line with ESD regulations. 

> Remove the power plug from the UPD. 

>» Withdraw the upper panelling and shielding cover (front-panel, right-hand). 


> Withdraw the boards Analog Analyzer CH1 or, as the case may be, CH2 using the detent levers and 
disconnect the coaxial connections at the bottom side. 


>» Unscrew left-hand cover on component side. 
> Solder the additional resistor to the soldering tags P250, P251. 


Switch-on: 
Select the parameter USER DEF in the dialog window of menu item "Impedance”. 


State as delivered: 


No resistor is factory-fitted, leading to the effective input impedance of 20 kQ when selecting the menu 
parameter USER DEF. 


Monitor: 

Connector for oscilloscope, see 2.6.6 - Monitor PAGE 2,265 
Available for: 

e all analog analyzer instruments 


1030.7500.02 2.160 E-11 


UPD Configuration of Digital Analyzers 


—— 


2.6.3 Configuration of Digital Analyzers 
Note: Prior to setting the analyzer, the generator should be suitably configured as unwanted 
generator settings might cause unnecessary restrictions in the analyzer panel. 


If the generator is not used as a digital signal source, it is recommended to switch it to 
analog operation to prevent generator-dependent links to be established. 


2.6.3.1 Common Settings: 


(Measurement Mode) 
Displayed only when the analyzer instrument DIG 48 kHz is selected. 


Specifies what should be measured at the digital interfaces. A selection 
is only possible if the Jitter option (UPD-B22) is fitted; without the option 
only audio data can be measured. 


Measurement of digital audio data. 


AUDIO DATA 


Note: Since only audio data can be measured in the fast digital 
analyzers (DIG 192 kHz and DIG 768 kHz), the menu item 
"Meas Mode" is not displayed. 


Measurement of jitter at the selected digital audio input and the phase 
JITTER/PHAS offset to the reference signal (REF IN at the rear of the instrument). 


Measurement of COMMON signal (at the AES/EBU connector) and the 

COMMON/INP digital input amplitude (at the AES/EBU and the S/P DIF connector). 

Note: A COMMON measurement is not possible at the unbalanced 
digital input (S/P DIF). For this reason the function result of 
the COMMON measurement is always determined at the 
balanced output (AES/EBU) irrespective of the selected 
input. Selecting the digital input therefore only affects the 
measurement function DIG INP AMP and the frequency 
measurement SAMPLE FREQ. 


Note: With measurement modes Jitter/Phas and Common/inp, only measurement functions 
generating a level result are meaningful. For this reason the selection is limited to level 
measurement functions (RMS and peak) and FFT and waveform display. In the case of 
FFT, rms values are displayed. 


The measurements of Phase To Ref and digital input amplitude are selected as additional 
measurement functions in the Jitter/Phas or Common/Inp mode. 
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Displayed only if Meas Mode AUDIO DATA is active. 


Select the lower frequency range limit: 


DIG 48kHz Selection between 2 Hz/10 Hz 
DIG 192kHz Selection between 10 Hz/100 Hz 
DIG 768 kHz Selection between 10 Hz/100 Hz 


All functions in AUTO (eg Meas Time AUTO) become faster with a 
higher frequency range limit, ie the measurement rate increases! 


Displayed only if Meas Mode AUDIO DATA is active. All other analyzer 
modes affect the digital data stream and not the data content so that 
specifying the channel would be meaningless. 


Set the currently active channel: 
Measurement on channel 1 only; data of channel 2 are ignored. 
Measurement on channel 2 only; data of channel 1 are ignored. 
Measurement on both channels. 


The meaning depends on the interface used, see the overview of 
interfaces below. 
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SERIAL 


PARAL 


PARALLEL 


AES/EBU 


S/P DIF 


OPTICAL 


INTERN 
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Select the input interface: 


Serial universal input, multiplexed; displayed only when Meas Mode 
AUDIO DATA is active. 


Serial universal input; displayed only when Meas Mode AUDIO DATA is 
active. 


Parallel input, multiplexed, displayed only when Meas Mode AUDIO 
DATA is active. 


Parallel input; displayed only when Meas Mode AUDIO DATA is active. 
Balanced digital input, XLR; only with AES/EBU option UPD-B2 installed 


Unbalanced digital input, BNC; only with AES/EBU option UPD-B2 

installed. 

Note: In the Meas Mode COMMON/INP (with Jitter option UPD- 
B22) a waming is displayed that a COMMON measurement 
cannot be performed at the digital input. The COMMON 
MODE signal is always measured at the AES/EBU 
connector irrespective of the digital input selected. Only the 
DIG INP AMP and the SAMPLE FREQ measurement are 
made at the S/P DIF. 


Digital input, optical, TOSLINK, with AES/EBU option UPD-B2 only. 


Digital input, from internal generator. 

Without the Jitter option UPD-B22, also the generator must be set to 
INTERN for an internal measurement. 

With Jitter option UPD-B22, an internal measurement can be performed 
even if the generator is set to AES/EBU, S/P DIF or OPTICAL. 


Available interfaces depending on the instrument used: 


e DIG 48kHz: all interfaces in all modes 
e DIG 192kHz: AES/EBU, S/P DIF, OPTICAL, INTERN no longer possible 
e DIG 768kHz: SERIAL and PARALLEL only (no MUX operation) 
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Table 2-20 Overview of interfaces 


ee ee ee 


SERIAL Measurement on channe! 1 
Measurement on channel 2 
Measurement on both channels 


SERIAL MUX 


Multiplexed input on channel 1 
Only samples with a Wordselect line status identical to the Wordselect setting are 
measured. 


Multiplexed input on channel 1 
Only samples with Wordselect different from Wordselect setting are measured. 


Multiplexed input on channel 1. Both channels are measured. 


PARALLEL Measurement on parallel interface 


Measurement on second parallel interface, with UPD-B3 (high-speed) option only. 


Simultaneous measurement on both interfaces, with UPD-B3 option only. 


PARAL MUX 1 


Multiplexed input 
Only samples with Wordselect identical to WordselCh1 setting are measured. 


Multiplexed input 
Only samples with Wordselect different from WordselCh1 are measured. 


Multiplexed input 
Both samples with Wordselect = HIGH and = LOW are measured. 


INTERN Only 1 channel possible 
(without uep-aesi! 


Measurement on channel 1 
Measurement on channel 2 
Measurement on both channels 
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44,1 kHz 


48 kHz 


VALUE: 


AUTO 


CHAN STATUS 
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Displayed only when Meas Mode AUDIO DATA is active. 
Set the signal sample rate. 


When the sample frequency (numeric entry or preset) is selected, the 
analyzer is informed on the sample frequency of the test signal to enable 
the correct measurement of the audio signal frequencies. This 
information is irrelevant for analyzer synchronization. 

Range for VALUE: 30 kHz to 52.5 kHz. 


Without the jitter option and with inputs SERIAL, SERIAL MUX, 
PARALLEL and PARAL MUX, an appropriate internal clock is generated 
when one of the 3 fixed frequencies is selected. This clock is available at 
the interfaces for control of an external circuit; otherwise this (generated) 
clock is irrelevant for the measurement. 


When selecting VALUE, an entry field is displayed in the next line where 
the frequency applied can be entered; clocks at the interface are not 
generated in this case. 


The measured sample rate is automatically entered as the Sample Freq. 
The sample rate is updated once every second if the value has changed 
by at least 0.01%. 


For determining the Sample Freq, the respective channel status bits in 
the AES/EBU protocol are decoded. Depending on the format (consumer 
or professional) different bits are interpreted (24 to 27 or 6 to 7). The 
sample rate is updated as soon as the channel status bits show another 
sample rate. 

If the channel status bit does not provide any information ("not 
indicated") or if protocol analysis is switched off, the sample rate 
determined last is retained but can be changed by the user. 


Important: If the frequency set does not match the frequency applied, 
all filters and frequency measurements are correspondingly 
shifted in frequency! The frequency applied to the UPD 
(sample rate) must not exceed the respective maximum 
sample clock rate (48000 Hz x maximum permissible 
oversampling rate) of the selected instrument by more than 
10%. Otherwise faulty measurements may occur or the 
measurement is aborted. 


(Oversampling) 

Set a clock multiplier; depending on the instrument, 1 to 16 are 
selectable, see Overview. 

Note: This oversampling factor refers to the full word length. 
Higher oversampling factors (eg 64) are often used with bit 
stream converters (1-bit-sigma-delta converters). The 
converters are usually controlled with an oversampling factor 
of 7. 
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The internal system clock rate (also referred to as sample rate) is given by: 
System clock rate = basic clock rate ¥ oversampling 


Specifying the frequency by selecting VALUE does not permit selection of an oversampling factor; the 
internal sample frequency matches the external one. 


Table 2-21 


Instrument Basic clock rate Multiplex Oversampling 
possible possible factors 


DIG48 


32 
DIG192 32 
DIG768 32 


Hence, the following frequency ranges of the digital ANALYZER instruments result: 


fmax = Sample rate x 117/256 


Maximum measurement frequency in kHz 
Table 2-22 


Oversampling factors 


Sample frequency 


14.63 


20.15 
21.94 ww 
VALUE direct entry of frequency without oversampling factor 
100 Hz to 52.5 kHz 117/256 x clock rate 
DIG 192 kHz 14.63 29.25 58.50 
20.15 40.31 80.62 
21.94 43.87 87.75 
VALUE direct entry of frequency without oversampling factor 
100 Hz to 300 kHz 117/256 x clock rate 


DIG 768 kHz 14.63 29.25 58.50 
20.15 40.31 80.62 
21.94 43.87 87.75 
VALUE direct entry of frequency without oversampling factor 
100 Hz to 1000 kHz 117/256 x clock rate 


The two's complement is used as data format (signed integer). 
Examples: MSB, ... LSB: 0010000...0 


DIG 48 kHz 


+0.25 x full scale 


MSB, ...LSB: _0111111..1 = 41.00 x full scale 
MSB, ...LSB:  1000000..0 = -1.00 x full scale 
MSB, ... LSB: 1100000...0 = -0.50 x full scale 


(MSB = most significant bit ) 
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2.6.3.2 Serial Universal Interface 
Located on the UPD front panel, labelled DIGITAL AUDIO INPUT, 15-contact sub-D connector. 


RISING 


FALLING 


RISING 


FALLING 
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- Wordlength — 


“Audio Bits — 


_ Word clock 


Set the data bits per input sample: 
8, 16, 24 or 32 bits. 


Set the position of the synchronizing pulse or wordselect signal (see Fig. 
2-22) relative to the beginning of the sample data. 

Range: -WordLength/2 ... +WordLength/2-1. The softkey allows the 
significance of the audio bits to be altered. Shifting the synchronizing 
pulse by one bit position towards the MSB (= smaller word offset) 
‘doubles' the signal amplitude. With the signal amplitude being between 
0.5 and 1.0 FS (full scale) (and therefore doubling being not possible), a 
maladjusted word offset causes incorrect measurements because any 
less significant bit is always interpreted as MSB, except when the setting 
is correct. With the word offset of the converter being unknown, the 
proper position must be determined using the trial-and-error method. 


Word width of analyzed audio samples in bits. 


The value range depends on the word length: 


With word length = 8: 8 
= 16: 8 to 16 
= 24: 8 to 24 
= 32: 8 to 28 


If the word width is reduced, the values of the audio samples are cut to 
the specified word width. 


Set the polarity of the synchronizing pulse: RISING or FALLING (active 
edge). 


Set the polarity of the bit clock: RISING or FALLING. 


Note: Faults in transmission (sporadic errors) may be remedied by 
inverting the bit clock. The reasons for errors of this type 
may be crosstalk of the clock line on the data or violation of 
the setup- and/or holdtime request of the receiver. 
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Set the bit order: 


MSB FIRST The less significant bit is the first to be received. 


LSB FIRST The most significant bit is the first to be received 


(This setting appears with SERIAL MUX only). Set the assignment of 
channel 1 with SERIAL MUX: 


Channel 1 is assigned low-level on the WORDSEL A (PIN 11) line. 


Channel 1 is assigned high-level on the WORDSEL A (PIN 11) line. 


Terminal conditions: All outputs (clock lines) are operated by modules of the 74AC-family 
via a protective resistor of 22 Q and are thus temporarily short-circuit 
proof. A short-circuit too long causes the driver module to be 
excessively heated, which may then fail. All inputs feature TTL 
switching thresholds and are applied via a protective resistor of 220 Q 
to modules of the 74ACT-family. 


Setup time: (the time during which, before a clock pulse, data must not 
change ): 15 ns 

Hold time: (the time during which, after a clock pulse, data must not 
change): 5 ns 


Fast switch-off: Pressing the OUTPUT OFF key causes all outputs (except for OUT5V) 
to be switched to high-impedance states (TRI-STATE). Clock signals 
are applied again when depressing the OUTPUT OFF key once more. 


Table 2-23 Pin assignment and signals (serial interface): 


GND 7,8 
OUT5V 12 5 V, 50 mA 
GND 12 


+5V 


mee Ch 11 With SERIAL MUX: chi 11&2 
THe. annel 1: : channe! 
Seer MOS SCLKA Input, bit clock 
SDATAA Input, audio data 
vane WORDSELA Input, synchronizing pulse or wordselect 
{@) 
WORDSELB Channel 2: 
SCLKB Input, bit clock 
+5 V SDATAB Input, audio data 
WORDSELB Input, synchronizing pulse 


TTL-CMOS 


ACLKOUT Output, bit clock output (8 to 32-fold audio 
clock) 
SWSOUT Output, audio clock 


ACLKOUT 
SWSOUT 
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Timing: 
LSB MSB 


sme COCOOOOOK:- _ 


Serio! Clock(rising) | | | | || | [| | | | | | | | | | 

saechas HMTEIUTRANGHRRTNE 

ee a 

“amasa” if | oo 2 

pee ree (Mux) : hennel Cs B 
set = 0 = 


T = 1 / samplerate ' 
4 / samplera 
Timing: Digitol Audio Serial Input 
Fig. 2-27 
Timing: 
qe Subs 2a 5 
— “yoo -- in Ot 
Wordlength ; 
< > 


Wordselect . 
Sema 0 ‘ i ; Channel B ‘ 


T = 1/samplerate 


Timing: Digital Audio Serial Mux Input/Output 


Fig. 2-28 


Example: 
In the following, the connection of the analog/digital converter ADC MAX121 is given by way of 
example. 


Wiring: 


Start of Conversion = SWSOUT (pin5) 
serial Clock = SCLK (pin 9) 

serlal Data = SDATA (pin 10) 

MSB Is valid = WORDSEL (pin 11) 
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Setting UPD: 


0.9998 PS ]AF9.0023 aBPS [ff 70.6256 Itz 
ee otf 


F 66.21 dBFS |p] 6.00000 Hz __|ff-103.70 aBFS | 


Bit rate = 48 kHz x 8 x 16 = 6.144 MHz 


Max. signal frequency = tee x sampling rate = os x 48 kHz x 8 = 175.5 kHz 


2.6.3.3 Parallel Interface: 


Located on the UPD rear panel, labelled with DIGITAL AUDIO INPUT, 37-contact D-SUB connector. 
The interface is located on the Digital Analyzer board or on the UPD-B3 option (high-speed extension). 


Note: 

® with PARALLEL input (not multiplexed), channel 2 can be selected only when the High-speed 
option is fitted. 

ba with PARALLEL input (multiplexed), the female connector labelled with ‘Channel 1/2' can only be 
used. 


Settings: 


Word width of analyzed audio samples in buts. 
Value range: 8 to 28 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 


(This setting appears with PARAL MUX only). Set the assignment of 
channel 1 with PARAL MUX: 


Channel 1 is assigned low-level on the LR line. 
see Table 2-23 


Channel 1 is assigned high-level on the LR line. 
see Table 2-23 


Set the polarity of the strobe signal (RISING or FALLING). For more 
details, refer to Timing. 


RISING 
FALLING 
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Table 2-24 Pin assignment and signals (parallel interface): 


c a 


GND 
OUT5V 
GND 
GND 


Po * 
N OD 


5 V,50 mA 


ak al 
o o 


Digital Audio Bit 27 (MSB) 
Digital Audio Bit 26 
Digital Audio Bit 25 
Digital Audio Bit 24 
Digital Audio Bit 23 
Digital Audio Bit 22 
Digital Audio Bit 21 
Digital Audio Bit 20 


o ON DW oO FF WwW DN 


Digital! Audio Bit 19 
Digital Audio Bit 18 
Digital Audio Bit 17 
Digital Audio Bit 16 
Digital Audio Bit 15 
Digital Audio Bit 14 
— Digital Audio Bit 13 
Digital Audio Bit 12 


Digital Audio Bit 11 


Digital Audio Bit 10 

Digital Audio Bit 09 

Digital Audio Bit 08 

Digital Audio Bit 07 

Digital Audio Bit 06 

Digital Audio Bit 05 

Digital Audio Bit 04 

Digital Audio Bit 03 

Digital Audio Bit 02 

Digital Audio Bit 01 

Digital Audio Bit 00 (LSB) 

LR (Wordselect) Evaluated with PARAL MUX only 
PSTROBE Read clock (audio clock) 


PCLKOUT Output, bit clock output (32 - set clock 
rate) 


PWSOUT Output, set audio clock 


ew Important: Always connect external devices adjusting to the MSB, as otherwise the most significant 
bits are read with incorrect signs (leading to faulty measurements). 
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+5V 


TTL-CMOS 
Dig. Audio Bit0...27 2212 


LR (Wordselect) PSTROBE 


+5V 
TTL-CMOS 
PCLKOUT enh 
PWSOUT 
Terminal conditions and fast switch-off: as with serial interface 


2.6.3.4 Digital Interfaces AES/EBU, S/P DIF, OPTICAL 


Measurements on these interfaces are possible only if the AES/EBU option (UPD-B2) is installed and 
the analyzer instrument DIG48kHz is selected. 


The input data are read by the UPD-B2 option (AES/EBU S/P DIF). After the extra bits (validity, parity, 
user bits, ...) have been removed, the audio data are transferred to the analyzer. 


If the Jitter option (UPD-B22) is installed in addition, 

e the jitter of the digital signal can be measured on all three interfaces, 

e the phase reference between the selected digital input and the reference input can be determined, 
e the digital input amplitude can be measured at both electrical inputs, 

¢ acommon-mode signal can be measured at the AES/EBU interface. 

All mentioned signals can be produced by the generator with the aid of the jitter option. 


Displayed only if the jitter option is not installed and the AES/EBU input 
is selected. 


Selection of input impedance 


Termination of balanced AES/EBU line with the rated impedance. 


High-impedance monitoring of UPD on existing connection 


See 2.6.3, Configuration of Digital Analyzers 
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Jitter Ref 


(Jitter reference) /Yo-T Ins TALLED fy, i. 10-ae-99 
Displayed only with installed jitter option if Meas Mode TTERYPHASE | is 
selected. 

Specify the signal the jitter measurement should be referenced to. 


Note: The phase measurement is always referenced to the REF 
input. 

VARI (PLL) The reference signal is the sample signal obtained from the input signal 
via the sync PLL. Synchronization is via the VCO with maximum capture 
range (sample frequency 30 kHz to 52.5 kHz). 

Not possible if Src Mode JITTER/PHASE has been selected in the 
generator because the generator needs the internal PLL for phase 
generation. 


The reference signal is the sample signal obtained from the input signal 
via the internal sync PLL. Synchronization is via the fixed-frequency 
VCXO. 

Not possible if Src Mode JITTER/PHASE has been selected in the 
generator because the generator needs the internal PLL for phase 
generation. 


32.0 (PLL) 
44.1 (PLL) 
48.0 (PLL) 


Note: Synchronization to the input signal by means of the internal 
PLL should only be selected if the jitter signal is generated 
by an external unit. 


Reference signal is the generator clock. 

Possible only if also the generator is synchronized to the internal 
generator clock (Menu item "Sync To GEN CLK" in the GENERATOR 
panel). 


GEN CLK 


Note: GEN CLK is only useful if the jitter signal is generated by the 
internal generator. 


Displayed only if Meas Mode AUDIO DATA is selected. 


Word width of analyzed audio samples in bits. 


Value range: 8 to 24 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 
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Selection of measurement range 


Displayed only with jitter option fitted and Meas Mode JITTER/PHASE or 
COMMON/INP selected. 


Permits optimum setting to a voltage range which depends on the jitter 
or common-mode signal. 


AUTO Automatic range selection 

The highest measurement range available in the Meas Mode is set and 

FAX (MAX) maintained. 

Note: Internally, FIX (MAX) corresponds to the analog 3 V range of 
the 100 kHz analyzer. 


2.6.3.5 Measuring the Jitter, Phase and Common Mode Noy /yysrai: =D PIV Cc. 
/0-29~9749 fs: 


With digital audio interfaces there are two types of signals that have to be measured, eg in the course 
of a quality check. One is the digitally coded analog signal, the other the digital signal. The digital 
signal, too, has analog parameters such as peak-to-peak voltage, frequency, etc. It may be subject to 
interference like an analog signal. This means that noise or other AC voltages may be superimposed 
which could cause the edges to be shifted. This effect is called jitter and, if it is large enough, the audio 


signal can no longer be decoded or regenerated correctly. Since the employed decoders often fail far | 


before the theoretical limit is reached, the information on the jitter response obtained in practice within 
the system is of great importance. 


The lines for the signal connections can be configured as balanced lines, which is quite usual in analog 
technology. Thus, coupled in interference, eg from ground (hum) loops should be ineffective. However, 
in practice this attenuation is not always sufficient so that a common-mode voltage from a certain 
value upwards may also prevent signal decoding and regeneration. The UPD can measure this 
common-mode voltage on the digital signal. Of course, common-mode voltages are not possible on 
the unbalanced and the optical output. 


The UPD can thus measure two types of interference of digital signals: the shift of the signal slopes 
(jitter) and the superposition of a common-mode voltage on digital lines. The analog analyzer is 
available for measuring these interfering voltages. The functions RMS (&S/N), peak as well as FFT 
analysis and oscilloscope display (WAVEFORM) are particularly suited for practical applications. The 
spectral analysis permits first conclusions to be drawn as to the cause of the interference (eg 
superimposed AC hum or switching power supply). The interference caused by the common-mode 
voltage can be directly read as voltage. 


Jitter and delay are normally specified in UI (unit interval). UI is defined as the smallest pulse width of 
the digital audio signal (eye width) and is independent of the selected sampling rate. An UI corresponds 
to the clock period of the digital signal (biphase clock). With digital audio signals, one UI corresponds 
to a 128th of the sampling period, at 48 kHz it is approx. 163 ns. 


For measuring the jitter a reference clock must be available. For this purpose a highly stable internal 
oscillator or a PLL (phase locked loop) can be used if the UPD is externally synchronized (via the " 
"Sync In" connector at the rear panel). The PLL integrates phase deviations as a function of time. 
Since both the internal oscillator and the PLL are also used for the digital generator, analyzer and —_ 
generator cannot be set completely independent of each other. 
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If several digitally coded signals have to be combined, as is common practice in studios for instance, 
the concurrence of the signals is also of importance. Associated frames containing the instantaneous 
values (Samples) of the left and the right channel must not be delayed such that they can no longer be 
combined. Excessive delays may cause samples to be left out or doubled. The UPD can measure this 
shift as the phase between the digital input on the front panel and the reference channel ("Ref In" 
connector at the rear). 


2.6.3.6 Digital Interface INTERN: 
Internal digital connection between generator and analyzer. 
Measurements on this interface are only possible when the analyzer instrument DIG48Hz is selected. 


Caution: _ If the jitter option (UPD-B22) is not installed, the interface INTERN must also be selected 
for the generator. The sample rate is fixed at 43619.7917 Hz and a measurement is only 
possible in 1 channel. 


With the jitter option installed, interface AES/EBU, S/P DIF, OPTICAL or INTERN may be 
selected for the generator and the measurement can be made in 1 or 2 channels. 


Word width of analyzed audio samples in bits. 


Value range: 8 to 28 


If the word width is reduced, the values of the audio samples are 
rounded to the specified word width. 
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2.6.4 Ways of Starting the Analyzer, Ext. Sweep 


Available for 
all six ANALYZER instruments. 
Theory of operation 


"START COND" determines when, how often or the conditions which must prevail to trace measured 
values. 


Depending on the selection of START COND, the measured value is - when the conditions required for 
tracing of measured values are met - triggered, displayed in the measurement result window and saved 
in an UPD-internal trace buffer. The trace buffer may contain up to 17 k (17408) measurement data 
depending on the application. 


The measured value list can be displayed or represented in the form of graphics (see 2.10). If the 
options UPD-K1 or UPD-B2 are fitted, it can also be read in via a self-controlled program or external 
controller. 

Depending on the selection of START COND, the measurement either starts immediately (AUTO) or 
only when the desired trigger condition is fulfilled. 

With START COND not AUTO, an external sweep (START COND > FREQ CH1/2, FRQ FST CH1/2, 
VOLT CH1/2) or periodic measured value tracing (START COND — TIME TICK, TIME CHART) or 
armed single (START COND-LEV TRG CH1/2) is started using the START or SINGLE keys (see 2.11 
Starting and Stopping a Measurement). 
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START COND 


TIME TICK 


TIME CHART 
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(Start Condition) specifies an event triggering off a measurement. 


Continuous measurement mode without trigger condition. The measured 
values are stored in the trace buffer only, if the frequency sweep of the 
selective RMS measurement or any generator sweep is active, 
simultaneously. 

The SINGLE or START keys allow you to switch between single and 
continuous measurement when no sweep is active. 

The AUTO mode must be activated to enable the sweep of the frequency 
of the selective rms measurement (see 2.6.5.3 RMS SELECT) or of the 
generator parameters (see 2.5.4.2). Several sweeps at the same time 
are not permissible and can therefore not be set. 


The measured values are triggered at regular intervals. The intervals for 
starting measurements are determined by the distance between the time 
ticks. The measured values are entered in the buffer and displayed in the 
measurement result window. 


The START key is used to start a sequence of periodic tracings of 
measured values, which is restarted from the beginning when the 
number of sweep points specified under ”Points” is reached. 

If the time tick is greater than the measuring time, the next time tick is 
waited for after each single measurement; no measurement is performed 
during this period. 

If the time tick is smaller than the measuring time, the next time tick is 
only triggered after completion of the measurement. The sweep is then 
indicated with corrected X axis, i. e. the single measured values are 
entered with correct timing. 

The SINGLE key allows you to start a single sequence of periodic 
tracings of measured values. The sweep enters the SWP TERMINATED 
state when the number of sweep points specified under "Points” is 
reached. The analyzer state is then TERMINATED”. 


Measured values (of the running continuous measurement) are entered 
in a time chart in the time pattern that can be entered under "Time”. 
Contrary to TIME TICK, where a new (single) measurement is started 
with each tick and the result is only entered after completion of the 
measurement, TIME CHART also permits to display intermediate results. 
This is useful in particular in the case of quasi-peak measurements. 


TIME cannot be simultaneously active with the frequency sweep of the 
selective rms measurement or any generator sweep! 
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START COND | 


FREQ CH1 
FREQ CH2 


FRQ FST CH1 
FRQ FST CH2 


VOLT CHi 
VOLT CH2 
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Tracing of measured values because a change in frequency was noted at 
ANALYZER input channel 1 or channel 2. 


With the START or SINGLE key, an external frequency sweep is started, 
which in turn starts a single measurement on the occurrence of a trigger 
event or, as the case may be, after a delay to be entered. The 
measurement result is entered in the measured value buffer. 

Starting a continuous sweep using the START key causes the sweep to 
be restarted after any change in frequency in the direction from stop to 
start frequency (see 2.11). 

A single sweep started by the SINGLE key is stopped by a measured 
value beyond the stop frequency. 

Changes of the frequency of STOP and START are ignored. 


Note: FRQ FST CH1/2 can be selected for especially fast 
frequency sweeps with clean signals (eg from the CD). If 
however the signal has a large noise component, the slower 
measurement procedure FREQ CH1/2 must be used. 

FREQ CH1|FREQ CH2 |FRQ FST CH1|FRQ FST CH2 cannot be 

simultaneously active with the frequency sweep in the RMS Select 

measurement or any generator sweep! 


Note: By activating the associated setting, unwanted interfering 
signals like voice can be made ineffective. However, with 
floating sweep, the settling must be switched off.. 


Tracing of measured values because a change in voltage was noted at 
ANALYZER input channel 1 or channel 2. 


With the START or SINGLE key, an external voltage sweep is started, 
which in turn starts a single measurement on the occurrence of a trigger 
event or, as the case may be, after a delay to be entered. The 
measurement result is entered in the measured value buffer. 

Starting a continuous sweep using the START key causes the sweep to 
be restarted after any change in voltage in the direction from stop to start 
level (see 2.11). 

A single sweep started by the SINGLE key is stopped by a measured 
value beyond the stop level. 

Changes of the voltage of STOP and START are ignored. 


VOLT CH1|VOLT CH2 cannot be simultaneously active with the 
frequency sweep in the RMS Select measurement or any generator 
sweep! 


Note In most cases (except floating sweep, for instance) it is 
recommended to perform the external voltage sweep with 
Settling switched on to prevent individual samples to be 
triggered too early when voltage transitions are measured. 


Two samples are sufficient for setting the settling parameter; 


the resolution should be set to minimum. 
EEE el 
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Triggering (single shot) because of a /eve/ detected at analyzer input 
channel 1 or 2. Measured values are not stored in the trace buffers and, 
consequently, there is no graphical display via the X axis. 

Using the START or SINGLE key, level monitoring is enabled. It waits for 
the level to enter the range between Start and Stop for the first time. 
Then a single measurement is started - possibly after the entered delay. 
If the continuous trigger has been started with the START key, new 
triggering in the specified range takes place only if the level had been out 
of this range at the upper or lower end. Hence, level monitoring is only 
reactivated when a level is detected outside the specified range. 


Triggering (single shot) caused by a voltage edge detected at the 
analyzer input channel 1 and 2. The measured value is neither stored in 
the buffers nor graphically displayed via the X axis. 

Level monitoring is started with the START or SINGLE key but it is only 
activated when a level outside the start-stop interval is measured. 
Triggering is performed when a level occurs for the first time in the range 
between Start and Stop (edge trigger). A single measurement is then 
started - possibly after the specified delay. 

If continuous trigger has been started using the START key, new 
triggering in the specified range only takes place when the level had 
been out of the range at the upper or lower end. Hence, level monitoring 
is only reactivated when a level is detected outside the specified range. 


By pressing the STOP key, an external sweep is finished. By pressing the CONT key, the continuous 
measurement mode is started again. 
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Delay 


1030.7500.02 


The menu item START COND — AUTO, FREQ CH1/2, FRQ FST 
CH1/2, LEV TRG CH1/ 2, VOLT CH1/2 allows the user to enter a delay 
time, which is effective with: 

e Signal modifications at the generator (entry of values, variations via 
rotary knob) 

Sweeps 

STOP/CONT or START key depression (continuous measurement) 
SINGLE key depression (single measurement) 

Modifications in the ANALYZER panel 

Modifications in the GENERATOR panel 

Modifications in the FILTER panel 

Modifications of the switcher commands in the OPTIONS panel 


Delay determines the waiting time required from the events stated above 
to the restart of a measurement in order to allow the device under test to 
settle. 


Range of values: 50 ms to 10s 
Units: s|ms| pus | min 
Note: 


Delay is considered in single measurements only, ie in_ single 
measurements triggered by the SINGLE key or sweep sequencing in the 
START COND — AUTO mode or on the occurrence of a trigger with 
external sweep. 

During continuous measurements, delay is considered in the first 
measurement only. The following measurements are made without 
delay. 
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in the menu item START COND->TIME| TIME CHART the intervals 
between the single tracings of measured values can be specified. 


A single measurement is started after every time tick. A new 
measurement is only triggered when the last measurement has been 
completed. This means that if a time tick is selected which is smaller 
than the measuring time, the time tick is adapted internally to the 
measuring time; ie, it is extended to be identical. 


With the start condition TIME CHART, the current measured value is 
entered upon expiry of the time entered, independent of the number of 
measured values obtained in the meantime, if any. le, if a time is 
selected which is smaller than the measuring time, the same result is 
traced several times (with different X values). If this effect is to be 
avoided, "Time" must be increased. 


Range of values: 10 ms to 2000 s 
Units: s|ms | us | min 
Resolution: 1ms 


The menu item START COND->TIME | TIME CHART allows the number 
of entries in the measured value buffer to be entered. 


Range of values: 1 to 1024 


Note: _ A time tick scan is terminated after (points x time tick) seconds 
have elapsed. If the individual measurement cannot be 
performed at the time tick-rate selected - due to exceeded time- 
tick rates - the trace buffer contains less than "points" 
measured values. 


The menu items START COND > FREQ CH1 | FREQ CH2 | FRQ 
FST CH1 | FRQ FST CH2 allow the entry of a minimum voltage to be 
applied to the ANALYZER input in order to trigger a measurement. 


Value range: 
digital (audio data mode): 0.00001 to 1.0 FS 
analog: 0.00001 ... 300 V 
Units: 


digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits 
analog: 
Vi mV] uV{ dBu | dBV | dBm | W | mW | uw 
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The menu items START COND >FREQ CH1 | FREQ CH2 | FRQ FST 
CH1 | FRQ FST CH2 
VOLT CH1 | VOLT CH2 | LEV TRG CH1 | LEV TRG CH2 


allow the entry of the start and stop values. The frequency or level 
applied to the ANALYZER input must not exceed the start/stop limits in 
order to trigger the measurement. 

By single sweeps, the STOP value is used to recognize the end of the 
sweep. The STOP value should therefore be somewhat smaller than the 
expected signal range. 


Range of values FREQ CH1/CH2 | FRQ FST CH1/CH2: 
total valid range (see 2.6.1) 


Value range and units VOLT CH1 | VOLT CH2: 
- analog: 10 pV to 300 V 
Vi mV] pV | dBu | dBV | dBm | W | mW | pw 
- digital (audio data mode): 
LL to 1.0 FS 
FS | %FS | dBFS | LSBs | bits 
LL: The lower limit for the level start/stop values depends on the 
number of audio bits (see 2.6.3). It may however not be less than 


1 mFS and can be calculated as follows: 
LL = 2 -Audio Bits 


The menu items START COND > 
FREQ CH1 | FREQ CH2 | FRQ FST CH1 | FRQ FST CH2 
VOLT CH1 | VOLT CH2 
allow the entry of a value in percent by which the input frequency or input 
voltage must be varied at least in order to trigger a measurement. 
Changing the frequency or voltage in the direction from stop to start by 
this numeric value causes a restart of the sweep if continuous sweep has 
been set. 


Note: Select the variation 5 % to 10 % smaller than the expected 
change in order to guarantee reliable triggering on the one 
hand and to prevent triggering on intermediate values on the 
other hand. 


Value range: LL to 50% 

Unit: % 

LL: The lower limit for the entry of variation is not less than 0.1% and 
is output such that not more than 1024 measured values are 
generated (depending on the spacing between start and stop 
values). 


(see 2.3.4, Setting Process) 
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Functions 


OFF 


RMS & S/N 
RMS SELECT 
PEAK & S/N 


QPK &S/N 


DC 
THD 
THD+N/SINAD 


MOD DIST 


DFD DifFEREenct 


FréQq- Dis. 


DIM Dywamic 
IntERMOD. Dis. 


WOW & FL 


POLARITY 
FFT 

FILTER SIM. 
WAVEFORM 
COHERENCE 


DIG INP AMP 


PHAS TO REF 


Analyzer Functions 


2 bis 


No measurement function, measurement of Input RMS/PEAK and 
frequency/phase, however, enabled 


True rms measurement of AC voltages see, 2.6.5.2 
Selective rms measurement with narrow bandpass, see 2.6.5.3 


Determining the maximum peak value within a monitoring interval, only 
in the analyzers ANLG 22 kHz and DIG 48 kHz, see 2.6.5.4 PR 2sLIS 


Peak value detection with subsequent defined rising and falling times, 
only in the analyzers ANLG 22 kHz and DIG 48 kHz, see 2.6.5.4 


DC measurement, see 2.6.55 PR 2. 2Isg 
Distortion measurement (harmonic distortion, only), see 2.6.5.6 P, 2-A/G 


Distortion or SINAD measurement (with consideration of broadband 
noise), see 2.6.5.7 PB 2.220 


Intermodulation measurement with high-frequency useful sinewave 
signal and a low-frequency interfering sinewave signal, 
see 2.6.5.8 


Dynamic intermodulation measurement with low-frequency square signal 
and high-frequency sinewave signal, only in the analyzers ANLG 22 kHz 
and DIG 48 kHz, see 2.6.5.9 Faoe #- 23% 


Intermodulation measurement to DFD method by two adjacent tones with 
relatively high frequencies, see 2.6.5.10 Pare 2,235 


Wow and flutter measurement, only in the analyzers ANLG 22 kHz and 
DIG 48 kHz see 2.6.5.11 


Polarity measurement to check the signal polarity of a DUT, see 2.6.5.12 Es - p 
' ‘ { 
Graphical spectrum display, see 2.6.5.13 #642. A417 


Filter simulation, see 2.6.5.14 
Waveform display, see 2.6.5.14 


Measuring the transfer function and coherence of two signals, 
see 2.6.5.16 


Only with built-in jitter option (UPD-B22) in the COMMON/INP 
measurement mode; measurement of digital input amplitude at the 
AES/EBU and S/P DIF interfaces, see 2.6.5.17 


Only with built-in jitter option (UPD-B22) in the JITTER/PHAS 
measurement mode: measurement of phase between selected digital 
input and reference input, see 2.6.5.18 


Note: The addition "& S/N" means that this function allows for S/N measurements. 
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2.6.5.1 Common Parameters of Analyzer Functions 


(DC Suppress) 


With the digital measurement functions RMS & S/N und RMS SEL a 
DC component in the test signal can be suppressed so that it is not 
present in the measurement result. To do so the actual DC value is 
determined for each measurement and then considered in the measured 
value by calculation. As the DC measurement is performed in parallel 
with the main measurement it does not affect the measurement time. 


The DC component of the signal to be measured is suppressed (AC 
coupling); only the AC component is considered in the measurement 
result. 


The DC content of the signal to be measured is not suppressed (DC 
coupling) and contained in the measurement result. 
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(S/N sequence) 

The functions RMS & S/N, PEAK & S/N, Q PK & S/N offer the possibility 
of S/N measurements (signal-to-noise). The generator signal at the 
device under test is alternately switched on (signal) and off (noise) and a 
measurement is performed in each case. During signal-on-phase the 
selected filters are turned off in order to exclusively weight the noise 
signal. The ratio of the two measured values in dB expresses the S/N 
ratio of the device under test. 

Any desired generator setting is permissible. 

A deactivated generator means: 


e with analog generator instruments, the output voltage is switched off 
with the output resistance being constant 


e with digital generator instruments, a level value of 0.0 full scale is 
output with the clock rate being unvaried (all bits to 0) 


S/N measurement on 


Note: 

e To avoid measurement errors caused by superimposed DC, a filter 
with high-pass characteristics should be cut in. If this is not the case, 
a corresponding error message is displayed when the S/N mode is 
switched on. 


e With measurements at low frequencies, where a highpass filter cannot 
be used, a (file-defined) delay filter with a delay of approx. 1.5 s 
should be used instead. This allows the DC transition occurring upon 
generator switch-off to decay before the noise measurement is 
started. 


e The selectable filters only affect the noise measurement. If they are to 
affect the signal measurement, too, this can be achieved by using the 
command line parameter “-02". 


S/N measurement off 


Selection of units for measurement results for both channels. 
Measurements which usually have both channels with the same unit, 
provide a common menu item for both channels for selection of the 
(display) unit. 


Refer to the functions for the respective computation basis 
For conversion formulae refer to 
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Analog units Digital units 
selectable: selectable: 


Intermodulation measurements % | dB %|dB 
MOD DIST| DFD| DIM 


Distortion measurements THD 
Meas Mode: %|dB % | dB 
SELECT di 
ALL even d 
ALL odd di 
ALL di 


Meas Mode: VIdBVIdBuldBmIWIA%VI | FSI%FSIdBFSIA 
SEL di AVIV I%VV 1A%WIA | %IdB-ILSBs 
LEV even di WIP/P,I%P/P ,|dB 
LEV odd di 
LEV di 


Analog units 
selectable: 


Digital units 
selectable: 


Distortion measurements THD+N | %|dB 


Meas Mode: VIdBVIdBuldBm|IWIA%VI | FSI%FSIdBFSIA 


LEVEL THD-N | AVIVIV I%VINV IAL WIA %|dB ILSBs 
LEVEL NOISE WIP/P|%P/P |dB 


Transfer function (COHERENCE | %|dB % | dB 
Trace A, Ch1/Ch2) 

Coherence measurement ¥ Oa 
(COHERENCE Trace B) 


Selection of the units of measurement results for channel 1. 
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Selection of units of measurement results for channel 2. 


With all level measurements, the (display) units for the two channels can 
be selected independent of each other, eg, in order to constitute one 
channel as absolute quantity and the other channel with any reference. 
Selectable analog units (applicable also for Meas Mode 
COMMON/INP in the digital instrument): 
V1dBV | dBuldBm!|W1/A%VI AV! VAV,1 %V/V,1 A%W IAW 
| P/P,| %P | P,| dB, 


Selectable digital units (Meas Mode AUDIO DATA): 
FS | %FS | dBFS | A% | dB, | LSBs | bits 
The measurement functions PEAK and QPEAK as well as the 
INPUT DISP displays allow for selecting the HEX unit, in addition. 


Selectable jitter units (Meas Mode JITTER/PHAS): 
UI | %UI | dBUI | ppm | ns | UI, | dB, (for jitter) 
Ul | %FRM | 2FRM | ns (for phase) 


For conversion formulae and notation of result display units for 
!EC/IEEE-bus control, see 2.4 Units 
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MEAS CH1 
MEAS CH2 
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Reference values for the analyzer measurement function and the Input 
Disp measurement. 

All measurements which obtain dimensional results, can be displayed 
either absolutely or referred to a reference. If a reference-related unit (to 
be recognized by the addition “r" or the prefix "A") is selected, the 
displayed result takes into consideration the reference entered here. 
Each measurement function and each of the superior functions provide 
their own reference, which applies for both channels, respectively. 

The selection made here is entered into the display panel per default, if 
an appropriate trace (FUNC CH1/2 or IMP RMS CH1/2) and the selected 
display reference is not FILE, HOLD or OTHER TRACE. 


Display and entry of a fixed reference value. 

Per default, this entry is entered into the display panel if an appropriate 
trace (FUNC CH1/2 or IMP RMS CH1/2) has been selected and the 
display reference has been set to VALUE. 

The range of values depends on function and domain: 


Units: 
digital (audio data mode): 
FS | %FS | dBFS | LSBs | bits | A% | dBr 
digital (jitter mode): 
UI | %UI | dBUI | ppm | ns | Ulr | dBr 
analog and digital common mode: 
Vi mV {| pV | dBu | dBV | dBm | W | mW| pw 


Value range, DC measurement function: 


digital (audio data mode): -100 to 100 FS 
analog: -1000 to 1000 V 
Value range, other (level) measurement functions and INPUT DISP: 
digital (audio data mode): 100 pFS to 100 FS 
digital (jitter mode): 100 pUl to 100 UI 


analog (and common mode): 100 pV to 1000 V 


The level measurement result of channel 1 is stored on depression of the 
ENTER key. The reference value does not change during the 
measurement. This selection item is displayed with two-channel 
measurement, only. 


The level measurement result of channel 2 is stored on depression of the 
ENTER key and displayed as new reference value. The reference value 
does not change during the measurement. This selection item is 
displayed with two-channel measurement, only. 


The level measurement result of a one-channe!l measurement is 
immediately stored as the reference value. The reference value does not 
change during the measurement. This selection item is displayed with 
two-channel measurement, only. 


Each level-measurement result of channel 1 or channel 2 is stored as 
reference value and can then be used (by both channels) for reference- 
related representation (floating reference). To this end, a reference- 
related unit must be selected. This selection item is displayed with two- 
channel measurement, only. 
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The presently valid generator voltage and each newly set generator 
voltage are stored as the reference value and can then be used (by both 
channels) for a referenced display. A referenced unit must be selected in 
this case. 

If the measured value is RMS-weighted, the RMS value of the generator 
voltage is used. If it is a peak value (INPUT DISP PEAK, PEAK 
function), the peak value of the generator voltage is used. 

If the domains of generator and analyzer are different, a conversion 


factor of 
1FS 
1V 


Note: The generator voltage selected in the panel is always used as 
reference instead of the actually output generator voltage. This 
applies, in particular, if equalization is switched on (cf. 2.5.4.3 
SINE). If reference is to be made to the actually output voltage, 
the latter must be measured (internally) (CH1 Input GEN CH2) 
and the measurement result (of channel 2) must be referred to 
the measured voltage (Reference MEAS CH1). 


is calculated. 
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(Reference phase) 

Reference value for the phase measurement. 

This menu line is displayed only, if two-channel measurement and the 
phase or group-delay measurement have been selected. 

Results of phase and group-delay measurement can be displayed either 
absolutely or referred to a reference. If a reference-related unit (to be 
recognized by the prefix "A") the result is displayed taking into 
consideration the reference entered here. 


Display and entry of a fixed reference value. 

Per default, this entry is entered into the display panel if an appropriate 
trace (FREQ CH1/2) has been selected and the display reference is set 
to VALUE. 


Specified range and units for: 
e Phase measurement: 
Value range: -360° to +360° or -2n to +2n 
Units: °IRAD 
e Group-delay measurement: 
Value range: -10sto+10s 
Units: s | ms | ps | min 


The results of phase or group-delay measurement are stored on 
depression of the ENTER key and displayed as new reference value. 
The reference value does not change during the measurement. 


For the functions in the ANALYZER panel 


e RMS & S/N (RMS measurement), 4 filters 
e PEAK & S/N (peak measurement), 3 filters 
e QPK & S/N (quasi-peak measurement), 3 filters 
e THD+N/SINAD (distortion measurement), 1 filter 


can be selected and assigned to the ANALYZER function (see 2.7 
Analyzer Filters). 


Note: Apart from these filters of digital design, an analog notch 
filter can be switched on additionally with the analog 
measurement functions RMS, RMS SELECT, QPK and FFT 
for elimination of individual frequency lines (see menu item 
Notch (Gain) in this section). 
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POST FFT is an FFT subsequent to the functions 
e RMS & S/N 

¢ THD+N/SINAD 

« WOW &FEL. 


The input signal is sampled, the sampled values are stored and analyzed 
according to the selected function. Subsequent to obtaining the result, an 
FFT is calculated from the sampled values and graphically displayed. 
Then, the measurement of the selected function is restarted and the 
activated filters, if any, begin to settle again. 


For more details on the FFT including all its parameters, refer to Section 
2.6.5.13. 


POST-FFT is calculated; however, it is displayed only, if the operation 
SPECTRUM has been selected in the DISPLAY panel. 

With generator sweep, the end of the POST FFT algorithm determines 
the sweep stepping, thus reducing the sweep rate! 

POST-FFT is switched on coercively, if the phase measurement is 
selected for the measurement function RMS (with two-channel 
measurement). 


POST-FFT is not calculated. 

This selection is made to achieve a maximum measurement speed. 
POST-FFT is switched off coercively, if 

e« the S/N measurement or 

e the special mode TRIGGERED FIX 

is used for the RMS function. 


Enter the FFT size (256 to 8192), see 2.6.5.13 FFT. 


Only display (no entries possible) of frequency limits of generated 
spectrum. 


Only display (no entries possible) of frequency resolution. 


Select the window function. For possible windows and their applications 
see 2.6.5.13, FFT. 
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OFF 


0 dB 


12 dB Auto 


30 dB Auto 


VALUE 
1.2345 kHz 
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For the functions RMS & S/N, RMS SELECT, Q PK & S/N and FFT, the 
three analog analyzers offer an analog notch filter of 2nd order to be 
activated for narrow-band suppression of interfering frequency lines. 
With notch switched on, one of 3 gain factors can be selected: 


Analog notch filter off 

Analog notch filter on; no gain effective 
Analog notch filter on; gain 12 dB 
Analog notch filter on; gain 30 dB 
Note: If frequency components occur outside the analyzer 
frequency range, the notch gain may cause the analyzer to 
be overdriven. In this case, the notch gain is reduced step 


by step, which is indicated by adding "Auto" in the items 12 
dB and 30 aB. 


Selection of the notch filter center frequency. 


Numerical entry of the notch filter center frequency 
Range of values: 10 Hz to 110 kHz 
Units: Hz | kHz 


Switching on VALUE causes the latest valid notch frequency to be 
displayed. When switching over from AUTO to VALUE, eg, and the 
(external) test signal having a frequency of 100 kHz, the frequency 
displayed is 100 kHz. 


With the generator signal function set to SINE, BURST, SINE2 PULSE 
or SQUARE, the current generator frequency specified under generator 
menu item FREQUENCY is used as notch filter center frequency. Any 
other signal function leads to an error message. 
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1.0 1.3 £76 ia 
Fig. 2-29 Characteristic of analog notch filter 


0.77 


Application example: quantization noise measurement 


Since the notch filter follows the input levelling stage, the fundamental level determines the drive of 
the input circuit. The measurement range in which the fundamental is measured therefore determines 
the dynamic range of the quantization noise measurement. 
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Most measurements can be succeeded by a settling or averaging 
procedure in order to obtain settled measured values even with settling 
DUTs. 

Exceptions and special features: 


e Settling cannot be realized with group-delay measurement, since the 
measured value is defined with varying frequency, only. 

e From the physical point of view, settling is not required with the 
measuring functions POLARITY and FILTSIM 

e The WAVEFORM function does not allow for selection of settling, but 
averaging (menu item Interpol). 

e The FFT function does not allow for selection of settling, but it 
provides two different averaging modes (menu item Avg Mode 
NORMAL or EXPONENTIAL) 

e Settling cannot be selected with the digital measurement modes 
JITTER/PHAS and COMMON/INP, but the above-mentioned 
averaging procedures with measurement functions FFT and 
WAVEFORM. 


Settling process switched off; availability of the measurement result upon 
shortest possible time. This setting should always be selected if 
maximum measuring speed is required. 


Settling with exponential course of the tolerance taking into account the 
resolution of the measured value. 


Settling with horizontal course of tolerance taking into account the 
resolution of the measured value. 


Arithmetic averaging of the results 


For further information see 2.3.3, Settling Process 


To menu item Settling ~ EXPONENTIAL | FLAT: 

Number of subsequent measured values compared in the settling proces 
lf, eg, value 6 is entered here, this means that the latest measured value 
compared to 5 preceding measured values. 

Specified range: 2 to 6 


To menu item Settling ~ AVERAGE 


Number of measured values used for arithmetic averaging. 
Specified range: 2 to 100 
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To menu items Settling = EXPONENTIAL | FLAT: 
_ The tolerance value denotes the maximally permissible deviation from 


the preceding measured value a settled measured value may have in 
order to be identified as valid. 

The value of the maximally permissible deviation of the current 
measured value compared to the 2nd/3rd/4th and 5th last measured 
value is determined by the setting EXPONENTIAL |FLAT . 


For further information see 2.3.3, Settling Process 

Unit: % or dB 
WOW flutter and frequency measurement, 
only % permissible 

Specified range: 0.001 % to 10 % or 
0.000087 GB to 0.828 dB 

% and dB values can be converted into one another: 

% value = (1 one. 1) x 100 


dB value = 20 * Ig (Wert +1) 


Resolution To menu items Settling » EXPONENTIAL | FLAT: 
Measured value resolution considered if the measured value does not 
satisfy the tolerance limits. 


For further information, see 2.3.3, Settling Process 


— 
Specified range and units depend on domain and function: 
e RMS & S/N| RMS SELECT |PEAK & S/N|Q PK & S/N|DC/ 
external level sweep: 
analog: 0,1 pV to 10 V; V ImV InV IdBV IdBu IW ImW InW | dBm 
digital: Min-FS to 0.1 FS; FS 1% FS IdBFS |LSBs |bits |A% | dBr 
e THD+N/SINAD | THD|MOD DIST|DFD|DIM| WOW & FL: 
0.000001 % to 10 %; % | dB 
e Frequency measurement / external frequency sweep: 
100 |sHz to 10 Hz; Hz | kHz 
e Phase measurement: 
0.0001 ° to 10° ° | RAD 
MinFS; 2 (-1* audio bits) however, not smaller than 100 nFS 
Exception: a resolution of up to 1 nFS can be entered for the external 
level sweep, allowing the settling procedure to be used also for very 
small levels. 
-_ 
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If the settling mechanism does not recognize a stabilization of the 
measured value within the time stated under “timeout”, the test loop is 
aborted and “Input - Press SHOW 1/O" output instead of a measured 
value. A gap points to the missing value in the graphical curve display of 
a sweep. 

For further information, cf. 2.3.3 "Settling Process" 


Specified range: 0.001to10s 
Unit: Ss 


Recommended Values: 


For the majority of measurements on AF instruments, the following settings are suitable: 
e Settling EXPONENTIAL 
e Tolerance 1% (approx. 0.1 dB) 
e Resolution: value of the last but one digit displayed in the result window 
eg, with a displayed value of 10.0000 Hz, this is 1 Hz 
e Timeout 1s 


(see 2.6.7, Headphone/Speaker output) 


OFF 

INPUT CH1 
INPUT CH2 
INPUT CH1&2 
AES CH1 
AES/E CH2 
AES/E CH1&2 
FUNCT CH1 
FUNCT CH2 
FUNCT CH1&2 


(see 2.6.7, Headphone/Speaker Output) 


(see 2.6.7, Headphone/Speaker Output) 


(see 2.6.7, Headphone/Speaker Output) 


= SPEAKER 
PERMANENT 
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2.6.5.2 RMS (incl. S/N) Zvi. By He 
Available for all analyzers. 


Analog mode: 


True rms measurements of AC voltages (frequency ranges of the analog ANALYZER instruments, see 
2.6.1, Selecting the Analyzer) of any desired waveform in the range of 1 V to 300 V with a resolution 
of 0.1 uV in the most sensitive measurement range. 

With a lower measurement limit of 


e 2 Hz, a superimposed DC signal controls the input unit and may adversely affect the measurement 
accuracy (see 2.6.1 Selecting the Analyzer, Range Limits)! 


e 10 Hz, there is AC coupling; this leads to a higher measurement speed (with AUTO or AUTO FAST) 
and a shorter settling time. 

Digital mode: 

The signal content is indicated as a true rms full-scale value from 0.0 to 1.0. 


In the digital range, the lower measurement limit can be set only in the DIG48kHz instrument. In this 
case, only the AUTO measuring speed is affected. 


Note: If all converter bits are set, 1.0 FS (= 0.0 dBFS) is displayed. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Selectable in the digital analyzer only; 


Note: DC suppression is only effective for the measured RMS value. 
With post-FFT a DC component is displayed even if DC 
suppression is switched on. A DC-free FFT display can only be 
obtained with the FFT measurement function. 
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AUTO FAST 
AUTO 


FIX 50 MS 


FIX 200 
FIX 1000 
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(Measuring time) 

The rms measurement time serves to match the measurement rate to 
the signal frequency. It depends on the measurement requirements 
whether a short measuring time or high accuracy will have priority. 


Automatic matching of the measuring time to the signal frequency with 
consideration of the signal period. The measuring time is matched as far 
as possible to the input signal; with AUTO FAST, a maximum algorithmic 
error of 1% (with AUTO: 1%o) may arise. With very weak signals, the 
measuring time is limited to 1 period according to Min Freq. 


Note: In the case of very noisy or distorted signals, the automatic 
measurement modes - particularly AUTO FAST - cannot clearly 
detect the signal period. To avoid measurement errors these 
signals should preferably be measured with GEN TRACK or with 
one of the FIX modes when an external generator is used. 


Fixed measurement times of 50, 200 or 1000 ms are used. Since the 
signal cannot be monitored for whole periods, these measurement 
modes may possibly abort. The measurement time should be long 
compared to the period to reduce the probability of abort to a minimum. 


Note: Because of unavoidable abort, the FIX modes should only be 
used if automatic modes are ruled out because of poor signal 
quality or low signal levels and generator tracking is not possible 
(eg for measurements with an external generator). 


Numeric entry of measurement time. As measurement errors might 
occur in this case too when the measurement time is not matched to the 
period, this mode should only be selected if the period of the signal is 
exactly known. 


Value ranges: 
ANLG 22 kHz: 100 us to 10s 
ANLG 100 kHz: 100 us to 575.94 ms 
ANLG 300 kHz: 100 us to 191.98 ms 
DIG 48 kHz: 100 psto10s 
DIG 192 kHz: 100 us to 98284 / sample freq. 
DIG 768 kHz: 100 us to 98284 / sample freq. 
Int. sample freq. = Samp! Frq * Oversamp 
Units: s | ms | us| min 
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Special measurement mode; a single measurement (with selectable 
TRIGGERED measurement time) is performed as soon as the signal exceeds a 
(selectable) trigger threshold for the first time. This measurement mode 
in conjunction with a burst generator signal allows the first period of a 
signal to be measured. 


Application. Anechoic measurements on loudspeakers, measurement 
of short signal pulses. 


Notes: -— TRIGGERED should only be selected for a_ single- 
channel measurement with fixed voltage range. 


— Triggering of level thresholds can also be selected using 
START CONDition LEV TRG CH1/2. Any measuring 
function (eg WAVEFORM") can be selected. However, 
the measuring mode described here can only be used for 
RMS measurements. Advantage: the measurement 
Starts without delay. 


— Inthe TRIGGERED mode, neither filters nor POST FFT 
or Settling can be set. 


GENTRACK Measurement over (at least) one period of the generator signal. To do so 
the generator frequency is matched to the analyzer sample rate, if 
required. At high frequencies, the measurement time is extended to 
several periods to increase the measurement accuracy. 

Particularly suited for measuring very noisy or distorted signals as well as 
for extremely fast sweeps. 

The period length is calculated from the signal frequency entered in the 
GENERATOR panel. For this reason this measurement mode should 
only be used with use of the UPD function generator. 


Note: When using the low-distortion generator, small frequency 
offsets may occur which may reduce the measurement 
accuracy if the measuring time is coupled to the rated 
frequency. The measurement rate AUTO should be used in 
these cases. 


FIX 50/200/1000 MS and VALUE are fixed integration times without consideration of the signal period. 
This leads to the following consequences depending on the meas. time/signal period ratio: 


e Meas Time is integer multiple of signal period: 
Optimum integration effect. Steady display! 


e Meas Time larger than, yet no integer multiple of signal period: 
Integration effect, however beats occur in the display. 


e Meas Time smaller than signal period: 
No integration effect. The measurement result follows the signal waveform. 
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(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.7. Selecting the Analyzer Filters) 


A maximum of 4 filters can be selected. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 

Switching on the POST FTT improves the digital frequency- 
measurement result for frequencies above 4 times the FFT resolution. 
This can be noticed in particular with high frequencies and/or noisy 
signals. 


POST FFT is switched off coercively, if the Meas Time TRIGGERED is 
selected or S/N measurement is switched on. 


Note: With active Post-FFT a DC part that might exist is always 
displayed in the FFT spectrum, e.g. even when DC suppressing 
is switched off. A DC free FFT display can be achieved via 
measurement function FFT. 


(Trigger level); 
Is displayed with Meas Time TRIGGERED, only. 


Sets the trigger threshold which determines the start of the RMS 
measurement. 

The trigger level applies in relation to the full-scale value selected under 
menu item Ch1/2 Range as a fixed voltage range. 


Specified range: -240 dB to 0 dB 
Unit: % or dB 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 
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2.6.5.3 RMS SELECT (Selective RMS Value) 


Available for all analyzers. 
Selective rms measurement with narrow bandpass. 


Selectable in the digital analyzer only; 


2.201 
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AUTO FAST 
AUTO 


GENTRACK 
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(Measurement time) 

The rms measurement time serves to match the measurement rate to 
the signal frequency. It depends on the measurement requirements 
whether a short measuring time or high accuracy will have priority. 


Automatic matching of the measuring time to the signal frequency with 
consideration of the signal period. The measuring time is matched as far 
as possible to the input signal; with AUTO FAST, a maximum algorithmic 
error of 1% (with AUTO: 1%.) may arise. With very weak signals, the 
measuring time is limited to 1 period according to Min Freq. 


Note: In the case of very noisy or distorted signals, the automatic 
measurement modes - particularly AUTO FAST - cannot clearly 
detect the signal period. To avoid measurement errors these 
signals should preferably be measured with GEN TRACK or with 
one of the FIX modes when an external generator is used. 


Fixed measurement times of 50, 200 or 1000 ms are used. Since the 
signal cannot be monitored for whole periods, these measurement 
modes may possibly abort. The measurement time should be long 
compared to the period to reduce the probability of abort to a minimum. 


Note: Because of unavoidable abort, the FIX modes should only be 
used if automatic modes are ruled out due to poor signal quality 
or low signal levels and generator tracking is not possible (eg for 
measurements with an external generator). 

Numeric entry of measurement time. Since measuring errors might occur 

in this case too when the measurement time is not matched to the 

period, this mode should only be selected if the period of the signal is 
exactly known. 

Value ranges: ANLG 22 kHz: 100 us to 10s 

ANLG 100 kHz: 100 us to 575.94 ms 

ANLG 300 kHz: 100 us to 191.98 ms 

DIG 48 kHz: 100usto10s 

DIG 192 kHz: 100 us to 98284 / sample freq. 

DIG 768 kHz: 100 us to 98284 / sample freq. 

Internal sample freq.. = Sampi Frq * Oversamp. 
Units: s|ms {ps | min 


Measurement over (at least) one period of the generator signal. To do so 
the generator frequency is matched to the analyzer sample rate, if 
required. At high frequencies, the measurement time is extended to 
several periods to increase the measurement accuracy. 

Particularly suited for measuring very noisy or distorted signals as well as 
for extremely fast sweeps. 

The period length is calculated from the signal frequency entered in the 
GENERATOR panel. For this reason this measurement mode should 
always be used with use of the UPD function generator. 


Note: When using the low-distortion generator, small frequency 
offsets may occur which may reduce the measuring 
accuracy if the measuring time is coupled to the rated 
frequency. The measurement rate AUTO should be used in 
these cases. 
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Reference (see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Bandwidth of bandpass 


BP 1% 
BS 1% 


Geometrically symmetrical bandwidth 1% 


BP 3% 
BS 3% 


Geometrically symmetrical bandwidth 3% 


BP 1/3 OCT 
BS 1/3 OCT 


1/3 octave = Third-octave, geometrically symmetrical bandwidth =~ 23% 


1 
(obtained from yD Api =02315= 23.15%) 


1/12 octave, geometrically symmetrical symmetrical bandwidth = 6% 


(obtained from #42 — =0,0577 =S.77%) 


2 
same as BP/BS 1/3 OCT, for 40 dB attenuation only 
but with considerably shorter settling time. 


BP 1/12 OCT 
BS 1/12 OCT 


BP FAST 
BS FAST 


Arithmetically symmetrical bandwidth using numerical entry 

Units: Hz, kHz 

Range of values: Range of values for the numerical entry of the 
bandwidth (FIX:): 


BP FIX: 
BS FIX: 


Analyzer Range for bandwidth 


ANLG 300 kHz 211.2 Hz 


DIG 48 kHz sample freq. , 
DIG 192 kHz 4800. 
DIG 768 kHz 


_— sample freq. 


cmin = 4809 (minimum center freq.) 


Int. sample freq.=Sampl| Freq.*Oversamp 


Note: _ For Third Octave filters the 0,1dB-bandwidth is reduced in order to obtain an attenuation of 3 
dB at the cut-off frequencies. Hence the effective bandwidth is lower than the theoretical 
value. 
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ie x _ Bandwidth | 
> eS «: 


0.1dB 
Ripple 


Attenuation 100dB, Attenuation 100dB 


: Bandpass’ 


Frequency 


Center Frequency 


Fig.2-30 Bandpass used for selective rms measurement 
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Frequency sweep of selective RMS Measurement 


The band center frequency of the selective rms measurement can be swept using various procedures. 
A table with a maximum of 1024 frequency entries is generated. As desired, the individual frequency 
points can be 


e calculated from user specifications (SWEEP CTRL —~ AUTO SWEEP | MANU SWEEP) 
e loaded from file as list sweep (SWEEP CTRL > AUTO LIST | MANU LIST) 


e derived from the individual frequencies of the generator setting MULTISINE (SWEEP CTRL —> GEN 
MLTSINE). 


1030.7500.02 2.205 EA 


Analyzer Functions 


AUTO SWEEP 


AUTO LIST 


MANU SWEEP 


MANU LIST 


GEN MLTSINE 


1030.7500.02 


UPD 


(Sweep control) 

Used to select whether and how to sweep the band center frequency. In 
the case of analog analyzers, the notch frequency of the switch- 
selectable analog notch filter is also swept. 


The sweep system is switched off. The band center frequency can be 
selected via menu item FREQ MODE (see below). 


Note: With this setting, the sweep system is available for 
generator or analyzer sweeps. By selection of FREQ MODE 
and switching on a generator frequency sweep or external 
frequency sweep the band center frequency can be swept 
over the generator frequency or over the frequency of an 
external generator. 


Pressing the START or SINGLE key causes the sweep to run 
automatically (see 2.11 Starting and Stopping a Measurement). 

The sweep parameter data are calculated from the user specifications 
(start/stop values and step size or number of points); “normal sweep 


Pressing the START or SINGLE key causes the sweep to run 
automatically (see 2.11, Starting and Stopping of Measurements or a 
Sweep). 

The sweep parameter data are read from a file (list sweep); refer to 
2.9.1.2, menu item STORE TRACE/LIST, Store > X AXIS, 

Store — Z AXIS. 


The sweep is controlled by means of the spinwheel and/or the cursor 
keys. After pressing the START key, the first frequency of the selective 
rms measurement only is set. Any further frequency is requested using 
the spinwheel or by pressing a cursor key (see 2.11 Starting and 
Stopping of Measurements or a Sweep). 

When sequencing the manual sweep, the result of the current 
measurement is not waited for, ie, the current RMS SELECT 
measurement and an analyzer delay, if set, are aborted. 


As with AUTO SWEEP, the sweep parameter data are calculated from 
the user specifications (start/stop values and step size or number of 
points); "normal" sweep 


The sweep sequence is similar to that of MANU SWEEP; the sweep 
parameter data are, however, read from a file (similar to AUTO LIST); 
(list sweep). 


(Generator multisine) 

The bandpass center frequency of selective RMS measurement is 
subsequently set to the multisine frequencies entered in the generator 
panel (see 2.5.5.4, Multisine). The generator signal function is assumed 
to be set to MULTISINE. 


This setting is mostly used for fast frequency response measurements. 
The sweep runs automatically when the START or SINGLE key is 
pressed (see 2.11 Starting and Stopping of Measurements or a Sweep). 
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Notes on manual sweep: 

In order to control a manual sweep using the spinwheel or the cursor keys, the graphics panel must be 
active (full-screen or split-screen mode). When the sweep is started, the switchover to the graphics 
panel is automatic. When "manual sweep" is selected, the band center frequency can be varied with a 
user-definable increment. The increment is defined by a fixed STEP (with MANU SWEEP) or by a 
variable step size defined in a file (with MANU LIST). With remote control, the command 
"INIT:NEXT<n>" is used to continue. 

Subsequent to setting a new sweep point, a continuous measurement is performed on this point. All 
measured values thus obtained can be read off from the display or from the curve plot (in the form of 
crosses). With sweep sequencing, the value /ast measured is stored. 

By turning the spinwheel fast, individual sweep points can be skipped (to be recognized as gaps in the 
graphical curve display), or repeated when the spinwheel is turned back. 

The measured values are indicated by crosses in the Curve Plot mode. If Scan count >1 has been 
selected in the DISPLAY panel, the crosses are not deleted prior to a new character, but remain on the 
screen. With strongly fluctuating measured values, the representation approximately takes the shape 
of a bar. If sweep steps are skipped or advanced too fast, a NAN (not a number) value is entered. 
When the end of the sweep is reached, the complete trace (with the last-measured values, 
respectively) is obtained. 
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LIN POINTS 


LIN STEPS 


LOG POINTS 


LOG STEPS 
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Spacing of the sweep ranges for menu items EP CTRL — AUTO 
SWEEP | MANU SWEEP 


The sweep range between Start and Stop is linearly spaced by a number 
of points to be specified under menu item “Points”. 
The step size in Hz can be derived from the number of linear points: 


step|Hz]= | Stop[Hz]- Start[Hz]| 


Points—1 


The sweep range between Start and Stop is spaced in frequency 
intervals determined by the linear step size to be specified under menu 
item "Step’. 

The number of points can be calculated from the linear step size in Hz: 


Stop[Hz]- Start[Hz]| bes 


Points = 
hoy Step[Hz] 


The sweep range between Start and Stop is logarithmically spaced by a 
number of points to be specified under menu item ”Step’”. 

The multiplier for the step size can be derived from the number of 
logarithmic points: 


1 
ee 


Step =| PL) 
wi ee 


The sweep range between Start and Stop is spaced using a logarithmic 
step size to be specified under menu item ”Step” as multiplier without 
unit. 


Note: When switching from ...POINTS to ...STEPS, no conversion is performed. The set values are 
retained in the background. When switching between LIN STEPS and LOG STEPS, the 
number specified for "Steps” remains the same. 
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Displayed with normal sweep on (SWEEP CTRL — AUTO SWEEP | 
MANU SWEEP Enter the start or stop value for sweeping the band 
center frequency. 

For the range of values and units, see FREQ MODE -> FIX. 
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Displayed with normal sweeps (SWEEP CTRL — AUTO SWEEP | 
MANU SWEEP) if the spacing LIN POINTS or LOG POINTS has been 
selected. 

Range of values: 2 to 1024 

Units: integer value without unit 


Displayed with normal sweeps (SWEEP CTRL — AUTO SWEEP | 
MANU SWEEP) if LIN STEPS or LOG STEPS has been selected with 
Spacing. 


Enter the step size for the frequency sweep of the band center 
frequency. 

Range of values: 

The step size must be selected such that max. 1023 single steps (= 1024 
sweep points) result. The step size must not be larger than the absolute 
difference between Stop and Start. 

For the valid range of values, see operator guidance line. 


Units with Spacing > LIN STEPS: Hz | kHz 
spacing — LOG STEPS: no unit, because 
of multiplier 


Displayed with list sweeps only (SWEEP CTRL —> AUTO LIST | MANU 
LIST) if LIN POINTS or LOG POINTS has been selected. 


File containing the frequency values for the frequency sweep of the band 
center frequency. (For the format of the sweep lists, see Appendix). 
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GEN TRACK 


FREQ CH1 
FREQ CH2 
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Displayed only with band center frequency switched off (SWEEP CTRL 
— OFF). 

Specification of the band center frequency. 

With analog analyzers, this implies specification of the notch frequency 
of the switch-selectable analog notch filter. 


Numerical entry of a fixed band center frequency, ie, also notch 
frequency, if notch switched on (menu line NOTCH (Gain) in the analog 
analyzers). 

The minimum and maximum possible center frequency is determined by 
the instrument selected and the bandwidth specified and displayed in the 
operator guidance line. (For table with values, see below.) 


For other measurement spheres, the generator can be swept, however 
does not affect any change in frequency of the selective rms 
measurement. 


(Generator Tracking) 

The band center frequency - and also the notch frequency (menu line 
Notch(Gain) in the analog analyzers), if switched on - tracks the 
generator frequency. This can be varied by the user (entry of value, 
spinwheel in menu item "FREQUENCY" of the generator) or by a 
generator frequency sweep. 

By means of the factor entered in the next menu line it can be 
determined whether the center frequency should directly track the 
generator frequency (factor = 1) or be a multiple thereof. If the factor is 
an integral multiple, it may be used for measuring single harmonics. 

The bandpass center frequency can be tracked to the generator signal 
functions SINE, MULTISINE, BURST, SINE2 PULSE, "SQUARE", only; 
any other signal function causes an error message. 


Note When using the low-distortion generator small frequency offsets 
may occur which may lead to faulty measurements if the band 
center frequency is fixed to the rated frequency and if the actual 
frequency is beyond the selected passband or stopband. In 
such cases, the measured frequency should be referred to 
(FREQ MODE MEAS CH1/2). 


The band center frequency - and also the notch frequency (menu line 
Notch(Gain) in the analog analyzers), if switched on, tracks the 
frequency measured on channel 1 or 2. 


Note: Switching over the input channels 132 causes the 
frequency mode to be switched over FRQ CH1 ~ FRQ 
CH2, too.. 
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Displayed only with FREQ MODE — GEN TRACK. 


Specifies the factor by which the center frequency of the bandpass or 
bandstop filter is higher than the generator frequency. An integral factor 
>1 allows a single harmonic to be measured. With the factor 1 the 
fundamental can be selected. 


Specified range: 1 to 20 


Note: _ The factor does not affect the notch filter frequency. With GEN 
TRACK selected, the notch filter is set exactly to the generator 
frequency without considering the “factor" so that a wider 
dynamic range can be obtained through the suppression of the 
fundamental irrespective of the measurement task. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 

An analog notch can be switched on additionally in the analog analyzers 
to improve the stopband attenuation if bandstop has been selected 
(menu item Bandwidth BS...). 


The notch frequency is coupled directly to the band center frequency of 
the selective filter, ie it is selected via menu item FREQ MODE. 


(see 2.7, Analyzer Filters) 
Another (digital) filter can be selected in addition to the selective filter 
and the analog notch. 


Application: Highpass filter for DC suppression. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


2.211 E-11 


Analyzer Functions UPD 


Value range of bandpass center frequency: 


The minimum and maximum possible center frequency is determined by the instrument selected and the 
bandwidth specified and is displayed in the user guide line. 


Analyzer | f. with bandwidth | f. with bandwidth | f. with bandwidth| f. with bandwidth fe with bandwidth 
1% 3% 1/3 OCT 12 OCT FIX: 
ANLG 22 kHz |10 Hz to 21.83 kHz |10 Hz to 21.61 kHz |10 Hz to 19.54 kHz | 10 Hz to 21.31 kHz bwyix DWix 
5,05Hz + or ete A =a 


ANLG 100 kHz }71 Hz to 124.4 kHz )71 Hz to 123.1 kHz |71 Hz to 111.4 kHz |71 Hz to 121.,4 kHz 


ANLG 300 kHz }213 Hz to 348.3 KHz] 213 Hz to 344.8 k Ha 213 Hz to 311.8 kHz] 213 Hz to 340.0 kHz 


bw; bw¢5 
tix — OM tet... 
35,91 Hz + 2 »fyo 3 


DW fix 


bg a 


N3 2 


107,7 Hz + 


DIG 48 kHz 
DIG 192 kHz 
DIG 768 kHz 


f 


—N_ f 
cmin *** 1005 


h Int. sample freq. « 0.1052E-3 + 
emin *** 412246 


bwrix ¢ DW hix 
‘ae 


f 


{= Bandpass center frequency {n1=21.94 kHz 
fomin = = samee | (minimum center frequency) fyg=125 kHz 

4 117 
fy= Int. sample freq. Jee (useful frequency) fng=350 kHz 
Int. sample freq.= © Sampi Freq*Oversamp 
bw, = bandwidth entered in numerical form 


Fup of 265,32 
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2.6.5.4 PEAK, Q-PEAK (Peak and Quasi-peak Weighting incl. S/N) A-6-.§.4 
Available in the analyzers ANLG 22 kHz and DIG 48 kHz. 


PEAK measurement 


Peak value detector follows the waveform without delay. 


Quasi-PEAK measurement 


Peak value detection with subsequent and defined rising and falling times. This measurement is used 
for interference voltage measurements to CCIR 468-4 and DIN 45405. 


For the peak and quasi-PEAK measurement, the maximum peak value of the input signal is 
determined and displayed within the monitoring interval selected under menu time “Intv Time’. 
Subsequently, the peak value memory is cleared and the next peak value is searched for. The 
principle of operation is comparable to that of a maximum pointer instrument. 


As to the measurement: e With the use of the analog analyzer an internal DC offset is also part of 
the measured value. The DC offset can be minimized using the "CAL 
Zero" function in the OPTIONS panel. 

e When applying a square signal, it is bandlimited by the upper limit of 
the selected analyzer, leading to overshoots at the edges (Gibb's 
phenomenon). The overshoots are also measured during peak 
weighting, so that a measured value exceeding the input peak may be 
obtained. Particularly in the digital range, FS values >1 may be 
measured (see footnote 2.4 Units - Hex). 


(S/N sequence) 
(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(Measurement mode) 
— of PEAK measurement (see 2.4, Units). 


PK + a. . 

The positive peak voltage is measured 
ey The (absolute) negative peak voltage is measured 
PK to PK The peak-to-peak voltage is measured 
PK abs The absolute (positive or negative) peak voltage is measured 

PK + } — Poe 

vil 
PK to PK PKs 


PK,,, always Indicates the higher of PK+ oder PK- 


Fig. 2-31 Signal with measurement modes 
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FIX 50 MS 


FIX 200 MS 


FIX 1000 MS 


FIX 3 SEC 


VALUE 


UPD 


(Interval time) 

Monitoring interval for peak value detection 

Selection depends on the type of input signal and measurement sphere. 
Universal specifications cannot be made. 


! = 


50 ms, PEAK only 

200 ms, PEAK only 

1000 ms, PEAK only 
3000 ms, quasi-peak only 
Numerical entry. 

Value range: 20 ms to 10s, 
Units: s | ms | us | min 
Notes on quasi-peak measurement: 


In order to obtain settled measured values, the measuring time should 
not drop below 3 s with triggered measurements and sweeps. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Quasi-peak only 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 
(see 2.7, Analyzer Filters) 
A maximum of 3 filters can be selected. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


END 6F fob, Sif 
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7 “AY 
2.6.5.5 DC Voltage ye eee a 
Available for all analyzers. 


Particularities of analog DC measurement: 


DC voltages can be measured at the Unbal input from 0 to +300 V, at the Bal input from 0 to +35 V. 
The DC reference point is the external conductor of the BNC female connector and connecting point 3 
of the XLR female connectors for the unbalanced input (UNBAL BNC) and balanced input (BAL XLR), 
respectively (see 2.6.2). For selecting the measurement range for DC measurements, see 2.6.2, Table 
220. 2-19 Pace 2.156 


During a DC measurement, overloading of the measurement path because of a superimposed AC 

voltage causes a less sensitive range to be automatically set, which however means less measuring 

accuracy. 

If the DC voltage is superposed by an AC voltage, specifying the Meas 
: Time as integration time relative to the signal period of the AC voltage 

has different effects: 


Meas Time is an integer multiple of signal period: 
An integration effect results. The AC voltage is not included as part of 
the DC measurement result. Steady display! 


Meas Time larger than, yet no integer multiple of signal period: 
As above, yet beats occur in the display 


Meas Time smaller than signal period: 
No integration effect. The AC voltage component is part of the DC 


measurement result. The DC measurement result follows the AC voltage 
characteristics. 


FIX 200 MS Measurement time: 200 ms 


Numerical entry. 
VALUE Value range: 1 ms to 1.5 ms 
Units: S|ms | ps] min 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


END oF 2.65. 5 
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2.6.5.6 THD Measurement 26:5 Gb 


Available for all analyzers. 


For distortion measurements, apply an extremely pure sinewave signal to the device under test. Select 
the signal frequency such that the significant components of the distortion spectrum are still below the 
upper range limit (See 2.6.1, 2.6.2, 2.6.3) of the selected ANALYZER instrument. 


A signal not meeting the requirements leads to a SHOW I/O message (see 2.3.5): 


e The signal has no zero crossings in the viewed frequency range and is not suitable for distortion 
measurements: 
”Can't find zero crossing in Signal” 


e With the setting "Fundamentl GEN TRACK" (fundamental frequency of THD+N measurement is 
coupled to the current generator frequency), an unsuitable signal function is selected in the 
GENERATOR: 

”No valid GEN-Function (SINE, BURST, S2PULS or SQUARE)” 


With the signal function SINE (see 2.5.4.3) and the low-distortion generator (option UPD-B1), the UPD 
generator provides a sinewave signal that meets the high quality demands. 


Principle of measurement 


The UPD allows the distortion of single harmonics or combinations thereof (d2 to d9) to be measured, 
the amplitudes of the single harmonics being selectively measured and the root of their square sum 
can be displayed as RMS value or related to the total rms value. A selection is made in the menu item 
"Meas Mode". Depending on the selected mode different units are used: 

- V or FS for RMS display 

- % or GB for ratio display 


lua22 
Urup [dB]=20x!og Ud22 +..+Ud92 


total rms value 


VUd2? +. ..4Ud9? : square sum of selected harmonics 


Display of the measurement result: 


Apart from displaying the THD in the result display, a graphical (histogram) ) or a numeric display of 
the fundamental and of individual harmonics can be switched on. This is done by selecting 
OPERATION SPECTRUM or SPECTR LIST in the DISPLAY panel. All harmonics in the frequency 
range are indicated in the histogram. The selected harmonics contained in the result are marked by 
wide bars, all others by narrow bars so that they can be distinguished. 


Note: If the fundamentals applied to the two measuring inputs have different frequencies, the 
frequencies indicated in the graphics refer to the channel which is displayed in trace A. 
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SELECT di 


All even di 


All odd di 


All di 


LEV SEL di 


LEV even di 


LEV odd di 


LEV all di 


 diz468 
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(Measurement mode) 

Select the harmonics to be measured and the way of display. The 
harmonics are then displayed above the measured value window. "THD 
2-4-6-8”, for example, means that the 2nd, 4th, 6th and 8th harmonic 
distortions are measured. 


Any combination of harmonic distortions d2 to d9. The measurement 
result is the root from the square sum of the selected harmonic distortion 
referred to the total RMS value. Display in % or dB. 

Like SELECT di, all even harmonics (d2, d4, d6, d8) being selected. 

Like SELECT di, all uneven harmonics (d3, d5, d7, d9) being selected. 
Like SELECT di, a// harmonics (d2 to d9) being selected. 

Any combination of harmonic distortions d2 to d9. The measurement 
result is the root from the square sum of the selected harmonic distortion, 
display as RMS value (with any level unit). 

Like LEV SEL di, all even harmonics (d2, d4, d6, d8) being selected. 

Like LEV SEL di, all uneven harmonics (d3, d5, d7, d9) being selected. 


Like LEV SEL di, al/f harmonics (d2 to d9) being selected. 


Displayed only, if either SELECT di or LEV SEL di has been selected as 
Meas Mode. 


Select any combination of harmonics. 
After selecting the desired harmonics using the T and J keys, the 


harmonic distortion measurement can be selected (V) or disabled by 
means of the SELECT key. 
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(Dynamic mode) 

Analog analyzers only 

Determines the possible dynamic range of measurement results and thus 
the measurement rate. 


A fast measurement with less dynamic range is performed. 


If the measured value is better than 60 dB (Analog 22 kHz) or 50 dB 
(Analog 100 kHz or 300 kHz), the measurement is performed with wider 
dynamic range and with the analog notch filter cut in. The measuring 
time increases correspondingly. If the THD value of the signal drops 
below 50 or 60 dB, the measurement is performed in the FAST mode. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(See Fehler! Verweisquelle konnte nicht gefunden werden.) 
only available in level measurement modes (LEV...). 


This value may be entered manually if desired. Otherwise, the current 
RMS value will be automatically entered, if the reference value of INPUT 
DISP RMS is stored with the STORE (or STORE CH1 or STORE CH2) 
function. 
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Fundamentl 


AUTO 


Specify how the fundamental frequency is to be determined. 


The UPD automatically determines the fundamental frequency (while 
THD measurement is being performed). 


VALUE 
1000,0 Hz Numerical entry of fundamental frequency 


Range of values: 


ANLG — 22 kHz: 5.8Hz to 21.9kHz 
ANLG 100 kHz: 41.7Hz to 125 kHz 
ANLG 300 kHz: 125Hz to 350kHz 
DIG 48 kHz: | 


DIG 192 kHz: f int. sample freq./8192 to useful bandwidth 
DIG 768 kHz: J 


Useful bandwidth = int. sample freq. * Oversamp * 117/256 


With the generator signal function set to "SINE”, "MULTISINE", "BURST” 

"SINE2 PULSE” or "SQUARE”, the current generator is used as 

fundamental frequency. The latter can be varied by the user (entry of 

value, spinwheel under generator menu item FREQUENCY) or by means 
of a generator frequency sweep. 

Selecting any other signal function results in an error message (see 

2.3.5). 

Note: With active low-distortion generator, its actual frequency is 
determined in each measurement by means of an internal 
frequency measurement, which increases the total 
measuring time. With a view to the measurement rate, the 
operating mode GEN TRACK should be avoided in this 
case. 


GEN TRACK 


The settings VALUE and GEN TRACK are preferably used for signals 
with high harmonic content to increase the setting accuracy. 


ial 9 dB ad PART fet ean 2: ‘er Graphical presentation of THD 
“sell [r fae | | measurement results in the form of a 
= = - a histogram see 2.10.1 and 2.10.2 


- Meas Mode All even di 
+ Unit a5 

- Fundament! AUTO 

- Fnct Settl OFF 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


EnD pF AbSe 
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2.6.5.7. THD+N/SINAD Measurement - (Total Harmonic Distortion+Noise) 2.6.3 


Available for all analyzers. 7 


For THD or SINAD measurements, apply a highly pure sinewave signal to the device under test. Select 
the signal frequency such that the significant components of the THD spectrum are still below the 
upper measurement limit (see 2.6.1, 2.6.2, 2.6.3) of the used ANALYZER instrument. 


if the signal offered does not meet the requirements, a SHOW I/O message is output (see 2.3.5): 
e Inthe frequency range up to 300 kHz, the fundamental wave cannot be found: 
"Can't find fundamental" 


e The frequency of the found fundamental! wave is less than the lower limit value (for its calculation, 
see below, Fundament! VALUE): 


”*Fundamental too low” 


e For the setting Fundament!| GEN TRACK (fundamental frequency of THD+N measurement is 
coupled to the current generator frequency), an unsuitable signal function is selected in the 
GENERATOR: 


"No valid GEN-Function (SINE, BURST, S2PULS or SQUARE)" 


With the signal function SINE (see 2.5.4.3) in combination with the low-distortion generator (option 
UPD-B1), the generator in the UPD offers a sinewave signal meeting the high demands on its spectral 
purity. 


Principle of measurement 


The fundamental is filtered out and the total remaining energy consisting of harmonics and broadband 
noise within the band limits specified with "FrqLim Low" and "FrqLim Upp" is calculated with the aid of 
one or several FFTs. The user can select the size of the first FFT for starting the calculation,. ww 
e implicitly by selecting measurement time (with post FFT switched off) 

e explicitly by selecting FFT size (with post FFT switched on). 

A compromise has to be made between measurement speed and accuracy. If the selected FFT size is 
not sufficient to measure the fundamental of the test signal, the FFT size and, if required, the zoom 
factor are gradually increased. 

The energy of the noise and, if applicable, the harmonics can either be displayed as an RMS value or 
put in relation to the total rms value, the total rms value being band-limited to "FrqLim Upp". The 
selection is made under the menu item "Meas Mode’. Depending on the selected measurement mode, 
the units are as follows: 

e -  VorFS for RMS display 

e -  %ordB for ratio display 

In the measurement modes "NOISE" and "LEVEL NOISE” all harmonics in addition and the 
fundamental are filtered out from the total signal. With each harmonic also the noise energy of the 
respective sideband is filtered so that at very low frequencies - and therefore when a large number of 
harmonics exists - a great part of the noise energy is lost. For this reason these measurement modes 
should only be used with high frequencies (> 100 * FFT resolution) and large "FFT Size". 


Measurement limits 


The lower frequency limit for the measurement signal is instrument-dependent and as follows: 

10 Hz in ANLG 22 kHz and the DIG 48 kHz instrument, 

20 Hz in the ANLG 100 kHz instrument, 

70 Hz in the ANLG 300 kHz instrument, 

30 Hz in the DIG 192 kHz instrument, 

e 100 Hz in the DIG 768 kHz instrument. 

The frequency of the fundamental must be limited at the upper end such that the harmonic to be 

‘iv ula is still below the frequency limit of the respective analyzer or below the selected "FrqLim 
pp". 
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For noise measurements (measurement mode NOISE and LEVEL NOISE, harmonics not considered), 
the harmonic must be at least 36 times the lowest possible resolution (indicated under Post-FFT). For 
instance, with ANLG 22 kHz instrument and a sample rate of 48 kHz in the digital analyzer, a lower 
limit of 105.46875 Hz is obtained. 

THD-N Post-FFT is only possible if the fundamental of the measurement signal is six times the 
resolution indicated under Post-FFT (see "FFT Size"). To reduce the resolution and therefore the lower 
frequency limit, the FFT size may have to be increased. 


Measurement speed 


The measurement speed depends on the (selectable) FFT size and the required dynamic 

measurement range. 

The required FFT size is obtained from the frequency of the signal to be measured and the required 

accuracy. The larger the FFT, the finer the frequency resolution and the lower the bottom 

measurement limit. With low frequencies and high accuracy requirements, a large FFT must be 

selected and a longer measurement time be taken. 

For measuring particularly low-distortion signals, the dynamic range can be extended by selecting the 

Precision mode. In this case the measurement time will be doubled, however. 

To obtain a maximum measurement speed, two parameters can be optimized: 

e Selection of smallest-possible FFT size or matching the FFT size to the fundamental of the 
measurement signal. The FFT size should be such that the fundamental to be measured is at least 
10 times the resolution displayed under Post-FFT (12 times in the digital analyzer). Only then can 
be total signal be measured with a single FFT. If the UPD generator is used as a signal source, 
Fundamental GEN TRACK and FFT Size 512 ("Meas Time SUPERFAST".) should be selected. 

e Selection of Dynamic Mode FAST if the signal to be measured does not require the full dynamic 
range. 


Display of measurement results: 


In addition to the total harmonic distortion (in the result display), the frequency spectrum can also be 
represented graphically or numerically as POST FFT. This is the case when OPERATION SPECTRUM 


or SPECTR LIST in the DISPLAY panel. 
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UA Vd,2 + Vd,? +... + Vici? (fundamental filtered out) 


= total rms value 


Fig. 2-32 


U 
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VLANs Ud? + Ud? +... + Unoice? - (Grundwelle ausgefiltert) 


= Gesamteffektivwert 


Bild 2-33 


N= 12 for DIG 48 kHz 
10 for ANLG 22 kHz, DIG 192 kHz and DIG 768 kHz 
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7.5 for ANLG110 kHz 
8.5 for ANLG 110 kHz 


JU 24U 2 +.tU 2 
= 20*log.¥_d2 “a3 **Unoise 


UTHD+N [dB] total rms value 


THD+N measurements provide negative dB-values, SINAD measurements result in positive dB- 
values. The magnitudes of the values are identical. 


WUa2? +U gg? +--+ Unoige” = Square sum of all harmonic + distortions noise within the 


frequency range specified under FrqLim Low and FrqLim Upp. 


(Measurement mode) 
Select the measurement and display modes. The selected measurement 
mode is displayed above the result window. 


The THD including noise is measured; the result is the root of the square 
sum of the selected harmonic and the noise voltage, referred to the 
total RMS value; display in % or dB. 


As THD+N, but displayed as reciprocal value; display (positive) dB only. 


Only the noise is measured; the result is the noise voltage referred to 
the total RMS value; display in % or dB. 

Application: 

Measurement of non-harmonic interferences such as RUB & BUZZ 
measurement of loudspeakers. 


The THD including noise is measured, the result is the root of the square 
sum of the selected harmonic and the noise voltage; display as RMS 
LEVEL THD+N value (in any level unit). 


Only the noise is measured; the obtained noise voltage is displayed as 
RMS value in % or dB. 


LEVEL NOISE 
Dyn Mode. (Dynamic mode) in analog analyzers only. 


Determines the possible dynamic of the measurement result and thus the 
measurement rate. 


FAST A fast measurement with low dynamic is performed. 


PRECISION The measurement is performed with a higher dynamic and with the 
analog notch filter cut in; the measuring time increases correspondingly. 
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Displayed only in the analog instruments when Dyn Mode FAST is 
selected. 


The fundamental is blanked (extremely narrowband). Thus, interference 
components very close to the carrier can be recognized. 


To suppress the carrier, a notch filter is used with a characteristic which 
was commonly used in the past in analog measuring instruments. The 
measured values are improved due to the broadband filtering, since 
harmonic components close to the carrier are also suppressed. 


This mode should be used if the measurement results should be 
comparable to those of analog instruments. 


(Measurement time) 
The measurement time is used to adapt the measurement speed to the 
required accuracy. To obtain a higher measurement speed the (initial) 
FFT size is reduced. 


Measurements are performed with the greatest FFT size (8k zoom FFT). 
Additional FFTs (with a higher zoom factor) are only required for 
extremely low frequencies. This setting should be selected in particular 
when only the noise (NOISE or LEVEL NOISE) is measured so that 
harmonics are suppressed with a bandwidth as narrow as possible. 


The initial FFT is measured with reduced FFT size (2 k). With low 
frequencies, additional FFTs (with more points and a higher zoom factor) 
are required. 


The initial FFT is measured with the smallest FFT size (0.5 k). Additional 
FFTs (with more points and a higher zoom factor) may be required. This 
setting should only be selected if the measurement result need not be 
too accurate and the frequency of the signal to be measured is not very 
low. 


Note: With post-FFT switched on, the FFT size can be set as required 
irrespective of the settings made here, i.e. the selected 
measurement speed is ignored. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(See Fehler! Verweisquelle konnte nicht gefunden werden.) 
only available in level measurement modes (LEV...). 


This value may be entered manually if desired. Otherwise, the current 
RMS value will be automatically entered, if the reference value of INPUT 
DISP RMS is stored with the STORE (or STORE CH1 or STORE CH2) 
function. 
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Fundamenti 


AUTO 


VALUE 


GEN TRACK 
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Determines how to obtain the fundamental frequency. 


UPD determines the fundamental frequency automatically (while the 
THD+N measurement is being performed) 


Numerical entry of fundamental frequency. 
Range of values: 


ANLG 22 kHz: 10.0 Hz to 21.9 kHz 
ANLG 100 kHz: 20.0 Hz to 125 kHz 
ANLG 300 kHz: 70.0 Hz to 350 kHz 
DIG  48kHz: | 


DIG 192 kHz: 12*sample freq./(8*8192) to useful bandwidth 
DIG 768 kHz:) 


Useful bandwidth = Sample freq * Oversamp * 117/256 


The setting VALUE is to be preferred for signals with a high noise 
component if an external generator is used as a signal source. 


With the generator signal function set to SINE, MULTISINE, BURST 
SINE2 PULSE or SQUARE, the current generator frequency is used as 
the fundamental. The latter can be varied by the user (entry of value, 
spinwheel under generator menu item FREQUENCY) or by means of a 
generator frequency sweep. 

Selecting any other signal function results in an error message. 

Thus the setting accuracy for signals with a high noise component is 
improved and the measurement speed increased. 


With a fundamental the frequency of which cannot be measured with the 
set FFT size, the latter is increased until the measurement can preferably 
be performed with a single FFT (or 2 FFTs in the precision mode). Thus 
the maximum measurement speed can be obtained for each generator 
frequency with FFT size 512. 


The setting GEN TRACK is to be preferred whenever the internal 


‘generator is used as the signal source. 


Note: With FAST setting, in particular, the current frequency of the 
active low-distortion generator may slightly deviate from the 
frequency set in the GENERATOR panel. This may lead to 
small frequency error occurring with determination of the 
harmonics, thus slightly reducing the accuracy of the 
measurement result. Therefore, the operating mode GEN 
TRACK should not be used in conjunction with the low- 
distortion generator. 


The settings VALUE and GEN TRACK are preferably used for signals 
with high harmonic content to increase the setting accuracy. 
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The THD+N measurement result can be weighted using one of 14 ww 
different filters (see 2.7.1). 


OFF 
A WEIGHTING 
C MESSAGE 
CCITT 

CCIR WTD 
CCIR UNW 
DEEM 50/15 
DEEMPH 50 
DEEMPH 75 
DEEMPH J.17 
RUMBLE WTD 
RUMBLE UNW 
DC NOISE HP 
CCIR ARM 
IEC TUNER 


Lower band limit of THD+N / SINAD measurement function; this limit 
does not influence the calculation of the total RMS value. 


Value range: —wW 
ANLG 22 kHz: 10.0 Hz to 21.93 kHz 

ANLG 100 kHz: 20.0 Hz to 124.9 kHz 

ANLG 300 kHz: 70.0 Hz to 349.81 kHz 

DIG 48kHz: | 

DIG 192kHz: > 12*sample freq./(8*8192) to useful bandwidth 

DIG 768kHz: J 


Int. sample freq. = Sample freq * Oversamp 
Useful bandwidth = Sample freq. * 117/256 


Upper band limit of THD+N / SINAD measurement function and of the 
total RMS value. 
Range of values: 


ANLG 22 kHz: (Freq Lim Low+8.79 Hz) to 21.94 kHz 
ANLG 100 kHz: (Freq Lim Low+62.5Hz) to 125 kHz 
ANLG 300 kHz: (Freq Lim Low + 187.5 Hz) to 350 kHz 
DIG 48 kHz: 


DIG 192kHz: f (Frq Lim Low + Int. sample frq./5461.3) to useful 
DIG 768kHz: J bandwidth 


Useful bandwidth = Sample freq * Oversamp * 117/256 


Note: /f the fundamental of the measurement signal is above "FrqLim 
Upp", relative measurements (THD+N, SINAD and NOISE) are 
not useful because the energy of the fundamental of the ww 
reference is filtered out. In this case an error message is output. 
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Only harmonic distortions and noise components within the specified band limits are used for 


calculation. 


For calculating the total RMS value only frequencies below "FrqLim Upp" are considered. 


POST FFT 


1030.7500.02 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 
There is no post-processing of measuring data for POST FFT, the 
measurement can thus be terminated faster. 


Subsequent to obtaining the result of the THD+N measurement, the 
measured data are prepared for POST FFT display. The display can be 
selected in the DISPLAY panel, eg as FFT spectrum. 


Of the following five FFT setting parameters only the FFT size can be 
modified, all others are displayed. 


Note: If the selected FFT size is too small, the Post-FFT cannot be 
displayed. 


Size of FFT used for calculating THD-N and Post-FFT; settable in steps 
of 2 between 512 and 8192. 


A larger FFT size (ie more calculated points) entails a finer frequency 
resolution, a reduced lower frequency limit and a higher accuracy but 
also correspondingly longer measurement times. 


The selected FFT size determines the display of the Post-FFT and the 
initial size of the zoom FFT used for calculating THD-N. An FFT size 
which is not sufficient to resolve the fundamental of the signal has the 
following consequences: 


e The Post-FFT cannot be displayed; an error message is output in the 
displayed graph. 


e Additional FFTs with an increased number of samples are 
automatically calculated and the measurement time increases 
accordingly. 


To be able to perform a Post-FFT, it must be ensured that the 
fundamental is by the factor 6 above the displayed resolution (or 36 for 
all (LEVEL) NOISE measurements). 


If required, the FFT size has to be increased or another analyzer 
instrument selected. 


To avoid additional FFTs being performed (because the FFT size is too 
small) without having to switch to a large and therefore slow FFT, it is 
recommended to use "Fundamental GEN TRACK" when an internal 
generator is used. With this setting the fundamental is known before the 
ist FFT is started so that the smallest possible FFT (= "FFT Size") can 
be used. 
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Always RIFE VINC 2 (analog) or RIFE VINC 3 (digital) 


Note: For more specialized applications the parameter 
"-tthdn" may be used to select the FFT window to be used 
for the THD+N measurement. 


Display value, not identical with Frq Lim Low 
Display value (useful bandwidth), not identical with Frq Lim High 
Display value; determines the lower frequency limit of the measurement. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Direct aural monitoring of the residual THD+N signal is not possible. 
However, the distortion can be monitored when a narrowband bandstop 
filter is switched on during the RMS SELECT measurement. The signal 
after the bandstop filter corresponds to the residual signal of the THD+N 
measurement (see Fehler! Textmarke nicht definiert.). 


END OF ROT 
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2.6.5.8 MOD DIST (Modulation Factor) ). A+b6ade F 


Available in all analyzers. 


For modulation distortion measurements, apply a frequency mixture consisting of a low-frequency 
interfering sinewave signal (eg 60 Hz) and a high-frequency useful sinewave signal (eg 7 kHz) to the 
DUT. The amplitude of the interfering signal should be equal to or higher than that of the useful signal. 
According to DIN IEC 268 Part 3, selection of a peak amplitude ratio interfering : useful signal = 4: 1 is 
to be preferred. 


When the signal offered does not meet the requirements, a SHOW I/O message (see 2.3.5) is output: 
e Useful signal is not in the frequency range from 2 kHz to 110 kHz: 
”Cannot find high tone in the range from 2 to 110 kHz.” 
e Interfering signal is not in the frequency range from O Hz to 1100 Hz: 
*Cannot find low tone in the range from 0 to 1100 Hz.” 


With the signal function MOD DIST (see 2.5.4.8), the UPD generator offers the above frequency 
mixture, allowing the frequencies and amplitude ratio of interfering and useful signal as well as the total 
level to be specified. Total level and useful frequency can be swept. 


Principle of measurement 


Unaffected by noise due to selective measurement, the UPD measures the intermodulation products of 
2nd and 3rd order in line with DIN IEC 268 Part 3 and does the square sum of the intermodulation 
products. (Contrary to the DIN IEC 268 Part 3 Recommendation, the total intermodulation distortion is 
measured to permit comparisons with the hitherto commonly used SMPTE measurement procedures). 


Note: lf the intermodulation signals applied to the two measuring inputs have different 
frequencies, the frequencies indicated in the graphics display refer to the channel 
displayed in trace A. 


f1 (interfering signal) 


f2 (useful signal) 
d2 d2 
d3 d3 
a ie — 
0,1 02 03 04 0,5 8,7 88 89 90 91 9,2 9,3 Frequency in kHz — 


d2 = Intermodulation product of 2nd order 
d3 = Intermodulation product of 3rd order 
Fig. 2-34 


Modulation distortion of 2nd order: 


Ucrrs42y]* Urr2-49] 
dm2 =U 
Vita) 
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Modulation distortion of 3rd order: 


resis Uit2-24y)|+/Urr2+211 
Ura) 


Square sum: 


dm(2 +3) = ydm22 +dm32 


MOD DIST [dB] = 20 * Ig (dm(2+3)) 


Display of measurement result: 


In addition to displaying the total intermodulation distortion in the result display, an additional graphical 
(histogram) or numerical display of the useful frequency and the signal frequency and of the individual 
intermodulation products can be switched on. This is effected by selection of OPERATION 
SPECTRUM or SPECTR LIST in the DISPLAY panel. 


Note: If the intermodulation signals applied to the two measuring inputs have different 
frequencies, the frequencies indicated in the graphics refer to the channel which is 
displayed in trace A. 


(Dynamic Mode), in the analog analyzers, only. 
determines the possible dynamic of the measurement result and thus the 
measurement rate. 


A fast measurement with less dynamic is performed. 


If the measured value is better than 55 dB (Analog 22 kHz) or 40 dB 
(Analog 100 kHz or 300 kHz), the measurement is performed with higher 
dynamic and analog notch filter cut in; the measuring time increases, 
correspondingly. If the intermodulation value of the signal drops below 55 
or 40 dB, the measurement is performed in FAST mode. 


PRECISION 


(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 


1030.7500.02 2.230 E-11 


ee b ’ 5. ” Sg 
UPD Analyzer Functions 


aca _ 


| : HOD DIST Input PEAK GEN u ° 
c Da 103.5 @ | [i.em3 0 [on | Sea 
NA cra 104.31 ab | | 1.6736 OM | mon tasazst 


“(A) 9) ofA) 


Fite-es a3] 109.69 dB 
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40 


Graphical presentation of MOD DIST measurement results in the form of a histogram, see 2.10.1 and 
2.10.2. 


End ef ©6:5.7 
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2.6.5.9 DIM (Dynamic Intermodulation Distortion) “tok: & 7 


DIM is available in the ANALYZER instruments ANLG 22 kHz and DIG 48 kHz. 


For the dynamic intermodulation distortion measurement (DIM), apply a frequency mixture, consisting 
of a low-frequency squarewave superposed by a high-frequency sinewave with a peak-amplitude-ratio 
of square : sine = 4: 1, to the device under test. To DIN IEC 268 Part 3, the squarewave is to be 
spectrally limited to 30 kHz or 100 kHz using a one-pole lowpass. 


The UPD is able to weight two squarewave/sinewave frequency mixtures: 


To DIN IEC 268 Part 3: 
square 3.15 kHz /sine 15 kHz 

as against DIN for applications in the RF range: 
square 2.96 KHz / sine 14 kHz 


For deviations exceeding 


e +2 % of the specified squarewave frequency or 
e +5 % of the specified sinewave frequency 


the following SHOW I/O messages (see 2.3.5) are output. 
*No squarewave at defined frequency.” or 
”No sinewave at defined frequency.” 


With the signal function DIM (see 2.5.4.10), the UPD generator offers the two frequency mixtures 
stated above, besides, the band limitation of the squarewave can be set to 30 kHz or 100 kHz and the 
total amplitude can be set. 


Principle of measurement 


The UPD selectively measures the nine components of dynamic intermodulation, which are caused by 
the device under test and are within the AF range. As against the obsolete principle of measurement, 
which is to filter out only two or three interfering lines in the lower frequency range using a lowpass and 
obtain a measurement result impaired by noise, the UPD now provides a measurement result 
unaffected by noise due to the selective measurement of each individual interfering line. The 
intermodulation distortions provided by the new method may be higher than with the former method, 
yet conforming to standards. 


Intermodulation Frequency 
components 


t 
3,15 6,30 9,45 12,60 


Fig. 2-35 Frequency spectrum of signal for DIM measurements illustrated by the example of a 
frequency mixture of square 3.15 kHz / sine 15 kHz 


: 4 
{ ! 
15,00 

15,75 —> f (kHz) 
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DIM- WERT [dB] = 20*1g(d) 


VUt +U22 +U32...+U92 


d U, 

fq = squarewave frequency 

fs = sinewave frequency 

V1...V9 = rms value of spectral components 
Vs = rms value of sinewave signal 

d = dynamic intermodulation distortion 


Display of the measurement result: 


In addition to displaying the dynamic intermodulation factor in the result display, an additional graphical 
(histogram) or numerical display of the squarewave frequency and the sinewave frequency (according 
to the meas. mode selected) and of the individual intermodulation products can be switched on. This is 
effected by selection of OPERATION SPECTRUM or SPECTR LIST in the DISPLAY panel. 

Note: If the intermodulation signals applied to the two measuring inputs have different 


frequencies, the frequencies indicated in the graphics refer to the channel which is 
displayed in trace A. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 
FREQ MODE 


FIX: 
GEN TRACK 


Square/Sin  — 


2.96/14 kHz 


Select reference frequencies. 


Two fixed reference frequency pairs can be selected in the menu line 
Square/Sin (see next command). 


With the generator signal function set to DIM, the reference frequency 
pair specified under generator menu item Square/Sin (see 2.5.4.10) is 
used as reference frequency pair in DIM measurements. 

If, by mistake, any other generator signal function is set, an error 
message is displayed (see 2.3.5): 


Generator function invalid! 
To use FREQ MODE — GENTRACK, DIM must be set as generator 
function! 


Two reference frequency pairs 


Squarewave frequency 2.96 kHz, sinewave frequency 14 kHz 


3.15/15 kHz 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Squarewave frequency 3.15 kHz, sinewave frequency 15 kHz 
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(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Graphical presentation of DIM measurement 
results in the form of a histogram see 2.10.1 
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2.6.5.10 DFD (Difference Frequency Distortion) a-6-4, [0 


Available for all analyzers. 


To measure the difference frequency distortion of 2nd or 3rd order, apply a frequency mixture to the 
device under test. The frequency mixture is to consist of two sinewave signals of the same amplitude 
with. To DIN IEC 268 part 3, an arithmetic mean frequency out of the terz band (5, 6.3, 8, 10, 12.5, 16, 
20 kHz). and a frequency offset of 80 Hz is to be selected preferably. 


Frequency limits for dg- and d3-measurements: 
2fo-f4 must still be within the frequency range of the instrument set (see 2.6.1). 


When the signal offered does not meet the requirements, a SHOW I/O message is output (See 2.3.5): 


e The frequency difference is higher than 2100 Hz: 
“Frequency difference of IMD-Tones seems to be too large; (> 2100.0 Hz)” 
e The frequency difference is less than 70 Hz: 
”*Frequency difference of IMD-Tones seems to be too small; (<70.0 Hz)” 
e The levels of the two sinewave signals differ by more than 20 %: 
”Level of IMD-Tones seems to be too different; (more than 20 %)” 


Note: In the measurement modes to IEC 118 a level check of IMD tones is not performed. A DFD 
measurement is therefore also possible with strongly distorted IMD signals (eg due to frequency response of 
DUT or transmission link). 


With the signal function DFD (see 2.5.4.9), the UPD generator offers the above frequency mixture 
allowing the mean frequency, frequency difference and total amplitude to be specified by the user. 
Principle of measurement 


With Meas Mode do or dg being set, the UPD measures selectively. Thus being unaffected by noise, 
the intermodulation products of 2nd or 3rd order are measured in accordance with DIN IEC 268 part 3. 


2nd order 3rd order 3rd order intermodul- 


ation products 


—s «<— frequency 2 


frequency difference 


Fig. 2-36 
Difference frequency distortion of 2nd order: Difference frequency distortion of 3rd order: 
|Un, 1) | lu - |+ ag = | 
(fp 1) (2f. ~f,) (2f, ~f.) 
d, [dB] = 20xlg ———— d, [dB] = 20xlg to IEC 118 
: 2xUy,) 2xU,) 
Vn = U..- 
d, [dB] = 20xlg Wun= wo) d,{dB] = 20xlg Yen =| to lEC 118 
(fz) (f2) 
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Display of the measurement result: 


In addition to displaying the difference frequency distortion (d2 or d3) in the result display, an additional 
graphical (histogram) or numerical display of the center frequency and the difference frequency 
(according to the meas. mode selected) and of the individual intermodulation products can be switched 
on. This is effected by selection of OPERATION SPECTRUM or SPECTR LIST in the DISPLAY panel. 


Note: If the intermodulation signals applied to the two measuring inputs have different 
frequencies, the frequencies indicated in the graphics refer to the channel which is 
displayed in trace A. 


Measurement mode for selecting the order of the intermodulation 
products and the measurement standard. 


d2 (IEC 268) Measurement and display of 2nd order intermodulation product referred 
to the twice the "Upper Frequency” (to IEC 268) 

d3 (IEC 268) Measurement and display of 3rd order intermodulation products referred 
to twice the "Upper Frequency” (to IEC 268) 

d2 (IEC 118) Measurement and display of 2nd order intermodulation products referred 
to the "Upper Frequency” (to IEC 118) 

Measurement and display of lower 3rd order intermodulation product 


d3 (IEC 118) 
referred to the "Upper Frequency” (to IEC 118) 


Note: Measurements on hearing aids are mostly performed acc. to 
IEC 118. Due to the different calculation formula used, the 
result of the d2 measurement to IEC 268 is better by approx. 
6 oB. 


Dynamic Mode, only for Meas Mode —> d2; 
determines the possible dynamic of the measurement result and thus the 
measurement rate. 


FAST A fast measurement with less dynamic is performed. 


PRECISION If the measured value is better than 70 dB (Analog 22 kHz) or 50 dB 
(Analog 100 kHz or 300 kHz), the measurement is made with higher 
dynamic. The measuring time increases, correspondingly. lf the 
intermodulation value of the signal is below 70 or 50 dB, the 
measurement is performed in FAST mode. 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


1030.7500.02 2.236 E-11 


UPD 


Analyzer Functions 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 
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2.6.5.11 Wow & Flutter 246 SH 


Available only in the instruments DIG 48 kHz and ANLG 25 kHz. 

Measurement of the frequency deviation of a recording device (wow & flutter). To this end, a sine tone 
with fixed frequency (usually 3.15 kHz or 3.00 kHz) is reproduced by a reference sound carrier. During 
its reproduction, frequency errors occur because of cyclic variations. Frequency distortion is specified 
in percent of the carrier frequency. These deviations are determined using different weighting filters 
and methods depending on which standard is applied. 


Principle of measurement 

The input signal is limited symmetrical to the test frequency (=3 kHz to NAB and JIS, =3.15 kHz to 
DIN) using a bandpass filter (passband width 1000 Hz, attenuation 80 dB, Bessel characteristic), 
subsequently, it is subject to FM demodulation. The demodulator output is sampled at 1/16 of the 
original sampling frequency and stored for POST FFT. A higher sampling rate is not useful because 
the signal is band-limited. Following a bandpass which can be cut in, the respective weighting is 
selected depending on the standard. 


Set the standard applying to the measurement: 


DIN/IEC Standards: DIN 45507 / IEC 386 / CCIR 409-J 
Reference frequency: 3150 Hz 
Weighting filters: weighted: bandpass, center frequency 4 Hz 


unweighted: highpass, 0.5 Hz 
Weighting method: quasi-peak, 
time constants: rising time: 30.8 ms, 
falling time: 606 ms 


Standards: NAB Rec. 
Reference frequency: 3000 Hz 
Weighting filters: weighted: bandpass, center frequency 4 Hz 


unweighted: — highpass, 0.5 Hz 
Weighting method: averaging the detected 

frequency error signal, 

time constant: 300 ms 


Standards: Japan Industry Standard 
Reference frequency: 3000 Hz 
Weighting filters: weighted: bandpass, center frequency 4 Hz 
unweighted: — highpass, 0.5 Hz 
Weighting method: rms weighting, integration time 2 sec 
2 Sigma 5s 2-sigma weighting to IEC 386/1988. 
2 Sigma 10s Its purpose is to determine a threshold v for the wow and flutter value 


such that 5 % of the magnitudes of the measured values are higher than 
threshold v, ensuring that sporadically occurring outliers do not affect the 
measurement result. 

The integration time is selectable: 5 or 10 seconds. 


“Weighting 


The measurement is weighted using a weighting filter, bandpass 4 Hz. 


Weighting filter off, highpass 0.5 Hz. 
Maximum weighting bandwidth in both cases: 200 Hz 
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Frequency response of weighting filter (to DIN 45507, IEC P386, CCIR Rec. 409-1): 


GAIN [dB] 


Fig. 2-36 Frequency response of weighting filter 


_- Fnet Settl 


FFT Size | 


Window 


Resolution 
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(see 2.6.5.1 Common Parameters of Functions) 


The W&F measurement result can be indicated in %, only. 
(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 

Display of the frequency spectrum of the data which have been FM- 
demodulated and weighted with the weighting filter. The wow and flutter 
measurement is aborted after about 2 seconds with POST FFT selected. 
The available, demodulated data are subsequently used for calculation 
of an FFT. 


No POST FFT (thus no interruption of the measurement). 
Enter FFT size (256 to 8192). (see 2.6.5.13, FFT). 


Select the window function; possible windows and their applications, see 
2.6.5.13 FFT. 


Display of the frequency limits of the generated spectrum (no entry). 
Since the demodulator stage samples by the factor 16, the upper limit of 
the spectrum is 


127/256 * sampling rate / 16 
already (For sampling rate, cf. 2.6.1 Selecting the Analyzer). 


Display of frequency resolution (no editing). 


(see 2.6.5.1 Common Parameters of Functions) 
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2.6.5.12 POLARITY (Polarity Test) Ae 6 hr th 


Available for all analyzers. 


The POLARITY measurement serves to check whether a device under test passes on an applied signal 
with the same polarity or with reversed polarity. To this end, get the POLARITY function on the 
generator (see 2.5.4.13) and apply the generator test signal (SINEZ BURST signal) to the DUT. 


Principle of measurement: 
The analyzer weights and displays the polarity of the DUT output signal. In order for the convention: 


without polarity reversal= "+1 POL” is displayed 

with polarity reversal = ” - 1 POL” is displayed 

to be true, the DUT must be applied a positive SINE® BURST signal. The UPD generator provides a 
suitable signal function (POLARITY) for this purpose. 


The signal can also be applied externally to the DUT, provided that a suitable SINE? BURST signal is 
used. 


Display 
DUT [+1 POL| 
without —_— 
polarity reversal CH 4 


(see 2.6.5.1 Common Parameters of Functions) 


Exp of Asvb Sel XR 
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2.6.5.13 FFT (Spectrum) 


Available in all analyzers. 


Spectrum display of the unfiltered input signal, transforming into the frequency range being effected by 
way of the so-called fast Fourier transform (= FFT). The graphical or numerical display of the FFT can 
be selected in the DISPLAY panel (menu item OPERATION). The graphical display is in line with the 
parameters set in the DISPLAY panel. The section to be displayed (in the x and y directions) can be 
selected independent of the frequency range and zoomed zone selected in the ANALYZER panel. If, 
due to inappropriate settings in both panels, a result is outside the visible screen , this can be remedied 
quickly by selection of the AUTO scaling for the X and the Y-axis (see also 2.10, Graphical Data 
Presentation). Page 2,329 


Note: Spectrum display of a filtered input signal is possible by way of menu item POSTFFT of 
the function RMS & S/N. 


Selection of unit for the display of the RMS value for Channel 1 (see 
2.6.5.1 Common Parameters of Functions) 


The selection entered here is referred to for display of the spectrum in 


the DISPLAY panel, as standard. However, it may be overwritten in the 
DISPLAY panel (by entry under menu item Unit of TRACE A or B). 


Selection of the unit for display of channel 1; like “Unit Ch1“ 


(see 2.6.5.1 Common Parameters of Functions) 


; Notch (Gain) ¢ (see 2.6.5.1 Common Parameters of Functions) 


ee eS ® 


FFT size, settable from 256 to 8192 in binary steps. 


The larger the FFT size (more calculated points), the better the 
frequency resolution, however the longer the measuring time. 


The number of displayable lines is a function of FFT Size and Zooming 
according to the subsequent formula: 


Zooming ON: maximum FFT Size *117/256 * 2 
Zooming OFF, analog: FFT Size *117/256 
Zooming OFF, digital: FFT Size *127/256 
Note: |The number of displayable lines may be reduced with the 
"Zooming ON" setting - part of the frequency lines may fall 


within the negative frequency range due to eccentric “Center 
setting. 
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Selection of the window function: 


In system theory, the FFT treats a block of data (finite-length signal 
sequence) as though it is one period of a periodic sequence. In practice, 
however, discontinuities usually occur at the ends of the block. The 
discontinuities would be weighted as pulses (with white spectrum). This 
pulse spectrum masks the actual (useful) signal spectrum (leakage). 
Remedy: The ends of the finite-length signal sequence for the FFT are 
smoothly tapered to zero by windowing the data. The FFT then treats the 
signal as one period of a periodic sequence. Window functions thus help 
to minimize the leakage (at the expense of resolution). 


Range of applications of the windows: 

The HANN window combines both spectral resolution with good leakage 
suppression for distant interferences, yet has a relatively wide bell- 
shaped curve around the signal lines. 


RECTANGULAR Window function switched off. 

When the signal fits exactly with an integer number of periods into the 
block windowed for the FFT, there will be no discontinuities at the block 
ends. In this case, a window is not necessary and maximum frequency 
resolution can be obtained. This characteristic is advantageous for fast 
and frequency-precise measurements of frequency responses in the 
case of the generator signals RANDOM / Domain: FRQ (so-called FFT 
noise, see 2.5.4.11 RANDOM, Domain = Frequency) and MULTISINE 
(see 2.5.4.4). 

(See 2.6.9.3 Fast Frequency-response Measurement) 


BLACKMAN-H The main lobe falls off very steeply to about 80 dB; however below this 
point, this window has considerable leakage. 


RIFE-VINC 1 Suppression of distant interferences is excellent with all 3 windows. With 
RIFE-VINC 2 increasing order of the windows, the width of the main lobe decreases at 
RIFE-VINC 3 the bottom of the single lines and increases at the top. 

Various trade-offs between frequency resolution and suppression of 
close interferences can thus be made. 


HAMMING Offers no significant advantages, has been implemented for the sake of 
completeness. 

FLAT_TOP The top of the main lobe (which is caused only by a single sine line) is as 
wide as to include always two adjacent lines with approximately the same 
height. 


Advantage: The amplitude can be precisely read from the graphics as 
against with other window functions. 
Disadvantage: Bad frequency resolution. 


The trade-off between resolution, - %se interference suppression and 
distant interference suppression det: ‘ines the selection of parameter B 
(from 1.5 to 20). With B=8, selectivity is good but distant interference 
Suppression is only about -90 dB. With B=16, distant interference 
suppression is excellent, however the main lobe is relatively wide. 

(see 2.6.5.1 Common Parameters of Functions) 
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Avg Mode 


NORMAL 


Selection of the averaging method in the FFT 


The entered number of FFT cycles is executed, the partial results added 
and then divided by this number. 

Waterfall (OPERATION mode WATERFALL) display with sweep 
represents the waterfall with respect to all sweeps points. 


EXPONENTIAL Averaging is executed continuously. The current result is calculated to: 


AVG(n) =4-FFT(n) fl -AVG(n-1) 


In case of waterfall display with sweep (OPERATION mode 
WATERFALL), a waterfall of the intermediate results is displayed for 
every sweep point; then the waterfall is cleared (for the next sweep 
point). 


Notes: After a restart of the measurement (eg caused by SWEEP, 
calibration or cursor movement), averaging is started anew. 
Average is not executed if the display mode is set to MAX 
HOLD. 


Number of averaging procedures (with Avg Mode NORMAL) or k (Avg 
Mode EXPONENTIAL, see AVG(n) formula. 


Determines, whether the FFT is calculated from the entire frequency 
range or from a section only. 


"Normal" FFT, frequency range from 0 to range limit. 


Range limit: 
e analog: 117/256 * (internal) sampling rate 
e digital: 127/256 * sampling rate. 


(For the sampling rates of the individual instruments, refer to 2.6.1 
Selecting the Analyzer.) 


Zoom the frequency range by one center frequency (— Center) by 
processing the signal in the time domain before the FFT (see notes 
below). Zooming is effected with a factor of 2, 4, 8, ... up to 256. The 
factor is determined by the span. The measuring time is doubled with 
each zoom step. The maximum zoom factor depends on the selected 
instrument (see below). 


(Read only, can't be changed) 
. Display of the zoom factor. 


ON (2...256) 
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(Read only, can't be changed) 
Display of the lower measurement limit in Hz or kHz: 
with normal FFT: O Hz 
with ZOOM-FFT: frequency of 1st line which lies in 
the positive frequency range 


(Read only, can't be changed) 
Display of the upper measurement limit in Hz or kHz 


See table xx1. 


This menu item is displayed only with Zooming ON. Center of the 
zoomed zone, continuously variable within the useful range of the 
respective instrument. 


With the center frequency set closer to the lower range limits (0 Hz) than 
span /2, part of the frequency lines are allotted to the negative frequency 
range. These lines are not calculated, they are, however, not available 
for the frequency resolution. 


If the center frequency is set closer to the upper range limits than span 
/2, part of the frequency lines exceed the frequency range. These lines 
contribute to the calculation and are displayed, in order to enable 
evaluation of the behaviour at the range limits. For normal applications, 
this setting should be avoided, since the measured rms value may 
become incorrect due to aliasing components. 


This menu item is displayed only with Zooming ON. You can select out 
of 8 (with DIG 48 and ANLG 25), 4 (with ANLG 100 and ANLG 300) or 3 
(with DIG 192 and DIG 768) possible zooming zones. SPAN is the entire 
range displayed, except for the event that Center was selected such that 
part of the FFT is below 0 Hz (see Center). The selection list for span is 
calculated depending on the current sampling rate and labelled. 


(Read only, can't be changed) 

Spacings between the FFT lines in Hz or KHz. Line spacings down to the 
mHz range can be obtained by selecting a high zoom factor (very small 
span) and a long FFT (large FFT size). 


Range of values: 


normal FFT 

ANLG 22 kHz 5.8598 * 8192 / FFT Size 

ANLG 100 kHz 41.667 * 8192 / FFT Size 

ANLG 300 kHz 125.00 * 8192 / FFT Size 

DIG 48 kHz Sample Freq / FFT Size 

DIG 192 kHz Sample Freq * Oversampling / FFT Size 
DIG 768 kHz Sample Freq * Oversampling / FFT Size 
Zoom FFT: 


Value of the normal FFT /Zoom factor 
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Meas Time — (Measurement Time) 
_ (Read only, can't be changed) 
Time required by the analyzer for signal recording. 


(see 2.6.5.1 Common Parameters of Functions) 


Instrument upper range limit for FFT 


with Zoom-FFT (depending on "Center’; 
maximum 
ANLG 110 kHz | 125 kHz 125 kHz 
digital «(127/256 *SampleFrq_ si 117/256*SampleFrq. Cd 


Table xx1: upper range limit for the FFT as a function of the analyzer instrument and zooming 


Note: The antialiasing filters in the analyzer ANLG 100 and ANLG 300 are effective before reaching 
the upper range limit, already 


Additional information on FFT: 
Width of bell-shaped curve (worst case) in lines: 
Table 2-26 


fwniow —SCidi we | we | ee | we | | 
4 | 7 | 145 [| 29 | 64 | 
Pp es [| = | = | = | 


Rectangular: 6.7 


ee this suppression is (hardly) never obtained. 


Frequency measurement: With FFT, the spectral line with the highest signal amplitude in the 
with FFT: spectrum is entered as frequency value in the respective 
display field. With the exception of window = Kaiser, the adjacent lines 
are included as part of the frequency calculation, thus increasing the 
accuracy (on the assumption of single sine lines). In particular with the 
windows HANN, RIFE VINC 1 to -3, high accuracy can be obtained. 


Amplitude accuracy: Depending on the window and position of the single signal lines relative 

to the FFT lines, system-related display read errors of up to -3 dB 
occur. The error is worst when the selected window is narrow at its top, 
the input signal falling on the center between two FFT lines (eg in 
rectangular windows). 
Using the cursor function IMAX (interpolated maximum) for reading the 
peak values in the display causes the interpolation to be made on the 
actual peak value, the windows HANN, RIFE-VINC 1-3 providing an 
accuracy of more than 1 % (on the assumption of single sine lines, 
only). 
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The FFT has been implemented as decimation-in-frequency-FFT in 
complex presentation with 32-bit floating numbers. For coding, in 
particular the rounding noise has been optimized, reducing the errors 
due to FFT processing to less than -130 dB. The data are input to the 
analyzer at a time, the FFT being computed subsequently. Thus, the 
measurement is not continuous, which does however not adversely 
affect the measurement (with usually stationary signals). 

With ZOOM-FFT, the input signal is shifted by way of convolution with 
a Dirac pulse at the center frequency so that the selected range falls on 
frequency values around zero. After lowpass filtering and subsequent 
undersampling, the range can be displayed with a better resolution. 

A ZOOM is always implemented in three stages (up to the factor of 8), 
an additional stage being possible with the analog instruments 
ANLG100 and ANLG300. Zooming up to the factor 256 is feasible ~ 
when using the “slow” instruments ANLG25 and DIG48. The input 
signal for the FFT will be complex when shifting the input signal using 
a single Dirac pulse. For this reason, 7488 (analog) or 8128 (digital 
without zoom) points are displayable with an FFT of 8192 points! With 
ZOOM, the center frequency is visible in the display at about -140 dB 
(on technical grounds). 
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e Resolution, measurement time and span 
Example: DIG 48 and ANLG25: (sample rate = 48 kHz, 8192 FFT points) 
Table 2-27 


[ms] 


FFT 23807 5.8593 170.71 


ZOOM 2:1 21938 


ZOOM 
ZOOM 
ZOOM 64:1 
ZOOM: 128:1 0.0457 22280 


ZOOM = = _256:1 0.0228 


SPAN and resolution are proportional to, measuring time is reciprocal to the sample rate. 


161 


32:1 0.1831 


0.0915 


e Window functions: 


All window functions (except for Kaiser) are computed according to the following formula: 


Window(i) = ¥) A(n) x cos(pp2et 


where A(n) is the respective amplitude factor of line n. 
Coefficients A(n): 

Table 2-28 

a 
HANNING: 0.50000 -0.50000 0.0 
RIFE-VINC 1: 0.37500 -0.50000 0.12500 


0.0 


RIFE-VINC 2: 0.31250 -0.46875 0.18750 -0.03125 


0.0 


RIFE-VINC 3: 0.2734375 -0.43750 0.21875 -0.06250 0.0078125 
BLACKMAN-H: 0.35875 
HAMMING: 0.54000 
FLAT-TOP: 0.18810. 
RECT: 


-0.48829 0.14128 
0.0 
0.28702 


0.0 


-0.01168 0.0 


-0.46000 
-0.36923 


1.00000 0.0 


The KAISER window is given by: 


4n 
BESSEL (* fie 
Window( 8) = ===} 


BESSEL ( f) 


where BESSEL (f) is the modified Bessel function of 1st order. 


En p OF Ai be Sa 1D 
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2.6.5.14 FILTER SIM Ds babel 


The FILTER SIM function is not used for measurement purposes, but serves to check a selectable 
combination of filters or user-defined filters for their sum frequency response. For this purpose, filters 
can be selected as with the functions RMS, PEAK and QUASI-PEAK. 


The filter simulation takes place with a fixed pattern in the frequency domain. This pattern results in 
system clock /8192; (eg a sampling rate of 48 kHz results in 5.86 Hz). The range from 0 Hz to half the 
sampling rate is simulated, producing 4096 output points in the graphics. 


Functioning of the simulation: 
The filters used in the UPD are IIR (= infinite impulse response) filters. These filters are defined by 
poles and zeroes in the complex Z-level, conjugated complex poles and zeroes being combined to a 


real biquad. 


These biquads feature the following transfer function: 


H(z) = bo .-Sytbzehe 


Z2-A1Z-A2 


4 biquads constitute an UPD filter, the coefficients bO of the single biquads being multiplied so that a 
common gain is obtained. Up to 4 of such 8-pole UPD filters can be used in measurement functions. 


This sum transfer function (sum of all single transfer functions) is evaluated for 
z=exp(jw) withw=(Otoi*IIl/ 4096) and i=0 to 4096 


the denominator and numerator polynomials and the filter gain being calculated at the simulation 
points. Hence, the filter simulation features only a fixed resolution, extremely sharp filters (eg very 
narrow-band notch filters) cannot be simulated in this way. Actually, such filters should not be used at 
all, because, in the case of pole and zero positions near the unit circle, numerical accuracy problems 
occur or these filters have a tendency to show so-called limit cycles (ie signals at the filter output 
without a corresponding signal at the filter input). 


The above frequency pattern does not apply to the use of the filters in measurements (RMS, PEAK, 
QUASI-PEAK), since the filters are calculated in the time domain in this case. 


(see 2.7, Analyzer Filters) 


Up to 4 filters can be simulated 


(see 2.6.5.1 Common Parameters of all Functions) 
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2.6.5.15 Waveform (Display in the Time Domain) 206. 51IS 


Available in all analyzers. 
This function is used to display the input signal in the time domain. The trigger state being displayed in 
the result window, the signal in the graphics window. Level values can be read from the graphics 
window using the cursors. 


As is the case with all other functions, this function, too, is executed separately in the two channels, ie 
each channel triggers individually. In the graphical display, no relation with respect to time between the 
two channels is defined. 
Triggering: 
The UPD waits for the specified slope at the defined level. In case this condition does not 
occur within double the memory depth, automatic triggering is set off. This is indicated by "not 
triggered”. 
The time axis of each channel is relative to the trigger point of the respective channel. 
Settings: 
In the ANALYZER panel only the mode, the trigger condition and the memory depth are set. 
Scaling of the picture (X and Y axis) is set in the DISPLAY panel (see Section 2.10). Pa&£ 2,329 


Standard display of the samples, max. trace length is 7488 samples. Interpol can be switched on. 


(Only for the instruments ANLG 22kHz and DIG 48kHz) 

With the function Waveform, the input signal is first fed to a peak-value detector (absolute value 
generation). Following this, the number of samples set under Comp Fact are combined. This peak 
value is then used as the input signal of the waveform function. Thus the x-axis is so to speak 
compressed, which allows long times to be acquired. 

Interpol can't be switched on. 
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STANDARD 


COMPRESSED 


UNDERSAMPLE 


ENHANCED 
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Determines the memory depth and processing mode 


Usual display of the samples, max. TRACE length is 7488 samples. 

For smoothing the curve display (with periodic signals), the Interpol 
mode can be switched on in addition. Recommended for short records 
and with periodic signals. 


(Only for the instruments ANLG 22kHz and DIG 48kHz) 

In Compressed mode, the input signal is first fed to a peak-value 
detector (absolute value generation). Following this, the number of 
samples set under Comp Fact are combined. This peak value is then 
used as the input signal of the waveform function. Thus the x-axis is so 
to speak compressed, which allows long times to be acquired. 

Interpol can't be switched on. 

Recommended, if long recording times are required and only the 
characteristic of the peak values is of interest. 


Note: The compressed WAVEFORM can also be logarithmically 
displayed when the respective setting is made in the 
DISPLAY panel. The setting can be made by a specific entry 
(Spacing LOG) or by selecting a logarithmic unit. Power 
units (eg W, %P/P,) can be used as well. 


Applications: Investigation of transitions, eg on circuits with AGC 
(automatic gain control) 


For ANLG 22 kHz and DIGITAL analyzers only. 

The input signal is "undersampled", i.e. the samples specified under 
Comp Fact are arithmetically averaged and then used as input sample 
for the waveform function. As a result the X axis is compressed similar to 
the compressed mode and long periods can be recorded. 

"Interpol" cannot be switched on. 


Recommended if fong recording times are required and the time 
template of the signal is of interest. 


(For the instruments ANLG 22 kHz and DIG 48 kHz only) with single- 
channel operation. 

Trace lengths up to 64 k samples can be recorded (corresponds to 1.365 
s with 48 kHz sample rate or in the analog analyzer), however only one 
curve can be displayed. 

Interpol can no longer be switched on. 

Recommended, if /fong recording times are required and the exact 
curve trace is of interest. 


(Only for Meas Mode COMPRESSED or UNDERSAMPLE) 

Selection of the compression ratio for the compressed waveform 
displays. Number of samples which are comprised to one sample for the 
waveform. 


Range of values 2 to 1024 
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Select unit for waveform display. 
(see 2.6.5.1 Common Parameters of Functions) 


The selection entered here is standard for waveform display in the 
DISPLAY panel. However, it may be overwritten in the DISPLAY panel 
(by an entry under Unit for TRACE A or B). 


Note: Contrary to the entries in the DISPLAY panel, the unit 
entered here is stored when the function or the instrument is 
changed and available again upon switch-back to the 
waveform. 


Selectable analog units (applies also to Meas Mode COMMON/INP in 
the DIGITAL instrument): 
V1 dBV 1 dBul dBm! W1 A%VI AV! V/V,1 %V/V,1 A%W IAW 
| P/P, | %P | P,! dB, 


Selectable digital units (Meas Mode AUDIO DATA): 
FS 1%FS | dBFS | A% | dB, | LSBs | bits 


Selectable jitter units (Meas Mode JITTER/PHAS): 
Ul | %UI | dBUI | ppm | ns | Ul, | dB, 


Note: Logarithmic units can only be used in the Meas Mode 
COMPRESSED. 


(see 2.6.5.1 Common Parameters of Functions) 

The reference value for the waveform display can only be numerically 
entered; this menu item corresponds to the value entered under 
"Reference VALUE". 


Set the trigger threshold. The threshold is entered as a fixed voltage, ie, 
irrespective of the current range (which is set either fixed or using AUTO 
RANGE). 


Value range: 
digital (audio data mode): +1FS 
digital (jitter mode): +10 UI 
analog and digital common mode: + 300 V 


Indicates the triggering edge. 


Rising edge 


Falling edge 
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(Only Meas Mode STANDARD) 


Selects the number of interpolation steps used for the display of the 
traced waveform. 


No interpolation 


Interpol > 1 causes switch-on of the interpolation algorithm 


This setting can be used to obtain a smoothed display in the case of few 
samples per period of the input signal. The maximum permissible trace 
length is however reduced with this setting. 

Recommended with high frequencies, which allow for recording of few 
samples per period, only. 


The maximum settable Trace Len is a function of the sample rate and of 
the interpolation value and of the selected measurement mode. 


Value range: 1s to max. Trace Len 


Speicheniefe x Comp Fact 


The following holds: max Trace Len = =~ —_— — 


The memory depth for the Meas Mode is 
e NORMAL and COMPRESSED 7488 samples 
e ENHANCED 65535 samples 


(see 2.6.5.1, Common Parameters of Analyzer Functions) 


2.6.5.16 Coherence Measurement and Transfer Function 2.6.5. }¢ 


Available in instruments DIG 48kHz and ANLG 25kHz only. 


The analyzer calculates the transfer function CH1/CH2 (trace A) and the coherence function (similarity, 
trace B) of two signals. The graphics or numerical display of the coherence can be switched on in the 
display panel (under menu item OPERATION). The graphics display is according to the parameters set 
in the DISPLAY panel. The section to be displayed (X and Y direction) can be selected independent of 
the frequency range and the zoomed section selected in the ANALYZER panel. 


Measurement technique: 
The complex FFT is calculated in each channel. The two channels are measured at exactly the same 
time. The two FFTs are cross-correlated and averaged. The square of this cross-correlation is divided 


by the determined values of the individual FFTs. The coherence result is thus independent of the 
selected measurement ranges. 


' 'Y; channell ® channel2| 
rs >. |FFT(channel1)|- 5" |FFT(channel2)| 
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The following applies: 
Osy* <1 


¥ = 1 means that, at this frequency, channel 2 has a linear dependence on channel 1. The 
measurement result becomes more accurate as the averaging depth increases. 


The transfer function is calculated as follows: 


S) |FFT(channel2) 


ae } [FFT (channell) 


associated standard: ANSI S3.42-1992 


Application: 


The coherence measurement function uses test signals covering the total audio spectrum. It is 
therefore useful to set the generator to (time and frequency-defined) noise. 

The generator signal should be connected simultaneously to the input of the DUT and to analyzer 
channel 2 (reference channel). The output of the DUT is connected to analyzer channel 1 
(measurement channel). 


Note: The coherence measurement performs elaborate calculations and requires synchronous 
two-channel input signals. This gives rise to a few restrictions: 


e Option UPD-B3 (High-speed) must be built in. 

e Coherence is only available for instruments DIG 48 kHz and ANLG 22kHz. 

e If the coherence is measured, the digital option UPD-B2 cannot be used (neither generator nor 
analyzer). 

e Since the coherence measurement is a comparison measurement of channel 1 and 2, both 
channels must be active. 


Contrary to other measurements, the measurement result in this case is not calculated but two curves 
are produced instead that can only be stored and loaded together (as DUAL FILE in the DISPLAY 
panel). 


e Trace A (menu item FUNC CH1): transfer function CH1/CH2 
e Trace B (menu item FUNC CH2): coherence result 


The number of the completed averaging procedures (n) is displayed in the result display relative to the 
number of the desired averaging procedures (m): 


averaging 
nofm 
Select the unit for the display of the transfer function: % or dB. 
The value selected here is also used as standard for the spectrum 


display in the DISPLAY panel but can be overwritten (under menu item 


Unit of TRACE A in the DISPLAY panel). 
Note: The designations Ch1 and Ch2 used here do not refer to the measurement channels. 
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FFT size, adjustable in steps of 2 between 256 and 8192. 


A larger FFT size (ie more calculated samples) yields a finer frequency 
resolution but also correspondingly longer measurement times. 


Select window function 


Same as with FFT 


RECTANGULAR 
BLACKMAN-H 
RIFE-VINC 1 
RIFE-VINC 2 
RIFE-VINC 3 
HAMMING 
FLAT_TOP 
KAISER 


Number of averaging procedures. To obtain accurate results, a 
maximum number of averaging is required for the coherence function. 
Averaging figures above 30 are recommended. 


(Display field only, cannot be modified.) 
Display of lower measurement limit in Hz or KHz: 
Since zoom FFT is not available here, the lower limit is always O Hz. 


(Display field only, cannot be modified.) 
Display of upper measurement limit in Hz or kHz. 


(Display field only, cannot be modified.) 


Display of spacing of FFT lines in Hz or kHz. 
Value range: 5.8598 x 8192 / FFT size 


Note: A normalization factor can be entered in the DISPLAY panel for trace A (transfer function) 
(or be taken from the cursor position). Thus the transfer function can be set to O dB at any 
position. 


Enp oF 26.5 /é 
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2.6.5.17 Measurement of Digital Input Amplitude Abas 1 7 


Available only in the DIG 48kHz instrument, measurement mode COMMON/INP and with jitter option 
(UPD-B22) installed. 


Measurement of digital input amplitude at interfaces AES/EBU or S/P DIF. 


When a longer integration time is selected, noise pulses may be 
eliminated by averaging to reduce the measurement result. 


Measurement time 200 ms 
FIX 200 MS 
Numeric entry of measurement time. 
Value range: 100 us... 1,55 
Units: s|msj|us | min 


VALUE 


Select the unit for the measurement result. 
Selectable units: 


V1dBV 1 dBul dBm|W1A%VI AVI V/V, 1 %V/V,1 A%W IAW 
| P/P,| %P | P, 1 dB 


(see 2.6.5.1 Common Parameters of Functions) 


2.6.5.18 Measuring the Phase between Digital Input and Reference Signal ~ 6+5-| ¥ 


Available only in the DIG 48kHz instrument, measurement mode JITTER/PHAS and with jitter option 
(UPD-B22) installed. 


Measurement of phase between selected digital input and reference input REF IN at the rear of the 
instrument. 


When a longer integration time is selected, noise pulses may be 
eliminated by averaging to reduce their effect on the measurement 
result. 


FIX 200 MS Measurement time 200 ms 


Numeric entry of measurement time. 
Value range: 100 us to 1,55 
Units: s|ms | us] min 


Select unit for result display. 


Selectable phase units: 
Ul | %FRM | °FRM | ns 


VALUE 
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__——> 2.6.5.19 INPUT Display Qanbe dels 


Available for all analyzers. 


_ INPUT DISP 


Fig. 2-38 
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Selection of measured values for the result display in the middle. 
Input display switched off. 


For the digital instruments, a bit activity display of the input peak value 
can be set as bit pattern in the result window. This display is suitable for 
troubleshooting on digital interfaces. 

The bit sequence, the width of which is set with the “Audio Bits" 
parameter in the ANALYZER panel, is always displayed left-justified in 
the window. When more than 24 bits are displayed, the least-significant 
bits are not shown. When less than 24 bits are displayed, the bits at the 
right of the bit limit are indicated as 0. The example shows the display for 
the setting "Audio Bits 16". 

Thus bits stuck because of a hardware error, ie "hung up” bits, can be 
easily determined. 

The bit activity display is not available for IEC/IEEE-bus operation. 
Display of analog RMS value. Displayed in the analog analyzers only 
and effective for measurement functions THD, THD+N/SINAD, MOD 
DIST, DFD and FFT. The value can also be displayed as a sweep curve 
(DISPLAY > TRACE A => INP RMS CH1/2). 

Display of input peak value as a numeric value. 

In the digital analyzers the input signal is sampled with a user-defined 
sample rate (see 2.6.3). 


In the analog analyzers the input signal is sampled with the following 
clock rates after input level control: 

ANLG 22 kHz with 48 kHz 

ANLG 100 kHz with 341.3 kHz 

ANLG 300 kHz with 1024 kHz 


The input peak measurement mainly serves for checking the input level 
and yields the peak value of the AC-coupled input signals before the 
filters. 


Exception: With the analog notch filter switched on in the analog 
measurement functions RMS, RMS SELECT, QPEAK or 
FFT, the input peak value is detected after the notch filter. 

Note: If an AC measurement with DC coupling is performed in the 
ANLG 22kHz analyzer (Min Freq 2 Hz), the maximum AC 
peak value of always indicated. The DC level is not 
considered. 


AC voltage with superinposed DC 
Input Peak-Wert 
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wa for INPUT DISP > PEAK or INPUT DISP — RMS 
(see 2.6.5.1, Common Parameters of Analyzer Functions) 


Reference (see 2.6.5.1, Common Parameters of Analyzer Functions) 


INPUT DISP — BITS: 


= 28 Br 
24 Bit 
20 Bit = 


- 16 Bit 
et 
$a ——— 


MSB <----> LSB 


— 
H Bit has changed within the test interval 
i Bit was always 0 within test interval 
i Bit was always 1 within the test interval 
Fig. 2-39 Bit activity display 
Eno og 4.6.5, | 
— 
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—_—— > 2.6.5.20 Frequency Measurement a. 6-5, LO 


With the menu item FREQ/PHASE among the higher-ranking functions of the ANALYZER panel four = 
measurement modes can be selected: 


OFF No frequency measurement, therefore higher function measurement speed 

FREQ Frequency measurement in both channels 

FREQ&PHASE Frequency measurement in channel 1, phase measurement between channel 2 
and 1 


FREQ&GRPDEL Frequency measurement in channel 1, measurement of group-delay or 
continuous phase between channel 2 and 1 
SAMPLE FREQ __ Display of input sample frequency (of both channels) 


Table 2-31 Frequency measurement 


— aE SEEPS Se functions combined with frequency measurement 
i i ii = 
DIST FORM 
feet ee ee Oe ee Se ae ee 
ET 
a ae es 


ANLG 300kHz| 


V valid frequency measurement result 

- function measurement not possible (cannot be selected with this instrument) 

- frequency measurement result not possible or not of interest (Display "-----") 

= frequency measurement result only conditionally valid as the input signal is a frequency 
mixture. 


Select unit for result display for channel 1 or 2. 


For the frequency measurement, the (display) units can be selected 
separately for the two channels, eg to allow an absolute value to be 
displayed for one channel and a relative value for the other. 


Units: Hz | AHz | A%Hz | Toct | Oct | Dec! f/f, 
For conversion formulae and notation of result display units for 
IEC/IEEE-bus control see 2.4 Unit 


(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 
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Analog frequency measurement 


For analog frequency measurements, a minimum measuring time can be selected with the "Meas 
Time" command. The measurement begins with a rising zero crossing of the signal and ends after a 
time resulting from the minimum measuring time and the time elapsed before the next rising zero 
crossing of the signal occurs. Thus, always integer multiples of the signal period are measured. 

After processing the control signal levels, the frequency and phase measurements of the analog 
analyzers are always performed as broadband measurements without filtering (8-dB measurement 
bandwidth approx. 500 kHz). 


Test signal 


Internal start of 
measure ment 
Minimum Meas Time 


Actual Meas Time 


At = time until the next rising zero crossing occurs 


Fig. 2-40 


Note: In the case of DC coupling of the test input (analyzer ANLG 22 kHz: Min Freq 2 MHz), DC 
components superimposed on the input signal cause malfunctions if the total signal is 
unipolar. 


Measurement Time to be entered for analog analyzers only 
Minimum time for frequency measurement 


SUPERFAST 50 ms 
FAST 200 ms 
1000 ms 


SLOW 


Numerical entry. 
Value range: imsto1.6s 
Units: Ss, ms, WS 


VALUE 


Digital frequency measurement 


For digital analyzers a separate frequency measurement time cannot be selected; the frequency 
information is obtained as far as possible from the selected function measurement using various 
procedures: 


1. With RMS measurements (without post-FFT) from the number of zero crossings. 
2. With all other measurements from the FFT. 


The advantage of the ist method is high measurement speed while the 2nd method yields accurate 
measurement results also at poor S/N ratio and/or high frequencies. If no other measurement has to be 
performed simultaneously, the user may optimize the frequency measurement by choosing an 
appropriate measurement function: 
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1. RMS measurement function (without post-FFT) for signals featuring a good S/N ratio at high to 
medium frequencies. 

2. FFT or RMS function with post-FFT for signals with a poor S/N ratio and moderately low 
frequencies. 


With RMS selected, the accuracy of the frequency measurement can be improved by switching on 
post-FFT. With post-FFT switched on, the measured frequency above a certain lower frequency limit is 
determined from the FFT, irrespective of whether spectrum display is optionally selected or not (menu 
item OPERATION in the DISPLAY panel). This lower frequency limit of FFT is four times the FFT 
resolution and can therefore be modified by the user via the FFT size. (see 2.6.5.2 RMS). 


With FFT-supported frequency measurements the measurement accuracy depends on the following 

parameters: 

e Window function: best choice are the RIFE VINCent windows 1 or 2. 

e FFT size: as large as possible, preferably 8192 

e Zoom FFT: although zoom FFT extends the measurement time (same as a large FFT size), it 
further improves resolution and accuracy (particularly at low frequencies). 

e Zoom factor. Settable by selecting the "Span". The smaller the span, the higher the zoom factor and 
the better the frequency resolution and accuracy. 
Note: "Span" and "Center" must be selected so that the desired measurement range is covered 
from "Start" to "Stop". 
Recommended: An excellent measurement accuracy can be obtained with zoom factor 2 without 
the frequency range of the instrument having to be reduced. In this case "Center" should be set to 
"Span / 2", 


Example: |n the measurement range DIG 48 kHz, FFT should be configured as follows: 


FFT Size 8192 


Window RIFE VINC 2 
Avg Count 1 

Zooming ON ( 2 to 256) 
Center 11.975 kHz 
Span 21.94 kHz 


With this configuration the following measurement range and resolution are obtained: 
Zoom factor 2 

Start 6.25 Hz 

Stop 21.938 kHz 

Resolution 2.9297 Hz 


Ewp OF A, 6:5, AO 
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2.6.5.21 Combined Frequency, Phase and Group Delay Measurement ~- 6.5, Al 
Only for 


e analog instruments in the dual-channel mode (Channel(s): 1 & 2 |2=21|1= 2) 


e digital instrument DIG 48 kHz in conjunction with the measurement function FFT and serial inputs 
AES/EBU, S/P DIF or OPTICAL in dual-channel mode (Channel (s): BOTH) 


Table 2-32 Availability of phase/group-delay measurement 


Measurement functions combined with phase measurement 


3 


ANLG100kHz| y Vv 
ANLG 300kHz| V Vv 
DiG 48 kHz 


DIG 192 kHz 


DIG 768 kHz 


valid phase and group-delay measurement result 

function measurement not possible (function not selectable in this instrument) 

phase or group-delay result not possible or useful (Display "-----") 

phase and group-delay measurement result only conditionally valid as the input signal is a 
frequency mixture. 


rRod! a, 
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With phase measurements, the phase difference between the signals of channels 2 and 1 is 
determined.The phase-measurement results are in the 0 to 360° and -180 to +180° ranges. With 
frequency sweep running, however, the phase may be continuously measured, ie outside the 360° and 
-180° limits (continuous phase measurement), provided certain conditions are fulfilled (see group-delay 
measurement). 

For continuous phase measurement select GROUP DELAY and a phase unit. 


The signal of channel 1 serves as reference signal. 
The analog phase can be measured between 


e equally configured inputs, eg 
Channel 2 UNBAL (BNC) — Channel 1 UNBAL (BNC) or 
Channel 2 BAL (XLR) > Channel 1 BAL (XLR) 


e differently configured inputs, eg 
Channel 2 UNBAL (BNC) -—- Channel 1 BAL (XLR) 
Channel 2 BAL (XLR) 3 Channel 1 UNBAL (BNC) 


Important: 
With phase measurements at the 


e unbalanced input (BNC), the outer conductor of the BNC female is used as phase reference point . 
e balanced input (XLR), the phase reference point is the XLR contact 3. 


(See 2.6.2, Configuration of Analog Analyzers) 


XLR female 
Channel 1 or 2 


BNC female 
Channel 2 or 1 Phase reference noire | 


Reference is channel 1 
Fig. 2-41 


For group delay measurements, the phase is differentiated with respect to the frequency, ie the 
differential quotient is evaluated: 


To2= Ag / (2n x Af) Ag = Qomeas - Pimeas 


For continuous phase measurements, the difference of two consecutive phase-measurement 
results is added to the first phase-measurement result: 


G2 = AQ + AQ = @emeas ~ Pimeas 
Both measurements are available in the GROUP DELAY menu item. They are only defined for 


changes in the frequency and therefore only make sense in conjunction with frequency sweeping. If 
they are attempted at a constant frequency, an erro: message will be issued. 


If a frequency sweep is to be set for measuring group delay or continuous phase, the following should 
be noted: 


e¢ The frequency step width or a number of sweep points should be selected so that the phase 
difference between two consecutive sweep points is not greater than 180°. 
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e Linear spacing should be selected; with logarithmic spacing the frequency increments at the bottom 
could turn out to be too small and the phase changes at the top too great. 


When measuring group delay versus frequency (eg by means of a generator frequency sweep), the 
first sweep point is not defined since a reference point for calculating the delta values of frequency and 
phase is available as from the 2nd frequency value. 


- Meas Time 


Ref Freq 


1030.7500.02 


(see frequency measurement) 


The measurement time selected for the analog frequency measurement 
is also used for the (analog) phase measurement. 


Note: With digital analyzers, a measurement time cannot be selected 
for frequency, phase or group-delay measurements. 


Select the unit for result display for channel 1 or 2. 


Units selectable for frequency measurements (channel 1): 
Hz | AHz | A%Hz | Toct | Oct | Dec | ff, 


Units selectable for phase measurements (channel 2): 
°! RAD! A° | ARAD 


Units selectable for group-delay measurements (channel 2): 
s| As 


Note: | Continuous phase is obtained by selecting ° or RAD under 
GROUP DELAY. 


For conversion formulae and notation of result display units for 
IEC/IEEE-bus control see 2.4 Unit 


(see 2.6.5.1 Common Parameters of Functions) 
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0 ... 360° 


-180 ... +180° 


360 ... 0° 


UPD 


(Format phase) 
Phase display range: 


0 to 360°, selectable for UNIT CH2 ei? 
-180 to +180°, selectable for UNIT CH2 °1A° 
-360 to 0°; selectable for UNIT CH2 °JA° 
0 to 2n; selectable for UNIT CH2 RAD | ARAD 
-n to +n; selectable for UNIT CH2 RAD | ARAD 
-2n to 0; selectable for UNIT CH2 RAD | ARAD 


Note: Continuous phase representation (-- to +2) is possible under 
GROUP DELAY if a phase unit is selected instead of the usual 
time unit. 


(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 


(see 2.6.5.1 Common Parameters of Functions) 


2.6.5.22 Measurement and display of analyzer sample frequency 


Available in the digital analyzers only. 


With SAMPLE FREQ selected, the measured sample frequency is displayed on the activated channels 
(or in the JITTER/PHAS or COMMON MODE measurement window). Irrespective of whether menu 
item FREQ/PHASE is selected or not, the sample frequency is always measured internally and can be 
displayed in the PROTOCOL panel. 
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Select units for result display for channel 1 or 2. 


Units selectable for sample rate: 
Hz | AHz | A%Hz | Toct | Oct | Dec If/f, 


For conversion formulae and notation of result display units for 
IEC/IEEE-bus contro! see 2.4 Unit 


(see 2.6.5.1 Common Parameters of Functions) 
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‘/ Freq Settl (see 2.6.5.1 Common Parameters of Functions) 


2.6.6 Monitor Output from face 2,9 2.6.6 


Available for the three analog analyzers, only. 
Theory of operation 


The analog input signal is applied from the input level stage and before the filters via a low-distortion 
level attenuator to the monitor outputs (UPD rear panel, see Fig. 2-2, No. 9), which are primarily 
provided for the connection of an oscilloscope and also of headphones. 


The monitor outputs are AC coupled. 
When the channel(s) are switched off, 0 V is applied to the corresponding monitor output(s). 


Level 
attenuator 
0 to70 dB 


Monitor Out &// @— 
CH1 or CH2 


Input level 
stage 


See Bucy Drnteam 1.1.2 
Faoe 4 


max. 3,5 V rms for the analyzers ANLG 100 kHz and ANLG 300 kHz 
ew max. 110mVrms_ in the measurement ranges 1 mV, 3 mV u. 10 mV 


Fig. 2-42 Theory of operation of monitor output 


The option UPD-B5 (Headphone/Speaker Output, Parallel 1/O see 2.6.7) permits monitoring of analog 
and digital signals after the filters 


ANALYZER Panel 


Monitor | Monitor output 


Active 


Inactive 


_ Attenuation Level attenuation from 0 to 70 dB (highest attenuation = 70 dB). 
Unit in dB only. 


1030.7500.02 2.265 E-11 


Analyzer: Headphone/Speaker Output UPD 


2.6.7 Headphone/Speaker Output Ao fyrreDd wit TH OFT (Ow 


The Headphone/Speaker Output UPD-B5 permits to monitor both analog and digital test signals during 
measurement. Aural monitoring is via the built-in loudspeaker or the externally connected headphones 
. The impedance of the headphones should be 600 Q to guarantee a distortion-free operation even at 
full volume. When connecting headphones with a lower impedance, distortions have to be taken into 
account depending on the voluméxThe maximum peak voltage at the headphones is 8 V. 


Block diagram: 


Function 


INSTRUMENT Fitter 


Display 


ote meneencsenmarecserenarecreeveasssouer, 


Speaker 
Source 


Speaker 


Spk Volume Phone Out 6002 


0...100 % SPK CONFORM 
PERMANENT 
ON/OFF 


Fig. 2-43 Block diagram of headphone/speaker output 


Both the input signals of the analog analyzers (INPUT) and the output signals of the analyzer function 
RMS & S/N (FUNCTION) may serve as signal sources for the monitor output. When monitoring in the 
case of FUNCTION, a user-selected filter can also be cut into the signal path. Pre Gain permits a 
signal amplification of +/- 120 dB. This permits to boost even weak residual signals such that they can 
be monitored. If the AES/ EBU option is installed, the AES/EBU signal can also be monitored at the 
input (AES). 

A level control (volume) permits setting of the volume. In the case of Phone SPEAKER, the internal 
loudspeaker is automatically switched off by connecting the headphones. In the case of Phone 
PERMANENT, only the loudspeaker is switched on and off using the Speaker-off key. 


The Speaker menu is located at the end of the ANALYZER panel and linked to the measurement 
function, i.e. it is stored and loaded together with the function. Thus the monitoring output can be 
configured separately for each measurement function. For instance, a high preamplification is required 
for monitoring residual signals (RMS SEL with tracking bandstop filter) while a considerably lower 
preamplification is sufficient for (filtered or unfiltered) RMS measurements to avoid overdriving and 
excessive volumes. 


To protect the user against excessive volumes (particularly when headphones are connected), the 
monitoring output is automatically switched off when SETUP settings are loaded, the analyzer 
instrument or a function is changed or the Speaker command is given. In this case the monitoring 
output has to be switched on again with the Speaker-off key (LOCAL key). If headphones are used, the 
Speaker menu should be checked prior to switching on to avoid excessive volumes increased through 
inadvertent gain setting ("Spk Volume", "Pre Gain"). 


Note: Although an oscilloscope can also be connected to the monitor output for signal 
monitoring, it is primarily designed as control output for aural monitoring of the input signal. 
Due to noise sidebands of the internal PLL, a THD+N measurement does not provide the 
excellent data usually supplied by the measurement path of the UPD. However, these non- 
harmonic interfering signals are inaudible due to the psychoacoustic masking effect of the 
human ear. 
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ANALYZER panel 


OFF 
INPUT CH1 
INPUT CH2 


INPUT CH1&2 


AES/E CH1 
AES/E CH2 


AES/E CH1&2 


FUNCT CH1 


FUNCT CH2 


FUNCT CH1&2 


Spk Volume 
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Optrow MOT jWSTALLED PVE 6-17-44 
Monitoring output 

With ANALYZER DIG 192kHz and DIG 768kHz, monitoring is not 
possible. The icons for loudspeaker and headphones are not displayed. 


Monitoring output switched off 


Monitoring of analog analyzer input signal of channel 1 
Monitoring of analog analyzer input signal of channel 2 


Monitoring of analog analyzer input signals of channel 1 and channel 2 
(stereo operation). If channel 1 or channel 2 is selected as analyzer 
input, the lefthand or righthand phones output is monitored, 
correspondingly. 


Monitoring of left channel of interfaces of AES/EBU option 
Monitoring of right channel of interfaces of AES/EBU option 


Monitoring of both channels of interfaces of AES/EBU option (stereo 
operation). 


Note: Monitoring the AES/EBU interface signals is only possible if 
option AES/EBU is built in. 


Monitoring the analyzer output with function RMS & S/N and RSM 
SELECT for channel 1 

If the high-speed option is not built in, single-channel operation 
(Channel(s) = 1) must be switched on. 


Monitoring of analyzer output with function RMS & S/N and RSM 
SELECT for channel 2 

If the high-speed option is not built in, single-channel operation 
(Channel(s) = 2) must be switched on. 


Monitoring of analyzer output with function RMS & S/N and RSM 
SELECT of both channels 1 and 2 (stereo operation). Stereo monitoring 
of the analyzer function output is only possible with the high-speed 
option. 


Note: Monitoring of the analyzer output with function RMS & S/N is 


only possible for the analog analyzer 22 kHz and the digital 
analyzer 48 kHz. 


For the menu items SPEAKER - FNCTC1/2/1 &2 a gain or attenuation of 
the function output can be set in the range +/- 120 dB. If the gain is set 
too high, the signal is limited at the monitor output. 


Volume for the monitor output, settable from 0 to 100% 
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Configuration of monitor output at the phones connector. 


When connecting the headphones, the internal loudspeaker is 
automatically switched off. 

Phones output is operated in conformance with the loudspeaker, i.e. the 
Speaker-off key (LOCAL key) switches off the internal loudspeaker or 
phones output. The monitor signal sounds either from the built-in 
loudspeaker or from the connected headphones. 


= SPEAKER 


Phones output is permanently switched on. Speaker-off key only acts on 
the internal loudspeaker irrespective of whether the headphones are 
connected up. 

In this case, the internal loudspeaker also remains active with the 
headphones inserted. 


PERMANENT 


Keys for speaker control: 
LOCAL-Taste This key is used to switch the internal loudspeaker in local mode of the 
UPD on/off (Speaker-off key). In the remote mode, the first keystroke 
(_) OX switches to the local mode. 
+/- Taste This key opens a box for faster setting of the monitoring volume (Spk 


(7 nq Volume). 


Example of application: Monitoring the distortion component of the measuring signal: 
Monitoring the residual signal during the THD+N measurement is not possible with the UPD. 


However, in the case of an RMS SELECT measurement, the distortion component can be aurally 
monitored when a narrow bandstop filter is cut in. The signal after the bandstop filter corresponds to 
the residual signal of a THD+N measurement. The frequency of the bandstop filter can be permanently 
set or set automatically when the frequency in the GENERATOR panel is changed. 


The DUT can be connected eg between analog generator output 1 and analog analyzer output 1. 
Make the following settings on the UPD: 


Load the UPD default setup in the FILE panel: 
LOAD INSTRUMENT STATE 
Mode DEF SETUP 


Make the following settings in the ANALYZER panel: 
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ANALYZER ———, 
a 


a FUNCTION — RMS SELECT 

- Meas Time AUTO 

- Unit Chi U 

- Reference VALUE: 
1.0600 UV 

- Bandwidth BS 1712 OCT 

- SWEEP CTRL OFF 

- FREQ MODE GEN TRACK 

- Notch(Gain) 6 dB 

- Filter OFF 

- Fnct Sett! OFF 


With FREQ MODE = GEN TRACK, the bandstop center frequency tracks the frequency setting in the 
GENERATOR panel. 
FREQ MODE = FIX holds the bandstop center frequency irrespective of the generator frequency. 


With NOTCH(Gain) = 0 dB, an analog notch filter is cut in. This increases the stopband attenuation by 
40 dB (in addition to the 100 dB stopband attenuation of the bandstop filter). 


SPEAKER — FUNCT CH1 
- Pre Gain 70.000 dB 
- Spk Volume 100.00 ~ 
- Phone Out = SPEAKER 


Switching on the loudspeaker: Press speaker-off key (LOCAL key), open the 
volume box 
(+/- key) and set the desired volume. 


With the setting of Pre Gain, the residual signal can now be raised to exceed the aural threshold. 
Depending on the distortion factor of the DUT, the harmonics of the test frequency can be clearly 
discerned from the noise. 


The menu items "Bandwidth" and FREQ MODE can be set differently depending the selected 
generator. 


e Internal universal generator (Low Dist --> OFF) 


Select FREQ MODE --> GEN TRACK: Since the universal generator has a very high frequency 
Stability, a very narrow bandwidth can be set (bandwidth --> BS 1%). When the generator frequency 
is varied, the fundamental is automatically suppressed by the tracking bandstop filter. 


e Internal low-distortion generator (Low Dist --> ON; Setting PRECISION) 


If PRECISION is selected, the frequency of the low-distortion generators is measured and adjusted 
each time a (new) frequency is entered. If the same generator frequency has been used in the 
measurements for an extended period of time, the generator frequency may drift and be slightly 
outside the stopband range of the bandpass filter BS 1%. In this case the fundamental is not 
completely suppressed. Remedy. 


— select either a wider bandstop filter (bandwidth --> BS 3%, BS 1/3 OCT, BS 1/12 OCT) or 


— select FREQ MODE --> FIX and tune the center frequency manually to the generator frequency 
or vary the generator frequency by a few Hz until maximum suppression of the fundamental is 
obtained again. 


e External generator: 


Select FREQ MODE --> FIX and adjust the center frequency as exactly as possible to the generator 
frequency. Select a broad bandpass filter for non-frequency-stabilized generators (bandwidth --> BS 
3%, BS 1/3 OCT, BS 1/12 OCT). 


Notes on monitoring the residual signal during the RMS SELECT measurement: 


e To ensure uninterrupted operation, automatic settings of the measurement speed (AUTO, AUTO 
FAST) should not be used. 


e Under unfavourable conditions, the internal DC offset of the notch filter may cause the monitoring 
output to be overdriven or muted. 
Remedy: 


— Perform or switch on DC offset calibration in the OPTIONS panel, 
— Switch on highpass filter (filter --> HP...). 
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2.6.8 User-programmable Parallel I/O Port 


lf an UPD is equipped with the options 
* UPD-B5 "Monitor Output, Parallel 1/O" (see 2.6.7) and 


e Automatic Control Program UPD-K1 (see Manual Automatic Control of the UPD with R&S Basic 
UPD-K1 1031.4204.02), 


the parallel port of the option UPD-B5 can be freely programmed via the BASIC commands of the 
option UPD-K1. 


The 8 bits of port 278h (632d) can be programmed as inputs or outputs as required by setting d5 of 
output port 27Ah (634d) to 0 or 1. 

d5 = 0: Port 278h is output port (8 open collector outputs) 

d5 = 1: Port 278h is input port (8 inputs in CMOS logic). 


The 3 bits dO, d1 and d3 of port 27Ah (634d) are permanently connected up as inverting open-collector 
outputs. 


The 4 bits d3 to d6 of port 279h (633d) are permanently connected up as inputs. 
If no input level is applied, ones are read in by the pull-up resistors so that 120d (78h) is read in after 
masking out the 4 bits. 


The following BASIC program example consisting of 4 program sections that can be executed with 
RUN 10, RUN 100, RUN 200 and RUN 300 illustrates the various possible ways of control of the 
input/output ports. 

For program entry see manual "R&S BASIC Interpreter’. 


10 REM Switch port 278h (632d) as output port and change dO between 1 and 0 


20 lOcode=2339: ' 239 (EFh) = mask for output port 
30 Aus=Aus AND /Ocode: ' set d5 to O to switch port 278h (632d) as output port 
40 OUT 634,Aus: ' without affecting the other bits 


50 OUT 632,1: 'dO = 1 
60 OUT 632,0: 'dd = 0 


70 GOTO 50 

80 END 

100 REM Switch port 278h (632d) as input port and read in permanently 

110 lOcode=32: ' 32(20h) = mask for input port 

120 Aus=Aus OR |lOcode: ' set 05 to 1 to switch port 278h (632d) as input port 
130 OUT 634,Aus: ' without affecting the other bits 

140 PRINT INP(632): ' Read in port 278h(632d) and output on screen 

150 GOTO 140 

160 END 


200 REM Permanently read in input port 279h (633d) 

210 REM Mask out 03, 04, d5 and dé. If no input level is applied, 

220 REM ones are read in by the pull-up resistors so that 120 (78h) 

230 REM is displayed. 

240 Ein=INP(633) 

250 Ein=Ein AND 120: ' 120 (78h) masks out the bits d3, d4, d5 and d6 
260 PRINT Ein 

270 GOTO 240 
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300 REM Output on output port 27Ah (634d) 

310 REM The output is in inverted form. d5 is set as in line 20 or 110 
320 REM in order not to change the setting defining whether port 278h (632d) operates as 
330 REM input or output port. 

340 FOR 1!=0 TO 254 

350 Aus=! AND 11:' only change dO, d1 and d3 

360 IF [Ocode=239 THEN Aus=Aus AND |Ocode: ‘do not change d5 
370 IF lOcode=32 THEN Aus=Aus OR |lOcode 

380 OUT 634,Aus 

390 NEXT | 

400 GOTO 340 

410 END 


25-contact D-sub connector of 
Option UPD-B5 Input/output 
Monitor Output/Parallel /O port 278h (632d) 


Ail outputs in ACT logik uma 


Unused 
oulput 


Output port 
27Ah (634d) 


32274 QD 


Input port 
279h (633d) 


All inputs in CMOS logik 


(ae not selectable 


Fig. 2-44 Assignment of 25-contact sub-D connector of option UPD-B5 (Headphone/Speaker Output 
Parallel 1/O) 
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2.6.9 Applications 


2.6.9.1 Stereo Crosstalk Measurements 


Crosstalk is the undesired coupling of signals from one channel into another. It is normally indicated as 
a function of frequency. The measurement is performed by modulating one channel and measuring the 
amplitude in the unmodulated channel. Since the coupled-in signal level is normally low and may 
correspond in magnitude to the signal-to-noise ratio, the full dynamic range should be used. The values 
are indicated in dB, the output amplitude of the driven channel is used as a reference. 


e Basic setting 


The generator is set to SINE and a frequency sweep is activated. Since crosstalk normally does not 

show steep variations versus frequency, 20 to 30 test points with logarithmic spacing will be sufficient 

in the range from 20 Hz to 20 kHz. VOLTAGE is set such that the maximum voltage is attained at the 
* DUT output. 


The RMS & S/N function (with S/N Seq OFF) is used in the analyzer to measure the level in the AUTO 
or AUTOFAST mode. This is a 2-channel measurement, ie Channel(s) is set to 2=1. In the case of 
AUTO the different levels are automatically matched. INPUT DISP and FREQ/PHASE measurements 
should be OFF to increase the measurement speed. 


Since the measurement is to be displayed as a CURVE PLOT, Operation is set accordingly in the 
DISPLAY panel. Scan count is set to 1. Scale B is selected to NOT EQUAL A. Unit should be set to 
dBr for both channels and the Normalize value to 1.0 * or O dB. 


e Measuring crosstalk from CH2 to CH1 
Switch the generator to Channel(s) 2 to drive channel 2. 


Set Trace A to FUNC CH1 in the DISPLAY panel and Reference to MEAS CH2. 
Trace B is OFF. Pressing the SINGLE key starts the first measurement sequence. 


e Holding the measurement 
Since the crosstalk of the other channel should be represented in the same display, the first 


measurement must be "frozen" using Trace A HOLD. If Scale has not yet been set to AUTO ONCE, 
automatic scaling can be selected now. 


e Measuring crosstalk from CH1 to CH2 
Channel(s) 1 is now selected in the GENERATOR panel to drive channel 1. 


FUNC CH2 is selected for Trace B and MEAS CH1 as a reference. 
Pressing the SINGLE key starts the second sweep. 


e Post-processing/storage 


Since, , the crosstalk values measured in the two channels are normally not very different, the scale of 
Trace A can be used with Scale B EQUAL A. 


The complete measurement can now be stored in a file by entering Store TRACE A+B and a file name 
in the FILE panel. Screen Hard Copy can be selected in the OPTIONS panel! for documentation and 
the printout is triggered with the HCOPY key. 


e Transfer of controlled functions to the STATUS panel 


This measurement is a typical application for the STATUS panel. To avoid repeated switching between 
the GENERATOR and DISPLAY panel during the measurement, the command lines to be executed 


*Device Unpen Vest 
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can be marked and are thus transferred to the common STATUS panel (see 2.8 STATUS Panel). 
Assuming that nothing has been marked before, the Channel(s) command is ticked off in the 
GENERATOR panel, and TRACE A, Reference (A), TRACE B, Reference (B) and probably Scale B in 
the DISPLAY panel. 


GEN RUNNING FR 
ANL 1: TERM 2:TERM 
SWP TERMINATED 
Jan 68 1996 ° 
Hon 09:48:31 


o(A) 


E24.54 abr (wae Eee? 


RMS oe us GEN FREQ /Hz 


Fig. 2-45 STATUS and GRAPHICS panel with crosstalk measurement 


2.6.9.2 Linearity Measurements 


Linearity measurements are performed to investigate the characteristic of the output level with 
reference to the input level. The unit is usually dBr, but also V/Vr is used. Usually, the linearity of a 
DUT is of interest with different input voltages, allowing for a (generator) level sweep. With an ideally 
linear DUT, the sweep curve would be a horizontal line in parallel to the X-axis. 


The UPD does not offer an individual function for linearity measurements but they are defined as 
special reference of the level measurements. Advantages: 


1. The linearity measurement is not confined to one single measurement function; al! level 
measurements (RMS, RMS SELECT, quasi-peak and all peak measurements) can be used for 
linearity measurement. 


2. Switch-over between the linearity measurement and the (absolute) level measurement is enabled 
by selection of the unit (menu line "Unit 1" or "Unit 2"). It is thus possible to display the linearity 
measurement in one channel and the absolute level in the other channel. 


3. The selection of the reference (menu line Reference) offers switchover between fixed and floating 
reference value (linearity measurement). It is thus possible to display the linearity measurement in 
one channel and a level referred to a fixed reference in the other channel. 


Note: The floating reference used for linearity measurement is defined “floating reference 
value" in this operating manual. In contrast to the usual “fixed reference value“, each 
measured value is assigned its own reference value. 


The linearity measurement can be performed by means of a sweep, the measured values of which can 
be displayed numerically or graphically in the GRAPHICS panel and normalized. Moreover, the 
linearity deviation of each measured (level) value can be read off the result window directly - without 
setting and performing a sweep. 


Either the internal generator (select GEN TRACK) or - when both channels are switched on - one of the 
two measurement channels (select MEAS CH 1/2) can be selected as reference for the linearity 
measurement. Selection of a measurement channel as reference is required, if an external generator is 
used or if reference is to be made to a specified location of the setup. 
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Note:: A two-channel linearity measurement assumes that one of the channels is needed as 
reference. If MEAS CH1 or MEAS CH2 is selected as reference, one-channel linearity 
measurement is possible, only; the other channel supplies constantly O dBr (since it is 
referred to itself). 


If the linearity measurement is a sweep which is displayed in the graphical window, additional 
references can be made: 


1. The level curve of a reference item (golden unit), once measured and stored as a trace file - can be 
selected as reference in the DISPLAY panel (select FILE). It is thus possible to display the linearity 
deviation referred to this golden unit, without the latter being available with measurement. 


2. The level curve measured in the other trace (or loaded from file) can be selected as reference 
directly in the DISPLAY panel (select OTHER TRACE). It is thus possible to subsequently refer the 
level curves of the two channels to each other. 


3. The sweep shows the linearity deviation (eg, in dBr) from the selected reference curve. It need not 
necessarily be about 0 dBr, but also below or above 0 dBr, if the DUT is subject to gain or 
attenuation. This amplification factor of the DUT can be compensated by a normalization factor 
which can, alternatively, be entered numerically or by automatic 0-dB normalization to the current 
cursor position. 
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Note: When measuring D/A or A/D converters using the internal UPD generator, the linearity 
measurement (with GEN TRACK) leads to the physical problem of referring an analog 
voltage to a digital one (or vice versa). The UPD internally calculates with a conversion 
factor of 


1V/1FS or 1FS/1V 


Similar to the amplification factor, the conversion factor of the converter can be 
compensated by the normalization factor. 


One-channel linearity measurement referred to measurement channel 1: 
1. Select the analyzer (ANLG 22 or ANLG 110 kHz) depending on the frequency range required. 


2. Select one of the level measurements (RMS, RMS SELECT, quasi-peak or peak) and the mode, if 
necessary according to the measurement task. 


3. If a curve is to be swept, further settings have to be made in the DISPLAY panel. Operation must 
be set to Curve Plot, FUNCT CH2 should be selected for trace A and trace B should be OFF. 


4. Select the unit dBr or V/Vr for channel 2 and trace A (in the ANALYZER - and DISPLAY panel, if 
required). 

5. Select MEAS CH1 as reference (menu line "REFERENCE" in the ANALYZER panel and DISPLAY 
panel, if required); the measurement result of channel 2 is then referred to the input of channel 1. 


6. The linearity deviation is displayed in the result display of channel 2 with the selected unit. Starting 
the (SINGLE) sweep initiates graphical display of the linearity characteristic over the input level. 


| N Input PEAK Frequency GEN RUNNING J bf 
SMS cmt | 18. 77 Y) [14.291 U1] 70.99998 Kitz | Sup tenstneren 
. Qgat) a_ | 4.18 | (0 ne | Bees 


o(B) 


Pazease anv] [05000 an] [2-o000_ amr] 


| dBU RMS CH1, RMS CHZ us_ GEN VOLT de 


= Spacing LOG STEPS 
60.66 dBU # 


= Normalize VALUE: 
6.9955 » 


Fig. 2-46  "LINEAR1.PCX": Configuration of the UPD for the linearity measurement with reference to 
channel 1, display of the linearity wave on trace B and the absolute reference channel on 
trace A. 
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Two-channel linearity measurement referred to the internal generator: 


1. First, configure and set the internal generator (sinewave, level sweep, if required, signal frequency, 
etc.) 


2. Select the analyzer (ANLG 22 or ANLG 110 kHz) depending on the frequency range required. 


3. Select one of the level measurements (RMS, RMS SELECT, quasi-peak or peak) and the mode, if 
necessary according to the measurement task. 


4. If a curve is to be swept, further settings have to be made in the DISPLAY panel. Operation must 
be set to Curve Plot, FUNCT CH1 should be selected for trace A and FUNCT CH2 for trace B. 


5. Select the unit dBr or V/Vr for both channels and both traces (in the ANALYZER panel - and 
DISPLAY panel, if required). 


6. Select GEN TRACK as reference (menu line “REFERENCE” in the ANALYZER panel and 
DISPLAY panel, if required); the measurement result of both channels is then referred to the 
generator level. 


7. The linearity deviation is displayed in the result display of channel 2 with the selected unit. Starting 
the (SINGLE) sweep initiates graphical display of the linearity characteristic over the generator 
level. 


Input PEAK GEN RUNNING Ri 4 
Oe 1 [09 a pa 269 el see 
Hehe bag 1% V ee | aan. 


STATUS —— o(A) 


Passe aie) seo [ae var) 


CH1, RMS CH2 us GEN VOLT Ur 
1.62 


UALUE: 
Max 

wu CURSOR 
= CURSOR 


OTHER TRACE 
MEAS CHI 
MEAS CH2 

GE 4 


File 
HULP 


Fig. 2-47 Configuration of the UPD for two-channel linearity measurement with reference to the 
internal generator; display of the linearity characteristic of both channels 


Following termination of the sweep, the swept curves can be normalized to one (or 2 different) point(s) 
(eg, 1 V). The curve is thus shifted in the vertical direction such that it intersects with the O-dBr line at 
the selected reference points: 


1. Switch over to the GRAPHICS panel (GRAPH key or ALT+R), activating one or both graphics 
cursors, if required 

2. Move the cursor(s) to the desired reference point(s). 

3. Return to the DISPLAY panel (DISP key or ALT+D),. 


4. Open the menu item Normalize of Trace A; select O-Cursor or *- cursor, depending on which one 
was used for marking the reference point. 


5. Repeat step 4 for Trace B, if required. 


Note: If the linearity characteristic is to be determined for various frequencies, this can be 
realized via the two-dimensional sweep (with frequency on the Z-axis). The individual 
waveforms are overlapping in the display and result in a set of curves. 
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2.6.9.3 Fast Frequency-Response Measurements 


Usually, frequency-response measurements are performed using (generator) frequency sweeps and 
RMS measurement. Although the UPD offers quite a high RMS measurement speed (approx. 15 ms 
per measured value), such a sweep may lead to total measuring times, which are unacceptable due to 
the large number of sweep steps to be performed. 


Combining the FFT function with the generator signal RANDOM, Domain FREQ is an alternative 
therefore. The generator can be synchronized to the spacing of the analyzer, ie, each generated 
frequency line of the (pseudo) random signal is assigned exactly one line of the FFT. Therefore, FFT 
windowing may be omitted, thus obtaining maximum frequency and level accuracy. 


After generation of the generator random signal, all measurements can be performed at the speed of 
one single FFT. Thus, the measurement speed depends only on the FFT size, however, it should be 
selected such that the desired (linear) frequency resolution is just obtained. 


Note: Logarithmic spacing is not possible with FFT; irrespective of this, logarithmic scaling of the 
X-axis can be selected in the DISPLAY panel. 


NN RNS via FFT Input PEAK Frequency GEN RUNNING Rr MM 
S a 21.557 abv | F 8, i aBY | [20.9996 Ke | Sear OF 
ny) Off ma Lea 


STATUS i ee See 


—— GENERATOR PANEL —— }' + 71.08 dBr || 6. ae + 59.15 dBr | 
= INSTRUMENT ANLG 


aor FFT CH1, vs F be 


= Start 6.9809 Hz 
= Stop 2193 Hz | 


Fig. 2-48 Configuration and result of fast frequency-response measurement 


2.6.10 Optimizing the Measurement Speed 


In the case of remote control a high measurement speed is particularly important as the measurement 
time directly influences the program execution time. For this reason section 3.15.10 gives program 
sequences permitting the maximum measurement speed to be obtained. 


Short measurement times are desirable even in manual operation, particularly for sweeps and FFTs, to 
make sure that realtime response is be obtained (eg in adjustments). For this reason a few general 
hints are given here to keep measurement times short. The measures to be taken can be classified in 4 
groups: 


1. Measures for speed optimization not affecting the measurement accuracy, 
2. Compromise between measurement time and accuracy or dynamic range, 
3. Optimization using the internal generator, 

4. Increasing the sweep speed. 


These hints are available in a brief form under "Optimization" as part of the UPD online help (see 2.3.7 
Help Function). 
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2.6.10.1 Speed Optimization without Influencing the Measurement Result 


Selection of suitable analyzer instrument 


If the ANLG 22kHz and DIG 48kHz instruments are used, the two channels can be measured 
without pre-sampling. In this case the maximum dynamic range of the converter is used and the 
minimum lower frequency limit. These analyzers should therefore be given preference as long as 
the upper frequency limit is sufficient for the measurement. 


Switching off the unused test input 


An unused test input may considerably increase the measurement speed as the measurement is 
only completed when a result has also been obtained for the unused channel. Some functions (eg 
RMS with automatic measurement time, THD+N) take a considerably longer time for measuring a 
low-level signal (noise). If a signal is present in the 2nd channel, the measurement time is slightly 
longer than in 1-channel operation, because also the 2nd channel has to be completely evaluated 
and displayed. If the high-speed option is not installed, the two channels are measured sequentially, 
which at least doubles the measurement time. 


Switching off the "Beeper" 


In the setting "Beeper ON" there is a short sound of several 100 ms duration after each (single) 
sweep which indicates the sweep ending. During this time no device activities are possible. 
Especially with short sweeps this dead time is disturbing. Therefore the Beeper function should be 
switched off while sweeps are running - especially under remote/automatic control - if no acoustic 
reply of sweep end is required. 


Switching off displays that are not required 


If the displays for FREQUENCY and INPUT DISP are not required, they should be switched off. 
Apart from saving time for evaluation and display of these values, some measurement functions 
(eg RMS) can be terminated sooner. 


Switching off the settling function 


The settling function is not required for most test signals. If the DUT supplies a stable signal, settled 
results are obtained in the UPD even without the Settling function being switched on. Settling (or 
averaging) multiplies the measurement time by at least the set number of samples (see 2.3.4 
Settling Process). If the DUT has settling problems, these problems can be eliminated by delaying 
the measurement start (see also below) provided the settling time is roughly known. 


Switching off unused filters 


The settling time of each (digital) filter increases the total measurement time. Unused filters should 
therefore be switched off in the ANALYZER panel. 


Switching off the start delay for the measurement (Delay under START CONDITION) 


Delays and settling problems of the DUT are compensated for by a delay of the start of the 
measurement. The start of the 1st measurement after each change of a generator or analyzer 
setting - and therefore each single sweep point - is delayed by the set period. If the delay is no 
longer required, it should be set to 0.0 (see 2.6.4 Ways of Starting the Analyzer Ext. Sweep). 


Manual selection of analyzer level range (analog signals only) 


If the test signal level is roughly known and a reduction of the measurement dynamic is acceptable, 
the analyzer level range should be selectec “anually (Range FIX). A range covering the highest 
expected level should be set, an UNDERRAN GE should be taken into account. This prevents a new 
measurement with corrected range setting to be performed. Range LOWER can be selected to 
ensure that the measurement is not made invalid by a signal exceeding the upper range limit. In 
this mode the measurement range can be corrected in the case of OVERRANGE (see 2.6.2 
Configuration of the Analog Analyzers). 
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2.6.10.2 Compromise between Measurement Time and Accuracy or 
Dynamic Range 


The methods listed here can only be performed with certain measurement functions. 


e Selecting a lower dynamic range (Dynamic Mode FAST, only with the analog measurement 
functions THD, THD+N/SINAD, DFD, MOD DIST) 


With signals not able to use the full dynamic range of the UPD, eg distortion factors above 0.1%, a 
precision measurement need not be performed. Thus the measurement time can be reduced by 
about a factor of 2 without any loss of measurement accuracy. 


e Reducing the FFT size for FFT and THD+N 


Halving the FFT size also halves the FFT measurement time. This also applies to FFT-supported 
measurement functions like THD+N or SINAD. 


When a THD+N/SINAD measurement is performed, reducing the FFT size not only shortens the 
measurement time for (Post-)FFT but also that for THD+N/SINAD - irrespective of whether Post- 
FFT is activated or not, however at the expense of the measurement accuracy (see 2.6.5.7 
THD+N/SINAD). 


e Reducing the numerical value for "Measure Time" with RMS, RMS SELECT, PEAK, Q-PEAK and 
DC 


If a fixed measurement time is used, it can be directly entered as a numerical value. The shorter the 
measurement time, the lower the accuracy, of course. The specified measurement time refers to 
each measurement. A new measurement performed because of an unfavourable (UNDERRANGE) 
or incorrect (OVERRANGE) level range in the AUTO range extends the total measurement time. 


e Selection of AUTO FAST for RMS and RMS SELECT 


Selecting autoranging (AUTO or AUTO FAST) for RMS measurements guarantees the shortest 
possible measurement time for the desired accuracy irrespective of the test frequency in the case of 
unknown signals. If an accuracy of 1% is sufficient, AUTO FAST is recommended (see 2.6.5.2 
RMS). 


e Increasing the "Span" for Zoom-FFT 


The "Span" selected for Zoom-FFT should not be narrower than necessary for the required 
frequency resolution. Doubling the span halves the frequency resolution and the measurement time. 
(see 2.6.5.13 FFT). 


e Increasing the "Bandwidth" for RMS SELECT 


The wider the bandwidth of the digital bandpass or bandstop filter, the shorter the measurement 
time. The measurement speed can therefore be increased if the signal frequency is less selective 
(see 2.6.5.3 RMS SELECT). 


e Reducing the attenuation and/or the skirt selectivity of user-defined filters 


Both measures reduce the settling time of the filter and therefore the measurement time (see 2.7.2 
Creating the User-definable Filters). 
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2.6.10.3 Speed Optimization Using an Internal Generator 


Select GEN TRACK modes, if available (RSM, RMS SELECT, THD, THD+N/SINAD) 


Selecting Meas Time GEN TRACK for RMS and RMS SELECT permits the measurement time to 
be exactly set to whole periods of the set generator frequency. To achieve this the generator 
frequency may have to be slightly modified (see 2.6.5.2 RMS). 


With Fundamental GEN TRACK selected for RMS SELECT, a preliminary measurement for 
determining the frequency is not required (see 2.6.5.3 RMS SELECT). 


With Fundamental GEN TRACK selected for THD+N/SINAD, the 1st FFT can be performed with 
correct resolution even if the selected FFT size is too small. This almost doubles the measurement 
speed at low frequencies and a small FFT size (see 2.6.5.7 THD+N/SINAD). 


lf a pure THD measurement is performed, selecting Fundamental GEN TRACK does not noticeably 
increase the measurement speed. Since the fundamental must be exactly defined for the THD 
measurement, Fundamental AUTO should be used, particularly when the low-distortion generator is 
used as a signal source. 


Fast frequency response measurement 


If the noise generator (Domain FREQ, Shape FILE) is synchronized to the FFT analyzer of the 
UPD, a real-time frequency response analysis can be performed (see 2.6.9.3 Fast Frequency 
Response Measurement). 
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2.6.10.4 Optimizing the Speed of Generator Sweeps 


Use of universal generator instead of the low-distortion generator 


The universal generator is superior to the low-distortion generator with a view to frequency setting 
time and accuracy and should therefore be preferred as a sweep generator. The low-distortion 
generator should be used only if its excellent THD and S/N ratio are required. 


Doing without equalization of the generator signal (SINE and DFD) 


If signal equalization is activated, the level has to be newly set when the frequency is changed. This 
extends the total setting time and therefore the sweep time. In the case of very fast sweeps, 
equalization should preferably be switched OFF (see 2.5.4.1.3 Gem. Param. fir SINE DFD MULTI 
RANDOM). 


Synchronization of generator to the analyzer (Next Step ANLR SYNC) 


When the generator and analyzer of the UPD are used together, the generator sweep should always 
be synchronized to the analyzer. This ensures that the generator is switched exactly when all 
measurement results are available (if required also frequency and input on the active channels). 


DWELL should only be used in conjunction with an external analyzer (see 2.5.4.2 Sweeps). 


Manual selection of generator level range (only in the case of analog level sweeps with the 
universal generator). 


If a reduced dynamic range can be accepted for the generator, the generator setting and settling 
time can be reduced by selecting a fixed level range (see 2.5.2 Configuration of the Analog 
Generator). 


Reducing measurements at low frequencies (particularly with RMS, RMS SELECT and THD+N): 
==> selecting linear instead of logarithmic spacing, 
==> increasing the start frequency or the stop frequency (for a sweep from top to bottom). 


Low frequencies require longer measurement times. For this reason there should not be too many 
sweep points in the lower frequency range. 


Reducing the sweep points or increasing the spacing, list sweep 


The duration of a sweep increases linearly with the number of sweep points. Too many sweep 
points should therefore be avoided. In the list sweep the spacing of the individual sweep points can 
be selected as required so that clusters of points can be placed in areas of particular interest without 
significantly increasing the total number of sweep points. (see 2.5.4.2 Sweeps). 


Switching off the result display and the status display 


When sweeps are performed, the display of single measured values in the result display is in most 
cases unnecessary or even useless, particularly when the values are updated at a high rate. The 
same applies to the status display so that both displays can be switched off together. Omitting the 
output time - which is independent of the measurement time - is particularly noticed in the case of 
fast sweeps (see 2.15.5 Setting the Displays). The measurement can still be followed by means of 
the sweep curve or the bargraph display; the complete sweep list can be displayed any time in the 
GRAPHICS panel (see 2.10.4 Display of Lists). 


Switching off the graphic cursor 


For most applications display and update of the cursor values are not required while running sweep. 
Only the terminated sweep is analyzed by means of graphic cursors. Therefore the graphic cursors 
can be switched off during the sweep run and so the sweep time can be reduced (see 2.10.2 Trace 
and Spectrum Display). 
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2.7 Analyzer Filters (FILTER Panel) ax 


The FILTER panel has been devised for definition of the filters which can then be used in the 
ANALYZER panel. Before a user-definable filter can be selected in the analyzer, it must be created in 
the FILTER panel. 


Activating the FILTER panel: 

UPD front panel: FILTER 

External keyboard: ALT + T 

Mouse: (repeated) click on the right panel name, until the FILTER panel is displayed. 


If the FILTER panel is already visible on the screen, it can be activated also by actuating one of the 


TAB keys (repeatedly) or by mouse-click. 
Advantage: The panel need not be established again. 


For the functions 


e RMS &S/N_ (rms measurement) — 4 filters possible 
e PEAK & S/N (peak measurement), — 3 filters possible 
e Q-PK & S/N (quasi-peak meas.) — 3 filters possible 
e THD+N/SINAD (distortion measurement)  — 1 filter possible 
e RMSSEL (selective RMS measurement) — 1 filter possible 
e FILTSIM (filter simulation) — 4 filters possible 


any desired filters from the filter selection window can be set in the 
ANALYZER panel. This window contains user-definable filters (the first 9) 
and weighting filters, which are referred to by their short names in the 
FILTER panel or by a name complying to the standard. You can select 
any desired filter (also several times) and assign to the ANALYZER 
measurement function. 


The sum frequency response of all selected filters can be graphically 
displayed using the analyzer function FILTSIM (see 2.6.5.16). 


2.7.1 Weighting Filters Sey An 


The user-definable filters in the UPD (see 2.7.2 Creating User-definable Filters) are complemented by 
13 pre-defined weighting filters, which are automatically matched to the current sample rate. Due to the 
digital realization, the frequency response absolutely complies with the standard. With a very small 
sample rate (eg 32 kHz in the DIG48 instrument), some sections of the filter functions are close to the 
measurement range limit, resulting in distortions in these sections (with eg a sample rate of 32 kHz, 
distortions may occur in the range over 13.5 kHz). Yet, the filter is still within the permissible 
tolerances. For this reason, it is not possible to set weighting filters in combination with sample rates 
smaller than 30 kHz. 


Note: The weighting filters cannot be set in the filter panel, but are automatically available with 
the filter command of the respective measuring function. 
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Filter: 


Standard(s): 
Application: 


Filter: 
Standard(s): 
Application: 


Filter: 


Standard(s): 


Application: 
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A Weighting 


DIN 45412 


Weighting for disturbing 
voltage measurements 


C Message 
IEEE 743-84 


Transmission measurements 


CCITT 


CCITT 0.41 
IEEE Rec. 743-84 
CISPR 6-76 
CCITT Rec. P.53 


Psophometric 
measurements 


Ae Tol 
Analyzer Filters 


A Weighting Filter 


C MESSAGE Filter 


CCITT Filter 
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Filter: CCIR wtd 
Standards: CCIR Rec. 468-4 
DIN 45405 
CCITT Rec. N21 
CISPR 6-76 
Application: Weighting for disturbing 


Filter: 
Standard(s): 
Application: 


Filter: 
Standard(s): 
Application: 
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voltage measurements 


CCIR unwtd 
CCIR Rec. 468-4 


Bandpass from 20 Hz to 
20 kHz for band-limited, 
unweighted 


DEEM 50/15 
CCIR Rec. 651 
Compact discs 


CCIR wtd Filter 


DEEM 50/45 Filter 
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Filter: Deemph 50 

Standard(s): ARD Specs 5/3.1 

Application: Interference and noise 
voltage measurements to 
DIN 45405 

Filter: Deemph 75 

Standard(s): | same as Deemph 50 

Application: Interference and noise 
voltage measurements to 
DIN 45405 

Filter: Deemph J.17 

Standard(s): CCITT J.17 

Application: Interference and noise 
voltage measurements to 
DIN 45405 
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DEEMPH 50 Filter 


DEEMPH 75 Filter 


DEEMPH J.17 Filter 
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Filter: Rumble wtd 

Standard(s): DIN 45539 

Application: Testing of record players 


Filter: 


Standard(s): 


Application: 


Filter: 


Standard(s): 


Application: 
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Noise voltage 
measurements 


Rumble unwitd 


DIN 368.3 
DIN 45539 


Testing of record players 
Noise voltage 
measurements 


DC noise HP 


ARD Specs. 3/4 
ARD Specs. 12/2 


Highpass for DC noise 
measurements 


RUMBLE wed Filter 


RUMBLE unw Filter 


DC NOISE HP Filter 
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Filter: CCIR ARM 
Standard(s): CCIR 

DOLBY 

NAB Standard 
Filter: IEC Tuner 
Standard: DIN/IEC 315 


Application: Measurement on tuners 


Filter JITTER wtd 
Standard: AES 3 


Application: Weighting of jitter 
transfer function 
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CCIR ARM Filter 


IEC Tuner Filter (IEC 315) 


JITTER wtd 
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2.7.2 Creating the User-definable Filters Arde A 


The FILTER panel is made up of 9 filter items designated as FILTER 01 ... FILTER 09. Each filter item 
can be assigned a filter type LOW-PASS, HIGH-PASS, BAND-PASS, BAND-STOP, NOTCH, 1/3 OCT 
FLT, OCTAVE FLT, FILE-DEF, which are referred to below. Each filter type is predefined by its cutoff 
frequencies and the desired filter attenuation. After the filter has been calculated, further filter data 
(settling time, actual attenuation, stopband range, which are displayed in a different colour) are 
available in the FILTER panel. 


There is also the possibility of reading in any desired filter by selecting "FILE DEF”. 


Any filter defined in the FILTER panel is provided with a short name, which is then used to call the filter 
in the ANALYZER panel. The short name refers to type and cutoff frequency of the filter. 


The filters have been implemented as recursive filters (= IIR filters) with 8 poles. 


The filters are defined in terms of their frequency limits, which is why the contents of the FILTER panel 
is independent of the selected ANALYZER instrument ANLG 25 kHz to DIG 768 kHz. Filter parameters 
which used to make sense for a certain instrument may be futile in combination with another 
instrument. 


Example: 


A lowpass with a cutoff frequency of 50 kHz is a commonly used filter with the ANALYZER instrument 
DIG 768kHz, however ineffective in the instrument DIG 48kHz. 


For this reason, proceed in the following order when setting the filters: 


1. Switch all filters in the ANALYZER panel off: 
Enter any desired filter parameters in the FILTER panel. The filter parameters are neither checked 
nor updated. 


2. In the ANALYZER panel, select a filter from the FILTER panel: now, the parameters of the filters are 
checked: 
a) Valid filter parameters: filter is set 
b) Invalid filter parameters: error message on the screen, filter remains OFF 


3. Try to modify in the FILTER panel filter parameters of a filter selected in the ANALYZER panel: 
A dialog window appears where you can enter the new filter parameters. When you press the O.K. 
key in the dialog window the filter parameters are checked. 
a) Valid filter parameters: filter is set 
b) Invalid filter parameters: error message on the screen, the dialog window remains open 
for 
further entry of filter parameters. 


Exiting the filter dialog window using CANCEL or ESC causes 
> the filter in the ANALYZER panel to be switched OFF. 
> the most recently valid filter parameters to remain unchanged in the FILTER panel. 


Note: A type of filter can be repeatedly assigned with the same or different filter parameters to 
the 9 filter items! 
The sum frequency response of the set filters can be displayed with the help of the 
simulation (see FILTSIM function). 
You can select the filters in the ANALYZER panel in any desired order. For reasons of 
stability, it is however useful to select the filter with the “hardest” characteristics (eg very 
narrow bandstop filters) as the last one (below in th2 panel). 
It is possible to superpose several filters of the same type and with equal filter parameters 
for one measurement function. To give an example, a very steep 80-dB lowpass (in this 
case, with 16 poles, yet double ripple in the passband range) can be realized by 
superposing two 40-dB lowpasses. 


EHR @F Aili 2 
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2.7.2.1 Common Parameters of All Filters a, Varker 


1030.7500.02 


(Attenuation). Specify the desired filter attenuation in dB (example: 40 

dB). After the filter has been checked and set, the actually realized 

attenuation (usually higher) is entered. Filter attenuations can be 

implemented about every 10 dB. 

Exception: The filter calculation file (see 2.7.2.6, Internal Calculation of 
Filters) has been modified. 


(Read only) 

Enter the estimated settling time of the filter in seconds. 

This value is updated only when the filter is checked. 

Exception: File-defined filters. Subsequent to entry of the 
coefficients, the software calculates a delay and enters it in the menu line 
where it can be modified manually. 


(Read only) 

Specify a short name later used to call the filter in the ANALYZER panel. 
The short name is made up of an abbreviation (2 letters) for the filter 
type and the frequency (LP = lowpass, HP = highpass, BP = bandpass, 
BS = bandstop, TZ = terz filter, OC = octave filter, NO = notch filter). 
The frequency value is updated only when the filter is checked. 


Lao ef 2.7.2.4 
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2.7.2.2 Lowpass / Highpass 


LOW PASS 


HIGH PASS 


Specify the cutoff frequency of the passband range. 


Select a lowpass or highpass. 


Stop (Read only). Display of the cutoff frequency of the stopband range, which 


Specifies the filter order 
By reducing the filter order from 8 (standard) to 4, faster but less steep 
filters can be created. The order can be determined separately for each 
highpass or lowpass filter. 

ee 


is determined by the selected attenuation and passband range. This 


value is updated only when the filter is checked. 


The base filters used have eight poles, ‘elliptic C'-type to /SAAL 88/ with a ripple of 0.1 dB in the 


passband range. 
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Fig. 2-45 LOW-PASS and HIGH-PASS frequency response together with filter parameters 
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2.7.2.3. Bandpass / Bandstop Pa DS 


BAND PASS 


BAND STOP 


Passb Low Enter the lower cutoff frequency of the passband range. 


Stopb Low (Read only) 


Display of the lower cutoff frequency of the stopband range, which is 
determined by the selection of attenuation and passband range. This 


value is updated only when the filter is checked. 


Stopb Upp (Read only) 


Passb Upp Enter the upper cutoff frequency of the passband range. 


Display of the upper cutoff frequency of the stopband range, which is 
determined by the selection of attenuation and passband range. This 


value is updated only when the filter is checked. 


The base filters used have 4 poles, ‘elliptic C’-type to /SAAL 88/ where one base filter is used for the 
upper and one for the lower filter edge. As ‘elliptic C' has a pole at infinity, a bandstop of this type 


features a pole in the center between the two passband frequencies. 


Values for Passbd low and Passbd upp which are close to each other cause long settling times during 
realization and the danger of limit cycles (oscillations of the filter on account of self-excitation induced 
by rounding noise). In this case, it is useful to simulate the filters before the measurement (see 


analyzer function FILTSIM). 


0dB oS ie a 


Btopband lower 


hw 


Attenuation | 


'  Stopband upper 


Attenuation 


Passbond lower Passband upper 


Fig. 2-46 BAND-PASS and BAND-STOP frequency response together with filter parameters 
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Fig. 2-47 BAND-STOP frequency response together with filter parameters 
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2.7.2.4 Notch cay oe SE | 


Center Freq Enter the center frequency of the bandstop. 


Enter the difference between upper and lower cutoff frequency of the 
passband range. 
Stopb Low (Read only) 
Display of the lower cutoff frequency of the stopband range, which is 


determined by the selection of attenuation and passband range. This 
value is updated only when the filter is checked. 


‘Stopb Upp (Read only) 
Display of the upper cutoff frequency of the stopband range, which is 
determined by the selection of attenuation and passband range. This 
value is updated only when the filter is checked. 


The base filters used have 4 poles, ‘elliptic C'-type to /SAAL 88/ where one base filter is used for the 
upper and one for the lower filter edge. As ‘elliptic C' has a pole at infinity, a bandstop of this type 
features an attenuation pole at the center frequency. 

Use: 

Attenuation of single frequencies in the signal. 


Small values for "width” cause long settling times during realization and the danger of limit cycles 
(oscillations of the filter on account of self-excitation induced by rounding noise). In this case, it is 
useful to simulate the filters before the measurement (see analyzer function FILTSIM). 


OE ste Ee Oe Fs Se a mae ae tres 


Stopband lower 


Attenuation 


i Width ———Fr 
Fig. 2-48 Notch filter frequency response together with filter parameters 
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2.7.2.5 Third-octave / Octave ae he es 


FILTER 


1/3 OCT FLT 


(1/3 OCT FLT = 1/3 octave = TERZ) 


OCTAVE FLT 


Center Freq Enter the center frequency of the bandstop. 


: Enter the difference between upper and lower cutoff frequency of the 


passband range. 


(Read only) 

Display of the lower cutoff frequency of the stopband range, which is 
determined by the selection of attenuation and passband range. This 
value is updated only when the filter is checked. 


(Read only) 

Display of the upper cutoff frequency of the stopband range, which is 
determined by the selection of attenuation and passband range. This 
value is updated only when the filter is checked. 


These filters have been implemented as bandpasses (see 2.7.2.3 Bandpass / Bandstop) which are 
geometrically symmetrical to the center frequency, thus allowing the passband cutoff frequencies to be 
calculated from the center frequency: 


1/3 octave filter: Passbd low =CenterFreq / 1.12246 
Passbd upp =Center Freq x 1.12246 
Octave filter: Passbd low =Center Freq / 1.41421 


Passbd upp =CenterFreq x 1.41421 


Note: _ For these filters the 0,1dB-bandwiath is reduced in order to obtain an attenuation of 3 dB at 
the cut-off frequencies. Hence the effective bandwidth is lower than the theoretical values of 
third octave and octave filters. 

| 


theoretical bandwidth third octave:  ‘%/2 —- Ge = 0.2315 = 23.15% 
] 1 
theoretical bandwidth octave: 4/2 ——~=——=0.7071=70,71% 
2 of 


End OF 27.32.87 
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2.7.2.6 Internal Calculation of Filters On 7 


All filter parameters are transformed from the Z range (digital, sampled) to the S range (analog, 
continuous) using the sample rate valid for the respective instrument. In the S range, the filter 
parameters are normalized to a passband limit of 1.0. The filter suitable for this transformed filter with 
respect to the type (ie, elliptic C and eight-pole for highpasses and lowpasses and four-pole for 
bandpasses) and minimum desired attenuation is searched for in the filter data base. This filter is then 
denormalized and retransformed while the actual stopband and actual attenuation are being calculated. 
This transformation is performed with the currently effective sample rate. The predefined cutoff 
frequencies are maintained, however different stopband frequencies will be obtained (depending on the 
selected sample rate). When the sample rate on which the calculation is based does not match the 
actual clock rate (e.g. in the case of a wrong entry), both passband frequency and stopband frequency 
are shifted. 

After the start of the measurement (e.g. through a new setting, pressing of the START key or in the 
case of SWEEP), UPD waits for a certain settling time per filter before the actual signal integration. 
This settling time is calculated on the basis of the desired attenuation and the filter coefficients. If (in 
exceptional cases) the time calculated is too small, the filters have not completely settled at the start of 
the measurement. 

To remedy this, the following trick is possible: 

lf the FILE.DEF filter "DELAY.COE” is selected, a settling time can be entered there which is 
considered in addition to the normal settling time in the measurement. Filter DELAY.COE has no 
function otherwise. 


The filter data base is filled with the filters in the ‘ref—Ip.rip' file in the C:\UPD\REF directory on start of 
the system software. 


The filters contained in this file are derived from /SAAL 88/. Their ripple in the passband range is 0.1 
dB. 


EO . OF Boke Ave 
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2.7.2.7.‘ File-defined Filter ("FILE-DEF") A7.2- 7 


For applications requiring additional filters which are not offered by the instrument, any desired filter 
can be read in from a file. The filter in the file must be an IIR filter with 8 poles/zeros. The filter must be 
designed (in the Z range, ie digital, sampled) with reference to the sample rate used in the respective 
ANALYZER instrument. Two data formats are supported: 


a) Coefficient output file of FDAS, version 2.1 and 2.2. FDAS is a filter design program from the 
company of Momentum Data Systems. Select a cascade of biquads with 32-bit float number 
representation as implementation for generation of the filter with the help of FDAS. 


Example: see R&S-EXAM.COE file in the C:\UPD\USER directory 


b) ASCII file wnere the poles and Zeros (in the Z level) must be entered as floating numbers. 8 poles 
and zero positions (4 pairs) only are permissible. Unused poles and zeros must be shifted to the 
origin of the Z level. 


File format: 

1st line: Identification: ‘pole zero file’ 

2nd line: Key word ‘gain’ followed by a float number: specification of filter gain 
following lines: Key word 'pole' or 'zero’ followed by real and imaginary part. Complex 


conjugate pairs must be consecutive and be at the 1st, 3rd, 5th or 7th position, 
respectively. 


The transfer function is given by: 


3 
[ [= 2oi)*(z = zoi*) 
S(z) = gain * —2—__________ 


[ [ ( - 2)*(z - wi*) 


where S(z) is the normalized transfer function, Z) are zeros and Zp are poles. 
The filter should be checked using the simulation. 


Comment lines are to begin with '#' and are permissible anywhere; no difference is made between 
upper-case and lower-case letters. 


Example: see EXAMPLE.ZPZ file in the C:\UPD\USER directory 


Literature: 
/SAAL88/: Rudolf Saal, Handbook of Filter Design, 2nd edition, Hithig 1988 


Ewp oF A: 7.4. / 
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2.8 STATUS Panel A. 


Activating the STATUS panel: 


UPD front panel: STATUS 
External keyboard: ALT+S 


The STATUS panel can be activated only in split-screen graphics mode (see 2.10.8 Switching between 
Full-screen and Split-screen Mode) and is always on the left side of the screen. 


The STATUS panel displays only those command lines of a panel which have been ticked (select the 
position before the line using the tab — keys, press SELECT; ‘the tick is switched on and off (toggle 
function). The UPD thus offers the possibility of displaying a clearly structured excerpt from all settings 
on the left side of the screen. 


Instead of using the other panels, the UPD can also be operated from the STATUS panel, allowing you 
to carry out constantly recurring operator sequences from one panel only. Use of the STATUS panel is 
especially advantageous for display and, if required, printout (see 2.14) of graphics on the right side 
together with the essential UPD settings on the left side of the screen. 


Empty STATUS panel. Command lines in the GENERATOR, 
No command lines have ANALYZER and DISPLAY panel 
been ticked off. have been ticked off. 


STATUS STATUS 


GENERATOR PANEL 
sChannel (s) 1 
= Output UNBAL BNC 
= FUNCTION ~ SINE 
# FREQUENCY 10.000 Hz 
= VOLTAGE 3.0000 V 


No commands selected! 


Only commands which are 
ticked off appear in 


the STATUS-Panel . ANALYZER PANEL 


sChannel (s) 1 
#CH1] Input UNBAL BNC 
= FUNCTION - RMS & S/N 


For further information 
press HELP! 


Meas Time AUTO FAST 


DISPLAY PANEL 
* OPERATION BARGRAPH 
#Unit Vv 
# Spacing LIN 


Fig, 2-49 Exp oF 2A:¥ 
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2.9 Series of Measured Values, Files and Loadable Instrument 2.9 
Settings (FILE Panel) 


The FILE panel is activated by pressing the FILE key (UPD front panel) or the key combination "ALT F” 
(external keyboard). The FILE panel is always displayed on the left side of the screen. 


2.9.1 Loading and Storing Bae Pe 


Files can be stored to hard disk (drive C:) or diskette (drive A:, can also be addressed as "B:”). All 
system files, and, in the default setting, the user files too, are available on hard disk. The user files can 
also be written to or read from diskette. 


UPD system software updates are also loaded from diskette (see 1.3, Software Re-installation). For 
storing files on diskette, DOS- formatted 3.5” floppies are required. Unformatted disks can be 
formatted on operating system level using the command 


FORMAT A: 
An external keyboard is required for this purpose. 


Insert the diskettes with the metal slider pointing to the front and the label to the left. The diskette is 
ejected by pressing the eject key. 


On the left side of the diskette, there is a lockable write protection; the disk is write-protected when the 
hole is free. 


The individual types of files are characterized by reserved file types (file extensions), which are listed 
in the table below. It also provides information on where, ie in which panel, the file is loaded. 


Table 2-31 


COM 
DWL 


: Coefficient file for filters (see 2.7.2.7) 
4 Executable programs; (eg BIOSW.COM); reserved (DOS) 


Dwell time for automatic generator sweeps: 
loaded in the GENERATOR panel, menu item ”Dwell List” 


: Error file for limit violations 
loaded in the DISPLAY panel by selecting Trace A/B—> FILE; OPERATION->LIM REPORT; 


ERR 
Prolog and epilog for HPGL (see 2.14 Printing / Plotting) 
PLT Colour palette information for PCX and printer (see 2.14 Printing / Plotting) 


1030.7500.02 2.299 E-11 


a as Oe 
Loading and Storing UPD 


Executable programs; (eg UPD_UI.EXE); reserved (DOS) 
Amplitude/Frequency table for generation of noise in the frequency domain (see 2.5.4.11) 


Screen Copy (HPGL format) is generated in the UPD for subsequent output to a HPGL printer 
Help file 


[eaten . 
i 
item "File name” 
item "File name” 
ae Shee 
[Nam 


ReOnapet es Sera seiabt | 
Nomakntentersonediris SSCS 
[Pex | serene cep esin PH) genoa UPD be coped atwr nega —_————_—| 
Repo gereaon(AESTEU, SP OF) a Ne forchamelsianscae i 


Partial setup; loaded in the file panel under the heading LOAD INSTRUMENT, menu item Mode—ACT 
SETUP 


a Setup; loaded in the FILE panel under the heading LOAD INSTRUMENT, menu item Mode—>COMPL 
SETUP 


Sweep list for generator voltage loaded in the GENERATOR panel, menu item VOLTAGE or TOTAL VOLT 
(depending on the function) for X- or Z-axis sweep 


Sweep list for frequency of the generator or selective ms measurement; loaded in the GENERATOR panel, 
menu item FREQUENCY, MEAN FREQ or in the ANALYZER panel, menu item "File name” for X- or Z- 
axis sweep 


Sweep list for burst duration 
loaded in the GENERATOR panel, menu item “ON-TIME” for X- or Z-axis sweep 


Sweep list for burst interval 
loaded in the GENERATOR panel, menu item ”INTERVAL’ for X- or Z-axis sweep 


.PCX 
.PGC 
.PGU 
-PPC 
-RLP 
.SAC 
SCO 
SPV 
loaded in the DISPLAY panel by selecting Trace A/B—>FILE 
Time table for generation of arbitrary signals (see 2.5.4.12) 
Equailizer file 
loaded in the GENERATOR panel, menu item ’Equal File” or as RANDOM Freq-File 


Pole-zero file reserved for filters 


File with instructions for specific work lists 


Note: Reserved files must not be changed or renamed. 


Eun oe OFut 
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Loading and Storing 


Loading and Storing Default Setups and Complete Setups 


art {21 


Setups are loaded and stored by entering a file name under the menu item "File name". If the desired 
file name is already in the menu line, it is sufficient to open and close the appertaining selection box. 
(see 2.3.2 Data Entry). 


LOAD INSTRUMENT STATE Loading an instrument setup 


ACTUAL 


Select the setup to be loaded. 


DEFAULT (Default setup) 


The Rohde&Schwarz default setup (see 3.5) is loaded. 


SETUP mode. 


COMPLETE (Complete setup) 


The complete instrument setup is loaded. 


(OPTIONS Panel). 
*.SET) can be loaded. 


(Actual setup) 


inactive instruments and functions. 


setups (with any file extension) can be loaded. ; 


curves have to be displayed. 


be identified by means of the file extension. 


loaded; other extensions are not permissible. 
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The setup also includes all latent (ie presently inactive) functions and 
instruments. A change of this setup is not recommended but possible by 
overwriting the DEFAULT-SET file with a setup stored in the COMPL 


This setup includes also all latent (ie presently inactive) functions and 
instruments as well as all comments that can be entered in the hardcopy 
(see 2.14 Printing / Plotting / Storing the Screen Contents 


Under this item only complete setups (with any file extension, eg also 


The current instrument setup (with or without measured values and 
curves) is loaded. Loading such a setup does not influence the currently 


Under this item only "Actual Setups" and "Actual +Data Setups" actual 
the latter contain additionally measured values and measured curves 
and therefore require a longer total loading time especially when the 
An instrument setup is loaded. The setup type (actual or complete) can 


Under this item any setup with the file extension *.SAC or *.SCO can be 


Loading and Storing UPD 


STORE INSTRUMENT STATE 


Select the setup to be stored. 


COMPLETE (Complete setup) 


The complete instrument setup is stored. 

It includes all latent (ie currently not active) functions and instruments as 
well as the comment entered when a printout is made (see 2.14.1 Screen 
copy). A file with the extension ".SCO" occupies about 80 Kbytes of 
mass storage. 


(Actual Setup) 

The current setup is stored. It includes only the currently active 
instruments and function. A file (with the extension ".SAC") occupies 
about 8 Kbytes of mass storage. 


ACTUAL+DATA (Actual setup including data) 

The current instrument setup including measured values and curves is 
stored. The memory required by these setups depends on the size of the 
active traces. 

The measurement or the sweep should be "TERMINATED" before 
storing to ensure that valid measurement results are available. 

lf only measured values (without curves) should be stored, the traces 
must be switched OFF in the DISPLAY panel. 


Note: If valid measurement curves are available, this type of setting 
takes up much more memory space (up to several 100 Kbyte) 
and requires longer loading times than actual setups. For this 
reason it should only be used where the curves are really 
needed. 


When loading a new instrument setup, the former setting is overwritten. All lists (equalizer, limits, etc.) 
are filled with files the names of which are contained in the new setup. If a file cannot be loaded (eg the 
specified equalizer file has been cleared in the meantime), an error message is generated and the 
error source is displayed as file name in the menu line. 


Note: When loading setups, their file names may not exist (eg because they have been deleted 
in the meantime or the setup has been adopted from another UPD). In such cases, the 
cause of the error (usually “not found") is stated below the respective entry (eg "File 
name"). 
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(Attributes) 
For storing only. 


The stored file is write-protected. 


The stored file can be deleted or overwritten. 


Deleting a write-protected file requires the R-attripute to be deleted using 
the DOS command ATTRIB on operating system level. 

Syntax: ATTRIB -R file name 

The use of an external keyboard is necessary for this purpose. We 
therefore recommend that the write protection be used only when a setup 
is not to be changed any more. 


(Info display), displayed when a setup is loaded (LOAD INSTRUMENT 
STATE). 


A comment of max. 39 characters describing the measurement task, the 
DUT or the like, may be entered for each setup under the menu item Info 
Text in the FILE panel. This comment can be displayed via the file 
selection window so that the purpose of a selected setup is known before 
the setup is loaded. 


The "info text" of a selected setup is not displayed, scrolling through the 
file selection window is possible at maximum speed. 


Note The info display should be switched off when a floppy is 
accessed (drive A), because the long times required for 


opening floppy files would considerably slow down scrolling 
in the file selection window. 


The info text of a selected setup is displayed in the user guide line. This 
slightly slows down scrolling in the file selection window as the info text 
of each setup has to be read out. 


Specified when the setup is stored (STORE INSTRUMENT STATE). 
Entry of a comment of max. 39 characters describing the measurement 


task, the DUT or the like. This comment can be displayed via the file 
selection window when the setup is /oaded. (see "Info disp"). 


Causes a file with the specified file name to be loaded or stored. 


If the file cannot be opened, an error message and “not found" is entered 
in the menu line. 


For entering file names see 2.3.2.5. 


END oF 2.4.1.1 
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2.9.1.2 | Loading and Storing Series of Measured Values and AGla A 
Block/List Data 2 


Series of data from recorded sweeps or FFT, waveform or filter-simulation data can be stored in files 
for several purposes: 


> To load them at a later date as a record, for the purpose of comparison or subsequent processing. 
The series of measured values are loaded using the DISPLAY panel commands and are displayed 
in the form they were stored. They can however be provided with a different scaling or converted 
into other units. 


> The files can be called from other programs and their data further processed. This is most 
appropriately done using the ASCII format. The structure of an ASCIili file is shown in some 
examples (R&S_EXAM.TRC in the c:\upd\user directory), which are provided with detailed 
comments. Refer to Section 2.9.1.3 Format of the Block/List Files for more detailed descriptions. 


>» Stored traces can be used in the UPD for several purposes: As reference traces for other traces if 
the results are displayed in relative units. For this, the stored traces are loaded by means of FILE 
under Reference in the DISPLAY panel. Moreover, the trace files can be used to provide 
equalization data for the generator. 


The data are stored in files using commands in the FILE panel (also see 2.3.2.5, Entry of File Names). 
A series of measured values (Y or Y2) and its associated X-axis values are stored by means of Store 
TRACE A or TRACE B. If a variable reference value (ie a reference value as a function of the X axis) 
and a relative unit (ie a unit needing a reference) are active, the reference values too are stored in the 
file. If a Z-axis sweep is selected in the generator, the Z-axis values too are stored. The entire scaling 
information as well as the function labelling are appended in coded form. If User Label is switched to 
on in the DISPLAY panel, user-defined function labels and units are also stored. 


With command Store TRACE A + B, the data of the second series (trace B with the scaling of Y2) are 

stored, too, with their associated reference values. The corresponding format can be loaded as a dual 

trace by means of DUAL FILE in the DISPLAY panel. If Scan count >1 in the DISPLAY panel is active, wi 
which is always the case with Z-axis sweeps, the above series of measured values are stored not as 

one but as several scans (see 2.9.3.3, Scan count >1). Scan groups too can be loaded from the 
DISPLAY panel as a unit (see 2.9.3.3, Scan count >1). 


The files are loaded for the functions they are needed. In the GENERATOR panel, for example, the 
sweep, dwell, and equalization files are loaded. Sweep and dwell files are also used in the analyzer 
mode for selective rms measurements. In the DISPLAY panel, traces (from sweeps or FFTs), 
reference traces (for sweeps) and limit-value files are loaded. 


All measured values are stored with their basic units: levels in V, frequencies in Hz, times in s, phases 
in degrees, related quantities in %. Notice that S/N data - such as S/N levels - have to be indicated in 
positive dB values. le, 0 dB are 100%, 20 dB are 1000%, the number value being 1000. 
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Storing traces and sweep lists 


Store During a sweep, various buffers are created for sweep parameters, 
TRACE/LIST measured values, limit violations and waiting times, if any. This menu 
item serves to select which one of these buffers is to be stored. 


TRACE A Store the TRACE A or the TRACE B buffer; (specify in the DISPLAY 
TRACE B panel which measured values are to be collected in which trace buffer) 
(see 2.10.1, Parameters for Display of Traces and Spectra). In addition 
to the trace data, the values of the appropriate X axis as well as the 
values for scaling from the display panel are stored to permit the curve to 
be displayed as it was scaled in storing. 

\f a variable reference and a relative unit are used, the corresponding 
reference trace is stored too. If Scan count >1 is selected in the 
DISPLAY panel, a group of traces, or pair of traces, determined by Scan 
count is stored in the file (with reference traces, if applicable). 


TRACE A+B A pair of traces (or a group of trace pairs if Scan count is set to >1) is 
stored in a file. The pair(s) of traces can be loaded as a unit by means of 
DUAL FILE under TRACE A. 


Note: 


When traces are stored, the X axis, and in the case 

of a 2-dimensional sweep the Z axis, are stored as well. 

For assignment to the sweep parameter see "X Axis" and “Z Axis" in the — 
GENERATOR panel (see 2.5.4.2 Sweeps ). 

The list formats (file types) can be seen in the table of section 2.9.1. 


Store the list with the sweep points for the sweep parameter lying on the 
X axis (for generation of lists used in the list sweep). 
For the generation of a sweep list, proceed as follows: 


GENERATOR panel 


>» Activate the sweep system ("Sweep Ctrl = AUTO SWEEP”) 

>» Set the X axis to the desired parameter (eg FREQ for the frequency 
sweep list) 

> Select the start and stop values as well as spacing of the desired 
parameter (recommended: LIN POINTS or LOG POINTS) 

> Enter the number of sweep points, which determine the number of 
entries in the sweep list generated later. 

> To avoid the generator waiting for the synchronization with the 
analyzer, select "Next stop ~ DWELL" and a short "Dwell". 

Start the sweep by pressing the START key. When the sweep enters the 

SWP ... RUNNING state, the sweep list is available; the sweep can be 

aborted. 

Generating or modifying sweep lists is also possible using a text editor 

(e. g. EDIT from DOS). 
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Store the list with the sweep points for the sweep parameter lying on the 
the list sweep). 
For generation of the Z-sweep list, it is advisable to proceed as described 


under generation of the above-mentioned X list, however, set the values 
for the Z axis in the generator panel. 


Generating or modifying sweep lists is also possible using a text editor 
(eg EDIT from DOS). 


For sweeps with time synchronization only; store the buffer for the dwell. 
time. The time data are obtained either from a file (with list sweep) or 
they are all equal (with Next Step Dwell). The dwell time or the file name 
for the active dwell list is entered in menu item Dwell” or "Dwell List” in 
the GENERATOR panel (see 2.5.4.2 Sweeps). 


DWELL VALUE 


The upper or lower limit curve (tolerance mask) is stored to file. 


LIM UPPER 


LIM LOWER When a limit curve is loaded as described in Section 2.10.7 Limit Check, 


a list including all interpolated X-Y pairs is output. 
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EQUALIZATN (Equalization) 

Special case: store the frequency response of a device under test, eg, as 
equalization file, which can then be read in for frequency-response 
compensation purposes 

e in a sweep with a generator sinewave signal under menu item "Equal. 
file” in the GENERATOR panel 

e¢ or as generator RANDOM function with Domain FREQ and Equaliz 
FILE. 


For this purpose, the inverse frequency response normalized at any 
frequency can be stored (see menu item Norm Freq or Invert 1/n). The 
measurement data (frequency response) must be provided in one of the 
trace buffers, which can be selected under menu item "Volt sourc". 


For generation of an equalization file, proceed as follows: 

Connect the DUT to channel 1 and select this input/output in the 
generator and the analyzer. The generator is set to a frequency sweep 
using ,FUNCTION — SINE“ (cf. 2.5.4.2 Sweeps). In the analyzer, the 
swept voltage of the DUT is determined using the function RMS & S/N. 
Entry of TRACE A > FUNC CH1 in the DISPLAY panel fills the trace 
buffer A, which is then referred to as data source for the equalization file 
using the command Voltsource -~TRACE A described below. Prior to 
storing the equalization file by entry of file name, the user should enter a 
standard frequency (eg, 1 kHz) and Invert 1/n > ON. 


Data obtained by filter simulation can also be converted into an 
equalization file. To this end select the function — FILTERSIM and set 
TRACE A > FUNC CH1 in the DISPLAY panel. In contrast to the above- 
mentioned file-generation, neither a sweep must be performed nor the 
DUT connected. 


(Limit Report) 

LIM REPORT Stores the list of limit violations. With sweeps and FFT, 0, 1, 2 or 3 is 
entered in this “error report". To interpret this code refer to the 
explanations below. Limit values or limit curves are indicated in the 
DISPLAY panel under the menu items "Lim upper" and "Lim lower" (see 
2.10.7 Limit Check). 


Re LIM REPORT 
Interpretation of limit report file: 


The limit report list is organized like the contents of a limit file (see 2.9.1.4 Editing Limit Files) and 
contains the information 
0, 1, 2 or 3 for each frequency. 
0: No limit violation 
1: A value or trace defined in the DISPLAY panel as MODE = LIM UPPER was exceeded by a sweep 
or FFT curve 
If several sweep or FFT curves are displayed, eg 
- one curve on Trace A and one on Trace B, with CHECK = TRACE A+B selected in the DISPLAY 
panel, 
- Or several sweep Scans are set in the DISPLAY panel, 
the curve has exceeded the upper limit. 
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2: A value or trace has fallen below the value defined as MODE = LIM LOWER. 
If more than one sweep or FFT traces are displayed, one of the traces is below the lower limit. 
3: If the "Lim lower" and the "Lim upper" value or trace (Mode = LIM LOW&UP) 
are simultaneously displayed and more than one sweep curve is displayed, eg 
- one curve on Trace A and one on Trace B with CHECK = TRACE A+B selected in the DISPLAY 
panel, 
- or several sweep scans are set in the DISPLAY panel, 
3 indicates that a sweep curve is below the lower limit and that at the same time another sweep 
curve has exceeded the upper limit. 
3 cannot be indicated for FFT curves as the limit check for TRACE A+B cannot be performed 
simultaneously. 


0 0 
Lim Upper Lim Lower 
this “ eae Trace A oder 
Trace B 


Lim Upper Lim Lower 
Trace A oder 


Trace A oder 
Trace B 


Trace B 


Lim Upper --- Lim Lower 


Trace A 
Trace B 


Trace A 
Trace B 


Lim Upper 
Lim Lower 


Fig. 2- xx Examples of codes used for limit violations 


In the event that in the FILE panel 


FILE 
STORE TRACE/LIST 
Store LIM REPORT 


Format ASCII | or REAL 


Format = ASCII has been selected, 0, 1, 2 or 3 are stored as ASCII values, for 
Format = REAL _ the codes are stored as binary values (4 bytes each) to IEEE standard. 


The X values, for which a limit violation has been detected, are identified by a comparison of the trace 
file and the LIM REPORT file (SCPI does not allow for a more convenient solution: 


Limit report for sweep traces: 


The sweep trace used for the limit check is selected in the DISPLAY panel as follows: 


-———_ DISPLAY 
LIMIT CHECK ==<<+--<<-<== 
CHECK TRACE A or TRACE B or TRACE A+B 
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Note: 
CHECK = TRACE A+B in conjunction with a limit violation can only be set for sweep traces (not for 


FFT traces) ifScale B = EQUAL A has been selected forTRACE B (the scale of Trace A is also 
used for Trace B). 


To view the limit violations, select 
>——- DISPLAY 

| OPERATION SWP LIM REP |. 
Only limit violations will be displayed. 


To determine the X values at which limit violations occurred, the trace file has to be generated to allow 
a comparison of the trace file and the LIM REPORT file: 


FILE 
STORE TRACE/LIST 


Store TRACE A or TRACE B 
Filename XXX.TRC 


In contrast to the display where only limit violations are shown when OPERATION = SWP LIM REP 
has been selected, the trace file contains all sweep points. 


Example: 
Contents of Contents of 
trace file LIM REPORT file 


213) 
a | 
10 | 
1 }see 2.9.1.3 File head 


213) 
2 | 
9 | 
} see 2.9.1.3 File head 
0 


| 
| 
J 


1 
1 
0 
0) 


1291.55 
2154.44 
3593.81 
5994.84 
10000 


Jhb bd lids 


0. 

. | 
0. 

0. | 
0. | 
1. > Limit report 
4: | 
ks | 
oO. | 
QO. | 
J 


CPHPHODOOCOO 


The data following here are 
irrelevant for viewing the 
LIM REPORT file and have 
therefore been omitted! 
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Limit report for FFT curves: 


The FFT curve used for the limit check is selected in the DISPLAY panel as follows: 


DISPLAY ————— 
LIMIT CHECK ---~-------- 
CHECK TRACE A or TRACE B 
Note: 


Limit violations of FFT curves can only be checked for TRACE A or TRACE B. TRACE A+B cannot be 
selected! 


To view the limit violations in the display, select 


DISPLAY ————— 
| OPERATION SPC LIM REP | 


Only limit violations will be displayed on the screen. 


To determine the X values at which a limit violation occurred, the trace file has to be generated to 
allow a comparison of the trace file and the LIM REPORT file: 


FILE 
STORE TRACE/LIST | 


Store TRACE A Jox TRACE B 
Filename XXX.TRC | 


Note: 


In contrast to the sweep trace, only the limit violations are stored for an FFT trace in the trace file. 
Therefore, when a suitable "Lim upper" value is selected, the noise floor of the FFT can be suppressed 


and the data volume reduced. 


Example: 
Contents of Contents of 
trace file LIM REPORT file 


213 | 213 


2 


) 
| | 
| | 
see 2.9.1.3 Fille head + see 2.9.1.3 File head 
| | 
| | 
J } 


--X--------- Y----- 
0.5991 
0.9714 
10007.8 0.8815 


$id 


] 
} Limit Report 


The data following here are 
irrelevant for viewing the LIM 
REPORT file and have therefore 
been omitted. 
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Format Select the file format. 

REAL Data are stored in binary format; rapid access. 

ASCH Data are stored in ASCII format, can be further processed using any text 


editor or other programs. 


For Store > EQUALIZATN only. 


The trace buffer specified here must be the one containing the 
measurement data; the ANALYZER and DISPLAY panels must be 


appropriately configured (see "Store > EQUALIZATN"). 


TRACE A 
TRACE B 


The voltage data are read from the trace buffer A/B. 


For Store > EQUALIZATN only. 
Specify the frequency on the voltage value of which is normalized. 
Selecting the frequency at which the frequency response curve has its 


maximum means that the equalization file contains values from 0 to 1 
only. If any other frequency is selected, factors higher than 1 occur. 


Invert For Store — EQUALIZATN only. 


Inverting the frequency response causes, with the equalizer switched on, 
the device under test to get an equalized frequency response. 
Application: constant outgoing power (independent of frequency 
response), pre-/ deemphasis 
The equalization curve is stored in inverted form. 
The equalization file is not inverted. 

Filename Causes the trace or list to be stored under the specified file name. 


If the file cannot be opened, an error message and "not found” is 
displayed in the menu line. 


For entering file names, see 2.3.2.5. 


Enb OF 2.4LA 
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2.9.1.3 Format of Block/List Files Z2Ael-S 


ww 
Overview 


The following text describes the format of the Trace/List files, as it is used internally for storage of 
measured values and sweep, dwell, equalization and limit lists. This is of interest for the user only, if he 
wants to copy values into other programs, edit files or create new files for internal use. The subsequent 
description is intended to offer support in this case. You may additionally refer to the supplied example 
files (R&S_EXAM.*) in the directory \UPD\USER. These ASCII files contain comments and some of 
them are even available in various versions (eg, R&S_EXAM.TRC, R&S_E209.TRC, R&S_E212.TRC). 


Numeric data formats (ASCII and REAL) 


All values are stored with their basic units. Physically useful values have an exponent between E 6 
(120 dB or mega) and E-12 (-240 dB or pico). (They are converted with the units set for curve 
representation). 


In contrast to that, with limit files the numbers are interpreted as factors to the reference value (see 
2.10.7, Limit Check). 


Notice in advance the description of the differences between the REAL format (binary according to 4- 
byte IEEE Standard) and the readable ASCII notation. The advantage of the first format is the compact 
setup and fast access, since the numbers do not have to be converted. However, the user normally 
prefers using the ASCII format which is easier to handle. 


In the REAL format, the numbers are not separated by a separator and they are arranged in successive 
blocks, eg, all X values first, succeeded by the Y values. With multiscan data (see 2.9.3.3, Group of ’ 
Curves) the X values then come again, followed by the Y values etc. _ 


In the ASCII format, all data of an index are arranged in a printable line, the data are separated by a 
space character and the line is terminated by carriage return / line feed (called CR/LF in the following). 
Multiscan data are also arranged successively, in this format. 

Up to version 211 of the file format, the ASCII numbers like the REAL numbers were arranged in 
blocks and all numbers were separated by CR/LF. If the previous format is continued to be used for 
compatibility reasons, it can be generated by setting a call parameter. This parameter is -o8 and must 


be inserted in the AUTOEXEC.BAT subsequent to the line containing the UPD(.bat) call using an editor 
at the DOS level. 


Setup 


Explanation of the file setup can be most clearly arranged in simplified Backus-Nauer form. The 
meaning of each individual line is explained in detail in the following. 


file := header_struct, trace [,info_struct] 
trace := scan | multiscan | fft_scan 
fit_scan := y_block, x_def [, y2_block] 
multiscan := scan 0, count 1, scan 1 [, count n, scan n].... 


scan := ascii_scan | real_scan 


ascii_scan := ascii_sample 0, [, ascii_sample n J... 
ascii_sample := x, [, y [, ref] [, y2 [, ref2] ] ], ,CR/LF“ wW 


real_scan := y_block [, x_block [, ref_block] [, y2_block [, ref2_block] ] ] 


1030.7500.02 2.312 E-11 


a4,1, 3 


UPD File Management 


x_block, y_block, ref_block, y2_block and ref2_block are blocks of REAL (IEEE 4- byte float). With 
fft_scan, y_block and y2_block may also be ASCII numbers separated by CR/LF. 


x, y, ref, y2, ref2 are numbers in the ASCII notation, separated by spaces. CR/LF is appended to 
ascii_sample. 


The ASCli format allows for inserting comments. They begin with ‘#’ character and are terminated by 
subsequent CR/LF. Maximum 80 characters are permitted. 


File 
The first line explains that a trace/list file always consists of a header_struct and a trace of numbers, 


followed by an info structure, if desired. In the following, an individual chapter is dedicated to each of 
the above-mentioned key-words. 


File header (header_struct) 


The header is always stored in the ASCII format and contains 7 integers (16-bit integer) with the 
following meaning: 


213 # version of fileformat this file is built with 


0 # format: O for ASCII, first all y values then all x values 

# 1 for binary (ieee float), successive blocks like format 0 
H 2 for ASCII, pairs of values, first y then x values 

1131 # mode: 16 bit integer consisting of 

4 3 bits (LSBits) comb: 1 for y only, 2 for x+y, 3 for x+y+z, 
# DSP data: 4 for fft, 5 for waveform, 6 for filtsim 

# 1 bit new: true since sw vers 2.09 

# 2 bits dual: 0:for mono, 1:dual with equal scale, 

# 2:dual with 2 scales 

i 2 bits multi: O:single, 1:multi scan ( 2, 3 unused ) 

# 2 bits ref_trc_a: 0 no reference or value 

# 1: reference trace on file 

# 2, 3 unused 

# 2 bits ref_trc_b: like ref_trc_a 

# 4 bits (MSBits) reserved 

3 # scan count (of first scan if multi scan) 

5 # count of entries for scan 1 

1 # x scale: 0 for lin, 1 for log 

0 # y scale: 0 for lin, 1 for log 


e The first number contains the version number of the file format. All previous formats can be read 
from an updated software version but not vice versa, which is why an update of the instrument 
- software is advisable. 


e The second number indicates the format. 0 means an earlier ASCII format, which contained the 
figures in successive blocks similar to the sequence used by the REAL format. A detailed description 
is not given at this place. - 1 means that the following numbers are given in the REAL format. 2 
stands for the described ASCII format with Y and X values arranged in pairs. 


e With the third number, each bits is assigned a meaning: 
Bits 0 to 2 explain the data structure. 
Value 
1 stands for a one-dimensional row (eg, sweep-list), 
2 for two dimensions (eg X and Y data), 
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3 for three dimensions (generally multiscan data with Z axis), 


4 indicates two-dimensional data with fixed X values (given by start and delta values), 
generally FFT data 


5 same as 4, but for waveform data and 
6 for filter simulation data. 


Bit 3 is always set to one starting with version 209 and indicates that the subsequent data are also 
defined in the data structure described here. 


Bits 4 and 5 indicate whether the trace is a mono trace (0) or a dual trace (1). 
Bits 6 and 7 indicate single scan( 0), multiscan (1), or multiscan with Z sweep (2). 


Bits 8 and 9 indicate whether the Y axis contains a reference value (1) ( thus, Y data consist of 2 
numbers) or not. If not, these bits are set 0. 


Bits 10 and 11 have a similar meaning as bits 8 and 9, however, they refer to the second Y value 
(y2) with dual trace. 


The remaining four bits have been reserved for extensions. 


e The fourth number indicates Scan Count, the number of scans contained in this file. 


e The fifth number represents the maximum index + 1, ie, the number of x (or y, ref , y2, ref2) 
samples of a scan. 


Note that, with multiscan, each scan may consist of a different amount of X-Y data (eg, with 
external sweep) which is why the current number of the following values is indicated before each 
new scan. 


e The sixth number is a 0, if the X axis interpreted to be linear, 1 stands for logarithmic scaling. 
The interpolation of intermediate values of limit curves, which are neither horizontal nor vertical, 
uses this information for the X and the Y direction. For a correct graphics display it is important for 
the file entries to be consistent with the actual scaling as in the display the samples are linked by 
straight lines. If the values are not identical, "bent" (elliptic) curve segments are obtained in the 
calculation. Since elliptic segments are not drawn they cannot be identified. 


e The seventh number is similar to the sixth but refers to the Y axis. 


Trace 


The header, especially the third number specifies how to interpret the subsequent trace. 


e One-dimensional 

The group of one-dimensional traces/lists (eg, frequency list of a sweep) is simply a sequence of 
numbers, which is separated in the ASCII notation by CR/LF and directly successive in the REAL 
format. Bits 0 to 2 of the third number in the header are assigned the value 1. 


e Two-dimensional 


The significant group of two-dimensional data (eg, dwell, equalization, limit) contains pairs of numbers 
in the ASCII format 

Xo Yo CR/LF 

Xi Yi CR/LF 

X2 Yo CRILF etc., 

x being the independent and y the dependent value. 


The sequence in the REAL format is Xo X; X2 .... Yo Yi Y2.... This pattern applies always which is why it is 
not indicated with each of the subsequent items. 
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Bits 0 to 2 of the third number of the header assume the value 2, ie, sample and scan are defined as 
follows: 

ascii_sample = x, y 

scan = samplep [, sample,]... 

real_scan = x_block, y_block 


e Two-dimensional with reference value 


Mono traces (one-channe! measurements) may contain a reference value or not; it is therefore put in 
brackets in the following notation: 

ascii_sample = x, y [, ref] 

This means that the numbers are arranged as follows: 

Xo Yo [ refo] CR/LF 

X,Y; [ref;] CR/LF 

Xe Yo [ref2] CR/LF etc. 


A dual sample ( two measured values for the same X value) is obtained by: 
ascii_sample = x, y [ref] , y2 [, ref2 ] 


Generalized, a sample is defined as follows: 
ascii_sample = x, [, y [, ref] [, y2 [, ref2] ] ] 


An ASCII scan is obtained by a number of samples: 
ascii_scan = Sampley [ Sample, J... 


A REAL scan consists of a number of blocks: 

real_scan = y_block [, x_block [, ref_block] [, y2_block [, ref2_block] ] ] 
the X block being defined as 

x_block .= Xo, X41, [ Xp]... 


e Three-dimensional (multiscans) 


Multiscans are obtained by successive series of scans: 

multiscan = Scano, count,, scan, [,count, , SCan,].... 

Notice that the number of data of scano has been defined in the header, whereas the subsequent ones 
are indicated prior to the subsequent traces. 


If a multiscan has been obtained by a Z sweep, a one-dimensional field of Z values is added to the 
multiscan. Bits 0 to 2 of the third number of the header are set to 3. 


e One-dimensional with steady X axis 


The above-mentioned applies only for trace data which have been obtained by (internal or external) 
sweeps. FFT data, waveform data and filter-simulation data are characterized by a steady X axis, ie, 
the X axis is defined by two values in this case. These values are start value and difference value and 
are named x_def, the structure is defined as fft_scan. (See section "Setup" above). 


Multiscan, reference values and Z sweep are skipped, however, dual trace is possible. The different 


values of the bits 0 to 3 are selected for plausibility check with loading traces and do not imply different 
data structures. 


1030.7500.02 2.315 E-11 


ws , q ’ [ | 3 
File Management UPD 


Info Structure (info_struct) 


This data field contains values which appear in the DISPLAY panel and guarantee that a stored trace -] 


which is loaded corresponds exactly to its appearance prior to storage. Therefore, the scaling values, 
eg, have to be included in the file. This structure is used with storage of trace A, trace B or dual trace, 
only. 
It is reserved and should not be modified, since error could lead to undefined program states. The 
reason is that all error possibilities are eliminated with user entry and that this structure is considered to 
be consistent with use. Besides, it contains data which cannot be described here since they would go 
beyond the scope of this section. It is advisable, if required, to have a file created by the UPD by 
means of storing a trace variable/variable trace. All settings can be made in the DISPLAY panel and 
the structure described is completely inserted. 
info_struct := trace_no, trace_group, x_info, y_info, y2_info, strings, norm_y1, norm_y2 

trace_no indicates trace A (0), trace B (1) or dual trace (3). 

trace_group indicates the type of X axis, in order not to mix frequency and time axes. 


x_info := unit, ref_val, ref_unit, log_flag, upper_val, upper_unit, lower_val, lower_unit 
y_info and y2_info are set up like x_info. 


strings .= x_string, y_string and y2_string are the user-defined axis labels. 
norm_y1 and norm_y2 stand for the normalization factors. 
unit consists of code (16 bits) and group (16 bits) and specifies the unit of the axis; 


ref_val is the reference value used; 


ref_unit is the unit assigned to the reference value (expressed again by means of code 

and group); 

log_flag is 0 with linear scale (not zero with log); 

upper_val is the top or right limit of the axis; 

upper_unit indicates code and group of the assigned unit; 

lower_val and lower_unit mean the values for the bottom or left limit of scale. 
2.9.1.4 Editing Limit Files 2-41.47 
Level limit files can be edited in MS DOS with any editor capable of generating text files. The sample 
filles R&S_EXAM.LLW (LLW = Limit LoWer) and R&S_EXAM.LUP (LUP = Limit UPper) used for 
demonstrating the data structure are stored in the directory C:\UPD\USER. 
Each file consists of a header followed by the actual data. Additional information can be stored with the 
aid of comment lines. 
The meaning of the 7 header values can be seen in Section 2.9.1.3, 2.9.1.3 Format of Block/Listen 
Data 
Example: 
A limit file should be edited with the aid of which the FFT curve of a DUT can be checked for limit 
violations. The limit curve should have the following characteristic: 
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lim(A) oe Sa 


J] [v.25 apy | [o. ae Hz | [ 75.25 du | 


dBU us ee 


@ 2k 4k 6k _8k_ 10k 14k 16k “20k 


The 7 header values are determined as described in section 2.9.1.3 Format of Block/Listen Data/ File 
header: 


1st number = 213 Number of file format for UPD version 3.02 
For UPD versions > 3.02 this number can be determined by storing a trace file (see 
2.9.1.2 Loading and Storing of Series of Measured Values and Block/List Data) and 
entering TYPE xxx.TRC | MORE _ in DOS. The first number displayed is the 
number of the file format. 

2nd number =2 Data of this limit file are in ASCII format, X-Y ey next to each other 


3rd number=10 10 is the decimal equivalent of 1010: 
d15 


[° 00 ak o|0 0|0 o|o o|1jo 1 “Ol. 


T two-dimensional (X and Y values) 
T always 1 

4th number=1 Number of data records. In the case of limit files it is always 1. 

5th number=6 Number of subsequent pairs of X-Y values. 6 samples are required for the desired 
characteristic of this example. 

6th number=0 Linear interpretation of X axis. Irrelevant for this example with purely horizontal and 
vertical lines. 

7th number=0 Linear interpretation of Y axis. Ditto 
The interpolation of intermediate values of limit curves, which are neither 
horizontal nor vertical, uses this information for the X and the Y direction. For a 
correct graphics display it is important for the file entries to be consistent with the 
scaling selected in the DISPLAY panel, as in the display the samples are always 
linked by straight lines. If the values are not identical, "bent" (elliptic) curve 
segments are obtained in the calculation. Since elliptic segments are not drawn they 
cannot be identified. 


The entries for the Y values in the limit files must be multiplication factors which, together with the 
value set in the DISPLAY panel under 


DISPLAY 
[PRACE A FUNCT CH1 | 


|uimit Ref VALUE | 
1.0000 v_ |, 
form the level value used for the limit check. 
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Thus, a multiplication factor of 0.00001 (1V + 0.00001 = 0.00001V = -100 dBV) is for instance 
calculated for the desired Y value -100 dBV. 


X values | Desired Multiplication 
Y values in | factors for entry 
the graphics | in the limit files 
displa 


100 dBV 0.00001 


_se0gHz | Odsy 1400 
[10500 Hz |-100dBV__|0.00001__—| 


The contents of the desired limit file is as follows: 


This file is stored for instance under C:\UPD\USER\MYLIM.LUP in MS-DOS and loaded for display on 
the UPD as described in section 2.10.7 Limit Check: 


DISELAY  ——— 
| LIMIT CHECK ------------ 


| Lim Upper FILE | 
| Filename MYLIM.LUP | 


Note: 
Additional information on the use of limit files is given in the Application Notes 
1GA33_1D (German), 1GA33_1E (English) or 1GA33_1L (American) 

which can be obtained from your local Rohde & Schwarz agency. 


— 


2.9.1.5 Generating a Limit File from a Trace File ee re Ce 


Example: 
The passband of a DUT with C MESSAGE characteristic is to be checked for compliance with a 
specific tolerance with the aid of an upper and lower limit curve. 


The simplest way to generate the two limit files is to derive them from a trace file obtained by means of 
a sweep via a C-MESSAGE filter. 


In this case the samples of the limit curve correspond exactly to the X values of the sweep (provided 


they have not been manually changed) so that the Y values need not be interpolated to obtain 
information on limit violations. 


In this example the UPD-internal C-MESSAGE filter is used. 
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Generating a trace file: 


e Load default setup: 


FILE 
LOAD INSTRUMENT STATE 
Mode 


DEF SETUP | 


e Establish internal connection to the generator, set the C-MESSAGE filter as required for an RMS 
measurement and select dBV as display unit. 


ANALYZER 
Chi Input...GEN CH1 
Filter C MESSAGE 


Unit Chi dBV 
e Select AUTO SWEEP with 10 sweep points (for an easy-to-handle number of limit points later on) 
and set the output level to 0 dBV: 


-————_- GENERATOR 
|SWEEP CTRL AUTO SWEEP | 
Points 10 

VOLTAGE 0.0000 dBV 


e Switch to trace display and select a logarithmic scale for the X axis: 


DISPLAY 
OPERATION CURVE PLOT 
X AXIS | 


| Spacing LOG | 
Select split-screen display (Taste OU or ALT Z) 
e Trigger the sweep with the SINGLE key and the C-MESSAGE filter curve is displayed.. 
e This curve is not stored as TRACE file under the file name CMESS.TRC: 
° ~——— FILE 
STORE TRACE/LIST ---- 
Format ASCII 
Filename CMESS.TRC | 
The file is now available under C:\UPD\USER\CMESS.TRC with frequencies in Hz and 
levels in V. 
e Quit UPD (press SYSTEM key or CTRL F9). 


Generating limit files from the trace file 


The CMESS.LUP (upper limit curve) and CMESS.LLW (lower limit curve) files are generated in DOS 
from the CMESS.TRC file by varying the level values in V obtained from the TRACE file by means of 
a user-selected editor until the desired tolerance mask is obtained. 


The Y values to be entered in a limit file are multiplication factors which, together with the value 
specified in the DISPLAY panel under 


DISPLAY 
TRACE A FUNCT cut | 


|Limit Ref VALUE | 
1.0000 v |, 
form the level value used for the limit check. 
The limit curve can be shifted by varying the Limit Ref value. 
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Contents of Contents of Contents of 
C:\UPD\USER\CMESS.TRC: C:\UPD\USER\CMESS.LUP: C:\UPD\USER\CMESS.LLW: 


213 | 


OooasteTA 
-00154384 
-109695 
- 879042 
-978155 
-317451 
-0551856 
-00598586 
000624106 
-48084e-05 


0.00001 
0.0008 
0.03 
0.7 

0.9 
0.16 
0.03 
0.003 
0.0001 
0.00001 


0 
0 
0 
0 
0 
0 
0 
0 
0 
7 


The data following here are irrelevant 
for the generation of limit files and Multiplication factors determining the limit samples together with the Limit 
have therefore be omitted. Ref value in the DISPLAY panel. 

1) Number of limit samples 

2) Interpretation of X axis:: 0 = linear, 1 = logarithmic 

3) Interpretation of Y axis: 0 = linear, 1 = logarithmic 

See 2.9.1.3 Format of Block/Listen Data / File header 


Loading limit files and detecting limit violations: 


After a restart of the UPD, the two limit files 
DISPLAY 

LIMIT CHECK --------- 

Lim Upper FILE 


| Filename CMESS . LUP 
Lim Lower FILE 
Filename CMESS . LLW 


are entered and the desired tolerance mask is displayed. 


If a sweep is triggered with the SINGLE key, the characteristic of the C-MESSAGE filter is within the 
tolerance band, as expected, and no limit violation is signalled. 


DISPLAY ————,/ Lim(A) Hea *(A) 
ees — hen)" Free a] [ices me] Fee a 
- Unit Hz 


- Reference 1000.6 liz RMS CHi, vs GEN FREQ /tHz 
. AUTO J 


LOG 


LIM LOWAUP 
TRACE A 


- Lim Upper 
- Filename CMESS.LUP 
- Lim Lower FILE 

- Filename 


= COMMENT — 


500 1k zk 5k 10k 
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To verify the limit check, a limit violation can be provoked by increasing the sweep level in the 
GENERATOR panel! from 0 dBV to, eg, 1 dBV or by varying the Limit Ref value, which shifts the 
limit curve. 

In the top lefthand corner of the graphics display the icon 


lim(Aa) 
dBY 
appears indicating a limit overrange by an arrow pointing upwards. 


To determine the source of the limit overrange, 


DISPLAY ————, 
OPERATION SWEEP LIST| 


can be selected in the DISPLAY panel. A list of all sweep parameters is displayed. The limit violation is 
marked by an upward arrow in the lefthand margin of the list. 

After a change from split-screen to full-screen display (key OC) followed by GRAPH or ALT Z and 
then ALT R) an extended list of the sweep parameters is displayed together with the points of the two 
limit curves. 


Note: 


If the X values have been transferred from the trace file into the limit file unchanged, the value in 
columns 3 and 4 is the product of the multiplication factor in the limit file and of the Limit Ref value in| 


the DISPLAY panel. If the X values have been modified, the interpolated limit values for the 
frequencies in column 2 are displayed in columns 3 and 4. 


RMS = -CH1, vs GEN FREQ 


o-> - 70.76 20.000 kHz 
- 55.1? 9.283 kHz 
-18.215 4.309 kHz 
-0.1195 2.0000 kHz 
0.8245 928 .3 
- 8.955 430.9 
~24.175 200 .00 
- 43.46 92.83 
- 20.91 43.09 
= 74,79 20 .000 


Measured level Sweep frequency Samples Samples 
of upper of lower 
limit curve limit curve 


(CMESS.LUP) (CMESS.LLW) 


DISPLAY 
| OPERATION SWP LIM REP | 


causes a list of limit violations to be displayed. In this example this is only one: 
RMS CH1, vs GEN FREQ 
ry 0.8245 dBU 928.3 Hz 0.399 dBU -1.570 dBU 


Note: 


Additional! information on the use of limit files is given in the Application Notes 
1GA33_1D (German), 1GA33_1E (English) or 1GA33_1L (American) 


which can be obtained from your local Rohde & Schwarz agency. 


Enp of Ata tak 
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2.9.1.6 Generating a Limit File Using the Application Program 2-4, 1.6 


For a convenient generation of limit files for frequency response measurements the Application Note 
1GA33_1D (German), 1GA33_1E (English) or 1GA33_1L (American) can be used in conjunction with 
the application program LIMIT.BAS which can be obtained from your local Rohde & Schwarz agency. 


To be able to use this program the Universal Sequence Controller option UPD-K1 must be installed. 
With the aid of this option complete measurement sequences can be run program-controlled on the 
audio analyzers. 


To be able to run the application program LIMIT.BAS under the Universal Sequence Controller UPD- 


K1, the firmware version 3.0 or a higher one is required in the UPD. An external keyboard must be 
connected in addition. 
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2.9.2 Editing Files and Directories AWA 


The following files are available under the heading UTILS in the FILE panel, which is called by 
pressing the FILE key. 


The UPD software is supported by the MS-DOS operating system and uses its file manager, which is 
normally not of importance for the user. It however provides extended capabilities, which you can 
make use of, if desired. For reasons of internal management, the UPD software assigns a fixed data 
type (extension) to each file type depending on its function, allowing the identification of the file type. 
The extension consists of up to three letters after the point in the file name and is usually not available 
to the user in other menu items (the extension used is specified in the menu items concerning files as 
well as in the list given in Section 2.9.1). 


Delete - A file can be deleted using this command. All menu commands used to 
store files overwrite an existing file with the same name or create a new 
file. 


lf a directory is specified under "Work dir" that exists in the UPD, the specified directory is selected as 
the working directory. If the directory does not exist, the entry is interpreted as a file name indicating a 
control file where working directories for various file types (file extensions .SCO, .SAC etc) can be 
specified. If the control file is not found either, three possibilities are offered to the user in a dialog box: 


1. "Create": The entry is interpreted as the name of a new working directory which is then opened and 
activated. 

2. "Work dir unaffected": The entry is stored under "Work dir" without the currently used working 
directory being changed. When a setup is loaded containing an entry under "Work dir” that has 
been generated in this way, the current working directory remains unaffected. This means that by 
entering a non-existing working directory, setups can be generated that do not change the current 
working directory. 

3. "Back to filebox": An incorrect entry has been made; a working directory can be selected again in 
the file box. 


Specifying a directory: 


Files can be arranged in directories allowing classification depending on, for example, the user or the 
project. The working directory, which precedes all file names and path names (unless they begin with a 
"\" in the main directory) is thus selected. Independent of the working directory, there are also 
directories which are used by the UPD-internal software. 


Example: Work dir C:\UPD\DUT04 


a 
Te fowesrsco ewer 


Storing files in the main directory (example 2) or in the UPD system directories 
(UPD,\UPD\REF,\UPD\DRIVER, etc.) should be avoided. 
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Specifying a file with control instructions: 


The specified file contains control instructions by which a working directory is defined for various types 
of file. 


All file names entered into the file box without a path being specified are searched for in, and taken 
from, the working directory defined in the control file. The working directory shown in the file box under 
the specified file name can be checked against the file name displayed on the UPD. 


(Control file (ASCII text): Meaning: 


#Comment 1 Any comment, marked with # 
SCO C:\EXAMPLE\SETUP Loading and storing of setups 
SAC C:\EXAMPLE\SETUP according to \EXAMPLE\SETUP 
TRC C:\EXAMPLE\TRACE Loading and storing of traces 
#Comment 2 


.PPC C:\UPD\USER Protocol definitions 
.PAC C;AUPD\USER 

.PAU C:\UPD\USER 

he C:\UPD\USER Preset directory 


The control file can be created at the DOS level using any type 
of editor capable of generating unformatted ASCII text. 


.* Designates the working directory that is set if a type of file not included in the control file is entered 
(default directory). 


# Marks comment lines. 
Leading and filling blanks are ignored. Entries can be made in any order. 


If no appropriate entry is found for a specified file type, the directory specified after ".*" is used as 
working directory. If no entry exists for ".*", the path information (eg C:\UPD\USER) is extracted from 
the file name designating the control file (eg C:\UPD\USER\EXTDIR:CFG) and entered as working 
directory. If in the control file a working directory is specified that does not exist, an error message is 
output. 


Note: Several users can use setups jointly and store the results separately by using the same 
path for the setups and different paths for the data to be stored. 


Example: 


Mr. MILLER, Mr. BAKER and Mr. SMITH are sharing an UPD. Each user wants a working directory of 
his own with the corresponding setups using the .SCO and .SAC file types and each one establishes a 
path named SETUP. 
Mr. MILLER mainly works with .TRC trace files and therefore 

needs a path named TRACE. 
Mr. BAKER mainly works with .COE filter coefficient files and 

therefore needs a path named COEFF. 
Mr. SMITH mainly works with .FFT arbitrary waveform files and 

therefore needs a path named ARBIT. 


All files of a type other than mentioned above are to be directly written to/read from paths 
C:\UPD\USER\MILLER, C:\UPD\USER\BAKER or C:\UPD\USER\SMITH. 
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The above requirements can be fulfilled by structuring the working directories as follows (at the DOS 
operating system level): 


C:—_ UPD—— USER ~7- MILLER TL. SETUP (CAUPD\USER\MILLER\SETUP) 
TRACE (C:\UPD\USER\MILLER\TRACE) 
BAKER “Tl _ SETUP (C\UPD\USER\BAKER\SETUP) 
COEFF (C\UPD\USER\BAKER\COEFF) 
SMITH TT SETUP (C:\UPD\USER\SMITHM\SET UP) 
ARBIT (C\UPD\USER\SMITH\RBIT) 


The assignment of file types to working directories is made in separate contro! files which are best 
stored under C:\UPD\USER: 


MILLER .CFG 


# Working directories, depending on file type 
.SCO C:\UPD\USER\MILLER\SETUP 
SAC C:\UPD\USER\MILLER\SETUP 


.TRC C:\UPD\USER\MILLER\TRACE 
# Default working directory 
- C:\UPD\USER\MILLER 


BAKER.CFG 


# Working directories, depending on file type 
.SCO C:\UPD\USER\BAKER\SETUP 
.SAC C:\UPD\USER\BAKER\SETUP 
.COE C:\UPD\USER\BAKER\COEFF 
# Default working directory 

Fil C:\UPD\USER\BAKER 


SMITH.CFG 


# Working directories, depending on file type 
-SCO C:\UPD\USER\SMITH\SETUP 
SAC C:\UPD\USER\SMITH\SETUP 

TTF C:\UPD\USER\SMITH\ARBIT 

# Default working directory 

7 C:\UPD\USER\SMITH 


After switching on the UPD, each user enters, under "Work dir" in the FILE panel, the path and name 
of his control file, or loads a setup in which the path and name of his control file are already entered. 


Exp of Z2MA 
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2.9.3 Series of Measured Values (Sweeps and Scans) and Block/List Data A. 4.3 


With sweeps, values measured as a function of a variable input quantity are recorded and can be — 
represented in various ways graphically or as numbers. UPD can simultaneously record two traces 
(Trace A and Trace B). These are in the following referred to as 1 scan. 


The variable input quantity, which is usually entered along the X axis, is determined by the sweep 
parameters. There are three sweep modes, of which only one can be active at a time: 
generator, analyzer and external/time-controlled sweep. 


> In the generator sweep, the frequency or the output voltage can be automatically varied (in steps). 
For sine burst measurements, the ON time and the length of intervals (see 2.5.5.2, Sweeps) can be 
varied in addition. 


> In analyzer sweeps, the "receive" frequency can be automatically stepped in (frequency-) selective 
rms measurements, with sweep parameter settings similar to those used in generator sweeps (see 
2.6.5.3, RMS SELECT). If the multisine function (with up to 17 simultaneous frequencies) is active in 
the generator, a sweep list can be generated with UPD set to SWEEP CTRL GEN MLTSIN. With 
this list, the analyzer is automatically tuned to all generator frequencies in consecutive order. 


> The third group of sweeps are external sweeps that are likewise set in the analyzer mode. With 
external sweeps, time-varying signals are analyzed that are not stepped by one of the UPD sweep 
systems but by external control. The analyzer picks up measurement values after a frequency or 
level change and interprets the frequency or level as X-axis parameters. Furthermore, measured 
values can be collected at certain intervals. In this case, time will be taken as the X-axis parameter. 


In the DISPLAY panel, the set sweep parameters are always used for the X axis. The units used 
depend on the physical quantity measured. The righthand and the lefthand limit are determined by the 
start and the stop values of the sweep parameters and set using the X-axis autoscaling function. 


— 
2.9.3.1 Scan count =1 ct, ak  f 


From the six values simultaneously measured, two can be used for the two independent Y axes (trace 
A and trace B). These values may be the distortion factors of the lefthand and righthand channel, for 
example, but also different physical quantities such as voltage and phase. The quantities to be 
measured are set in the ANALYZER panel; the values to be recorded as a trace are selected in the 
DISPLAY panel even if a trace is not to be displayed but stored in a file. 


Measured values frequently have to be referenced to other values (the measured values being 
expressed in relative units). If a reference value is constant (eg 1 mW), it can be taken into account 
immediately. If the reference value is a function of the X axis, a reference trace will result. With UPD, 
such traces can also be formed from a series of measured values, for example, or from the generator 
voltage or frequency, or may be loaded from a file (eg as reference traces). 


In all, the following is stored for one scan: two traces, two reference traces and the X-axis data since, in 
the case of external sweeps, the latter are also obtained through measurements values and cannot be 
calculated. 


Ewin wr Sees! 
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2.9.3.2 Interpolation to a Common X Axis ai a 


To allow any traces to be used as reference traces or to be displayed simultaneously for the purpose of 
comparison, and measured by means of the movable cursors, all traces would have to have the same 
X values. However, any X divisions can be used on the UPD as the values of the traces and reference 
traces are interpolated to the set X axis. The interpolated values are displayed as traces or numerals. 
The original X and Y values are displayed only if no sweep is selected (and thus no X axis is set). 
(Excepted are all limit traces; they are displayed using the original and not the interpolated values (see 
2.10.8, Limit Check).) 


For interpolation, the X and Y values of the four traces and reference traces are stored in the UPD, 
yielding a total of eight series of numbers plus the four interpolated series plus the current X-axis 
values. This results in 13 series of 1024 values each. 


UPD also interpolates further series of numbers: the limit traces for the upper and lower ranges, the 
equalization trace for the generator voltage, and the dwell trace for sweep stepping. Thus, only a few 
measured values are required for each trace. In interpolation, linear or logarithmic scaling of the X and 
Y axes is taken into account as, when switching from linear to logarithmic scaling, segments of an 
ellipse would be displayed instead of a straight line. 


All traces are interpolated once at the start of a sweep to make for enhanced measurement speed. In 
the case of external sweeps, the X values are unknown at the start of the sweep. In this case, 
interpolation cannot be made prior to the sweep but must be performed during the sweep. 


2.9.3.3. Scan Count >1 oa 4. 


The number of traces generated with UPD is not limited to one X sweep but can be increased to n 
sweeps by means of the setting Scan count <n> (in the DISPLAY panel). A group of traces will be 
obtained as graphical representation. All traces are stored (in the UPD and also as a file, if desired) 
and can be displayed as one unit, rescaled and recalled. In the Scan GROUP mode, the 13 series of 
numbers mentioned above are multiplied by the number of scans. 


In the generator mode, a second sweep can be made in addition to the X sweep. The second sweep is 
referred to as Z sweep as it is usually represented along the Z axis. When Z sweep is selected, the 
number n of the scans is automatically set to the number of the Z points (Scan count is set according 
to the number of Z points). 


In the Scan count >1 mode, a series of traces (or a series of pairs of traces) is usually displayed. In 
autoscaling of the Y axes, all available traces are included. Any other operations, eg setting the cursor 
to the min. or max. values, only apply to the current scan. For out-of-tolerance checks (limit checks), 
all traces are checked against the same two limit traces, the out-of-tolerance symbol applies to the 
current pair of traces. 


The current scan (with one or two traces) is selected with the PAGE UP/PAGE DOWN keys on the 
keyboard. The current value, ie the scan index, is indicated by a number between the out-of- tolerance 
field and the lefthand cursor-value field. The scan index is set by remote control with command 
DISPlay: TRACe:INDex <n>. 


The point of intersection of the cursor with the current trace (or pair of traces) is visually emphasized 
by means of a circle. It is thus possible to allocate the cursor values indicated in the windows 
unambiguously to the current scan. 

The most recently recorded scan is displayed with a number ("#n”) in the upper left corner providing 
the space is not occupied by the out-of-tolerance field. 
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If one of the list modes (SWEEP LIST, SPECTR LIST, SWeeP LIMit REPort or SPeCtrum LIMit 
REPort) is selected, the corresponding lists are generated anew after a change of the scan index (with 


the PAGE UP/ PAGE DOWN keys), since only one scan (pair of traces with X axis) can be displayed at wes) 


a time. 


With FFT, a large amount of numbers (up to 7424) is obtained, although no more than one scan is 
available. For this reason, the scan index is used for organizing the number in 1-k blocks and selecting 
them accordingly. This is not only useful for the screen display but also for reading the block data via 
remote control or the UPD Universal Control with BASIC (UPD-K1). With remote-control command 
DISPlay:TRACe:INDex, a 1-k block is selected to which the subsequent inputs and outputs with FFTs 
refer. With sweeps, the command serves for selecting a desired scan from a group (or to select the Z 
index). The index runs from 0 to Scan count -1. 


Another way of reducing the numbers transferred with FFTs is by using the out-of-tolerance function. 
Only values above the limit value defined by UPPER LIMIT are accepted as measurement values and 
can be read with LIST1 and TRAC1 or TRAC2 if OPERATION SPC LIM REP is set in the DISPLAY 
panel (see 3.2.14, Reading Blocks of Measured Values). 


In the case of sweeps, "0" is entered in the trace index in the error report block if sweep values are out 
of tolerance. If the limit in channel 1 is exceeded, 1 is entered, with channel 2, 2 is entered; if limit 
violations occur in both channels, 3 is entered. The X and Y values belonging to this index will be 
found under the same index in the LIST1 and TRAC1 or TRAC2 blocks. 


If no group of scans is selected (Scan count =1), the measurement currently being taken is indicated 
by means of a gap moving along the trace. If several traces are displayed on the screen (Scan count 
>1), the gap may no longer be visible; instead, t he set sweep value is marked by an arrow on the X 
axis. 


With time-controlled measurements, which are selected by means of START COND TIME TICK or 
TIME CHART in the ANALYZER panel, the time is entered along the X axis. With these 
measurements, the X axis can be extended using the scan group mode. The stop value results, for 
example, from time = 1 s and points = 100 to yield 100 s. With scan count = 5, the monitoring period is wa 
extended to 500 s. The cursor value always indicates the total time; with scan index = 5, 400 to 500 s 
would be obtained in this case. As for the traces, however, the X-axis values would be in the range 0 to 
99 in this example. 


EAD 0g te Bud 
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2.10 Graphical Result Display 34106 
(DISPLAY and GRAPHICS Panels) 


The DISPLAY panel is used to set how the measurement results are graphically presented. Important: 
what (and how) is measured is set in the ANALYZER panel, or, with sweeps, in the GENERATOR 
panel. How the measurement is displayed can be changed at a later date, too. Also, curves can be 
retrieved from files and redrawn. ; 


The DISPLAY panel is built up using the front-panel key DISPLAY or key combination Alt+D on the 
external keyboard. The menu items in the DISPLAY panel affect the GRAPHICS panel which occupies 
either 2/3 of the screen (part-screen graphics mode) or the complete screen (full-screen graphics) 
(selectable by the o x O key or key combination ALT-Z). 


OPERATION 


CURVE PLOT The results ofa sweep, function of time (waveform) or FFT are entered 
as line diagram in the Cartesian coordinate system. As a rule, two 
dependent variables (TRACE A and TRACE B) can be displayed above 
an independent variable (X AXIS). With LIMIT check activated, the 
tolerance masks are also included. The extensive command menu 
provided on the softkeys allows you to scale and zoom the display and to 
dimension the display using the CURSORs (see 2.10.1 and 2.10.2). 


SWEEP LIST The measurement results of a sweep or (post) FFT are output in the form 

SPECTR LIST of digits. The three columns (TRACE A, TRACE B and X AXIS) are 
complemented by a fourth column where violations of the UPPER or 
LOWER LIMIT curve are marked. In full-screen graphics mode, two 
additional columns indicate the LIMITS (interpolated between 
intermediate values!) (see 2.10.3 and 2.10.4) if LIMIT CHECK has been 
activated (see 2.10.7). 


SWP LIM REP As opposed to TRACE LIST, the digit lines with measured values 
SPC LIM REP exceeding the tolerances only are displayed (see 2.10.3 and 2.10.4), 
which is possible only with LIMIT CHECK activated (see 2.10.7). 


BARGRAPH The current measured values are displayed analogously in the form of 
bars (‘signal level meter’). This type of indication is ideally suited for 
measurements where the relative size or change in size - and not the 
exact value - is desired. Max. 3 BARGRAPHS are displayed. The 
extreme values are marked by trailing pointers (see 2.10.5 and 2.10.6). 

The bargraphs #1 and #2 are freely selectable, the bargraph #3 is 
automatically assigned the following functions (in the order of their 


priority): 


1. with activated sweep: swept parameter 
(x-axis Or sweep Curve) 

2. with activated phase measurement: Phase 

3. with activated frequency measurement: Frequency channel 1 or 
channel 2 

4. Generator frequency (if selected generator function permits frequency 
to be entered) 
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SPECTRUM 


PROTOCOL 


DEL BEF WR 


MAX HOLD 


WATERFALL 
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With FUNCTION FFT or a post-FFT selected in the ANALYZER panel, 
the frequency spectrum calculated by the DSP is displayed (SPECTRUM 
is automatically set with FFT or FILTER SIM selected in the ANALYZER 
panel). 


With FUNCTION DIM, MOD DIST, DFD or THD selected in the 
ANALYZER panel, the spectrum components of the stimulae and 
interference products can be displayed in the form of a histogram (see 
2.10.1 and 2.10.2). 


In the GRAPH window, the protocol data of the digital interface are 
displayed. Evaluation of the protocol is made simultaneously with the 
respective function (see 2.10.8). 


With FFT spectrum only 


This is to select a trace, or pair of traces (trace A and trace B). Each new 
trace will overwrite the previous trace(s). 


This key is used to switch on the MAXimum HOLD function. FFT 

AVERAGE cannot be set unequal to 1 in the ANALYZER panel with 

OVERL/MAX H selected, see 2.6.5.13. 

Note: MAX Hold can only be selected if the display is switched off 
(Avg count). 


Shifts the single curves in the Z axis to obtain a spatial impression. One 

channel only can be traced at a time, which is why 1 or 2 must be 

selected under "Channel(s)” in the ANALYZER panel. To obtain a useful 

display, scaling is to be set as follows: 

1. TRACE Top is to be set such that the upper half (or 3/5) of the 
coordinate system is empty (ie is not occupied by the first trace). 

2. X-AXIS Right such that about half of the coordinate system is free. 

3. TRACE Bottom is to be set above the noise limit, making noise 
invisible by clipping and emphasizing significant spectral components. 

Note: Watertall can only be selected with one-channel analyzer. 
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(With CURVEPLOT, SWEEP LIST, SWP LIM REP and BARGRAPH 
operation only, not with spectrum displays) 


Defines the number of single traces or trace pairs to be measured and 
displayed. If a Z sweep is selected in the generator, the number of Z 
values is automatically entered in Scan Count. 


A single trace or a trace pair (Trace A and B) should be measured or 
loaded. Each new curve overwrites the previous one. With this setting a 
continuous sweep (without Z axis) is performed repeatedly but only the 
last one is stored. 

If a single-scan trace is loaded from the file, the file overwrites the 
current contents of the trace buffer. 

If a multiscan trace is loaded from the file, only the 1st scan is loaded 
into the trace buffer, all others are ignored. 


With this setting, not only one measurement sequence (sweep run, scan) 
is measured and displayed but as many as required. However, only the 
selected number, but not more than 17, are internally stored in or read 
from a file. Non-stored scans are only displayed in the curve plot and lost 
durin tinuous sweep (without Z axis) is terminated after the specified 
number of sweeps but only the last 17 sweeps are stored. 

If a single-scan trace is loaded from a file, this scan is appended to the 
existing scans. 

If a multiscan trace is loaded from the file, the trace buffer is cleared and 
the number of scans specified here is loaded into the trace buffer, all 
other scans of the file are ignored. 

If more than the specified number of scans are performed, only the last 
(max. 17) scans are stored. 

If more than 17 scans are specified, only the last 17 are stored. 


For more details refer to section (see 2.9.3.3 Scan Count >1) 


Note: Scan Count can be increased any time for storing more scans in 
the trace buffer. Reducing the Scan Count clears the trace 
buffer and provides an empty display again. 


The units and function labelling in the graphical display are automatical 
generated by UPD. 


The user can assign units and function labelling of his own. This is of 
interest in particular for remote contro! if measured values were 
converted. The labelling is entered in Unit/Label under Trace A/B or X 
axis. When User Label is switched from OFF to ON, the labelling 
assigned by UPD appears in the input fields and can be overwritten by 
the user. 


END oF 2.10 
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2.10.1 Parameters for Display of Traces and Spectra (DISPLAY Panel) 


FUNC CH1 


FUNC CH2 


FREQ CH1 


FREQ CH2 


PHASE 


INP RMS CH1 


INP RMS CH2 


HOLD 
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Is used to select which measurement results are to be collected and 

graphically represented as TRACE A (or TRACE B) eg in the case of a 

sweep. 

Caution: Display of the trace can be switched OFF (invisible) by 
means of a softkey. 


No measured values are collected and hence, nothing can be displayed 
under this TRACE. 


(Function Channel 1) 

The results of the measurement of channel 1 currently selected in the 
ANALYZER panel by way of FUNCTION are used. Possible only when 
FUNCTION in the ANALYZER panel is not OFF. 


As above, however for channel 2. 
(Function Channel 2) 


Frequency meter channel 1. Possible only with FREQ/PHASE in the 
ANALYZER panel not OFF and OPERATION not SPECTRUM. 


Frequency meter channel 2. Possible only with FREQ/PHASE in the 
ANALYZER panel set to FREQ and OPERATION not SPECTRUM. 


Phase meter between channel 1 and 2. Possible only with FREQ/PHASE 
in the ANALYZER panel set to FREQ&PHASE and OPERATION not 
SPECTRUM. 


RMS measurement results channel 1. Only possible if measuring 
function THD or THD+N/SINAD and channel 1 are set. 


RMS measurement results channel 2. Only possible if measuring 
function THD od THD+N/SINAD and channel 2 are set. 


Does not collect new values but continues to display the old trace. 
HOLD is only accepted as input if valid trace data or FFT data are 
provided. 


A sweep stored in a file in the FILE panel (TRACE LIST) can be recalled 
and displayed, eg for comparison purposes, using this option. 

Sweep lists can be stored as a group of traces (Scan count >1 in the 
DISPLAY panel) in a file. To recall this group of traces, Scan count must 
also be set to this number, otherwise an error message is output. (See 
2.9.1.2, Loading and Storing of Series of Measured Data and List/Block 
Data, and 2.9.3.3, Scans count >1). 

If a pair of traces is stored in a file (with Store TRACE A+B in the FILE 
panel) and if this pair is loaded by means of FILE, only trace A is used 
and trace B is ignored. To load the pair of traces, the parameter DUAL 
FILE should be used. 
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(continued) 


Sweep lists and FFT files can be loaded. The following basic conditions 

must be satisfied to load a sweep list. 

>» The display OPERATION must be set to CURVE PLOT, SWEEP LIST 
or SWP LIM REP. 

> All sweeps must be switched to OFF (or START COND to AUTO) or 
the sweep parameter (FREQ, VOLT, TIME) must be identical to the X- 
axis of the trace file to be loaded. 


The following conditions must be satisfied to load an FFT or a FILTER 
SIM file. 


> The display OPERATION must be set to SPECTRUM, SPECTR LIST 
or SPC LIM REP. 


For loading a waveform file 
> the WAVEFORM function must be set in the ANALYZER panel (this 
causes CURVEPLOT to be set automatically in the display). 


When loading the trace file, TRACE A has the function of a "master” 
trace; trace B is the ”slave” trace: 


> The "master" trace can always be loaded as soon as the above basic 
conditions are satisfied. In addition to the trace data, the stored display 
settings including the complete X axis are also loaded (cf. Section 
2.9.1.2, menu item STORE — TRACE ASB). If a sweep has been 
selected, the loaded trace is interpolated on the X list specified by the 
sweep. 


> When trace A is switched off, TRACE B becomes the "master’ trace. 

> Being the "slave" trace, TRACE B must conform to the X scale of the 
"master’ trace; ie, only the trace data and the appropriate Y scale are 
loaded. The curve is interpolated on the X axis already specified. If 
this X-axis is incompatible, the ”slave” trace is switched off. 


In the FILE panel, a pair of traces can be stored as a unit in a file by 
means of TRACE A + B under STORE. The pair of traces can be 
recalled by means of DUAL FILE (under TRACE A). The parameter of 
trace B, too, is set to dual trace and the scaling of both traces as well as 
any reference values or reference traces are loaded from the file. 


GROUP DELAY can be switched on only, if FREQ/PHASE has been set 
to FRQ&GRPDEL in the ANALYZER panel (this is possible with two- 
channel measurement, only. The group delay calculated from the phase 
measurement is displayed). 
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(Displayed with TRACE A/B FILE only) 
. The name of the file with a sweep or FFT to be displayed is entered. If 


an error occurs during loading, "NOT FOUND” is output in this line. 


EQUAL A The second (dependent) measured value is displayed using the same 
scaling as for Trace A. Any values for UNIT, REFERENCE, SCALE, 
SPACING, TOP and BOTTOM need not be entered for the second axis. 
This requires however that the same function is selected for TRACE A 
and B (only the channel may be different). 


NOT EQUAL A Different scaling for the second sweep. 


Is used to specify the unit with which the results are to be displayed (see 
2.4 Units). Recorded sweeps can be redisplayed with other units at any 
time. Traces loaded using TRACE A/B FILE therefore need not be drawn 
in the same way as they have been stored. 


Entry of a string which specifies a freely definable unit and axis label. 
The string consists of 5 characters for the unit which are centered and if 
need be padded with blanks, and 12 characters for the axis label which 
are also centered and if need be padded with blanks. There is a separate 
"Unit/Label” command for each trace and the X axis. 


Displayed only when a relative unit has been selected in the menu item 
"Unit". 


Selecting the reference: this may be a single numeric value or a data 
record (reference trace). The reference applies to all traces, ie top, 
bottom, measured and limit values. 


The maximum value of a measurement sequence is stored once as a 


MAX 
reference value. 


The value marked by the * or o cursor is stored once (not in the case of 
BARGRAPH). 


* CURSOR 
o CURSOR 


VALUE: A numeric value is entered in addition. 
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The reference trace is loaded from the file. The file name is entered in 
the following line. 

If a pair of traces is stored in a file, trace A is loaded. If a reference trace 
is assigned to trace A, the reference is ignored. If Scans GROUP is 
selected, a group of traces is loaded. If the number of traces stored does 
not coincide with the Scan count number, an error message is output. 


The reference trace is loaded with the trace data of the other trace. 
Every new measured value of the other trace is simultaneously entered 
in this reference trace and is then immediately available for 
representation of the new test point. If the other trace is OFF or inactive 
(eg because an invalid file name has been entered), a corresponding 
warning is output. If the other trace is incompatible (eg TRACE A FREQ 
CH1 and TRACE B->INP RMS CH1), a corresponding warning is output. 
If the other trace is set to FILE or HOLD, the compatibility is not 
checked. 


The reference trace is cleared and then loaded with the measured values 

of channel 1. These are 

> function measurement results of channel 1 if trace "FUNC CH1” or 
"FUNC CH2” is selected 

> frequency measurement results of channel 1 if trace "FREQ CH1” or 
"FREQ CH2” is selected 

> input rms measurement results of channel 1 if trace "INP RMS CH1” 
or”INP RMS CH2” is selected 

This choice is only offered if both channels are activated and TRACE 

(with activated phase measurement) is not set to FREQ CH1 or PHASE. 


The reference trace is cleared and then loaded with the measured values 
of channel 2 (as above, however, channel 2). 


The reference trace is cleared and loaded with the currently valid 

generator setting in every measurement. This is 

> the generator rms value valid at the respective test point if trace 
"FUNC CH1” or "FUNC CH2” is selected, 

> the generator frequency valid at the respective test point if trace 
"FREQ CH1” or "FREQ CH2?” is selected, 

> the generator rms value valid at the respective test point if trace "INP 
RMS CH1” or "INP RMS CH2” is selected. 
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FILE INTERN 


MAX 


* CURSOR 
o CURSOR 


VALUE: 


= FSO TF 


3G 


VALUE 


o CURSOR 


* CURSOR 
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The reference trace is not changed any more. If HOLD is selected 
without valid reference trace data being provided, a warning is output 
and the last valid reference is set again. 


This option can be selected only if a reference trace was stored in the 
file. FILE INTERN is set automatically if a trace loaded from a file has a 
reference trace assigned to it. 


Select a reference for calculating limit curves if the selected unit is not a 
relative unit. 


Not Limit files consist of numeric values without unit 
which become physical units only after multiplication with the 
reference value. For this reason a reference value is 
required also in case of a non-referenced display. 


The maximum value of the measurement sequence is stored once as the 
reference value. 


The value marked by the * or o cursor is stored (not with BARGRAPH). 


A numeric value with unit is entered. 


lf a relative unit (eg dBr or V/Vr) and a running reference value - ie 
OTHER TRACE, MEAS CH1, MEAS CH2 or GEN TRACK - are used, 
the displayed trace is normalized. By shifting the whole curve, a specific 
value can be declared 0 dBr or V/Vr = 1 (by which the normalization 
value is multiplied). 


A normalization factor may also be considered for the transfer function 
(Trace A of measurement function COHERENCE) to shift the curve 
displayed % or dB. This is desirable, for instance, if a gain factor 
between channel! 1 and 2 is to be eliminated by calculation for the 
display. 


The normalization factor is entered as a numeric value. 


The required normalization factor is calculated by normalizing the Y 
value marked by the o cursor. Normally this is the value at 1 kHz, ie the 
cursor has previously been set to 1 kHz. By making this selection the 
value will be entered under VALUE. 


Same as above, but the * cursor is used. 
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AUTO ONCE Uses the minimum and maximum values of the current sweep for scaling 
of TRACE A and B (once) and rescales after changing the function using 
FUNCTION in the ANALYZER panel or TRACE A/B in the DISPLAY 
panel. The sweep or FFT start/stop values of the GENERATOR or 
ANALYZER panel are adopted for the X axis. The following menu items 
TOP and BOTTOM or LEFT and RIGHT are no longer displayed 
because they have been set in doing so. 

If there are not yet any measured values available, preset range limits 
are used for the time being and rescaled after the end of the sweep. 
When changing the measurement function (using TRACE A/B or 
FUNCTION in the ANALYZER panel with FUNC CH1/2 or GRAPH ON/ 
OFF with SMPTE, THD and DFD) an automatic rescaling is performed 
after the first measurement in the SCALE AUTO ONCE state. (Re-) 
START does not initiate a new scaling. 

lf Scan count >1 is selected, AUTO ONCE is executed only when all 
scans have ended (eg z weep). 

The full-scale values of the new scaling are determined about 5 % lower 
or higher than the exact values. Using an intelligent algorithm, ‘even' 
values appropriate for the scale are selected. 


MANUAL Leaves the scaling to the user. 

With a new scaling the image is deleted and redrawn after the rescaling. 

This applies also to an FFT started by the Single key. With FFT in 

Continuous mode (started by Start key), however, the running FFT is still 

drawn, the new scaling being considered only in the next FFT. 

Note: lf Scale AUTO ONCE is selected, autoscaling is performed 
when switching between LIN and LOG. 


Divides the Y-axis linearly. 


Divides the Y-axis logarithmically. With logarithmic units (dB) selected, 

LIN only can be selected. 

Notes: If Scale > AUTO ONCE is selected, autoscaling is 
performed when switching between LIN > LOG. 


Top The menu item is displayed only with TRACE A/B SCALE MANUAL. The 
item serves to set the upper value of the Y-axis (of the scale for the 
measured values). Negative or O values are not permissible with 
SPACING LOG and logarithmic (dB-) units. 


(With TRACE A/B SCALE MANUAL), the menu item serves to set the 
lower value of the y-axis (of the scale for the measured values). The 
value must be smaller than that of TOP. Negative or O-values are not 
permissible with SPACING LOG and logarithmic (dB-) units. 
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Notes on scaling the Y axis: 


e When a new display unit is selected, this unit is assigned to all values from top to bottom. After this 
changes can be made as required. Thus it is possible, for instance, to select a logarithmic scale (eg 
dBr) as a unit and to enter absolute units (eg. V) for the top and bottom value. 

e Exception: if a reference trace is active, specifying an absolute unit for top and bottom would be 
nonsensical. No unit is therefore offered in this case; numeric values are assigned the unit selected 
under “Unit". 

e If a referenced unit has been selected for top or bottom, the measured curve is vertically shifted 
when the reference value is changed. 


(With X AXIS SCALE MANUAL), the menu item sets the left value of the 
X-axis (of the independent value). Negative or O values are not 
permissible with SPACING LOG and logarithmic (dB) units. 


(With X AXIS SCALE MANUAL), the menu item sets the right value of 
the X-axis (of the independent value). The value must be selected higher 
than that for LEFT. Negative or O values are not permissible with 
SPACING LOG and logarithmic (dB) units. 


Allows the entry of a comment with a length of max. 27 characters, which 
is output together with the curve in the case of OPERATION CURVE 
PLOT. 


(X Position) 
Defines the X position of the comment. X is the relative distance to the O- 
point (bottom, left) in % (0 to 100) of the coordinate system. 


“Y Pos | (Y Position) 
Defines the Y position of the comment. Y is the relative distance to the 0- 
point in % (0 to 100) of the coordinate system. 0-point is on the left side 
at the bottom. The reference point for the text is the first letter (bottom, 
left). 


ExD GF 2.1C.) 
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2.10.2 Trace and Spectrum Display Ai» Ox the 


Basically, two dependent values (TRACE A and TRACE B) can be displayed above an independent 
value (X AXIS), the scales for TRACE A and TRACE B being displayed on the left-hand and right-hand 
margin, respectively (unless the same scaling has been selected by way of TRACE B, SCALE B: 
EQUAL A). The measurement functions selected for display are faded in on the upper margin in the 
form of letters. 


Overrange values are not displayed (the curve is interrupted). Underrange values are indicated in the 
status line SWEEP INFO in the top, right corner. Measured values not fitting into the selected 
coordinate system are displayed as horizontal line at the top or bottom. 


With THD, MOD DIST, DIM and DFD measurements, the measured values can be displayed in the 
form of a histogram above the frequency axis (with OPERATION SPECTRUM), the frequency axis 
being not true to scale and invariable. 


To allow any traces to be used as reference traces or to be displayed simultaneously for the purpose of 
comparison, and measured by means of the movable cursors, all traces would have to have the same 
X values. However, any X divisions can be used on the UPD as the values of the traces and reference 
traces are interpolated to the set X axis. The interpolated values are displayed as traces or numerals. 
The original X and Y values are displayed only if no sweep is selected (and thus no X axis is set). 
(Excepted are all limit traces; they are displayed using the original and not the interpolated values (see 
2.10.7, Limit Check).) 


There are two cursors (— see page 2.196!) marked by * and o, respectively. They can be moved 
across the display using the rotary knob or the direction keys. The measured values below the cursor 
positions are displayed in three windows (depending on the function set, also difference values). The 
cursor jumps from measured value to measured value. If there are more measured values than can be 
displayed as points (eg with FFT), the maximum out of the measured values displayed on one point is 
displayed. Here, the cursor jumps from line to line. 


Also, the cursor can be moved outside the coordinate system and indicate the appertaining values. In 
this case, its symbol is placed in the top corners. 


If no group of scans is selected (Scan count =1), the measurement currently being taken is indicated 
by means of a gap moving along the trace. If several traces are displayed on the screen (Scan count 
>1), the gap may no longer be visible; instead, the set sweep value is marked by an arrow on the 

X axis. 


The current scan (with one or two traces) is selected with the PAGE UP/PAGE DOWN keys on the 
keyboard. The current value, ie the scan index, is indicated by a number between the out-of- tolerance 
field and the lefthand cursor-value field. The point of intersection of the cursor with the current trace (or 
pair of traces) is visually emphasized by means of a circle. It is thus possible to allocate the cursor 
values indicated in the windows unambiguously to the current scan. 


With LIMIT check switched on (see 2.10.7, Limit Check), the tolerance masks are displayed, too. 


An extensive command menu on the softkeys allows you to scale, zoom the display, select the cursor 
functions and to set markers on the single frequency lines or the harmonics of the FFT. 
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The cursor can be moved and the softkeys can be operated only after the GRAPHICS panel has been 
selected using the front-panel key GRAPH or the key combination ALT-R. 


The softkey menus have max. 3 levels. The extremely left key (labelled with "BACK”) always returns to 
the preceding menu level. Its designation is indicated above the BACK softkey and constitutes together 
with the text displayed in center above the remaining 7 softkeys the heading of the current menu. 


Some softkeys indicate ON or OFF states, where C) is the symbol for OFF and @ for ON. 


Fig. 2-50 


The first two levels of the softkey menu tree are dealt with below. A third level, if any, is explained 
subsequently. 


CURVE 


switches the display of curves or lines on or off (toggle key). Display only 
is affected. (With TRACE A/B in the DISPLAY panel OFF, nothing can 
be displayed. Changing a function (using TRACE A/B in the DISPLAY 
panel) switches A and B to ON.) 


AUTOSCAL 


Rescales the X- and Y-axes using the present measured values of a 
sweep or the FFT. If there are no measured values, the preset range 
limits are used and scaled after the end of the sweep. The present 
display including the axes are deleted and subsequently redrawn (see 
also AUTOSCALE). 


z 


El feel 


The left-hand trace-A axis only is rescaled, the A curve is redrawn. 


The right-hand trace-B axis only is rescaled, the trace-B curve is 
redrawn. Ignored with SCALE B set to EQUAL A. 


The X-axis only is rescaled (not with SPECTRUM and Analyzer 
FUNCTION THD, MOD DIST, DIM or DFD). 
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Switches alternately the * cursor or the o cursor active. The active cursor 
0 © @ only can be moved using the rotary knob or the direction keys and can 
display the measured values. The softkeys pressed subsequently 
(HLINE, SET TO and ON/OFF) refer to the active cursor. The inactive 
cursor is displayed in short dashes. 
The o-cursor is used for the ZOOM function and as reference for the *- 
cursor and horizontal cursor. The * cursor can be switched over to 
horizontal line (not with SPECTRUM). 


7 The subsequent softkeys serve to select the various cursor functions. 
CURSOR The units of the numerical values are determined by the axis scaling. 


Display of the measured values of curves A and B at the cursor position 
A,B as well as the appertaining X value. 


—" | Labelling of display Selected softkey 
field 


oCURSOR A,B 


“CURSOR A,B 


Display of the difference value between curves A and B at the position of 
A-B the cursor and of the X value (useful only with identical physical 
variables). 


oCURSOR A-B 


0A-OB (unit of A !) 


ox 


“CURSOR A-B 


*A-*B (unit of B !) 
Xx 
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HLINE > 


SET TO > 


ON/OFF 


ZOOM 


AT o UP 


AT o DOWN 


CEN TOo 


o TO* 


Al 


1030.7500.02 


(With active *-cursor only). Display of the difference between the values 
at the positions of the *- and o-cursor on curve A (or curve B) and the 
difference between the X values. 


Graphics Labelling of display Selected softkey 
field 
? 


(With active * cursor and Operation Curve Plot only). Switchover of 
* cursor to horizontal cursor. This associated subsequent command level 
is explained below. 


Sets the active cursor to specific values. This associated subsequent 
softkey command level is referred to below. 


Switches alternately the cursor on and off. A deactivated cursor is no 
longer displayed. 


Zooms the display in X direction. The ZOOM function is not active with 
histogram indication (OPERATION SPECTRUM and simultaneously 
Analyzer FUNCTION THD, MOD DIST, DIM or DFD). 


Zooms the display on the X axis by the factor 2 (repeated activation is 
possible). The center used is the o cursor which is then also placed in the 
center. Changes the LEFT and RIGHT parameters of the X axis in the 
DISPLAY panel. 


Compresses the display on the X axis to half the size (can be pressed 
repeatedly). The o cursor is the center, which afterwards is in the middle. 
Changes the LEFT and RIGHT parameters of the X axis in the display 
panel. 


Sets the center of the X-axis of the new coordinate system to the value 
of the o-cursor without zooming. Changes the LEFT and RIGHT 
parameters of the X axis in the DISPLAY panel. 


The end values of the new (zoomed) X axis are predefined by the X- 
values of the two cursors which will subsequently be placed on these 
cursor values. Changes the LEFT and RIGHT parameters of the X-axis 
in the DISPLAY panel. In order to obtain a scrolling effect, the cursors 
can be shifted to X values outside the displayed range; the values 
continue to be displayed. 
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UPD Trace and Spectrum Display 
Restores the original X axis, defined by X AXIS LEFT and RIGHT. 
UNZOOM UNZOOM is also performed internally when modifying and setting a 
-_ parameter which changes the X axis. Restores the original LEFT and 
RIGHT parameters of the X axis in the DISPLAY panel. 
UNDO | Cancels the last ZOOM action (one-time). 
MARKER 
TRACEA => (With FFT only). Switches on the display of triangular markers above the 
marked measured value on trace A (or B) ON. The functions are on the 
next softkey level and described below. 
TRACEB > 
MORE 
SETREF Sets reference values for the conversion of relative units in the softkey 
level described below. 
7 The functions of the third (and last) level of the softkey menu is referred to in the following: 
* CURSOR 
HLINE | 
(With Operation Curve Plot (not with FFT) only) 
A The * cursor is switched over to horizontal line. Its Y value and the 
X values of its intersections with trace A (or B) are displayed, if available. 
lf there are several intersections, the extreme, right-hand and the 
B extreme, left-hand intersections are used. When changing its position via 
rotary knob or direction keys the cursor jumps from measured value to 
measured value, usually meeting exactly only 1 intersection (left or 
right). The, in each case, other (last) intersection is no longer valid and 
therefore marked "i" in the display. With softkey B, the intersections with 
trace B are displayed. 
- 
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Graphics Labelling of display Selected softkey 
field 
, t 


A 


fs 


MARKER 


M 


o-CURSOR 


VIEW OFF 


a 
x 


1030.7500.02 


HLINE A 


HLINE B 


The * cursor is switched over to horizontal line. The difference between 
its Y value and that of the o-cursor is displayed. The intersections with 
trace A or, as the case may be, trace B are displayed (see above). Use: 
simple measurement of the -3-dB points. 


AHLINE A 


AHLINE B 


With FFT only; sets the first marker (triangle marked by X) to the 
maximum value of trace A (or B). 


With FFT only; sets the first marker to the value defined by the o cursor. 
Trace A (or B) is used. 


With FFT only; deletes the first marker on trace A (or B) and the 
harmonics. 
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MIN A 


MIN B 
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B WITH * 
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(Harmonics) with FFT only; sets or deletes alternately the markers 2 to 9 
of the harmonics (frequency multiples) of the first marker. The values of 
trace A (or B) are marked. With the first marker (triangle marked by ”X%”) 
being on the fundamental wave, K2 to K9, for example, are marked. 


(Not with FFT). The active cursor is set to the minimum value of the 
sweep (in the displayed section). It is also displayed as the cursor value. 
The measured values of trace A (or trace B) are used. 


(With FFT only). The active cursor is placed on the interpolated 
maximum, which may be higher than the values displayed (see 2.6.5.13 
FFT). This value is displayed as cursor value, too. 


The active cursor is placed on the maximum value of the sweep (in the 
displayed section). It is also displayed as the cursor value. The Y values 
of trace A (or trace B) are used. 


(With FFT only). The active cursor is placed on marker 1 of the FFT. Its 
value is then displayed as cursor value. 


(With FFT only). The active cursor is placed on the next marker of the 
FFT. Its value is then displayed as cursor value. 


(Set Reference) 

Sets the reference value TRACE A REFERENCE in the DISPLAY panel 
to the current value of the *-cursor. In this case, the cursor must not have 
HLINE function. Effective only with relative scaling units and causes 
trace A to be redrawn. Applies analogously to TRACE B, where SCALE 
B must not be set to EQUAL A. 


Sets the reference value TRACE A REFERENCE to the current value of 
the o-cursor. In this case, the cursor must not have HLINE function. 
Effective only with relative scaling units and causes trace A to be 
redrawn. Applies analogously to TRACE B, where SCALE B must not be 


set to EQUAL A. 
Enp 0F 2.1/0.2 
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2.10.3 Parameters for List Display (DISPLAY Panel) Buehibe.S 
_” 

Used to select which measurement results are to be collected during a 
sweep as TRACE A (or TRACE B), which are then displayed as a list of 
numbers in the GRAPHICS panel (graphics window). 

FUNC CH1 (Function channel 1) 
The results of the current measurement of channel 1, which has been 
selected in the ANALYZER panel by way of FUNCTION, are used. 
Possible only when FUNCTION in the ANALYZER panel is not OFF. 

FUNC CH2 As above, however of channel 2. 

FREQ CH1 (Frequency channel 1) Frequency meter channel 1. Possible only when 
FREQ/PHASE in the ANALYZER panel is not set to OFF. 

FREQ CH2 Frequency meter channel 2. Possible only when FREQ/PHASE in the 
ANALYZER panel is set to FREQ. 

PHASE Phase meter between channel 1 and 2. Possible only when FREQ/ 
PHASE in the ANALYZER is set to FREQ&PHASE. 

HOLD Does not collect any new values but holds the old ones. 
HOLD is only accepted as input if valid trace data or FFT data are 
provided. 

~ 

OFF Switches the display in the form of a list off. 

FILE A sweep stored to file in the FILE panel (STORE TRACE/LIST) can be 
recalled and displayed, eg for comparison purposes, using this option. 

DUAL FILE The subsequent menu line is required for this purpose. 
Also see 2.10.1, Trace A/B FILE and DUAL FILE. 

GROUP DELAY The group delay calculated from the phase is used. 
(Displayed with TRACE A/B FILE only). Enter the name of the file with a 
sweep or FFT to be displayed. If an error occurs during loading, NOT 

_ FOUND is output in this line. 
Determines the unit with which the results are to be displayed (see also 
Section 2.4 Units). Recorded sweeps can be reprinted at any time using 
any other unit. 
When, after selection of a new function or a new instrument, the present 
unit can no longer be used, the units set for the measurement in the 
ANALYZER or GENERATOR panels are automatically adopted for the 
new function. 
— 
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The reference value is required for the relative units and the limit curves. 


MAX The maximum value of the sweep is adopted once as reference value. 


o CURSOR The value the cursor is placed on is adopted once. 


A numeric value with unit is entered. 
See Reference in section 2.10.1 for further settings. 


EniD oF g.{O0+14 


VALUE: 


2.10.4 List Display (SWEEP/SPECTR LIST, SWP/SPC LIMREPORT) 2. / 0.4 


The results of an FFT or a sweep are output as numbers using SPECTR LIST or SWEEP LIST. 
TRACE A, TRACE B and X AXIS are displayed in 3 columns which are complemented by a fourth 
column in which violations of the UPPER or LOWER LIMIT curve by the measurement result are 
indicated by way of arrows (triangles) pointing upward or downward. To this end, limit check must be 
activated in the FILE panel. In full-screen graphics mode, the LIMITS, if active (LIMIT CHECK not 
OFF), are indicated in additional two columns (interpolated in the case of intermediate values). 


The symbol for the o-cursor is displayed in the left edge of the screen in the line with the value on 
which the cursor is placed (also with trace presentation). After a new picture has been set up the cursor 
is placed in the center and can be moved using the rotary knob or the direction keys. When the cursor 
reaches the edge of the picture, the display is scrolled line for line. Any new sweep deletes an old line 
replacing it by a new line. 


As opposed to SWEEP or SPECTR LIST, LIM REPORT displays only those measured values 
exceeding the upper tolerance mask (LIMIT UP) or the lower tolerance mask (LIMIT LOW). Limit check 
must be activated in the FILE panel for this purpose. Any new sweep deletes the old display completely 
and sets it up anew from top to bottom. If there are more lines than can be displayed on the screen, 
the picture segment can be shifted using the rotary knob or the direction keys. 


GF i127 aw 1.4156 wf 20.0148 Hz orn 
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2.10.5 


Parameters for BARGRAPH Display (DISPLAY Panel) 


FUNC CH1 


FUNC CH2 


FREQ CH1 


FREQ CH2 


PHASE 


OFF 


GROUP DELAY 
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Used to select which measurement results are to be indicated as 
bargraph. 


(Function channel 1) 

The results of the current measurement of channel 1, which has been 
selected in the ANALYZER panel by way of FUNCTION, are used. 
Possible only when FUNCTION in the ANALYZER panel is not OFF. 


As above, however of channel 2. 


Frequency meter channel 1. Possible only when FREQ/PHASE in the 
ANALYZER panel is not set to OFF. 


Frequency meter channel 2. Possible only when FREQ/PHASE in the 
ANALYZER panel is set to FREQ. 


Phase meter between channel 1 and 2. Possible only when 
FREQ/ PHASE in the ANALYZER is set to FREQ&PHASE. 


Switches the display in the form of a list off. 


The group delay calculated from the phase is used. 


Displays the X value of the current sweep. If no sweep is active, the 
display contains, if possible 

the phase, if phase measurement is switched on 

frequency of channel 1 or channel 2 or generator frequency 

(if selected generator function allows for frequency input), 

if frequency measurement is switched on 


Determines the unit with which the results are to be displayed (see also 
Section 2.4 Units). 
The reference value is required for the relative units. 


The maximum value is adopted once as reference value. 


A numeric value with unit is entered. 
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MANUAL 


SPACING” 
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Uses the minimum and maximum values for scaling (once) and rescales 
after changing the function using FUNCTION in the ANALYZER panel or 
TRACE A/B in the DISPLAY panel. The menu items LEFT and RIGHT 
are no longer displayed because they have been set in doing so. For 
BAR 3, the sweep start/stop values are adopted from the GENERATOR 
or ANALYZER panel. 


Leaves the subsequent scaling to the user. 


Linear spacing of the display axis. 


Logarithmic spacing of the display axis. With logarithmic units (dB) 
selected in UNIT, LIN only can be selected. 


(With SCALE MANUAL,) sets the bottom left value of the display. 
Negative or O-values are not permissible in combination with SPACING 
LOG or logarithmic (dB-) units. 


(With SCALE MANUAL,) sets the top right value of the display. The 
value must be higher than that of LEFT. Negative or O-values are not 
permissible in combination with SPACING LOG or logarithmic (dB-) 
units. 


Rescales the axes of BAR1 and BAR2 using the current maximum 
values of the measurement and BAR3 using the sweep start/stop values. 
If there are no measured values, the range limits are used. 


BAR1 only is rescaled (otherwise as ALL). 


BAR2 only is rescaled (otherwise as ALL). 


BAR3 only is rescaled (otherwise as ALL). 


END OF 2, 10.57 
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2.10.6 © BARGRAPH Display (GRAPHICS Panel) 2.10.6 


BARGRAPH indication is used to display the current measured values analogously in the form of bars. 
Bargraph display is suited for applications in which the relative magnitude or changes in magnitude are 
significant and not the exact value. A maximum of 3 bargraphs can be displayed. Values exceeding 
the displayable range are indicated by a triangular arrow on the left or right side. 


The peak values measured in the monitoring interval (after Start) are marked by a pointer, identifiable 
by the thin line, its left end marking the minimum value, the right end the maximum value. The pointer 
can be reset using the Start key. 


With limit check activated in the FILE panel (LIMIT not OFF), also the limit values (interpolated in the 
case of intermediate values) are displayed in the form of brackets. When changing the independent 
axis (eg the frequency with sweeps), the brackets are automatically set to the appropriate values. The 
bargraph changes its colour when violations of the limits occur. 


The minimum and maximum values during the monitoring interval are displayed as numbers above the 
bargraphs. In full-screen mode, the difference between maximum and minimum value is indicated, too. 


BARGRAPHS represents the current X value of the set sweep, the measured frequency or phase or the 
generator frequency. The field remains empty when no sweep is started. 


1.0005 
0.9958 V 


Fig. 2-52 
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2.10.7 Limit Check sy TOs J 


The following commands are available under the heading LIMIT CHECK in the DISPLAY panel which 
is called by pressing the DISPLAY key or the key combination Alt-D on the external keyboard. 


A lower and an upper limit or, as the case may be, a limit curve can be defined for the measurement, 
each measured value of a sweep or an FFT being compared with the limits. With trace display, they 
are included in the coordinate system; with bargraph indication, they are marked by lines (varying in 
position). With SWEEP LIST, lines containing measured values out of tolerance are marked by a 
triangle. With LIM REPORT active, measured values violating the limits are indicated or stored. (See 
also OPERATION command in the DISPLAY panel in Section 2.10 and STORE TRACE/LIST in the 
FILE panel in Section 2.9.1.2.) 


With CURVE PLOT, limit violations are marked in the top, left edge by an arrow pointing downwards 
(lower limit is violated) or by an arrow pointing upwards (upper limit or limit line is exceeded). A single 
exceeded limit marks the whole sweep as out of the tolerance. Overrange values are violations of the 
tolerances as opposed to underrange values. 


When relative units are used, the limits are converted using the reference value in the DISPLAY panel. 


Determine the trace (or bargraph) to be checked. 


Trace A (or BARGRAPH 1) or, optionally Trace B (or BARGRAPH 2) can 


TBE be checked. 


TRACE B 


Both curves are checked together for limit violations. As there is only one 
tolerance band, this is only useful when the physical measured quantity 
is the same. To ensure this, this item can only be selected when Trace B 
QUAL A has been selected. The reference value of trace A is used. 


TRACE A+B 


The lower limit is checked. 


LIM LOWER 


The upper limit is checked. 


LIM UPPER 


LIM LOW&UP The lower and upper limits are checked. 


OFF The limit check is switched off. 


Determine how the lower/upper limit is set. 


A lower/upper limit value with unit, which is constant for all X values, is 
entered. With a relative unit, the appertaining reference value is taken 
over from the DISPLAY panel (TRACE A/B REFERENCE). 


A lower/upper limit curve is specified. 
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This serves to load the file with the limit curve. If mode LIM LOWER or 
LIM LOW&UP is switched on, the curve for the lower limit can be loaded 
with the extension .LLW added to the file name. In the UPPER or LIM 
LOW&UP mode, the file has the extension .LUP. 

These files contain X-Y pairs, the Y value being a factor which is 
multiplied with the set reference value (TRACE A (or B) REFERENCE 
VALUE from the display panel) to obtain an absolute value. By changing 
the reference value, the tolerance mask of the Y scale can be shifted. 
Since the following measurements are relative measurements there is no 
reference value and only the units % and dB are used: THD, THD+N, 
MOD DIST, DFD, DIM, WOW&FL. 

In these cases the limit must be entered in %, eg 5 for 5% for the upper 
limit value, a lower limit (LIM LOWER) being not required. 

Only a few sampling points are required. The intermediate values 
necessary for monitoring the tolerance of a sweep or an FFT are 
interpolated when the sweep is started. This requires the indication 
whether the X and Y axes are divided linearly or logarithmically, so that 
correct values can be calculated in the case of segments not running 
horizontally or vertically. These straight lines become elliptical segments 
in the other division, respectively. If points are required before or after 
the last sampling point, the last slopes to the interpolation are continued. 
In the case of full-screen mode, the interpolated limit values are also 
indicated for every measured value in the graphics window with 
OPERATION SWEEP/SPECTR LIST or SWP/SPC LIM Report. 


Note: Up to version 1.15, the limit curves with OPERATION 

CURVEPLOT are also drawn as a Curve in this interpolated 
form so that their resolution was coupled to that of the set 
sweep, with the entered sampling values being generally 
only exact when many sweep points were used. In later 
versions, the sampling points are always drawn 
independently of the set sweep. 
The file format is described in the example files R&S 
EXAM.LLW and R&S EXAM.LUP in the form of comments. 
The parameters of the sampling points are arranged in 
successive blocks, ie first the Y values, then the X values. In 
the files R&S E212.LLW and R&S E212.LUP the parameters 
are listed in pairs, ie Y and X values are in the same line. 


Ews of golds f 
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2.10.8 | PROTOCOL Analysis * Zt Oy 


— The digital analyzer does not only allow for measurement and display of the audio-data contents, but 
also for analysis of the transmitted information. This is the channel status and user data, the meaning 
of which depends on their application and protocol. Additionally, this protocol analysis includes display 
of other (transmission) errors. 


Screen display: 
The screen (consisting of 16 lines, each with 50 characters) is divided into two sections: 


TOP: Invariable elements in the protocol: 
Validity: shows the state of the validity bit in the respective channel. 


Parity errors: indicates the sum of parity errors that have occurred up to this point 


time. This number is reset to zero on selection of a new analyzer or 
when pressing the start key. 
Change: indicates any changes in the channel status data 
NO: no changes 
LTC: changes only in the fields ‘local time code’ 
(bits 112 to 143) and CRC (bits 184 to 191). 
YES: changes in any other bit position. 
Other: shows whether the, in each case, other channel is the same or 
different. 


Errors: indicates the errors that have occurred: 
UNEXP BB: unexpected preamble for beginning of block (too early) 
SQ BLOCK: missing (gap) preamble for beginning of block 
NOT LOCK: missing preamble for beginning of block 
Nee PREAMBLE: invalid preamble 
SQ UR: error in channel sequence (L/R) 
RATE ERR: measured clock rate and set rate deviate from each 
other by more than 200 ppm 
NONE: no error 


BOTTOM: These 13 lines can be matched to the currently used protocol with the help of a 
protocol control file. 


Note he error counters Parity error, CRC — left and CRC — right can be reset by pressing the start key or 
reselecting the analyzer. | Se 


Changing status bits are displayed and output in red. 
Bits that have not changed since the latest output are displayed in green. 
Comments (PRINT command) are displayed in yellow. 
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Example: 
Protocol Analysis: Channel Status Left 


Validity: R:0 L:1 Parity errors: Text entered 
Change: YES Other:EQUAL Errors: NONE 1 by UPD 


4 from here: 
audio user defined 
Source: locked 


Chanmod: stereo Usermod: AES18 
Auxmod: 20 no Length: 23 R:0 
Vector: 12 Grade: 2 R:0 
Origin: UPD _ Destin: R&S _ 
: Local: 01234567 Time: 12:45:00 
Relia: 0-5:1 6-13:0 14-17:0 18-21:0 
: CRC L: CRC R: 
Measured sample rate: 48000.2 


This example was generated with the protocol file R&S _ aes3.pac. 
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Select the data to be displayed. 


CHAN STAT L Channel status data left are displayed. 


CHAN STAT R Channel status data right are displayed. 


USER L 


USER R User data right are displayed. 


With CHAN STAT L or R, the following line is read out on the screen: 
Proto File’ Proto File selects the interpretation file for channel status data. 
Selection from: file name, preset type of file: *.pac 


Description: 

The protocol information is displayed in two sections; the two 
upper lines are displayed in a fixed format and contain 
information on validity, parity, other errors and differences 
between the two channels. The other lines are formatted using 
the specifications in the file, the individual bits being assigned 
any output text you desire. This file can be modified to suit any 
protocol you desire. 


User data left are displayed. 


Example: see R&S — AES3.PAC 
File format: same as with USER DAT, see below 
With USER DAT, the following lines are displayed: 


Format selects the interpretation mode. 


Selection from: BINARY, HEX, ASCIl, AES18 


BINARY User data are represented in a 01010 sequence. 


Representation is block aligned. 
HEX User data are represented as a hexadecimal, numerical sequence. 
Representation is block aligned. 

ASCII User data are represented as text. 
Representation is block aligned. 


FILE Interpretation, block aligned 
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Proto File Proto File selects the interpretation file for user data. 
Selection from: file name, preset type of file: *.PAU 
File format: 
The protocol file has the following structure: 
One line for each operation, followed by parameters which are 
separated by commas. The parameters allow the representation 
of any bits (1 to 32) from the selected data, the output position 
being freely selectable. Each line must not contain more than 
255 characters. 
Operations: 
PRINT: Text output (independent of data) 
Example: 
PRINT 26, 5, "Usermod:" 
(in column 26, line 5 the text "Usermod:" is entered) 
VALUE: Output of values, either as hex number (default) 
or 
as text provided that an assignment is present. 


Example: 


VALUE 17, 3, BIT:2-4, O="not ind", 4="no empf", 
6="50/15 " 


(in column 17, line 3, the contents of the three bits 
(2,3,4) are represented as hex (or text, in case the 
value is 0, 4 or 6) 


VALUE 17,11,CRC —L—ERR 


(in column 17, line 11, the contents of the CRC left 
frequency counter is represented) 


As to the output width: 

If there are text assignments, the largest text 
determines the output width; In case there are no text 
assignments, the number of bits to be represented 
determines the output width. 
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As data source, the following specifications are permissible: 


UPD 
BINARY: 
TEXT: 
TIME: 
Ewp 
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e 'BIT' followed by ':' and definition of the bits: 
- a number from 0 to 191: single bit 
- an interval (eg 4-9): combined sequence of bits, max. 32 
bits permissible 
e 'CRC —L— ERR‘ Internal error counter of CRC — error left. 
e ‘CRC —R—ERRi Internal error counter of CRC — error right. 
e 'MEASURED — RATE': measured sample rate (represented 
as 5.1-digit floating number 
(eg '48001.2') 


same as VALUE, however default output as bit pattern 


Text output (in ASCII) using a number of letters determined by 
the number of selected bits; Each TEXT operation allows only 
32 bits to be represented; for longer text outputs, several 
subsequent text lines are to be used. 


Example: 


TEXT 17, 8, BIT:48-79 

(in column 17, line 8, the contents of the 32 bits is represented 
as text) 

Characters that cannot be printed are replaced by '?' or, if ‘0’, 
by'.'. 


Time output (in the form of 12:45:56) of the selected number 
divided by the specified rate. Number/rate are interpreted as 
seconds since midnight. 


Examples: 


TIME 35, 9, BIT:144-175, RATE:48000.0 
TIME 35, 9, BIT:144-175, RATE:SET — RATE 


(in column 35, line 9, the contents of the 32 bits are 
represented as time (eg 12:34:45) 


'RATE:' Should correspond to the sample rate, can be 
specified as floating number. 
As an alternative, the following specifications are also 
possible: 

MEASURED _ RATE: measured clock rate 

SET _ RATE: clock rate set in the panel 
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2.10.9 Switching between Full-screen and Split-screen Mode 2.10. q 


Split-screen graphics mode offers you the possibility of complementing the graphical representation 
with a panel. The large measured value display on the upper screen edge is maintained, too. In full- 
screen graphics mode, the graphics has been scaled up to occupy the complete screen. The only 
differences between split-screen and full-screen mode are the two additional columns with the limits for 
the output of lists (SWEEP/SPECTR LIST and SWP/SPC LIM REPORT) and the display of the 
difference between minimum and maximum value with BARGRAPH, which are offered in full-screen 
mode only. 


After having selected the GRAPHICS panel using the GRAPH key (or key combination Alt-R), you can 
choose between full-screen and split-screen mode using the front-panel key 0¢*(] (or key 
combination Alt-Z) or by clicking the mouse (see also 2.3, G. Instructions for Use and 2.3.1, Panels). 


| 8.60743 | o.s9871 k*__|-s.e0z95__ 


Fig. 2-53 Full-screen display 
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UPD Starting and Stopping Measurements or a Sweep 


2.11 Starting and Stopping Measurements or a Sweep All 


2.11.1 Overview of Measurement and Sweep Systems all. 


Basically, a differentiation is made between measurements and sweeps: 


> Measurements, in the narrower sense, are understood to be single or continuous measurements of 
frequency, phase, input peak, or one of the measurement functions. The latter include S/N 
measurements, which can be activated during the AC level measurement functions (rms, peak and 
quasi-peak), and in which the measurement is first performed with and then without a generator 
signal and the two results are then referenced to each other. The FFT function, too, is handled as a 
measurement, and so is the post-FFT function, which can be activated for some measurement 
functions although the relevant frequency lines are represented graphically or in the form of tables 
(similarly to sweeps). 


> Sweeps are test runs in which the individual measurements are triggered by predefined generator or 
analyzer settings or by external events. Generator and analyzer sweeps are defined either by 
entering the start and stop values, the spacing and the points/step or by means of a sweep list. With 
both methods, a list of settings (along the X axis) is defined, which is executed after the sweep is 
Started. In the case of generator sweeps, the list may be two-dimensional, ie include two variable 
generator parameters. This is referred to as Z sweep because the Z axis is swept in addition to the X 
axis. External sweeps (adjustable in the ANALYZER panel under "Start Cond"), on the other hand, 
have no fixed X axis. Instead, the X axis is defined by an externa! voltage or frequency or by a time 
tick. The sweep system will be activated when a sweep is switched on. 


Measurements and sweeps are controlled by means of control keys START (Ctrl F5), SINGLE (Ctrl F6) 
and STOP/CONT (Ctrl F7), and by specific events referred to as abort events. The control keys and 
abort events contro! the measurement system when the sweep system is inactive (no sweep switched 
on). When the sweep system is active (generator, analyzer or external sweep switched on), the 
selected sweep is controlled by the control keys and abort events, and the sweep in turn controls the 
measurement system. 


Abort event: 


Definition: 
Any event that renders a current measurement or sweep invalid. This includes modifications of settings 
in the GENERATOR, ANALYZER or FILTER panels and in the relevant sections of the STATUS panel. 


Effects: 


> The current measurement or sweep is aborted and restarted. 

> Acompleted (single) measurement is restarted. 
(Note: This is valid only for manual contro!, no restart is made with remote or automatic control.) 

> A completed (single) sweep is normally not affected to allow the user to record the individual scans 
of a multiscan trace with changed UPD settings. Only if the abort event causes two sweep settings to 
be changed (eg start/stop, number of sweep points), the sweep becomes invalid (status display at 
top right of display). 
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2.11.2 | Switching Measurement Modes On and Off Be | bite 


UPD can measure up to six parameters simultaneously and display them numerically or graphically. 
These parameters are: 


> Measurement functions of channels 1 and 2 

> Input peak, rms, or bit activity of channels 1 and 2 

> Frequency of channels 1 and 2, or frequency of channel 1 and phase difference between channels 1 
and 2 


Measurement modes are switched off 


> directly by user entries (channel selection, switching off of “Input Disp", "Frequency" or "Function" in 
the ANALYZER panel); this will be indicated by "OFF" in the window for the corresponding 
measured value, 

> indirectly by selecting a test function, an analyzer instrument or an input that is not compatible with 
the selected measurement mode (measurement modes selected in the ANALYZER panel but not 
physically feasible, eg frequency measurement with the DC measurement function on, are marked 
by "------ "in the window for the corresponding measured value). 


In the (single) measurement mode, all measurement functions that are switched on and active are 
performed. A measurement is completed when all relevant results (including a settling period, if 
applicable) are available. Only then can a sweep be stepped or a triggered result be fetched in the 
remote control mode. This also means that the measurement speed of the UPD as a whole is 
determined by the speed of the slowest measurement mode or function. To achieve maximum 
measurement speed, it is recommended that only the measurement modes really needed be switched 
on. 


Note: 
Without the HIGHSPEED option UPD-B3, channels 1 and 2 are measured sequentially, which means 
that the time required for 2-channel measurements is twice that needed for 1-channel measurements. 


The display of measured values can be switched off completely irrespective of the selected 
measurement mode. In this case, the status displays, too, are switched off. Switch-off is effected by 
selecting the "Meas disp" menu item in the OPTIONS panel or by pressing the Ctri D hotkey on the 
external keyboard. Switch-off of the display results in a substantial reduction of measurement time. 
This mode is useful, for example, if only the generation or representation of sweep traces and spectra 
is of interest and not the output of individual measured values.. 
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2.11.3. Operating States of Measurement System (No Sweep Active) &- (1.3 


The operating states of the measurement system are indicated (in the upper right of the display.) 
ANL WAIT FOR TRIG: The analyzer waits for the trigger condition set with START COND (cf. 2.6.4). 


ANL1: 2: 
en Status information separate for analyzer channel 1 | 2: 


OFF: channel switched off, no status information 


SNGL: single measurement running “4 
CONT: continuous measurement running 

TERM: single measurement terminated 

STOP: — measurement interrupted = 


There are further messages indicating, for example, operating states relating to running measurements 
(eg RANG) or to terminated measurements (eg. OVER in case no valid result was obtained due to 
OVERRANGE). 

See section 2.3.4 for further details on status displays. 


Continuous measurements: 

The system operates with continuous measurements as the default mode. The UPD is set to this mode 
after switch-on. The UPD goes through all active measurement functions asynchronously until one of 
the following events occurs: 


> SINGLE key is pressed: Switchover to single measurements is made. A measurement already 
started will always be completed. When all measurements are completed, the system _ stops in the 
TERMinated status. To reactivate the continuous measurement mode, press START or 
STOP/CONT. 

> STOP/CONT key is pressed: The current measurement is stopped and the system is brought to the 
STOP status. To reactivate the continuous measurement mode, press START key or press STOP/ 
CONT key again. 

> START key is pressed: The current measurement is aborted, the non-return pointers and the 
min./max. values of the BARGRAPH as well as FFT averaging are reset, and the continuous 
measurement is restarted. 

> Occurrence of an abort event: The current measurement is aborted and continuous 

measurement is restarted. 

Single measurements: 

’ Each type of measurement is performed only once, then the system stops in the TERMinated status. 
This status does not necessarily mean that a valid result was obtained. !f an error occurs during a 
measurement, the message "Input? Press Show-lO" appears in the window for the corresponding 
measured value, and an NAN value (Not A Number, 9.97637) is read via remote and automatic 
control. A single measurement will be restarted, after completion of the previous measurement, by 
pressing the SINGLE key or by the occurrence of an abort event. 


SINGLE or 
SINGLE or Abort Abort SINGLE or Abort 


PED SINGL RUNNING TERMINATED 


START 


STOP/CONT 
CONT RUNNING 


Abort 
START, STOP/CONT START START, STOP/CONT 


Fig. 2-54 Status diagram of measurement system (no sweep active) 
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Sweep Modes (Overview) UPD 


2.11.4 Overview of Sweep Modes man bla 


The UPD features a variety of sweep modes which are briefly described in the following: 


Predefinable sweeps: 
Generator sweeps 
Time-synchronous sweeps (DWELL sweeps) 
Sweeps synchronized with the analyzer (AUTO sweeps) 
Manual sweeps (MANU sweeps) 
Analyzer sweeps 
Sweeps synchronized with the analyzer (AUTO sweeps) 


External sweeps: 
Time-tick sweeps 
Time-chart sweeps 
External frequency sweeps 
External level sweeps 
External level trigger 


All of the above sweeps can be performed as single or a continuous sweeps. 


All predefinable sweeps can be performed as parameter sweeps with a constant increment or as list 
sweeps. 


All generator sweeps can be performed as one-or two-dimensional sweeps (X or Z sweeps, 
respectively) provided that there is more than one sweepable parameter for the selected generator 
function. 


External sweeps have no fixed X axis. The X value for each measurement point is determined during 
the sweep. 


One-dimensional sweeps can be performed as one-pass or as group scans, two-dimensional sweeps 
can be performed as group scans only. Single or group scan can be selected under menu item "Scan 
count” in the DISPLAY panel: 


> With count = 1, only one trace is shown for every sweep; the old trace is successively erased as the 
new trace is drawn. 

> With count >1, all traces recorded as from START are superimposed on top of each other. The last 
17 traces are internally stored and can be rescaled if required. 


With manual sweeps, the GRAPHICS panel will be activated automatically when a sweep is started. 
After starting a sweep, each sweep point must be triggered separately by means of the rotary knob or 
the cursor keys. Sweep stepping has priority over the current measurement being performed, ie the 
generator will be set to the sweep point next selected even if the previous measurement is not yet 
completed. 


External level trigger can be regarded as an intermediate between a sweep and a measurement. On 
the one hand, this function behaves like an external one-point level sweep, on the other hand, the 
measured value is not represented graphically, nor is it stored in a trace buffer. 
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UPD Sweeps: Switching On and Off 


2.11.5 | Switching Sweeps On and Off Ae {1D 


The various sweep modes are selected directly in the associated panels of UPD: 


> Generator sweeps under SWEEP CTRL in the GENERATOR panel 

> Sweeps of the tracking filters of the RMS SEL function under SWEEP CTRL in the ANALYZER 
panel 

> External sweeps under START COND in the upper section of the ANALYZER panel 


Before a sweep is switched on, it must be ensured that no other sweep is active. If another sweep is 
active, an error message is output prompting the user to switch the sweep off that is not needed. This 
procedure appears to be cumbersome, it is however necessary for the following reason: A change of a 
(generator or analyzer) function or a tool may cause a second sweep to be activated. Would the first 
sweep be switched off automatically, this would confuse the user and, in many cases, produce an 
effect that is not desired. 

After switching a sweep mode on, the measurement system will continue to perform continuous or 
single measurement; only by starting the sweep will the sweep system take over and control the 
measurement system. When switch-off is made during a running sweep, the system will go to the 
continuous measurement mode. 
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Operating Modes of External Frequency and Level Sweeps UPD 


2.11.6 Operating States of Sweep System 2th Gb 
The operating states of the sweep system are indicated in the upper right of the display: 
SWP OFF sweep system switched off 
SWP. INVALID sweep invalid due to changes of parameters or because sweep is not 
yet started 
SWP CONT RUNNING continuous sweep running 
SWP SNGL RUNNING single sweep running 
SWP MANU RUNNING manual sweep running 
SWP TERMINATED single sweep terminated 
SWP STOPPED sweep was stopped, can be continued. 


Continuous sweeps: 
Continuous sweeps are started by pressing the START key. When the stop value of a sweep is 
attained, restart is made from the start value. This is continued until one of the following events occurs: 


> In continuous sweeps with Scan count >1: When the number of sweep runs defined in "Scan count" 
is completed, the sweep system goes to the "SWP TERMINATED" status. 
Note: With Z sweeps, the number of Z-axis points is transferred to the DISPLAY panel as 

the lower limit of "Scans". 

> SINGLE key is pressed: Switchover to single sweep is made. The trace currently drawn is 
completed, then the system goes to the "SWP TERMINATED" status. To reactivate the continuous 
sweep mode, press START key. To activate the continuous measurement mode, press 
STOP/CONT key. 

> STOP/CONT key is pressed: The current sweep, and the system, are stopped ("SWP STOPPED" 
status). To reactivate the continuous sweep mode, press START key (sweep is restarted), or press 
STOP/CONT key again (sweep is continued). To activate the continuous measurement mode, 
switch the sweep mode off. 

> START key is pressed: The current sweep is aborted, the non-return pointers and the min./max. 
values of the BARGRAPH as well as FFT averaging are reset, and the continuous sweep is 
restarted. 

> Occurrence of an abort event: The current sweep is aborted and continuous sweep is restarted. 

> The sweep mode is switched off: Switchover is made to the continuous measurement mode. 


Deviating from these general status transitions, there are the following 
special conditions for some sweep modes: 


> Level- or frequency-swept external sweeps: Trigger values that are closer to the start value by more 
than the difference relative to the latest measured value are detected as a retrace and the sweep is 
restarted. 

> Level-triggered external sweeps: The level must fall below the start value after each externally 
triggered measurement for the level trigger to allow for the next measurement. 

> All external sweeps: pressing the STOP/CONT key terminates the current sweep ("SWP 


and 2.6.4 Ways of Starting the Analyzer). 
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SINGLE or 
SINGLE,STOP/CONT or Abort Abort SINGLE,STOP/CONT 


SNGL STOPPED c= CP/CONT SNGL a 


CONT RUNNING INVALID 


START, STOP/CONT START or START 


or Abort Abort aktivate/ 
deactivate 


sweep 


CONT STOPPED 


STOP/CONT 


Note: 
The states "SNGL STOPPED" and “CONT STOPPED" are briefty Indicated In the status display with "STOPPED". 


Fig. 2-55 State diagram of sweep system 


Single sweep: 

Single sweeps are started by pressing the SINGLE key and are performed only once. When the stop 
value (of the X axis) is attained, the system goes to the "SWP TERMINATED" status. With Z sweeps, 
therefore, each new Z point (and the corresponding X-axis sweep) must be triggered separately. 

A running single sweep is stopped or aborted by one of the following events: 


> SINGLE key is pressed: The current single sweep is aborted and then restarted. 

> STOP/CONT key is pressed: The current measurement and the sweep system are stopped ("SWP 
STOPPED" status). To reactivate the single sweep, press the SINGLE key (sweep is restarted), or 
the STOP/CONT key again (sweep is continued). 

> START key is pressed: The current sweep is aborted, the non-return pointers and the min./max. 
values of the BARGRAPH as well as FFT averaging are reset, and continuous sweep is_ started. 

> Occurrence of an abort event: (see 2.11.1) The current single sweep is immediately aborted and 
then restarted. 


> The sweep mode is switched off: Switchover is made to the continuous measurement mode. 
After termination of a single sweep, the following can happen: 


> SINGLE key is pressed: The single sweep is restarted. 

> STOP/CONT key is pressed: Switchover is made to the continuous measurement mode. To 
reactivate the single sweep, press SINGLE. 

> START key is pressed: The non-return pointers and the min./max. values of the BARGRAPH as well 
as FFT averaging are reset, and continuous sweep is started. 

> Occurrence of an abort event (change of sweep configuration): The sweep system goes to the SWP 
INVALID status. 

> The sweep mode is switched off: Switchover is made to the continuous measurement mode. 
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Deviating from these general status transitions, there are the following 
special conditions apply to some sweep modes: 


> Level- or frequency-swept external sweeps: Trigger values closer to the start value than the last 
measured value are ignored. Trigger values beyond the stop value cause the current single sweep to 
be terminated (resulting in SWP TERMINATED status). 

> Level-triggered external sweeps: A single sweep is considered terminated following the first 
externally triggered measurement (resulting in SWP TERMINATED status). Pressing the SINGLE 
key makes the level trigger ready for the next trigger event. 

> All external sweeps: When the STOP/CONT key is pressed, the current sweep is terminated (SWP 
TERMINATED status). Continuation of that sweep is not possible. 


Summary: Key functions 


START Start continuous or manual sweep (only with active sweep system, see 

2.5.5.2 Sweeps) and active measurements. 
Cy Sweep system active: 

Resets sweeps (peak-, average values and non-return pointers are reset 
and graphical representation deleted) and starts sweeps; new state: 
RUNNING 
With manual sweep selected, any new sweep setting must be triggered 
using the rotary knob. 
While the sweep is running, any entries in the GENERATOR, 
ANALYZER or FILTER panel or in the corresponding sections in the 
STATUS panel cause the sweep to be aborted. Permissible keys (not 
changing the state): 
> LCD off 


> softkeys 
>» rotary knob 


Sweep system inactive (sweep state OFF”): 
Resets measurements (averaging, peak-, average values and non-return 
pointers are reset) and (re)starts continuous measurement. 


SINGLE Sweep system active: 
In the sweep states SNGL RUNNING, STOPPED, TERMINATED or 
"INVALID": 
> Starts a single or manual sweep 


In the sweep state CONT RUNNING: 
>» Switches from continuous to single sweep 


Sweep system inactive (sweep state "OFF”): 

Key refers to single/continuous measurement: 

> Analyzer state SNGL RUNNING, STOPPED or TERMINATED: starts 
a single measurement 

> Analyzer state CONT RUNNING: switches from continuous to single 
measurement. 
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Sweep system active: 

In the sweep state CONT RUNNING or SNGL RUNNING: 
> Aborts the sweep; new state: STOPPED 

> Analyzer is switched to "wait for trigger’. 


In the sweep state STOPPED: 
> Continues the sweep without reset; new state: SNGL RUNNING or 
CONT RUNNING 


In the sweep state INVALID or TERMINATED: 
> Continuous measurement is started. 


Sweep system inactive (sweep state OFF): 

Key refers to single /continuous measurement 

> Analyzer state ... RUNNING: aborts the measurement immediately 

>» Analyzer state STOPPED or TERMINATED: starts continuous 
measurement. 
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2.11.7 Operating Modes of External Frequency or Level Sweep “mets 


With external sweep, the analyzer has to decide independently, whether a new measured value is 
applied, which is to be recorded and displayed. It is important that the X axis is continuously rising or 
falling. A reversal of the sweep direction must be interpreted as retrace or ignored. The question is: 
when does a new sweep begin and what are "come-offs" which can be ignored. 


The following settings are of importance for an answer: 


Start condition 

Stop condition 

Possibly settling 

Starting the measurement using the Start key 
Terminating the measurement using the Stop key 


e An external sweep which is started using the Single key starts as soon as the start condition is 
reached and terminates after the stop condition has been reached. "Terminated" is then displayed, ie, 
the sweep is terminated. In order that the end of an external sweep will be recognized, the stop 
condition must be set such that it can be recognized with certainty. For example, by a frequency sweep 
up to 20 kHz, the stop condition must be set a little before 20 kHz, which means that the entire length 
of the sweep cannot be acquired. In the case of a Single measurement, measured values are only 
plotted in ascending order. Stray measurement values which would lead to a backward signal are 
ignored. In this operating mode, it is recommended to set Scan count to 1 in the DISPLAY panel. 


e An external sweep which is started using the Start key starts as soon as the start condition is reached 
and is not terminated automatically. Every discontinuity in the measurement sequence or the reaching 
of the stop condition causes the actual sweep to be aborted. If the start condition is again satisfied, the 
trace up to this point is completely deleted and a new sweep is plotted. In this operating mode it is thus 
not allowed that an external sweep contains any stray measurement values which would lead to a 
backward signal. If the stop condition is set such that it is never reached (e. g. to 25 kHz when the 
sweep only goes up to 20 kHz), the external sweep is actually plotted up to the last measured point. If 
several external sweeps should be measured in a quasi-continuous operating mode and displayed, the 
display mode Scan count >1 must be selected in the DISPLAY panel. Each new sweep start then 
increments the scan index, all sweeps are simultaneously displayed and can be evaluated. 
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2.11.8 | Several Sweep Traces Displayed in a Diagram ia be x 


To be able to compare different sweeps, it is useful to display them in a single diagram. This can be 
done in different ways in the DISPLAY panel: 


Note: Unless specified otherwise, a generator frequency sweep without Z sweep is assumed for all 
examples: 


SWEEP CTRL AUTO SWEEP 
X axis FREQ 
Z axis OFF 


1. Two separate traces can be displayed with an identical or different Y axes. Each trace may contain 
up to 17 single scan curves. Provided they contain dimensioned values, the traces may be 
referenced to each other so that the deviation of each sweep point can be directly read (e.g. in dB). 


TRACE A FUNCT CH1 

Unit dBr 

Reference OTHER TRACE 

TRACE B FUNCT CH2 

Unit V 

Reference VALUE 

Trace B is displayed in V, Trace A is referenced to Trace B and displayed in dBr. 


2. A trace file containing the sweep trace or a trace group of a previous (reference) measurement can 
be loaded into each of the two traces. Thus it is possible to compare 
-— acurrently measured sweep trace to a reference trace, or 


TRACE A FUNCT CH1 
TRACE B FILE 
Filename ref2trcb.trc | (contains 1 mono scan, for instance) ) 


— two previously measured and stored sweep traces. 
TRACE A FILE 


Filename ref2trca.trc | (contains 1 mono scan, for instance) 
TRACE B FILE 
Filename ref2trcb.trc | (contains 1 mono scan, for instance) 


3. Each trace can be referred to a reference trace. In this case the trace is displayed with the selected 
relative unit. Two traces of this kind can be simultaneously displayed in one diagram. 


TRACE A FUNCT CH1 

Reference FILE 

Filename ref3trca.trc (contains 1 mono scan, for instance) 
TRACE B FUNCT CH2 

Reference FILE 

Filename ref3trcb.trc | (contains 1 mono scan, for instance) 
The SINGLE key starts a 2-channel sweep measurement 


4. Within one trace, a group of up to 17 scans can be processed, i.e. rescaled and stored. Any number 
of scans can be displayed; the number can be specified under Scan Count. Each scan can be 
triggered using the SINGLE key. After each scan (TERMINATED is indicated as sweep status), the 
user may not only change settings on the DUT but also any parameter on the UPD (except sweep 
parameters). Thus it is possible, for instance, to record a scan in another measurement mode (THD 
all even, THD all odd) or with another measurement function (THD, THD+N), provided the basic 
unit of the measurement function is not changed. (It is not possible, for instance, to make up a trace 
with scans of RMS measurements and THD measurements.) The measured curves can also be 
stored as a single trace. 
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Scan Count a 
FUNCTION THD 


Aw (le 
UPD 


Meas Mode ALL EVEN 
SINGLE key starts scan #1 
Meas Mode ALL ODD 
SINGLE key starts scan #2 
FUNCTION  THD+N/SINAD 
Meas Mode THD+N 
SINGLE key starts scan #3 
Notes: 
— If Scan Count > 17 is selected, only the last 17 of the recorded scans can be processed. 
Previous scans are only visible on the screen and lost during rescaling or storing.. 
— Pressing the START key clears all previously recorded or loaded scans. 
— To clear previous scans and to record a single one, press the START and then the SINGLE key 
5. Using the SINGLE key, scans may be added to a multiscan trace or individual scans can be 
replaced, provided a valid sweep is set. By loading a stored (reference) multiscan trace (dual traces 
are also possible), a new sweep measurement can be added to the curves of a reference trace (and 
stored). 
Scan Count 10 
TRACE A DUAL FILE 
Filename ref5trc.tre (contains 5 stereo scans, for instance) 
TRACE A FUNCT CH1 
SINGLE key starts scan #6 
Note: Pressing the START key clears all previously recorded or loaded scans. 
6. Single scans can be loaded together with a measured or loaded multi- or single-scan trace provided 
the X and Y axes are compatible. 
Scan Count 10 
TRACE A DUAL FILE 
Filename ref5tre.trce (contains 5 stereo scans, for instance) 
Filename ref61trc.trc | (contains 1 stereo scan, for instance) 
Filename ref62trc.trc (contains 1 stereo scan, for instance) 
Filename ref63trc.trc | (contains 1 stereo scan, for instance) 
Filename ref64trc.trc | (contains 1 stereo scan, for instance) 
Filename ref65trc.trc | (contains 1 stereo scan, for instance) 
This (stereo) multiscan made up to 10 stereo scans can be stored again under a new file 
name (under STORE TRACE A+B in the FILE panel). 
Note: 
When combining a multiscan and several single scans, the multiscan must be loaded first. 
Combining two or more multiscans is not possible. 
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Several Sweep Traces in a Diagram 


7. Single scans can be loaded or recorded together with an existing Z sweep. For this purpose Z 
sweep must be switched off in the GENERATOR panel after completion and Scan Count be 
increased by the number of additional scans. 


Z axis VOLT 
POINTS 10 

Scan Count 10 

TRACE A FUNCT CH1 
TRACE B FUNCT CH2 


(in GENERATOR panel) 
(in GENERATOR panel) 
(display only) 


The START key triggers the Z sweep. When the sweep is terminated: 


Z axis OFF 

Scan Count 12 

TRACE A DUAL FILE 
Filename ref71trc.trc 
Filename ref72trc.tre 


Note: 


(in GENERATOR panel) 


(contains 1 stereo scan) 
(contains 1 stereo scan) 


Only single scans (mono or stereo) can be recorded or loaded with a recorded or loaded 


multiscan. 


8. When a setup stored as ACTUAL+DATA contains a complete sweep, the setup is loaded with all its 
recorded sweep traces. The sweep can be continued with the SINGLE key provided a sufficiently 


high Scan Count has been set. 


Thus an ACTUAL+DATA reference setup can be created, for instance, to which the sweep trace of 
the DUT can be added. This new trace group can of course be stored again as an ACTUAL+DATA 


setup or as a multiscan trace file. 


Note: 


The START key clears all previous sweep traces. 
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2.12 Display of Selected Inputs / Outputs a De 


SHOW I/O 


CY 


Shows a picture of the UPD front panel; the active inputs and outputs are 
marked by arrows. 


The LC display shown indicates which inputs and outputs have been 
selected on the UPD rear panel. 


Pressing the key while the message "Input? Press SHOW I/O” is being 
output in (at least) one of the measured value displays causes the 
messages on measurement errors, which may have occurred, to be 
displayed, too (see Section 2.3.5 Error Messages). 


2.13 Fast Switch-off of Outputs 5 a: 


OUTPUT 
OFF 


CD 
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Switches all outputs off (incl. the clock lines of the digital interfaces). 


States: 

> Digital outputs are of high resistance; no clock. 

> Analog outputs are terminated (impedance is _ retained); 
output level = 0 V. 

» Digital inputs supply no clock. 


When switched off, the lines can be reactivated only by pressing the 
OUTPUT OFF key again. 


An LED indicates the state of the key. LED on signifies OUTPUT OFF. 
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UPD Screen Copy to Printer 


2.14 Printing / Plotting / Storing the Screen Contents oF hee | 
(OPTIONS Panel) 


Use the H COPY (hardcopy) key on the front panel to initiate printing, plotting or storing to file of the 
screen contents displayed at the instant the key is pressed. 


The following menu items are available in the OPTIONS panel under the heading SCREEN HARD 
COPY. 


(Destination) indicates where and in which format the printout should be 
performed. The printout is triggered with the H COPY key (see below): 


Graphics are output in the form of pixel data to a printer using its special 
print format (abbreviation SPeCial). Printing is performed in the 
background while the UPD is accomplishing other tasks. 


PRINTR/SPC 


Note: Printing is in progress in the background while the UPD is 
performing further measurements. This output can be 
accelerated by stopping the measured value output or the 
sweep using the STOP/CONT key. 
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Screen Copy to Printer 


PLOTTR/HPGL 


FILE/PCX 


FILE/HPGL 


PRINTR/HPGL 


PRINTR/PS 


FILE/PS 


FILE/EPS 
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(continued) 


Control characters are output in HP-GL format, a language specifically 
defined for plotters, yet also supported by some printers (see Destin = 
PRINTR/HPLG below). HP-GL format offers the advantage of the 
resolution being determined by the output unit instead of by the UPD 
screen (slashes without disturbing stages). The size of the output is 
defined by the configuration of e.g. the plotter as all vectors are plotted 
relative to the configuration (see under P1, P2 “point” and "size/rotate” in 
the plotter manual). 


Screen hard copy to a file using PCX format. 

The PCX format (pixel format) was defined by the ZSoft company for PC 
Paintbrush and is accepted by most programs capable of loading 
graphics (MS WINDOWS programs and others). 


Screen hard copy to a file using HP-GL format. 


Apart from most plotters (eg R&S DOP 2), some laser printers and some 
programs with graphics import capabilities also understand the HP-GL 
format. It is vector-oriented and offers the advantage of the resolution 
being determined by the output unit instead of by the UPD screen 
(slashes without disturbing stages). In addition, the size of the output is 
defined by the configuration of eg the plotter as all vectors are drawn 
relative to the configuration (see also plotter manual). 


Note: If HPGL data are to be used as a drawing in other programs, 
the result obtained is not always optimal. A few widespread 
(Windows) programs ignore e.g. the text format instructions or 
do not properly present the colour and the dashed lines. 
Therefore, programs are available on the market for matching 
and printing purposes. 


Screen hard copy to a printer using HP-GL format. 

Control characters are output in HP-GL format, a language specifically 
defined for plotters, yet also supported by some printers. 

In most cases printers have to be enabled to interpret HPGL information 
by a sequence. This prolog is provided in a prolog file with the name 
GL_PRO.LOG. There is also a file with the name GL_EPI.LOG for the 
epilog. These files are located in the UPD\REF directory and may be 
changed by the user. For each character to be sent the files contain 1 - 3 
(ASCII-) characters with following space interpreted as 1 Byte in decimal 
notation. As example the files HPLJ3_P.LOG and HPLJ3_E.LOG are 
delivered which initialize and reset the printer laserjet3 as desired. 

All files mentioned can be found in the subdirectory \UPD\REF. 


Screen hard copy to a printer using PostScript format. 
Screen hard copy to a file using PostScript format. 
Screen hard copy to a file using encapsulated PostScript format. 


Colors and line styles for PostScript Outputs see 2.14.4.1 PostScript 
Configuration File PS.CFG 
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(With Destin PLOTTR/HPGL, FILE/HPGL, PRINTR/HPGL, PRINTR/PS, 
FILE/PS and FILE/EPS only) 


The complete screen contents is output, including all labels and cursor 
displays as well as the curves/bargraphs with scales. In part-screen 
graphics mode, the display of the current measured values and a panel 
are additionally included. The softkeys and operator guidance line are 
masked out and replaced by date, time and R&S logo. 


SCREEN 


The curves/bargraphs including the scales and scale labels are output, 
however not the cursors and other labels. 


CURVE/GRID 


The curve(s) displayed on the screen are transmitted only, thus reducing 
the time required for output. 


CURVE 


Note: _ If the 3-panel display is selected, an UPD PostScript copy is 
not prepared for CURVE/GRID and CURVE (empty space) as 
this display does not contain a trace. 


Default: SCREEN 
(With Destin PRINTR/SPC only) 


drivername 


For most laser and ink-jet printers as well as for dot-matrix printers with 9 
or 24 pins, a printer driver can be selected as described below which 
converts the internal graphics (pixel-) format into control characters for 
the connected printer with graphics capabilities. 

To print out in colour, select the appropriate colour printer (colour). 
Otherwise select the type (B/W). The R&S PDN printer corresponds to 
the type Fujitsu DL 2000 series. 

If the new printer drivers, version 2.11 and later are used, it is possible 
that the size of figures printed out will be different than they previously 
were. The size of the print-out can be set by selecting a different 
resolution with the new command Prn Resol and the commands X 
Scaling and Y Scaling. The size of the print-out can be read out in cm 
with Prn Width and Prn Height. Because it is possible that a changed 
resolution Prn Reso! can change the background colour of the frame of 
the GRAPH panel and of the measurement result display field such that 
any text no longer stands out enough, the colour of the background can 
be switched to white using the new command Frame Col. 


Printer 0 (default printer) has a particular meaning. It represents the 
printer which the user selected last. Loading a setting from file (SETUP) 
does not overwrite the type selected by the user, if this printer O is set in 
the setup. 


Note: Printing is performed in the background while the UPD is 
already carrying out further measurements. To speed up the 
output, stop the measured value output or the sweep using the 
STOP/CONT key. 
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Screen Copy to Printer 


WHITE 


FILE DEF 
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(Only with Destin = PRINTR/SPC, FILE/PCX, PRINTR/PS, FILE/PS, 
FILE/EPS) 


Selecting the background colour of a GRAPH panel frame and the 
measurement result display for printing out the display contents or 
copying them to a file. 

WHITE should be selected if a grey background is too dark for easy 
reading. 


White 


Colour defined in files. 

Destin = PRINTR/SPC, FILE/PCX 
Colour No. 2 (backgrnd frames) defined in files 
UPD\REF\PRN_BW.PLT (BW printer) or \UPD\REF\PRN_CL.PLT 
(colour printer) is used. 

Destin = PRINTR/PS, FILE/PS, FILE/EPS 
The colour information for the frames of the GRAPH panel is taken 
from the PostScript configuration file \UPD\REF\PS.CFG, key word 
"Background Frame Color’ . 


Default: WHITE 
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Screen Copy to Printer 


(Only with Destin PRINTR/SPC, PRINTR/PS, FILE/PS, FILE/EPS) 
Defines if a comment is to be printed together with the screen contents. 


Destin = PRINTR/SPC: 
After pressing H COPY (CTRL F8), a selection box appears with the 
following options: create comment, edit comment, and generate 
screen hardcopy. 


Destin = PRINTR/PS, FILE/PS, FILE/EPS 
Pressing the HCOPY key causes a window to be opened, where text 
can be entered or edited and a selection can be made whether the 
text should be inserted as a headline (TITLE) above the UPD plot or 
as a comment (SUPPLEMENT) below: 


Hardcopy / Comment 


Edit Comment 
New Comment 


Choose with ENTER! 


TITLE and SUPPLEMENT cannot be entered simultaneously. 


Two text lines in Times New Roman Bold are reserved for the TITLE. 
A variable number of text lines (5 to 28) in Times New Roman can be 
entered as a SUPPLEMENT, depending on the orientation 
(PORTRAIT | LANDSCAPE) and the selected number of plots per 
page (Plots/Page). (See gray areas in the drawing under plots/page 
further down). 


After pressing H COPY, a screen hardcopy is generated without a 
comment. 


Default: ON 


(Only with Destin PRINTR/SPC) 
Margin of a hard copy 


Specified range: 0 to 80 characters 
Note: Not all printers support the positioning of the graphics printout! 


Default: 10 
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(Only with Destin PRINTR/SPC) 
Whether a resolution can be set and which one depends on the printer 
used. The resolution affects the size of the printing format. The actual 


size of the printing format is shown in the lines Prn Width and Prn 
Height. 


Low resolution (e.g. 75 dpi) 


LOW 


MEDIUM 
Medium resolution (e.g. 150 dpi) 
HIGH 


High resolution (e.g. 300 dpi) 
Default: HIGH 
X Sealing : (Only with Destin PRINTR/SPC) 


Each printer has a specific resolution in dots/inch of the X and Y axes 
which, in conjunction with the screen resolution, may not always yield a 
-Y Scalin suitable print format. To obtain a well-balanced ratio for the X and Y axes 
9 and to make optimum use of the available sheet area, some printers 
require scaling of the X and Y axes (preferably in integer multiples), as 
well as the assignment of a suitable print format (landscape or portrait). 


Note: When using non-integer multiples, pixels are suppressed or 
printed several times, which may degrade the quality of the 
hardcopy. 

The actual size of the printing format is shown in the lines Prn Width and wa 

Prn Height. For_an orthomorphic projection, a_width/height ratio of 

640/435 = 1.47 must be set. 


Specified range: 0.1 to 10 for X and Y axes 


(Only with Destin PRINTR/ SPC, PRINTR/PS, FILE/PS and FILE/EPS) 


LANDSCAPE = Horizontal format 


PORTRAIT = Vertical format 


Note: PostScript printouts (up to 6 pictures/page) are automatically 
placed optimal with no regard to selected orientation; see 
Plots/Page below! 


Default: LANDSCAPE 
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OFF 
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Screen Copy to Printer 


(Only with Destin PLOTTR/HPGL, FILE/HPGL, PRINTR/HPGL, 
PRINTR/PS, FILE/PS and FILE/EPS) 


Destin = FILE/HPGL: 
Information is stored in colours in the file referred to as "Filename". 


Destin = PLOTTR/HPGL, PRINTR/HPGL: 
Relation of colors to color pens see 2.14.2 Output in HP-GL 
Format 


Destin = PRINTR/PS, FILE/PS and FILE/EPS 
Information, which scan or which line will be painted in which color, in 
which line style and in which line width, is taken from file 
C:\UPD\REF\PS.CFG (see 2.14.4.1 PostScript Configuration File 
PS.CFG). 


Destin = FILE/HPGL: 
Information is stored in black-and-white mode in the file referred to 
as "Filename". 


Destin = PLOTTR/HPGL, PRINTR/HPGL: 
Only one color pen is used. 


Destin = PRINTR/PS, FILE/PS and FILE/EPS: 
Curves, bargraphs and linegraphs in gray shades. Information, which 
scan or which line will be painted in which shades of gray, in which 
line style and in which line width, is taken from file 
C:\UPD\REF\PS.CFG (see 2.14.4.1 PostScript Configuration File 
PS.CFG). 


Default: OFF 
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(with destinations FILE/PCX, FILE/HPGL, FILE/PS and FILE/EPSonly) 
Filename under which the PCX, HPGL or PostScript information is 
stored. 


Destin = FILE/PCX 
A PCX file with the extension *.PCX is created under the specified file 
name. 


Destin = FILE/HPGL 
A HPGL file with the extension *.GL is created under the specified file 
name. 


Destin = FILE /PS: 
A PostScript file with the extension *.PS is created under the 
specified file name. This file can be sent in DOS (e.g. copy 
TEST.PS PRN:) toa PostScript printer. 


Destin = FILE /EPS: 
An Encapsulated PostScript-File with the extension *.EPS is created 
under the specified file name. It differs from a *.PS file only in the first 
and second line (printed in bold in the example below): 


Example: 
%1PS-Adobe-3.0 EPSF-3.0 
%*%*BoundingBox: 45 205 559 733 


The BoundingBox contains information about dimensions and position 
of the image in the PostScript default coordinate system in pixels 
(one pixel = 1/72 inch = 0.35 mm) and informs the program executing 
the image integration on the size and position of the plot. 

Data 45 205 559 733 from the above example specify the 
X and Y coordinates of the bottom left-hand and top right-hand corner 
of the plot in the PostScript default coordinate system. 


To avoid this name having to be entered in the OPTIONS panel every 
time a printout is triggered, the user is queried on storing a file under the 
name of an already existing file, whether 


e this file should be overwritten as from now (without any further query), 

e the file should not be stored (and therefore not overwritten), 

e anew file name should be generated by an automatic increment of 
the (end) number of the file name displayed in the OPTIONS panel. 


Notes on automatic increment: 


e lf the name does not contain a number, one number is added 
(starting with 1). 

e If the filename contains at least one number, the numbers are 
considered spacers and incremented as long as there is no filename 
overflow (new filename contains more characters than the original 


one). 
e When the last possible number is exceeded, an error message is 
output. 
Examples for automatic increment: 
SCREEN.PCX — SCREEN1.PCX - SCREENS.PCX 
SC1IBW.PCX — SC2BW.PCX aa SC9BW.PCX 
SCO6COL.PCX — SCO7COL.PCX Sty SC99COL.PCX 
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(With Destin PLOTTR/HPGL, PRINTR/HPGL and PRINTR/PS only) 
Select the interface for HP-GL output. 


The printer is connected to the serial COM2 interface (RS-232). Data 
transmission parameters for transmitter (UPD) and receiver (printer) 
must be identical. The parameters are set in the UPD with the COM2 
PARAMETER commands in the OPTIONS panel and on the printer 
normally by means of slide switches. 


Some plotters and most of all printers can also be operated using the 
(parallel) printer interface. This setting is required especially for laser 
printers with HP-GL interpreter or PostScript printer. 


Some plotters and printers offer an IEEE-Bus interface. The bus address 
of the plotter/printer is set with the subsequent menu line 
‘IEC Adr.' 


Default: COM2 


(With Destin PLOTTR/HPGL or PRINTR/HPGL only, if 'Plot on = IEC 
Bus' is selected) 


IEEE-Bus address of plotter or printer connected. 

(Only with Destin PRINTR/SPC, display function only) 

Width of the printing format in cm. 

An orthomorphic projection of the printing format results when the 


width/height ratio is 640/435 = 1.47 (435 is the height of the printing 
format in pixels without the softkey row). 


(With Destin PRINTR/SPC, display function only) 
Height of the printing format in cm. 


(With Destin = PRINTR/PS, FILE/PS or FILE/EPS only) 

Paper format 

The UPD plots are optimally positioned for paper format A4 (21 cm * 
29.6 cm) and made up of 600 * 845 pixels (one pixel = 1/72 inch = 0.35 
mm) in the PostScript default coordinate system. 


The UPD plots are optimally positioned for paper format LETTER (21.6 
cm * 27.9 cm) and made up of 617 * 797 pixels. 


Default: A4 
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HCOPY 


(CTRL F8) 
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Number of UPD plots to be positioned on a PostScript page. 


When two or more UPD plots (Plots/Page> 2) are printed on a page, the 
HCOPY key opens up a window where the page to be printed and the 
positions of the UPD plots are displayed: 


Collecting images to file 


The requested number of images is not 
yet reached. 


How to proceed? 


_ |G 
[ IL] 


CONTINUE FINISH 


CANCEL 


Filled-out box: the image has been already positioned 
Hatched box: this image is being processed 
Empty box: these images remain to be positioned 


This window also allows the PostScript output to a printer or file to be 
aborted. Already positioned images are retained. 


Automatic positioning, depending on paper orientation: 
Orientatn = PORTRAIT 


Specified range: 1to6 
Default: 1 


If Comment OFF is selected, pressing H COPY triggers a hardcopy 
without comments. 


If Comment ON is selected, a dialog box opens after H COPY has been 
pressed. It is then possible to create a new comment for the printout, to 
edit an existing one or to actually trigger the hardcopy. In this box it can 
also be decided whether the hardcopy should be printed 

e with or without comment 

e with or without form feed. 


Note: With form feed suppressed, several screen copies may be 
printed on the same page. 


While a print procedure is in progress, pressing H COPY opens a dialog 
box where the printer output can be stopped or continued. A new screen 
copy can only be started after the previous one has been either 
terminated or aborted. 
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UPD | Screen Copy to Printer 


There are 4 kinds of outputs available; the user can determine the colour representation in different 
ways: 


2.14.1 Screen Copy to Printer (pixel-oriented) 31% 


If dialog or selection boxes are active on the screen, their content is printed too. Thus particularly error 
messages or help texts can be printed. 

Besides, an additional comment of max. 1500 characters can be entered via a dialog box and also 
printed out. This comment is also stored as additional file under the same name but with the extension 
".CTX" when a COMPL SETUP is stored and loaded, too, when this setup is loaded. The comment file 
can be edited using a text editor. 

Specify the type of device used for printout of the hard copy in the OPTIONS panel. Activate this panel 
by pressing the OPTIONS key or key combination ALT-O on the external keyboard. 


If display of the cursors and their associated values in the display fields is not desired, the pointers can 
be switched off. Select OFF in the softkey menu under *-cursor and o-cursor. 


Starting a screen copy: 


Press the H COPY key (or CTRL-F8 on the external keyboard) if no printout is in progress. UPD 
requires a few seconds to prepare the screen copy and then continues with the measurements while 
printing is taking place in the background. 


Different dialog boxes may be displayed when the hardcopy key is pressed: 


e "Printer not ready" (error message): 
The connected printer is not switched on, it is OFF-LINE or the printer is not connected at all. After 
eliminating the fault, hardcopy can be restarted. 


e "Hardcopy already in progress!”: 
A screen copy is being made. Prior to starting a hardcopy the previous procedure must be 
terminated or interrupted. 


e “Hardcopy / Comment". 
A comment or form feed can be added to the screen copy. If this is not desired, the dialog box can 
be blanked by selecting "Comment OFF" in the OPTIONS panel. 


Speeding up a screen copy: 


A hardcopy is in progress in the background while the UPD continues with the measurements. Copying 
can be speeded up by stopping the result output or sweep with the STOP/CONT key. 


The print command can be output via remote control using the HCOPy:WAIT command. In this case 
printing is performed in the foreground and the time required for printing only depends on the speed 
and the buffer size of the printer. The program is continued when the printing procedure is terminated. 
This mode is recommended when several copies are to be made in succession as in this case it can be 
ensured that a new copy is only started after the previous one has been completed. 


Aborting a screen copy: 


A stroke of the H COPY key during printing opens a dialog box with the aid of which the current copy 
procedure can be stopped. Printing is stopped while the dialog box is displayed on the screen. 


e lf the procedure is aborted before the actual printout is started, i.e. during its preparation, the printer 
output is not started. 
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Screen Copy to Printer UPD 


e If the procedure is aborted while the printout is in progress, all characters sent to the printer before 
the stop will be printed. The printout of these characters, which are already in the printer buffer, can 
only be stopped at the printer itself, i.e. by switching the printer off. 


Colour handling 


Pixel-oriented data on printer via printer driver for ,e.g., a hard copy of screen 

Colour printers use another colour system than the screen (additive colour system red, green, blue with 

screen in contrast to subtractive colour system, e.g., cyan, magenta, yellow and black with printers).: 
Also, the print-out of a yellow curve on a black background on white paper leaves something to be. 
desired. Therefore, the colours are converted and can be adapted to user requirements. The desired 
colour for each of the 16 possible colours is read from the file PRN_CL.PLT, which can be edited by. 
the user. 

The only way to utilize shades of gray for differentiation purposes on black and white printers is ‘to 

leave out individual points. This process, which is called dithering, is controlled by the file 

PRN_BW.PLT. The file contains cells of 8 x 4 points for each "gray" pen and can also be changed by 

the user to meet his needs. The colour 10 (Trace B) is dithered only, if the printer resolution exceeds 

one printer point per screen pixel. 

Both files described above are located in the directory \UPD\REF and contain a description of their 

contents in the form of comments. 

The colour No. 2 is used for the background of the frames and is drawn light-gray on the screen. If the 

black inscription does not contrast enough with this background, the latter can be set to WHITE using 

the command FrameCol. The colour specified in the file is no longer used, as is the case with selection 

of FILE DEF. 
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2.14.2 Output in HP-GL Format Q2./4 & 


Vector-oriented outputs in HP-GL format are usually output to plotters (Destin = PLOTTR/HPGL), 
however some laser printers also support the HP-GL format (Destin = PRINTR/HPGL), e.g. for plotting 
measurement traces. The output data can be filed, too (Destin = FILE/HPGL). 


The colours for screen output and the assignment of the plotter pens can be looked up in the table 
below: 


Table 2-2 Colours of screen output and assignment of plotter pens 


Function/ type UPD-LCD UPD colour monitor Plotter pen Recommended colour 


Panel black black 1 black 


Trace A black green green 


Trace B grey yellow blue 
d 


Scales grey re light red (thin line) 


Prior to output of the HPGL data and vectors an initialization sequence is transmitted to the drawing 
device at the selected interface or to the file. With plotters, this sequence may be the information about 
P1/P2 points (sheet or drawing size) or on the sheet format (portrait/ landscape). Printers usually 
require an initialization sequence to be able to interpret HPGL information. If Destin = PRINTR/HPGL 
is selected this sequence is loaded in a prologue file designated GL_PRO.LOG. There is also an 
epilogue sequence, which is designated GL_EPI.LOG. These files are stored in the UPD/REF directory 
and can be modified by the user as required. They contain, for each character to be sent, 1 to 3 
(ASCII) characters followed by a blank. This sequence is interpreted as 1 byte in decimal notation. 
HPLJ3_P.LOG and HPLJ3_E.LOG are supplied as sample files for initialization and reset of Laserjet3 
printer. All files referred to are included in the \UPD\REF directory. 


2.14.3. Output in PCX Format A213 


Outputs in PCX format to file for further processing in other programs (Destin = FILE/PCX).. 


The PCX file format contains a palette information. In this version used by UPD it consists of 16 
entries, which assign the 16 colour types one colour, each, by means of indicating the respective red, 
green and blue portions. With black/white printout (Color OFF), only 16 black/gray/white hues are 
assigned. These palettes are filed in the UPD\REF directories under the names PCX_BW.PLT and 
PCX_CO.PLT. They can be edited by the user if other colours are required. The files contain 
comments indicating which pen is used for which colour. 

The colour No. 2 is used for the background of the frames and is drawn light-gray on the screen. If the 
black inscription does not contrast enough with this background, the latter can be set to WHITE using 
the command FrameCol. The colour specified in the file is no longer used, as is the case with selection 
of FILE DEF. 
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2.14.4 Output in PostScript Format Sr, ¥ 


Outputs in vector orientated PostScript format on a PostScript capable printer (Destin = PRINTR/PS) 
or on file for further processing (Destin = FILE/PS) or integration into other programs (Destin = 
FILE/EPS). 


PostScript is a frequentiy used graphics format for use with high-quality terminals, e.g. laser printers. 
The PostScript format implies a complete programming language with commands permitting a high- 
quality graphics hardcopy to be made irrespective of the printer type, provided the printer is equipped 
with a PostScript option. 


Upon a stoke of the HCOPY key, UPD generates a plot of the screen content or of parts thereof with 
the aid of suitable PostScript commands. These commands are sent to the PostScript printer either 
directly or via the LPT1 or COM2 interface, or they are stored in a file (*.PS) which may be processed 
by users familiar with PostScript and viewed on the screen of a PC with the aid of a previewer. 

This procedure should be adopted in the development phase of the PostScript copy to save paper and 
toner. 

An Encapsulated PostScript file (*.EPS) can also be created. This file allows the UPD plots to be 
integrated into another PostScript file, document or graphics representation (see section 2.14.4.2 
Integrating and Output of PostScript Files). 


Frequently used previewers are GhostScript, GhostView and GSview. They are available as free- 
ware on the Internet under the address http://www.cs.wisc.edu/~ghost/. 


Up to 6 different UPD plots including head line or comments can be stored in a PostScript file 
according to a fixed pattern, format A4 or LETTER, PORTRAIT or LANDSCAPE, colour or 
monochrome print and the desired screen section being selectable. 

PostScript settings are done in the OPTIONS panel: 


Information about traces and lines to be printed and colour/shade of gray, line pattern and line width to 
be used can be seen in the PostScript configuration file PS.CFG (see section 2.14.4.1 PostScript 
Configuration File PS.CFG). 


Overview of PostScript commands in the OPTIONS panel: 


SCREEN HARD COPY ---- 


Destin PRINTR/PS Output of PostScript format to printer 
FILE /PS Output of PostScript format to file (*.PS) 
FILE /EPS Output of Encapsulated PostScript format to file (*.EPS) 
Color ON | OFF 
Copy SCREEN | CURVE/GRID | CURVE 
Comment ON | OFF 
Paper Size A4 | LETTER 
Orientatn LANDSCAPE | PORTRAIT 
Plot on COM2 | LPT1 For Destin PRINTR/PS only 
Plots/Page 1...6 
Filename A:\UPD.PS For Destin FILE /PS only 
A:\UPD.EPS For Destin FILE /EPS only 
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2.14.41 PostScript Configuration File PS.CFG 2 Aad 


The PostScript configuration file C:\UPD\REF\PS.CFG is a text file which contains all information 
about colour, gray level, line width and line pattern for 

e curves of TRACE A (Scan 1 to 17), 

e curves of TRACE B (Scan 1 to 17), 

e limit curves (upper, lower) 

e Y grid (low, medium and high priority) 

e X grid (low, medium and high priority) 


With logarithmic scales the grid line priority 


"high" has the values ..., 0.1, 1, 10, ..., 
"medium" the values ..., 0.5, 5, 50, ... and 
"low" is used for all other lines. 


With linear scales the assigned grid line priority depends on the start and end value of the scale and is 
therefore difficult to predict. 


The file has to be edited with an ASCII editor in the DOS operating system. 
Several comment lines in the header of file PS.CFG inform on permissible line patterns, colours, gray 
shades and line widths. 


Example of a PostScript configuration file PS.CFG 


The following linestyle strings are available: 


The following color strings are available: 
red, green, blue, yellow, magenta, cyan, 
black, gray9, gray8, gray7, gray6, grayS, 
gray4, gray3, gray2, grayl, white 


The following gray levels are available: 
0.0 (black) ... 1.0 (white) 


The following width values are available: 
Values > 0.0 


# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 
# 


0 
0 
QO. 
0 
0 


Priority low: 
Priority medium: 
Priority high: 


GRID X 
Priority low:  ...... red 0.4 1.0 
Priority medium: ...... red 0.4 1.0 


Priority high: 
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# color gray 
# rs & 
BACKGROUND COLOR 
Frame: 0.7 0.7 0.7 0.7 


Plane: 1.0 1.0 1.0 1.0 
The expressions printed in bold are keywords required by the UPD for the search of parameters under 
Style, Color, Gray and Width. The parameters must be in the same line as the keyword and separated 
by at least one blank. Only the lines required for creating the PostScript format must be available. 
Faulty or missing entries are recognized when the file is accessed and in this case an error message is 
output on the UPD screen. 


The following can be selected for lines: 

Style: 4 line patterns 

Color: 17 colours and shades of gray for a colour PostScript copy (Color = ON) 
Gray: Any number of gray shades for a monochrome PostScript copy (Color = OFF) 
Width: Any number of line widths 


2.14.4.2 Integrating and Output of PostScript Files B01 e 4s De 


integrating PostScript files in word processing and design programs 


The EPS files created by the UPD are particularly suitable for integrating PostScript files in word 
processing and design programs. Most of these programs cannot interpret the contents of an EPS file. 
As a rule they show a frame with or without diagonal lines, or a light-gray rectangular with the name of 
the EPS picture is displayed instead of the drawing. However, the EPS file is completely and correctly 
printed out. 


To get an idea of the picture content in word processing or design programs, a coarsely rastered bit 
map can be inserted in the EPS file. The bit map can be evaluated and displayed by some user 
programs without interpretation of the EPS file. 


For this purpose a bit map has to be inserted into the EPS file generated in the UPD. The picture in the 
EPS file is in the form of a hexdump. The free-ware program GSview mentioned before is particularly 
suitable in this case. 


Example: 
After the start of GSview, the name of the EPS file into which the bit map should be integrated is 
entered under File - Open. Under Bearbeiten - EPS Vorschau einfiigen (Edit - Insert EPS 
preview) a selection of graphics formats for creating the bit map is displayed, e.g. Windows 
Metafile. Subsequently the name of the EPS file with bit map is specified. 


An EPS file with a bit map thus generated can be integrated in Microsoft Word 6.0, for instance, where 
the bit map is displayed in the Word document. 


Example: 
After starting the Windows program Microsoft Word 6.0, a window is opened with Einfiigen - 
Grafik (Insert - Graphics), where the file type Encapsulated Postscript (*.EPS) and the file name 
of the EPS file to be inserted are selected. 
The bit map is now displayed in the document. With File Print... the PostScript picture (not the bit 
map) is printed with the highest possible resolution, provided the correct PostScript printer driver is 
installed (see “Printout of PostScript files"). 


The Windows graphics program CorelDRAW 5.0 is able to directly interpret and display an EPS file of 
the UPD: 


Example: 
File - Import - Aufzulistender Dateityp (file type listed) - PostScript (Interpreted) (*.eps, *.ps) 
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Printing PostScript files: 


If a PostScript printer is available, EPS files can be directly printed, e.g. with command "copy 
SCREEN.EPS prn:" in DOS. Under Windows a printout at this low level is not possible. Here it is 


advisable to integrate the EPS file as described in a word processing or design program, a graphics 
program or in GSview with subsequent printout. 


For printing EPS files that have been integrated in a word processing or design program, or *.PS or 
*EPS files loaded with GSview, an appropriate PostScript printer driver should be _ installed. 
It is not sufficient to just connect a PostScript printer; a suitable PostScript printer driver should also 
be available. 


Without an adequate printer driver being installed, Windows does not know that a PostScript printer is 
available and only an empty frame or, if a bit map is integrated in the EPS file, a coarsely rastered bit 
map is printed. 


To obtain a true PostScript hardcopy, a Postscript printer driver is indispensable, e.g. printer driver 
“HP LaserJet 4/4M PostScript" for HP laser printer LaserJet 4 Plus. 
Only in this case the original EPS file will be printed with the highest possible resolution. 


Installation of a new printer driver under Windows 3.11: 
Main group - system control - printer - add printer 


Fn p 0 (= fs ,*4, Af, gh 
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2.14.5 Output of Measurement Traces and Lists 


The following menu item is available in the OPTIONS panel under the heading PRINT. 


The measured values and other block data are output to the printer as numbers (in ASCII code) using 
this key (immediately executed, the H COPY key need not be pressed). 


The first column contains the data selected in the following. The values 
which would be on the X axis with Curve Plot, usually the swept values, 
are contained in the second column. 


OFF Function is off. 


TRACE A 
TRACE B 


Prints the measured values selected for TRACE A (or TRACE B) in the 
DISPLAY panel. Also, units (and reference values, if any) are taken over 
from the DISPLAY panel. 


EQUALIZATN Prints the values of the equalization table. 


LIM REPORT Prints only values exceeding the limits. Limit check must be activated. 


DWELL VALUE Prints the values for the sweep dwell time. 


LIM UPPER Prints the upper limit curve. 


LIM LOWER Prints the lower limit curve. 


X AXIS Prints the values of the X axis only. 


Z AXIS Prints only the values of the Z axis. 


TRACE A+B Prints both traces next to each other. The X axis is output in the 3rd 


column. 
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2.15 Setting and Displaying Auxiliary Parameters Alo 
(OPTIONS Panel) 


Activate the OPTIONS panel by pressing the OPTIONS key (UPD front panel) or key combination 
"ALT O” (external keyboard). The panel is displayed on the right side of the screen. 


2.15.1 IEC/AEEE-Bus Address and COMN2 Interface Parameters 


UPD IEC adr Defining the UPD IEC/IEEE-bus address when connecting it to an 
IEC/IEEE-bus. 


Application: see 2.16, Connecting External Devices 


Note: The /EC/IEEE-bus address set or selected upon start-up of the 
UPD remains unchanged when a setup or the default setup is 


loaded. 
Value range: 0 to 31 
Default: 20 
Unit : none 


COM2 PARAMETER 


Determining the parameters for the serial COM2 interface. The parameters set here apply to a screen 
copy on a plotter with its COM2 interface selected. The parameters set here must match the 
parameters of the connected device (plotter). 


Note: The COM2 parameters set upon start-up of the UPD or selected by the user remain 
unchanged when a setup or the default setup is loaded. This prevents the interface 
parameters, which have to match those of the connected device, being inadvertently 
overwritten. 


COM1 parameters can only be set at the operating system level using the DOS command 
MODE. Setting can be performed 

- by changing the AUTOEXEC.BAT file, 

- via the SYSTEM key after the UPD has been quit, 

- after execution of the SHELL command in the Automatic Sequence Controller UPD-K1. 


Further information on baud rate, parity, data bits and stop bits can be obtained from the UPD 


online help or the DOS help at the operating system level with command HELP MODE under section 
“Configure Serial Port". 
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Transmission speed in baud (bits/s) 


2400 Baud 
3600 Baud 
4800 Baud 
7200 Baud 
9600 Baud 
19200 Baud 
38400 Baud 
56000 Baud 


(Default setting) 


Parity check 


Parity check switched off 
Check for even parity (default setting) 
Check for odd parity 


Number of data bits 


(Default setting) 


Number of stop bits 


(Default setting) 


Type of synchronization 


RTS/CTS 
Hardware handshake via RTS and CTS line (default setting) 


XON/XOFF Software handshake 
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Beeper, Keyboard 


2.15.2 Beeper On/Off 2-157 2D 


Beeper 


A brief warning tone is heard in the case of error messages, of value 
ranges or limit violations and at the end of sweeps. 


Beeper is switched off. 


2.15.3 Keyboard Settings 


The settings refer to both the UPD front panel and the external keyboard (if available). 


1030.7500.02 


(Repetition rate) 


Number of generated key codes per second (unit: Hz) with repetitive 
triggering. 


Range of values: 0 (no repetitive triggering) to 20 Hz 
Default: 10 Hz 

(Repetition delay) 

Time delay until repetitive triggering responds 

(Unit: s). 

Range of values: 0.25 to 1.0s 

Default: 0.58 
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2.15.4 Language of Help Texts 


ENGLISH 


GERMAN 
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Set the language used for the online help. The assignment of the 
external keyboard remains unchanged but can be modified, for instance, 
via the help program "BOOTSET.BAT". 


Note: The selected language remains unchanged when a setup or the 
default setup is loaded. 


Help texts appear in English, the keyboard is set to UK (English). 


Help texts appear in German, the keyboard is set to GR (German). 


The keyboard is assigned with the aid of various AUTOEXEC.BAT files 
which are generated by copying using the auxiliary program 
BOOTSET.BAT. 

AUTOEX_E.BAT is copied to C:\AUTOEXEC.BAT for UK, 
AUTOEX_D.BAT for GR. These files call the configuration file 
C:\UPD\USERKEYB.BAT where the standard key assignment can be 
overwritten or further user-defined actions performed. 
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py he Display Settings 


Extern disp 


BOTH 
COLOUR 


BOTH BW 


OFF 
LCD 


2.15.5.1 


Meas Disp 


INTERN ONLY 


(External Display) 
Display on the built-in LCD screen only. 


Display on the external VGA monitor, too (see 2.16 Connecting External 
Devices); use a colour monitor for colour output. The display has been 
optimized for colour display, thus leading to reduced contrast quality on 
the built-in LCD screen. 


The data are additionally displayed on the external VGA monitor (see 
2.16 Connecting External Devices), however only black-and-white. The 
contrast quality on the built-in LCD screen is not reduced in this mode. 


Switches the internal LCD screen off in order to increase the life of the 
screen and to minimize disturbing influences (eg with remote control or 
with the use of an external monitor). 


An LED indicates the state of the key. When the LED is on, the LCD is 
off. When the LED is off, yet the LC display is still off, the reason might 
be the contrast control being maladjusted. 


Switching the Measurement Display ON/OFF 


(Measurement Display) 


Measured value and status displays are switched off. This increases the 
performance of the measurement routines. Sweeps are up to 15% faster. 
To be recommended for sweeps and FFTs if maximum performance is 
required. The status display reads the message 

"MEAS DISPLAY OFF" 

"Ctrl D to resume" 


The measured value displays are switched on, measured value and 
status display are activated. 


Note: The Meas Disp OFF/ON states can be switched via an external keyboard using the key 
combination Ctrl D. 
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2.15.5.2 Reading Rate of Measurement Results 


Read Rate 


MAX SPEED 


Maximum output speed of measurement results 


6/S 6 measurement results / second 


3 measurement results / second 


1 measurement result / second 


Note: 

e The setting is only effective in the Continuous mode. With sweeps, Start Condition Timechart and 
individually triggered measurements, results are always output at maximum speed. 

e The output via IEC/IEEE bus is not affected and always performed at maximum speed. 


2.15.5.3 Resolution of Measurement Results 


A selection box appears after the SELECT key is pressed, in which the 

resolution of the measured value in trailing decimal places can be 

inputted for each measurement result window. 

0: automatic display of the trailing decimal places 

1 to 4: 1 to 4 trailing decimal places, whereby the result may be filled 
out with zeros 


2.15.5.4 Graphics Display with Selectable Colours 


When individual traces, trace groups (see section 2.9.3.3 Scan Count >1) and bars are displayed, a 
specific colour or shade of gray can be assigned to each trace or bar for easy distinction. Colour or 
shade of gray depends on the colour or monochrome representation selected under the menu item 
Extrn Disp (see section 2.15.5 Setting the Displays) . 

In addition a line pattern and line width can be assigned to sweep traces and trace groups. 

Settings for colour/shade of gray, line pattern, line width are made in the OPTIONS panel under 


DISPLAY —————————_- 
TRACES COLOR/LINE —— 


The settings for colour and line pattern for max. 17 scans in channel A and channel B are stored in the 
self-explanatory text file C\UPD\REF\TRCCOL.CFG. 

In exceptional cases this file can be edited using an ASCII editor in the DOS operating system, on the 
condition that positions and length (correct number of trailing blanks) of the text are not changed. 


Note: If the file has been destroyed by mistake, it can be newly created using commands 
Scan conf = DEFAULT witha default setting. 
All scans of TRACE A are green, those of TRACE B yellow, uninterrupted, narrow lines. 


The colour and line-pattern settings stored in this file are setup-independent and remain unchanged 
when a setup or the default setup is loaded. 


Trace groups: 
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If more than 17 scans are displayed on the UPD, the 18th scan is assigned the colour and line pattern 
of the 1st scan, etc. 


Single sweep traces: 

If only one sweep trace is displayed in channel 1 and channel 2 

(DISPLAY panel: Scan count = 1), the colour/shade of gray and the line pattern specified under 
Scannr.A = 1 and Scannr.B = 1 will be assigned. Settings for Scannr.A/B = 2...17 are 
meaningless. 


Display of FFT, waveform and filter simulation: 

ANALYZER panel: 

FUNCTION = FFT | WAVEFORM | FILTER SIM 

For displaying the traces in channel 1 and channel 2 for the above-mentioned measurement functions 
the colour/shade of gray specified under Scannr.A = 1andScannr.B = 1 is assigned. Assigning a 
line pattern is not useful and not performed. 

Settings for Scannr.A/B = 2...17 are meaningless. 


Bargraph for DFD, DIM and MOD DIST measurement: 

ANALYZER panel: 

FUNCTION = DFD |! DIM! MOD DIST 

For a vertical bar display of channel 1 or channel 2 for these measurement functions, the colour/shade 
of gray specified under Scannr.A = 1 and Scannr.B = 1 is assigned. Assigning a line pattern is 
not useful and not performed. 

Settings for Scannr.A/B = 2...17 are meaningless. 


Bargraph display: 

The horizontal bars for BarA, BarB and BarX are displayed in the colour/shade of gray specified under 
Scannr.A = 1. Ifa limit violation occurs for one the bars (DISPLAY panel: LIMIT CHECK...) the 
colour/shade of gray changes as specified under Scannr.B = 1. Settings for Scannr.A/B = 
2...17 are meaningless. 


PROTOCOL panel: 
Parameters are displayed in the colour/shade of gray specified under Scannr.A = 1, comments are 
printed as specified under Scannr.B = 1. Variable parameters are always printed in red. 


Result display: 

The six measured values in the result display are represented in the colour/shade of gray specified 
under Scannr.A = 1, if no display of trace groups has been selected (DISPLAY panel: Scan count 
2 2). 
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MANUAL 


DEFAULT 


AUTO COLOR 


AUTO LINE 


. Scannr.(A) 


‘Scannr.(B) 
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Colour/shade of gray and line pattern for each scan number entered with 
commands Scannr.(A) and Scannr.(B) can be_ separately 
changed. 


Automatic assignment of colour and line pattern to 17 scans of Trace A 
and Trace B. All scans of Trace A are green, those of Trace B yellow, 
continuous thin lines. 


Automatic assignment of colours to 17 scans of Trace A and Trace B, 
GREEN, YELLOW, BLUE, CYAN, MAGENTA and WHITE being 
assigned repeatedly in exactly this order. BLACK, DARK GRAY and 
LIGHT GRAY are assigned to the monochrome display. 


Note: /f WHITE proves to be unfavourable for a scan because the 
limit lines are (normally) drawn in white, different colours can be 
assigned to these scans using the following commands. 


Automatic assignment of line patters to 17 scans of Trace A and Trace 
B, with the 4 thin line patterns ,occcooe ener a as and .-.-.- 
being assigned repeatedly in this order. 


Scan number 1 to 17, to which a colour/shade of gray or a line pattern is 
to be assigned using commands Color (A/B) and Line (A/B). 


lf the scan number 0 is entered, all 17 scans are assigned the same 
colour/shade of gray and the same line pattern, when command 


Color (A/B) 
or 
Line (A/B) 
is entered. 
Specified range: 0 to 17 
Default: 0 
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. Balak (A) Assignment of colour/shade of gray to individual scans 
Color (B). 


GREEN Colour of scan number specified with command 


YELLOW Scannr. (A) 

BLUE or 

CYAN Scannr. (B), 

MAGENTA if colour display is selected using command Extrn Disp = BOTH 
COLOR. 


WHITE 


BLACK 
DARK GRAY 
LIGHT GRAY 


Shades of gray specified with command 
Scannr. (A) 
or 
Scannr. (B), 
if monochrome display is selected using command Extrn Disp 


Note: _ /f colour/shade of gray is selected while Scannr. (A/B) = 0, all 
17 scans will be assigned the same colour. To avoid this being 
done inadvertently, a query has to be confirmed before the 
command is executed. 


“Line (A) - Line pattern for scan number specified with 


Line (B) Scannr. (A) 
or 
Scannr. (B). 


Normal line width 


Triple line width 


Note: _ If line pattern is selected while Scannr.(A/B) = 0, all 17 
scans will be assigned the same pattern. To avoid this being 
done inadvertently, a query has to be confirmed before the 
command is executed. 


2.15.6 Input, Output and Routing Switchers 
2.15.6.1 Introduction 


The use of switchers is advantageous when measurements on instruments with several inputs and 
outputs are performed or signals are to be distributed to several inputs in order to avoid frequent and 
time-consuming changes in the cabling. Every switcher permits a two-wire connection of 2 points to 12 
other points to be established via a relay matrix. 


Control of the switchers is only possible if the UPD is equipped with option UPD-B5 "Monitor Output, 
Parallel I/O". This option allows the UPD to contro! switchers from Audio Precision. 
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Detailed information on the individual switchers can be obtained from the Operating Manual for System 
One in the appertaining section. 

Useful information on handling and control of switchers is to be found in Application Note No. 1GP AN 
13. 


The following instruments can be controlled: 


e Input switcher type SWR-122F with 2 XLR male and 12 XLR female connectors 
e Output switcher type SWR-122M with 2 XLR female and 12 XLR male connectors 
e Routing switchers type SWR-122P with 5-contact XLR connectors 


e SWR-122T with 5 screw connections instead of 1 XLR plug-in connector. It can be configured as 
input, output or routing switcher by means of jumpers. 


2.15.6.2 Installation 


The switcher with the address 0 is usually connected via an 8-bit parallel interface and an ordinary 25- 
pin printer cable with sub-D male and female connector to the sub-D female connector of option UPD- 
B5 (see Fig. 2-2 Rear view) of the UPD. At the rear panel of the switcher, two equivalent 25-pin 
connectors (female and male) are located, which can be used as required for connection to the UPD. 
The next switcher is connected to the free plug-in connector. If several switchers of the same type are 
used, they must be assigned addresses which are to be set at the rear of the instrument; see next 
section. 


In the following, input switchers will be referred to as EU, output switchers as AU and routing 
switchers as KU. 


2.15.6.3 Addressing Switchers 


Every switcher is assigned an address between 0 and 15 via a coding switch at the rear. Thus a 
maximum of 16 input switchers and 16 output switchers with 12 channels each can be cascaded so 
that 192 inputs and outputs can be controlled. 

The switcher with the address 0 controls the channels 1 to 12, the switcher with the address 1 controls 
the channels 13 to 24, etc. 

Whether a switcher is to operate as an EU or AU is determined by two jumpers inside the instrument. 
However this is already to be taken into account when ordering the switcher, because the EUs are 
equipped with 2 XLR male and 12 XLR female connectors, whereas AUs are equipped with 2 XLR 
female and 12 XLR male connectors. 


EU and AU can be operated with one and the same address. An EU ignores control signals intended 
for an AU and vice versa. 

Since the switchers do not signal whether they are configured as EU, AU or KU, the UPD cannot output 
respective warnings. However, it automatically finds out the addresses of the switchers and outputs a 
warning if a switcher that is not connected is addressed by entering a channel number. 


2.15.6.4 Input Switcher 


Range of application: 
Measurements with the UPD on instruments with several outputs, eg mixer units, multitrack tape 
recorders, magnetic tape units or distributing amplifiers. 


Configuration: 
Of each switcher, one of 12 input channels can be through-connected to output A and/or output B. 


Note: If one and the same input channel is connected to the switcher outputs A and B, both 
connectors are connected with each other. 
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Channel1 UPD setting 


To UPD 
inet Inputs Channel 2 SWITCHER 
Switcher ON 
Than s | Tracking OFF 
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bar : cuns'* | Qut Ch1(A) 3 
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Channel 5 
Test points 


| Channel 12 


Fig. 2-56 Basic circuit diagram: input switcher with 2 through-connected channels 


END oF a 1S. OH 
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2.15.6.5 Output Switchers 2.1556. 5 


Range of application: 
A test item with several inputs is supplied with the signal of the UPD generator. If the generator signal 
is applied to all channels except one, the crosstalk attenuation can be measured on the channel that is 
not through-connected. 


Configuration: 
An AU can be operated in three ways: 


> Connect switcher input A and/or B two one of the 12 output channels. 


Note: If one and the same output channel is connected to the switcher inputs A and B (short- 
circuit between the two generator outputs), different reactions are obtained depending on 
the generator setting selected: 


e /fthe generator is set to Channels(s) 2 = 1 (in-phase signal at both outputs), the output impedance of 
the generator is halved, whereas the generator output voltage remains unchanged. 


e /f the generator is set to Channels(s) 2 = -1 (phase rotation of the signals by 180.), the generator 
output level is compensated to approx. 0 V. 


No damage is caused to the short-circuit-proof UPD generator! 


> The UPD generator signal applied at input B of the AU is through-connected to all outputs of the AU 
and thus distributed to all inputs of a device under test. 


> The UPD generator signal applied at input B of the AU is through-connected to all outputs of the AU 
except one. This version is primarily used for measuring crosstalk attenuations of the through- 
connected channels on the open channel. 


| on fina a; UPD setting 


From UPD : 
generator output Channet2 | OWitcher ON 
Tracking OFF 
7 hau Inp Chi(A) 3 
aie Medi ; Inp Ch2(B) 4 
Aber. 
Ber. Channél 4 


Channel 5 


Fig. 2-57 Basic circuit diagram: output switcher with two through-connected channels 
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Channel 3 Inp Ch1(A) 3 
ee Inp Ch2(B) 4 
ote Out Chi (A) 0 


Channel 4 Out Ch2(B) -1 


Channel 5 


ViMldbinig Channel 12 


MY 
Fig. 2-58 Basic circuit diagram: output switcher, two channels through-connected 


A 
Chennsi1 UPD setting 
B GUE. 
From Ge eg ee 
UPD generator- ars Channel 2 Switcher ON 
output Ch2 Sas gps wot Tracking OFF 
Gunes | inp Chi(A) 3 
GP Inp Ch2(B) 4 
Out Chi(A).2 | 
ais * Out Ch2) -1 
a : e ViMiie Channel 4 (B) 
Boar.” Hyp 
OI? Channel 5 
| 
GUE . Channel 12 


QL” 


Fig. 2-59 Basic circuit diagram: output switcher, all channels through-connected 
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Channel 1 
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UPD generator Channel2 
AutputCh2 [eee ee ee “§ Tracking OFF 
PER Inp Ch1(A) 3 
Inp Ch2(B) 4 
Abar_ e * Out Ch2(B) -1 
B-ber 


Channel 12 


Fig. 2-60 Basic circuit diagram: output switcher, all channels through-connected except one 


2.15.6.6 Routing Switcher Be 1Se be © 


Range of application: 

A KU can be cut into the connection lines of individual components of an AF equipment or into the 
transmission chain of studio equipment as well as into the nodes of mixer units, ie the output of a 
device and the input of the subsequent device are applied to a KU connector. Depending on the 
measuring task, the relay contacts of the KU connect the output of the previous and the input of the 
subsequent device or interrupt the connection so that the UPD generator signal can be fed in. 
Measurements can be performed at any point. When opening the connections, measurements are 
possible on the unloaded outputs of a component. 


Configuration: 


The KU differs considerably from an EU or AU. A KU must not be operated with an address that has 
already been assigned to an EU or AU. 


Connection and control of the KU is explained by means of the example illustrated in Fig. 22-5. To 
perform stereo measurements, two KUs are required. They can be set to the same address by means 
of a coding switch at the rear provided they are configured with this coding switch as KU A and KU B 
(see Fig. 22-8). 


Control of routing switcher explained by way of an example: 

In the following example (Fig. 22-5), both KUs are set to the address O (see 2.15.6.10 Setting the 
Address of the Input, Output and Routing switchers), the upper KU is configured as KU A, the lower 
one as KU B (see 2.15.6.11 Assignment of Routing switcher). 
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Examples of control of the contacts in the case of the KU: 
Setting in the OPTIONS panel see 2.15.6.7 


e All signal paths of the upper KU A are through-connected s*ssststssresssstetcteneces 


(all contacts u1-u2 closed): 


e All signal paths of the lower KU B are through-connected s«stcttcttsttsersesreneens 


(all contacts u1-u2 closed): 


— 


e The 4th of the 12 signal paths of the KU Ais open. scttttttttrsscctteetenesscncaecne 
Enables supply by UPD generator (S3 u1-u3 closed) 


e The 3rd of the 12 signal paths of the KU Bis open. strsttsttssteseetseesceeencnnnes 


Enables supply by UPD generator (S3 u1-u3 closed) 


e All switches of the KU A to the UPD test input are open, <*sterttttttttteteeretenees 


(all contacts 01-02 open): 
e The 3rd of the 12 switches which connects the test signal to the «*tttttttrtrtterteees 
analyzer input is closed (S3 01-02 closed): 


Signal flow between sound pickup and output stage in 
channels A and B not interrupted, no signal monitoring: 
Relay contacts of 

routing switcher A 


$1/u1-u2 closed, S2/u -u2 closed TECCPROUECCCOCOCOCCOCOCOCO COC eee eee eee ee ee ee 
~” 
S1 /o1 -02 open S2/01-02 ODGN) 9 Sar pe =ceteminmine t tx sts cnieain ys ean ani oe dine ne ee nae seen 


Routing switcher B 


S1 /ui -u2closed, S2/u “U2 ClOSEd "ttt tect ttt ewseeewensn enone nese ee eens nn eneceoene 
S1 /o1 -02 open $2/o1 -02 open Poe eR OCC CRC CCCP Cee CCP Cee Pe Cee ee eee eee eee 


Measurement of the signal between sound pickup and 
equalizer in channels A and B. Signal flow is not interrupted. 
Relay contacts of 

routing switcher A 


Si /u1-u2closed, S2/u1-u2 closed eR P CPPCC ee Cee eee eee eee eee eee eee ee eee eee 
S1/o1 -o2closed, S2/01-02 OPEN Sasa rete s 82 cn acchnnne rsh pened ken ed an wen 


Routing switcher B 


S1/u1 -u2closed, S2/u1-u2 CloSed tts ttt cette seesenseccaneenesescenenneeeusenuscenes 
S1/o1 -o2closed, S2/01-02 OPEN 195 tcesan ranean st eens ene sees nen dan sen eeere ena 
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Measurement of signal between equalizer and output stage in channel A only. 
Signal flow is not interrupted. 

Relay contacts of 

Routing switcher A 


S1/u1-u2 closed, S2/u1 -u2 closed eee eee ee eee ee eee eee ee eee eee eee ee ee ee 
S1/01-02 open, S2/01-02 closed TeRPCPCCO Teer eee Teer ee ree eee ee ee eee eee ee ee ee INP Ch1(A) = 2 


Routing switcher B 


S1/u1-u2 closed, S2/u1-u2 closed <trttttttttst eet etet eter ee eenteeneeennnesenaeeeans | OUT Ch2(B) = 0 
S1 /o1 -02 open, S2/o1 -02 open PTREPEURUELEAEEEEELEREREOLER CREE EEE INP Ch2(B) =0 


Connection between sound pickup and equalizer, two-channel interruption 
and two-channel feed-in of UPD generator signal at the equalizer input. 
Two-channel measurement at the output of the equalizer. 

Relay contacts of 

routing switcher A 


S1/u1-u3 closed, S2/u1-u2 closed «tttstttt terete ee eeeteteneneeeneneeneeaneeroneene OUT Ch1(A) = 4 | 
S1/o1-02 open, S2/01-02 felle}\-\0 | INP Ch1(A) = 2 


Routing switcher B 


S$1/u1-u3 closed, S2/ut-u2 closed titi ttc t ttt t tsetse ee nena ene w eee eaeeeaneneea cane | OUT Ch2(B) = 1 | 
S1/o1 -02 open, S2/o1 -02 closed PTeeTRE TEE EERE TE CREEL CERO e ee ee ee 


Connection between equalizer and output stage interrupted in the right 
channel only and UPD generator signal fed into the right input channel 
of the output stage. Simultaneous two-channel measurement of the 
output signal of the equalizer. 

Relay contacts of 

routing switcher A 


S1/u1-u2 closed, S2/u1-u2 ClOoSed ttt t ttt tt tee te en se sewer se sensanesensersossoesonene 
S1/o1 -02 open, S2/o1 -02 closed TOCPPCOPOCO OCC CSCC CCC eee eee eee ee ee 


Routing switcher B 


S1/u1-u2 closed, S2u1-u3 closed Tee PPP CeCe Cee eee eee eee eee eee ee ee ee ee 
S1/o1 -02 open, S2/01-02 Closed ttt ttt ttt ttre esses een ee eee nee sees nesses reeneee 
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2.15.6.7 Control of Switchers from the OPTIONS Panel 2.15.6. /] 


The connected switchers can be set in the OPTIONS panel. ww 


Switcher control off 
Switcher control on 


The UPD automatically checks which addresses are assigned to the 
connected switchers. If the commands described in the following are 
used to set a channel number without a switcher being connected, a 
warning is output. 


2.15.6.7.1 Individual Channel Setting BtlSieb. 1.1 


lf Tracking is set to OFF in the OPTIONS panel under SWITCHER, the desired channels can be set 
independently of each other. 


No automatic channel offset 


The OPTIONS panel is then displayed as follows: 
OPTIONS 


V NONAME 
\¥ NONAME 


SWITCHER 

V Switcher 
J Tracking 
VInp Chi (A) 
V¥Inp Ch2(B) 
V¥Out Ch1(A) 


JOut Ch2(B) 


CALIBRATION 
Zero Auto 


CALIBRATION 


SERVICE 
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Channel connected to the A bar of the EU 
Value range: Oto 192 


Channel connected to the B bar of the EU 
Value range: Oto 192 


Channel connected to the A bar of the AU 
Value range: Oto 192 


Channel connected to the B bar of the AU. 

If Out Ch2(B) = -1 and Out Ch1(A) = 0 is defined, all channels of the B 
bar of the AU are through-connected. 

lf Out Ch2(B) = -1 is defined and a channel number unequal to 0 
selected for Out Ch1(A), all channels of the B bar of the AU are through- 
connected except this one. 


Value range: -1to 192 


GF Av IS, be Jil 
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2.15.6.7.2 Measurements with Automatic Channel Offset Oo 1516.71, #& 


If Tracking is set to ON in the OPTIONS panel under SWITCHER, an offset between the channels of a ed 
switcher or between the channels of an EU and an AU can be entered. Modification of a channel then 

causes other channels to be also modified according to the offset specified. 

A possible application is measurement of the crosstalk attenuation to the adjacent channel in the case 

of multi-channel instruments. 


Tracking 


The OPTIONS panel is then displayed as follows: 
OPTIONS 


SWITCHER 
V Switcher 
yy Tracking 
\ CH2 vs CH1 
j Out vse Inp 
y Imp Ch1(A) 
Inp Ch2(B) 
Vout Ch1(A) od 
JOut Ch2(B) 


CALIBRATION 
Zero 


CALIBRATION 


SERVICE password ? 
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Offset of channel B (Ch2) compared to channel A (Ch1) with EU and/or 
AU by the value of CH2 vs CH1. (see Fig. 22-6). 


0: no offset 
positive values: offset towards higher channel] numbers 
negative values: offset towards lower channel numbers 


A modification of Ch2 vs Ch2 causes a modification in the command 
lines Inp Ch2(B) and Out Ch2(B). 


Value range: -192 to 192 


Offset between the through-connected channels of an AU compared to 
those of an EU by the value of Out vs Inp (see Fig. 22-6). 


0: no Offset 
positive values: offset towards higher channel numbers 
negative values: offset towards lower channel numbers 


A modification of Out vs Inp causes a modification in the command lines 
Out Ch1(A) and Out Ch2(B). 


Value range: -192 to 192 


Channel connected to the A bar of the EU. 
A modification of this command causes a modification of the next three 
command lines, Inp Ch2(B), Out Ch1(A) and Out Ch2(B). 
Value range: 0 to 192 
Inp Ch2(B) Only display function. 
Channel connected to the B bar of the EU 


Value range: 0 to 192 


Out Ch1(A) Channel connected to the A bar of the AU. 

A modification of this value varies the value in Out Ch2(B) by the value 
indicated in Ch2 vs Ch1 as well as the values in the command lines Inp 
Ch1(A) and Inp Ch2(B) by the value indicated in Out vs Inp. 


Value range: 0 to 192 


ee 


Display function only. 

Channel connected to the B bar of the AU. 

Out Ch2(B) cannot assume the value -1, because crosstalk 
measurements are assumed to be performed and sudden through- 
connection of all channels of the AU is not wanted. 


Value range: 0 to 192 


1030.7500.02 2.411 E-11 


Bild ost) 


Input, Output and Routing Switchers UPD 


To analyzer Chi 
To analyzer Ch2 
neg. value forr (Ch2 vs Chi | 
pos.value for Ch2 vs Chi 
Ch2vs Chi =3 
Lf ttt; 
Out va Inp = 2 
To Generator Chi 


To Generator Ch2 ° 


neg. value for [Out vs Inp | 
Ate 
Bor ° pos. value for 
Ch2vs Chi =3 
Fig. 2-62 Offset between input channels as well as between output switcher channels and input 
switcher channels using the TRACKING setting 
Eaip oF 2. de. Te 
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2.15.6.8 Restarting a Measurement after Channel Switchover 21S 6. ¥ 
After each channel switchover, a relay debounce time of 20 ms is allowed to expire before a 
measurement is started. In addition, the time period indicated under START COND — Delay (see 2.6.4 


Ways of Starting the Analyzer, Ext. Sweep) can be added to this time in order to take into account the 
settling times of a DUT due to switching. 


2.15.6.9 Controlling the Switchers using the Universal Sequence Controller 7, 15, 6,9 


For comprehensive measurements on multi-channel instruments, all switcher settings and 
measurements can be performed with the Universal Sequence Controller UPD-K1i (see 3.16, 
Automatic Control of UPD with R&S Basic) and thus optimally matched to the measurement task. 


2.15.6.10 Setting the Address of Input, Output and Routing Switchers Hm 1S. Gx IO 


Switch at the rear of the instrument 


#8 #4 #2 #1 


Adr. 0, Binar 0000, Channels 1-12 


Adr. 1, Binar 0001, Channesl 13-24 


Adr. 2, Binar 0010, Channels 25-36 


Fig. 2-63 Setting the address of the input, output or routing switchers 


FAD of B+ 1S.6.10 


1030.7500.02 2.413 E-11 


Input, Output and Routing Switchers UPD 


2.15.6.11 Assignment of Routing Switcher to Command Lines in the 2:/5,6,/1 


OPTIONS Panel 
— 


Switch at the rear of the instrument 


A B 
0 
OFF 
1 


onfig. "KU B" reacts to the commands: 
linput Ch2(B) for the input bar 
|Out Ch2(B) for the output bar 
onfig. "KU A"reacts to the commands: 
input Ch1(A) for the input bar 
Out Ch1(A)|for the output bar 


onfig. "KU A and B" reacts to the commands: 
Inp CH1(A)land|Inp Ch2(B)|for the input bar 
Out Ch1(A)| and Out Ch2(B) for the output bar wa 


oh 


=| 
_b So 


Fig. 2-2 Assignment of routing switcher to command lines in the OPTIONS panel 


For stereo measurements, two KUs can be used in the configuration "KU A and B" so that the relay 
contacts (see Fig. 22-5) are connected in mirror-inverted form, irrespective of whether a Ch1A) or 
Ch2(B) command is set. The relays of the input bar react to the commands Inp Ch1(A) and Inp Ch2(B) 
in the same way. The relays of the output bar react to the commands Out Ch1(A) and Out Ch2(B). If 
KUs in the configuration "KU A" and "KU B" are used for stereo measurements, the relays can be 
switched independently of each other. 


Cup oF 21S. 6: i 
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2.15.6.12 Pin Assignment of Parallel Interface Switchers Se. PSs Oe te 


(For position of female connector see Fig. 2-2 Rear view) 
25-contact D-sub connector of 


Option UPD-B5 
Monitor Output/Paralle] I/O 


ATT 
| PDO 
a AUX 
H PD! 
ERST 
H PD2 
H PWR 
PD3 
F 
PD4 
7 
PDS 
: 
PD6 
: 
PD7 
i 
ER 
1 
EW 
f 
EA 
a 
| EIRQ 


Fig. 2-3. Pin assignment for switcher control 


awe ge 2S 6. tPR 
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2.15.7 Calibration 


Calibration ANL 


Calibration GEN 


Calibration DIG 


1030.7500.02 
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Dynamic offset calibration 


DC offset calibration of the ADC board is OFF; the calibration factors 

most recently valid are used. 

Note: Calibration should be switched off for short periods only (eg 
for execution of a sweep), as otherwise relatively significant 
measurement errors may occur. 


Cyclic calibration of the DC offset of the ADC board and, if necessary, of 
the zero offset of analog DC measurements. A calibration is also made 
whenever an instrument is changed. 


Note: A cyclic calibration is not performed while a sweep is 
running; it is delayed until the sweep is terminated or 
stopped. 


Immediate offset calibration of the ADC board and (with DC selected as 


function) of all DC measurement ranges. Then the setting changes to the 
previously selected item. 


Displayed only when the low-distortion generator is built-in. 
Permits automatic calibration of low-distortion generator. 


Calibration of low-distortion generator inactive. 
Starts the automatic calibration. Subsequently the setting changes to 


OFF. 
Permissible only after an operation time of at least one hour. 


Displayed only if the Jitter option UPD-B22 is built-in. 
Permits automatic calibration of digital Phase to Ref measurement and 
generation. 


Calibration of digital Phase to Ref measurement inactive. 


Starts the automatic calibration. Subsequently the setting changes to 
OFF. 
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2.15.8 Version Display and Service Functions AIS, & 


The version numbers of software, analog and digital hardware and of options are displayed in the 
OPTIONS panel. As these menu items cannot be edited, they cannot be selected by the cursor. 


VERSIONS 


SOFTWARE ----------------------002022-- ean eone= 
Software <version number> 
Setup <version number> 
IEC <version number> 
HARDWARE ANALOG 6------------------------- 
Analy Ch1 <version number> 
Analy Ch2 <version number> 
Motherbrd <version number> 
Output Cir <version number> 
DAC Board <version number> 
HARDWARE DIGITAL -------------------------- 
Dig! board <version number> 
Generator <version number> 
OPTIONS -----------------22--2------ 2 anne nen nnnne= 
Low Dist <version number> 
IEC board <version number> 
AES/EBU <version number> 
SPK/SWI <version number> 
Highsp Anl <version number> 


Highsp Dig <version number> 
Noname GEN <version number> 
Noname ANL_ <version number> 


Any software, hardware or option which is not installed is marked by the letters -NA- (Not Available). 
They are displayed instead of the version number. 


Also the service functions are in the OPTIONS panel. They are given under menu item SERVICE 
PSWD, protected by a password and thus not available to the user. 


Eun of ZI 
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2.15.9 Transfer of Parameters (Parameter Link Function) Bat S, 9 


Parameter Link offers the possibility to transfer generator and analyzer 
settings to another signal or measurement function or to another 
instrument. The corresponding selection box is opened by pressing the 
SELECT key. The selected options are to be marked by a tick, see next 
page. 


lf a setting is made in UPD that enables the transfer of parameters in accordance with the options 
selected (marked with a tick), the user is prompted to confirm the transfer: 


Really Parameter Link? 


If YES is entered, the parameter setting is transferred to the new signal function when the signal 
function is changed. For the transfer, a corresponding command line must exist and the setting to be 
transferred must be selectable for the old and the new function. 


Example: 
Parameter Link with switchover from 
RMS measurement function to DC measurement function 


AUTO FAST 
AUTO 
SUPERFAST 
FAST 
SLOW 
VALUE: 


When switching from the RMS to the DC measurement mode, the settings FAST and VALUE can be 
transferred. Transfer of the settings AUTO FAST, AUTO, SUPERFAST and SLOW is not possible as 
these are not available for the DC measurement function. 

Numerical values are transferred only if a corresponding command line exists and if the unit for a 
value in question is available for the new function or instrument. Transferring values from an analog to 
a digital instrument and vice versa is therefore not possible, and nor is it useful. If the new function or 
instrument has a range of values assigned that does not include the value to be transferred (while 
allowing for the associated unit), the value to be transferred is set to the upper or lower limit value of 
this range. 
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Explanation of menu items of parameter link box 


Changing Gen Function keeps 

FUNCTION parameters 
When the signal function is changed, the settings of the old function are transferred to the new 
function. 


Changing Gen Instrument keeps 

Output Config. 
When an instrument is changed, the configuration settings (those relating to the generator 
outputs) are transferred to the new instrument. No settings will be transferred for changeovers 
made between analog and digital instruments. 


Changing Gen Instrument keeps 

FUNCTION + Parameters 
When an instrument is changed, the signal function and associated settings are transferred to 
the new instrument provided the signal function and settings are permissible for the new 
instrument. 


Changing AnlI Instrument keeps 

FUNCTION parameters 
When the measurement function is changed, the settings of the old function are transferred to 
the new function. 


Changing Anl Instrument keeps 

Input Config. 
When an instrument is changed, the configuration settings (settings relating to the analyzer 
inputs) are transferred to the new instrument. No settings will be transferred for changeovers 
made between analog and digital instruments. 


Changing An! Instrument keeps 

START COND 
When an instrument is changed, the START COND settings are transferred to the new 
instrument. 


Changing Anl Instrument keeps 

INPUT DISP 
When an instrument is changed, the INPUT DISP settings are transferred to the new 
instrument. 


Changing Anl Instrument keeps 

FREQ/PHASE 
When an instrument is changed, the FREQ/PHASE settings are transferred to the new 
instrument. 


Changing Anl Instrument keeps 
MONITOR 
When an instrument is changed, the MONITOR settings are transferred to the new instrument 


Changing Anl Instrument keeps 
FUNCTION + Parameters 


When an instrument is changed, the measurement functions and associated settings are 
transferred to the new instrument provided the measurement function and settings are 
permissible for the new instrument. 


Function tracking Gen — Anl 

MDIST, DFD, DIM, POL, FM > W&F 
When the signal function of the generator is changed, the appropriate measurement function 
for the analyzer is set. 


If any of the signal functions, measurement functions or configuration settings cannot be transferred, a 
warning will be output. 
Eup of 2,15 4 
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2.16 Macro-Operation 2.1G 


With the UPD, setting and measurement sequences can be written as BASIC programs or else 
recorded via the built-in program generator. Option UPD-K1 (Automatic Sequence Control) is 
required to do this. The generated BASIC programs can be stored (preferred file extension: .BAS) and 
called and used in various ways: 


1. Call from BASIC user interface: 


Once the BASIC user interface has been activated by pressing F3 (on the external keyboard) or 
BACKSP (on the UPD keyboard), the program can be loaded with LOAD (softkey or F11) and then 
started with RUN (softkey or F6). The program name needs to be typed during loading. After the 
program has been quit, the UPD user interface is reactivated with F3 or the LOCAL key. 


2. Automatic start of a BASIC program on switch-on: 


The UPD can be configured to load and execute (once) a particular program at switch-on. After the 
program has been quit, the UPD user interface is reactivated with F3 or the LOCAL key. The 
BASIC program can be either of the following: 


e the program INIT.BAS under C:\UPD\USER\, if the power-up mode has been set to 2 with the 
aid of utility programs BASSET or UPDSET. 


e any program whose name is entered with "-bn<filename>" as a call parameter when UPD is 
started. 


3. Call from UPD user interface: 


Via the menu item "Exec Macro" on the OPTIONS panel, a BASIC file name can be selected with 
the aid of the standard file box. In the file box, all files with the extension .BAS are listed as 
standard. The selected BASIC program is loaded and started automatically. After the program has 
been quit, the UPD user interface is automatically reactivated. 


Advantages of this method: 
e All BAS files (macros) available in the selected directory are displayed in the file box. 


e Faster and more convenient file handling: the file can be selected directly from the UPD file 
box and does not need to be typed (possibly plus path) after activating the BASIC user 
interface. 


e As no file name needs to be typed, a macro of this type can also be started without an external 
keyboard (which is required for typing text into a BASIC user interface). 


4. Call from an external control program via IEC/IEEE-bus interface: 


Any BASIC program can be loaded and started with the JIEC/IEEE-bus command 
SYST:PROG:EXEC. After the program has been quit, a 1->0 transition is generated in the RUN bit 
(#14) of the operation register. This is communicated to the controller via SRQ or serial poll so 
that it can fetch the measurement results. Data exchange between the external control program 
and the BASIC program can be performed via the measurement-result displays and the 
measurement-result buffers. 


Advantages of this method: 


e Modular measurement tasks; the controller is not directly involved with how the sequence of 
measurement is executed in UPD. 


e Reduction of controller workload; once the macro has been started, the controller can handle 
other tasks. 


e The measurement algorithms implemented in the BASIC programs of UPD-K1 also be called 
with a single keystroke in manual mode (see above). 
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The file bearing the name shown here is loaded and executed as a 
BASIC file. It is essential this file was generated with the 
Rohde&Schwarz BASIC, eg in the autocontrol option of either UPD or 
UPL (UPD-K1 or UPL-B10). 


Recommended file extension: .BAS 


If the file cannot be opened or if it contains invalid BASIC lines, a BASIC 
error message is issued. 


For infor about entering file names, see 2.3.2.5 


End oF 2.1/6 
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2.17. Connecting External Devices ees ad 


Important: 
Using shielded cables for connection of external devices is recommended! 
Otherwise spurious emissions may slightly increase, adversely affecting a very sensitive DUT. 


All connectors below are located on the UPD rear panel (see 2.1.2, Rear-panel View). 


IECAEEE-bus 
Option: UPD-B4 (IEC-625/IEEE-488 interface) 
Applications: 


e Remote contro! of UPD from a host computer; select the address in the OPTIONS panel: "UPD 
IECadr” (see 2.15.1, IEC/IEEE-bus Address). 


e SCREEN HARD COPY on a plotter connected to the IEC/IEEE bus; settings in the OPTIONS panel: 
"Destin — PLOTTER’, "Plot on>IEC BUS", "IEC-Adr" (see 2.14.1 Printing, Plotting, Storing Screen 
Contents). 


For |EC/IEEE-bus operation, see Section 3, Remote Control 
RS-232 (COM1, COM2) 


2 serial interfaces 
Standard configuration of serial interfaces COM1 and COM2: 


transmission rate 9600 baud, 
even parity, 

7 data bits, 

1 stop bit, 

none retry. 


Applications COM1 (free for user-defined devices): 


e Connecting a mouse or a roll key; offers an alternative way of operating panels and softkeys. (See 
Sections 1.1.7, Connecting a Mouse, and 2.3, General Instructions for Use 


Applications COM2 (reserved for device software): 


e SCREEN HARD COPY on a plotter connected to COM2; settings in the OPTIONS panel Destin > 
PLOTTER, Plot on — COM1/2 (see 2.14.1, Printing, Plotting and Storing Screen Copies). 


The interfaces can be reconfigured at the operating system level using the DOS command MODE 
(change to DOS with the SYSTEM key), or automatically upon switch-on by modifying the 
AUTOEXEC.bat file, via the universal sequence controller or, alternatively, also after execution of the 
SHELL command. 


SYNTAX 
mode comm [:] [b[,b[,d[,s[,r]]]] 
mode comm |:] [baud=b] [parity=p] [data=c] [stop=s] [retry= 
Parameter 
comm 


Denotes the number of the pin for asynchronous data transmissions (COM). Valid values for m 
are 1 or 2. 


If one of the following five parameters is omitted, mode uses the last setting of the omitted 
parameter. If the short form of the syntax is used (without the words baud =, parity =, data 
etc.), the mode command identifies the parameters by their position. If no value is entered for 
a particular parameter, the comma preceding the next parameter must be entered. 


1030.7500.02 2.422 E-11 


All 


UPD Connecting External Devices 
baud=b 


Denotes the first two positions of the transmission rate in bits per second. The following list 
contains the valid values for b and the corresponding transmission rates: 


11 110 baud 
15 150 baud 
30 300 baud 
60 600 baud 


12 1200 baud 
24 2400 baud 
48 4800 baud 
96 9600 baud 


This parameter can be abbreviated by omitting baud = and entering a value for b. 


parity: =p 
Determines how the parity bit is used by the system to check transmission errors. p may 
assume one of the following values: n (none), e (even) or o (odd). The standard value is e. 
This parameter can be abbreviated by simply omitting parity = and specifying a value p. 


data: =d 


Denotes the number of data bits per character: Valid values for d are 7 or 8. The standard 
value is 7 data bits. This parameter can be abbreviated by simply omitting data = and 
specifying a value for a. 


stop: =s 


Denotes the number of stop bits defining the end of a character: 1 or 2. If the transmission rate 
110 has been set, 2 stop bits are used as standard. Otherwise, the standard value is 1. This 
parameter can be abbreviated by simply omitting stop = and entering a value for s. 


retry: =r 


Determines what is to happen in the case of a time-exceeded error if mode attempts to send 
data to a serial printer. The option causes a part of mode to remain resident in the working 
memory. The following list contains the valid values for r and a short description of their 


meaning. 

e Output an error following a status check of a busy pin 

b Indicate "busy" following a status check of a busy pin 

p Try until the interface accepts the output. 

r Indicate "busy" following a status check of a busy pin 

n Do not try again (standard). none can also be indicated for this value. 


This parameter can be abbreviated by omitting retry = and specifying a value for r. 
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Serial interface: 
Typical connections to external device with 9-pin connector (PC) using the acknowledge signal lines. 


UPD (9 pin) (9 pin) ext. 


cD 


TXD Fig. 2-66 9-contact serial interface 
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Typical connections to external device with 25-pin 
serial connector using the acknowledge signa! lines. 


UPD (8 pin) (25 pin) ext. 


cD FG 


Fig. 2-67 25-pin serial interface 
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(cat 


25-pin serial interface, connection _— without 
acknowledge signal lines. 


UPD (9 pin) ext. 


CD 


TD Fig. 2-68 25-pin serial interface 


RXD 


Oona DO 

og a 

a a 
oman anh whd = 
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G@) 


FG: Frame Ground, TXD: Transmitted Data, RXD: 
Received Data, RTS: Request to Send, CTS: Clear to Send, DSR: Data Set Ready, SG: Signal 
Ground, CD: Carrier Detect, DTR: Data Terminal Ready. 


Note: The connection cable between UPD (9-pin plug) and the external device (eg plotter) 
should be configured as described in the instrument manual (of the plotter eg). The UPD 
side can be connected up as in the case of connection of an ISA (IBM-PC)-compatible 
computer. 
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Centronics 
Parallel interface for connecting a printer (see 2.14.2, Printing Traces and Lists) 


VGA (external CRT monitor) 
CRT interface for connecting a (colour or monochrome) VGA monitor 
Advantages: 


e Larger screen size 
e Coloured trace representation possible even on UPDs with monochrome monitor 


Switchover to external monitor in the OPTIONS panel using the menu item "Extrn disp — BOTH..." 
(see 2.15.5, Setting, Switching Off the Displays) 


Note: When connecting an external monochrome VGA monitor, the 'C:\CONFIG.SYS file has to 
be modified (for more details see comment in this file). 


Monitor 1/2 

Monitoring outputs channel 1 and 2 for the unfiltered (analog) input signal; active for analog analyzers 
only; switching on and level attenuation in the ANALYZER panel (MONITOR — ON and "Atten", see 
2.6.6 Monitor Output. 


Eno pf gal] 
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2.18 UPD Used as Computer its 


The UPD software uses the MS-DOS operating system from Microsoft. MS-DOS commands and 
programs are available when the UPD software is quit. For operation refer to the MS-DOS user manual 
supplied. 


SYSTEM The UPD software is quit with the SYSTEM key (or the key combination 
CTRL+F9 on the external keyboard). A dialog box is then displayed in 
which the command must be confirmed in order to avoid the inadvertent 
call of the MS-DOS operating system. 

Note: The key combinations Ctrl+C or Ctrl+Pause (of the external 
keyboard) have the same function as the SYSTEM key. . 
Therefore, an inadvertent use of these key combinations will 
not lead to an uncontrolled program abort. 

At the operating system level, the user is wholly responsible for not the 

files required by the UPD, it that they are not modified or deleted. The 

directory structure used must also be maintained (see 1.3, Software Re- 

installation). The CONFIG.SYS and AUTOEXEC.BAT files required for 

starting the UPD should be modified by experienced users only. 


The UPD software can be restarted in the following three ways: 


1. Call the UPD.BAT batch file by way of >UPD (where ">" is the input 
request of MS-DOS and need not be entered). 


2. Press the CTRL, ALT and DEL keys simultaneously in order to trigger 
a warm start. 


3. Switch the UPD off and (after a few seconds) on again. 


2.18.1 Setting the Realtime Clock 21K 


If the time or date display in the UPD is no longer correct, the AT realtime clock must be set. This is 
done at the operating system level using the DOS commands TIME and DATE. To do so quit the 
current mode by accessing the operating system by means of the SYSTEM key (see 2.18 UPD Used 


as Computer). 
Exp oF &l&l 
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3 Remote Control 


3.1 Introduction 3S. | 


The UPD may be optionally equipped with an IEC/IEEE interface according to standard IEC 
625.1/IEEE 488.2 . 


Note: 


ff the remote-control option UPD-B4 was not originally ordered with the UPD, it may be obtained via the 
local sales engineer (for Order No. see data sheet). After entering an enable code as described in the 
supplied instructions, the IEC/AEEE-bus option is ready for use without any additional hardware 
installations being required. . 


Note: 


If the remote-control option UPD-B4 is not enabled, the UPD should not be connected to other 
instruments via the IECAEEE bus as proper function cannot be guaranteed in this case. 


The connector is located at the rear of the instrument and allows a controller to be connected for 
remote control. The instrument supports SCPI version 1993.0 (Standard Commands for Programmable 
Instruments). The SCPI standard is based on standard IEEE 488.2 and aims at the standardization of 
device-specific commands, error handling and status registers (see section 3.5.1 SCPI Introduction). 


Note: 
In the IEC/HEEE-bus command lists below, all commands confirmed or approved by the SCP! 
committee are written in normal characters. 

Other innovative commands or commands required for general measurements are in italics and in the 
form and style as specified by SCPI (not part of SCP! definition). 


This section assumes a basic knowledge of IEC/IEEE-bus programming and controller operation. A 
description of the interface commands is to be obtained from the relevant manuals. 

The requirements of the SCPI standard placed on command syntax, error handling and configuration 
of status registers are explained in detail in the respective sections. Tables provide a fast overview of 
the bit assignment in the status registers. The tables are supplemented by a comprehensive 
description of the status registers. For detailed program examples of the main functions see 3.15 
Examples of IEC/IEEE-Bus Programming. The program examples are written in Quick BASIC. 
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3.2 Brief Instructions (Read-out of Measured Values) Cre, 
_ 


The short and simple operating sequence given below permits fast putting into operation of the 
instrument and setting of its basic functions. A condition is, however, that the IEC/IEEE-bus address, 
which is factory-set to 20, is not changed. 


1. Interconnect instrument and controller using the IEC/IEEE-bus cable. 
2. Write the following program on the controller and start it with RUN (F2): 


10 IEC TERM 10: ' Controller expects LF as a delimiter of an UPD reply 
20 IEC TIME 5000: ‘Controller waits for a maximum of 5 s for a reply from 
20." the UPD before sending an IEC/IEEE-bus timeout 
40. TEC OUT 20;"*RST": |' UPD default setup 
45 IEC OUT 20,"INP: TYPE GEN1": ' Internal connection to generator channel 1 
50: TEG-OUT 20, "*GLS", * Resets IEC/IEEE-bus status register 


70 IEC OUT 20,"INIT:CONT OFF; *WAI": : Triggers a single measurement 
80 TEC OUT 20, "SENS:DATA?™:.' Request for measurement result 
590 EEC IN 20,MS:"" Readout of measurement result 
100 PRINT MS: ' Output of measurement result 
110 Goto Loop 

120 END 


As a result of the default setup with *RST (see annex A UPD Default Setup in the UPD manual), the 

UPD generator produces a 1-kHz sinewave signal with a level of 0.5 V. 

Command INP: TYPE GEN1 establishes an internal connection between generator and analyzer 

channel 1 so that no cabling of outputs and inputs is required for this first test. The UPD analyzer 

Carries out an RMS measurement, indicates the measurement result in the display and outputs it 
continuously on the controller display. ad 


Note: 
A measurement must be triggered before a result can be displayed, a measurement must be 
triggered. (line 70). The settled measurement result available after triggering can be requested (line 
80), read in (line 90) and output to the controller (line 100). 


3. To return to manual operation press the [LOCAL] key on the front panel. 


Exe be. 3.2 
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3.3 Switchover to Remote Control RG 


After power-on, the instrument is always in the manual operating state (LOCAL state) and can be 
operated from the front panel or the keyboard. It is switched to remote control (REMOTE state) as 
soon as it receives an addressed command from a controller. During remote control, operation from 
the front panel is disabled. The instrument remains in the remote state until it is reset to manual 
operation via the front panel or the IEC/IEEE bus (see section 3.3.3 Return to Manual Operation). 
Switching from manual operation to remote control and vice versa has no effect on the instrument 
setup. 


3.3.1 Setting the Device Address 3.3,1 


The IEC/IEEE-bus address of the instrument is factory-set to 20. It can be changed manually under 
UPD IECadr in the OPTIONS panel or via IEC/IEEE bus. 


Manually: Enter the required address under UPD IECadr in the OPTIONS panel. 


Via IEC/IEEE bus: 


IECOUT 20,"SYST:COMM:GPIB:ADDR 30":' Set new address 30 
HOLD 500:' Wait approx. 500 ms before new commands are effected 
3.3.2 Indications During Remote Control 33,2 


e The remote-control status is signalled by the word REMOTE in the display center and by the REM 
LED on the UPD front panel. 


e Measurement results (active) are indicated in the upper part of the display. 


e Error messages occurring during IEC/IEEE-bus control are displayed in plain text in the lower part of 
the UPD display (see also section 3.14 List of Error Messages). 


3.3.3 Return to Manual Operation 
Pp 3,3 t 3 
Return to manual control can be made from the front panel or via the IEC/IEEE bus. 
Manual: e Press the [LOCAL] key, the REM LED goes out. 
Note: 


e Prior to the switchover, command processing must be completed as 
otherwise remote control is immediately switched on again. 


e The [LOCAL] key can be locked by the common command LLO in order to 
prevent inadvertent switchover. In this case, switchover to manual mode is 
only possible via the IECAEEE bus. 


e The lock of the [LOCAL] key can be cancelled by deactivating the "REN" line 
of the IECAEEE bus using the R&S BASIC commands IECNREN followed 
by IECREN. 


Via IEC/IEEE bus: : 
IECLAD 20:' Set device to manual operation 
TECGTL 


Enp oF 3,32:3 
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3.4 IEC/IEEE-Bus Messages ZY 


The messages transmitted on the data lines of the IEC/IEEE bus can be subdivided into two groups: 
e interface messages and 
e device-dependent messages 


3.4.1 Interface Messages Sate 


Interface messages are transmitted on the data lines of the IEC/IEEE bus, with the control line "ATN" 
being active. They are used for communication between the controller and the instrument and can only 
be sent by a controller with controller function on the IEC/IEEE bus. 

There are two groups of interface messages: 

e common commands and 

e addressed commands 


Common commands affect all devices connected to the IEC/IEEE bus without any addressing being 
required, whereas addressed commands only affect devices addressed as a listener. The relevant 
interface messages for the UPD are listed in annex A. 


3.4.2 Device-Dependent Messages (Commands and Responses) BiH 


The device-dependent messages are transmitted on the data lines of the IEC/IEEE bus, with the 
control line ATN being not active. The ASCII code is used for data transmission. Device-dependent 
messages are differentiated according to the direction in which they are sent via the IEC/IEEE bus: 


e Commands are messages sent by the controller to the UPD. They control the device 
functions and request information. 
The commands are subdivided according to two criteria: 


1. According to the effect they have on the device: 
Setting commands __ cause device settings to be made, e.g. the resetting 
of the UPD or the setting of the output level to 1 Volt. 


Queries cause data to be provided for output via the 
IEC/IEEE bus, eg for device identification or query of 
the active input. 


2. According to their definition in the IEEE 488.2 standard: 

Common commands are precisely defined in their function and notation in 
the IEEE 488.2 standard. They refer to functions as 
for instance the management of the standardized 
status registers, resetting and selftest 


Device-specific refer to functions that depend on the device 

commands characteristics, such as frequency setting. A large 
number of these commands has also been 
standardized by the SCPI Consortium (see section 
3.5.1 SCPI Introduction) 


e Responses are messages sent by the UPD to the controller following a query. They may 
contain results, device settings or information on the device status (see section 
3.5.4 Responses to Queries). 


The section below describes structure and syntax of device-dependent messages. As from section 
3.10 IEC-bus Commands onwards, the commands are listed independent of their function, described 
in brief and listed in alphabetical order. 


END 90F Sha 
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3.5 Structure and Syntax of Device-Dependent Messages 319° 


3.5.1 SCPI Introduction 3,4, / 


SCPI (Standard Commands for Programmable Instruments) describes a standardized command set 
for the programming of instruments regardless of the type of instrument or manufacturer. The goal of 
the SCPI Consortium is to standardize device-specific commands to a large extent. For this purpose 
an instrument model has been developed which defines identical functions within an instrument or of 
different instruments. Command systems have been generated and assigned to these functions so that 
it is possible to address identical functions by the same commands. The command systems have a 
hierarchical structure. Fig. 3-1 shows this tree structure, using a detail from the SOURce command 
system for controlling the signal sources of the instrument. The other examples of syntax and structure 
of the commands are taken from this command system. 

SCPI is based on the IEEE 488.2 standard, ie it uses the same syntax elements as well as the 
"common commands" defined therein. The syntax of the responses is partly subjected to stricter rules 
than laid down in the IEEE 488.2 standard). 


3.5.2 Command Structure %, 5 t wb 


The commands consist of a so-called header and usually one or several parameters. Header and 
parameters are separated by a "white space" (ASCII code 0 to 9, 11 to 32 decimal, eg space). The 
headers may be composed of several keywords. The query form is generated by appending a question 
mark directly to the header. 


Common Commands Common commands consist of a header preceded by an asterisk "*" 
and one or several parameters. 


Examples "*RST" RESET, resets the UPD 
"*ESE 253" EVENT STATUS ENABLE, sets the bits of 
the Event Status Enable Registers 
"*ESR?" EVENT STATUS QUERY, queries the 
contents of the Event Status Register. 
Device-specific commands 


Hierarchy Device-specific commands have a hierarchical structure (see Fig. 3-1). 
The various levels are represented by compound headers. Headers of 
the highest level (root level) have one keyword only. This keyword 
stands fro a whole command system. 


Example: SENSe This keyword denotes the command system 
SENSe (see section 3.5.7 Programming 
Model of UPD Generator) 


For lower-level commands the full path has to be specified, starting 


with the highest level in the left-most position. The individual keywords 
are separated by a colon ":". 


Example: "SENSe:FUNCtion:SETTling:MODE EXPonential" 
(exponential settling of function test results) 


This command is at the fourth level of the SENSe system. It selects 
the function settling mode. 
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Optional keywords: 


Long and short form: 


Parameter: 


Numeric suffix: 


Structure and Syntax ofMessages CCCP 
Level 1 
USK nw 
Level 2 BERRY 
Wy SW 
Level 3 SAR SS 
USS 
Fig. 3-1 Tree structure of SCPI command system, SENSe being shown as an example 


Some command systems permit certain keywords to be optionally inserted 
into the header or omitted. In the manual these keywords are marked by 
square brackets. For reasons of compatibility with the SCPI standard, the 
instrument must be able to recognize the full command length. Some of 
the commands become considerably shorter when the optional keywords 
are omitted. 
Example: "DISPlay[:WINDow]:TEXT[:DATA] 'String'" 

The following command has the same effect: 

"DISPlay:TEXT 'String'" (text in graphic display) 


The keywords have a long and a short form. The short form or the long 
form can be entered, other abbreviations are not permissible 
Example: "STATus:QUEStionable:ENABle 1" 

The following command has the same effect: 

"STAT: QUES:ENAB 1" (Obit of Status Questionable Register enabled) 
Note: 


The short form uses uppercase characters, the long form gives the whole 
keyword. Uppercase and lowercase letters are used for identification in the 


manual, the UPD itself does not differentiate between uppercase and 
lowercase characters. 


The parameter must be separated from the header by a "white space". If a 
command contains several parameters, they have to be separated by a 
comma ",". Some of the queries permit the parameters MINimum and 
MAXimum to be entered. For a description of the various types of 
parameter see section 3.5.5 Types of Parameters. 

Example: "SENSe:FREQuency: STARt? MAXimum" 


Response: 21641.8 
(query requesting the maximum value for starting a frequency sweep) 


If a device has several identical functions or features, eg inputs, the 
desired function can be selected by a suffix added to the command. 
Example: "SENSe2:Voltage:REFerence 1Vv" 

(reference value for a relative INPUT peak measurement 
Note: 


Entries without suffix are interpreted like entries with suffix 1 


END OF 5; § 4 Bs 
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3.5.3 Structure of a Command Line 45,3 


All commands and data sent to the UPD are temporarily stored in a 1024-byte input buffer. Longer 
command lines can also be processed, the previously received part of the line being internally 
processed. A command line may take up more than one line on the controller display. The end of a line 
is determined by a delimiter. 


Delimiters for a command set to the UPD: 

A command line to the UPD may contain one or several commands. It is terminated by a <New Line> 
(ASCII code, 10 decimal) or <EOIl> (EOI line active) together with the last useful character of the 
command line or by <New Line>. Since a <Carriage Return> character (ASCII code, 13 decimal) as a 
filler before the delimiter has no effect, the combination <Carriage Return><New Line> is permissible. 


Example for generating the various delimiter combinations: 


<Carriage Return>+<New Line>+<EOL> (default setting of IEC/IEEE-bus controller): 
10 IECEOIL 


20 IECOUT 20, "XYZ" If no ';' is sent at the line end, <CR><NL> is added. 


<New Line>+<EOI>: 


10 IECEOI 

20 IECOUT 20, "XYZ"+CHR$(10)§ ';" ensures that no <CR><NL> is added. 
<EOI>: 

10 IECEOI 

20 IECOUT 20, "XYZ" ";' ensures that no <CR><NL> is added. 


<New Line>: 


10 IECNEOI 

20 IECOUT 20, "XYZ"+CHR$(10)$ 's" ensures that no <CR><NL> is added. 
<Carriage Return>+<New Line>: 

10 IECNEOI 

20 IECOUT 20, "XYZ" If no 's' is sent at the line end, <CR><NL> is added. 
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Command string: 


Several commands in a command line are separated by a semicolon j; . If the next command 


belongs to a different system, the semicolon is followed by acolon = 


Example: 
IECOUT 20, "SOUR: FREQ:STAR 20Hz;:SYST:BEEP:STAT ON" 
(switches on beeper for error messages) 


This command line contains two commands. The first command belongs to the SOURce 
system and is used to set the start frequency for a generator sweep. The second 
command is part of SySTem and switches on an acoustic alarm in the case of errors. 


If the successive commands belong to the same system and therefore have one or several common 
levels, the command line may be shortened. The second command following the semicolon then starts 
at the level that is below the common levels (see also Fig. 3-1). The colon after the semicolon has to 
be omitted. 


Example: 
IECOUT 20,"SOUR:FREQ:STAR 20Hz;:SYST:BEEP:STAT ON" 
(Start- and stop command for sweep) 


This command line is shown in full length and contains two commands separated by a 
semicolon. Both commands belong to the SOURce command system, FREQency 
subsystem, ie they have two common levels. 

In the shortened command line the second command starts at the level below 
SOURce: FREQ. The colon after the semicolon has to be omitted. 


The abbreviated form of the command line is: 

IECOUT 20,"SOURce:FREQ:STAR;STOP 15kHz" 
A new command line always begins with the complete path. 
Example: IECOUT 20,"SOUR:FREQ:START 20Hz" 


IECOUT 20,"SOUR:FREQ:STOP 15 kHz 
(Start- and stop command for sweep) 


When common commands starting with an asterisk '' are linked in a command string, they are 
preceded by a semicolon ';' and not by';:' as is the case with linked UPD commands. 


Example: IECOUT 20, "INIT; *WAI; :SENS:DATA1?" 


+ 


(triggers measurement, selects result of function measurement on channel 1 and sends next command only 
after completion of the measurement!) 


LAP 6F BSS 
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3.5.4 Responses to Queries 3544 
Delimiters of responses sent by the UPD: 


All responses sent by the UPD to the IEC/IEEE-bus controller are terminated by <New Line> (ASCII 
code, 10 decimal) and <EOIl> (EOI line active). With the aid of the ITECTERM command, the 
IECAEEE-bus controller can be set to various delimiters, but only the setting 


TECTERM 10 is useful. 


e IECTERM 10, causes the IEC/IEEE-bus controller to respond to the delimiter <New Line>. With 


e IECTERM 1 (EOI only), the response string from the UPD displayed on the monitor of the IEC/IEEE- 
bus controller is followed by an empty line, as <New Line> before <EOI> is interpreted as part of the 
response string. 


e IECTERM 0 (<Carriage Return>+<New Line>), the response string from the UPD displayed on the 
monitor of the IEC/IEEE-bus controller will again be followed by an empty line, as the <Carriage 
Return> is interpreted as part of the response string and changed into a line feed command by the 
IEC/IEEE-bus controller. 


All other settings cause a TIMEOUT. 
Possible queries 


Unless explicitly specified otherwise, a query is defined for each setting command. The query is 
generated by appending a question mark to the associated setting command. Some of the SCPI rules 
imposed on the query responses are stricter than those of the IEEE 488.2 standard: 


1. The requested parameter is sent without header. 
Example: Setting: "INPut: TYPE BAL" 
Query: “INPut : TYPE?" Response: BAL 
(input BAL for analog analyzer) 


2. Maximum and minimum values requested by the special text MAXimum and MINimum are returned 
as numeric values 


Example: Setting: "SENSe:FREQuency MAX|MIN|any value" 
Query: "SENSe:FREQuency? MAX" Response: 21641.8 
Query: "SENSe:FREQuency? MIN" Response: 2 .0 


(maximum or minimum value depend on current setting) 


3. Numeric values with floating decimal point are output with the same unit as entered. 
Example: Setting: “SENSe: FREQuency:STARt 20kHz?" 
Query: "SENSe: FREQuency: STARt?" Response: 20.0 kHz 
(sweep start frequency) 


4. Integral values are returned as such. 
Example: Setting: "INST:NSEL 1" 
Query: "INST:NSEL?" Response: 1 


{enables display of measurement results) 


5. Text (character data) are returned in short form (see sections 3.5.1 and 3.5.4). 
Example: Setting: "OUTPut: TYPE BALanced" 
Query: "OUTput: TYPE?” Response: BAL 
(generator output channel 1 XLR balanced) 
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6. Character strings are output in the same way as they are input, ie the simple and double quotation 
marks are also output (see section 3.5.6 Overview of Syntax Elements). 


Example: Setting: "MEMory:STORe:STATe 2, 'LASTSAVE.SCO'" 


Query: "MMEMory:STORe:STATe? 2" Response: 'LASTSAVE.SCO' 
(storage of UPD setting under 'LASTSAVE.SCO' 


7. Data strings are output as ASCII characters or in binary form depending on IEC/IEEE-bus 
commands FORM ASC and FORM REAL. 


Example: 
5 floating-point values are available as a trace following a completed sweep. 
Setting: "FORM ASC" 
Query: "TRACe? TRACe" Response: 1.1,1.2,1.3,1.4,1.5 
(load Y values of A trace into UPD) 
Setting: “FORM REAL" 
Query: "TRACe? TRACe" 


The response is in the form of a binary data stream. Floating-point values are 
output with a length of 4 byte each in IEEE format (LSB first): 


\#\2 sig| == a ae =< —14— | =15— 
23| 32| 32| 30| cd) cc} 8c} 3f | 9a) 99) 99) 3f | 66) 66) a6 | 3f 133/33) b3| 3f |00)00)c0) af | Hexadezimale 


Darstellung 
a ie 1. Wert 2. Wert 3. Wert 4. Wert 5. Wert 
Anzahl der folgenden Bytes in ASCII. Dieser Wert dividiert durch 4 


ergibt die Anzahi der folgenden Gleitkommawerte im IEEE-Format 
Stellenzah! der folgenden Langenangabe in ASCII 
Das ASCil-Zeichen '#' leitet jeden binaren Blocktransfer ein 


To receive the binary data stream in full length, set the end character EO! (in R&S 
BASIC: IEC TERM 1) in the controller program and not LF (OAh = 10d) (in R&S- 
BASIC: IEC TERM 10) which would normally be set for the reception of ASCII 
strings. This is to avoid the binary data stream being prematurely interrupted if the 
bit combination OAh occurs. 


—_— 
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3.5.5 Types of Parameters B+ 3,5 


Most commands require the specification of a parameter. The parameters must be separated from the 
header by a "white space" (ASCII code, 0 to 9, 11 to 32 decimal, generally a blank). Parameters may 
be specified as numeric values, Boolean parameters, character data, character strings and block data. 
The type of parameter required for the specific command as well as the permitted range of values are 
described together with the commands (see section 3.10 IEC-bus Commands). 


Numeric values Numeric values may be entered in any customary form, ie with sign, decimal 
point and exponent. If the values exceed the resolution of the UPD, they will 
be rounded off. The number including the exponent may comprise up to 20 
characters. The number of digits of mantissa and exponent is only limited by 
this condition. The exponent is denoted by an "E" or "e". The exponent alone 
must not be used. Physical quantities may be stated with the unit. Permissible 
prefixes for the unit (also called engineering) are M (Mega), K (Kilo), m (milli) 
and u (micro). The units for which these prefixes may be used can be seen 
from the tables in section 2.4 Unit in the UPD manual. With no unit stated, 
the basic unit is assumed (see section 3.10 IEC-bus Commands column 
Basic unit of UPD manual). 


Examples: 

"SOURCe:FREQuency 1.5 kHz" 1500 Hz 
1.553 1.5E+3 
1.bE 3 1.55 03 
+1.5E3 001.5E3 


Special 
numeric values The parameters MINimum, MAXimum, UP and DOWN are interpreted as 
special numeric values. 


MIN/MAX MINimum and MAXimum denote the minimum and maximum value. 
Upon a query the numeric value will be returned. 


Example: Setting command: "SOURce: VOLTage MAXimum" 
Query: "SOURCe: VOLTage?" Response: 24 
(maximum generator level) 


UP/DOWN _ UP increments, DOWN decrements the current numeric value by 0.001%. 


NAN Not A Number represents the value 9,91E37, is only sent as a device 
response and denotes missing or illegal values. 


Boolean parameters Boolean parameters represent two states. The ON state (true condition) is 
represented by ON, the OFF state (false condition) by OFF. 


Example: Setting command: "SENS: FUNC:WEIG ON" 
Query: "SENS : FUNC : WEIG?" Response: ON 
(W&F weighting filter on) 


Character data Character data follow the syntax rules for keywords, ie they also have a short 
and a long form. Like any other parameter, they must be separated from the 
header by a 'white space’. A query returns the short form of the character data. 


Example: Setting command: "DISPlay:MODE COLB" 


Query: "DISPlay :MODE?" Response: COLB 
(representation in colour on intemal and extemal display) 
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Character string According to SCPI strings must always be given in single or double quotation 


3.5.6 


marks. Normally single quotes are used as the double quotes are used for 
identifying the total IEC/IEEE-bus command as a string. 


Example: "MMEMory:DELete "C:\UPD\USER\MYSETUP.SCO'" 
(clearing of specified file) 


Data strings Numeric values are to be separated by commas, decimal digits by a'.’. 


Example: "TRAC LIST1, 100.0,1000.0,5000.0,15000.0" 


(setting the X values in a graphics display) 
"SOURSLiST PRED Wh, 2.2,1'°3,3.4,1.5" 
(setting the frequencies for a frequency sweep) 


Whether the data strings start with a comma or a blank depends on the 
command and is defined by SCPI. 


END Ope) Bole 


Overview of Syntax Elements 3,5,6 


The following list provides an overview of the syntax elements.. 


[:] 


Ae a) tS el aed Be 


The colon separates the keywords of a command. 
In acommand line, the colon following a semicolon identifies 
the highest command level. 


The semicolon separates two commands in a command line. It does not change the path. 
The comma separates several parameters of a command. 

The question mark forms a query. 

The asterisk identifies a common command. 

Quotation marks denote the beginning of a character string and terminate it. 


The double cross denotes the beginning of block data. 


A “white space” (ASCII code 0 to 9, 11 to 32 decimal, eg space) separates header and 
parameter. 


Decimal point of numeric values. 


iuwpeapp 35,6 
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Programming Model of Generator 


Generator instruments Signal function ! a | Output configuration 
“gouR:FUNC | | 
| Sj — SINI | 
sia MULTI “OUTP: TYPE 
BURSI | | UNBI 
S2P1 BAL" 
| MDISI hos) 
DFDI nalog outputs 
"INST A251D48" | Ch 1 and Ch2 
RANDI 
USERI Y 
| POL" Wy XLR female 
urs 
| Wiring of XLR connector 
| balanced (BAL) or 
Analog unbalanced (UNB) 
generator | Sine? Pulse 
25 kHz | 
is) 
generator | 
48 kHz | 
F Digital outputs 
| Ch1 and Ch2 
| AES/EBU 
| OPTICAL 
Seto | | 
Sine? pulse 
| | |!EC\IEEE-bus commands 
Fig. 3-2 Instruments and signal functions of UPD generator 
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3.5.8 Programming Model of UPD Analyzer 


Read-in of 
| measurement results 


Input configuration Cannel | Analyzer instruments Measurement functions 


Gv J 


Rae 98 


i 
Analog “INP1:TYPE ; 
inputs cht | BALIGENTIGEN2" | | : 
XLR female | RMS | 
GEN CROSSED | | RMS ral i 
oeN | | => CESDRAT) 
ae 
“INP2:TYPE | PEAK | 
inputs Cha BALIGEN1IGEN2" | rom | 
Q q 
XLR female | Analog | | 
analyzer 
Gent 3 Co | 110 kHz | | 
GEN CROSSED 
GEN2—s[ © | | | 
| | | 
: ; WAV 
| | | | 
| 
“INP:TYPE | | | co 
ital inputs d en 
interns ee I | | pee 
BAL (XLR) | | \ aamesmamee es = 
is \| (PEAK cee I | | 
UNBAL (BNC) #—————-@ Digital RMS!" 
analyzer | 
oPTicAL >————-® | | 48 kHz 
‘ (Freq. of Ch1) 
INTERNAL [| | Big on 
: : Freq/ WN | 
SENS3:FUNC Freq. of Ch2' 
, | ‘FREQ! phase | One CSENSS.DATAZP 
| | pic Freq/ IN CSENSEDATAT 
1EC/EEE-Bus command} | grpdel || | (Phase or group delay of Ch2) 
Fig. 3-3 Instruments and measurement functions of UPD analyzer 
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3.6 Instrument Model and Command Processing 3.6 


The instrument model shown in Fig. 3-4 has been configured under the aspect of processing 
IEC/IEEE-bus commands. The individual components operate independently of each other and 
simultaneously. They communicate with each other by means of so-called messages. 


| Input unit | 
IECNEEE bus —> with input buffer | 
| 


’ 


Command 


identification 
(Parser) 


’ 


Data set | —— 


Status reporting 


system 


Device hardware 


Output unit 
IEC/IEEE bus <———- with 
| output buffer 
Fig. 3-4 Instrument model with remote control via IEC/IEEE-bus 
3.6.1 Input Unit 3b./ 


The input unit receives the commands in the form of characters from the IEC/IEEE bus and collects 
them in the input buffer. The input buffer has a capacity of 1024 characters. As soon as the input buffer 
is full or receives the interface message DCL, transfer on the IEC/IEEE bus is stopped and the 
received data are sent to the parser where the commands are checked for syntax and semantic errors 
and the hardware is set in the sequence in which the commands arrived. Data transfer on the 
IEC/IEEE bus is then continued. However, if the buffer is not yet full when a terminator is received, the 
input unit can receive the next command while the previous command is identified and executed. 
Reception of a DCL clears the input buffer. 


Enp oF 3,6,/ 
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3.6.2 Parser 3.62 


The parser (to parse = grammatically analyze) analyzes the data received from the input unit 
proceeding in the order in which the data are received. A GET (Group Execute Trigger), for example, 
is only processed when the previously received commands are executed. A DCL command will be 
given priority. Each command identified as correct will immediately be executed and causes a 
hardware setting. 

Syntax and semantic errors are recognized and passed on to the status reporting system. The 
remaining part of a command line after the syntax error will be further analyzed as far as possible and 
processed. 


While the parser is setting the hardware, the input unit can collect new commands in the input buffer. 
This means that further commands can already be processed while settings are being made in the 
hardware ("overlapping execution"). 


3.6.3 Setting the Device Hardware 3.43 


The term "device hardware” refers to that part of the UPD which performs the instrument function 
proper: signal generation, measurements, etc. This does not include the controller. 


An IEC/IEEE-bus command line which may contain several setting commands is sent to the parser, 
which checks the IEC/IEEE-bus commands for syntax and semantic errors. If a command is identified 
as correct, a check is made with the aid of the current settings whether the command is permissible. 
Permissible commands are taken over into the UPD data set (corresponds to hardware settings) and 
the device hardware is set. If it turns out that the command is illegal because of the existing settings, 
as for example a generator level of 20 V on the unbalanced outputs, an “execution error” message is 
sent to the status reporting system and no new settings will be made in the device hardware for this 
command. Subsequent commands which prove to be permissible are executed as described in the 
following section. 

This strictly hierarchical sequence ensures that at no time illegal device states will be set. 


3.6.4 Why is a Specific Operating Sequence Sometimes Required? 3, 6, 


e Each IEC/IEEE-bus command received by the UPD is immediately checked whether it is 
permissible. This check can only be carried out if the UPD knows which instrument or function the 
command is intended for, ie if the addressed instrument or command has been activated before. 


Example: 

Selecting an input impedance of 600 Ohm is permissible for the balanced input, not for the 
unbalanced one. 

if this check and the respective error messages were to be omitted, measurements would be carried 
out with incorrect instrument settings or would not be possible at all and the user would not even 
know about it. 


Example2: 

Setting: generator, unbalanced outputs. 

Remote programming of 20 V generator level. 

This is not possible, however, as the balanced output allows only 12 V to be set. 


- Should the UPD accept this incorrect setting without signalling an error because the user might 
afterwards select unbalanced outputs which can handle 20 V. 

— What will happen when this subsequent selection is not made? 

- Should the incorrect voltage be output? 

- Or, should an error message be output when the switchover is not performed? 

— And when should this error be signalled? 

These conflicts can be avoided by observing the required operating sequence! 
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e Since similar menu items of different instruments or functions are addressed with the same 
command in remote control, they can only be distinguished by a reference to the currently used 
instrument or function. 


Example: 
Command "INPut:SELect CH1" may be used for all 3 analyzer units. 


To provide the possibility for presetting also parameters of non-active functions, information on the 
instrument or function to be addressed would have to be added to each IEC/IEEE-bus command. 
Thus the internal address management of UPD commands would have to be carried out by the 
IEC/IEEE-bus programmer. This would make programming unnecessarily difficult and the number of 
commands would increase by many times. The UPD uses approx. 6000 menu items which would 
then have to be "called up" separately by the user. 


e An important operational feature of the UPD is its capability to note the settings for the individual 
generator and analyzer functions and to restore all required parameters when one of these functions 
is selected. 


This eliminates the need to reset each parameter when a new function is selected. 


Example: 

Settings: Generator, MOD DIST function with frequencies 400 Hz and 7 kHz. 

Switchover to DFD function 

The frequency pair 11 and 12 kHz, which was set when the DFD function was used last, is 
automatically reset. 


This function of the UPD is also available for operation via IEC/IEEE bus, ie even in the case of 
remote control a function switchover triggers an automatic reset of all pertaining parameters. This is 
a much quicker and more reliable than a reset of each parameter every time by the user via 
IEC/IEEE bus. 

If settings for non-active instruments would be permissible as well, this automatic function could no 
longer be used, as in this case already set parameters would also be overwritten. 


e As the same internal data sets are used for manual and remote control (combined manual and 
remote control should be possible), the same method of internal parameter processing can only be 
allowed for the two modes. Since automatic parameter restoration is indispensable for manual 
control, it must also be used in the case of remote operation. 


To relieve the user from having to pay attention to such not so obvious conditions, the following 
applies for manual and remote control of the UPD: 


Any setting that is not permissible cannot become effective in the UPD 


This has sometimes the disadvantage that a certain sequence has to be observed even in the case of 
remote-control. However, this is more than compensated for by the fact that setting errors are 
immediately signalled. 


Note: 
The command logging capability offered by the Universal Sequence Controller for UPD, option UPD- 


K1, minimized the risk of incorrect settings (see 3.15.3 Command Logging - Converting K1- 
Commands into IEC/IEEE-Bus Commands) 


EnwpD oF 5,614 
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3.6.5 Status Reporting System 3.6,5° 


The status reporting system collects information on the device status and makes it available to the ed 
output unit on request. Structure and function are described in detail in section 3.7 Status Reporting 
System. 


3.6.6 Output Unit 3,6,6 


The output unit collects the information requested by the controller. It processes such information in 
line with the SCPI rules and makes it available in the 1024-character output buffer. If the requested 
information is longer it will be made available in blocks in a way that is not noticeable to the controller. 
If the UPD is addressed as a talker and the output buffer does not contain any data or expect data from 
the data set management, the output unit sends the error message "Query UNTERMINATED” to the 
status reporting system. No data will be sent on the IEC/IEEE bus and the controller waits for the set 
time limit. This procedure is prescribed by SCPI. 


3.6.7 Triggering a Measurement/Sweep 3.6. ] 
A measurement or a sweep can be triggered in three different ways: 

e With the SCPI-specific command IEC OUT 20, "INIT" 

e With the Common Command IEC OUT 20,"*TRG" 


e With the addressed command "Group Execute Trigger" IEC LAD 20: IEC GET 
The three trigger modes take about the same execution time. 


w 
Another three commands are available for waiting for a triggered measurement result. They are 
described in section 3.6.8.3. Comparison of Synchronization Capabilities. The synchronization 
command "*war" is used in the program examples below and in 3.15.15.1 Command 
Synchronization with *WAI for demonstrating the three trigger modes for a single measurement. 
3.6.8 Command Synchronization 3,6. 
There are two events in the UPD, which have to be waited for before the next command can be 
executed to make sure that subsequent commands meet clear conditions: 
e End of a calibration 
e End of a measurement (measurement result ready to be fetched) 
Through programming, the controller can be forced to wait for the end of a calibration or measurement 
(see table 3-4). Commands "*opc", "*OPC?" or "*WAI" are used to ensure that a calibration or 
measurement is completed before a new command is sent (see section 3.6.8.3 Comparison of 
Synchronization Capabilities). 
In the examples below synchronization by means of the *WAI command is described. 

bao te 3 he 
ed 
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3.6.8.1. Wait for End of Calibration 3.6.8) 


Wait for the calibration to be completed before sending the next setting command: 


When analog analyzer instruments are called up with commands 
IECOUT 20,"INSTrument2 A22;*WAI" 
IECOUT 20, "INSTrument2 A110; *WAI" 


with calibration switched on in the current setup ("CALibrate: ZERO:AUTO ON") 
or upon loading a setup with commands 


IECOUT 20, "MMEMory:LOAD:STATe 0, 'filename';*WAI" 
(current setup) 

IECOUT 20, "MMEMory:LOAD:STATe 2, 'filename'; *WAI" 
(complete setup) 

IECOUT 20,"*RST;*WAI"” 
(default setup) 


with calibration switched on in the setup to be loaded ("CALibrate:ZERO:AUTO ON") 
or after calling up a calibration with commands 


IECOUT 20,"CALibrate:LDG:AUTO ONCE;*WAI" or "CALibrate LDG; *WAI" 


IECOUT 20, "CALibrate:ZERO:AUTO ON; *WAL" or "CALibrate AUTO; *WAI" 
IECOUT 20, "CALibrate:ZERO:AUTO ONCE;*WAI" or "CALibrate DCC; *WAI" 


Without this forced synchronization, a subsequent generator or analyzer setting command would 
trigger a new calibration procedure. 


Enp oF 3,6,28.]1 
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3.6.8.2 Wait for End of Measurement/Sweep 3,6, F.0e 


Note: www 
In the explanations below the term measurement result denotes either a single measurement result or 
a sequence of results obtained in a single sweep. 


A measurement or a sweep can be triggered by means of INIT, *TRG or GET (see section 3.6.8.2 
Wait for End of Measurement/Sweep). 
INIT will be used in the examples below. 


With IEC/IEEE-bus commands assuming a settled measurement result, synchronization with “WAI, 
*OPC? or *OPC must be effected by means of an SRQ. The use of the three synchronization methods 
is described in section 3.6.8.3 Comparison of Synchronization Capabilities. 

*WAI will be used in the examples below. 


The effect of the various combinations of measurement or sweep trigger with a synchronization 
command is described in the table below. 


Table 3-1 Trigger command with/without synchronization 


Trigger command with/without Description 
synchronization 


“ . _* o 
AEE IE PETS SM A single measurement or sweep is triggered. Subsequent commands are processed after 


the measurement or sweep is completed. 
Generator and analyzer setting commands do not trigger a new measurement. 
A new measurement has to be triggered with 


IECOUT 20, "INIT; *WAI". 


This command Is the simplest to use and should preferably be used for triggering a 
measurement. _ 


When a generator or analyzer setting command is sent during a single measurement, ie 
before the measurement is completed, the measurement is restarted to avoid incorrect 
results (incorrect results could be obtained, for instance, when the generator voltage is varied 
during the measurement). 

Generator or analyzer setting commands sent after the single measurement has been 
terminated will not trigger a new measurement. 

A new measurement has to be triggered with 


IECOUT 20,"INIT". 


“INIT:CONT OFF" 
without *WAI 


" =c -* . 3 : 
ia bac i Shen Generator and analyzer setting commands will only be processed when the measurement is 


terminated. They will not trigger a new measurements. 
A new measurement has to be triggered with 


IECOUT 20, “INIT; *WAI" 


"INIT: CONT ON" Each generator or analyzer setting command restarts a measurement to avoid incorrect 
without *waAr measurement results (incorrect results could be obtained, for instance, when the generator 
voltage is varied during the measurement). 


Note: 


A synchronization of commands other than analyzer, generator, INIT, status loading or calibration 
commands is ineffective and should be avoided considering that synchronization commands are . 


EWD of 3.4.7°2 
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3.6.8.3. | Comparison of Synchronization Capabilities Fr GF 4 


Table 3-2 Comparison of synchronization capabilities 


Action after hardware settling Controller programming 


: IECOUT 20,"INST2 A22" 
*OPC? Upon completion of the calibration or after a IECOUT 20,"*OPC? 
measurement result has been obtained, command IECIN 20,AS 
“OPC? causes 1 to be entered into the output buffer. 
The 1 is irrelevant however, the method is based on the 
fact that command IECIN 20,A$ stops the program run 


until the 1 is in the output buffer. 
This method is therefore not suitable to wait for a 1 
in the control loop. This Is possible with *OPC. 


*WAI Upon completion of the calibration or after a 
IECOUT 20,"INST2 A22;*WAI" 
measurement result has been obtained, the next 
command is executed. 


*OPC Upon completion of the calibration or after a} -SetbitOinthe ESE 
measurement result has been obtained, the Operation | - Set bit 5 in the SRE 
Complete bit in the Event Status Register (ESR) is set| - Wait for Service Request (SRQ) 
which triggers an SRQ if bit 5 in the Status Enable 


Reaister is set. Advantage over "*OPC?" and "*WAI": 

While waiting for SRQ with the Operation Complete bit in 
the Event Status Register set, the program may carry out 
other tasks. 


Detailed examples for command synchronization are given in section 3.15.15 Command 


Synchronization. 
Enp oF 3.6.8.3 
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3.7 Status Reporting System Rio SF 


The status reporting system (see Fig. 3-6) stores all information on the current operating status of the 
UPD, eg AUTORANGE being performed, and on errors. Such information is stored in the status 
registers and in the error queue. The contents of the status registers and of the error queue can be 
queried via the IEC/IEEE bus. 


The information is hierarchically structured. The topmost level is formed by the Status Byte Register 
(STB) defined by IEEE 488.2 and the associated mask register Service Request Enable (SRE). The 
STB receives its information from the Standard Event Status Register (ESR) also defined in IEEE 
488.2 and the associated mask register Standard Event Status Enable (ESE) as well as from the SCPI- 
defined STATus:OPERation and STATus:QUEStionable registers which contain detailed information 
on the UPD. 


The status reporting system also includes the IST flag (Individual STatus) and the Parallel Poll Enable 
Register (PPE) assigned to it. The IST flag, just as SRQ, combines the complete device status in a 
single bit. The PPE for the IST flag has an analog function like the SRE has for the Service Request. 


3.7.1 Structure of SCPI Status Register ec rar eo 


The STATus:OPERation Register and the STATus:QUEStionable Register (see section 3.7.3.4 
STATus:OPERation Register and) consists of five registers of 16 bits each with different functions (see 
Fig. 3-5). The individual bits are independent of each other, ie each hardware status is assigned a bit 
number which is the same for all five registers. Bit 5 of the STATus OPERation-Registers, for instance, 
is assigned in all five registers to the hardware status "wait for trigger". Bit 15 (the most significant bit) 
is set to zero in all registers. Thus the contents of the registers can be processed by the controller as a 
positive integer. 


15] 14] 19] 12 CONDition register a ]2]1 Jo! 


LLL | Jerrensiionreaister| | | [| 
| LT | [transition reister] | | | | 
WW 


PLL] | eventregiter | | | | | 
A A To Status Byte Register 


& & &€&E KERR RFK KRKRKKR KR KS 2 


‘eal @ Summary bit & = logig ANC 
TL | [| enaBteresister | | | | | @ =loai9 OF 


Fig. 3-5 Status register mode! 
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CONDition register The CONDition register is directly written to by the hardware or the summary 
bit of the next lower register. Its content reflects the current device status. 
This register can only be read, but neither written nor cleared. After an SRQ 
has occurred as a result of an entry in one of the status registers, reading the 
CONDition register does not trigger another SRQ. Further SRQs are only 
possible when the EVENT register of the status register is read. 
Reading the register does not change its contents. 


PTRansition register The Positive TRansition register acts as a transition filter. Upon transition of a 
bit of the CONDition register from 0 to 1, the associated PTR bit decides 
whether the EVENt bit will be set to 1 
PTR bit = 1: the EVENt bit is set. 
PTR bit = 0: the EVENt bit is not set. 
This register can be written and read. 
Reading the register does not change its contents. 


NTRansition register The Negative TRansition register also acts as a transition filter. Upon 
transition of a bit of the CONDition register from 1 to 0, the associated NTR 
bit decides whether the EVENt bit is set to 1. 
NTR bit = 1: the EVENt bit is set. 
NTR bit = 0: the EVENt bit is not set. 
This register can be written and read. 
Reading the register does not change its contents. 


With the aid of these two transition filter registers the user can define the 
status change of the CONDition register (none, 0 to 1, 1 to O or both) that is 
to be reported in the EVENt register. 


EVENt register The EVENt register reports whether an event has occurred since its last 
reading, it is the "memory" of the CONDition register. It only registers events 
that have been reported by the transition filters. The EVENt register is 
continuously updated by the instrument. It can only be read by the user. 
Reading this register clears its contents. After an SRQ has occurred as a 
result of an entry in a status register, another SRQ is only possible when the 
EVENt register of the status register is read. Reading the CONDition register 
does not trigger another SRQ. 


This register is frequently referred to as the overall register. 


ENABle register The ENABle register determines whether the EVENt bit affects the summary 
bit (see below). Each bit of the EVENt register is ANDed (symbol '&’) with the 
associated ENABle bit. The events of all logical operations of this register 
are ORed (symbol '+') and passed on to the summary bit. 

ENAB bit = 0: the associated EVENt bit does not affect the summary bit. 
ENAB bit = 1: if the associated EVENt is "1", the summary bit is also 

set to "1". 

This register can be written and read by the user. 

Reading the register does not change its contents. 


Summary bit As stated above, the summary bit for each register is derived from the EVENt 
and the ENABle registers. The result is entered into a bit of the CONDition 
register of the next higher register. 

The instrument automatically generates the summary bit for each register. An 
event, eg a non-locking PLL, may thus cause a service request through all 
hierarchical levels. 

Note: 


The Service Request Enable Register SRE defined in IEEE 488.2 may be considered as the ENABle 
register of the STB provided that the STB is configured in conformance with SCPI. Accordingly, the 
ESE may be considered as the ENABLe register of the ESR. 


END of 3,7./ 
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3.7.2 Overview of Status Register 
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always 0 

RUN (BASIC Macro) 
free 

free 

Analyzer overrun 
Measuring status 
Sweep status 
Sweep status 
free 

free 

Waiting for trigger 
Measuring 
SWeEeping 
RANGing 

free 

CALibrating 


STATus:OPERation register 


always 0 
free 

free 
Generator status 
Generator status 
Generator status 
Sweep underrange 
free 

free 


free 
free 
free 
free 


Om NQDAUDN OW 


| L EVENI part 
NTRansition part 
PTRansition part 


ENABie part 


Overview of Status Register 


Phase meas. res. uncertain 
Freq. meas. res. uncertain 


Function meas. res. uncertain 
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Negative reference value matched 
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Setup conversion 

Printer not ready 
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is Range information for function 
measurement in channel 2 
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measurement in channel 1 
Function meas. result of channel 2 uncertain 
Function meas. result of channel 1 uncertain 


STATus:XQUEstionable register 


7 | Power on 
-&- | 6 | User Request 
-&- | 5 | Command Error 
-&- | 4 | Execution Error 
-&- | 3 | Device Dependent Error 
-&- | 2 | Query Error 
-&- | 1 | frei 
0 Operation Complete 
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3.73 Description of Status Registers 3. 73 
3.7.3.1 Status Byte (STB) and Service Request Enable Register (SRE) SJ. 3»/ 


The STB is already defined in IEEE 488.2. It provides a rough overview of the UPD status, collecting 
information from the lower-level registers. It is comparable with the CONDition register of a 
SCPI-defined register and is at the highest level of the SCPI hierarchy. Its special feature is that bit 6 
acts as the summary bit of all other bits of the Status Byte Register. 

The Status Byte Register is read out by the query *STB? or a Serial Poll . 


The SRE is associated with the STB. The function of the SRE corresponds to that of the ENABle 
register of the SCPI registers. Each bit of the STB is assigned a bit in the SRE. Bit 6 of the SRE is 
ignored. {f a bit is set in the SRE and the associated bit in the STB changes from 0 to 1, a Service 
Request (SRQ) will be generated on the IEC/IEEE bus, which triggers an interrupt in the controller 
configured for this purpose, and can be further processed by the controller. 

The SRE can be set by the command *SRE and read out by the query *SRE?. 

Its contents are not set to zero during reading. 

If the EVENt part of a status register is read, the associated bit in the status byte register is deleted (eg 
STAT:OPER:EVEN? deletes the OPER bit (d7) in the OPERation register). 


Table 3-3 Definition of bits used in the Status Byte Register 


Bit No. Definition 


QUEStionable Status summary bit 


This bit is set if in the QUEStionable Status Register an EVENt bit is set and the associated ENABle bit is set to 1. 
A set bit denotes a questionable device status which can be specified in greater detail by querying the QUEStionable 
Status Registers with "STATus:QUEStionable:CONDition?" or "STATus:QUEStionable[:EVENt]?" 


ESB bit 


Summary bit of the Event Status Register. This bit is set if one of the bits in the Event Status Register is set and 
enabled in the Event Status Enable Register. 

Setting of this bit denotes a serious error which can be specified in greater detail by querying the Event Status 
Registers with "*ESR?". 


MSS bit (master status summary bit) 


This bit is set if the UPD triggers a service request. This is the case if one of the other bits of this register is set 
together with its mask bit in the Service Request Enable Register SRE. 


OPERation Status Register summary bit 


This bit is set if an EVENt bit is set in the OPERation Status Register and the associated ENABle bit is set to 1. 
A set bit denotes that an action is just being performed by the UPD. Information on the type of the action can be 
obtained by querying the OPERation Status Register with “STATus:OPERation:CONDition?" or 
“STATus:OPERation[:EVENt]?". 


Exe oF 3.7. at 
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3.7.3.2 IST Flag and Parallel Poll Enable Register (PPE) 2,7:3, *~ 


Similar to the SRQ, the IST flag (Individual Status Flag) combines the complete status information in a 
single bit. It can be queries by parallel poll (see section 3.7.4.3 Parallel Poll, and 3.15.16.1 SRQ 
Interrupt Routine with Serial Poll or with "*IsT?". 


The Parallel Poll Enable Register (PPE) determines which bits of the STB affect the IST flag. The bits 
of the STB are ANDed with the corresponding bits of the PPE, bit 6 - in contrast to the SRE - being 
used too. The IST flag is obtained by ORing all results together. The PPE can be set by the command 
*PRE and read by the query * PRE?. 


3.7.3.3 _ Definition of bits used in the Event Status Register 3. 7,,3..3 


The ESR is already defined in the IEEE 488.2 standard. It is comparable to the EVENt register of an 
SCPI register. The Event Status Register can be read out by the query *ESR?. 

The ESE forms the associated ENABle register. It can be set by the command *ESE_ and read out by 
the query *ESE?. 


Table 3-4 Definition of bits used in the Event Status Register 


Operation Complete 


Upon reception of the "*OoPc" command this bit is set exactly when all previous commands have been | 
executed. 


Query Error 

This bit is set if the controller wants to read data from the instrument but has not sent a data request 
command, or if the controller does not fetch the requested data but sends instead a new command to the 
instrument. A frequent cause is a faulty query which cannot be executed. 

Device-dependent Error 

This bit is set if a device-dependent error occurs. An error message with a positive number denoting the 
error in greater detail in plain text (see 3.14 List of Error Messages) will be entered into the Error Queue. 
Execution Error 


This bit is set if the syntax of the command received is correct but the command cannot be executed due to 
various marginal conditions. An error message with a number between -200 and -300 describing the error in 
greater detail (see 3.14 List of Error Messages) will be entered into the Error Queue. 


Command Error 


This bit is set if an undefined command or a command with incorrect syntax Is received. An error message 
with a number between -100 and -200 describing the error in greater detail (see 3.14 List of Error 
Messages) will be entered into the Error Queue. 


User Request 
This bit is set upon pressing the [LOCAL] key, ie when the instrument is switched to manual control. 


Power On 


This bit is set upon power on of the instrument. 


Eno of 3.7.3.3 


1030.7500.02 3.26 E-11 


~ 


UPD Status Reporting System 


3.7.3.4 | STATus:OPERation Register Be, Fie FT 


The CONDition part of this register contains information on the operations currently performed by the 
UPD and the EVENt part on the operations performed by the UPD since the last readout of the 
register. The register can be read by the commands 

“STATus : OPERation:CONDition?" or 

“STATus:OPERation[:EVENt]?". 


Table 3-5 Definition of bits used in the STATus:OPERation register 


. Definition 
Bit No. 


0 CALibrating 
This bit is set as long as a calibration is performed by the UPD. 


2 RANGing 
This bit is set as long as the UPD performs a range change (eg. autorange). 
3 SWEeping 
This bit is set while the UPD is performing a sweep. Bits 8 and 9 inform on the current sweep state. 
MEASuring 
This bit is set while the UPD is performing a measurement. Bit 10 informs on the current measurement state. 


WAIT for TRIGGER 
This bit is set while the UPD waits for a trigger event. 


Sweep Status 

Bit 3, 9, 8 

Sweep OFF No sweep performed 

Sweep TERMINATED Single sweep completed 

= Sweep STOPPED Sweep has been stopped and may be continued 
Sweep INVALID Sweep Invalid as not yet started 

Sweep MANU RUNNING Manual sweep running 

Sweep SNGL RUNNING Single sweep running 

Sweep CONT RUNNING Continuous sweep running 


Sweep OFF 


Measuring Status 
Bit 4, 10 
0 0 Measuring TERM Single measurement completed 
Measuring STOP Measurement stopped 
Measuring SNGL Single measurement running 


Measuring CONT 


Analyzer Overrun 

The sampling rate applied to the extemal input is too high for the digital meter selected. 
Remedy: 

- Select a lower extemal sampling rate and set function again 

- Select a fast digital meter. 


RUN (BASIC-Macro) 


If a BASIC macro (see 2.16 Makro Operation) is started with the command SYST:PROG:EXEC ‘filename.bas’, this 
bit is set to 1. This bit is set to 0 when the program has been quit. This 10 transition can be queried via serial poll or 
initiate an SRQ, eg to fetch measurement data (for a detailed example see 3.15.18 Call a BASIC-Macro 
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3.7.3.5 STATus QUEStionable Register Batra T 


This register contains information on questionable device states. These may for instance occur if the vas! 
UPD is operated out of specifications. The register can be read by the commands 

"STATus :QUEStionable:CONDition?" or 

"STATus :QUEStionable[:EVENt]?". 


Table 3-6 Definition of bits used in the STATus:QUEStionable a 


Function 
This bit is set when the result of a function measurement is a ne ae eg 


FREQuency 
This bit is set when the result of a frequency measurement is questionable. 
PHASe 
This bit is set when the result of a phase measurement is questionable. 
a ener — | 


Sweep underrange 
During the sweep, valid but inaccurate measurement results were obtained because of underranging. 


Generator status 

Bit 12, 11, 10 
0 0 Generator OFF Both generator channels are switched off ww 
0 Generator OFF 
0 Generator RUNNING Generator outputs a signal 
0 Generator BUSY Generator DSP computes a waveform 
1 Generator HALTED No generator output signal due to incomplete or invalid setting 

1 


Generator OVERRUN The sampling rate applied to the extemal input is too high for the 
digital generator selected 
Remedy: 
- Select lower sampling rate, cali up function again. 
- Select faster digital generator 


Generator OFF 
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3.7.3.6  STATus XQUEStionable Register 3B. 7+ 346 


This register contains additional information for the Status Operation Register and information on 
rarely occurring states. It can be read by the queries "STATus:XQUEStionable :CONDition?”" or 
"STATus : XQUEStionable[:EVENt]?". 


Table 3-7 Definition of bits used in the STATus:XQUEstionable Register 


Bit No. Definition 


0 Bit set: Information of MEASuring bit (d4) and Measuring Status bit (d10) of Status Operation Register 
refers to channel 1. 
-— MEASuring bit (d4) 
| rc Measuring status bit (d10) 
00s Measuring TERM Single measurement terminated on 
01 = Measuring STOP Measurement stopped on 
10: Measuring SNGL Single measurement in progress on 
1 1 = Measuring CONT Continuous measurement in progress on 


1 Bit set: Information of MEASuring bit (d4) and Measuring Status bit (d10) of Status Operation Register 
refers to channel 2. 


Analogous to bit No. 0. 


2-3 
S Measurement result valid 
0 1 = __ Ranging in channel 1. 
Bit d2 (RANGing) of STATus OPERation Register set simultaneously. 
102 Underrange (measurement result inaccurate) in channel 1 
1 1 =  Overrange (measurement result invalid) in channel 1 
Function bit dO (function measurement result uncertain) of the Status Questionable Register 
set simultaneously with underrange and overrange bits. 
4-5 Additional range information for channel 2 
d3 d2 
0 O = _ Measurement result valid 
0 1 = _ Ranging in channel 2. 
Bit d2 (RANGing) of STATus OPERation Register set simultaneously. 
10s Underrange (measurement result inaccurate) in channel 2 
1.1 =  Overrange (measurement result invalid) in channel 2 
Function bit dO (function measurement result uncertain) of the Status Questionable Register 
set together with the underrange and overrange bits. 
6 Bit set: The calibration denoted in bit 13 or 15 is in progress in channel 1. No measurements are performed 
during this period. 
7 Bit set: The calibration denoted in bit 13 or 15 is in progress in channel 2. No measurements are performed 
during this period. 
8 Bit set: The sampling rate at the extemal input of channel 1 is too high for the digital instrument. 
Remedy: Set lower rate and recall measurement function. 
9 Bit set: Ditto for channel 2 
10 Bit set: Read-out of screen content to a printer or a file. Operation of UPL is disabled for a few seconds. 
Bit set: Printer not ready. 
Bit set: A previous SETUP is converted to the latest status. 


aed Bit set: Calibration of analyzer offset in progress. No measurement results are output during this period. 
Bit set: A negative reference value is limited to +10°"° for the dBr calculation. 


Ewp oF 3.7.3.6 
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3.7.4 Use of Status Reporting System Ey a 


For an efficient use of the status reporting system, the information contained therein has to be 
transferred to the controller and further processed. There are various methods which are described in 
the following. Detailed program examples are given in 3.15 Examples of IEC/IEEE-Bus Programming. 


3.7.4.1 Service Request, Use of Hierarchical Structure ee Ps Be 


Under certain conditions, the UPD may send a service request (SRQ) to the controller. This service 
request usually causes an interrupt at the controller to which the controller program can respond by a 
suitable action. As shown in Fig. 3-6 (Section 3.7.2 Overview of Status Register), a SRQ will always 
be triggered if one or several of the bits 3, 5 or 7 have been set in the Status Byte Register and 
enabied in the SRE. Each of these bits combines the information from a further status register. By 
setting the ENABle registers of the status registers accordingly, any bit in any status register will be 
able to trigger a SRQ. To utilize the possibilities of the service request, all bits in the enable registers 
SRE and ESE should be set to "1". 


Examples: 
(see also Fig 3-6 , Section 3.7.2 Overview of Status Register): 


Use command "*oprc" for generating an SRQ. While waiting for the SRQ, the program may perform 
other tasks. 

e Setting bit 0 (Operation Complete) in the ESE 

e Setting bit 5 (ESB) in the SRE 

Upon completion of the settings, the UPD generates an SRQ. 


Indicating the end of a sweep by an SRQ via bit 3 in the STATus OPERation Register. While waiting 
for the SRQ the program may perform other tasks. 


e Setting bit 7 (summary bit of STATus:OPERation Register) in the SRE 


¢ Setting bit 3 (Sweep Terminated) in the STATus:OPERation:ENABle Register. 


e Setting bit 3 in the STATus:OPERation:NTRansition to ensure that the transition of sweeping bit 3 
from 1 to 0 (Sweep-Terminated) is also stored in the EVENt register. Calling up the *CLS command 
causes all bits of the NTRansition and PTRansition to be set to 1 so that any bit change is recorded. 
Enabling the desired enable bit, in this case bit 3, will normally be sufficient. 


After having completed the sweep, the UPD generates an SRQ. 
The SRQ is thus the only way for the UPD to become active of its own. A controller program should set 
the UPD so that a service request will be generated in case of malfunctions. The program should 


suitably respond to the service request. A detailed example of a service request routine is given in 
section 3.15.15 Command Synchronization. 


Ewh wr 2a oe Tek 
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3.7.4.2 Serial Poll BZ 7.462 


Serial Poll is mainly used for obtaining a quick overview of the status of several devices connected to 
the JEC/IEEE bus 
In the case of a Serial Poll, the status byte of a device can be queried with 


IECOUT 20,"*STB?" 
IEC IN 20,A% 


However, querying the status byte is normally implemented by interface messages (see 3.4.1 
Interface Messages) which means that a single byte is set to the hardware. 

The R&S BASIC command for the execution of a Serial Poll is 

IEC SPL 20,A% 


It is much quicker than the Common Command "*STB?". 


The serial poll method has already been defined in the IEEE 488.1 standard and used to be the only 
standard method for querying the status byte of several devices. This method also works with 
instruments which neither conform to SCPI nor to IEEE 488.2. 


3.7.4.3. Parallel Poll BF. F138 


In the parallel poll mode up to eight devices are simultaneously requested by a command from the 
controller to transmit 1 bit of information on the assigned data line, ie to pull the assigned data line to 
logic O or 1. Similar to the SRE register which defines the conditions under which an SRQ will be 
generated, there is a Parallel Poll Enable Register (PPE), which is also ANDed bit by bit with the STB 
— taking into account bit 6. The result is ORed and is then returned (may be inverted) as a reply to a 
parallel poll of the controller. The result can also be read out without parallel poll by the query *IST. 


The UPD must first be set for the parallel poll using the R&S BASIC command IEC PCON. 
Example: 
IECPCON 20,1, 6: UPD identifies itself by a 1 on line 6. 


This command assigns a data line to the device on which it sends an SRQ. The parallel poll itself is 
made by IEC PPL Pp%. 


The parallel poll mode is mainly used to find out quickly which of the devices connected to the 


IEC/IEEE bus has caused an SRQ. For this purpose SRE and PPE must be set to the same value. A 
detailed example of parallel poll is given in section 3.15.16.2 SRQ Interrupt Routine with Parallel Poll. 


3.7.4.4 Queries 317,944 
Each individual register of a status register can be read out by queries. The individual queries are 
given in the detailed description of the registers in Section 3.7.3 Description of Status Registers. The 
queries always return a number representing the bit pattern of the queried register. This number is 
evaluated by the controller program. 


Queries are mainly used after a SRQ to obtain detailed information on the cause for the SRQ. 


Eup oc 3.1.44 
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3.7.4.5 Error Queue Query oa Pale f 


e Each error condition in the instrument causes an entry in the error queue. The entries in the error 
queue are detailed error messages in plain text which can be read out via IEC/IEEE bus by the 
query SYSTem: ERRor?. Each query SYSTem:ERRor? returns an entry from the error queue. If 
there are no more error messages in the error queue, 0 = "No error" is returned by the instrument 


¢ The error queue should be queried in the controller program after each SRQ since the queue entries 
provide a more precise description of the error cause than the status registers. In particular in the 
test phase of a controller program the error queue should be queried at regular intervals since it also 
registers faulty commands from the controller to the UPD. 


Note: 
In addition to an entry in the Error Queue, each error causes a plain-text message to be output on the 


UPD display so that the IEC/EEE-bus control program can be checked in the REMOTE control mode 
without reading out the Error Queue. 


3.7.5 Resetting the Status Reporting Systems Bi 715 
Table 3-8 contains the various commands and events causing a reset of the status reporting system. 
None of the commands, with the exception of *RST affects the functional device setting. In particular 
DCL does not clear the device settings. 


Table 3-8 Resetting of device functions 


DCL,SDC 
(Device Clear, STATus:PRESet 
Selected Device | SYSTem:PRESet 
Clear) 


[aoe lalate’ SD 
eee i ee oe a 
ena OES A Sal 
a 


Clears ENABle registers of OPERation, 
QUESTionable and XQUEStionable Register, 
fills ENABle registers of all other registers with 
oa ae 2 

Fills PTRansition registers with "1", 

clears NTRansition registers 


1) Any command that is the first one in a command line clears the output buffer. 


EXD tie 37S 
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3.8 Notation of Command Table 3.8 


All commands implemented in the UPD according to the command system are tabulated and 
described in detail in section 3.10 IEC-bus Commands. The notation is in line with the SCPI standard 
provided the committee has defined a command for the required function. 


Command table in section 3.10 IEC-bus Commands 


Command: 


Parameter: 


Basic unit: 


Meaning: 


Section: 


Upper/lower case 


Special character | 


Special characters [ ] 


1030.7500.02 


In this column the complete command without parameters is listed. 


Here the required parameters and their range of values are stated. If the 
command is only available in the form of a query, ‘Query only' is marked 
in this column. 


Basic unit of physical parameter. 
Brief description of command. 


Reference to the detailed function description in the case of manual 
operation, mainly section 2 of the UPD manual. 


Upper/lowercase characters are used to differentiate between the long 
form and the short form of the keywords of a command. The UPD itself 
does not distinguish between uppercase and lowercase letters. 


For some commands there is a choice of keywords having the same 
effect. These keywords are stated in the same line and separated by a 
vertical bar. Only one of these keywords need to be stated in the header 
of the command. The effect of the command is independent of the 
keyword selected. 


Example: "SOURCe: FREQuency:CW| :FIXed" 
(setting generator to a constant frequency of 1 kHz) 


The two commands below have an identical effect 
"SOURCe:FREQuency:CW 1E3"= "SOURce:FREQuency:FIxXed 1E3" 


A vertical bar in the notation of the parameters is used to separate 
alternative options and is to be seen as "or". The effect of the command 
differs according to the parameter stated. 


Example: Selection of parameters for the command 
"SENSe: VOLTage: UNIT V|DBV|DBU" 
(measurement result may be displayed in Volt, dBV or dBu) 


Keywords in square brackets may be omitted in compound headers (see 
section 3.5.3 Structure of a Command Line). For reasons of compatibility 
with the SCPI standard, the instrument must be able to accept the full 
length of the command. 

Parameters in square brackets may also be optionally inserted in the 
command or omitted. 


Example: "SENSe[1] [: VOLTage| POWer]:REFerence:MODE ..." 


has the same effect as 
"SENSe:REFerence:MODE ..." 
(selecting the method for generating a level reference value) 
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Parameters in square brackets 
may also be optionally inserted in the command or omitted. 


Example: TRACe[1] stands for TRACe and TRACe1 


TRACe[112] denotes that either TRACe1 or 
TRACez2 can be selected, causing 
different settings. 
DISPlay:TRACe[1|2]:MARKer MODE ... 


(markers for FFT spectrum display may be different for TRACe1 
and TRACe2) 


TRACe[] denotes that the command can be used for 
TRACe1 and TRACez2, causing the same settings 
in both cases. 


DISPlay:TRACe[]:CURSor[1]:MODE ... 
(selected cursor function apply to both traces!) 


Special characters { } Parameters in curly brackets may be included in the command as often as 
required. 


Example: SENSe[1]:LIST:FREQuency <n>{,<n>} 
(frequencies of an RMS-selective sweep) 


EAeD GR ee 
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3.9 Common Commands 3.q 


The common commands are based on the IEEE 488.2 (IEC 625.2) standard. A specific command has 
the same effect in different instruments. The headers of these commands consist of an asterisk "*" 
followed by three letters. Many common commands refer to the status reporting system described in 
detail in section 3.7 Status Reporting System. 


Table 3-9 Common Commands 


Command Automatic Control of 


the UPD (UPD-K1) 


*ESE Sets Event Status Enable Register 0 to 255 Not usable 


* if ati Usable 
IDN? Identification query ROHDE&SCHWARZ, UPD, 0, 2.xx 

* Not usable 
IST? Query for content of IST flag query only 


maintain the default setting described in 
Appendix A, UPD Default Setup. 


*TST? UPD selftest query only Usable 
“ lan sous 


Brief description Parameter / Notes 


*ESR? Readout of content of Event Status 
Register 


*PCB Address for passing back the 
!EC/IEEE-bus control 


Resets the device to a defined default 
state. The parameter link (see 2.15.9 
Transfer of Parameters) is disabled to 
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*CLS 
CLEAR STATUS sets the status byte (STB), the Standard Event Register (ESR) and the EVENt 
part of the QUEStionable, OPERation and of the XQUEstionable Register to zero. The command 
has no effect on the mask and transition parts of the register. The output buffer is cleared. 


*ESE 0 to 255 
EVENT STATUS ENABLE sets the Event Status Enable Register to the defined value. The query 
*ESE? returns the content of the Event Status Enable Registers in decimal form. 


*ESR? 
EVENT STATUS ENABLE returns the contents of the Event Status Enable Register in 
decimal form (0 to 255) and clears the register. 


*IDN? 
IDENTIFICATION QUERY for identification of the instrument. 
The response is for example: "Rohde&Schwarz, UPD, 0, 2.xx" 
UPD = instrument designation: 0 = serial number, 2.xx = firmware version 


*IST? 
INDIVIDUAL STATUS QUERY returns the contents of the IST flag in decimal form (0 | 1). 
The IST flag is the status bit sent during a Parallel Poll (see section 3.7.3.2 IST Flag and Parallel 
Poll Enable Register (PPE)). 


*OPC 
OPERATION COMPLETE sets bit 0 in the Event Status Register if all preceding commands have 
been executed. This bit may be used to assert a Service Request (see section 3.6.8.3 Comparison 
of Synchronization Capabilities, 3.7.3.3 Event Status Reg. (ESR) Event Status Enable Reg. (ESE), 
and section 3.15.15.3 Command Synchronization with “OPC and SRQ 


*OPC? 
OPERATION COMPLETE QUERY places an ASCII character "1" in the output buffer as soon as 
all preceding commands have been executed (see 3.6.8.3, Comparison of Synchronization 
Capabilities and section 3.15.15.3 Command Synchronization with “OPC and SRQ. 


*PCB Oto 30 


PASS CONTROL BACK notifies the address of the controller to which the IEC/IEEE-bus control is 
to returned. 


*PRE 0 to 255 
PARALLEL POLL REGISTER ENABLE sets the Parallel Poll Enable Register to the defined value. 
The query *PRE? returns the contents of the Parallel Poll Enable Registers in decimal form 


*RST 
RESET sets the UPD to a defined default state. The parameter-Link (see 2.15.9 Transfer of 
Parameters) is switched off to ensure that the default state as described in Annex A UPD Default 
Setup is maintained after a change of instrument or function. 


*SRE 0 to 255 
SERVICE REQUEST ENABLE sets the Service Request Enable Register to the defined value. 
Bit 6 (MSS mask bit) remains 0. This command determines the conditions under which a Service 
Request will be asserted. The query *SRE? outputs the contents of the Service Request Enable 
Registers in decimal form. 
Bit 6 is always 0. 
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READ STATUS BYTE QUERY outputs the contents of the status byte in decimal form. 

Its contents are not set to zero during reading. 

If the EVENt part of a status register is read, the associated bit in the status byte register is deleted 
(eg STAT:OPER:EVEN? deletes the OPER bit (d7) in the OPERation register). 


*TRG 
TRIGGER starts all actions waiting for a trigger event. 
See sections 3.6.7 Triggering a Measurement/Sweep; Sweep and section 3.15.8.1 Readout of 
Triggered Measurements. 


*TST? 
SELF TEST QUERY causes a brief selftest of the UPD and outputs an error code in decimal form 
('0' for ok., '1' for error) 


*WAI 
WAIT-to-CONTINUE allows processing of commands only after all preceding commands have 
been executed, all signals settled and current measurements are terminated (see sections 3.6.8.2 
Wait for End of Measurement/Sweep, 3.6.8.3 Comparison of Synchronization Capabilities, and 
section 3.15.15.1. Command Synchronization with *WAI. 


EnD oF 3-9 
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3.10 IEC/IEEE-Bus Commands 


3.10.1 Generators 


3.10.1.1 Selection of Generator 


INSTrument[1}[:SELect] 


corresponding to 


INSTrumeni[1]:NSELect 
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— Analog generator 25 kHz 
— Analog generator 110 kHz 
— Digital generator 48 kHz 
— Digital generator 192 Hz 
— Digital generator 768 kHz 


— Analog generator 25 kHz 
— Analog generator 110 kHz 
— Digital generator 48 kHz 
— Digital generator 192 Hz 
— Digital generator 768 KHz 


¢ 


IEC/JEEE-Bus Commands: Generators 
3.10 


er 
3.10.| 


2.5.1 

GEN panel 
INSTRUMENT 
— ANLG 25 kHz 
— ANLG 110 kHz 
— DIG 48 kHz 

— DIG 192 kHz 
— DIG 768 kHz 
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3.10.1.2 Configuration of Analog Generators 3.10. be a 


OFF 


OUTPut:SELect 


— Generator channels switched off 2.5.2 


CH1 — Only generator channel 1 active GEN panel 
CH2 — Only generator channel 2 active Channel(s) 
CH2is1 — Both generator channels active — OFF 


21 
32 
3 2=1 
32-1 


CH2Phas180 — Both generator channels active, channel 2 in phase opposition to channel 1 


2.5.2 
GEN panel 
Output 

— BAL XLR 
— UNBAL BNC 
— COMTST XLA 


— Balanced output (XLR connector) 
— Unbalanced output (BNC connector) 
— Common mode test output 


BALanced 
UNBalanced 
CTESt 


OUTPut: TYPE 


2.5.2 
GEN panei 


Output impedance 
— 52 (only UNB) 


OUTPut:IMPedance 


RS 


R10 — 10 (only BAL) Impedance 
R15 — 15Q (only UNB) 352 
#30 = 30. (only BAL) 2102 
F200 — 200 Q (only BAL) > 150 
R600 — 600 2 (only BAL) > 309 
USERdefined — User Defined 3 2002 


— 600 2 
— USER DEF 


2.5.2 
Common 

— FLOAT 
— GROUND 


— Common floating 
— Common grounded 


OUTPut:LOW FLOat 
GROund 
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_ Law ie 


SOURce:VOLTage:RANGe: AUTO Selection of voltage range for setting the generator output voltage. 2.5.2 

— Full drive of intemal signal paths GEN pane! 
The output voltage is set with the aid of the output Volt Range 
amplifier — AUTO 
Advantage: = FIX: 
Optimum noise and THD values for measurements at constant level, 
eg frequency sweep. 
With the subsequent command SOUR:VOLT:LIM <nu>, any maximum 
voltage can be entered; higher voltages are not permissible. 

— The output amplifier is set to the maximum voltage specified with 
the subsequent command; higher voltages cannot be set. 
The actual output voltage is attained by means of smaller 
digital values on the D/A converter. No analog hardware settings 
are required when the output voltage is changed. 
Advantage: 
Voltage dips upon attenuator switching are avoided. 
Fast level variations and better settling characteristic for 
measurements with smail level variations, eg. frequency sweep 
using an equalization file (this setting should be used for loudspeaker 
measurements). 

Note: 

This setting is ignored when the low-distortion generator option (UPD-B1) is 

used. The SOUR:VOLT:RANG:AUTO ON algorithm is used for evel contro! of the low- 

distortion generator. 


Vv Limit value for output voltage, prevents inadvertent entry of 2.5.2 
Oto 24V 


too high voltage values. GEN panel 
<nu> 


— Max Volt 
1 MHz to 1 MHz 


<nu> 
tnV to 1 MV Vv 


ON 
OFF 
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SOURce:VOLTage:LIMit[: AMPLitude] 


The rms value for sinewave signals is entered, ie the peak value of max. Volt is 
V2 times higher. 


2.5.2 
GEN panel 
Ref.Freq 


2.5.2 
GEN panel 
Ref.Volt 


SOURce:FREQuency: REFerence 
Reference frequency 


SOURce:VOLTage:REFerence 


Reference voltage 


2.13 
Key 
OUTPUT OFF 


— Switches all outputs on. 

— Switches all outputs off (including clock lines of digital interfaces, 
see 2.13 Fast Switch-off of Outputs. 

The status is indicated by an LED at the top left of the front panel. 

LED on signals OUTPUT OFF. 


OUTPut 


UPD 


3.10.1.3. Configuration of Digital Generators 


SOURce:DIGital:FEED 


OUTPut:SELect OFF 
CH1 
CH2 
CH2Is1 
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Specifies what should be generated at the digital interfaces. 

~— Generates digital audio signals without jitter. The audio signal is 
available at all digital interfaces. 

— The audio data stream contains an analog jitter signal. All frequency and 
level settings refer to the jitter signal. 

The audio data content can be set in addition with the auxiliary generator 
AUX GEN (SOUR2:FUNC DIGD). 

The jitter signal is available only at the digital interfaces 

AES / S/P DIF / OPTICAL. 

— Same as with JITTER, but here the frame phase of the audio data stream 
to the REF output (rear) can be set instead of the audio data content. 
Restrictions caused by the freely selectable phase: 

GENERATOR panel: 
Sync To: GEN CLK only, not REF IN 

(SOUR:DIG:SYNC:SOUR GCLIRINP) 

AUDIO IN, REF IN, GEN CLK only, not SYNC PLL 

(OUTP:DIG:SYNC:FEED ANIPIRINPIGCLI 

REF GEN only, not AUDIO OUT, AUDIO IN, 

AUD IN CLK 

(OUTP:DIG:REF:FEED RGEN) 

ANALYZER panel: 

Jitter Ref: GEN CLK only, not VARI (PLL), 32.0 (PLL), 44.1 (PLL), 
48.0 (PLL) 
(SENS:DIG:SYNC:REF GCL) 

~ An analog signal ls superimposed onto the audio data stream 
symmetrically on the two lines of the AES/EBU socket. All frequency and 
level settings refer to the analog common signal; the audio data 
are constant. The common mode signal is only available at the 
AES/EBU digital interface. 

Available only for generator instrument DIG 48 kHz (INST D48) if the jitter option 

(UPD-B22) is installed. Without the option only audio data can be generated. 


Sync Out: 
Ref Out: 


— Generator channels switched off 

~— Only generator channel active 

— Only generator channel2 active 

— Both generator channels active and in phase 


Available only when Src Mode AUDIO DATA (SOUR:DIG:FEED ADAT) is 
active. All other source modes refer to the digital data stream and not to the data 
contents so that specifying a channel would be meaningless. 


2.5.3.1 

GEN panel 

Src Mode 

— AUDIO DATA 
— JITTER ONLY 
— PHASE 

— COMMON ONLY 


2.5.3.1. 
GEN panel 
Channel(s) 
— OFF 
~>1 

32 
732=1 
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Command 


OUTPut: TYPE 


OUTPut:OSAMpling 


SOURce:VOLTage:LIMit[: AMPLitude] 


SOURce:FREQuency:REFerence 


SOURce:VOLTage:REFerece 
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Parameter 


PARaijel 


MPARate!l 
SERial 
MSERial 
AESebu 
SPDif 
OPTical 
INTemal 


<nu> 
Oto1FS 


<nu> 
1 mHz to 1 MHz 


<nu> 
10 nFS to 100 FS 


3.43 
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— Parallel digital output active (for one-channel generation only, 
"“OUTP:SEL CH1") 

— Parallel digital output active; multiplex mode 

— Serial digital output active 

— Serial digital output active; multiplex mode 

— AES/EBU output active 

— S/P DIF output active 

— Optical digital output active 

— Digital outputs inactive, generator signal is intemally applied to analyzer 
(for one-channel generation only, “OUTP:SEL CH1”) 


Available only when Src Mode AUDIO DATA (SOUR:DIG:FEED ADAT) is 
active. In all other source modes only the digital interfaces AES / SPDIF / 
OPTICAL are active and cannot be separately selected. 


— Generator oversampling factor 1 

— Generator oversampling factor 2 

— Generator oversampling factor 4 

— Generator oversampling factor 8 

— Generator oversampling factor 16 

Available in the fast digital generators only (INST D192 | D768) 


Limit value for output voltage entry; prevents inadvertent entry of impermissibly 


high voltages. 
Displayed only when Src Mode AUDIO DATA (SOUR:DIG:FEED ADAT) is 
active. 


Reference value for relative frequency units. 

When the reference frequency is changed, all relative frequency settings are 
changed as well. The relative frequency of the generator signal remains 
unchanged. 


Reference value for relative voltage units. 


When the reference level is changed, all relative voltage entries are changed as 


well. The relative voltage of the generator signal remains unchanged. 


2.5.3.1. 

Output 

— PARALLEL 
— PARAL MUX 
— SERIAL 

— SERIAL MUX 
— AES/EBU 

— S/P DIF 

— OPTICAL 

— INTERN 


2.5.3.1. 
Oversamp 
> 1 

> 2 

> 4 

> 8 

— 16 


2.5.3.1. 
GEN panel 
Max Volt 


2.5.3.1 
GEN panel 
Ref.Freq 


2.5.3.1 
GEN panel 
Ref Volt 


Sole 


UPD 
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3.10.1.3.1 Serial Interfaces (Serial, Serial Mux) 


OUTPut: TYPE 


SOURce:DIGital:SYNC:SOURce 


OUTPut: SAMPle[:F RE Quency]: MODE 


OUTPut: SAMP/e:FREQuency 


OUTPut: WLENgth 
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SERial 
MSERial 
GCLock 
EXTem 
F32 

F44 

F48 


<nu> 

100 Hz to 48 kHz 
(D48) 

100 Hz to 192 kHz 
(D192) 

100 Hz to 768 kHz 
(D768) 


3.44 
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Meaning 


— Serial digital output active 
— Serial digital output active, multiplex operation 


Available only when Src Mode AUDIO DATA (SOUR:DIG:FEED ADAT) is 
active. In all other source modes only the digital interfaces AES / S/P DIF / 
OPTICAL are active and cannot be separately selected. 


Specifies the sync source of the digital audio generator. 

— Synchronization to internal clock generator. 

— Synchronization to external clock signal applied to the generator via 
line SCLKIN (pin 4, see Table 2-26). 


The clock rate of the external signal is to be specified with the next command. 


If the generator is internally clocked (Sync To = GEN CLK = 
SOUR:DIG:SYNC:SOUR GCLock) 
one of the three fixed frequencies can be selected. 


If the generator is externally clocked, (“Sync To" = EXTERN = 
SOUR:DIG:SYNC:SOUR EXT) 


the numerical value of the extemal clock frequency is entered with this command. 


Setting of data bits for each output sample 

— Word length 8 bits 

— Word length 16 bits 

— Word length 24 bits 

— Word length 32 bits 
the remaining 4 bits are not used (bits #28 to #30) or are required for the 
left/right information (bit #31) 


2.5.3.1 

GEN panel 
Output 

— SERIAL 

— SERIAL MUX 


2.5.3.2 
Sync TO 

— GEN CLK 
— EXTERN: 


2.5.3.2 
GEN panel 
Sample Frq 
— 32 kHz 
— 44.1 kHz 
— 48 kHz 


2.5.3.2 
GEN panel 


2.5.3.2 
GEN panel 
Wordlength 
78 

— 16 

> 14 

> 32 
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OUTPut: WOFFset 


OUTPut:AUDiobits 


OUTPut: WSELect 


OUTPut: WCLock 


OUTPut:BCLock 


OUTPut: BCLock:FREQuency? 
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Neb +N/2 -1 
N = OUTP:WLEN 


<n> 
Value range depends 
on word length: with 
word length 

= 8: 8 

=16: 8to16 

= 24: 8 to 24 
=32: 81028 
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Word offset 


Word width of generated audio samples in bits. 
If the word width is reduced, the values of the audio samples are rounded to the 
specified word width. 


Note: 
With a word length of 32, bits #28 to #30 are not used; bit #31 contains the 
left/right information (for multiplex operation). 


RiSing 
FALLing 


RiSing 
FALLing 


Query only 


3.45 


— Word Select Chi has LOW level 
— Word Select Chi has HIGH level 


Available for the SERIAL MUX output only (OUTP: TYPE MSER) 
— Data word is read in on rising / 


— falling edge 
Available for the SERIAL output only (OUTP:TYPE SER) 


— Bits are output with rising / 
= falling edge 


Frequency of bit clock 


GEN panel 
Wordoffset 


2.5.3.2 
GEN panel 
Audio Bits 


2.5.3.2 
GEN panel 
Wordse!lCh1 
— LOW 

~— HIGH 


2.5.3.2 
GEN pane! 
Wordclock 
— RISING 
— FALLING 


2.5.3.2 
GEN panel 
Bitclock 

— RISING 
— FALLING 


2.5.3.2 
GEN panel 
Frq Bitclk 
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Command Parameter Basic 
unit 


OUTPut:B/iTOrder MSBFirst 


= Data word is sent with MSB first 2.5.3.2 


GEN panel 
Bit Order 
— MSB 

> LSB 


LSBFirst — Data word is sent with LSB first 


End oF  3,/0.[.3.! 
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3.10.1.3.2 Parallel Interfaces (Parallel, Parallel Mux) 


OUTPut: TYPE 


SOURce:DiGital:SYNC:SOURce 


OUTPut: SAMPie{:F REQuency]:MODE 


OUTPut: SAMPle:FREQuency 


OUTPut: AUDiobits 
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PARallel 


MPARalle! 


GCLock 
EXTem 


<nu> 

100 Hz to 48 kHz 
(D48) 

100 Hz to 192 kHz 
(D192) 

100 Hz to 768 kHz 
(D768) 
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“S46; i, De ae 


— Parallel digital output active (for single-channel generation 
OUTP:SEL CH1 only) 
— Parallel digital output active, multiplex mode 


Available only when Src Mode AUDIO DATA (SOUR:DIG:FEED ADAT) is 
active. In all other source modes only the digital interfaces AES / SPDIF / 
OPTICAL are active and cannot be separately selected. 


Specifies the sync source of the digital audio generator. 

~ Synchronization to extemal clock generator. 

— Synchronization to extemal clock signal applied to the generator 
via line EXSTRBIN (pin 36, see Table 2-27). 


The clock rate of the external signal is specified with the next command. 


If the generator is internally clocked (Sync To = GEN CLK = 
SOUR:DIG:SYNC:SOUR GCLock) 
one of the 3 fixed frequencies can be selected. 


If the generator is externally clocked, ("Sync To" = EXTERN = 
SOUR:DIG:SYNC:SOUR EXT) 


the numeric value of the extemal clock frequency is entered with this command. 


Word width of generated audio samples in bits. 


If the word width is reduced, the values of the audio samples are rounded to the 


specified word width. 


2.5.3.1 

GEN panel 
Output 

— PARALLEL 
— PARAL MUX 


2.5.3.3 

GEN panel 
Sync To 

— GEN CLK 
— EXTERN 


2.5.3.3 
GEN panel 
Sample Frq 
— 32 kHz 
— 44.1 kHz 
— 48 kHz 


2.5.3.3 
GEN panel 


2.5.3.3 
GEN panel 
Audio Bits 
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OUTPut: WSELect 


OUTPut: WCLock 


1030.7500.02 


€ 


lIECAEEE-Bus Commands: Generators 


| comment | arameter | unt | searing |S eton 


Word Select Channel 1 
— Data of channel 1 are LOW on line LR. 
— Data of channel 1 are HIGH on tine LR. 


LR (pin 34) is the control line which distinguishes left and right in multiplex 
operation. 


Available only for PARAL MUX (OUTP: TYPE MPAR) 


— Data word read in with rising / 
— falling edge 


Exp of SHO. 2 2 


3.48 


2.5.3.3 
Wordsel CH1 
— LOW 

— HIGH 


2.5.3.3 
GEN panel 
Wordclock 
— RISING 
— FALLING 


‘Sp Or 2 
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3.10.1.3.3 AES / EBU-, S/ P DIF and Optical Interfaces 


Pe. a too 


OUTPut: TYPE AESebu — AES/EBU output active 2.5.3.1 
SPDif — S/P DIF output active GEN panel 
OPTical — Optical digital output active Output 
— AES/EBU 


— S/P DIF 
— OPTICAL 


OUTPut: AUDiobits Word width of generated audio samples in bits. 2.5.3.4 
If the word width is reduced, the values of the audio samples are rounded to the | GEN panel 
specified word width. Audio Bits 


Available only for Src Mode = AUDIO DATA (SOUR:DIG:FEED ADAT) 


OUTPut: SiGNa/:LEVel <nu> Signal level of digital data stream 2.5.3.4 
20 mV to 5.1 V OUTPut: TYPE AES GEN panel 
10 mV to 1.5V OUTPut: TYPE SPD Dig. Vpp 


Configuration without jitter option (UPD-B22) 


Parameter Meaning 


SOURce:DIGital: SYNC:SOURce Specifies, the sync source of the digital audio generator. 2.5.3.4.1 
AJNPut — Synchronization to audio input signal; GEN panel 
The clock rate of the analyzer is entered with the next Sync To 


command and updated upon each change. + AUDIO IN 


WCLock — Synchronization to extemal wordclock signal applied to the generator 
via the BNC socket at the rear of the instrument: 
The clock rate of the extemal signal is to be specified with the next command. 
— Synchronization to extemal clock generator. 
The fixed rate of the internal clock generator can be selected with the next 
command. 


— WORDCLK INP 
— GEN CLK 


GCLock 


1030.7500.02 3.49 E-11 


UPD fECAHEEE-Bus Commands: Generators 


— 


OUTPut: SAMPie[:F REQuency]: MODE F32 If the generator is internally clocked (Sync To = GEN CLK = 2.5.3.4.1 
F44 SOUR:DIG:SYNC:SOUR GCLock) GEN panel 
F48 one of these 3 fixed frequencies can be selected. Sample Frq 
= 32 kHz 
— 44.1 kHz 
— 48 kHz 


OUTPut: SAMPle:FREQuency <nu> If the generator is synchronized to the analyzer 2.5.3.4.1 
30 kHz to 52.5 kHz ("Sync To" = AUDIO IN = SOUR:DIG:SYNC:SOUR AINP), GEN panel 
the numeric value for the analyzer clock frequency is entered here. 
If the generator is externally clocked 
("Sync To“ = WORDCLK INP = SOUR:DIG:SYNC:SOUR WCL), 
the numeric value for the extemal clock frequency is entered here. 


OUTPut:SIGNal:LEVel <nu> Setting the output voltage of the digital S/P DIF signals. 2.5.3.4.1 
10 mV to 1.5V (Peak-to-peak voltage when terminated with a nominal impedance of 75 «). GEN panel 
Resolution 8.33 mV With open circuit the voltage is twice as high. S/PDIF Vpp 


Available only for the S/P DIF output (OUTP:TYPE SPD). 


OUTPut:SIGNal:BALanced:LEVel? <nu> Setting the output voltage of the digital AES/EBU signal. 2.5.3.4.1 
Query only (Peak-to-peak voltage when terminated with a nominal impedance of 110 ). GEN panel 
20 mV to 5.1 V With open circult the voltage is twice as high. AESEBU Vpp 


Available only for the AES/EBU output (OUTP:TYPE AES). 
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Configuration with jitter option (UPD-B22) 


a. ae ia 


SOURce:DIGital:SYNC:DELay <nu> Setting the frame phase between digital audio output and REF output (instrument | 2.5.3.4.2 
-64 UI to +64 UI rear). GEN panel 
corresponds to PhaseToRef 
-180° to +1802. : Available only with built-in jitter option (UPD-B22) and Src Mode PHASE 

(SOUR:DIG:FEED PHAS) selected. 


OUTPut:DIGital: UNBalanced:FEED Specifies the signal present at the S/P DIF output. 2.5.3.4.2 
GEN panel 
AOUTput — The generated AUDIO data are output (same as at the AES/EBU S/PDIF Out 
and optical output) — AUDIO OUT 
AINPut — The digital AUDIO data received (from the AES/EBU or S/P DIF input) are — AUDIO IN 
present (front panel). An oscilloscope may, for instance, be connected to this 
output to view the input signal. 


Available only with built-in jitter option (UPD-B22). 


OUTPut:DIGital:CS!Mulator A cable length may be simulated at the AES/EBU or S/P DIF output. 2.5.3.4.2 
OFF — Cable simulation switched off. GEN panel 
SIMLong — Simulation of a 100-m-iong cable switched on for both electrical Cable Sim 
outputs. — OFF 
SIMShort — Simulation of a few meters cable switched on for both electrical — LONG CABLE 
outputs. — SHORT CABEL 
Cable simulation is also active when switched to the S/P DIF output of the 
AUDIO IN signal. 


Available only with built-in jitter option (UPD-B22). 
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Re Sa ES eee 
unit 


SOURCce:DIGital: SYNC:SOURce Specifies the sync source of the digital audio generator. Depending on the “Src | 2.5.3.4.2 
Mode", some items cannot be selected. GEN panel 
— Synchronization to audio input signal; not possible with Sync To 
JITTER or PHASE. — AUDIO IN 
— Synchronization to REF input signal (XLR socket — REF IN 
at instrument rear); not possible with PHASE — SYNC IN 
— Synchronization to SYNC input signal (BNC socket at — GEN CLK 
instrument rear) nof possible with JITTER or PHASE. 
The mark-to-space ratio can be set with the following command 
SOUR:DIG:SYNC:MODE ... . 
— Synchronization to internal clock generator which either generates 
one of the 3 fixed frequencies or a user-defined frequency. 


AINPut 


RINPut 


SINPut 


Available only with built-in jitter option (UPD-B22). 


2.5.3.4.2 
GEN panel 

Sync Mode 

— VIDEO 50 

— VIDEO 60 

— 1024 kHz 

— WORD CLK 
— WRD CLK INV 


Available only with built-in jitter option (UPD-B22) and generator 
synchronized to the (rear) SYNC input (SOUR:DIG:SYNC:SOUR SINP). 


SOURce:DiIGital:SYNC:MODE 


— Sample frequency synchronized to 50 Hz refresh rate 
(Europe). 
— Sample frequency synchronized to 60 Hz refresh rate (USA). 
Note: 
With VIDEO 50 and VIDEO 60, a respective 
composite video signal must be present at the SYNC input. 
— Sample frequency synchronized to a 1024 kHz reference signal. 
— Sample frequency synchronized to the wordclock signal at the 
SYNC input. 
— Sample frequency synchronized to the inverted wordclock signal at 
the SYNC input. 


F1024 
WCLock 


IWCLock 
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a. ee _— 


OUTPut: SAMPle{:F REQuency]:MODE Setting the output clock rate. 2,5.3.4.2 
Depending on the synchronization selected with command GEN panel 
"SOUR:DIG:SYNC:SOUR ..." the following rates can be specified: Sample Freq 
~— Sample frequency 32 kHz — 32 kHz 
— Sample frequency 441 kHz — 44.1 kHz 
— Sample frequency 48 kHz — 48 kHz 

Three fixed frequencies, selectable when the generator — VALUE: 
is internally clocked or synchronized via the SYNC IN socket, — EXTERN 
which is selected with command SOUR:DIG:SYNC:SOUR GCL | SIN — SYNCHRON 
~— The numeric value is entered with the next command 
when the generator is intemally clocked which is be selected with 
command SOUR:DIG:SYNC:SOUR GCL. 
— An extemal clock can be entered as a numeric value with 
the next command when the generator is synchronized with a (possibly 
inverted) wordclock signal via the SYNC IN socket, 
or via the REF IN socket, selectable with commands 
"SOUR:DIG:SYNC:SOUR SINP | RINP" and 
"SOURc:DIG:SYNC:MODE WCL | IWCL". 

SYNChron — Sample frequency synchronized to analyzer. If the generator is 
synchronized to the analyzer input signal with the 
SOUR:DIG:SYNC:SOUR AINP command, only this item can be selected. 
This means that the command need not be output. 

In this case the numeric value for the sample frequency is taken from the 
ANALYZER panel and cannot be changed in the generator. 


Available only with built-in jitter option (UPD-B22). 


OUTPut: SAMPle:FREQuency <nu> 2.5.3.4.2 


30 kHz to 52.5 KHz External sample frequency for the above commands: GEN panel 
OUTP:SAMP:MODE VAL | EXT 
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OUTPut:DIGital:SYNC:FEED 


OUTPut:DIGital: SYNC: TYPE 


OUTPut:DIGital:REFerence:FEED 


SOURce:DiIGital:REFerence 
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AlPut 
RINPut 
SPLL 
GCLock 


wcLock 
BCLOCk 


AINPut 
AiNReclock 
AOUTput 
RGENerator 
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Parameter Basic Meaning 
unit 


Defines which clock signal is connected to the SYNC output (rear BNC 
connector). 
— Digital AUDIO input signal (front panel). 
— REF input signal (XLR connector at the rear); 
— Signal from intemal synchronization PLL (eg input signal without jitter) 
— Internal generator clock. Available only with 

SOUR:DIG:SYNC:SOUR GCL selected. 


Available onty with built-in jitter option (UPD-B22). 


Specifies the type of SYNC OUT signal (OUTPut:DIGital:SYNC:FEED ......): 


— Wordclock signal (sample frequency) 
— Biphase clock signal (128 times the sample frequency) 


Available onty with built-in jitter option (UPD-B22). 


Decides which signal is connected to the REF output (rear XLR connector). 

— Buffered AUDIO input signal; 

— AUDIO input signal clocked back via the intemal synchronization PLL 

— Generated AUDIO signal (same as front panel) 

~— Generated reference signal defined as constant low (AZER) or 
constant high (AONE) using the following SOUR:DIG:REF command. 

Available only with built-in jitter option (UPD-B22), 


All data of the reference generator are 
0 
231 


Available only with built-in jitter option (UPD-B22) and with 
OUTP:DIG:REF:FEED RGEN selected. 


2.5.3.4.2 
GEN pane! 
Sync Out 

— AUDIOIN 
— REF IN 

— SYNC PLL 
— GEN CLK 


2.5.3.4.2 

GEN panel 

Type 

— WORD CLK 
— BIPHASE CLK 


2.5.3.4.2 

GEN panel 

Ref Out 

— AUDIO IN 

— AUD IN RCLK 
— AUDIO OUT 
— REF GEN 


2.5.3.4.2 

GEN panel 
Data 

~ ALL ZERO 

— ALL ONE 


UPD 


OUTPut:SIGNal:LEVel <nu> 
O mV to 2.125 V 
Resolution 8.33 mV 


OUTPut:SIGNal:BALanced:LEVe! <nu> 
OmV to 8.5V 


3.10.1.3.4 AES/EBU PROTOCOL Definition 


SOURce:PROTocol 


ENHanced 
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Setting the output voltage of the digital signal at the S/P DIF interface. 
Peak-to-peak voltage upon termination with nominal impedance (75 ©); with open 
circuit the voltage is twice as high. 


Note: 
The voltage at the AES/EBU interface is always 4 times as high as the voltage 
selected here. 


Available only for the S/P DIF output (OUTP: TYPE SPD). 


2.5.3.4.2 
GEN panel 
S/PDIF Vpp 


Setting the output voltage of the digital AES/EBU signal 
(peak-to-peak voltage upon termination with nominal impedance 110 a). 
With open circuit the voltage is twice as high. 


Note: 
The voltage at the S/P DIF Interface is always 4% of the voltage selected here. 


Available only for the AES/EBU output (OUTP:TYPE AES). 


Entry of protocol information 
— No entry of channel status data. The state defined last is retained. 


After a change to manual control the protocol command display in 
the GENERATOR panel is switched off. 

— The whole range of protocol data commands can be entered. After a 
change to manual control the protocol commands are displayed 
in the GENERATOR panel. 


2.5.3.4.2 
GEN panel 
AESEBU Vpp 


2.5.3.4.4 

GEN pane! 
PROTOCOL 
— PANEL OFF 
— ENHANCED 


UPD 


unit 


SOURce:PROTocol 


OUTPut: VALidity 


SOURCce:PROToco!/:LCHannelstatus 


MMEMory:LOAD:LPGC 
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OFF 


ENHanced 


CH1And2 


CHI 


CH2 
NONE 


"filename" 
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Entry of protocol information 

— No entry of channel status data. The state defined last is retained. 
After a change to manual control the protocol command display in 
the GENERATOR panel is switched off. 

— The whole range of protocol data commands can be entered. After a 
change to manual control the protocol commands are displayed 
in the GENERATOR panel. 


Sets the validity bits in the AES/EBU data stream. 
— Valid bit for both channels set. 

= Validity bit is set for channel 1 only 

— Validity bit is set for channel 2 only 

— Valid bit is set for neither of the channels 


Specifies how the channel status data for LEFT are to be generated. 

— All channel status data bits are 0 

— UPD generates local timecode and CRC. All other channel status data are 
defined by the file loaded with command MMEMory:LOAD: 
LPGC "filename". 

— Same as AES3, however local timecode is not generated by UPD but set as a 
fixed value from the file. 

— Same as AES3, however neither local timecode nor CRC Is generated by 
UPD but set as fixed values from the file. 


Stating a file containing channel status data for LEFT. 
Preset file type: *: PGC 


2.5.3.4.4 

GEN panel 
PROTOCOL 
— PANEL OFF 
— ENHANCED 


2.5.3.4.4 
GEN panel 
Validity 


GEN panel 
Ch Sta. L 

— ZERO 

— FILE+AES3 
— FILE+CRC 
— FILE 


2.5.3.4.4 
GEN panel 
Filename 
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—— 


SOURce:PROTocol Entry of protocol information 2.5.3.4.4 
OFF — No entry of channel status data. The state defined last is retained. GEN panel 
After a change to manual contro! the protocol command display in PROTOCOL 
the GENERATOR panel is switched off. — PANEL OFF 
ENHanced — The whole range of protocol data commands can be entered. After a — ENHANCED 
change to manual control the protocol commands are displayed 
in the GENERATOR panel. 


SOURce:PROTocol:RCHannelstatus Specifies how the channel status data RIGHT are to be generated. 2.5.3.4.4 
ZERO — All channel status data bits are 0 GEN panel 
LEQual — The two sides are identical, all definitions made for left are copied to the right }| Ch Stat. R 
side. The operating mode is defined by Ch. Stat L. — ZERO 
AES3 — UPD generates local timecode and CRC. — EQUAL L 
All other channel status data are defined by the file loaded with command — FILE+AES3 
MMEMory:LOAD:RPGC "filename". — FILE+CRC 


— Same as AES3...., however local timecode not generated by UPD but set as a | > FILE 
fixed value from the file. 

— Same as AES3-..., however neither local timecode nor CRC is generated by 
UPD but set as fixed values from the file. 


MMEMory:LOAD: RPGC "filename" Stating a file containing channel status data for RIGHT. 2.5.3.4.4 
Preset file type: *.prd GEN panel 
Filename 


SOURce:PROTocol: UMODe Specifies how user data are to be generated. 2.5.3.4.4 
ZERO — All user bits are initialized to be 0. GEN panel 
FILE — User bits are output according to the definitions in the file loaded with User Mode 
command MEMory:LOAD:PGU “filename”. —~ ZERO 
— FILE DEF 
MMEMory:LOAD: PGU Stating a file containing USER data 2.5.3.4.4 
Preset data type: *.prd GEN panel 
Filname 


1030.7500.02 3.57 E-11 


UPD 


Command 


SOURce:PROTocol 


SOURce:PROToco!:PARity 


OFF 
ENHanced 


lECHEEE-Bus Commands: Generators 


Meaning 


Entry of protocol information 


— No entry of channel status data. The state defined last is retained. 
After a change to manual control the protocol command display in 
the GENERATOR panel is switched off. 

— The whole range of protocol data commands can be entered. After a 
change to manual control the protocol! commands are displayed 
in the GENERATOR panel. 


2.5.3.4.4 

GEN panel 
PROTOCOL 
— PANEL OFF 
— ENHANCED 


Specifies whether the protocol is to be generated with parity errors. 2.5.3.4.4 
ON All samples with correct parity. GEN panel 
FAIL Setting the error rate with the commands described below: Parity 
...NFCount, to FCOunt and ... FOFFset — TRUE 
— WITH ERR 


SOURce:PROToco!l:PARity:NFCount <n> Specifies the number of samples with correct parity bit. 2.5.3.4.4 
100 to 10-000-000 GEN panel 
No. Trues 


SOURce:PROToco!:PARity:FCOunt <n> Specifies the number of samples with false parity bit. 2.5.3.4.4 
0 to 1000 GEN panel 
No. False 


SOURce:PROToco!:PARity:FOFFset <n> Specifies the number of samples with correct parity bit up to the first parity error. | 2.5.3.4.4 
0 to 100-000 000 GEN panel 
Offset 


<n> Defines the interval (in blocks) in which errors in the beginning-of-block preamble | 2.5.3.4,4 

0 to 100-000 sequence are generated. GEN panel 
Block Err 

<n> Defines the interval (in blocks) in which errors in the CRC of the status dataare | 2.5.3.4.4 

0 to 100-000 generated. GEN panel 
CRC Error 

<n> Defines the interval (in blocks), in which sequence errors in the preamble are 2.5.3.4.4 

0 to 100-000 generated. GEN panel 
Seq. Err 


1030.7500.02 3.58 E-11 


C c € 


SOURce:PROTocol:FBLock 


SOURce:PROTocol:FCRC 


SOURce:PROTocol:FSEQ 
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3.10.1.3.5 Digital Interface INTERN 
Configuration without jitter option (UPD-B22) 


Command Parameter Basic 
unit 


OUTPut: TYPE — Digital outputs inactive, generator signal internally applied to analyzer 2.5.3.1 
(only in DIG 48 kHz instrument for single-channel! generation Output 
OUTP:SEL CH1 and with a fixed sample rate of 43619.7917 Hz) — INTERN 


OUTPut:AUDiobits 2.5.3.5 
GEN panel 


Audio Bits 


Word width of generated audio samples in bits. 


If the word width is reduced, the values of the audio samples are rounded to the 
specified word width. 


Configuration with jitter option (UPD-B22) 


The whole set of command described in section 3.10.1.3.3 AES / EBU, S/P DIFF, OPTICAL, Configuration with jitter option (UPD-B22) is available except for 
commands OUTPut:S!GNal:LEVel <nu> and OUTPut:SIGNal:BALanced:LEVel <nu> which are assigned to the S/P DIF and AES/EBU outputs only. 


1030.7500.02 3.59 E-11 


UPD lECAEEE-Bus Commands: Generators 


3.10.1.4 Generator Sweeps 
Sweep settings for SINusoid, BURSt, S2Pulse, MDISt and DFD 


With a BURSt and S2Pulse sweep the burst frequency and/or the level is swept, likewise Ontime and/or interval (see next section). 
With a SINusoid sweep the sinusoidal frequency and/or the level is swept. 

With a MDISt sweep the upper frequency and/or the total voltage is swept. 

With a DFD sweep the center frequency and/or the total voltage is swept. 


er. ae 6 ae. Fe 
unit 


SOURce:SWEep:MODE — Manual sweep switching 2.5.4.2 
— Automatic sweep switching GEN panel 
Sweep Ctr 


SOURce:SWEep:NEXTstep 2.5.4.2 
GEN panel 


— Sweep after a certain (fixed) time has elapsed Next Step 

— Sweep after a valid measured value has been obtained — ANLR SYNC 

— Sweep after a certain time defined by interpolated list value — DWELL VALUE 
— DWELL FILE 


SOURce:SWEep:DWELI <nu> 2.5.4.2 
10 ms to 1000 s Dwell time per sweep GEN panel 
Dwell 


MMEMory:LOAD:LIST DWEL[1],'filename' Specified file contains the dwell times 2.5.4.2 
GEN panel 


Query: Dwell File 
MMEM:LOAD:LIST? 
DWEL 


SOURce:FREQuency:MODE CWIFIXed — Frequency setting via entry 2.5.4.2 
SWEep1 — Frequency setting via normal sweep; frequency as X axis GEN panel 
SWEep2 — Frequency setting via normal sweep; frequency as Z axis SWEEP CTRL 
LIST1 — Frequency setting via list sweep; frequency as X axis X Axis 
LIST2 — Frequency setting via list sweep; frequency as Z axis Z Axis 
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SOURce:FREQuency:STARt 


SOURce:FREQuency:STOP 


Parameter 


<nu> 

Value range 
determined by 
instrument or function 


<nu> 

Value range 
determined by 
instrument or function 


P 
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Start value for frequency sweep 


Stop value for frequency sweep 


2.5.4.2 

GEN panel 
FREQUENCY 
— Start 


2.5.4.2 

GEN panel 
FREQUENCY 
— Stop 


SOURce:SWEep: FREQuency:POINts <n> For analog instrument 2.5.4.2 
2 to 1024 Number of sweep points for frequency sweep GEN panel 
Points 
SOURce:SWEep: FREQuency:SPACing Scaling of frequency sweep range 2.5.4.2 
LiNear = linear GEN panel 
LOGarithmic — logarithmic Spacing 


SOURce:SWEep: FREQuency:STEP Step width for frequency sweep 2.5.4.2 
GEN panel 
Step 


MMEMory:LOAD:LIST FREQuency(1],'filena File containing frequencies 2.5.4.2 
me’ GEN panel 
FREQ FILE 
Query: 
MMEM:LOAD:LIST? 
FREQ 


SOURce:VOLTage: MODE CWIFIXed — Amplitude setting via entry 2.5.4.2 
SWEep1 — Amplitude setting via normal sweep; amplitude as X axis GEN pane! 
SWEep2 — Amplitude setting via normal sweep; amplitude as Z axis SWEEP CTRL 
LIST1 — Amplitude setting via list sweep; amplitude as X axis X Axis 
LIST2 — Amplitude setting via list sweep; amplitude as Z axis Z Axis 
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Parameter Meaning 


SOURce:VOLTage:STARt <nu> Start value for amplitude sweep 2.5.4.2 
Value range GEN panel 


determined by VOLTAGE 
instrument or function = Start 


SOURce:VOLTage:STOP <nu> Stop value for amplitude sweep 2.5.4.2 
Value range Vv GEN panel 


determined by VOLTAGE 
instrument or function — Stop 


SOURce:SWEep: VOL Tage:POINts <n> 2.5.4.2 
2 to 1024 Number of sweep points for amplitude sweep GEN panel 


Points 


SOURce:SWEep: VOL Tage:SPACing ae ey of amplitude sweep range it 
= linear pane 


LOGarithmic — logarithmic Spacing 
— LIN 
— LOG 


SOURce:SWEep: VOL Tage:STEP <nu> Step width for amplitude sweep 
Value range 


determined by 
instrument or function 


MMEMory:LOAD:LIST, VOLTage[1],‘fillename' File containing amplitude values 2.5.4.2 
GEN panel 
Query: VOLT FILE 
MMEM:LOAD:LIST? 
VOLT 


SOURce: OFF:MODE SWEepaLiST2 Switches a Z sweep off which was switched on with one of the following 2.5.4.2 
commands. GEN panel 
SOURce:FREQuency:MODE SWEep2 /LIST2 or Z Axis 
SOURce:VOLTage:MODE SWEep2/LIST2 _ or — OFF 
SOURce:ONTime:MODE SWEep2 /LIST2 or 
SOURce:INTerval:MODE SWeEep2 /LIST2 
SWEep2 and LIST2 are synonyms tn this command 


Note: Max. 2 sweep parameters can be selected not to equal CW (= FiXed). Combining SWEep and LIST is not permissible. Likewise, assignment of the same selection point (eg SWEep1) to different 
sweep parameters is not permissible; the selection made most recently is valid, the other sweep parameters are set to FlXed. 
A normal sweep (or list sweep) is possible only when exactly 1 sweep parameter is set to SWEep1 (or LIST 1). 
The sweep system is switched off when all sweep parameters are set to CW (= FlXed). 
Value range for "STARt", "STOP": values are specified in the functions section. 
Value range for "STEP": the permissible step size is determined by “STARt" and “STOP” 
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Sweep settings for BURSt and S2Pulse 
Sweep settings same as with SINusoid, but for BURSt and S2Pulse Ontime and Interval may be swept in addition: 


Command Parameter 


SOURce: ONTime:MODE CWIFIXed ~ Burst time setting via entry 2.5.4.2 
SWEep1 — Burst time setting via normal sweep; burst time as X axis GEN panel 
SWEep2 — Burst time setting via normal sweep; burst time as Z axis SWEEP CTRL 
LIST1 — Burst time setting via list sweep; burst time as X axis X Axis 
LIST2 — Burst time setting via list sweep; burst time as Z axis Z Axis 


SOURCe:INTerval: MODE CWIFIXed — Interval setting via entry 2.5.4.2 
SWEep1 — Interval setting via normal sweep; interval as X axis GEN panel 
SWEep2 — Interval setting via normal sweep; interval as Z axis SWEEP CTRL 
LIST1 — Interval setting via list sweep; interval as X axis X Axis 
LIST2 — Interval setting via list sweep; interval as Z axis Z Axis 


SOURce:ONTime:STARt <nu> Start value for burst time sweep 2.5.4.2 
Value range 2.5.4.5 
determined by 2.5.4.6 
instrument or function GEN panel 

Start 


SOURce: ONTime:STOP <nu> Stop value for burst time sweep 2.5.4.2 
Value range 2.5.4.5 
determined by 2.5.4.6 
instrument or function GEN panel 

Stop 


SOURce:SWEep: ONTime:POINts <n> 2.5.4.2 
2 to 1024 Number of sweep points of burst time sweep GEN panel 
Points 


SOURce:SWEep: ONTime:SPACing Scaling of burst time sweep range 2.5.4.2 
LiNear = linear GEN panel 
LOGarithmic — logarithmic Spacing 
LN 
+ LOG 
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Re eae a | Ei 
unit 


SOURce:SWEep: ONTime:STEP 


MMEMory:LOAD:LIST 


SOURce:/NTerval:STARt 


| SOURCce:INTerval: STOP 


SOURce:SWEep:/NTerval:POINts 


SOURce:SWEep:/NTerval:SPACing 


SOURce:SWEep:/NTerval:STEP 
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<nu> 

Value range 
determined by 
instrument or function 


ONTime, ‘filename' 
Query: 
MMEM:LOAD:LIST? 
ONT 


<nu> 

Value range 
determined by 
instrument or function 


<nu> 
Value range 
determined by 
instrument or function 


<n> 
2 to 1024 


LiNear 
LOGarithmic 


<nu> 
Value range 
determined by 
instrument or function 


3.64 


Step size for burst time sweep 


File containing burst time values 


Start value for interval sweep 


Stop value for interval sweep 


Number of sweep points for interval sweep 


Scaling of interval sweep range 
~ linear 
~ logarithmic 


Step size for interval sweep 


2.5.4.2 
GEN panel 
Step 


2.5.4.5 
2.5.4.6 

GEN panel 
ONTIM FILE 


2.5.4.2 
2.5.4.5 
2.5.4.6 
GEN panel 
Start 


2.5.4.2 
2.5.4.5 
2.5.4.6 
GEN panel 
Stop 


2.5.4.2 
GEN panel 
Points 


2.5.4.2 
GEN panel 
Spacing 

— LIN 

+ LOG 


2.5.4.2 
GEN panel 
Step 
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Command Parameter 


MMEMory:LOAD: LIST INTerval,'filename' File containing interval values 2.5.4.5 
Query: 2.5.4.6 
MMEM:LOAD:LIST? GEN panel 
INT INTV FILE 


3.10.1.5 Generator Functions 


Parameter Meaning 


SOURce:FUNCtion[:SHAPe] Generator signal: 2.5.4 
SINusoid — Sinusoidal tone GEN panel 


MULTisine — Multi-tone (up to 17 sine lines) FUNCTION 
BURSt — Sine burst — SINE 
$2Pulse — Sine” burst — MULTISINE 
MDISt — Double sine (similar to SMPTE) — SINE BURST 


DFD — Double sine (difference frequency distortion method) — SINE? BURST 
RANDom — Noise — MOD DIST 
USER — User-defined signals ~ DFD 
POLarity ~— Polarity test signal — RANDOM 
FM — Frequency modulation — ARBITRARY 
FSK — Frequency Shift Keying — POLARITY 

— FM 


— FSK 
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3.10.1.5.1 SINE 


VS ee a a 
unit 


SOURce:FUNCtion[:SHAPe] — Sinusoidal tone 2.5.4.3 
GEN panel 
FUNCTION 
— SINE 


SOURce:FREQuency: OFFSet:STATe — Frequency offset 0.1 % 2.5.4.1 
— No frequency offset GEN panel 
Frq. Offset 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed on the generator output. | 2.5.4.1 
— Hardly any DC voltage at the output GEN panel 
— DC voltage can be set with the next command. DC Offset 
— OFF 
Note: ~ ON 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


SOURce:VOLTage|:LEVellAMPLitude]:OFFSet DC amplitude 2.5.4.1 
<nu> GEN panel 
-5Vto5V Analog instrument (OUTP:TYPE UNB) DC Offset 
-10Vto 10 V Analog instrument (OUTP:TYPE BAL) 
-1FS to 1FS Digital instrument 


SOURce:SiNusoid:DITHer:STATe — Noise superimposed on signal 2.5.4.1 
~ Noise superimposition off GEN pane! 
For digital instrument only Dither 
— ON 
+ OFF 


SOURce: SiNusoid:DITHer <nu> FS Noise amplitude 2.5.4.1 
Oto1FS GEN panel 
Dither 
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Command Parameter 


SOURce: RANDom:PDF GAUSsian — Noise distribution, Gaussian 2.5.4.1 
TRiangle — Noise distribution, triangular GEN panel 
RECTangle — Noise distribution, uniform PDF 
— GAUSS 
— TRIANGLE 
— RECTANGLE 
SOURce:LOWDistortion — Sine signal generated by LDG 2.5.4.1 
— Sine signal generated by function generator 2.5.4.3 
GEN panel 
Low Dist 
— ON 
— OFF 
SOURce:FREQuency[:CWIFIXed] <nu> Sine frequency OAR 
Value range GEN panel 
determined by 
instrument or function FREQUENQY 
SOURce:VOLTage: EQUalize:STATe ~ Sine signal equalized 2.5.4.3 
— Sine signal not dependent on frequency GEN panel 
Equalizer 
— ON 
— OFF 
MMEMory:LOAD:LIST EQUaiize, ‘filename’ File containing equalizer data 2.5.4.3 
Query: GEN panel 
MMEM:LOAD:LIST? Equal.File 
EQU 
SOURce:FREQuency: QUALIity PRECision — Frequency of the LDG is reset precisely (maximum accuracy) 2.5.4.1 
FAST — Frequency of the LDG is set coarsely (maximum speed) GEN panel 
Settling 
— PRECISION 
— FAST 
SOURce:VOLTage[:LEVellAMPLitude]} <nu> Sine amplitude 2.5.4.3 
Oto 12V Analog range (OUTP:TYPE UNB) GEN pane! 
0 to 24V Analog range (OUTP:TYPE BAL) VOLTAGE 
Oto 1FS Digital range 
Note: fmin, fmax depend on generator ( 2.5.1) . 
Caution: SOUR:VOLT is voltage-limited by SCPI| command SOUR:VOLT:LIM 
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re Sh... ara. 
unit 


SOURce:FUNCtion:SHAPe] 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet 


SOURce: RANDom: SPACing:MODE 


SOURce: RANDom: SPACing:FREQuency 
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MULTisine 


<nu> 
-5Vto5V 
-10 Vto 10 V 
-1FS to 1FS 


USERdefined 


ATRack 


<nu> 
Lower limit value: 
analog = 2.93 Hz 
digital = sampling 
frequency / 16384 


3.68 


Multi-tone (up to 17 sine lines) 


DC offset permitting a DC voltage to be superimposed to the generator output. 


— Hardly any DC voltage at the output _ 
— DC voltage can be set with the next command. 


Note: 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


DC amplitude 

Analog instrument (OUTP:TYPE UNB) 
Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


Setting the frequency spacing for the multisine measurement 


— The entered value (see next command) is corrected to the 
next settable value. 

— The value of the analyzer frequency spacing of FFT is automatically set 
It can be read out with command CALC:TRAN:FREQ:RES? 
provided FFT is selected in the analyzer. 


Setting value for frequency spacing for multisine measurement 


The value range depends on the selected generator and its sampling 
rate (see 2.5.1 Selecting the Generator 


2.5.4.4 

GEN panel 
FUNCTION 

— MULTISINE 


2.5.4.1.1 
GEN panel 
DC Offset 
— OFF 

— ON 


2.5.4.1.1 
GEN panel 
DC Offset 


2.5.4.4 
GEN-Paneli 
Spacing 

— USER DEF 
— ANLR TRACK 


2.5.4.4 
GEN-Panel 
Spacing 
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Parameter Meaning 


SOURce:FUNCtion: MODE Selection of entry mode for individual multisine voltages: 2.5.4.4 
alias EQUualvoltage ~— The same amplitude applies for each sine. It is entered with GEN-Panel 
SOURCce: MULTisine:- MODE command SOUR:VOLT1 <nu>. Mode 
DEFinedvoltage — Aseparate amplitude can be defined for each sine. — EQUAL VOLT 
— DEFINE VOLT 


SOURce:VOLTage: EQUalize:STATe — Sinewave signal equalized 2.5.4.4 
— Sinewave signal not frequency-dependent GEN panel 
Equalizer 
— ON 
— OFF 


MMEWMory:LOAD:L/IST EQualize, ‘filename’ File with equalizer data 2.5.4.4 
GEN pane! 
Query: Equal.File 
MMEM:LOAD:LIST? 
EQU 


SOURce:MULTisine:COUNt Number of settable frequencies 2.5.4.4 
GEN panel 
No of Sin 


SOURce:VOLTage:CREStfactor: MODE MINimized — The crest factor (ratio of peak/rms value) is minimized. 2.5.4.4 
DPHase — The phase of the lines can be separately set with the next but one GEN-Panel 
command SOURce:PHASe[<i>][:ADJust]. Crest Fact 
The start phase of the sinewave is entered. — OPTIMIZED 
VALue — The crest factor is set with the next command SOUR:VOLT:CRES <n> — DEFINE PHAS 
so that it closely approaches a settable value. — VALUE 


SOURce:VOLTage: CRESi?factor <n> Multipli] The specified crest factor is approximated; the more lines are used for 2.5.4.4 
1 to 100 cation | optimization the easier the approximation. A crest factor of 4 (= 12 dB) is GEN panel 
factor | recommended for the measurement in line with ANSI S3.42. Crest Fact 
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SOURce:PHASe[<i>}[:ADJust] <I> Phase entry: 2.5.4.4 


1to 17 i-th sine phase; i=2 to 17 GEN panel 
<nu> Phas No1 to 17 
0 to 360 ° The line is output starting with the specified phase. 


With 0° entered the line starts at 0 and then rises. 
With 90° entered the line starts at the specified voltage and then goes down. 


For SOUR:VOLT:CRES:MODE DPHase only 


2.5.4.4 


SOURce:FREQuency/[<i>][:CWIFlXed] <i> Frequency entry: 


11017 i-th sine frequency; i = 1 to 17 GEN panel 
<nu> 

F; 
Value range req Not to 17 
determined by 


instrument or function 


2.5.4.4 
GEN panel 
Volt No 1 to 17 


i-th sine value 


Analog range (OUTP:TYPE UNBI|CTES) 
Analog range (OUTP:TYPE BAL) 
Digital range 


SOURce:VOLTage[<i>}!'!.EVellAMPLitude] 
Subsequent amplification of all sine lines (<0 — attenuation); the upper range 2.5.4.4 
limit depends on individual rules for sine and sine frequencies as well as on GEN panel 


Vv 
SOURce:VOLTage: TOTal:GAIN <nu> 
SOUR:VOLT:LIM TOTAL GAIN 
Vv 
Vv 


SOURce:VOLTage: TOTa{:LEVellAMPLitude]? <nu> Total peak amplitude; query only 2.5.4.4 
Query only GEN panel 
TOTAL PEAK 
SOURce:VOL Tage: TOTal: RMS? <nu> Total RMS amplitude; query only 2.5.4.4 
Query only GEN panel 
TOTAL RMS 


Note: fmax depends on generator (see 2.5.4.1 Common Parameters for the Generator Signals) 
The maximum amplitude can be set for SOUR<i>:VOLT only when all other sinewaves have an amplitude of 0. Otherwise, V,,,, must be 
reduced by the sum of the remaining single voltages. 


Caution: SOUR:VOLT:TOT is voltage-limited by SCPI command "SOUR: VOLT:LIM” 
With the single amplitudes being unknown, all sinewaves should be set explicitly to 0 before setting the maximum amplitude. 
1. SOUR:MULT:MODE EQU 
2. SOUR1:VOLT 0 
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3.10.1.5.3 SINE BURST 


SOURce:FUNCtion[:SHAPe] 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet <nu> 


-5V to5V 
SOURce:SWEep ... 


-10Vto 10 V 

-1FS to 1FS 
SOURce:FREQuency[:CWIF]Xed] <nu> 

Voltage range depends 

on instrument or 

function 


SOURce:VOLTage[:LEVellAMPLitude] <nu> 
Oto 12V 
0 to 24V 
0to1FS 


SOURce:VOLTage:LOWLevel <nu> 
0 to SOUR:VOLT 
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— Sine burst 


DC offset permitting a DC voltage to be superimposed at the generator output. 


— Hardly any DC voltage at the output 
— DC voltage can be set with the next command. 


Note: 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


DC amplitude 

Analog instrument (OUTP:TYPE UNB) 
Analog instrument (OUTP:TYPE BAL) 
Digital Instrument 


For sweep commands see 3.10.1.4 Generator Sweeps 


Sine frequency 


Burst amplitude (amplitude during HIGH phase of signal) 
Analog instrument (OUTPUP:TYPE UNB) 

Analog instrument(OUTP:TYPE BAL) 

Digital instrument 


Amplitude during LOW phase of signal 
Analog instrument 
Digital instrument 


2.5.4.5 

GEN panel 
FUNCTION 

— SINE BURST 


2.5.4,.1.1 
GEN panel 
DC Offset 
— OFF 

— ON 


2.5.4.1.1 
GEN panel 


DC Offset 


2.5.4.2 
GEN-Pane!} 


2.5.4.5 
GEN-Panel 
FREQUENCY 


2.5.4.5 
GEN panel 
VOLTAGE 


2.5.4.5 
GEN panel 
Low Level 
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SOURce: ONTime{: CWIFIXed] <nu> s,cyc | Burst time 2.5.4.5 
0to60s GEN panel 
Value range ON TIME 
determined by 
instrument or function 
SOURCce:INTerval[:CWIFIXed] <nu> Interval time 2.5.4.5 
Value range GEN panel 
determined by 
instrument or function 
<nu> Sets a start delay for SINE BURST and SINE* BURST. 
O0to60s 


INTERVAL 


2.5.4.5 
2.5.4.6 
GEN panel 
BurstOnDel 


SOURce:ONTime:DELay 


Note: Clock rate and f,,,, depend on generator (see 2.5.1 Selecting the Generator). 
Caution: SOUR:VOLT is voltage-limited by SCP! command SOUR:VOLT:LIM 
1030.7500 9? 3.72 E-11 
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3.10.1.5.4 SINE2 BURST 


a... ee he 


SOURce:FUNCtion[:SHAPe] S2Pulse Sine® burst 2.5.4.6 
GEN panel 
FUNCTION 
— SINE? BURST 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. | 2.5.4.1.1 
— Hardly any DC voltage at the output GEN panel 
— DC voltage can be set with the next command. DC Offset 
— OFF 
Note: — ON 
This setting cannot be made in the analog generator when a tow distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet <nu> DC amplitude 2.5.4.1.1 
-5Vto5V DC Offset 
-10Vto 10 V Analog instrument (OUTP:TYPE UNB) 
-1FS to 1FS Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


SOURce:SWEoep ... For sweep commands see 3.10.1.4 Generator Sweeps 2.5.4.2 
GEN panel 


SOURce:FREQuency[:CWIFIXed] <nu> Burst frequency 2.5.4.6 
Value range GEN panel 


determined by FREQUENCY 
instrument or function 


SOURce:VOLTage[:LEVellIAMPLitude] <nu> Burst amplitude 2.5.4.6 
Oto 12V Analog instrument (OUTP:TYPE UNB) GEN panel 
Oto 24V Analog instrument (OUTP:TYPE BAL) VOLTAGE 
Oto 1FS Digital instrument 


SOURCce: ONTime[:CWIF|Xed] <nu> s,cyc | Burst time 2.5.4.6 
Value range GEN panel 
determined by ON TIME 


instrument or function 


1030.7500.02 3.73 E-11 
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Parameter Basic 
unit 

SOURce:INTervaf:CWIFIXed] <nu> 2.5.4.6 
Value range GEN panel 
determined by INTERVAL 
instrument or function 

SOURce: ONTime:DELay 1) Sets a start delay for SINE BURST and SINE* BURST. 
O0to60s 


Note: fmax depends on generator (see 2.5.1 Selecting the Generator) 


Caution: SOURC:VOLT is voltage-limited by SCPI command SOUR:VOLT:LIM 
When negative amplitudes are entered the pulse is inverted. 


2.5.4.5 
2.5.4.6 
GEN panel 
BurstOnDel 
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€ C C 


€ € € 


UPD IECAEEE-Bus Commands: Generators 


3.10.1.5.5 SQUARE 


“ 


SOURce:FUNCtion[:SHAPe] SQuare 2.5.4.7 
GEN panel 
FUNCTION 
— SQUARE 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed to the generator output. | 2.5.4.1.1 
GEN panel 
— Hardly any DC voltage at the output DC Offset 
— DC voltage can be set with the next command. — OFF 
— ON 
Note: 
This setting cannot be made in the analog generator when a low distortion 
generator Is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet <nu><n> DC amplitude 2.5.4.1. 
-5VtoSV DC Offset 
-10 Vto 10 V Analog range (OUTP:TYPE UNB) 
-1Fs to1FS Analog range (OUTP:TYPE BAL) 
Digital range 
SOURce:SWEep ... For sweep commands see 3.10.1.4 Generator Sweeps 2.5.4.2 
GEN nanel 
SWEEP CTRL 
SOURce:FREQuency[:CWIFIXed] <nu> Square frequency 2.5.4.7 
2 Hz to 10 kHz for INST A25 GEN panel 
2 Hz to Taktrate/4 for INST D48, INST D192 FREQUENCY 
50 Hz to Taktrate/4 for INST D768 
SOURce:VOLTage[:LEVellAMPLitude] <nu> Square amplitude 2.5.4.7 
0to 10 V Analog range (OUTP:TYPE:UNB|CTES) GEN panel 
0 to 20 V Analog range (OUTP:TY PE:BAL) VOLTAGE 
Oto 1FS Digital range 
Note: fmax depends on generator (see 2.5.1 Selecting the Generator) 
Caution: SOURC:VOLT is voltage-limited by SCPI command SOUR: VOLT:LIM 


1030.7500.02 3.75 E=T1 
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3.10.1.5.6 MOD DIST 


unit 


SOURce:FUNCtion[:SHAPe] 


SOURce:FREQuency:OFFSet:STATe 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe 


SOURCce:VOLTage]:LEVellAMPLitude]:OFFSet 
-5Vt05V 
-10 Vto 10 V 
-1FS to 1FS 


<nu> FS 
0to1FS 


1030.7500.02 3.76 
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SOURce:S/Nusoid:DiTHer:STATe 


SOURCce: S/Nusojd:DITHer 
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— Double sine (similar to SMPTE) 


— Frequency offset 0.1 % 
— No frequency offset 


DC offset permitting a DC voltage to be superimposed at the generator output. 


— Hardly any DC voltage at the output 
— DC voltage can be set with the next command. 


Note: 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


DC amplitude 

Analog instrument (OUTP:TYPE UNB) 
Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


~ Noise superimposed onto the signal. 
— Noise superimposition off 
For digital instrument only 


Noise amplitude 


2.6.5.8 

GEN panel 
FUNCTION 
— MOD DIST 


2.5.4.1.1 

GEN panel 
Frq. Offset 

— +1000 PPM 
— OFF 


2.5.4.1.1 
GEN panel 
DC Offset 
— OFF 

— ON 


2.5.4.1.1 
GEN panel 
DC OFFSET 


2.5.4.1.1 
GEN panel 
Dither 

— ON 

— OFF 


2.5.4.1.1 
GEN panel 
Dither 


E-11 
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Parameter 


SOURce: RANDom:PDF GAUSsian — Noise distribution, Gaussian 2.5.4.1.1 
TRiangle — Noise distribution, triangular GEN panel 
RECTangle — Noise distribution, equivalent PDF 
— GAUSS 
~ TRIANGLE 
— RECTANGLE 


SOURce:LOWDistortion — Useful signal generated by LDG 2.5.4.1 
— Both sines generated by function generator. 2.5.4.8 
GEN panel 
Low Dist 
— ON 
— OFF 


SOURce:SWEep ... For sweep commands see 3.10.1.4 Generator Sweeps 2.5.4.2 
GEN-Panel 


SOURce:FREQuency:QUALIty PRECision ~ Frequency of the LDG is reset (maximal accuracy) 2.5.4.8 
FAST — Frequency of the LDG is coarsely set (maximal rate) GEN panel 
Settling 
— PRECISION 
— FAST 


SOURce:FREQuency[1]{:CWIFIXed] <nu> Useful frequency 2.5.4.8 
Value range GEN panel 
determined by UPPER FREQ 
instrument or function 


SOURce:FREQuency2[:CWIFIXed] <nu> Interfering frequency 2.5.4.8 
30 to 500 Hz GEN panel 
LOWER FREQ 


SOURce:VOLTage:RATio Ratio of interfering to useful signal 2.5.4.8 
GEN panel 
VOLT LF:UF 
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Sen aie ace 
unit 


SOURce:VOLTage: TOTa{:LEVellAMPLitude] <nu> Total amplitude 2.5.4.8 
Value range GEN panel 
determined by TOTAL VOLT 


instrument or function 


Note: fmax depends on generator (see 2.5.1 Selecting the Generator) 

Caution: SOUR:VOLT:TOT is voltage-limited by SCPI command SOUR:VOLT:LIM. 
In the analog instrument the lower limit SOUR:VOLT:RAT (for high rms voltage specifications) depends on the required total rms voltage (see 
TOTAL VOLT). 

3.10.1.5.7 DFD 


SOURce:FUNCtion[:SHAPe] — Double sine (difference frequency method) 2.5.4.9 
GEN panel 


FUNCTION 
~ DFD 


SOURce:FREQuency: OFFSet:STATe — Frequency offset 0.1 % 2.5.4.1 
— No frequency offset GEN panel 
Frq. Offset 
— + 1000 PPM 
— OFF 


SOURce:LOWDistortion — 1st sine generated by LDG 2.5.4.1 
— Both sines generated by function generator 2.5.4.9 
GEN pane! 
Low Dist 
7 ON 
— OFF 
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SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe 


SOURCce:VOLTage[:LEVellIAMPLitude]:OFFSet 


SOURce: S/Nusoid:DITHer:STATe 


SOURce: S/Nusoid:DITHer 


SOURce: RANDom:PDF 


1030.7500.02 


-10 Vto 10 V 
-1FS to 1FS 


<nu> 
0to1FS 


GAUSsian 
TRliangle 
RECTangle 


DC offset permitting a DC voltage to be superimposed at the generator output. 
— Hardly any DC voltage at the output 
— DC voltage can be set with the next command. 


Note: 

This setting cannot be made in the analog generator when a low distortion 
generator is used. 

With the offset switched on, the S/N ratio of the analog DFD signal is poorer by 
30 aB. 


Vv DC amplitude 
Analog instrument (OUTP:TYPE UNB) 


Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


— Noise superimposed onto the signal. 
— Noise superimposition off 


For digital instrument only 


Noise amplitude 


— Noise distribution, Gaussian 
— Noise distribution, triangular 
— Noise distribution, uniform 


3.79 


GEN panel 
DC Offset 
— OFF 

— ON 


2.5.4.1.1 
GEN panel 
DC OFFSET 


2.5.4.1.1 
GEN-Panel 
Dither 

> ON 

— OFF 


2.5.4.1.1 
GEN panel 
Dither 


2.5.4.1.1 

GEN panel 

PDF 

— GAUSS 

— TRIANGLE 
— RECTANGLE 
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SOURce:FUNCtion: MODE 1EC268 — Entry of center frequency (MEAN FREQ) and difference frequency 2.5.4.9 
(DIFF FREQ) to IEC 268 with commands GEN panel 
SOUR:FREQ:MEAN <nu> and Mode 
SOUR:FREQ:DIFF <nu> — IEC 268 
If a frequency sweep is selected (for the X or Z axis), the center frequency — IEC 118 
is swept. 

1EC118 — Entry of upper DFD frequency (UPPER FREQ) and of 

difference frequency (DIFF FREQ) to IEC 118 with commands 
SOUR:FREQ <nu> and 
SOUR:FREQ:DIFF <nu> 
If a frequency sweep Is selected (for the X or Z axis), the 
UPPER FREQ is swept. 


SOURce:VOLTage: EQUalize:STATe — Equalizer switched on. 2.5.4.9 
— Equalizer switched off. GEN panel 
Equalizer 
— ON 
— OFF 


MMEMory:LOAD:LIST EQUaiize,‘filename’ Fite with equalizer data 2.5.4.9 


GEN panel 
Query: Equal.File 
MMEM:LOAD:LIST? 


EQU 


SOURce:SWEep... eo For sweep commands see 3.10.1.4 Generator Sweeps a: & 


SOURce:FREQuency: MEAN <nu> Hz Mean frequency 2.5.4.11 
Value range GEN panel 
determined by MEAN FREQ 
instrument or function 


determined by DIFF FREQ 


instrument or function 


SOURce:FREQuency: DiFFerence <nu> Difference frequency 2.5.4.9 
Value range GEN panel 
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SOURce:FREQuency: QUALIty PRECision ~ Frequency of the LDG is reset (maximal accuracy) 2.5.4.9 
FAST — Frequency of the LDG is coarsely set (maximal rate) GEN panel 
Settling 
~ PRECISION 
— FAST 
SOURce:VOLTage: TOTa{:LEVellAMPLitude] <nu> Vv Total amplitude 2.5.4.9 
Value range FS GEN panel 
determined by TOTAL VOLT 
instrument or function 
Note: Clock rate, finin» fmax depend on generator (see 2.5.1 Selecting the Generator) 
Caution: SOUR:VOLT:TOT is voltage-limited by SCP! command SOUR:VOLT:LIM 


1030.7500.02 3.81 E-14 


UPD IECAEEE-Bus Commands: Generators 


3.10.1.5.8 DIM 


Parameter Basic 
unit 


SOURce:FUNCtion[:SHAPe] — Sine and square (DIM standards) 2.5.4.10 
GEN panel 
FUNCTION 
— DIM 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. | 2.5.4.1.1 
— Hardly any DC voltage at the output GEN pane! 
— DC voltage can be set with the next command. DC Offset 
— OFF 
Note: — ON 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet <nu><n> DC amplitude 2.5.4.1.1 
-5Vto5V Analog instrument (OUTP:TYPE UNB) DC Offset 
-10 Vto 10 V Analog instrument (OUTP:TYPE BAL) 
-1Fs to 1FS Digital instrument 


SOURce: DIM — Frequency square/sine 3.15/15 kHz 2.5.4.10 
— Frequency square/sine 2.96/14 GEN pane! 
Square/Sin 
— 2.96/14 kHz 
= 3.15/15 kHz 


SOURce: BANDwiadth Band limitation of analog square 2.5.4.10 


SOURce:BWIDth = to 30 kHz GEN panel 
= to 100 kHz — 30 kHz 
— 100 kHz 


SOURce:SWEep ... For sweep commands see 3.10.1.4 Generator Sweeps 2.5.4.2 
GEN panel 
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a... : ee ee 


SOURce:FREQuency:QUALIity PRECision — Frequency of the LDG is reset (maximal accuracy) 2.5.4.10 
FAST — Frequency of the LDG is coarsely set (maximal rate) GEN panel 
Settling 
— PRECISION 
— FAST 


SOURce:VOLTage: TOTa{:LEVellAMPLitude] <nu> Total amplitude 2.5.4.10 
Oto 21.2V Analog instrument (OUTP:TYPE UNBI|CTES) GEN panel 
Oto 10.6V Analog instrument (OUTP:TYPE BAL) — TOTAL VOLT 
Oto1FS Digital instrument 


Caution: SOUR: VOLT:TOT is voltage-limited by SCPI-Command SOUR: VOLT:LIM 


1030.7500.02 3.83 E-11 
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3.10.1.5.9 RANDOM 


SOURce: RANDom:DOMain 


SOURce:VOLTage: TOTaf:LEVellAMPLitude] 


SOURce:VOLTage: TOTal: RMS 


1030.7500.02 
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<nu> 
-5Vto5V 

-10 Vto 10 V 
-1FS to 1FS 


FREQuency 
TIME 


<nu> 
0to12V 
0to24V 
Oto1FS 


3.84 


DC offset permitting a DC voltage to be superimposed at the generator output. 
— Hardly any DC voltage at the output 
— DC voltage can be set with the next command. 


Note: 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


DC amplitude 


Analog instrument (OUTP:TYPE UNB) 
Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


— Frequency domain 
— Time domain 


Noise peak amplitude 

Analog instrument (OUTP:TYPE UNB) 
Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


Queries the noise RMS amplitude 
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2.5.4.11 
GEN panel 
FUNCTION 
— RANDOM 


2.5.4.1.1 
GEN panel 
DC Offset 
— OFF 

> ON 


2.5.4.1.1 
GEN panel 
DC OFFSET 


2.5.4.11 
GEN panel 
Domain 

— FREQ 
=> TIME 


2.5.4.11 
GEN panel 
VOLT PEAK 


2.5.4.11 
GEN panel 
VOLT RMS 
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Further commands for frequency domain only: 


Command 


SOURce: RANDom:SPACing:MODE 


SOURce:RANDom:SPACing: FREQuency 


SOURce: RANDom:SHAPe 


MMEMory:LOAD:LIST 


SOURce: RANDom:FREQuency:LOWer 
SOURce: RANDom:FREQuency:UPPer 


1030.7500.02 


Parameter 


ATRack 
USERdefined 


<nu> 
Value range 
determined by 
instrument or function 


WHITe 
PINK 
TOCTave 


ARBitrary 


ARBitrary, 'filename' 
Query: 
MMEM:LOAD:LIST? 
ARB 


RANDon, ‘filename' 
Query: 
MMEM:LOAD:LIST? 
RAND 


<nu> 
Value range 
determined by 
instrument or function 


3.85 


Meaning 


— Analyzer frequency spacing synchronous 
— Frequency spacing acc. to user entry 


Entry of frequency spacing 


— White noise 

— Pink noise 

— 1/3 octave noise. The center frequency is selected with command 
SOUR:FREQ:MEAN <nu> further down. 

— File-defined noise 


File with data for file-defined noise. 
ARBitrary and RANDom are synonyms. 


Lower/upper frequency limit for 
white and pink noise 


2.5.4.11 

GEN panel 
Spacing 

— ANLR TRACK 
— USER DEF 


2.5.4.11 
GEN panel 
Spacing 


2.5.4.11 

GEN panel 
Equalizatn 

— WHITE 

— PINK 

— THIRD OCT 
— FILE 


2.5,.4.11 
GEN panel 
Shape File 


2.5.4.11 

GEN panel 
Lower Freq 
Upper Freq 


UPD 


Command 


SOURce:VOLTage: EQUalize:STATe 


MMEMory:LOAD:LIST 


SOURCce:VOL Tage: CREStfactor- MODE 


SOURce:VOLTage: CRESitfactor 


SOURce:FREQuency: MEAN 


1030.7500.02 
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Meaning 


EQuaiize,'tilename' File with equalizer data. 
Query: 
MMEM:LOAD:LIST? 


— Equalizer switched on. 
— Equalizer switched off. 


EQU 
MINimized —> Automatic minimization of crest factor by an intemal optimization 
of individual phases. 
— The crest factor is set as close as possible to a settable value using 
the following command SOURce:VOLTage:CREStfactor <n>". 


<n> Multipli| A crest factor as close as possible to the specified value is set in the UPD. 
1 to 100 cation 
factor 


VALue 


<nu> Center frequency for 1/3 octave noise with SOUR:RAND:SHAP TOCT selected. 


Value range 
determined by 
instrument or function 


3.86 


2.5.4.11 
GEN panel 
Equalizer 
— ON 

— OFF 


2.5.4.11 
GEN panel 
Equal.File 


2.5.4.11 

GEN panel 
Crest Fact 

— OPTIMIZED 
= VALUE 


2.5.4.11 
GEN panel 
Crest Fact 


2.5.4.11 
GEN panel 
MEAM FREQ 
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Further commands for time domain only: 


ee... a t...- . aaa E 


SOURce: RANDom:PDF GAUSslan — Noise distribution, Gaussian 2.5.4.11 
TRiangle — Noise distribution, triangular GEN panel 
RECTangle — Noise distribution, uniform PDF 

— GAUSS 

— TRIANGLE 
— RECTANGLE 


Note: Clock rate depends on generator (see 2.5.1 Selecting the Generator) 
Caution: SOUR:VOLT:TOT is voitage-limited by SCPI command SOUR:VOLT:LIM. 
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3.10.1.5.10 ARBITRARY 


Command Parameter Basic 
unit 


SOURce:FUNCtion[:SHAPe] — User-defined waveforms 2.5.4.12 
GEN panel 
FUNCTION 
— ARBITRARY 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. 


— Hardly any DC voltage at the output 
— DC voltage can be set with the next command. 


Note: 
This setting cannot be made In the analog generator when a low distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet DC amplitude 2.5.4.1.1 
GEN panel 
-10V to 10 V Analog instrument (OUTP:TYPE UNB) DC Offset 
-1FS to 1FS Analog instrument (OUTP:TYPE BAL) 
Digital instrument 


MMEMory:LOAD:LIST ARBitrary,'filename' File with data for waveform 2.5.4.12 
GEN panel 
Query: Filename 
MMEM:LOAD:LIST? 
ARB 
SOURce:VOLTage: TOTa{:LEVellIAMPLitude] Peak amplitude of signal 2.5.4.12 
Analog instrument (OUTP:TYPE UNB) GEN panel 
Analog instrument (OUTP:TYPE BAL) VOLT PEAK 
Digital instrument 
SOURce:VOLTage: TOTal:RMS? <nu> RMS signal amplitude 2.5.4.12 
Query only Analog instrument GEN pane! 
Digital instrument VOLT RMS 
Caution: SOUR:VOLT:TOT is voltage-limited by SCPI command SOUR:VOLT:LIM. 
1030.7500.02 3.88 E-14 
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3.10.1.5.11 POLARITY 


SOURce:FUNCtion[:SHAPe] POLarity — Polarity test signal 2.5.4.13 
GEN panel 
FUNCTION 
— POLARITY 


SOURce:VOLTage[:LEVellAMPLitude]:OF FSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. | 2.5.4.1.1 
GEN panel 
~— Hardly any DC voltage at the output DC Offset 
— DC voltage can be set with the next command. — OFF 
— ON 
Note: 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet <nu> DC amplitude 2.5.4.1.1 
5 Vto5V Analog instrument (OUTP:TYPE UNB) GEN panel 
-10 V to 10 V Analog instrument (OUTP:TYPE BAL) DC Offset 
-1FS to 1FS Digital instrument 


SOURce:VOLTage[:LEVell[AMPLitude] <nu> Pulse amplitude 2.5.4.13 
Oto 12V Analog instrument (OUTP:TYPE UNB) GEN panel 
0 to 24V Analog instrument (OUTP:TYPE BAL) VOLTAGE 
Oto1FS Digital instrument 


Caution: SOURC:VOLT is voltage-limited by SCPI command SOUR:VOLT:LIM. 
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3.10.1.5.12 FM 


unit 


SOURce:FUNCtion[:SHAPe} Frequency modulation 2.5.4.14 
FUNCTION 


SOURce:VOLTage[:LEVellAMPLitude]:0FFSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. 2.5.4.1.1 
~ Hardly any DC voltage at the output GEN panel 
— DC voltage can be set with the next command. DC Offset 
— OFF 
Note: > ON 
This setting cannot be made in the analog generator when a low distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet DC amplitude 2.5.4.1.1 
<nu> Analog instrument (OUTP:TYPE UNB) GEN panel 
-5Vto5V Analog instrument (OUTP:TYPE BAL) DC Offset 
-10Vto 10 V Digital instrument 
-1FS to 1FS 


SOURce:FREQuency[:CWIFlXed] <nu> Setting the modulation frequency 2.5.4.14 
Value range GEN panel 
determined by Mod Freq 
instrument or function 


SOURce:VOLTage]:LEVellAMPLitude] <nu> Deviation 2.5.4.14 
GEN panel 


0to12V Mod Factor 
Oto1FS 


SOURce:FREQuency2[:CWIFIXed] <nu> Carrier frequency 2.5.4.14 
Value range GEN panel 
determined by Carr Freq 
instrument or function 


SOURce:VOLTage2[:LEVellAMPLitude] <nu> Signal level 2.5.4.14 
0to12V GEN panel 
0to1FS Carr Volt 
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3.10.1.5.13  FSK 


a Basel 


SOURce:FUNCtion[:SHAPe] Frequency-coded signal for Automatic Measuring System option UPD-K33 2.5.4.15 
FUNCTION 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe DC offset permitting a DC voltage to be superimposed at the generator output. | 2.5.4.1.1 
~ Hardly any DC voltage at the output GEN panel 
— DC voltage can be set with the next command. DC Offset 
~ OFF 
Note: ~ ON 
This setting cannot be made in the anaiog generator when a iow distortion 
generator is used. 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet DC amplitude 2.5.4.1.1 
<nu> Analog Instrument (OUTP:TYPE UNB) GEN panel 
-5Vto5V Analog instrument (OUTP:TYPE BAL) DC Offset 
-10 Vto 10 V Digital instrument 
-1FS to 1FS 


SOURce:VOLTage[:LEVellAMPLitude] <nu> Signal amplitude 2.5.4.15 
0to12V GEN panel 
Oto1FS Volt Not 


SOURce:033 '033-Kennung' Sends the code for line measurements. No manual 
The data coded in this way can only be sent from option UPD-B33 or UPD-K1 operation 
(universal sequence controller). 


1030.7500.02 3.91 E-11 
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3.10.1.5.14 Auxiliary Generator 


Command 


OFF 
DIGData 


OFF 


SOURce2:FUNCtion 


OUTPut2:SELect 


CHI 

CH2 

CH2Is1 
CH2Phas180 


SOURce2:FREQuency[:CWIFIXed] <nu> 
Resolution ... 21.75 
kHz 
Resolution: sample 
rate / 192; corresp. to 
250 Hz at 48 kHz 


SOURce2:VOLTage[:LEVel][AMPLitude] <nu> 
OFSto1FS 


1030.7500.02 3.92 
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Meaning 


Activation of auxiliary generator for generating an audio data stream with sine- 
shaped data content. 


— Auxiliary generator switched off. An audio data stream with the content 
0 is generated. 
— The auxiliary generator produces sine-shaped data. 


Channel setting for sine-shaped audio data stream. 


— Both channels off, (frame transfer signal available, data content of 
both channels 0) 

— Channel 1 contains sine-shaped data, channel 2 contains 0 

— Channel 2 contains sine-shaped data, channel 1 contains 0 

— Sine-shaped data on both channels 

— Sine-shaped data on channel 2 shifted by 180° against 
those of channel 1. 


Entry of frequency for sine-shaped data of audio signal. 


Entry of amplitude for sine-shaped data of audio signal. 


2.5.5 

GEN pane! 
AUX GEN 

— OFF 

— DIG DATA 


2.5.5 

GEN panel 
Channel(s) 
— OFF 
—1 

32 
7221 
2~2=-1 


2.5.5 
GEN panel 
Data Freq 


2.5.5 
GEN panel 
Data Ampl 
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3.10.2 | IEC/EEE-Bus Commands for Analyzers 
3.10.2.1 Selection of Analyzer 


INSTrument2[:SELect] — Analog analyzer 22 kHz 2.6.1 


equivalent to — Analog analyzer 100 kHz ANLR panel 
INSTrument2:NSELect — Analog analyzer 300 kHz INSTRUMENT 
— Digital analyzer 48 kHz — ANLG 22 kHz 
— Digital analyzer 192 kHz — ANLG 100 kHz 
— Digital analyzer 768 kHz — ANLG 300 kHz 
— DIG 48 kHz 
— Analog analyzer 22 kHz — DIG 192 kHz 
— Analog analyzer 100 kHz — DIG 768 kHz 


— Analog analyzer 300 kHz 
— Digital analyzer 48 kHz 

— Digital analyzer 192 kHz 
— Digital analyzer 768 kHz 
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3.10.2.2 Configuration of Analog Analyzers 


Command 


INPut{]:FILTer[:LPASs]:FREQuency 


SENSe{]:POWer:REFerence: RESistance 


INPut[]:SELect 


INPut{112]: TYPE 


INPut[112]:IMPedance 
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Parameter 


<nu> Query only 
2 Hzl10 Hz 


<nu> 
1mQ to 100 kQ 


CH1 

CH2 
CH1And2 
CH1Is2 


CH2Ist 


BALanced 
UNBalanced 


GEN1 
GEN2 


R200K 
USERdefined 


3.94 


Meaning 


Lower limit frequency for analyzer instruments A22 and D48. 


Reference resistance for power units 


— Only channel 1 active 
— Only channel 2 active 
— Channel 1 and 2 active, settings may be different 
— Channel 1 and 2 active, identical settings 
Data of channel! 1 adopted for channel 2. 
— Channel 1 and 2 active, identical settings 
Data of channel 2 adopted for channe! 1. 


~ Balanced input (XLR connector), see Fig. 2-1/7. 
For analog instruments only. 

— Unbalanced input (BNC connector), see Fig. 2-1/7. 
For analog instruments only. 


— Intemal connection to generator channel 1. For analog instruments only. 
— Intemal connection to generator channel 2. For analog instruments only. 


Input impedance for unbalanced input 

— 3002 

— 600Q 

— 200 kQ 

— User-defined Input impedance for Unbalanced input. 


2.6.2 
ANLR panel 
Min Freq 


2.4 (RREF) 
2.6.2 
ANLR panel 


2.6.2 
ANLR panel 
CHANNEL(s) 


ANLR panel 
Input 

—BAL XLR 

— UNBAL BNC 
— GEN1 

— GEN2 


2.6.2 

ANLR panel 
Imped 

300 Q 
600 Q 
200 Q 

~— USER DEF 
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INPut[112]:LOW FLOat — Outer conductor of unbalanced. input not connected to instrument ground 2.6.2 
(PE conductor). ANLR panet 
GROund — Outer conductor of unbalanced. input connected to instrument ground (PE Common 
conductor) —FLOAT 
GROUND 


SENSe[]: VOLTage:RANGe[112]:LOWer <nu> Sets a range containing the specified level value. No underrange but higher 2.6.2 
For value range see ranges may be selected. ANLR panel 
2.6.2 Configuration Range 
of the Analog LOWER 
Analyzers 


SENSe[]:VOLTage:RANGe[1I2]:AUTO — Autoranging 2.6.2 
— The current range is accepted and retained as :UPPer. ANLR panel 
Corresponds to SENSe[]: VOLTage:RANGef{1 | 2)[:UPPer]<current range> Range 
—Auto 


SENSe]]: VOLTage:RANGe[112][:UPPer] <nu> Sets a range containing the specified level value and holds it unconditionally. 2.6.2 
For value range see ANLR panel 
2.6.2 Configuration Range 
of the Analog FIX 
Analyzers 
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3.10.2.3 Configuration of Digital Analyzers 


Parameter Basic Meaning 
unit 


SENSe:D!Gital:FEED Specifies what should be measured at the digital interfaces. 2.6.3.1 
ADATa — Measurement of digital audio data (audio content). ANLR panel 
JPHase — Measurement of jitter of selected digital audio input and Meas Mode 
phase offset to reference signal (REF IN at instrument rear). — AUDIO DATA 
CINPut — Measurement of COMMON signals (common made signal) at — JITTER/PHAS 
AES/EBU connector and of digital input amplitude at AES/EBU — COMMON/INP 
and S/P DIF connectors. 


INPut:FILTer[:LPASs]:FREQuency <n> Query only Lower frequency limit of analyzer. 2.6.1 
10 Hzi20 Hz For SENS:DIG:FEED ADAT only. ANLR panel 
Min Freq 


INPui{[]: SELect For SENS:DIG:FEED ADAT only 2.6.2 
— Only channel 1 active 2.6.3 
— Only channel 2 active ANLR panel 
— Channel 1 and 2 active, identical setting CHANNEL(s) 
1 
32 
~— BOTH 
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INPut{1!2]: TYPE 


MSERial 


SERial 


MPARale! 


PARallel 


AESebu 


Selection of input interface: 


> Serial universal input, multiplexed, displayed only with Meas Mode 
AUDIO DATA active. 

— Serial universal input, displayed only with Meas Mode AUDIO DATA 
active. 


— Parallel input, multiplexed, displayed only with Meas Mode 
AUDIO DATA active. 
— Parallel input, displayed only with Meas Mode AUDIO DATA active. 


— Balanced digital input, XLR; only with built-in 


ANLR panel 
Input 

— SERIAL MUX 
— SERIAL 

— PARAL MUX 
— PARALLEL 
— AES/EBU 

— S/P DIF 

— OPTICAL 

— INTERN 


AES/EBU Interface option UPD-B2. 
SPDif — Unbalanced digital input, BNC; only with built-in 
AES/EBU Interface option UPD-B2. 
OPTical — Optical digital input, TOSLINK; only with built-in 
AES/EBU Interface option UPD-B2. 
INTern — Digital input, from intemal generator. 
Without Jitter option UPD-B22, the generator must be set to INTERN for 
an intemal measurement. 
With Jitter option UPD-B22, an intemal measurement can be performed 
even if the generator is set to AES/EBU, S/P DIF or OPTICAL. 


3.10.2.3.1 Serial Interfaces 


INPut[112]: TYPE Selection of input interface: 2.6.3.1 


ANLRA panel 
MSERial — Serial universal input, multiplexed, displayed only with Meas Mode Input 


AUDIO DATA active. — SERIAL MUX 
SERial — Serial universal input, displayed only with Meas Mode AUDIO DATA — SERIAL 
active. 
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ee a ae 
unit 


INPut[]: SAMPle:FREQuency:MODE Setting the signal clock rate. 2.6.3.1 
Available only for Meas Mode AUDIO DATA (SENS:DIG:FEED ADAT). ANLR panel 
Sample Frq 
When the sample frequency is selected, (numerical entry or selection of preset — 32 kHz 
value), the analyzer is informed on the sample frequency of the test signal so that | — 44.1 kHz 
the audio frequency can be correctly measured. This information is irrelevant for | > 48 kHz 
analyzer synchronization. — VALUE: 
~ AUTO 
— Without jitter option and for inputs SERIAL, — CHAN STATUS 
SERIAL MUX, PARALLEL and PARAL MUX, an intemal clock is generated 
when one of the 3 fixed frequencies is selected. The clock is available at the 
interfaces for driving an extemal circuit. Otherwise the (generated) clock has 
no function for the measurement. 
— When VALUE is selected, the applied frequency can be 
entered with the next command. Clocks are not generated at the interface. 


Value of applied sample frequency. 2.6.3.1 

Only for SENS:DIG:FEED ADAT with ANLR panel 

INP:SAMP:FREQ:MODE VAL Sample Frq 
— VALUE: 


INPut[]: SAMPl/e:FREQuency <nu> 
100 Hz to 52.5 kHz 


Data bits per input sample for interfaces SERial and MSERial 


INPut[}: WLENogth 


ANLR panel 
Word Ingth 
78 

— 16 

= 24 

— 32 
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INPut[]:OSAMpling Clock multiplier depending on instrument, see 2.6.1 Selecting the Analyzer 2.6.3.1 
ANLR pane! 
Oversamp 
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INPut[]: WOFFset <n>= -16 to 16 Position of sync pulse for interfaces SERial and MSERial 2.6.3.2 
ANLR panel 
Word offset 


INPut[]:AUDiobits <n> Word width of analyzed audio samples in bits. 2.6.3.2 
Value range depends ANLR panel 
on word length: \f the word width is reduced, the values of the audio samples are cut to the Audio Bits 
With word length specified word width. 
=8: 8 For SENS:DIG:FEED ADAT only. 
= 16: 8 to 16 
= 24: 8 to 24 
=32: 8to28 


INPut[]: WSELect Marks CH1 on line LR for interface MSERial 2.6.3.2 
ANLR panel 
Wordse!Ch1 
> LOW 
+ HIGH 


INPut[]: WCLock RiSing Polarity of sync pulse for interface SERial 2.6.3.2 
FALLing ANLR panel 
Wordclock 
— RISING 
— FALLING 


INPut[]:BCLock Polarity of bit clock for interfaces SERia! and MSERial 2.6.3.2 
ANLR pane! 
Bitclock 
— RISING 
+ FALLING 


INPut[]:B/TOrder MSBFirst Bit sequence for interfaces SERial and MSERial 2.6.3.2 
LSBFirst ANLR panel 
Bit order 
— MSB FISRT 
— LSB FISTS 
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3.10.2.3.2 Parallel Interfaces 


ae az . 


INPut[112]: TYPE Selection of input interface: 2.6.3.1 
ANLR panel 
MPARalle! — Parallel input, multiplexed, displayed only with Meas Mode Input 
AUDIO DATA active. — PARAL MUX 
PARallel — Parallel input, displayed only with Meas Mode AUDIO DATA active. — PARALLEL 


INPut[]: SAMPle:FREQuency: MODE Setting the signal clock rate. 2.6.3.1 
Not available for Meas Mode AUDIO DATA (SENS:D!G:FEED ADAT). ANLR panel 
Sample Frq 
When the sample frequency is selected, (numerical entry or selection of preset | — 32 kHz 
value), the analyzer is informed on the sample frequency of the test signal so that | — 44.1 kHz 
the audio frequency can be correctly measured. This information is irrelevant for | —- 48 kHz 
analyzer synchronization. — VALUE: 


— Without jitter option and for inputs SERIAL, 
SERIAL MUX, PARALLEL and PARAL MUX, an intemal clock is generated 
when one of the 3 fixed frequencies is selected. The clock is available at the 
interfaces for driving an extemal circuit. Otherwise the (generated) clock has 
no function for the measurement. 

— When VALUE is selected, the applied frequency can be 
entered with the next command. Clocks are not generated at the interface. 


INPut(]: SAMPle:FREQuency <nu> Value of applied sample frequency 2.6.3.1 
100 Hz to 52.5 kHz For SENS:DIG:FEED ADAT only ANLR panel 
Sample Frq 
— VALUE: 


INPut(]: OSAMpling The clock multiptier is instrument-dependent, see 2.6.1 Selecting the Analyzer | 2.6.3.1 
ANLR panel 
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INPut[]:AUDiobits <n> Word width of analyzed audio samples in bits. 
8 to 28 ANLR panel 
If the word width is reduced, the values of the audio samples are rounded to the | Audio Bits 
specified word width. 
For SENS:DIG:FEED ADAT only. 


INPut[]: WSELect Low Marks CH1 on line LR for interface MPARallel. 2.6.3.3 
HIGH ANLR panel 
WordselCh1 
— LOW 
— HIGH 


INPut[]: WCLock RiSing Polarity of sync pulse for interfaces PARallel and MPARalle! 2.6.3.3 
FALLing ANLR panel 
Wordclock 
— RISING 
— FALLING 


3.10.2.3.3 Digital Interface AES / SPDIF / OPTICAL 


Parameter 


INPut[112]: TYPE Selection of input interface: 2.6.3.3 
ANLR pane! 


AESebu — Balanced digital input, XLR, only with built-in Input 
AES/EBU Interface option UPD-B2. — AES/EBU 
SPDif — Unbalanced digital input, BNC, only with built-in — S/P DIF 
AES/EBU Interface option UPD-B2. — OPTICAL 
OPTical — Optical digital input, TOSLINK; only with built-in 
AES/EBU Interface option UPD-B2. 
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INPut[]: SAMPle:FREQuency:MODE 


VALue 


AUTO 


CHSTatus 


<nu> 
100 Hz to 52.5 kHz 


INPut[]: SAMPle:FREQuency 
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Basic Meaning 
unit 


Setting the signal clock rate. 
Available only for Meas Mode AUDIO DATA (SENS:DIG:FEED ADAT). 


When the sample frequency is selected, (numerical entry or selection of preset 
value), the analyzer is informed on the sample frequency of the test signal so that 
the audio frequency can be correctly measured. This information is irrelevant for 
analyzer synchronization. 


— Without jitter option and for inputs SERIAL, 
SERIAL MUX, PARALLEL and PARAL MUX, an internal clock is generated 
when one of the 3 fixed frequencies is selected. The clock is available at the 
interfaces for driving an extemal! circuit. Otherwise the (generated) clock has 
no function for the measurement. 

— When VALUE is selected, the applied frequency can be 
entered with the next command. Clocks are not generated at the interface. 

— The measured sample rate is automatically entered as sample freq. The 
sample rate is updated once every second when the value varies by more 
than 0.01%. 

— To determine the sample freq, the respective channel! status bits in the 
AES/EBU protocol are decoded. Depending on the format 
(consumer or professional), different bits are interpreted 
(24 to 27 or 6 to 7). The sample rate is updated as soon as the channel 
status bits show another sample rate. 
tf no information is obtained from the channel status bits (“not indicated") or 
when protocol analysis is switched off, the sample rate determined last 
remains set but can be changed by the user. 


Value of applied sample frequency 
For SENS:DIG:FEED ADATIJPH only. 


2.6.3.3 

ANLR panel 
Sample Frq 

— 32 kHz 

— 44.1 kHz 

— 48 kHz 

— VALUE: 

— AUTO 

— CHAN STATUS 


2.6.3.1 
ANLR panel 
Sample Frq 
— VALUE: 
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INPut[]: OSAMpling The clock multiplier is instrument-dependent, see 2.6.1 Selecting the Analyzer | 2.6.3.1 
ANLR panel 


31 


SENSe:D!Gital: SYNC:REFerence Indicates the signal to which the jitter measurement should be referenced. 

GCLock — The generator clock is used as reference signal. ANLR panel 
This is only possible if the generator is synchronized to the intemal Jitter Ref 
generator clock with command SOUR:DIG:SYNC:SOUR GCL. — GEN CLK 

PLLVan — The sample signal derived from the input signal via the intemal — VARI (PLL) 
synchronization PLL is used as reference signal. Synchronization is — 32.0 (PLL) 
performed via the VCO with maximum capture range (sample frequency — 44.1 (PLL) 
30 kHz to 52.5 kHz). — 48.0 (PLL) 

~— The sample signal derived from the input signal via the intemal 
synchronization PLL is used as reference signal. Synchronization is 
performed via the fixed-frequency VCXO. 


PLLVari, PLL32, PLL44 and PLL48 cannot be used when Src Mode 
JITTER/PHASE is selected in the generator (SOUR:DIG.FEED JITT), since in 
this case the intemal PLL is needed for phase generation. 


Available only with built-in jitter option (UPD-B22) and SENS:DIG:FEED JPH 
selected. 


INPut[112]:IMPedance Selection of input impedance 2.6.3.4 
— 110 Q: correct termination with nominal impedance ANLR panel 
— 10 kQ: high-impedance termination to allow signal monitoring to the UPD. Ch1 Imped 
31109 
Only possible without jitter option and with AES/EBU selected as input. > 10 KQ 
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INPut[]:AUDiobits 


Word width of analyzed audio samples in bits. 


If the word width is reduced, the values of the audio samples are rounded to the 
specified word width. 


Available only for Meas Mode AUDIO DATA. (SENS:DIG:FEED ADAT). 


SENSe[]: VOLTage:RANGe:AUTO 
SENSe[]: VOLTage:RANGe FIXMax 


Allows optimum range setting depending on the jitter or common mode signal. 

— Automatic selection of measurement range 

— The highest possible measurement range of this Meas Mode is set and 
held. Setting FIXM intemally corresponds to the analog 3 V range of the 
100 kHz analyzer. 

Available only with jitter option (UPD-B22) fitted and SENS:DIG:FEED JPH | 

CINP selected. 


3.10.2.3.4 Digital Interface INTERN 
Configuration without jitter option (UPD-B22) 


Command Parameter Basic 
unit 


INPut[{112]: TYPE Selection of input interface: 
INTern — Digital input, from intemal generator. 
For an internal measurement without built-in jitter option UPD-B22, also the 
generator must be set to INTERN. 
<n> Word width of analyzed audio samples in bits. 
8 to 24 
lf the word width is reduced, the values of the audio samples are rounded to the 
specified word width. 
Available only for Meas Mode AUDIO DATA. (SENS:DIG:FEED ADAT). 
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Meaning 


INPut:AUDiobits 


2.6.3.4 
ANLR panel 
Audio Bits 


2.6.3.4 
ANLR panel 
Range 

— AUTO 

— FIX (MAX) 


2.6.3.1 
ANLR pane! 
Input 

— INTERN 


2.6.3.6 
GEN panel 
Audio Bits 
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Configuration with jitter option (UPD-B22) 


Command Parameter Basic 
unit 


INPut[112]: TYPE Selection of input interface: 2.6.3.1 
ANLR panel 
INTern > With built-in Jitter option UPD-B22 an intemal measurement can be Input 
performed even if AES/EBU, S/P DIF or OPTICAL is selected on the — INTERN 


INPut(]: SAMPile:FREQuency.MODE 


INPut[]: SAMPle:FREQuency 


SENSe:DIGital:SYNC:REFerence 


1030.7500.02 


F32 

F44 

F48 
VALue 
AUTO 
CHSTatus 


<nu> 
100 Hz to 52.5 kHz 


generator. 
Avallable for Sens:DIG:FEED ADATIJPH only. 


Same as in section 3.10.2.3.3 


Available for Sens:DIG:FEED ADAT only 


2.6.3.1 

ANLR panel 
Sample Frq 

— 32 kHz 

=> 44.1 kHz 

— 48 kHz 

— VALUE: 

— AUTO 

— CHAN STATUS 


Applied sample frequency 
For SENS:DIG:FEED ADAT and 
INP:SAMP:FREQ:MODE VALIAUTOICHST only. 


3.105 


Same as in section 3.10.2.3.3 


Available for Sens:DIG:FEED JPH only 


2.6.3.1 
ANLR panel 
Sample Frq 
— VALUE: 


2.6.3.4 

ANLR paneluitter 
Ref 

— GEN CLK 

— VARI (PLL) 

— 32.0 (PLL) 

— 44.1 (PLL) 

— 48.0 (PLL) 
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unit 


Allows optimum range setting depending on the jitter or common mode signal. 2.6.3.4 
— Automatic selection of measurement range ANLR panel 
SENSe[]: VOLTage:RANGe:AUTO —> The highest possible range of this Meas Mode is set and held. Setting Range 
SENSe[]: VOLTage:RANGe FIXM OFF intemally corresponds to the analog 3 V range of the 100 kHz — AUTO 
analyzer. — FIX (MAX) 


Available only with built-in jitter option (UPD-B22) and SENS:DIG:FEED 
JPHICINP selected. 


INPut: AUDiobits Word width of analyzed audio samples in bits. 2.6.3.6 
GEN panel 
If the word width is reduced, the values of the audio samples are rounded to the | Audio Bits 
specified word width. 


Available for Meas Mode AUDIO DATA. (SENS:DIG:FEED ADAT) only. 
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3.10.2.4 Starting the Analyzer, Ext. Sweep 


TRIGger:SOURce IMMediate ~ Continuous measurement mode without trigger condition 2.6.4 


TiMer — Storing measured values in the buffer at regular Intervals. ANLR panel 

CH1Freq|CH2Freq — Collection of measured values due to a variation in frequency found at the START COND 
ANALYZER input, channel 1 or channel 2. AUTO 

CH1Level|CH2Level — Collection of measured values due to a variation in level found at the 3TIME 
ANALYZER input, channel 1 or channel 2. ~CH1Freq | 

CH1Trigger|CH2Trigg — Triggers a single measurement as soon as the level is within the range CH2Freq 

er specified by ARM:VOLT:STAR and ARM:VOLT:STOP. —>CH1Levell 

CH2Level 

TCHart — Measured values from the ongoing continuous measurement are entered into | -~LEV TRG CH1| 
a timing diagram at the time interval selected by means of command LEV TRG CH2 
TRIG:TIM <nu>. TIME CHART 


CH1Rapidfreq 
CH2Rapidfreq 


— External frequency sweep with fast frequency measurement in channel 1 
~ and channel 2 


— FRQ FST CH1 
— FRQ FST CH2 
— EDG TRG CH1 
~ EDG TRG CH2 


CH1Edgetrigger 
CH2Edgetrigger 


_— Fe 
Osto10s 


TRiGger:TiMer 


— Edge-sensitive triggering; a measurement is triggered as soon as the level 
— enters the interval between ARM:VOLT:START and ARM:VOLT:STOP 
for the first time. 


Waiting time after the measurement (settling time for DUT). 2.6.4 
ANLR panel 


Delay 


<nu> s 
10 ms to 2000 s 


Interval between recordings of measured values. 2.6.4 
ANLR panel 


Timetick 


<n> Number of measured values entered into the buffer. 


2 to 1024 


2.6.4 
ANLR panel 
Points 


TRiGger:COUNt 


ARM:LEVel:MIN 


<nu> 
Analog instruments 
10 pV to 300 V 
Digital instrument 
1pFS to 1.0 FS 


2.6.4 
ANLR panel 
Min VOLT 


Minimum voltage required for triggering a measurernent with external frequency 
sweep. 
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ARM:FREQuency:STARt <nu> The input frequency must be within the star/stop frequency for triggering the 2.6.4 
ARM:FREQuency:STOP Analog instruments measurement. ANLR panel 

10 pV to 300 V StartiStop 

Digital instrument 

UG (lower limit) to 1.0 

FS 

UG: the lower limit for 

the start/stop level 

values depends on the 

number of audio bits 

(see 2.6.3) but is at 

least 

1pFS and calculated 


asfollows: 
UG = 2 “audio bits 


ARM:VOLTage:STARt <nu> The input level must be within the start/stop voltage limits for triggering a 2.6.4 
ARM:VOLTage:STOP Analog instruments measurement. ANLR panel 
10 pV to 1000 V StartlStop 
Digital instrument 
1 UFS to 1.0FS 


TRiGger:FREQuency:VARiation <nu> Minimum percentage by which the input frequency must vary for triggering a 2.6.4 
0.1 to 50% measurement. ANLR panel 
Variation 


TRIGger: VOLTage:VARiation <nu> Minimum percentage by which the input voltage must vary for triggering a 2.6.4 
0.1 to 50% measurement. ANLR panel 
Variation 
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3.10.2.5 Analyzer Functions 


ee ee 


SENSe[1]:FUNCtion 


1030.7500.02 


‘OFF' 

‘RMS' 
‘RMSSelectiv' 
‘PEAK’ 
'QREak’' 

‘'DC' 

'THD' 
‘THDNsnar'’ 
‘MDISt‘’ 

DIM' 

'‘DFD' 

'WAF' 
‘POLanity' 
'FFT' 

‘Fil Tersimulation' 
'WAVeform' 
‘COHerence' 


‘DIGiInpamp!' 
‘PHASetoref' 


3.109 


— Function measurement off 

— RMS measurement ‘ 

— RMS selective measurement 

— Peak measurement 

— Quasi-peak measurement 

— DC measurement 

— THD measurement 

— THD+N measurement 

— MOD DIST measurement 

— DIM measurement 

— DFD measurement 

— Wow & flutter measurement 

— Polarity measurement 

— FFT display 

— Filter simulation 

— Waveform display 

— Measurement of transfer function and coherence of two signals, 
see 2.6.5.16 Coherence Measurement and Transfer Function 

— Measurement of digital input amplitude 

— Measurement of phase between digital input and reference input 


ANLR panel 
FUNCTION 

— OFF 

— RMS & S/N 

— RMS SELECT 
— REAK & S/N 
> QPK&S/N 
~ DC 

— THD 

— THD+N/SINAD 
— MOD DIST 

~ DFD 

— DIM 

— WOW & FL 
— POLARITY 

— FFT 

— FILTER SIM. 
— WAVEFORM 
~— COHERENCE 
— DIG INP AMP 
~— PHAS TO REF 
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3.10.2.5.1 Common Parameters for Analyzer Functions 


Sie tO a ee Pee 
unit 


SENSe[1]:TR!iGger:SETTling: MODE 
SENSe[1]:FUNCtion:SETTling: MODE 
SENSe3:FREQuency:SETTling: MODE 
SENSe3:PHASe:SETTling: MODE 


SENSe(1]:TRIGger:SETTling:COUNt 
SENSe[1]:FUNCtion:SETTling:COUNt 
SENSe3:FREQuency:SETTling:COUNt 
SENSe3:PHASe:SETTling:COUNt 


SENSe[1]:TRIGger:SETTling:TOLerance 
SENSe[1]:FUNCtion:SETTling:TOLerance 
SENSe3:FREQuency:SET Tling:TOLerance 


SENSe[1]:TRIGger:SETTling:RESolution 
SENSe[1]:FUNCtion:SETTling:RESolution 
SENSe3:FREQuency:SETTling:RESolution 
SENSe3:PHASe:SETTling:RESolution 


SENSe[1]:FUNCtion:SETTling: TOUT 
SENSe3:FREQuency:SETTling: TOUT 
SENSe3:PHASe:SETTling: TOUT 
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OFF 
EXPonential 
FLAT 
AVERage 


<n> 
for EXPIFLAT: 
2to6 

for AVER: 

2 to 100 


<n> 
0.001 to 10% 


<nu> 
Value range and units 
are determined by 
instrument and 
function 

see 2.6.5.1 


<nu> 
0.001 to 10s 
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SENS:TRIG:SETT = settling process for external triggering 
SENS:FUNC:SETT = settling process for measurement function 
SENS3:FREQ:SETT = settling process for frequency measurement 
SENS3:PHAS:SETT = settling process for phase measurement 

— OFF 

— Settling with exponential tolerance and resolution characteristic 
— Settling with tolerance and resolution band 

— Arithmetic averaging (not for settling with extemal triggering) 


Number of test points considered in settling. 
3 means that the currently measured value is compared with the two preceding 
results. 


Starting value of exponential tolerance characteristic or tolerance band. 


Starting value of exponential resolution characteristic or resolution band. 


Maximum settling time 


If no settled measurement result Is achieved within this time, the measurement is 


aborted and an invalid result is signalled. 


2.6.5.1 

ANLR panel 
Settling 

— OFF 

— EXPONENTIAL 
— FLAT 

— AVERAGE 


2.6.5.1 
ANLR panel 
Samples 


2.6.5.1 
ANLR panel 
Tolerance 


2.6.5.1 
ANLR panel 
Resolution 


2.6.5.1 
ANLR panel 
Timeout 


UPD 
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.... _ FS sche 


SYSTem:SPEaker:SOURce 


SYSTem:SPEaker:GAIN 


SYSTem:SPEaker:VOLume 


SYSTem:PHONe 


SYSTem:SPEaker[:STATe] 
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INP2 
IN1And2 


FNC1 
FNC2 
FN1And2 
AES1 


AES2 
AE1And2 


<nu> 
-120 to 120 dB 


— Loudspeaker and headphones output switched off. 
— Aural monitoring of input signal of analog analyzers A22 and A110 
on channel 1. 
The signal is available at both output channels. 
— to on channel 2. 
— ...on both channels (stereo). 
With channel 1 or 2 selected as analyzer input, only the left or, 
the right headphones output can be used for monitoring. 
— Aural monitoring of function output of analog analyzer 
A22 for all measurement functions (except THD+N) for channel 1. 
= ... for channel 2. 
= ... for both channels (stereo). 
— Aural monitoring of left channel! of AES/EBU interface of digital analyzer 
D48 (Option: Digital Audio Protoco! Analysis and Generation UPD-B2). 
> ... of right channel ... 
— ... of both channels (stereo) ... 


<nu> 
0 to 100 % 


Amplification or attenuation of function output. 


2.6.7 

ANLR panel 
SPEAKER 

— OFF 

— INPUT Ch1 

— INPUT Ch2 
— INPUT Ch1&2 
— FUNCT Ch1 
— FUNCT Ch2 
— FUNCT Ch1&2 
— AES Ch1 

— AES Ch2 

— AES Ch1&2 


2.6.7 
ANLR panel 
Pre Gain 


Volume of monitor output 


2.6.7 
ANLR panel 
Skp Volume 
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— Phones output conforms to loudspeaker setting. 
— Headphones output permanently switched on. 


— Loudspeaker on 
— Loudspeaker off 
Command has no effect if option UPD-B5 is not fitted. 


2.6.7 

ANLR panel 
Phone Out 

— SPKPhone 

— PERMANENT 


2.6.7 
ANLR panel 
LOCAL key 
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3.10.2.5.2 RMS Measurement incl. S/N 


rata a San ee 
unit 


SENSe[1]:FUNCtion — RMS measurement 2.6.5.2 
ANLR panel 
FUNCTION 
— RMS & S/N 


SENSe[1]:FUNCtion:DCSuppression Suppression of DUT DC in the digital analyzer. 2.6.5.1 
~ DC not considered; corresponds to AC coupling ANLR-Panel 
— DC considered in the measurement and displayed; corresponds to DC DC Suppres 
coupling — ON 
— OFF 


SENSe[1]:FUNCtion: SNSequence — SIN (signal-to-noise) measurement on 2.6.5.1 
— S/N (signal- to-noise) measurement off ANLR panel 
S/N Sequ 


SENSe[1][:VOLTagelPOWer]:UNIT[112] VIDBVIDBUIFS/DBM| Display units for RMS measurement 2.4 
WIDPCTVIDVIVVAI ANLR panel 
PCTVVRIDPCTW! Unit Ch1/CH2 
DWIPPRIPCTPPRI 
PCTFSIDBFSIDPCT! 
DBR 
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SENSe[1]: VOLTage:APERture: MODE 


SENSe[1]:VOLTage:APERture 


SENSe[1][: VOLTagelPOWer]:REFerence: MODE 
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AFASt 
AUTO 
SFASt 
FAST 
SLOW 
GENTrack 


TRIGgered 


<nu> 
Ims... 

For value range see 

2.6.5.2 Meas Time 


CH1Store 
CH2Store 
CH1Meas 
CH2Meas 
STORe 


VALue 
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AFASt and AUTO match the measurement time to the signal frequency by taking 
the signal period into account. The measurement time is matched as far as 
possible to the input signal. Maximum algorithmic error: 


> 1% 

— 1%. 

— 50 ms ) 

— 200 ms } fixed integration time 

— 1000 ms J 

— Measurement for (at least) 1 whole period of the generator signal. 

If required, the generator frequency is matched to the sample frequency of 
the analyzer. To increase the measurement accuracy at high 

frequencies, the measurement time may be extended to several periods. 
Particularly suitable for the measurement of very noisy or distorted signals 
and for extremely fast sweeps. 

— Aspecial mode is available for RMS measurements, permitting a single 
delay-free measurement with selectable measurement time to be carried out 
as soon as the signal exceeds a set trigger threshold for the first time. 

In conjunction with the burst signal generator this measurement mode 
permits the first period of a signal to be measured and is particularly suitable 
for echo-free measurements on loudspeakers. 

— Numerical entry of measurement time. For entry of values see next command. 


Numerical entry of measurement time. 
Measurement time for steadying the display. 


— Fora two-channel measurement, the current measurement result of 
channel! 1 is stored as a reference. 

— Fora two-channel measurement, the current measurement result of 
channel 2 is stored as a reference. 

— The value measured in channel 1 is used as a reference for the output of 
results in reference-related units. 

— The value measured in channel 2 is used as a reference for the output of 
results in reference-related units. 

— For a single-channel measurement, the current measurement result is stored 
as a reference. 

— The reference value is entered using the following command. 


2.6.5.2 

ANLR panel 
Meas Time 

— AUTO FAST 
— AUTO 

— FIX 50ms 

— FIX 200ms 
— FIX 1000ms 
— GEN TRACK 
— TRIGGERED 
— VALUE: 


2.6.5.2 
ANLR panel 
Meas Time 


2.6.5.1 
ANLR panel 
Reference 


UPD IECAEEE-Bus Commands: Analyzers 


Command Parameter Meaning 


SENSe[1][: VOLTagelPOWer]:REFerence <nu> Numerical entry of reference value. 2.6.5.1 
Analog instrument ANLR panel 
100 pV to 1000 V Reference 
Digital instrument 
0.0 to 1.0 FS 


SENSe[1]:NOTCH[:STATe] — Analog notch filter on; no gain 2.6.5.1 
— Analog notch filter on; gain 12 dB ANLR panel 
— Analog notch filter on; gain 30 dB Anlg. Notch 
— Analog notch filter off; > 0dB 
— 12 dB 
— 30 dB 
— OFF 


SENSe[1]:NOTCh:FREQuency: MODE AUTO — The notch-filter center frequency tracks the measured frequency. 2.6.5.1 
FiXed — For numerical entry of notch-filter center frequency see next command. ANLR panel 
GENTrack — The notch-filter center frequency tracks the generator frequency. Notch Freq 
— AUTO 
— VALUE: 
— GEN TRACK 


SENSe[1]: NOTCh:FREQuency:FixXed <nu> for analog instr. Numerical center frequency of notch filter. 2.6.5.1 
10 Hz to 22.5 kHz For analog instrument only. ANLR panel 
Notch Freq 
— VALUE: 


See 3.10.3 Selecting the Analyzer Filters 2.7.1 
ANLR panel 
Filter 
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Command Parameter Basic 
unit 


CALCulate: TRANsform:FREQuency:STATe 


1030.7500.02 


— No POST-FFT for the selected measurement function 

— POST-FFT for selected measurement function: see 2.6.5.13 FFT 
with the following settings available: 
CALCulate:TRANsform:FREQuency:FFT S256 to S8K 
CALCulate:TRANsform:FREQuency:WINDow RECT to KAIS 
CALCulate: TRANsform:FREQuency:STARt ? 
CALCulate: TRANsform:FREQuency:STOP ? 
CALCulate:TRANsform:FREQuency:RESolution? 
If the group-delay measurement is selected with command 
SENSe3:FUNCtion FQGRoupdelay, POST-FFT is always active as the 
frequency information is obtained from FFT. 


OFF 
ON 
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2.6.5.1 
ANLR panel 
POST FFT 
— OFF 

— ON 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 
Functions 


2.3.4.2 
ANLR pane! 
Fret Settl 
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3.10.2.5.3 Selective RMS Measurement incl. Sweep 


SENSe/1]:FUNCtion 


Parameter 


"RMSSelectiv" 


Meaning 


Selective RMS measurement 


SENSe[1]:FUNCtion:DCSuppression 


SENSe[1][: VOLTagelPOWer]:UNIT[112] 


SENSe{1]: VOLTage:APERture: MODE 
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( 


VIDBV| DBUIFS/DBM| 
WIDPCTVIDVIVVRI 
PCTVVRIDPCTW! 
DWIPPRIPCTPPRI 
DBRIPCTFSIDBFS! 
DPCT 


AFASt 
AUTO 
SFASt 
FAST 
SLOW 
GENTrack 
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Suppression of DUT DC in the digital analyzer. 

— DC not considered; corresponds to AC coupling 

— DC considered in the measurement and displayed; corresponds to DC 
coupling 


Display units for results of selective RMS measurement 


AFASt and AUTO: Automatic matching of measurement time to the signal 
frequency taking the signal period into account. The measurement time is 
matched as far as possible to the input signal. Maximum algorithmic error 
> 1%, 

> 1%. 

— 50 ms ) 

~ 200 ms t fixed integration time 

— 1000 ms J 

— Measurement for (at least) 1 whole period of the generator signal. 


\f required, the generator frequency is matched to the sample frequency of 


the analyzer. To increase the measurement accuracy at high 
frequencies, the measurement time may be extended to several periods. 


Particularly suitable for the measurement of very noisy or distorted signals 


and for extremely fast sweeps. 


— Numerical entry of measurement time. For entry of value see next command. 


2.6.5.3 

ANLR panel 
FUNCTION 

— RMS SELECT 


2.6.5.1 
ANLR-Panel 
DC Suppres 
— ON 

— OFF 


2.4 
ANLR panel 
Unit Ch1/CH2 


2.6.5.3 

ANLR panel 
Meas Time 

— AUTO FAST 


| — AUTO 


— FIX 50ms 


| — FIX 200ms 


— FIX 1000ms 
— GEN TRACK 
— VALUE 
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Command 


SENSe[1]:VOLTage:APERture 


SENSe{1]:BWIDth[:RESolution|: MODE 
gleichbedeutend mit 


SENSe[1]: BANDwidth[:RESolution]: MODE 


SENSe(1]:BWIDth[:RESolution} 
equivalent to 


SENSe[1]:BANDwidth[:RESolution] 


SENSe[1][: VOLTagelPOWer]:REFerence: MODE 
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<nu> 
10 us to 10s 


PPCT1 
PPCT3 
PTOCt 
POCTI2 
PFIX 
PFASt 


SPCT1 
SPCT3 
STOCt 
SOCTI2 


SFIX 
SFASt 


<nu> 
Value range 
determined by 
instrument or function 


CH1Store 
CH2Store 
CH1Meas 
CH2Meas 
STORe 


VALue 
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Numerical entry of measurement time. 
Measurement time for steadying the display. 


Bandwidth of bandpass or bandstop of selective RMS filter. 


Parameter starting with 
P ... = bandpass 
S ... = bandstop 


PFASt 

SFASt: 

Bandstop filter with only 40 dB attenuation, third-octave bandwidth and 
particularly short settling time. 


Numerical entry of arithmetically symmetrical bandwidth. 


— For a two-channel measurement, the current measurement result of 
channel 1 is stored as a reference. 

— For a two-channel measurement, the current measurement result of 
channel 2 is stored as a reference. 


— The value measured in channel 1 is used as a reference for the output of 


results in reference-related units. 


— The value measured in channel 2 is used as a reference for the output of 


results in reference-related units. 


— For a single-channel measurement, the current measurement result is stored 


as a reference. 
— The reference value is entered using the next command. 


Parameter Basic 
unit 


2.6.5.3 
ANLR panel 
Meas Time 


2.6.5.3 

ANLR panel 
Bandwidth 

— BP 1% 

> BP3% 

— BP 1/3 OCT 
— BP 1/12 OCT 
— BP FIX: 

— BP FAST 

> BS1% 

> BS3% 

— BS 1/3 OCT 
— BS 1/12 OCT 
— BS FIX: 

— BS FAST 


2.6.5.3 
ANLR panel 
Bandwidth 


2.6.5.1 

ANLR panel 
Reference 

— STORE CH1 
— STORE CH2 
— MEAS CH1 
— MEAS CH2 
— STORE 

— VALUE: 
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Parameter Basic Meaning 
unit 


SENSE[1][:VOLTagelPOWer]:REFerence <nu> Numerical entry of reference value. 2.6.5.1 


Analog instruments ANLR panel 
100 pV to 1000 V Reference 
Digital instrument 

0.0 to 1.0 FS 
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Sweep for selective RMS measurement 


Command 


SENSe[1]:FREQuency:MODE Fixed| CW 


SWEep 


MULTisine 


GENTrack 


SENSe:FREQuency:FACTor 


SENSe[1]:NOTCH:STATe] 
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Parameter 


3.119 


Meaning 


— Presetting for fixed frequency of selective RMS measurement. Numerical 
entry with SENSe{1}:FREQuency[:FlXed|: CW)<nu> 

— Frequency sweep of selective RMS measurement. 
The sweep parameters are determined by the following user specifications: 
SENSe[1]:FREQuency:STARt|STOP <nu> 
SENSe[1]:SWEep:SPACing LINear|LOGarithmic 
SENSe[1]:SWEep:STEP <nu> 
SENSe[1]:SWEep:POINts <n> 

— List sweep of frequency of selective RMS measurement. 
The sweep parameters are read from the file specified under 
MMEMory:LOAD:LIST FREQuency, "filename" For format of blockdist files 
see 2.9.1.3 Format of Block/Listen Data. 

— The frequency of the selective RMS measurement is set consecutively to the 
multisine frequencies specified in the generator pane! 
(see 2.5.4.4 MULTISINE). The sweep is similar to a LIST sweep. 

—» The frequency of the selective RMS measurement tracks the current 
generator frequency. 
The frequency of the selective RMS measurement tracks the frequency 
measured in 

— channel 1 

— channel 2. 


Factor by which the tracking bandpass filter is higher than the generator 
frequency with setting GENTRACK (SENS:FREQ:MODE GENT). 


For analog instruments only. 


— Analog notch filter on; gain 12 dB 
— Analog notch filter on; gain 30 dB 
— Analog notch filter on; no gain 

— Analog notch filter off. 


The notch filter can only be set in the analog instruments when a bandstop filter 
has been selected for SENS:BWID:MODE. 


2.6.5.3 

ANLR panel 

SWEEP CTRL 

— OFF 

— AUTO SWEEP 
MANU SWEEP 

— AUTO LIST 
MANU LIST 

— GEN MLTSINE 


FREQ MODE 
— GEN TRACK 
— FREQ CH1 
— FREQ CH2 


2.6.5.3 
ANLR-Panel 
FREQ MODE 
— Factor 


2.6.5.1 

ANLR panel 
Anlg. Notch 
— 12 dB Auto 
— 30 dB Auto 
~~ 0dB 

— OFF 
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Command 


SENSe[1]:FILTer2: 


SENSe[1]:FREQuency[:FlXed|:CW] 


determined by 
instrument or function 


SENSe[1]:SWEep:MODE 


SENSe[1]:LIST:MODE 


<nu> 
Value range 
determined by 
instrument or function 


SENSe[1]:FREQuency:STARt 
SENSe[1]:FREQuency:STOP 


LiNear 


SENSe[1]:SWEep:SPACing LOGarithmic 
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See 3.10.3 Selecting the Analyzer Filters 


Particularly when monitoring weak residual signals amplified by means of Pre 
Gain, a highpass filter should be used for DC suppression to avoid the signal to 


be distorted or suppressed altogether. 


In conjunction with a selective RMS measurement filter No. 2 must be selected 


as filter No. 1 is already used in the UPD as a selective RMS bandpass or 
bandstop filter. 3.10.3 Selecting the Analyzer Filters 


Numerical entry of frequency for selective RMS measurement. 


Automatic sweep 
— This command in conjunction with command 

SENSe[1}:F REQuency:MODe SWEep sets the AUTO SWEEP mode. 
— This command in conjunction with command 


SENSe[1]:FREQuency:MODe SWEep sets the MANU SWEEP mode. 


Pressing the LOCAL key activates the spinwheel. 


Automatic list sweep 

— This command in conjunction with command 
SENSe[1]:FREQuency:MODe LIST sets the AUTO LIST mode. 

— This command in conjunction with command 
SENSe[1]:FREQuency:MODe SWEep sets the MANU LIST mode. 


Pressing the LOCAL key activates the spinwheel. 


Start and stop frequency for frequency sweep of selective RMS measurement. 


— Linear sweep spacing 
— Logarithmic sweep spacing 


Parameter Basic Meaning 
unlit 


2.7.1 
ANLR panel 
Filter 


2.6.5.3 
ANLR panel 
FREQ MODE 
— FIX 


2.6.5.3 

ANLR panel 
SWEEP CTRL 

— AUTO SWEEP 
— MANU SWEEP 


2.6.5.3 

ANLR panel 
SWEEP CTRL 
— AUTO LIST 
— MANU LIST 


2.6.5.3 

ANLR panel 
SWEEP CTRL 
—StartlStop 


2.6,5.3 
ANLR panel 
Spacing 

— LIN 

— LOG 
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et. ae. ae i 
unit 


SENSe[1]:SWEep:POINts <n> Number of sweep steps. 2.6.5.3 
2 to 1024 Depending on the selected SPACing (SENSe{1]:SWEep:SPACing ANLR panel 
LiNear|LOGarithmic), Points 
the sweep frequency range between STARt and STOP is divided into <n> linear 
or logarithmic sweep points. 


SENSe[1]:SWEep:STEP <nu>i<n> Sweep step size 2.6.5.3 
The selected step size Depending on selected SPACing ANLR panel 


should be so wide that SENSe[1]:SWEep:SPACing LINearj|LOGarithmic, Steps 
not more than 1023 the sweep frequency range between STARt and STOP is divided into linear steps 

single steps (= 1024 in Hz or logarithmic steps in the form of a multiplier. 

sweep points) are 

obtained. It should not SENSe[1]:SWE:SPAC LIN: Hz 

exceed the absolute SENSe[1]:SWE:SPAC LOG: No unit because of multiplication factor. 

difference between 

STOP and STARt. 


MMEMory:LOAD:LIST FREQuency, filename Loading a frequency list for the list sweep. 2.6.5.3 
: 2.9.1.3 
ANLR panel 
Query: SWEEP CTRL 
MMEM:LOAD:LIST? — Filename 
FREQ 
= path and filename of 
frequency list for a 
LIST sweep of a 
selective RMS 
measurement, eg 
“c:\UPD\refiswpflst.Ist" 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fnet Sett 
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3.10.2.5.4 Peak and Quasi-Peak Measurement incl. S/N 


Parameter Basic 
unit 


SENSe[1]:FUNCtion — Peak measurement 2.6.5.4 
ANLR panel 
FUNCTION 
— PEAK & S/N 


SENSe{1]:FUNCtion "QPEak" — Quasi-peak measurement 2.6.5.4 
ANLR panel 
FUNCTION 
— QPK & S/N 


SENSef1][: VOLTagelPOWer]:UNIT[112] VIDBV|DBUFS|DBM| Display units for peak and quasi-peak measurement results. 2.4 
WIDPCTVDYVWVA ANLR panel 
PCTVVA|DPCTW Unit Ch1/Ch2 
DWPPRIPCTPPR| 
DBR\PCTFS|DBFS| 
DPCT 


SENSe[1]:FUNCtion: SNSequence — SIN (signal-to-noise) measurement on. 2.6.5.1 
— SIN (signal-to-noise) measurement off. ANLR pane! 
S/N Sequ 
— ON 
— OFF 


SENSe[1]:FUNCtion: 4MODe PPEak — PK+ value 2.6.5.4 
NPEak — PK- value ANLR pane! 
PTOPeak — Peak-to-peak value Meas Mode 
PABSolut — Absolute peak value — PK+ 
— PK- 
— PK to PK 
— PK abs 
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SENSe[1]: VOLTage:INTVtime:MODE 


SENSe[1]: VOLTage:INTVtime 


SENSef[1][:VOLTagelPOWer]:REFerence: MODE 


SENSE[1][:VOLTagelPOWer]:REFerence 


SENSe[1]: NOTCH:STATe] 
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<nu> 
20 ms to 100s 


CH1Store 
CH2Store 
CH1Meas 
CH2Meas 
STORe 


VALue 


<nu> 

Analog instrument 
100 pV to 1000V 
Digital instrument 
0.0 to 1.0FS 


— 50 ms 

— 200 ms monitoring interval for peak search 

— 1000 ms 

— s monitoring interval for quasi-peak search 

— Numerical entry of interval time. For entry of values see next command. 


Numerical entry of interval time. 
Monitoring interval for peak search 


— For a two-channel measurement, the current measurement result of 
channel 1 is stored as a reference. 

— For a two-channel measurement, the current measurement result of 
channel 2 is stored as a reference. 

— The value measured of channel 1 is used as a reference for the 
results in reference-related units. 

— The value measured of channel 2 is used as a reference for the 
results in reference-related units. 

— For a single-channel measurement, the current measurement result is stored 
as a reference. 

— The reference value is entered using the next command. 


Numerical entry of reference value. 


— Analog notch filter on; no gain 

— Analog notch filter on; gain 12 dB 
— Analog notch filter on; gain 30 dB 
— Analog notch filter off; 


2.6.5.4 

ANLR panel 
Intv Time 

— FIX 50ms 
— FIX 200ms 
— FIX 1000ms 
— FIX 3 SEC 
— VALUE: 


2.6.5.4 
ANLR panel 
Intv Time 


2.6.5.1 

ANLR panel 
Reference 

— STORE CH1 
— STORE CH2 
— MEAS CH1 
— MEAS CH2 
— STORE 

— VALUE: 


2.6.5.1 
ANLR panel 
Reference 


2.6.5.1 
ANLR panel 
Anlg. Notch 
—0dB 

> 12dB 

— 30 dB 

— OFF 
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SENSe[1]:NOTCh:FREQuency:MODE AUTO ~ Notch filter center frequency tracks the measured frequency. 2.6.5.1 
FiXed — For numerical entry of notch-filter center frequency see next command. ANLR panel 
GENTrack — The center frequency of the notch filter tracks the generator frequency. Notch Freq 
— AUTO 
— VALUE: 
— GEN TRACK 


SENSe[1]: NOTCh:FREQuency:Fixed <nu> Numerical center frequency of notch filter. 2.6.5.1 


for analog instr. ANLR panel 
10 Hz to 22.5 kHz Notch Freq 
— VALUE: 


See 3.10.3 Selecting the Analyzer Filters 2.7.1 
ANLR panel 
Filter 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fnct Settl 
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3.10.2.5.5 DC Measurement 


Command 


SENSe[1]:FUNCtion 


SENSe{1][: VOLTagelPOWer]UNIT[1I2] 


SENSe[1]:VOLTage:APERture: MODE 


SENSe[1]:VOLTage:APERture 


SENSe[1]{: VOLTagelPOWer]:REFerence:MODE 


SENSE[1][: VOLTagelPOWer]:REFerence 
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Parameter 


"DC" 


V|DBV|DBUFSIDBM| 
WIDPCTVDYVVR\ 
PCTVVRIDPCT™W 
DW/PPRIPCTPPR| 
DBR\PCTFS|DBFS| 
DPCT 


<nu> 
100 ps to 1.5s 


CH1Store 
CH2Store 
CH1Meas 
CH2Meas 
STORe 
VALue 
<nu> 


Analog instrument 
- 1000 V to 1000 V 


3.125 


— DC measurement 
ANLR panel 
FUNCTION 
+ DC 


Display units for DC measurement results. 2.4 
ANLR panel 
Unit Ch1/Ch2 


— 200 ms integration time for steadying the display. 2.6.5.5 

— Numerical entry of integration time. For entry of values see next command. ANLR panel 
Meas Time 
— FIX 200ms 
— VALUE: 


Numerical entry of measurement time. 2.6.5.5 
Measurement time for steadying the display. ANLR panel 


— Fora two-channel measurement, the current measurement result of 2.6.5.1 
channel 1 is stored as a reference. ANLR panel 
— For a two-channel measurement, the current measurement result of Reference 
channel 2 is stored as a reference. — STORE CH1 
— The value measured of channel 1 is used as a reference for the — STORE CH2 
results in reference-related units. — MEAS CH1 
— The value measured of channel 2 is used as a reference for the — MEAS CH2 
results in reference-related units. — STORE 
— For a single-channel measurement, the current measurement result is stored | > VALUE: 
as a reference. 
— The reference unit is specified by the next command. 


Numerical entry of reference value. 2.6.5.1 
ANLR panel 
Reference 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fret Settl 


UPD IECAEEE-Bus Commands: Analyzers 


3.10.2.5.6 THD Measurement 


ey 
unit 


THD measurement 2.6.5.6 
ANLR panel 
FUNCTION 
—> THD 


SENSe[1]:FUNCtion: AMODe SELectdi — Any combination of harmonics from d2 to d9 can be set with the 2.6.5.6 
LSELectdi — following command. Result in dB ANLR panel 
Result in V (analog) or FS (digital) Meas Mode 
DALL — Selection of harmonics to be measured: — SELECT di 
LDALI — All harmonics from d2 to d9 Result in dB — LEV SEL di 
Result in V (analog) or FS (digital) — All di 
DODD — All uneven harmonics: — LEV All di 
LDODd — d3, d5, d7, d9 Result in dB — All odd di 
Result in V (analog) or FS (digital) — LEV odd di 
DEVen — All even harmonics: — All even di 
LDEVen — d2, d4, d6, d8 Result in dB — LEV even di 
Result in V (analog) or FS (digital) 


SENSe[1]:FUNCtion: DiSTortion Decimal equivalent of integer <n> for any combination of harmonics, 2.6.5.6 
eg d2, d4, dé, d9, is desired; ANLR panel 
binary: 10010101; decimal equivalent <n> = 149 — di2468 


SENSe[1]:FUNCtion:DMODe FAST — Analog notch switched off. 2.6.5.6 
PRECision — Analog notch switched on when the applied signal is of good quality. ANLR pane! 
Dyn Mode 
— FAST 
— PRECISION 
SENSe[1]:UNIT PCT|DB Display units for results of THD measurements. 2.4 
ANLR panel 
Unit 


SENSE[1][:VOLTagelPOWer]:REFerence <nu> Numerical entry of reference value. 2.6.5.1 
Value range ANLR panel 
determined by Reference 
instrument or function 
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Command 


SENSe[1]:VOLTage: FUNDamental: MODE 


AUTO 
GENTrack 
VALue 


SENSe[1]:VOLTage: FUNDamenta! <nu> 
Value range 
determined by 
instrument or function 


Parameter Basic Meaning 
unit 


Determining the fundamental frequency: 

~ Automatically by frequency measurement. 

— Depends on generator frequency 

— Numerical entry of fundamental frequency. For entry of values see next 
command. 


Numerical entry 


Example: di1, di3, di5 and di7 
Data word: 10101010 
Weighting = 2+8+32+128 
Declmal equivalent: =170 

‘) 
[use | 
| di9 


| LSB Data bit 


Harmonics 


Weighting 


1030.7500.02 3.127 


For settling command see 3.10.2.5.1 Common Parameters for Analyzer 
Functions 


2.6.5.6 

ANLR panel 
Fundament! 

— AUTO 

~ GEN TRACK 
— VALUE: 


2.6.5.6 
ANLR panel 
Fundament 


2.3.4.2 
ANLR panel 
Fret Settl 


UPD 


3.10.2.5.7 THD +N/SINAD Measurement 


Command 


SENSe[1]:FUNCtion 


SENSe[1]: FUNCtion: MMODe 


SENSe[1]:FUNCtion:DMODe 


SENSe[1]:FUNCtion:APERture: MODE 


SENSe[1]: THDN: REJection 


SENSef1]:UNIT[] 


1030.7500.02 
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Parameter Basic 
unit 


“THDONsndr 


THDN 
LTHDn 
SNDRatio 
NOISe 
LNOise 


FAST 
PRECision 


NARRow 
WIDE 


— THD+N measurement 


Result display as 

~ THD+N value in dB 

— THD+N RMS value In V (analog) or FS (digital) 

— SINAD value In negative dB 

— Same as THD+N but without harmonics weighting, In dB 

— Same as THD+N RMS value but without harmonics weighting, In V (analog) 
or FS (digital) 


— Analog notch filter switched off. 
— Analog notch filter switched on when the appiled signal is of good quality. 


Selection of measurement speed 

— Measurement using FFT size 8192 
— Measurement using FFT size 2048 
— Measurement using FFT size 512 


Sets the characteristic of the notch filter In the digital Instrument. 

— The noise is measured close to the carrier. 

— An two-pole notch filter is additionally taken Into account to evaluate 
attenuated harmonics in the vicinity of the carrier. 


Display units for results of THD+N measurement 


2.6.5.7 

ANLR panel 
FUNCTION 
—THD+N/SINAD 


2.6.5.7 

ANLR panel 
Meas Mode 

~ THD+N 

~ LEVEL THD+N 
— SINAD 

~ NOISE 

— LEVEL NOISE 


2.6.5.7 

ANLRA panel 
Dyn Mode 

— FAST 

— PRECISION 


2.6.5.7 
ANLA-Panel 
Meas Time 

~ SLOW 

~ FAST 

— SUPERFAST 


2.6.5.7 
ANLR panel 
Rejection 

— NARROW 
— WIDE 


2.4 
ANLR panel 
Unit 
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Parameter Basic Meaning 
unit 


SENSe[1]: VOL Tage: FUNDamenta/: MODE Determining the fundamental frequency: 

AUTO — Automatically by frequency measurement. 

GENTrack — Depending in generator frequency 

VALue — Numerical entry of fundamental frequency. For entry of values see next 
command. 


2.6.5.7 
ANLR pane! 
Fundament 

— AUTO 

— GEN TRACK 
— VALUE: 


SENSe[1]: VOLTage: FUNDamental 


2.6.5.7 
ANLR panel 
Fundamentl 


<nu> 
ANLG22 kHz: 

10.0 Hz to 21.9 kHz 
ANLG 100 kHz: 
20.0 Hz to 125 kHz 
ANLG 300 kHz: 
70.0 Hz to 350 kHz 
DIG 48k Hz: 
DIG 192 kHz: 
DIG 768 kHz: 
12*sample 
freq./(8*8192) to 
useful bandwidth 


Numerical entry of fundamental frequency 


See 3.10.3 Selecting the Analyzer Filters 2.7.1 
ANLR panel 


Fnct Settl 


2.6.5.7 
ANLR panel 
— Frq Lim Low 


<nu> Lower band limit for THD+N measurement function 
See section 


2.6.5.7, FrqLim Low 


SENSe[1]:FREQuency:LIMit:LOWer 


SENSe[1]:FREQuency:L/Mit:UPPer 


Upper band limit for THD+N measurement function 2.6.5.7 
ANLR panel 


— Frq Lim Upp 


<nu> 
Same as with 

SENS:VOLT:FUND 
<nu> 


2.7.1 
ANLR panel 
Fret Settl 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 
Functions 
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CALCulate:TRANsform:FREQuency:FFT 


1030.7500.02 
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3.130 


Meaning 


~— No POST-FFT for selected measurement function 

— POST-FFT for selected measurement function (see 3.10.2.5.13 FFT) 
CALC:TRAN:FREQ:FT S256 to S8K 
CALC:TRAN:FREQ:WIND RECT to KAIS 
CALC:TRAN:FREQ:STAR? 
CALC: TRAN:FREQ:STOP? 
CALCe:TRAN:FREQ:RES? 


FFT size 

— 512 lines 
— 1024 lines 
~ 2048 lines 
~ 4096 lines 
~— 8192 lines 


2.6.5.1 
ANLR panel 
POST FFT 
— OFF 

— ON 


2.6.5.7 
ANLR panel 
FFT Size 

— 512 

— 1024 

— 2048 

— 4096 

— 8192 
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3.10.2.5.8 MOD DIST 


“™ 


"MDISt" MOD-DIST measurement. Measurement with double-sine (similar to SMPTE) 2.6.5.8 
ANLR pane} 
FUNCTION 
— MODDIST 


SENSe[1]:FUNCtion:DMODe FAST — Analog notch filter switched off. 2.6.5.8 
PRECision — Analog notch filter switched on if the applied signal is of good quality. ANLR panel 


Dyn Mode 
— FAST 
— PRECISION 


SENSe[1]:UNIT[] PCT|DB Display units for results of MOD-DIST measurement. 2.4 
ANLR panel 
Unit 
For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fret Settl 
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3.10.2.5.9 DFD 


Parameter Basic Meaning 
unit 


“DFD" — Difference frequency distortion measurement 2.6.5.10 
ANLR panel 
FUNCTION 
— DFD 


D2_268 alias D2 2.6.5.10 
ANLR panel 
Meas Mode 

— d2 (IEC268) 
— d3 (IEC268) 
— d2 (1EC118) 
— d3 (1EC118) 


SENSe[1]:FUNCtion: MMODe — Measurement and display of 2nd order intermodulation product 
referred to twice the “upper frequency” (to IEC 268) 

— Measurement and display of 3rd order intermodulation product 
referred to twice the “upper frequency” (to IEC 268) 

— Measurement and display of 2nd order intermodulation product 
referred to the “upper frequency" (to IEC 118) 

— Measurement and display of lower 3rd order intermodulation product 


referred to the “upper frequency” (to IEC 118) 


D3_268 alias D3 


D2_118 


D3_118 


2.6.5.10 
ANLR panel 
Dyn Mode 

— FAST 

— PRECISION 


PCT|DB Display units for results of DFD measurement 2.4 

ANLR panel 
Unit 
<= an 


SENSe[1]:FUNCtion:DMODe 


FAST 
PRECision 


— Analog notch filter switched off. 
— Analog notch filter switched on if the applied signal is of good quality. 


SENSe[1]:UNIT[] 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 
Functions 


ANLR panel 
Fret Sett! 
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3.10.2.4.10 DIM 


SENSe[1]:FUNCtion DIM measurement 2.6.5.9 
ANLR panel 
FUNCTION 
— DIM 


SENSe[1]:UNIT[] PCT|DB Display units for results of DIM measurement 2.4 


ANLR panel 
Unit 


SENSe[1]:FREQuency: MODE Fixed|CW — Setting the reference frequency pair using the following command. 2.6.5.9 
GENTrack — Setting the reference frequency pair using the signal function DIM in the ANLR pane! 
generator. FREQ MODE 
— FIX: 
— GEN TRACK 


SENSe[1]:FREQuency:SQRSin —» Square = 2.96 kHz, sine = 14 kHz 2.6.5.9 
— Square = 3.15 kHz, sine = 15 kHz ANLR panel 
FREQ MODE 
— 2.96/14kHz 
— 3.15/15kHz 


SENSe[1]:FUNCtion:SETTling:xxxx Settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fnet Settl 
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3.10.2.4.11 Wow & Flutter 


. = 
unit 


SENSe(1]:FUNCtion 


SENSe[1]:FUNCtion: STANdard 


— Wow & flutter measurement 2.6.5.11 
ANLR pane! 
FUNCTION 
— WOW & FL 


— W8F acc. to NAB 2.6.5.11 
— W8F acc. to JIS ANLR panel 
— W8F acc. to DIN/IEC Rule 
— W8&F, 2-sigma, 5 s. ~— NAB 
— W8F, 2-sigma, 10s 3 JIS 
— DIN/IEC 
— 2Sigma5ds 
— 2 Sigma 10s 


SENSe(1]:UNIT[] No further display unit selectable. 2.4 
ANLR panel 
Unit 
CALCulate:TRANsform:FREQuency:STATe — No POST-FFT for selected measurement function 2.6.5.1 
— POST-FFT for selected measurement function (see 3.10.2.5.13 FFT) ANLR pane! 
CALC:TRAN:FREQ:FFT S256 to S8K POST FFT 
CALC:TRAN:FREQ:WIND RECT to KAIS — OFF 
CALC:TRAN:FREQ:STAR? — ON 
CALC: TRAN:FREQ:STOP? 
CALC:TRAN:FREQ:RES? 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR panel 
Fnet Settl 


SENSe[1]:FUNCtion: WEIGhting — W8F weighting filter on 2.6.5.11 
— W8F weighting filter off ANLR panel 
Weighting 
— ON 
— OFF 
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3.10.2.4.12 POLARITY 


Parameter 


SENSe[1]:FUNCtion "POLarity" — Polarity test of DUT. 2.6.5.12 
ANLR panel 
FUNCTION 
— POLARITY 


3.10.2.4.13 FFT 


Parameter 


— FFT measurement function 2.6.5.13 
ANLR pane! 
Function 
— FFT 


SENSe[1][:VOLTagelPOWer]: UNIT[112] VIDBVIDBU/FS/DBM| Display unit for results of RMS measurement 2.4 
WIDPCTVIDVIVVRI ANLR panel 
PCTVVRIDPCTW! Unit Ch1/Ch2 
DWIPPRIPCTPPR 
PCTFSIDBFSIDPCT! 
DBR 


SENSe{1][: VOLTagelPOWer]:REFerence: MODE CH1Store — For a two-channel measurement, the current measurement result of 2.6.5.1 
channel 1 is stored as a reference. ANLR panel 
CH2Store — For a two-channel measurement, the current measurement result of Reference 
channel 2 is stored as a reference. — STORE CH1 
CH1Meas — The value measured of channel 1 is used as a reference for the output of — STORE CH2 
results in reference-related units. — MEAS CH1 
CH2Meas — The value measured of channel 2 is used as a reference for the output of — MEAS CH2 
results in reference-related units. — STORE 
STORe — For a single-channel measurement, the current measurement result is stored | — VALUE: 
as a reference. 
VALue — The reference value Is entered using the next command. 
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SENSe/1][:VOLTagelPOWer]:REFerence 


| SENSe[1]:NOTCH:STATE] 


SENSe[1]: NOTCh:FREQuency:MODE 


SENSe[1}: NOTCh:FREQuency:FixXed 


CALCulate:TRANsform:FREQuency 


CALCulate:TRANsform:FREQuencyAVERage 
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<nu> 
Value range 
determined by 
instrument or function 


AUTO 
FiXed 
GENTrack 


<nu> 
Value range 
determined by 
instrument or function 


IECAEEE-Bus Commands: Analyzers 


Numerical entry of reference value. 


— Analog notch filter on; gain 12 dB 
— Analog notch filter on; gain 30 dB 
— Analog notch filter on; no gain 

— Analog notch filter off; 


— Notch filter center frequency tracks the measured frequency. 


— For numerical entry of notch-filter center frequency see next command. 


— Center frequency of notch filter tracks the generator frequency. 


Numerical entry of notch-filter center frequency. 


FFT size 

— 256 lines 
— 512 lines 
— 1024 lines 
— 2048 lines 
— 4096 lines 
— 8192 lines 


2.6.5.1 
ANLR panel 
Reference 


2.6.5.1 
ANLRA panel 
Anig. Notch 
> 0dB 

— 12 dB 

— 30 dB 

— OFF 


2.6.5.1 

ANLR panel 
Notch Freq 

— AUTO 

— VALUE: 

— GEN TRACK 


2.6.5.1 
ANLR panel 
Notch Freq 
— VALUE: 


2.6.5.13 
ANLR panel 
FFT Size 

— 256 

> 512 

= 1024 

= 2048 

— 4096 

— 8192 


Number of averaging procedures for optimum noise suppression. 


2.6.5.13 
ANLR panel 
Average 
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— The specified number of FFTs is performed, intermediate results are 2.6.5.13 
added and then divided by this number. ANLR panel 
EXPonential — Averaging is performed continuously. Avg Mode 
— NORMAL 
— EXPONENTIAL 


CALCulate:TRANsform:FREQuency:STARt? <nu> Queries the beginning and end of FFT, depending on CENTer and SPAN. 2.6.5.13 
CALCulate: TRANsform:FREQuency:STOP? Query only The response is <nu> in Hz. ANLR pane! 
Start / Stop 


CALCulate:TRANsform:FREQuency:CENTer <nu> Center frequency for FFT calculation 2.6.5.13 
Value range ANLR panel 
determined by Center 
instrument or function 


CALCulate: TRANsform:FREQuency:ZOOM <n>=1 Zoom FFT off (standard FFT) 2.6.5.13 
<n> FFT zoom factor ANLR panel 
for instr. Contrary to the manual mode, the zoom factor instead of the SPAN is entered in | Zoom-FFT 
A22 a. D48 = the IEC/EEE-bus mode. The SPAN being a function of the zoom factor it can be 

2,4,8 to 256 determined by the following query. 
A100 a. A300 2,4,8,16 
D192 a. D768=2,4,8 


CALCulate: TRANsform:FREQuency:SPAN? <nu> Queries the frequency range around the center frequency as a function of the 2.6.5.13 
Query only zoom factor. ANLR panel 
The response is <nu> in Hz. Span 
Contrary to the manual mode, SPAN can only be read in but not entered in the 
IECAEEE-bus mode. The SPAN value can be changed by changing the zoom 
factor and modifying the sampling frequency and the oversampling factor. 


CALCulate: TRANsform:FREQuency:RESolution? <nu> Queries the frequency resolution of FFT, depending on CENTer and SPAN. 2.6.5.13 
Query only The response is <nu> in Hz. ANLR pane! 
Resolution 
CALCulate: TRANsform:FREQuency: MTIMe? <nu> Queries the measurement time of FFT, depending on FFT size. 2.6.5.13 
Query only The response is <nu> in s. ANLR panel 
Meas Time 
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Command Parameter Basic 
unit 


CALCulate: TRANsform:FREQuency:WINDow RECTangular — Fast and frequency-accurate 2.6.5.13 
HANNing — High spectrat resolution, wide, bell-shaped curve ANLR panel 
BLACkman_harris — Steep slope of bell lobe Window 
RIF1 — Excellent suppression of distant interference — RECTANG... 
RIF2 — Excellent suppression of distant interference — HANN 
RIF3 — Excellent suppression of distant interference — BLACKMAN H 


HAMMing — Implemented for the sake of completeness — RIFE ViINC 1 

FLATtop — Amplitude read from graphic diagram — RIFE VINC 2 

KAISer — Characteristics determined by 8 factor — RIFE VINC 3 
— HAMMING 
— FLAT TOP 
— KAISER 


CALCulate:TRANsform:FREQuency:WINDow: BETAfac no Unit] B factor for KAISer window 2.6.5.13 
to ANLR panel 
B-Factor 
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3.10.2.4.14 Filtersimulation 


a... we 


SENSe[1]:FUNCtion ‘FiLTersim' 


2.6.5.14 
ANLR panel 
Function 

— FILTER SIM. 


— Display of total frequency response using SENS:FILT... 
Filters to be selected on the UPD display, eg 
SENS:FILT:AWE ON 
SESN:FILT2:UFIL5 ON 

SENS:FUNC ‘FILT' 

IEC LAD 20 

IEC GTL 


SENSe[1][: VOLTagePOWer]:UNIT[112] PCT Unit of Y axis for the display of curves for filters selected with the subsequent 2.4 

DB command ANLR panel 
See section 3.10.4 Unit Ch1/Ch2 
Units for IEC 


Measurement Results 


2.7.1 
ANLR panel 
Filter 


See section 3.10.3 Selecting the Analyzer Filters 
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3.10.2.4.15 WAVEFORM 


Command 


SENSe{1]:FUNCtion 


SENSe[1]:FUNCtion: MMODe 


SENSe[1]: WA Veform:COMPression 


SENSe[1][: VOL TagelPOWer]:UNIT[12] 


SENSE[1][: VOLTagelPOWer]:REFerence 
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“WAVeform" 


STANdard 
ENHanced 


COMPressed 


<n> 
2 to 1024 


V|DBV|DBUFSIDBM| 
WIDPCTV|DVYVVR 
PCTVVRIDPCTW 
DWPPRIPCTPPR 
DBRIPCTFS| DPCT! 
LSBs 


<nu> 

Analog Instrument 
- 1000 V to 1000 V 
Digital instrument 
- 1kFS tot kFS 


3.140 


— Waveform display of applied signal 


— Standard display of samples, max. trace length is 7488 samples. 
Interpolation can be switched on. 

— Trace length up to 64k samples, however only one curve is possible. 
Interpolation cannot be switched on, 


— To allow measurements over longer periods of time only peaks are displayed. 


With command SENSe:WAVeform:COMPression <n> (see below) the 
number of peak-weighted samples is determined. 
Available only for instruments A22 and D48. 
Interpolation cannot be switched on. 

— Undersampling of signal to record longer periods; 
the number of samples specified under "SENS:WAV:COMP’" is 
arithmetically combined (without detection). 


Number of peak-weighted samples of WAVeform mode 


SENSe:FUNCtion;MMODe COMPressed. 


Display unit for results of DC measurement. 


Numerical entry of reference value. 


2.6.5 

ANLR panel 
Function 

— WAVEFORM 


2.6.5.15 

ANLR panel 
Meas Mode 

— STANDARD 
— ENHANCED 
— COMPRESSED 
— UNDERSAMP 


2.6.5.15 
ANLR pane! 
Comp Fact 


2.4 


ANLR panel 
Unit 


2.6.5.1 
ANLR panel 
Reference 
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“ el a ald 


<nu> Sets the voltage for the trigger threshold. 2.6.5.15 


TRIGger:LEVel 


Analog instruments ANLR panel 
-50V to 50V Trig Level 
Digital instrument 


-1FS to 1FS 


TRIGger:SLOPe POSitive alias Sets the trigger edge. 2.6.5.15 
RiSing ANLR panel 
NEGative alias Trig Slope 
FALLing ~ RISING 


— FALLING 


2.6.5.15 
ANLR panel 
Interpol 

31 
~2 
~4 
38 
—> 16 
~ 32 


SENSe[1]:SMOothing:APERture 


Selects the interpolation stages for smoothing the display of the traced waveform. 


N1 to N32 = factor 1 to 32 


2.6.5.15 
ANLR panel 
Trace Len 


SENSe[1]: WA Veform:DURation 


Sets the period for which the signal is traced. The max. settable Trace Len is a 
function of the sampling rate and the interpolation value. 


<nu> 
see 2.6.5.15 
WAVEFORM 
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3.10.2.4.16 Coherence Measurement (COHERENCE) 


Command 


SENSe{1][:VOLTagelPOWer]:UNIT[1] 


CALCulate:TRANsform:FREQuency:FFT 


CALCulate:TRANsform:FREQuency:WINDow 
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Parameter 


“COHErence" 


RECTangular 
HANNing 
BLACkman_harris 
RIF1 

RIF2 

RIF3 

HAMMing 
FLATtop 

KAISer 


3.142 


Coherence and transfer function 

Condition: 

e Analog instrument 22 kHz (INST2 A22) 

e Two-channel measurement (INP:SEL CH1AICH2IICH11) 

e High-speed option required 

¢ Output of digital generator (INST D48) must not be set to 
AES/EBUIS/P DIFIOPTICAL (not OUTP: TYPE AESISPDIOPT) 


Unit for result display of transfer function (ratio channel2/channel1) obtained in 
the COHERENCE measurement provided TRACE B is selected with 
DISP:TRAC2:FEED 'SENS:DATA2". 


| FFT sizes 


— 256 lines 
— 512 lines 
— 1024 lines 
— 2048 lines 
— 4096 lines 
— 8192 lines 


— Fast and frequency-accurate 

— High selectivity, wide bell 

— Steep bell slope 

— Excellent suppression of far-off interference 
— Excellent suppression of far-off interference 
— Excellent suppression of far-off interference 
— For reasons of completeness 

— Amplitude readable from graphics display 
— Characteristics determined by 8 factor 


2.6.5.16 

ANLR panel 
FUNCTION 

— COHERENCE 


2.6.5.16 
ANLR panet 
Unit Ch2 


2.6.5.16 
ANLR panel 
FFT Size 

— 256 

=> 512 

— 1024 

— 2048 

— 4096 

— 8192 


2.6.5.16 

ANLR panel 
Window 

— RECTANG... 
— HANN 

— BLACKMAN H 
— RIFE VINC 1 
— RIFE VINC 2 
— RIFE VINC 3 
— HAMMING 
— FLAT TOP 
— KAISER 
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CALCulate: TRANsform:FREQuency:WINDow:BETAfac| <n> No unit| B factor for KAlSer window 2.6.5.16 
ANLR panel 
B-Factor 


CALCulate: TRANsform:FREQuency:AVERage <n> Number of averaging procedures to increase the accuracy of the coherence 2.6.5.16 
2 to 2048 measurement. ANLR panel 
Average 


CALCulate:TRANsform:FREQuency:STARt? <nu> Query for beginning and end of FFT, depending on CENTer and SPAN. 2.6.5.16 
CALCulate:TRANsform:FREQuency:STOP? Query only Retum of <nu> in Hz. ANLR panel 
Start / Stop 


CALCulate:TRANsform:FREQuency:RESolution? <nu> Query for frequency resolution of FFT, depending on CENTer and SPAN. 2.6.5.16 
Query only Return of <nu> in Hz. ANLR panel 
Resolution 
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3.10.2.4.17 Input Level of Digital Signal (DIG INP AMP) 


Parameter Basic 
unit 


Command 


SENSe[1]:FUNCtion 


SENSe[1]: VOLTage:APERture: MODE 


SENSe[1]: VOLTage:APERture 


SENSe(1]:UNITI] 


SENSe[1][: VOLTagelPOWer]: REFerence:MODE 


SENSe[1][:VOLTagelPOWer]:REFerence 


1030.7500.02 


€ 


‘DIGInpamp!' Measurement of digital input amplitude (physical level) at 
the AES/EBU or S/P DIF interface. 
Available only with instrument DIG 48kHz (INST2 D48), measurement mode 
COMMON/INP (SENS:DIG:FEED CINP) and built-in jitter option (UPD-B22). 
By selecting a long integration time, interfering pulses can be eliminated through 
averaging to reduce their effect on the measurement result. 
— Measurement time 200 ms 

FAST — Numerical entry of measurement time with the following command. 

VALue 


<nu> Numerical entry of measurement time. 
Value range: 
100 ps to15s 


VIDBVIDBUIDBMIWID Unit for result display of digital input amplitude. 
PCTVIDVIVVRI 

PCTVVRIDPCTW! 

DWIPPRIPCTPPRI 

DBR 


Reference value for result display in relative units 
provided a referenced unit is selected. 
VALue — Reference value specified with the following command. 
STORe — The current measurement result is stored as reference value. 
GENTrack — The currently valid and each newly set generator voltage is stored as 
reference value. 


<nu> Numerical entry of reference value. 
100 pV to 1000 V 


3.144 


2.6.5.17 

ANLR panel 
FUNCTION 

— DIG INP AMP 


2.6.5.17 
ANLR panel 
Meas Time 
— FIX 200ms 
— VALUE: 


2.6.5.17 
ANLR panel 
Meas Time 


2.6.5.17 
ANLR panel 
Unit 


2.6.5.1 
ANLR panel 
Reference 


2.6.5.1 
ANLR panel 
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3.10.2.4.18 Phase Measurement (PHAS TO REF) 


i ee Ee. ae 
unit 


SENSe[1 ]:FUNCtion ‘PHASetoref' Phase measurement between selected digital input and reference input (REF IN) | 2.6.5.18 
at the instrument rear. ANLR panel 
FUNCTION 
Available only with instrument DIG 48kHz (INST2 D48), measurement mode — PHAS TO REF 
JITTER/PHAS (SENS:DIG:FEED JPH) and built-in jitter option (UPD-B22). 


2.6.5.18 


SENSe[1]: VOLTage:APERture: MODE 


By selecting a long integration time, interfering pulses can be eliminated through 


averaging to reduce their effect on the measurement result. ANLR panel 
— Measurement time 200 ms Meas Time 
— Numerical input of measurement time with the subsequent command. — FIX 200ms 


— VALUE: 


2.6.5.18 
ANLR panel 
Meas Time 


SENSe[1]: VOLTage:APERture 


Numerical entry of measurement time. 


<nu> 
Wertebereich: 
100 us .. 1.55 


2.6.5.18 
ANLR pane! 
Unit 


UIIPCTFRMIDEGFRM 
INS 


Unit for result display of phase. 


SENSe(1]:UNIT{] 
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3.10.2.4.19 Input Disp 


Command Parameter Basic 
unit 


“OFF" — Input peak measurement off 2.6.5.19 


“PEAKvoltage" — Input peak measurement on ANLR panel 
"RMS" — Input RMS measurement for THD and THD+N functions. INPUT DISP 
— OFF 
— PEAK 
— RMS 


2.4 
ANLR panel 
Unit Ch1/Ch2 


SENSe2[:VOLTagelPOWer]:UNIT[112] V|DBV|DBU|FS|HEX! 
DBM|WIDPCTYDY 
VVRIPCTVVR| 
DPCTWDWPPR| 
PCTPPR\DBRI 
PCTFS|DBFS|DPCT 


Display units for results of input peak measurement. 


SENSe2:VOLTage:REFerence: MODE 


CH1Sitore — For a two-channel measurement, the current measurement result of 2.6.5.1 
channel 1 Is stored as a reference. ANLR panel 
CH2Store — For a two-channel measurement, the current measurement result of Reference 
channel 2 is stored as a reference. — STORE CH1 
STORe — The value measured of channel 1 is used as a reference for the — STORE CH2 
results in reference-related units. — MEAS CH1 
CH1Meas — The value measured of channel 2 is used as a reference for the — MEAS CH2 
results In reference-related units. — STORE 
CH2Meas — For a single-channel measurement, the current measurement result is stored | - GEN TRACK 
as a reference. — VALUE: 
GENTrack — The currently set generator output level is used as a reference. 
VALue — The reference value is entered using the next command. 


2.6.5.1 
ANLR panel 
Reference 


<nu> 
Analog instrument 
1pV to 1000V 

Digital instrument 
0.0 to 1.0 FS 


Numerical entry of reference value. 


SENSe2:VOLTage:REFerence 
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3.10.2.4.20 Frequency Measurement 


Command 


SENSe3:FUNCtion 


SENSe3:FREQuency:UNIT[112] 


SENSe3:FREQuency:APERture:MODE 


SENSe3:FREQuency:APERture 


SENSe3:FREQuency:REFerence:MODE 
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Parameter 


"OFF" 
“FREQuency" 


— Frequency measurement off 
— Frequency measurement on 


HZ|DHZ|DPCTHZ| 


TOCTIOCT|DEC| 
FIFR 


<nu> 
1msto 10s 


CH1Store 
CH2Store 
CH1Meas 
CH2Mea 
STORe 
GENTrack 


VALue 
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Display units for results of frequency measurement. 


2.6.5.20 
ANLR panel 
FREQ/PHAS 
— OFF 

— FREQ 


2.4 
ANLR panel 
Unit Ch1/Che 


— 50 ms 

— 200 ms Minimum frequency-measurement time 

— 1000 ms 

— Numerical entry of measuring time; for entry of values see next command; 


Numerical entry of measurement time 


— For a two-channel measurement, the current measurement result of 
channel 1 is stored as a reference. 

— Fora two-channel measurement, the current measurement result of 
channel 2 is stored as a reference. 

— The value measured of channel 1 is used as a reference for the output of 
results in reference-related units. 

— The value measured of channel 2 is used as a reference for the output of 
results in reference-related units. 

— Fora single-channel measurement, the current measurement result is stored 
as a reference. 

— The currently set generator output level is used as a reference. 


— The reference value is entered using the next command. 


2.6.5.20 
ANLR panel 
Meas Time 

— FIX 50ms 
— FIX 200ms 
— FIX 1000ms 
— VALUE: 


2.6.5.20 
ANLR panel 


2.6.5.20 

ANLR panel 
Ref Freq 

— STORE CH1 
— STORE CH2 
— MEAS CHt 
— MEAS CH2 
— STORE 

— GEN TRACK 
— VALUE: 
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SENSe3:FREQuency:REFerence <nu> 
- 1 MHz to 1 MHz 


Numerical entry of reference value. 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 


Functions 


3.10.2.4.21 Combined Frequency- Phase- and Group Delay-Measurement 


Combined Frequency- and Phase-Measurement 


SENSe3:FREQuency:UNIT[1] HZ|DHZ|DPCTHZ| 
TOCT|OCT|DEC| 
FER 


SENSe3:PHASe:UNIT2 DEG|RAD|DDEG| 
DRAD| 


SENSe3:FREQuency:REFerence:MODE STORe 
VALue 
GENTrack 
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— Combined frequency and phase measurement off. 
— Combined frequency and phase measurement on. 


Display units for results of frequency measurement. 


Display units for results of phase measurement. 


— The current frequency measurement result is stored as reference value. 


— The reference value is entered using the following command. 
— The currently set generator frequency is used as a reference. 


2.6.5.20 
ANLR panel 
Ref Freq 


2.3.4.2 
ANLR panel 
Freq Settl 


2.6.5.21 

ANLR panel 
FREQ/PHASE 

— OFF 

— FREQ&PHASE 


2.4 
ANLR panel 
Unit Ch1 


2.4 
ANLR panel 
Unit Ch2 


2.6.5.1 

ANLR panel 
Ref Freq 

— STORE 

— VALUE: 

— GEN TRACK 
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Command Parameter 


SENSe3:FREQuency:REFerence <nu> Numerical entry of reference value. 2.6.5.1 
- 1 MHz to 1 MHz ANLR panel 
Reference 


SENSe3: PHASe: FORMat Display format for phase measurement 2.6.5.21 

POSitive > 0 to 360° ANLR pane! 
POSNegative — - 180° to -180° Format Pha 
NEGative — - 360° to0° > 0.. 360° 
RAD > 0 to2n — -180° .. 180° 
RADBipolar > -nto+n — - 360°... 0° 
RADNegative > -2n tod 70..2n 

=H. ct 

3 -2n..0 


SENSe3: PHASe:REFerence:MODE — The current phase measurement result is stored as a reference value. 2.6.5.1 
— The reference value is entered using the following command. ANLR-Panel 
Reference 
— STORE 
— VALUE: 


SENSe3: PHASe:REFerence <nu> Numerical entry of reference value. 2.6.5.1 
-360° to +360°- ANLR-Panel 
Reference 


SENSe3:FREQuency:SETTling: For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR-Panel 
Freq Settl 


SENSe3: PHASe:SETTling: For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 2.3.4.2 
Functions ANLR-Panel 
Phas Settl 
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Combined Frequency- and Group-Delay-Measurement 


Command Parameter Basic 
unit 


SENSe3:FUNCtion "OFF" — Combined frequency and group-delay measurement off 2.6.5.21 
"FQGRoupdelay" — Combined frequency and group-delay measurement on. With RSM ANLR panel 
measurements, POST-FFT is automatically switched on as the frequency FREQ/PHASE 
information is obtained from FFT. — FREQ&GRPDEL 


2.4 
ANLR panel 
Unit Ch1 


SENSe3:FREQuency:UNIT[1]} HZ|DHZ|DPCTHZ| 
TOCT|OCT|DEC| 


FFR 


Display units for results of frequency measurement 


SENSe3:PHASe:UNIT2 2.6.5.21 
ANLR panel 


Unit Ch2 


Display units for results of group-delay measurement 


Note: 
!f DEG or RAD is selected, the continuous phase (beyond +360°) is determined. 


STORe 
VALue 
GENTrack 


SENSe3:FREQuency:REFerence:MODE 2.6.5.1 
ANLR panel 
Ref Freq 

— STORE 
— VALUE: 


— GEN TRACK 


— The current frequency measurement result is stored as reference value. 
— The reference value is entered using the following command. 
— The currently set generator frequency is used as a reference value. 


SENSe3:FREQuency:REFerence <nu> 
-1 MHz to 1 MHz 


Numerical entry of reference value. 2.6.5.1 
ANLR panel 
Ref Freq 


2.6.5.1 
ANLR panel 
Ref Phase 
— STORe 
— VALUE: 


STORe 
VALue 


SENSe3: PHASe:REFerence:MODE 


— The current phase measurement result is stored as reference value. 
— The reference value is entered using the following command. 


2.6.5.1 
ANLRA panel 
Ref Phase 


<nu> 
-360 s to +360 s 


Numerical entry of reference value 


SENSe3: PHASe:REFerence 


2.3.4.2 
ANLR panel 
Freq Settl 


For settling commands see 3.10.2.5.1 Common Parameters for Analyzer 
Functions 
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3.10.2.4.22 Measurement of Analyzer Sampling Frequency 


Command 


SENSe3:FUNCtion : 


SENSe3:FREQuency:UNIT[1] 


SENSe3:FREQuency:UNIT2 


SENSe3:FREQuency:REFerence:MODE 


SENSe3:FREQuency:REFerence 


3.10.2.4.23 Monitor 


1030.7500.02 


‘OFF' 
"SFREquency' 


HZ|DHZ|DPCTHZ| 
TOCT|OCT|DEC| 
FFR 


HZ|DHZ|DPCTHZ| 
TOCT|OCT|DEC| 
FFR 


— Off 
— Sampling frequency on switched-on channels 


Available for all digital analyzer instruments 


2.6.5.22 

ANLR panel 
FREQUENCY 

— SAMPLE FREQ 


Display units for results of frequency measurement 


CH1Store 


CH2Store 


STORe 


CH1Meas 


CH2Meas 


GENTrack 
VALue 


<nu> 
-1 MHz to 1 MHz 


3.151 


2.4 
ANLR panel 
Unit Ch14 


Display units for results of frequency measurement 


— With dual-channel measurements, the current result of channel 1 is stored as 
reference value. 

— With dual-channel measurements, the current result of channel 2 is stored as 
reference value. 

— With single-channel! measurements, the current measurement result is stored 
as reference value. 

— The measurement result of channel 1 is used as a reference for result 
output with relative units. 

— The measurement result of channel 2 is used as a reference for result 
output with relative units. 

— The currently set generator frequency is used as reference value. 

— The reference value is entered using the following command. 


Numerical entry of reference value. 


2.4 
ANLR panel 
Unit Ch2 


2.6.5.20 

ANLR panel 
Ref Freq 

— STORE CH1 
— STORE Ch2 
— STORE 

— MEAS CH1 
— MEAS CH2 
— GEN TRACK 
— VALUE: 


2.6.5.1 
ANLR panel 
Ref Freq 


For settling commands see section 3.10.2.5.1 Common Parameters for 
Analyzer Functions 


2.3.4.2 
ANLR panel 
Freq Seitl 
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et —— — ee 
unit 


SYSTem:MONitor:-STATe — Analog headphones input on 2.6.6 
— Analog headphones input off Monitor 
— ON 
— OFF 


SYSTem:MONitor:ATTenuation <nu> Attenuation for analog headphones input 2.6.6 
0 to 70 dB 70 dB = max. attenuation Attenuat. 
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3.10.3 Selection of Analyzer Filter 


e 
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Command Parameter Basic 
unit 


SENSe[1]:FiLTer<i> 


SENSe[1):FiLTer<i>: UFiLter?...:UFiLterf:STATe] <i>’) 


1to4 
ON|OFF 


Switches off the filter in the analyzer measurement functions RMS, PEAK, QPE 
or THD+N. 


AHPASs, LPASs, BPASs, BSTOp, NOTCh, TERZ, OCTav or FILE filter with 
freely selectable parameters (see SENSe:FiLTer<n>:HPASs|:LPASs to and 
subsequent commands) can be assigned to each of the 9 user filters (UFILter). 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


SENSe[1]:FILTer<i>:CCITt[:STATE] 


For psophometric measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


SENSe[1]:FILTer<i>: CCiUnweighf:STATe] 


Bandpass filter 20 Hz to 20 kHz 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


SENSe[1]:FILTer<i>:CCIR[:STATe] 


SENSe[1]:FILTer<i>:AWEighting[:STATe] 


SENSe[1]:FILTer<i>:CMESsagel:STATe] 
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For RFI voltage measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


For RFI voltage measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


For transmission measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


2.7.1 
FILTER panel 
Filter 


2.7.1 
FILTER panel 
Filter 


2.7.1 

FILTER panel 
Filter 

= CCITT 


2.7.1 
FILTER panel 
Filter 
— CCIR unwtd 


2.7.1 

FILTER panel 
Filter 

— CCIR wtd 


2.7.1 
FILTER panel 
Filter 
— A Weighting 


2.7.1 

FILTER panel 
Filter 

— C MESSAGE 
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it. ae. 


SENSe[1}:FiLTer<i>: DEMPhasis50[:STATe] 


SENSe[1]:FILTer<i>: DEMPhasis75[:STATe] 


SENSe[1]:FilTer<i>: DEMPhasis17[:STATe] 


SENSe[1}:FILTer<i>: DEMPhasis5015[:STATe] 


SENSe[1}:FILTer<i>: WRUMbie[:STATe] 


SENSe[1]:FiLTer<i>: URUMbie{:STATe] 


SENSe[1]:FILTer<i>:DCNoise [:STATe] 
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<I>*) 
1to4 
ON|OFF 


<I>’) 
1to4 
ON|OFF 


<I>") 
1to4 
ON|OFF 


<I>") 
1to4 
ON/OFF 
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For unweighted and weighted noise measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


For unweighted and weighted noise measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


For unweighted and weighted noise measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


For unweighted and weighted noise measurements 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


Weighted noise measurement for testing tape recorders 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


Unweighted noise measurement for testing tape recorders 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


Highpass filter for measuring the DC noise 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


Basic Meaning 
unit 


2.7.1 

FILTER panel 
Filter 

— DEEMPH 50 


2.7.1 

FILTER panel 
Filter 

— DEEMPH 75 


2.7.1 

FILTER panel 
Filter 

— DEEMPH J.17 


2.7.1 

FILTER panel 
Filter 

— DEEM 50/15 


2.7.1 

FILTER panel 
Filter 

— RUMBLE wtd 


2.7.1 

FILTER panel 
Filter 

— RUMBLE unw 


2.7.1 

FILTER panel 
Filter 

— DC NOISE HP 


E-11 
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SENSe[1]:FILTer<i>: CARM[:STATe] ae 


ON|OFF 


SENSe[1]:FILTer<i>:/ECTuner{:STATe] 


SENSe[1]: UFiLter<i>:HPASs[:STATe] oe ; 
ON 


SENSe[1]:UFiLter<i>:LPASs[:STATe] - 4 


ON 
SENSe[1]:UFILter<i>:BPASs{:STATe] 


Filter for weighted noise measurements in line with older regulations. 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


Filter for tuner measurements to DIN/IEC 315 


2.7.1 
FILTER panel 
Filter 
— CCIR ARM 


2.7.1 

FILTER panel 
Filter 

— IEC Tuner 


Highpass 
When a filter is switched ON the previously active filter is automatically switched 
OFF. 


SENSe[1]: UFiLter<i>: BSTOp[:STATE] 


SENSe[1]: UFiLter<i>: NOTCH:STATe] 


*) <i> 
Example: 
"SENS: FUNC 'RMS'‘" 
" SENS: FILT1:DEMP5015 ON" 
“ SENS: FILT3:CCIT ON" 


Lowpass 
When a filter is switched ON the previously active filter is automatically switched 


Bandpass 
When a filter is switched ON the previously active filter is automatically switched 


Bandpass 
When a filter is switched ON the previously active filter is automatically switched 


Notch filter 
When a filter is switched ON the previously active filter is automatically switched 


stands for the filter of analyzer measurement functions RMS, PEAK, QPE and THDN, which has been assigned the specified filter function. 


causes the following setting in the ANALYZER panel in the RMS & S/N measurement function 


e Notch (Gain) OFF | 
e Filter DEEM 50/15 i= 
e Filter OFF i=2 
e Filter CCITT i=3 
e Func Sett! OFF | 
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2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 
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Command Parameter Basic 
unit 


SENSe[1]: UFiLter<i>: TOC Tave[:STATe] Third-octave filter (Third Octave) 2.7.2 
When a filter is switched ON the previously active filter is automatically switched | FILTER panel 
OFF. FILTER 01 to 09 


SENSe[1]: UFiLter<i>:OCTay:STATe] Octave filter 2.7.2 
When a filter is switched ON the previously active filter is automatically switched | FILTER panel 
OFF. FILTER 01 to 09 


SENSe[1]: UFiLter<i>:FILE[:STATe] User-defined filter 2.7.2 
When a filter is switched ON the previously active filter is automatically switched | FILTER panel 
OFF. FILTER 01 to 09 


SENSe:UFiLter[1...9]:0RDer Selection of order for highpass and lowpass filters 2.7.2 
— Order 4 FILTER-Panel 
— Order 8 Order 

+4 


38 


SENSe[1]: UFiLter<i>: PASSb <i> = 1109 Passband of HPASs and LPASs 2.7.2.2 


SENSe[1]: UFiLter<i>: STOPb? 


SENSe[1]: UFILter<i>: PASSb:LOWer 
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<nu> = LL*) 

For MB limit see 2.6.1 
Selecting the 
Analyzer 


<i> =1to9 

<nu> = LL“) 

For MB limit see 
2.6.5.1 Common 
Parameters of 
Functions 
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Queries the stopband of HPASs and LPASs 


Lower passband of BPASs and BSTOp 


FILTER panel 
FILTER Ox 
— Passband 


2.7.2.2 
FILTER panel 
FILTER 0x 

— Stopband 


2.7.2.3 
FILTER panel 
FILTER Ox 

— Passb low 
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Command 


SENSe[1]: UFiLter<i>: PASSb:UPPer 


SENSe[1}: UFiLter<i>: STOPb:LOWer? 


SENSe[1]: UFiLter<i>: STOPb:UPPer? 


SENSe[1]: UFiLter<i>: CENTer 


IECNEEE-Bus Commands: Analyzer Filters 


¢ 


ae Es = | 


<i> =1to9 

<nu> = LL’) 

For MB limit see 2.6.1 
Selecting the 
Analyzer 


<i> 
1to9 
Query only 


<i> 
1to9 
Query only 


Upper passband of BPASs and BSTOp 


Queries the lower stopband of BPASs and BSTOp 


Queries the upper stopband of BPASs and BSTOp 


<I> =1to 9 

<nu> = LL") 

For MB limit see 2.6.1 
Selecting the 
Analyzer 


SENSe[1]:UFiLter<i>: WIDTh 


<i> =1to9 

<nu> = LL*) 

For MB limit see 2.6.1 
Selecting the 
Analyzer 


Center frequency of NOTCh, TOCT OCTAv 


Center frequency of NOTCh, TOCT OCTAv 


SENSe[1]: UFiLter<i>:A TTenuation 


<i> 

1to9 
<nu> 

3 to 120 dB 


2.7.2.3 
FILTER panel 
FILTER Ox 

— Passb upp 


2.7.2.3 
FILTER panel 
FILTER 0x 

— Stopb low 


2.7.2.3 
FILTER panel 
FILTER Ox 

— Stopb upp 


2.7.2.4 
2.7.2.5 
FILTER panel 
FILTER Ox 

— Center Frq 


2.7.2.4 and 
2.7.2.5 
FILTER panel 
FILTER Ox 

— Width 


Attenuation of all filters except FILE Def. The value may be corrected in the UPD 
and queried. 


SENSe[1]: UFiLter<i>: DELay 
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Query only for all filters 
except for file-defined 
filters 

<i> =1to9 
<nu>=O0to1s 


Settling time of FILE-defined filters 


2.7.2.1 
FILTER panel 
FILTER Ox 

= Atten 


2.7.2.7 
FILTER panel 
FILTER 0x 

— Delay 


UPL JECAEEE-Bus Commands: Analyzer Filters 


Nims nt ii as 
unit 


SENSe[1}:UFiLter<i>: DELay? Queries the settling time of filters HPASs, LPASs, BPASs, BSTOp, NOTCh, 2.7.2.1 
TOCT OCTav FILTER panel 
FILTER 0x 
— Delay 


SENSe[1]: UFiLter<i>: FILE "fllename" Path and file name of file-defined filter data 2.7.2.7 
<i> z. B. "C\UPD\USER\MYFILT.ZPZ" FILTER panel 
1109 FILTER Ox 
— Filename 


*) LL = Lower limit value for instruments 22: 24 Hz 
A110: 171 Hz 
D48: Sample Freq"Oversamp/2000 (see 2.6.3 Configuration of the Digital Analyzer) 
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3.10.4 Units for IECAEEE Measurement Results 


— 


2.4 
SENSe[1/2][: VOLTagelPOWer]:UNIT[112] tw ist Sanaa 


SENS[1]... only) Unit Ch1/Ch2 


UV (For Absolute units for analog level measurements 
SENSJ1]... only) 
DBV 


Relative units for analog level measurements 


} Relative units for intermodulation measurements and W&F 


DB (For J 

SENS[1]... only) 

PCT (For ] 

SENS{[4]... only) Absolute units for digital level measurements 
J 


FS 
LSBS 1 


DBFS > Relative units for digital level measurements 
BITS J 


1 


BPGT + Absolute units for digital jitter and phase measurement 


PCTFS 


UI 
NS 
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UPD Units for IECNEEE Measurement Results 


Se AR Sd Se a Eat 
unit 


SENSe[112][:VOLTagelPOWer]:UNIT[112] 


) AMER panel 
ppm ? Absolute units for digital jitter measurements Unit Ch1/Ch2 
DBUI 


! 


Uir + Relative units for digital jitter measurements 
0 


) 
PCTFRM %FRM _ } Absolute units for digital phase measurements 
DEGFRM °FRM 


SENSe3:FREQuency:UNIT[1/2] Absolute and relative units for frequency measurements 2.4 
HZ Hz ANLR panel 
DHZ AHz Unit Chi/Ch2 
DPCTHZ A%Hz 
TERZ Terz 
OcT Oct 
DEC Dec 
FFR ffir 


SENSe3:PHASe:UNIT Absolute and relative units for phase measurements 2.4 
ANLR panel 
RAD Unit Ch1/Ch2 
A° 
ARAD 
s (for group delay) 
As (for group delay) 
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Selectable units: 


Units of measurements 
SENSe{1][: VOLTage][: POWer]:UNIT[112]: 


Measurement function Selectable units 


"INST2 A22 | A110 1 A300" "SENS:FUNC '‘RMS'| “SENS: UNIT[112] 

"INST2 A22 | A110 | A300" 'RMSS' | V1! OBV 1 DBU I DBM! 

"INST2 A22" ‘PEAK'| W | DPCTVIDVIVVRI 

“INST2 A22" ‘QPE' | PCTVVR | DPCTW | DW! PPR! PCTPPR | 
“INST2 A22 | A110] A300" ‘DC'I DBR" 

"INST2 A22 | A110! A300" Er 


"INST2 A22 | A110! A300" “SENS:FUNC 'THDN™ and 
“SENS:FUNC:MMOD LNOI I NOIS “ 


"INST2 A22 | A110] A300" “SENS:FUNC ‘WAV" and 


"SENS:FUNC:MMOD COMP" 
"INST2 A22 | A110] A300" "SENS:FUNC 'THD'| 'MDIS'|'DFD'" “SENS: UNIT[112] 
DB 1 PCT" 
“INST2 A22 | A110! A300" "“SENS:FUNC 'THDN”™ and 
“SENS:FUNC:MMOD THDN | NOIS" 
"INST2 A22" "SENS:FUNC 'WAF™ "SENS:UNIT[112] 
PCT" 
"INST2 A22 | A110] A300" “SENS:FUNC ‘WAV"™ and "SENS:UNIT[112] 
“SENS:FUNC:MMOD STAN" VIMV1UV1 DPCTV! DVI VVR1PCTVVR" 
"INST2 A22 | A110! A300" “SENS:FUNC 'THDN"™ and “SENS:UNIT[112] 
"SENS:FUNC:MMOD SNDR" DB" 
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Measurement function Selectable units 


“INST2 D48" and 
"SENS:DIG:FEED ADAT" 


or 


"INST2 D192 | D768" 


"INST2 D48* and 
“SENS:DIG:FEED JPH" 


“INST2 D48" and 
“SENS:DIG:FEED CINP" 


1030.7500.02 


Cc 


"“SENS:FUNC 'RMSS' | PEAK’ | 'QPE’ " 


“SENS:FUNC 'THDN"™ and 
"SENS:FUNC:MMOD LNO! | NOIS " 


"“SENS:FUNC 'WAV™ and 
“SENS:FUNC:MMOD COMP" 


“SENS:FUNC 'THD' | 'MDIS' | 'DFD'" 


“SENS:FUNC 'THDN™ and 
“SENS:FUNC:MMOD THDN | NOIS 


“SENS:FUNC 'DC™ 
"SENS:FUNC 'WAV™ and 
“SENS:FUNC:MMOD STAN" 


"“SENS:FUNC 'THDN"” and 
“SENS:FUNC:MMOD SNDR* 


“SENS:FUNC 'RMS' | 'RMSS' | ‘PEAK’ | FFT" 


“SENS:FUNC 'WAV"™ and 
“SENS:FUNC:MMOD COMP" 


"SENS:FUNC 'RMS' | 'RMSS'| 'PEAK' | FFT" 


“SENS:FUNC 'WAV™ and 
“SENS:FUNC:MMOD COMP" 


"SENS:FUNC 'WAV"™ and 
“SENS:FUNC:MMOD STAN" 


"SENS:UNIT[112} 
FS | PCTFS | DBFS | DPCT | 
DBR!LSBS | BITS" 


“SENS: UNIT[1I2] 
DB | PCT" 


*“SENS:UNIT{112] 
FS | PCTFS | DPCT | LSBS" 


| "SENS:UNIT[112] 
UI | PCTUI | PPMUI INS | UIR | 
DBR | DBUI" 


“SENS:UNIT[1I2] 
V1 DBV{ DBU| DBM! 
WI DPCTV IDV! 
VVR | PCTVVR | 
DPCTW | DWI PPR | PCTPPR | DBR" 


“SENS:UNIT[112] 
VIMV1IUVIDPCTV 1 DVI VVRI PCTVVR" 
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Units of Input Peak, RMS and Phase masurements 
SENSe2[: VOLTage]{: POWer]:UNIT[(112]: 


Measurement function Selectable units 


"INST2 A22 | A110" “SENS2:FUNC 'PEAK' | '‘RMS™ "SENS2:UNIT[112] 
V1 DBV1DBU 1! DBM! 
WIDPCTV1 DVI 
VVR | PCTVVR | 
DPCTW | DW1 PPR! PCTPPR | DBR" 


"INST2 D48" and “SENS2:FUNC ‘PEAK "SENS2:UNIT[112] 
"SENS:DIG:FEED ADAT" FS |PCTFS | DBFS| 
DPCT | DBR! LSBS | BITS" 


“INST2 D48" and "“SENS2:FUNC 'PEAK™ "SENS2:UNIT[112] 
"SENS:DIG:FEED JPH" Ul! PCTUI| PPMUIINS1UIR | 
DBR | DBUI" 


"INST2 D48" and "SENS2:FUNC 'PHAS™ "SENS2:UNIT 
“SENS:DIG:FEED JPH" UI | PCTFRM | DEGFRM 1 NS" 


“INST2 D48" and "SENS2:FUNC 'PEAK’ | 'DIGI" “SENS2:UNIT[112] 

"SENS:DIG:FEED CINP* V1DBV 1 DBU i DBM! 
W1DPCTV1DV! 
VVR | PCTVVR | 
DPCTW | DW! PPR! PCTPPR | DBR" 


Units for frequency, phase and group delay measurements 
SENSe3:FREQuency:UNIT[112] and SENSe3:PHASe:UNIT2: 


Measurement function Selectable units 


"INST2 A22 | A110 | D48" “SENS3:FUNC ‘'FREQ" "SENS3:FREQ:UNIT[112} 
HZ | DHZ! DPCTHZ I TOCT | OCT | DEC ! FFR" 


“INST2 A22" “SENS3:FUNC 'FQPH” "SENS3:FREQ:UNIT 
HZ | DHZ | DPCTHZ | TOCT | OCT | DEC | FFR* 
*“SENS3:PHAS:UNIT 
DEG | RAD | DDEG | DRAD" 


"INST2 A22" "“SENS3:FUNC 'FQGR" “SENS3:FREQ:UNIT 
HZ | DHZ | DPCTHZ I TOCT | OCT | DEC | FFR" 
"SENS3:PHAS:UNIT 
$1DS" 
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3.10.5 Loading and Storing 


3.10.5.1 Loading and Storing Instrument Setups 


SYSTem:INFOtext:STATe 


MMEWMory:LOAD:STATe 


MMEMory:STORe:INFOtext 


MMEMory:STORe:STATe 


MMEMory:STORe:STATe: RONLy 
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02, "filename" 
Query: 
MMEM:LOAD:STAT? 
ol2 


‘string’ 


0/112, 'filename' 


Query: 
MMEM:STOR:STAT? 
0 
MMEM:STOR:STAT? 
1 
MMEM:STOR:STAT? 
2 
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— When scrolling through the selection window of the file box, the “Info text" 
for a setup is displayed in the user info line 
(of minor importance for IEC/IEEE-bus control). 

~ "Info text“ not displayed. 


: Load current setup with filename extension .SAC 

: Load complete instrument setup with filename extension .SCO. 
Use command *RST for loading the R&S default setup under 
C:UPD \ SETUP \ DEFAULT.SET. Switch off the parameter link (see 
2.15.9 Transfer of Parameters) to ensure that the default setup described 
under Annex A UPD Default Setup, remains unchanged even after an 
instrument or function change. 


Entry of a comment of max. 39 characters fora detailed description of 


measurement task, DUT or the like. Provided SYST:INFO:STAT ON is selected, 


this comment is displayed in the user info line when a setup is loaded during 
scrolling through the selection window of the file box. 


: Store current setup in a file with the extension .SAC 

: Store current setup with measurement results and traces in a file with 
the extension .SAC. The memory required by these setups depends on the 
size of the active trace. 

: Store total instrument setup in a file with the extension .SCO, 


— File is write-protected 
— File is not write-protected 


FILE panel 
Info Disp! 
— ON 

— OFF 


2.9.1.1 

FILE panel 
Mode / 

— ACTUAL 

— COMPLETE 
— DEFAULT 


2.9.1.1 
FILE panel 
Info Text 


2.9.1.1 

FILE panel 
Mode 

— ACTUAL 

— ACTUAL+DATA 
— COMPLETE 


2.9.1.1 

FILE panel 
Attrib 

— REAN ONLY 
— READ/WRITE 
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3.10.5.1.1 Loading and Storing Traces and Lists 


Parameter Basic Meaning 
unit 


MMEMory:STORe: ’ 


MMEMory:STORe:TRACe 


MMEMory:STORe:LIST 
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TRACet1, "filename" 
TRACe?2, "filename" 
TR1And2, "filename" 
Query: 
MMEM:STOR:TRAC? 
TRAC[112] 
MMEM:STOR:TRAC? 
TRIA 


LIST1,"filename" 
LIST2,"filename" 
DWELI,"filename" 
Query: 
MMEM:STOR:LIST? 
LIST[112] 
MMEM:STOR:LIST? 
DWEL 
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— Data stored in binary format 
— Data stored in ASCII format 


— Store trace A buffer under “filename” 
— Store trace B buffer under “filename" 


— Store trace pair under "filename" 


— Store X-axis list under "filename" 
— Store Z-axis list under “filename” 


— Store dwell-time list under “filename” 


2.9.1.2 
FILE panel 
Format 

— REAL 
— ASCIl 


2.9.1.2 

FILE panel 
Store 

— TRACE A 
— TRACE B 
— TRACE A+B 


2.9.1.2 

FILE panel 

Store 

— X-Axis 

— Z-Axis 

— DWEL VALUE 
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3.10.5.1.2 Storing Limit Violations (Error Reports) 


MMEMory:STORe: FORMat — Data stored in binary format 2.9.1.2 
— Data stored in ASCII format FILE panel 
Format 
— REAL 
— ASCII 


MMEMory:STORe:LIST ERRors, "filename" — Store limit error under "filename" 2.9.1.2 
LiMUpper,"fliename" — Store upper tolerance curve under "filename" FILE panel 
LiMLower,"filename" — Store lower tolerance curve under "filename" Store 
Query: — LIM REPORT 
MMEM:STOR:LIST? — LIM UPPER 
ERR — LIM LOWER 
MMEM:STOR:LIST? 


LIMU 
MMEM:STOR:LIST? 
LIML 
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3.10.5.1.3 Storing Equalization Files 


eit Se So ae ae a 
unit 


MMEMory:STORe: FORMat 


CALCulate: EQUalize:FEED 


CALCulate: EQUalize:‘NORMfreq 


CALCulate: EQUalize:INVert 


MMEMory:STORe:LIST 
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EQUaiize,"filename" 


Query: 
MMEM:LOAD:LIST? 
EQU 
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— Data stored in binary format 
— Data stored in ASCII format 


— Amplitude data read from 
— Trace buffer A/B 


Frequency to the level at which is normalized 


— Frequency stored in inverted form 
— Frequency stored without inversion 


Store equalization file under “filename" 


2.9.1.2 
FILE panel 
Format 

— REAL 
— ASCII 


2.9.1.2 

FILE panel 
Volt Source 
— TRACE A 
— TRACE B 


2919 
FILE panel 


Norm Freq 


2.9.1.2 
FILE panel 
Invert 1/n 
— ON 

— OFF 


2.9.1.2 

FILE panel 
Store 

— EQUALIZATN 
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3.10.5.2 Commands for Editing Files and Directories 


MMEMory:DELete Deletes a file. 2.9.2 
FILE panel 
Delete 

MMEMory:CDiIRectory “pathname” - 2.9.2 


FILE panel 
“filename1","filename2" 


Selects a directory for file operation. 


Work Dir 


2.9.2 
FILE panel 
Copy + To 


MMEMory:COPY 


Selects the file to be copied. 
Specifies the name of the target file (with drive and directory, if required) to which 
a copy should be made. 
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3.10.6 Commands for Graphical Result Display 


In the following, TRACe1 and TRACe2 serve for differentiating between displayed curves (trace A and trace B), bargraphs and result lists. 


Command 


DISPlay[:WINDow]:TRACe[]: OPERation 


DISPlay[:WINDow]:TRACe[]: MODE 


DISPlay[:WINDow]:TRACe[]: COUNt 


1030.7500.02 


Parameter 


CURVepiot 
LIST 
ERRors 


BARGraph 
SPECtrum 


FFTList 
FFTErrors 
PROTocol 


DELete_bef_wr 
WATerfal\CASCade 


MAXHold 


<n> 
Recorded: 

1 to 100 000 
Stored: 

max. 17 traces 
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Meaning 


The parameters below determine the form for the graphics display of 

measurement results. 

— Line chart in Cartesian coordinates. 

— List of numeric vaiues. 

— List of out-of-tolerance values. In this case the limit check function must be 
active. 

— Bargraph display in analog form. 

— Display of FFT or, in the case of THD, DFD or MOD-DIST, in the form of a 
schematic spectrum display. 

— FFT data in tabular form. 

— FFT limit violation data in tabular form. Limit check function must be active. 

— Protocol data of the digital AES/EBU interface displayed in the graphics 
window. 


— Selects a single trace or a pair of traces. Each new X sweep overwrites the 
previous trace. 

— Shifts a single trace (trace pairs not possible) on the Z axis for obtaining a 
Spatial presentation (with FFT-SPECtrum only). 

— Maximum hold function for FFT SPECtrum for FFT-AVERage = 1. 


Specifies the number of single traces and trace pairs to be recorded together and 


stored, Automatically sets the number of Z values in the case of a Z sweep. 


2.10 

DISP panel 
OPERATION 

— CURVE PLOT 
2.10.2 

— SWEEP LIST 
2.10.4 

— SWP LIM REP 
2.10.4 

— BARGRAPH 


2.10.2 

— SPECT LIST 
2.10.8 

— SPC LIM REP 


2.10.6 
— PROTOCOL 


2.10 

DISP panel 
Mode 

— DEL BEF WR 
— WATERFAL 
— MAX HOLD 


2.10 
DISP panel 
Scan Count 
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Parameter Basic Meaning 
unit 


DISPlay[:WINDow]:TRACe[112]:FEED 


MMEMory:LOAD:TRACe 


TRACe:DATA? 
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"SENSe1:DATA1" 


"SENSe1:DATA2" 


"“SENSe2:DATA1" 


"SENSe2:DATA2” 


"SENSe3:DATA1" 
"SENSe3:DATA2" 


"“SENSe4:DATA" 


"HOLD" 
"FILE" 


“DFiLe" 


"OFF" 


TRACe[112],"fllename 


Query: 
MMEM:LOAD:TRAC? 
TRAC[112] 


TRACe[112] 
Query only 


Query-Form: 
TRAC? TRAC[112} 


3.172 


Selects the result to be displayed as TRACe1 (or TRACe2). 


— Measurement function specified by SENSe1:FUNCtion "<>". Value from 
channel 2 (CH1). 

— Measurement function specified by SENSe1:FUNCtion "<>2. Value from 
channel 2 (CH2). 

— Result of input RMS measurement of channel 1 (CH1) for THD and THD+N 
functions. 

— Result of input RMS measurement of channel 2 (CH2) for THD and THD+N 
functions. 

— Measured value from frequency meter, channel 1 (CH1). 

— Measured value from frequency meter, channel 2 (CH2) if SENS3:FUNC 
FREQ is selected. 

— Measured value from phase meter, channel 2 (CH2) if SENS3:FUNC 
FQPH 
Measured value from group delay measurement, channel 2 (CH2) if 
SENS:FUNC FQGR is selected 

— Retains previously displayed values (no collection of new values). 

— Displays measured values from a file using the command 
described below. 

— Loads a trace pair with scale and reference values or reference trace using 
the command described below. 

— Switch-off 


Loads a trace from a file for display. 


The trace (block data!) can be read from the UPD to the controller. 


2.10.1 

DISP panel 
TRACE A/B 

— FUNC CH1 

— FUNC CH2 
— INP RMS CH1 
— INP RMS CH2 
— FREQ CH1 

— FREQ CH2 
— PHASE 

— GROUP DEL 
— HOLD 

— FILE 

— DUAL FILE 
— OFF 


2.10.1 

DISP panel 
TRACE A/B 
—> FILE + 
Filename 


2.10.1 
DISP panel 
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Parameter Basic Meaning 
unit 


DISPlay{:WINDow]:TRACe{]:Y[:SCALe]:UNIT 


Determines the units for results displayed in numerical form. 2.10.1 


DISPlay[:WINDow]:TRACe{112]:Y[:SCALe]:RLEVe!l:MO 
DE} vALue 


DISPiay[:WINDow]:TRACe[]:Y[:SCALe}:RLEVel 


MMEMory:LOAD:TRACe{1/2] 


1030.7500.02 


enn 4 10.4 Units for 
IEC Measurement 
Results 


MAXimum 
CURSof{ 1] 
CURSor 2 
FILE 


HOLD 
OTRAce 
CH1Meas 
CH2Meas 
GENTrack 


IFiLe 


REFTrace, “filename” 
Query: 
MMEM:LOAD:TRAC{1 
(2? REFT 
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A reference value is required for all relative units of TRACe1 or TRACe2. 

— The subsequently entered value is used as a reference. 

— Uses the maximum value of the trace once. 

— The value pointing to the o-cursor is stored as a reference. 

— The value pointing to the *-cursor is stored as a reference. 

— Reference for reference-related units is a file indicated by 
MMEMory:LOAD: TRACe[1I2]REFTrace,"name.TRC". 

— The reference-trace memory is no longer filled with new 
(sweep) values. Stored values are retained. 

~ Reference for reference-related units is another trace. 

— Reference for reference-related units is the value measured in channel 1 or 2 
Pertaining to the respective reference point (depending on the display 
measured frequency, function or input result). 

— The reference trace is erased and reloaded for each measurement using the 
respective generator setting. 

— When a trace with the associated reference trace (Intemal reference FiLe) 
is loaded, IFlLe activates this internal reference file again when another 
reference has been selected before. 


Entry of reference value for relative units. 


— File containing the reference-trace data for trace A. 
Default extension = .TRC 


DISP panel 
Unit 


2.10.1 

DISP pane! 
Reference 

— VALUE 

— MAX 

— oCURSOR 
— *CURSOR 
— FILE 

— HOLD 

— OTHER 
TRACE 

— MEAS CH1 
— MEAS CH2 
— GEN TRACK 
— FILE INTERN 


2.10.1 
DISP panel 
Reference 
— VALUE 


2.10.1 
DISP panel 
Reference 
— FILE + 
Reference 
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Command Parameter 


DISPlay[:WINDow]:TRACe2:Y[:SCALe]: EQUal 


DISPlay[:WINDow]:TRACe[112]:¥[:SCALe]:AUTO 


1030.7500.02 


DISPlay[:WINDow]:TRACe[112]:Y[:SCALe]:NORMalize 


:-MODE 


CURSor{1] (o-Cursor) 
CURSor2 (*-Cursor) 


VALue 


€ 


IE 
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Meaning 


— TRACe2 may be displayed on the same axis as TRACe‘1. In this case no 
values can be entered for: UNIT,: RLEVel,:SCALe:AUTO,: TOP, :BOTTom 
and :SPACing for the second axis, 

— Independent of trace 1. 


— Uses the minimum and maximum values of the present trace for scaling the 
display once. The new scale data are set after DISP:TRAC:Y:TOP <n> 
and DISP:TRAC:Y:BOTT <n>. 


— Leaves scaling to the user with the aid of the following two commands. 


With normalize the reference curve can be multiplied so that a specific Y value Is 
obtained at the desired Y position. 


— The multiplier is obtained from the measured value at the cursor position 
divided by the reference value at this position. Thus the new reference 
corresponds to the value measured at this position (= 0 dBr). 

— Entry of a fixed multiplier using the following command: 


Presettings required: 
DISP:TRAC[1I2]:OPER CURV 
DISP:TRAC{112]:FEED ‘SENS1:DATA1'l'SENS1:DATA2''HOLD' 
DISP:TRAC{112]:Y:UNIT VVRPCTVVRIPPRIPCTPPRIDBR 
DISP:TRAC(112}:Y:RLEV:-MODE GENT 

or 
DISP:TRAC{112]:OPER CURV 
DISP:TRAC[112]:FEED 'SENS3:DATA1'l'SENS3:DATA2''HOLD' 
DISP:TRAC{112}:Y:UNIT TOCTIOCTIDECIFFR 
DISP:TRAC[112]:Y:RLEV:MODE GENT 
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2.10.1 

DISP panel 

Scale B 

— EQUALA 

— NOT EQUAL A 


2.10.1 

DISP panel 
Scale 

— AUTO ONCE 
— MANUAL 


ONCE via Softkey 


DISP panel 
Normalize 
— o-Cursor 
— *-Cursor 
— VALue 
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DISPlay[:WINDow]:TRACe[112]:¥[:SCALe]:NORMalize] <nu> Multipli | The specified number is multiplied to obtain the reference value. This allows the | 2.10.1 
107 to 10° or er|dB | reference of a trace to be defined as required. DISP pane! 
-200 dB to 120 dB Normalize 


DISPlay[:WINDow]:TRACe[112]:¥:SPACing LiNear — Linear spacing of Y axes 2.10.1 
LOGarithmic — Logarithmic DISP panel 
Spacing 
— LIN 
— LOG 


DISPlay[: WINDow]:TRACe[112]:¥[:SCALe]:TOP Sets the upper value of the Y axis (of the dependent value) in the case of 2.10.1 
DISPlay:TRACe[112]:Y:AUTO OFF DISP panel 
Top 


DISPlay[:WINDow]:TRACe[112]:¥[:SCALe]:BOTTom Sets the lower value of the Y axis (of the dependent value) in the case of 2.10.1 


DISPlay:TRACe[112]:Y:AUTO OFF. DISP panel 
Bottom 


DISPlay[:WINDow]:TRACe{]:X[:SCALe]: UNIT <u> Defines the units for the numeric results displayed on the X axis. 2.10.1 

see 3.10.4 Units for DISP panel 
IEC Measurement If remote data, ie data transferred to the UPL by means of block transfer Unit 
Results commands, are loaded as X axis for the graphics display and the sweep is 

switched off, the X axis can be selected with command 

DISP;TRAC:X:UNIT VIHzlsl ... by entering the desired unit of the X axis. 

The only condition is that the selected display mode is not 

DISP:TRAC:OPER BARGraph (corresponding manual control in the DISPLAY 

panel: Not OPERATION = BARGRAPH). 


The long way of selecting sweep parameters in the GENERATOR panel is no 
longer required. 


DISPlay[:WINDow]:TRACe[]:X[:SCALe]:RLEVel Entry of reference value for relative units. 2.10.1 
DISP panel 
Reference 
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DISPlay[:WINDow]:TRACe[]:X[:SCALe]:AUTO 


DISPlay[:WINDow]:TRACe[]:X:SPACing LiNear 


LOGarithmic 


DISPlay[:WINDow]:TRACe[]:X[:SCALe]:LEFT 
DiSPlay[:WINDow]:TRACe{]:X[:SCALe]:RIGHT 
DISPlay[:WINDow]:TEXT[:DATA] 
DISPlay[:WINDow]:TEXT:LOCate 


DISPlay[:WINDow]:TRACe{]:ACTive 
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CURSor{ 1/2] 


3.176 


OO 
unit 


~ Uses the minimum and maximum values of the present trace for scaling the 
X axis (once). 
— Leaves scaling to the user with the aid of the following two commands. 


~— Linear spacing of X axis 
— Logarithmic 


Sets the left-hand value of the X axis (of the independent value) in the case of 
DISPlay:TRACe[112]:X:AUTO OFF. 


Sets the right-hand value of the X axis (of the independent value) in the case of 
DISPlay:TRACe[112]:X:AUTO OFF. The lower value of LEFT and RIGHT is 
used as left-hand value. 


Permits a text to be entered that will be displayed within the trace display in the 
case of DISPlay:TRACe[112}:OPERation CURVepliot. 


Determines the X and Y position of the text. X and Y are the relative distance from 
the 0 point of the coordinates in % (0 to 100). 


Switches the cursors altemately on and off. This only affects the display. 
CURSor1 Is marked with 0, CURSor2 with *. 


2.10.1 

DISP panel 

Scale 

~ AUTO 

~ MANUAL 

or 

Softkey 

F7 (AUTOSCALE) 
~ F9 (X) 


2.10.1 
DISP panel 
Spacing 

~ LIN 

+ LOG 


2.10.1 
DISP panel 
Left 


2.10.1 
DISP panel 
Right 


2.10.1 
DISP panel 
COMMENT 


2.10.1 
DISP panel 
X Pos, Y Pos 


2.10.2 

DISP panel 
Softkey, 1st level 
F8 
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Command Parameter Basic 
unit 


DISPlay[:WINDow]:TRACe{]: CURSo/{ 1]: MODE Parameters used for selecting the cursor function and the type of the displayed | 2.10.2 


numeric cursor values. Softkey 

— Display of measured values A and B and of associated X value. F8: selects O- 

— Display of difference value of A and B at the cursor position and of X value. CURS. 

— The deactivated cursor is no longer displayed. Fg: (O-CURSOR) 
— F6 (A,B) 
— F7 (A-B) 


— F11 (ON/OFF) 


DISPlay[:WINDow}]:TRACe[]: CURSor2: MODE — Display of measured values A and B and of associated X value. 2.10.2 


— Display of difference value of A and B at the cursor position and of X value. Softkey 

— Difference of trace and X values of curves A and B which are marked by the F8 selects o- 
two cursors. cursor 

— The *-cursor is switched to horizontal line. Its Y value and intersections F9 selects *-curso' 
with TRACe1 (if any) are displayed. — F6 (A,B) 

— Intersections with TRACe?2 are displayed. — F7 (A-B) 

— The *-cursor is switched to horizontal line. The difference between its Y value | — F8 (*- O) 
and the Y value of the o-cursor are displayed. — F9 (HLINE) 
Intersections with TRACe1 are displayed as well. IA 

— Same as with HLD1, but the intersections with TRACe2 are displayed. — F9 (HLINE) 

— The deactivated cursor is no longer displayed. ~B 

— F9 (HLINE) 
7 AA 

— F9 (HLINE) 
— AB 


— F11 (ON/OFF) 
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unit 


DISPlay[:WINDow]:TRACe[]: CURSof{ 1/2]: bi a 


DE} Mini 
MIN2 
1 MAX1 
MAX1 
1 MAX2 
MAX2 
MARKer1 
NEXTmarker 
VALue 


DiSPlay{:WINDow}:TRACe[]:CURSor 1/2]:POSition 


DiSPlay[:WINDow]:TRACe[112}: CURVe 


DISPlay[:WINDow]:TRACe[]:ZOOM 


Changes the position of the specified cursor. 

— Sets cursor to the minimum of TRACe1. 

— Sets cursor to the maximum of TRACe2. 

— Sets cursor to calculated maximum of TRACe1 (with FFT only) 
— Sets cursor to maximum of TRACe1. 

— Sets cursor to calculated maximum of TRACe2 (with FFT only) 
— Sets cursor to maximum of TRACe2. 

— Sets cursor to value of 1st marker (FFT only). 

— Sets cursor to the next marker value (FFT only). 

— Sets cursor to the value specified with the command below. 


Sets specified cursor to the value of the X axis if 
DISPlay:TRACe[]:CURSo#112]:POSition: MODE VALue is set. 


— TRACe1: trace A on/off 
— TRACe?2: trace B on/off 


2.10.2 

Softkey 

F8 selects 

O-CURS or 

*-CURS. 

— F10 (SET TO) 
Saas 
a << 
— F6 (I MAX A) 
— F7 (MAX A) 
— F8 (| MAX B) 
— F9 (MAX B) 
— F10 (MARKER) 


2.10.2 
not via softkey 


2.10.2 

Softkey 

— F6 (CURVE) 
— F6 (A OnoFF) 
— F7 (B ON/OFF) 


2.10.2 
Softkey 


— Restores the original X axis defined by X AXIS LEFT and RIGHT. F10 (ZOOM) 

— Expands the display on the X axis by the factor 2 (can be repeated). — F10 (UNZOOM) 

— Reduces the display on the X axis by the factor 2 (repeated actions possible). | — F6 (AT o UP) 

— Shifts the center of the X axis of the new coordinates to the value of the — F7 (AToDOWN) 
o-cursors (CURSor1) without expanding the X axis. — F8 (CEN TO o) 

— The end points of the expanded X axis are determined by the X values ofthe | > F9 (0 TO *) 
two cursors — F11 (UNDO) 

— Cancels the last action. 
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DtSPlay[:WINDow]:TRACe[112]: MARKerMODE 


MAXimum 
CURSor 


DISPlay[:W INDow]:TRACef[1 |2]: MARKer:HARMonics 


DISPlay[:WINDow]:TRACe[]:AUToscale alias 
AUTOscale 


DISPlay[:WINDow]:TRACe[]:LABe/ 


DISPlay[:WINDow]:TRACe:X:LABe/ 


DISPlay[:WINDow]:TRACe[112]:Y:LABe! 
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Markers for FFT spectrum display 


— Sets the first marker to the maximum of TRACe1 or TRACe2. 

— Sets the first marker to the value defined by the o-cursor. TRACe1 or 
TRACez? is used. 

— No markers 


— Sets markers for harmonics (frequency multiples) of MARKer1 (FFT only). 


Values marked in TRACe1 or TRACe2. 
— No harmonics markers. 


Rescales the X and the TRACe1 axis. When active also the axis of TRACe2. 


— Activates user title and units. 
— Deactivates user title and units. 


2.10.2 

Softkey 

F11 (MARKER) 
F6 (TRACE A) 

or 

F7 (TRACE B). 
— MAX 
— CURSOR 
— VIEW OFF 


2.10.2 

Softkey 

F11 (MARKER) 

F6 (TRACE A) 
or 

F7 (TRACE B) 

— F10 (HARM) 

on/off 


2.10.2 

Softkey 

F7 (AUTOSCALE) 
F6 (ALL) 


2.10.2 
DISP panel 
User Label 
— ON 

— OFF 


Specification of a string determining a user-definable label (unit and title) for the X 


axis. 


Specification of a string determining a user-definable label (unit and title) for the 


Y1 axis. 


2.10.2 
DISP panel 
Unit/Label 


2.10.2 
DISP panel 
Unit/Label 
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CT Re Gee || Se eeiaac taee eae 
unit 


DISPlay[:WINDow]:TRACe{]:INDex 


<n> 
1to 17 


<nu> 
Query only 


1) Depending on DISPlay:TRACe:FEED and (with SENSe1) of SENSe1:FUNCtion 
2) Depending on the sweep selected for generator and analyzer 
3) Same units as with DISPlay: TRACe{]:X:UNIT permitted. 


DISPlay: CONFiguration 


DISPlay[:WINDow]:TRACe[]: CURSor]:DATA1? 
DISPlay[:WiINDow]:TRACe[]: CURSo/{]:DATA2? 


DISPlay[:WINDow]:TRACe[]: CURSo/]:DATA3? 
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Selects the n-th single trace or curve pair. In the graphics display a circle marks 


the intersection of the vertical cursor line and the selected trace. 


Configuration of screen display after switchover to LOCAL: 
— Full-screen graphics display (plot) 

— Status panel and graphics window 

— Analyzer panel and graphics window 
— Generator panel and graphics window 
— File panel and graphics window 

— Display panel and graphics window 

— Options panel and graphics window 
— Generator, analyzer and filter panel 

— Generator, analyzer and options panel 
— Generator-, analyzer and display pane! 
— File, analyzer and filter panel 

— File, analyzer and options panel 

— File, analyzer and display panel 

— Show 1/0 graphics on 

— Show I/O graphics off 


Retum the values of the cursor position. Depending on 
DISPlay:TRACe[]:CURSor 112]: MODE and 


DISPlay:TRACe:CURSof{ 112]ACTive the following values are available: 


DATA1 DATA2 DATA3 
with CURSor1 and CURSor2 ACTive 
x B 
> 4 a 


only with CURSor2 ACTive: 
C12 A-oA X-oX 
HL1 XAL y 

HL2 XBL Y 

HLD1 = XAL A-Y 
HLD2 XBL B-Y 


2.9.3.3 

Keys 

PAGE UP / 
PAGE DOWN 


2.3.1 


Keys Ext. UPD 
keyboard 


——$_ 
GEN ALT+G 
ANLR- ALT+A 
FILT ALT+T 
FILE ALT+F 
DISP ALT+D 
GRAPH ALT+R 
ZOOM ALT+Z 
SHOW /O ALT+I 
options ALT+O 


2.10.2 
Display in 
graphics window 
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3.10.6.1 Commands for Limit Check 


See also Sections 2.10.7 Limit Check and 3.10.9 Commands for Input/Output of Data, for the transfer of limit curves and limit check results in the form of block 
data. 


CALCulate:LIMit: ON TRACe1 — TRACe! or bargraph 1 monitored. 2.10.7 
TRACe2 — TRACez2 or bargraph 2 monitored. DISP panel 
TR1IAnd2 ~— Both traces (bargraphs) monitored together. Check 
— TRACE A 
— TRACE B 
— TRACE A+B 


CALCulate:LIMit:UPPer:STATe — Upper limit monitoring switched on. 2.10.7 
— Upper limit monitoring switched off. ‘ DISP panel 
LIMIT CHECK 
Mode 
— LIM UPPER 
Mode 
— OFF 


CALCulate:LIMit:UPPer:VALue Specifies a single upper imit value. 2.10.7 
DISP panel 
Lim Upper 
— VALUE: 


MMEMory:LOAD:LIST LiMUpper, "filename" ~ Defines a file containing the upper limit curve. 2.10.7 
Query: DISP panel 
MMEM:LOAD:LIST? Lim Upper 
— FILE + filenam" 


CALCulate:LIMit:LOWer:STATe — Lower limit monitoring switched on. 2.10.7 
— Lower limit monitoring switched off. DISP panel 
LIMIT CHECK 
Mode 
— LIM LOWER 
Mode 
— OFF 
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CALCulate:LIMit:LOWer:VALue Specifies a single lower limit value. 2.10.7 
DISP panel 


Lim Lower 
— VALUE: 


MMEMory:LOAD:LIST LiMLower, "filename" — Defines a file containing the lower limit curve. 2.10.7 
Query DISP panel 


MMEM:LOAD:LIST? Lim Lower 
LIML — FILE + 
filename" 


CALCulate:LIMit:FAIL? <n> Retums ON if Lim Upper values are exceeded or Lim Lower values are not 2.10.7 
Query only attained, otherwise OFF. No manual! 
control 


*) Same units as with DISPlay:TRACe[112}:Y:UNIT permitted. 
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3.10.6.2 PROTOCOL Analysis 


Parameter Meaning 


DISPlay: PROToco!l:SELect Selects the protocol data of the AES/EBU interface to be displayed. 2.10.8 
LCHannelstatus — Left channel: status data DISP panel 
RCHannelstatus — Right channel: status data Source 
LUSerdata — Left channel: user data — CHAN STAT L 
RUSerdata ~— Right channel: user data — CHAN STAT R 
— USER DATAL 
— USER DATAR 


DISPlay: PROTocol:FORMat Format selects the interpretation mode for user data. 2.10.8 
BiNary ~— User data displayed as 0101 sequence. DISP panel 
HEXadecimal ~— User data displayed as hexadecimal figures Format 
ASCii — User data displayed as plain text — BIN 
FILE — Interpretation file for user data loaded with MMEMory:LOAD:PAU "filename". | > HEX 
~ ASCII 
— FILE DEF 


MMEMory:LOAD:PAU Selects the interpretation file for user data if 2.10.8 
DISPlay:PROTocol:FORMat FILE has been set. DISP panel 
Proto File 


MMEMory:LOAD: PAC "filename" Selects the interpretation file for channel status data. 2.10.8 
DISP panel 
Proto File 


DISPlay: PROToco!:ERRor:GENeral? Query only Query only 2.10.8 
Response: Indicates errors occurred. GRAPH pane! 
UBB UBB : unexpected preamble for beginning of block (too earty) Display 
SQB SQB : no preamble (blank) for beginning of block 
NSYN NSYN _ : no preamble for beginning of block 
PRMB PRMB _ : preamble invalid 
SQLR SQLR _ : error in the channel sequence (L/R) 
RERR RERR _ : measured and set rate differ by more than 200 ppm 
NONE NONE _ : noerror 
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Parameter Basic Meaning 
unit 
DISPlay: PROToco!:ERRor:PARity? Query only Query only 2.10.8 
Displays the sum of all occurred parity errors. Zero reset by reselecting the GRAPH panel 
analyzer or pressing the start key. Display 


DISPlay:PROTocol:ERRor:LCRC? 


DISPlay: PROTocol:ERRor:RCRC? 


DISPlay: PROTocol:CHSTatus? 


DISPlay: PROTocoI:LR? 


DISPlay: PROTocol:L VALbit? 


DISPlay:PROTocol:RVALDit? 
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Query only 


NO 
LTC 


YES 


Query only 


EQUAL 
DIFF 


Query only 
YO 
N1 


Query only 
YO 
N1 


3.184 


Query only 
Intemal counter of CRC errors (left) 


Query only 
Internal counter of CRC errors (right) 


Query only 
Indicates changes in the channel status data. 
NO : No changes 
LTC : Changes in local-time-code only 
(bits 112 to 143) and CRC (bits 184 to 191). 
YES : Changes at another bit position. 


Query only 

Channel status data between left and right channel are ... 
EQUAL :same 

DIFF _ : different 


Query only 
Indicates the position of the validity bit in the left channel. 


Query only 


Indicates the position of the validity bit in the right channel. 


2.10.8 
GRAPH panel 
Display 


2.10.8 
GRAPH panel 
Display 


2.10.8 
GRAPH panel 
Display 


2.10.8 
GRAPH panel 
Display 


2.10.8 
GRAPH panel 
Display 


2.10.8 
GRAPH panel 
Display 
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3.10.7 | Commands for Printing/Plotting of Screen and Storing in Files 


HCOPy:DESTination Screen copy 
PRSPc alias PRINter — to printer in the specified printer format (PRSPC = SPeCial printer format) 


PLHPgl alias PLOTter — to plotter in HPGL format 

PRPS = to printer in PostScript format 

PRHPg! — to printer in HPGL format taking into account the content of the prolog file 
C:\UPL\REF\GL_PRO.LOG and the epilog file C:\UPL\REF\GL_EPI.LOG. 


FIPCx, ‘ilename.PCX' — to file in PCX format 
alias 
PCXFile, 'name.PCX' 
FIHPgl, ‘filename.GL’ = to file in HPGL format 
alias 
HPGLrfile, ‘name.GL' 
FIPS, ‘filename.PS' — to file in PostScript format 
FIEPs, ‘filename.EPS' = to file in Encapsulated PostScript format 


Die Queryantworten 
lauten: 

PRIN 

PLOT 

PRHP 

PRPS 

PCXF 

HPGL 

FIPS 

FIEP 


HCOPy:DEVice:COLor — PCX information stored in colours in the file specified by HCOP:DEST 
PCXFile, ‘filename’. 
— PCX information stored in black/white in the file specified by HCOP:DEST 
PCXFile, ‘filename’. 
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OPTIONS-Panel 
Destin 
(destination/tormat) 
— PRINTR/SPC 
— PLOTTR/HPGL 
— PRINTR/HPGL 
— PRINTR/PS 
— FILE/PCX 

— FILE/HPGL 
—> FILE/PS 

— FILE/EPS 


2.14 

OPTIONS panel 
COLOR 

— ON 

— OFF 
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Parameter Basic Meaning 
unit 


HCOPy:ITEM 


ALL 


GRATicule 


WHITe 
FDEFined 


HCOPy:ITEM:LABel:STATe 


HCOPy:DEVice:PRINter 


HCOPy:ITEM:FRAMe 
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Effective only with HCOPy:DESTination PLOTter|HPGLfile 

— The complete screen is output, ie all labels and cursors as well as 
traces/bargraphs with scales. In the case of graphics windows the result 
display and a panel are output in addition. 

— Stores the traces/bargraphs with scales and scale labels but not the cursors 
and other labelling. 

— Only the trace(s) displayed is (are) transferred. 


— Hardcopy with comment 
— Hardcopy without comment 


Effective only with HCOPy:DESTination PRINter 

Selects a printer driver. 

The number <n> to be specified for the desired printer driver can be obtained 
from the printer-driver box "List of installable Printers" opened under “Printname” 
in the OPTIONS panel. 


Selection of background colour of GRAPH panel frame and result panel for 
hardcopies on a printer or storage in a .PCX file. 
WHITE should be selected when the characters cannot be clearly distinguished 
on the grey background. 
— White 
— Colour defined via file 
For HCOP:DEST PRSPcIFIPCx: 
Colour No. 2 (backgmd frames) defined in files 
\UPD\REF\PRN_BW.PLT (BW printer) and 
\UPD\REF\PRN_CL.PLT (colour printer) is used. 
For HCOP:DEST PRPSIFIPSIFIEPs: 
The colour information for the frames of the GRAPH panel is taken 
from the PostScript configuration file \UPD\REF\PS.CFG, key word 
"Background Color* "Frame:" and "Plane:" and available as RGB 
information for colour PostScript pictures and as shades of grey for 
black/white PostScript pictures. 
Examples in file PS.CFG show the RGB combination for different 
background colours. 


2.14 

OPTIONS panel 
Copy 

— SCREEN 

— CURVE/GRID 
— CURVE 


2.14 
Key H COPY 
or Ctrl F8 


2.14 
OPTIONS panel 
Printname 


2.14 

OPTIONS panel 
Frame 

— WHITE 

— FILE DEF 
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Coe — = 


HCOPy:PLPort Effective only with HCOPy:DESTination PLOTter 
— Hardcopy via serial interface 1. 
— Hardcopy via serial interface 2. 


2.14 
OPTIONS panel 
Plot on 


— Hardcopy via parallel printer interface. — COM 1 
— Hardcopy via IEC/IEEE-bus interface. — COM 2 
> LPT1 


— IEC BUS 


HCOPy:PLADoress 


Sets the IEC/IEEE-bus address of the plotter when 
HCOPy:DESTination PLOTer and 

HCOPy:PLPort IEC 

has been selected. 


2.14 
OPTIONS pane! 
— IEC Adr 


HCOPy:PAGE:LMARgin 


Margin of hardcopy (number of spaces) 2.14 
OPTIONS panel 


LEFT MRGN 


HCOPy:DEVice:RESolution Sets the printer resolution. Whether a resolution can be set and which one 2.14 


depends on the printer used. OPTIONS panel 
HIGH — High resolution (eg 300 dpi) Pm Resol 
MEDium — Medium resolution (eg 150 dpi) — HIGH 
Low — Low resolution (eg 75 dpi) — MEDIUM 


— LOW 


HCOPy:PAGE:SCALe:X Scaling of X axis of hardcopy 2.14 
OPTIONS panel 


X-SCALING 


<n> 
0.1 to 10 
<n> 
0.1 to 10 


LANDscape 
PORTrtrait 


HCOPy:PAGE:SCALe:Y Scaling of Y axis of screen hardcopy 2.14 
OPTIONS panel 


Y-SCALING 


HCOPy:PAGE:ORlentation 


— Hardcopy in upright format 
— Hardcopy in landscape format 


2.14 
OPTIONS panel 
ORIENTATION 

— LANDSCAPE 
— PORTRAIT 
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Command 


HCOPy:PAGE:WIDTh? 


HCOPy:PAGE:LENGth? 


HCOPy:SIZE 


HCOPy:PLOTs 
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Query only 


A4 


LETTer 


<n> 
1to6 


3.188 


Meaning 


Indicates the hardcopy width in cm. The width of a hardcopy depends on the 
following settings: 

- HCOPy:DEVice:PRINter (selected printer) 

- HCOPy:PAGE:SCALe:X (X scaling) 

- HCOPy:DEVice:RESolution (resolution) 


Indicates the hardcopy length in cm. The length of a hardcopy depends on the 
following settings: 

- HCOPy:DEVice:PRINter (selected printer) 

- HCOPy:PAGE:SCALe:Y (Y scaling) 

- HCOPy:DEVice:RESolution (resolution) 


Only for HCOPy:DESTination PRPSIFIPSIFIEPs 
Form feed for a screen copy in PostScript format 


— UPL images are optimally positioned on format A4 
(21 cm * 29.6 cm). 

— UPL images are optimally positioned on format LETTER 
(21.6 cm * 27.9 cm). 


Only for HCOPy:DESTination PRPSIFIPSIFIEPs 
Number of UPL plots to be printed on a PostScript page. 


2.14 
OPTIONS panel 
Prn Width, 


2.14 
OPTIONS panel 
Pm Height 


2.14 
OPTIONS-Panel 
Paper Size 

— A4 

— LETTER 


2.14 
OPTIONS-Panel 
Plots/Page 
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SYSTem:PRINt 
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TRACe! 
TRACe2 
EQualize 
ERRors 
DWELI 
LiffLower 
LiMUpper 
LIST1 
LIST2 
TR1IAnd2 
OFF 


3.189 


Printout of numerats in ASCII code (including X axis). 
— Printout of TRACe1. 

— Printout of TRACe2. 

— Printout of equalization values 
— Printout of values violating limits 
— Printout of timing values 

~ Printout of lower limit values 

— Printout of upper limit values 

— X axis (eg sweep) 

— Zaxis (eg sweep) 

— Printout of both traces 

— Switched off 


2.14.5 
OPTIONS-Panel 


— TRACE A 

— TRACE B 

— EQUALIZATN 
— LIM REPORT 
— DWELL VALUE 
— LIM LOWER 
— LIM UPPER 
— X AXIS 

> ZAXIS 

— TRACE A+B 
— OFF 


UPD 


IECAEEE-Bus Commands: Printing and Plottin 


HCOPy[:IMMediate] 
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| _commant =| arameter | | Meaning | Seton 


Without parameter 


3.190 


Starts printout of the screen content HCOPy command 
via IEC/IEEE bus 

Depending on command HCOP:DEST ... the current screen content is printed, or Universal 

plotted, or stored in a PCX or HPGL file or as a PostScript file, Sequence 

In the case of IEC/EEE-bus control, only the result window and REMOTE are Controller UPD-K1 

printed. 

A remedy is a HCOPY command with specified parameters which permits a 

hardcopy with preceding screen configuration to be printed. 


With setting 
HCOPy:DESTination PRINter 


One of the four parameters CNF, CF, NCNF or NCF can be added to the HCOP 
command for printing the screen content with a comment: 

CNF: Hardcopy with comment’, without form feed 

CF: Hardcopy with comment”, with form feed 

NCNF: Hardcopy without comment, without form feed 

NCF; Hardcopy without comment, with form feed 

Thus a specific screen configuration (3-panel, split-screen or full-screen display) 
can be output to the printer via IEC/AEEE bus or through UPD-K1 control. 

The desired screen configuration has to be selected before with command 
DISP:COMF ... (see end of section 3.10.6, Commands for Graphical Display of 
Results). 

The HCOP command with one of the 4 parameters switches the UPD from 
REMOTE to manual control, builds up the screen with the selected configuration, 
scans the screen content and starts the hardcopy. 

The next IEC/IEEE-bus command switches the UPD back to the REMOTE 
mode. 


Program example: 


IECOUT 20,"HCOPy:DESTination PRINter"” 

IECNREN:‘ Inhibits the LOCAL key ... 

IECREN:'... releases key blocking. 

IECOUT 20,"DISP:CONF GAT":‘ GEN, ANLR and FILTER panel 
IECcOUT 20,"HCOP CF":' Triggers a hardcopy with comment 
. and form feed 

IECLLO:' Reactivates blocking of the LOCAL key. 
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Cont'd Cont'd: 
CONFig 
CONFig 


HCOPy[:|MMediate] HCOPy:DESTination PRINter 
*) The comment is stored in file C\UPD\REF\COMMENT.TXT where it may be modified in the DOS operating system using an ASCII editor. 


HCOPy command 
via |EC/IEEE bus 
or Universal 
Sequence 
Controller UPD-K1 


If a screen copy without comment is output (HCOP:ITEM:LAB:STAT OFF), 
the desired screen configuration is first set with command 
DISP:CONF and then the HCOP command with parameter CONF is given. 


Program example: 


IECOUT 20, "HCOPy:DESTination PRINter" 

IECNREN:' Inhibits the LOCAL key ... 

IECREN:'... releases key blocking. 

IECOUT 20,"DISP:CONF GAT":' GEN, ANLR and FILTER panel 
IECOUT 20,"HCOP CONF":' Trigg. a hcopy without comment 
IECLLO:' Reactivates blocking of the LOCAL key. 


With setting 
HCOPy:DESTination PCXFile, ‘filename’: 


The desired screen configuration has to be selected first with command 
DISP:COMF ... 
see end of section 3.10.6, Commands for Graphics Display of Results). 


The HCOP command with parameter CONF switches the UPD from REMOTE to 
manual control, builds up the screen with the selected configuration, scans the 
screen content and starts a hardcopy into the file. 

The next IECAEEE-bus command reset the UPD to the REMOTE mode. 


Program example: 


IECOUT 20, "HCOPy:DESTination PCXFile, 'filename'" 
IECNREN:' Inhibits the LOCAL key ... 

IECREN:'... releases key blocking 

IECOUT 20,"DISP:CONF GAT": ' GEN, ANLR and FILTER panel 
IECOUT 20,"HCOP CONF":' Triggers a hardcopy without 
comment 

IECLLO:' Reactivates blocking of the LOCAL key. 
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Cont'd TiTLe With settings HCOPy command 
HCOPy[:|MMediate] SUPPlement HCOPy:DESTination PRPS via IEC/IEEE bus 
HCOPy:DESTination FIPS, ‘filename.PSs' or Universal 
HCOPy:DESTination FIEPs, ‘filename.EPS' Sequence 
Controller UPD-K1 


A comment* can be added to the PostScript plot as a TITLe or caption 
(SUPPlement). 


Thus a specific screen configuration (3-panel, split-screen or full-screen display) 
can be output to the PostScript printer or a PostScript file via SEC/IEEE bus or 
through UPD-K1 control. 

A selection can be made with command HCOPy:ITEM ALLIGRATITRAC 
whether the whole screen content (ALL), only traces and scales (GRAT) or only 
traces (TRAC) are output as PostScript plot or stored in a PostScript file. 

When a hardcopy of traces is to be made (HCOP:ITEM GRATITRAC) make 
sure that the screen configuration selected with 

DISP:CONF PISPIAPIGPIFPIDPIOP allows traces to be plotted. 

The HCOP command with one of the three parameters 

switches the UPD from the REMOTE to the manual contro! mode, 

builds up the selected configuration, 

scans the screen content and starts the hardcopy. 

The next IECAEEE-bus command resets the UPD to REMOTE. 


Program example: 


IECOUT 20,"HCOPy:DESTination FIPS, ‘filename.Ps‘" 
IECNREN:' Inhibits the LOCAL key ... 

IECREN:'... disables key blocking. 

IECOUT 20,"DISP:CONF GAT":' GEN, ANLR and FILTER panel 
IECOvT 20,"HCOP TITL":' Triggers a hardcopy with a 
comment as a_ title 

IECLLO:' Reactivates blocking of the LOCAL key. 
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sn rr ee 


Cont'd Cont'd: HCOPy command 
HCOPy{:|MMediate] With settings via |EC/IEEE bus 
HCOPy:DESTination PRPS or Universal 
HCOPy:DESTination FIPS, ‘filename.PS' Sequence 
HCOPy:DESTination FIEPs, ‘fllename.EPS' Controller UPD-K1 
If a screen copy without comment (HCOP:/TEM:LAB:STAT OFF) is output, 
the desired screen configuration is first set with command 
DISP:CONF and then the HCOP command with parameter CONF is triggered. 
Program example: 
IECOUT 20," HCOPy:DESTination FIPS, ‘'filename.PS' " 
IECNREN:' Inhibits the LOCAL key ... 
IECREN:'... disables key blocking. 
IECOUT 20,"DISP:CONF GAT”:' GEN, ANLR and FILTER panel 
IECOUT 20,"HCOP CONF":' Trigg. a hcopy without comment 
IECLLO:' Reactivates blocking of the LOCAL key. 
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Cont'd With settings HCOPy command 

HCOPy[:iMMediate] HCOPy:DESTination PLOTter and via IEC/IEEE bus 
HCOPy:DESTination PRHPg! or Universal 
HCOPy:DESTination HPGLfile, filename’: Sequence 


Controller UPD-K1 
The default parameter CONF triggers a hardcopy to a plotter, a HPGL-compatible sac 


printer or a HPGL file with preceding screen configuration. 

A comment cannot be output. 

In addition to the screen configuration selected with DISP:CONF ... a selection 
can be made with command HCOPy:ITEM ALLIGRATITRAC whether the total 
screen content (ALL), only traces with scales (GRAT) or only traces (TRAC) are 
plotted or transferred to the HPGL file. When traces are to be plotted 
(HCOP:ITEM GRATITRAC) make sure that a screen configuration allowing 
traces to be plotted has been selected with DISP:CONF PISPIAPIGPIFPIDPIOP. 


The HCOP command with one of the three parameters switches the UPD from 
REMOTE control to manual control, builds up the screen with the selected 
configuration, 

scans the screen content and starts the hardcopy. 

The next IEC/IEEE-bus command resets the UPD to REMOTE control. 


Program example: 


IECOUT 20, "HCOPy:DESTination PLOTter” 

IECNREN:' Inhibits the LOCAL key ... 

IECREN:'... releases key blocking. 

IECOUT 20,"DISP:CONF GAT":' GEN, ANLR and FILTER panel 
IECOUT 20,"HCOP CONF":' Triggers a hardcopy 

IECLLO:' Reactivates blocking of the LOCAL key. 


Note: 
No further HCOP command may be given while a hardcopy is being executed 
(printed), since a command would abort the printout. 
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fcommant | rarameter | fearing | ection | 


HCOPy:ABORt 
_ 


Aborts the hardcopy. 2.14 
Key H COPY 


or CTRL F8 


No manual 
control 


This command is only suitable for the Universal Sequence Controller UPD-K1, as 
screen configuration and hardcopy output to a printer, plotter or a PCX or HPGL 
file are only possible with the controller program. 

In contrast to the HCOP command, with HCOP:WAIT the next command is only 
executed when the high-speed printout in the background is completed. 
Consequently, several HCOP:WAIT commands can be given successively 
without the current printout being aborted as would be the case with the HCOP 
command. 
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3.10.8 Setting and Display of Auxiliary Parameters 
3.10.8.1 IEC/IEEE-Bus Address 


SYSTem:COMMunicate:GPIB:ADDRess <n> IEC/IEEE bus address of UPD 2.15.1 
0 to 31 OPTIONS panel 
UPD IECadr 


3.10.8.2 MAKRO-Betrieb 


Command Parameter Basic 
unit 


SYSTem:PROGram:EXECute By means of this command any BASIC program with the name <filename> 
(preferred file extension: *.BAS) can be loaded and started. After the program has 
been quit, a 10 transition is generated in the RUN bit (#14) of the operation 
register. This is communicated to the controller via SRQ or serial poll so that it 
can fetch the measurement results. Data exchange between the external control 
program and the BASIC program can be performed via the measurement-result 
displays, the measurement-result buffers or the block data input/output by adding 
on the command SYST:PROG <n>{,<n>}. 

For a detailed example see 3.15.18 Cali a BASIC-Macro. 

Only in IEC/IEEE-bus or RS232-remote-control mode can a BASIC macro be 
started with this command. A program supplied by the Universal Autorun Control 
UPD-K1 cannot start a BASIC macro. 

SYSTem:PROGram[:DATA] mane 

<n> 


0... 1024 
Query only 


2.16 
OPTIONS-Panel 
Exec Macro 

<filename> 


Up to 1024 various floating-point values can be transferred to the external control 
program from a BASIC macro. To do this, the values are written to the block 
buffer by the BASIC macro and then read by the external control program. 

For a detailed example see 3.15.18 Call a BASIC-Macro. 


3.15.18 
No manual 
control 


SYSTem:PROGram:POINts? 


Number of the available block-data values written to the block buffer by the 
BASIC macro. 


3.15.18 
No manual 
control 
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3.10.8.3 Switching the Beeper On/Off 


= Saul Tae: Sa TE 
unit 


SYSTem:BEEPer:STATe — Beeper on 2.15.2 


— Beeper off OPTIONS panel 
Beeper 
— ON 
— OFF 


3.10.8.4 Parameter Link 


Command Parameter Basic 
unit 


SYSTem:PARameter:LINK <n> *) a Permits generator or analyzer settings to be transferred to another signal or 2.15.9 


0 to 2047 measurement function or another instrument. OPTIONS panel 
Param. Link 


a a TS a a a ae a 
jato | do | as | a7 | a6 | os | os | as | co | at | do | Databit Weighting = 146451241024 = 1545 
| to24 | si2 | 256 | ve] oe | ae | te | e@ | 4 | 2 | + | Weighting | n=1545 


| a Function settings are retained when the signal function changes. 
Output configuration is retained when the generator changes. 
= Functions and their settings are retained when the generator changes. 
Function settings are retained when the measurement function changes. 
Input settings are retained when the analyzer changes. 
START COND settings are retained when the analyzer changes. 
INPUT DISP settings are retained when the analyzer changes. 
FREQ/PHASE settings are retained when the analyzer changes. 
not used 
Functions and their settings are retained when the analyzer changes. 
A suitable measurement function is set when the signal function changes. 


Example: Function of dO, d3, d9 and d10 required 
Data word: 11000001001 
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3.10.8.5 Parameters of COM2 Interface 


The parameters to be set here are valid for a plotter hardcopy (HCOP:DEST PLHPg]), a HPGL printer (HCOP:DEST PRHPg)) ar a PostScript printer 
(HCOP:DEST PRPS) when the COM2 interface is selected 


SYSTem:COMMunicate:SERial2:FEED:BAUD Transmission rate in baud (bits/s) 2.15.1 
(Default setting: 9600) OPTIONS panel 

Baud Rate 

— 2400 baud 

— 3600 baud 

— 4800 baud 

— 9600 baud 

— 19200 baud 
— 38400 baud 
— 56000 baud 


SYSTem:COMMunicate:SERial2:FEED:PARity[: TYPE] Parity check 2.15.1 
— Parity check switched off OPTIONS pane! 
— Check for even parity (default setting) Parity 
— Check for odd parity — NONE 
— EVEN 
— ODD 


SYSTem:COMMunicate:SERial2:FEED:BITS Number of data bits (default setting: 7) 2.15.1 


OPTIONS panel 
SYSTem:COMMunicate:GTL 


Data Bits 
> : 
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SE ES ea: PP at 
unit 


SYSTem:COMMunicate:SERial2:FEED:SBITs Number of stop bits (default setting: 1) 2.15.1 
OPTIONS panel 
Stop Bits 
=> 1 


32 


SYSTem:COMMunicate:SERial2:CONTro! Type of synchronization 2.15.1 
— Hardware handshake via RTS and CTS lines OPTIONS panel 
(default setting) Handshake 
— Software handshake — RTS/CTS 
— XON/KOFF 


3.10.8.6 Keyboard Settings 


SYSTem:KEY:ARATe <nu> Repetition rate of UPD and AT keyboard 2.15.3 
0 to 20 Hz OPTIONS panel 
Reptn Rate 


SYSTem:KEY:ADELay <nu> Response delay of UPD and AT keyboard 2.15.3 
0.25 to 1.0s OPTIONS panel 
Rep Delay 
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3.10.8.7 Setting and Switching Off the Displays 


ve 


DISPlay: MODE INTer 
COLBoth 
BWBoth 


— Display on intemal LCD 
— Additional display on external colour monitor 
— Additional display on external monochrome monitor 


2.15.5 
OPTIONS panel 
Extrn Disp 

— INTERN ONLY 
— BOTH COLOR 
— BOTH B/W 


DISPiay: ANNotation{:ALL] ON — Display of measurement results and status 2.15.5 
OFF — Result and status display cleared (FFT, sweep and IEC/IEEE-bus operation OPTIONS panel 
speeded up). Meas Disp 


— ON 

— OFF 
Ext. Keyboard: 
CTRLD 


3.16.4.3 
No manual 
control 


DISPlay: ACTualize This command may be called from Universal Autorun Control UPD-K1 or via the 
lEC/IEEE bus remote control. 
— Updates the graphics panel and repeats the update every time commands are 
output which change the graphics display in the UPD, 
eg DISPlay[:WINDow]:TRACe[]}:X :[SCALe}:AUTO ON. 
— The graphics panel is not updated not even after commands changing the 
graphics display in the UPD. 


Note: 
To enhance speed, it is best to turn off the graphic when the remote-control 
mode Js selected. Graphics should only be activated when traces are to be 

displayed. 


DISPlay:ENABle — LCD active 
— Switch off LCD to reduce interference from the high-frequency magnetic 


field of the LCD lighting. 


2.1.1 
Taste OFF LCD 
or CTRL F10 
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Command Parameter Basic 
unit 


SYSTem:DISPlay:READing:RATE 


SYSTem:DISPlay: READing:RESolution 
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MAXSpeed 
FSTSpeed 

MEDSpeed 
SLWSpeed 


3.202 


Presetting for manual control. 

Determines the rate for the output of measured values in the result windows. The 
setting is only effective in the continuous measurement mode. In the case of 
sweeps and triggered measurements as well as with all measurements via 
IEC/IEEE bus, results are always output at maximum speed. 

— Max. output speed 

— 6 results/second 

— 3 results/second 

— 1 result/second 


Presetting for manual control. 

Sets the number of decimal digits for the display of measured values in the result 
windows. With measurements via IEC/IEEE bus results are always displayed 
with maximum resolution. 

Decimal digits for the 6 result windows are specified by 6 numbers between 0 
and 6 (higher numbers are interpreted as 6). 

0 Automatic display of decimal digits 

1to6 1 to 6 decimal digits 


Each number is assigned to a result window: 


Function Input peak Frequency 


CH2 Window 4} | Window 6 


SYSTem:DISPlay:READing:RESolution 112244 


Leading zeros may be omitted so that for <n> = 34, for example, the result in 
window 6 is displayed with 4 decimal digits, the result in window 5 with 3 and the 
results in windows 1 to 4 without any decimal digits at all. 


2.15.5 
OPTIONS panel 
Read Rate 

~ MAX SPEED 
— 6/s 

3 3/s 

— 1/s 


2.15.5 
OPTIONS panel 
Read Reso} 
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SYSTem:DISPlay:TRACe[}:LOAD MANual ~ For each scan of a trace group (to be selected with the subsequent command | 2.15.5.4 
SYST:DISP:TRAC[112]:SEL <n>) a colour and the line pattem can OPTIONS panel 
be selected for the display. Scan conf 

DEFault — Automatic assignment of colour and line pattern to max. 17 scans for Trace A | — MANUAL 
and Trace B. All scans of Trace A are green, those of Trace B yellow with thin | > DEFAULT 
continuous lines. — AUTO COLOR 
ACOLor — Automatic assignment of colour to 17 scans for Trace A and Trace B. — AUTO LINE 
ALINe — Automatic assignment of line pattem to 17 scans of Trace A and Trace B. 


SYSTem:DISPlay:TRACe{112]:SELect Scan number of trace group to which a colour or line pattem isto be assigned | 2.15.5.4 
with the two subsequent commands SYST:DISP:TRAC([1I2]:COL and OPTIONS panel 
SYST:DISP:TRAC[112]:LINE for screen display. Scannr.(A) 
Scannr.(B) 


SYSTem:DISPlay:TRACe[1!2]:COLor Assignment of colour to the scan number specified with command 2.15.5.4 
GREen SYST:DISP:TRAC[112}:SEL <n> when colour display is selected. OPTIONS panel 
YELLow Color (A) / (B) 
BLUE — GREEN 
CYAN — YELLOW 
MAGenta — BLUE 
WHiITe — CYAN 
Shades of grey with monochrome display selected. — MAGENTA 
BLACk — WHITE 
DGRay Newly assigned colours are only visible on the screen after the LOCAL mode has 
LGRay been restored. — BLACK 
— DARK GRAY 
— LIGHT GRAY 
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unit 


SYSTem:DISPlay:TRACe[112]:LINE 
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SSOLid 
sD 

SP 
SPD 
DSOLid 
DD 

DP 
DPD 


3.204 


Line pattems for the scan number specified with command 2.15.5.4 
SYST:DISP:TRAC[1I2]:SEL <n>. OPTIONS pane! 
= thin continuous line Line (A) / (B) 

— dashed line 

— dotted line 

— dash-dot line 

— three-times-wide continuous line 

— dashed line 

— dotted line 

— dash-dot line 


The newly assigned line pattern is only visible on the screen after the LOCAL 
mode has been restored. 
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3.10.8.8 Version Display 


Command 


SYSTem:SOFTware:VERSion? 


SYSTem:AHARaware:VERSion? 


SYSTem:DHARaware:VERSion? 
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Parameter 


Query only 
Ul 

HW 

1EC 


The response is the 


number of a version 
(eg 3.05). 


Query only 
ACH1 
ACH2 
MBOard 
GENerator 
DAC 


The response is either 


the number of a 
version (eg 0.01) or 


-NA- (Not Available) if 


the board is not 
installed. 


Query only 
ANALysator 
GENerator 


The response is the 
number of a version 
(eg 0.05). 


3.205 


Version number 

— software for user interface 

— software for hardware module 

— software for IEC/IEEE-bus module (Option UPD-B4) 


Version number 

— Analog analyzer channel 1, with DAC board, only 

— Analog analyzer channel 2, with or without DAC board 
— Analog analyzer motherboard 

— Analog generator output circuit 

— Analog generator DAC board 


Version number 
— Digital analyzer 
— Digital generator 


i _ | 


2.15.7 
OPTIONS panel 
Ul 

HW 

IEC 


2.15.7 
OPTIONS panel 
Anlg Board 

— Analy Ch1 

— Analy Ch2 

— Motherbrd 

— Output Cir 

— DAC Board 


2.15.7 
OPTIONS panel 
Dig! Board 

— Analyzer 

— Generator 
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"> See 2 Si es 
unit 


SYSTem:OPTions: VERSion? Query only Option number 2.15.7 


LDG — Low-distortion generator (option) OPTIONS panel 
1ECBoard — IEC-625/IEEE-488 interface (option) — Low Dist 
AESebu — AES/EBU interface (option) — IEC Board 
SPKSwitcher — Audio monitor/parallel 1/O — AES/EBU 
AHSPeed — Highspeed option, analog — SKP/SWI 
DHSPeed — Highspeed option, digital — Highsp Ant 
GNON — Spare generator board — Highsp Dig 
JITTer — Option Jitter — Noname GEN 
— Jitter Opt 


The response is either 
the number of an 
option (eg 0.01), INST 
or -NA- (Not Available) 
if the board or option 
are not installed. 
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3.10.8.9 Switcher 


Command 


SWiTcher.STATe 


SWiITcher. TRACking 


| Switcher. OFFSet:CH2V1 
SWiTcher.OVI 
SWiITcher.INPut{1] 
SWiTcher|NPut2 


SWIiTcher.OUTPut[1] 
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<n> 
-192 to 192 


<n> 

-192 to 192 
<n> 

0 to 192 
<n> 

0 to 192 
<n> 

0 to 192 
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— Switcher control on 
— Switcher control off 


— Switcher control with automatic channel offset 
— Switcher contro! without automatic channel offset 


Offset of channel B (Ch2) compared with channel A (Ch1) between input and 
output switch. 


Offset between the through-connected channels of an output switch compared 
with those of an input switch. 


Channel through-connected on the A-rail of the input switch. 


Channel through-connected on the B-rail of the input switch. 


Channel through-connected on the A-rail of the output switch. 


OPTIONS panel 
Switcher 

2 ON 

— OFF 


2.15.6.7.2 
2.15.6.7.1 
OPTIONS panel 
Tracking 

— ON 

— OFF 


2.15.6.7 
OPTIONS panel 
Ch2 vs Ch1 


2.15.6.7 
OPTIONS pane! 
Out vs Inp 


2.15.6.7 
OPTIONS panel 
Inp Ch1 (A) 


2.15.6.7 
OPTIONS panel 
Inp Ch2 (B) 


2.15.6.7 
OPTIONS panel 
Out Ch1 (A) 
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Parameter Basic Meaning 
unit 


SWI!Tcher.OUTPut2 Channel through-connected on the B-rail of the output switch. 2.15.6.7 
OPTIONS panel 


If -1 is specified and Out Ch2 (B) 
SWIT:TRAC OFF: - SWIT:OUTP 0 _ isset, all channels of the B-rail of the output switch 
-1 to 192 are through-connected. 


SWIT:TRAC ON: - SWIT:OUTP #0 is set, all channels of the B-rail of the output switch are 
0 to 192 through-connected except the one specified. 
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3.10.8.10 Calibration 


Command 


CALibrate:LDG:AUTO 


CALibrate:ZERO:AUTO 


CALibrate 


CALibrate:JITTer:AUTO 
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OFF 
ONCE 
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Meaning 


— No calibration of low-distortion generator 
— Triggers an automatic calibration of the low-distortion generator. This should 
be after one hour of operation at the earliest. 


— No offset calibration 
— Offset calibration cyclic and after a change of analyzer/instrument. 
— Manual triggering of offset calibration; then reset to ON 


— No offset calibration. Equivalent to 
CALibrate:ZERO:AUTO OFF. 

— Offset calibration cyclic and after a change of analyzer/instrument. Equivalent 
to CALibrate:ZERO:AUTO ON. 

— Manual triggering of offset calibration; then reset to AUTO. Equivalent to 
CALibrate:ZERO:AUTO ONCE. 

— Automatic calibration of low-distortion generator. This should be after one 
hour of operation at the earliest. Equivalent to 
CALIbrate LDG:AUTO ONCE. 


— No calibration of digital Phase to Ref measurement 
— Manual trigger of automatic calibration of digital 
Phase to Ref measurement, then reset to OFF. 


2.15.6.7 
OPTIONS panel 
CALIBR. GEN 
LDG Auto 

— OFF 

— ONCE 


2.15.6 
OPTIONS panel 
CALIBR. ANL 
Zero Auto 

— OFF 

> ON 

— ONCE 


2.15.6 

Alias for 
CAL:LDG:AUTO, 
CAL.ZERO:AUTO 


2.15.6 
OPTIONS panel 
CALIBR. DIG 
PhaseToRef 

— OFF 

— ONCE 
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3.10.8.11 Speed for Loading Setups and Analyzer Measurement Functions 


Command Parameter Basic Meaning 
unlit 
SYSTem:LSPeed Speed for loading setups and analyzer measurement functions No manual 
FAST — While FAST is active, loading of setups control 
and analyzer measurement functions can be speeded up 

(considerably compared to SLOW) if the following minor limitations 

are accepted: 

e When setups are loaded and analyzer measurement functions changed, 
the graphics system is not initialized and IEC/IEEE-bus commands have 
no effect and are rejected with an error message. The K1 commands 
UPDGTLU and UPDGTLG cannot be used for the graphics display 
(see section 3.16.4.3, Basic Extensions). 

e When analyzer measurement functions are changed, the current 
function is not stored, le on switching back to the previous function 
the parameters vaild in the slower mode (SYST:LSP SLOW) are restored. 

e While *RST is executed, the result output is suppressed as if 
command DISP:ANN OFF was given. When the IEC/EEE-bus mode is 
quit (with LOCAL key or IEC/IEEE-bus command GTL), the slower load 
mode is automatically set without the above limitations. 

SLOW — Without limitations, therefore slower than FAST 

(default setting). 
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3.10.9 Commands for Data Output 


SENSe[1]:DATA1|2? Depen | Retums the measured value of the 1st analyzer for RMS, RMSS, PEAK, QPE, | 3.15.8 
ding on] DC, THD, THDN, MDIST, DFD and WAF functions. No manual 
FUNC | DATA‘ selects input channel! 1 control 
DATA2 selects input channel 2. Result display 


SENSe2:DATA1I2? <nu> Retums the measured value of the 2nd analyzer (peak voltage meter). 3.15.8 
DATA1 selects input channel 1 No manual 
DATA2 selects input channel! 2. control 
Result display 


SENSe3:DATA1|2? <nu> Retums the measured value of 3rd analyzer (frequency counter). 3.15.8 
DATA(1 selects input channel 1 No manual 
DATA2 selects input channel 2. control 
Result display 
SENSe4:DATA? <nu> Retums the measured value of the 4th analyzer (phase meter). 3.15.8 
No manual 
control 
Result display 


Write access to the measurement-result buffers is also possible with Universal Autorun Control (UPD-K1) or remote control (IEC/IEEE bus interface). 
This is of particular interest for operation with BASIC macros: 

e The measurement results calculated by a BASIC macro can be displayed in the usual measurement-result window. 

e Any floating-point parameters and measurement results may be exchanged between the BASIC macro and the controller via the measurement-result buffers. 
For a detailed example see 3.15.18 Calla BASIC-Macro. 
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3.10.10 Commands for Input/Output of Block Data 


Command Parameter Basic Meaning 
unit 
FORMat[:DATA] ASCli — Determines the numeric format for block data only. Output of numbers with 
sign, point and exponent, if any (default). 
REAL — Determines the numeric format for block data only. Output in binary form. 


SENSe[1]:LIST:FREQuency 
SOURce[1]:LIST:FREQuency 


2.9.1.2 
No manual 
control 


2.9.1.3 
No manual 
control 


These two commands are identical and specify the block data for a frequency 
sweep or frequencies for a sequence of measurements. When limit or 
equalization curves are specified, the frequencies are to be sorted in ascending 
or descending order. 


<n>{,<n>} 
<n>{,<n>} 


2.9.1.3 
No manual 
control 


The two commands are identical and retum the number of currently available 
block data for the frequency axis. 


SENSe[1]:LIST:FREQuency:POINts? 
SOURce[1]:LIST:FREQuency:POINts? 


<n> 
0 to 1024 
Query only 


2.9.1.3 
No manual 
control 


Specifies the block data for a voltage sweep or the output voltage for a sequence 
of measurements. 


SOUR¢ce[1]:LIST: VOLTage 


<n>{,<n>} 


2.9.1.3 
No manual 
control 


Retums the number of currently available block data for the voltage axis. 


SOURce[1]:LIST: VOLTage:POINts? 


<n> 
0 to 1024 
Query only 


2.9.1.3 
No manual 
contro! 


Specifies the block data for a sweep of the on-time and off-time ratio of the burst 
signal or of a sequence of measurements. 


<n>{,<n>} 


SOURce[1]:LIST: ONTime 


SOURce[1]:LIST: ONTime:POINts? <n> Retums the number of currently available block data for the on-time axis. 2.9.1.3 
0 to 1024 No manual 


Query only contro} 


2.9.1.3 
No manual 
control 


Specifies the block data for a sweep of the on-time to off-time ratio of the burst 
signal or a sequence of measurements. 


<n>{,<n>} 


SOURce[1]:LIST:INTerval 
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SOURCce[1]:LIST:/INTerval:POINts? 


SOURce[1]:LIST:DWELI 


SOURCce[1]:LIST:DWELI:POINts? 


SOURce[1]:LIST: DWELI:CONTrol[:DATA] 


SOURce[1}:LIST:DWELI:CONTrol:POINts? 


SOURCce[1}: VOLTage:EQUalize[:DATA] 


SOURce[1]: VOLTage:EQUalize:POINts? 


SOURce[1]:EQUalize:CONTrol[:DATA] 


SOURce[1]:EQUalize:CONTrol:POINts? 
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<n> 
0 to 1024 
Query only 


<n>{,<n>} 


<n> 
0 to 1024 
Query only 


<n>{,<n>} 


<n> 
0 to 1024 
Query only 


<n>{,<n>} 


<n> 
0 to 1024 
Query only 


<n>{,<n>} 


<n> 
0 to 1024 
Query only 
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Retums the number of currently avaitable block data for the interval axis. 


Specifies the block data for the dwell time of a sweep or a measurement 


sequence. 


Retums the number of currently available block data for the dwell time. 


X axis for the dwell time. 


Retums the number of currently available block data for the dwell time. 


3.213 


Specifies the block data for the voltage axis of the equalization curve. 


Retums the number of currently available block data for the voltage equalization 
list. 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
contro! 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


Specifies the block data for the frequency axis of the equalization curve. 


Returns the number of currently available block data for the frequency axis of the 
equalization curve. 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 
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ae tie 
unit 


CALCulate:LIMit:UPPer[:DATA] <n>{,<n>} Retums the block data for the Y axis of the upper limit curve. 2.9.1.3 


CALCulate:LIMit:UPPer:TRACe 
<n> 


CALCulate:LIMit:UPPer:POINts? 


No manual! 
contro! 


Retums the block data for the y axis of the upper limit trace interpolated along the} 2.9.1.3 

x axis. The command trac:points? list1 gives the number of x values, No manual 
which were used for interpolation. It is the same as the number of interpolated control 

y values for the upper limit trace. 


Retums the number of currently available block data for the Y axis of the upper 2.9.1.3 
limit curve. No manual 
control 


0 to 1024 
Query only 


Retums the block data for the X axis of the limit curves 2.9.1.3 
No manual 
control 


CALCulate: LIMit:UPPer:CONTro[:DATA] <n>{,<n>} 


Retums the number of currently available block data for the X axis of the limit 2.9.1.3 
curves. No manual 
contro} 


CALCulate:LIMit:UPPer:CONTrol:POINts? <n> 
0 to 1024 
Query only 


Retums the block data for the Y axis of the lower limit curve. 2.9.1.3 
No manual 
control 


CALCulate:LIMit:LOWer[:DATA] <n>{,<n>} 


_ 
— 


Retums the block data for the y axis of the lower fimit trace interpolated along the | 2.9.1.3 

x axis. The command trac:points? list1 gives the number of x values, No manual 
which were used for interpolation. It is the same as the number of interpolated y | control 
values for the lower limit trace. 


CALCulate:LIMit:LOWer:TRACe <n>{,<n>} 


Retums the number of currently available block data for the Y axis of the lower 2.9.1.3 
limit curve. No manual 
control 


CALCulate:LIMit:LOWer:POINts? <n> 
0 to 1024 
Query only 


Returns the block data for the X axis of the limit curves. 2.9.1.3 
No manual 
control 


CALCulate:LIMit:LOWer:CONTrol[:DATA] <n>{,<n>} 
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CALCulate:LIMit:LOWer:CONTrol:POINts? <n> Retums the number of currently available block data for the X axis of the limit 2.9.1.3 
Query only curves, No manual 
control 


CALCulate:LIMit:FAIL? 2.9.1.3 
No manual 
control 


Returns ON if Lim Upper values are exceeded or Lim Lower values are not 
attained, otherwise OFF. 


Lim Low ON OFF, Lim Upp On Sf 
ff X Lan Low Um Low 7% Lm Upp Lim Upp 


Retums the block data of limit violations. 


Query only 


2.9.1.3 
No manual 
control 


CALCulate:LIMit:REPort[:DATA]? <n>{,<n>}Query only 


2.9.1.3 
No manual 
control 


CALCulate:LIMit:REPort:POINts? 


<n> Retums the number of currently available block data of limit violations. 
0 to 1024 


Query only 


2.9.1.3 
No manual 
control 


TRACe[:DATA]TRACe1, 


<n>{,<n>} Returns the block data of the first measurement sequence (Y1 axis). 
Query: 
TRACe[:DATA]? 


TRACe1 


2.9.1.3 
No manual 
control 


TRACe:POINts? TRACe1 


Retums the number of currently available block data of the first measurement 
sequence (Y1 axis). 


<n> 
0 to 1024 
Query only 


2.9.1.3 
No manual 
control 


TRACe[:DATA]TRACe2, 


Retums the block data of the second measurement sequence (Y2 axis). 


<n>{,<n>} 
Query: 

TRACe[:DATA]? 
TRACe2 


2.9.1.3 
No manual 
control 


<n> 
Oto 1024 
Query only 


TRACe:POINts? TRACe2 


Retums the number of the currently available block data of the second 
measurement sequence (Y2 axis). 
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Command Parameter Basic 
unit 


TRACe[:DATA]LIST1, <n>{,<n>} Retums the block data of the first sweep list (X axis). 2.9.1.3 
Query: No manual 
TRACe[:DATA]? control 
LIST1 


TRACe:POINts? LIST1 <n> Returns the number of the currently available block data of the first sweep list (X | 2.9.1.3 
0 to 1024 axis). No manual 
Query only contro! 


TRACe[:DATA]LIST2, <n>{,<n>} Retums the biock data of the second (convoluted, nested) sweep list (Z axis). 2.9.1.3 
Query: No manual 
TRACe[:DATA]? control 
LIST2 


TRACe:POINts? LIST2 <n> Retums the number of the currently available block data of the second 2.9.1.3 
0 to 1024 (convoluted, nested) sweep list (Z axis). No manual 
Query only control 


TRACe|:DATA]REFerence1, <n>{,<n>} Loads the running reference values for the Y axis. 2.9.1.3 
Query: No manual 
TRACe[:DATA]? control 
REF1 


TRACe:POINts? REFerence1 <n> Returns the number of the currently available block data for the Y axis of trace A. | 2.9.1.3 
0 to 1024 No manual 
Query only control 


TRACe[:DATA]REFerence2, <n>{,<n>} Loads the running reference values for the Y axis of trace B 2.9.1.3 
Query: No manual 
TRACe[:DATA]}? control 
REF2 


TRACe:POINts? REFerence2 <n> Retums the number of the currently available block data for the Y axis of trace B. | 2.9.1.3 
Oto 1024 No manual 
Query only control 
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Command Parameter 


TRACe[:DATA]CREFerence1, <n>{,<n>} Loads the running reference values for the X axis of trace A. 2.9.1.3 
Query: No manual 


TRACe[:DATA]? control 
CREF1 


TRACe:POINts? CREFerence1 <n> Retums the number of the currently available block data for the X axis of trace A. | 2.9.1.3 
0 to 1024 No manual 
Query only control 


TRACe[:DATA]CREFerence2, <n>{,<n>} Loads the running reference values for the X axis of trace B 2.9.1.3 
Query: No manual 
TRACe[:DATA]? control 
CREF2 


TRACe:POINts? CREFerence2, <n> Retums the number of the currently available block data for the X axis of trace B. | 2.9.1.3 
0 to 1024 No manual 
Query only control 


1) Depending on DISPlay:TRACe:FEED and (with SENSe1:DATA) of SENSe1:FUNCtion 
2) Depending on sweep selected for generator and analyzer. 
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3.10.11 Commands for Status and Error Queries 


STATus:PRESet ar 


STATus:OPERation:COND? <n> 
Query only 

STATus:OPERation[:EVENt]? <n> 
Query only 
<n> 


STATus:OPERation:ENABle 
v0 Gf 100790 0 
_ Ses ae eee 


..d7 d6 d5 d4 d3 d2 d1 do 
Beispie!: 


d2 und d5 gesetzt: 
<n> = 36 (4 + 32) 


STATus:OPERation:PTRansition 


1030.7500.02 3.218 


€ 


IECAEEE-Bus Commands: Status and Error Queries 


Meaning 


Resets the Enable registers of the OPERation, QUEStionable and 
XQUEstionable registers to 0. See 3.7.5 Resetting the Status Reporting 
Systems. 


Outputs the contents of the CONDition register as a decimal number (current 
value of Operating Status of UPD). For the weighting of the individual bits see 
3.7.3.4 STATus:OPERation Register 
Reading out does not clear the register. 


Outputs the content of the EVENt register as a decimal number. A bit set in the 
EVENt register indicates a change of the corresponding bit in the CONDition 
register. The entry in the PTRansition and NTRansition registers determines 
whether a bit transition from 0 to 1 or from 1 to 0 causes an entry in the EVENt 
register. 

Reading out clears the register! 


Sets the ENABie mask which validates a bit in the EVENt register. 

Example: When d5 is set in the ENABle mask, the “Waiting for Trigger” event is 
set in the EVENt register provided the bit has changed. 

Default setting: every bit reset (0) 


If a bit ls set in the PTRansition register, the transition from 0 to 1 of the 
corresponding bit in the CONDition register causes 1 to be entered in the 
corresponding bit of the EVENt register provided the corresponding bit in the 
ENABle mask is set. 

Default setting: every bit reset (65535 or OxFFFF) 


3.7.5 
No manual 
control 


3.7.3.4 
No manual 
control 


3.7.3.4 
No manual 
control 


3.7.3.4 
No manual 
control 


3.7.3.4 
No manual 
contro! 


UPD 


STATus:OPERation:NTRansition 


STATus:QUEStionable:COND? 


STATus:QUEStionable[:EVENt]? 


STATus:QUEStionable:ENABle 


STATus:QUEStionable:PTRansition 


STATus:QUEStionable:NTRansition 


STATus:XQUEstionable:COND? 


1030.7500.02 


<n> 
Query only 


<n> 
Query only 
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If a bit is set in the NTRansition register, a transition from 1 to 0 of the 
corresponding bit in the CONDition register causes 1 to be entered in the 
corresponding bit of the EVENt register provided the corresponding bit in the 
ENABle mask is set. 

Default setting: every bit reset (65535 or OxFFFF) 


Outputs the status of the CONDition register (current value of Questionable 
Status of UPD) as a decimal number. For the weighting of the individual bits see 
3.7.3.5 STATus:QUEStlionable Register. 

Reading out does not clear the register. 


Outputs the contents of the EVENt register as a decimal number. A bit set in the 
EVENt register indicates a change of the corresponding bit in the CONDition 
register. The entry in the PTRansition and NTRansition registers determines 
whether a bit transition from 0 to 1 or from 1 to 0 causes an entry in the EVENt 


register. 
Reading out clears the register! 


See above. 


3.7.3.4 
No manual 
control 


3.7.3.5 
No manual 
control 


3.7.3.5 
No manual 
control 


3.7.3.5 
No manual 
control 


See above. 


<n> 
<n> 
<n> 
Query only 


3.219 


3.7.3.5 
No manual 
control 


See above. 


3.7.3.5 
No manual 
control 


Outputs the content of the CONDition register as a decimal number (current 
value of XQuestionable Status of UPL). For the weighting of individual bits see 
3.7.3.6 STATus:XQUEStionable Register. 

Reading out does not clear the register. 


3.7.3.6 
No manual 
control 
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Parameter Basic Meaning 
unlit 
See above. 3.7.3.6 
No manual 
control 


See above. 3.7.3.6 
No manual 
control 


STATus:XQUEstionable[:EVENt]? 


STATus:XQUEstionable:ENABle 


3.7.3.6 
No manual 
control 


STATus:XQUEStionable:NTRansition See above. 3.7.3.6 
No manual 
control 


STATus:XQUEstionable:PTRansition 


Retums the number of the associated SCPI version by specifying the year with | 2.15.7 
decimal point and one decimal digit. No manual 
control 


SYSTem:VERSion? <n> 
Query only 


SYSTem:ERRor? <string> 
Query only 
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Retums the last error message out of the error message queue. Error messages | 3.3.2 
consist of a number followed by text. Negative error numbers are SCPI-defined, | No manual 
positive numbers are device-specific. If no error occurred, the output is 0, "No control 
error” 

If the queue gets too long, the error message: 

-350, "Queue overflow" is output. 

With “CLS and upon power-on of the device, all error messages are cleared. 


UPD 
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3.10.12 Commands for Synchronization 


INITiate:CONTinuous 


INITiater:|MMediate] 


INITiate: FORCe 


SINGIe 


STOP 


CONTinuous 
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Meaning 


— Presetting of continuous measurement. 2.11 
— Presetting of a single measurement which is triggered with START key 
INITiate[:|MMediate] (see next command)! SINGLE key 


Starts a single measurement. Command INiTiate:CONTinuous ON|OFF 2.11 
determines whether it is a continuous or a single measurement (see previous START key 
command). SINGLE key 
The two INITiate commands simulate the function of the START or SINGLE key. 

The following commands are to be entered: 

START key: INITiate:CONTinuous ON, INITiate[:IMMediate] 

SINGLE key: INITiate:CONTinuous OFF, _ INITiate{:IMMediate] 


— « Ameasurement in progress is immediately aborted. 2.11 
¢ Trailing pointer, average and peak values are reset. — Taste START 
« Anew continuous measurement is started. — Taste SINGLE 
(identical with command “INIT:CONT ON’) — STOP function 
— e« Ameasurement in progress is immediately aborted. of toggel key 
« Anew measurement is started. STOP/CONT 
(identical with command INIT:;CONT OFF) — CONT function 
— An ongoing measurement is stopped as if the STOP/CONT key was pressed of toggel key 
during the measurement. STOP/CONT 
(identical with command ABORt ). 
The measurement is continued with INIT:FORC CONT. 
— « Anewcontinuous measurement is started. 
e Trailing pointer, average and peak values are not reset. 


This is only effective if the measurement was interrupted with INIT:FORC STOP 
or ABOR or if the measurement was started with INIT:;FORC SING or 
INIT:CONT OFF and completed. 


Simulation of STOP/CONT key 2.11 
STOP/CONT key 
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3.11 Alphabetical List of IEC/IEEE-Bus Commands 


Command Parameter Section 


2.11 
STOP/CONT key 


ARM:FREQuency:STARt 2.6.4 
ANLR panel 
Start 


ARM:FREQuency:STOP 2.6.4 
ANLR pane! 
Stop 


ARM:LEVel!:MIN 2.6.4 
ANLR panel 
Min VOLT 


ARM:VOLTage:STARt 2.6.4 
ANLR panel 
Start 


ARM:VOLTage:STOP 2.6.4 
ANLR panel 
Stop 


CALCulate:EQUalize:FEED TRACe1 2.9.1.2 
TRACe2 FILE panel 
Volt Source 
— TRACE A 
— TRACE B 


CALCulate:EQUalize:INVert 2.9.1.2 
FILE panel 
Invert 1/n 
— ON 

— OFF 


CALCulate:EQUalize:NORMfreq 2.9.1.2 
FILE panel 


Norm Freq 


CALCulate:LIMit:FAIL? <n> 2.10.7 
Query only 2.9.1.3 

No manual 

control 


CALCulate:LIMit:LOWer:CONTrol:POINts? <n> 2.9.1.3 
Query only No manual 
control 


CALCulate:LIMit:LOWer:CONTrol[:DATA] <n>{,<n>} 2.9.1.3 
No manual 
control 


CALCulate:LIMit:LOWer:POINts? <n> 2.9.1.3 
Query only No manual 
control 
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Command Parameter Basic 
unit 


CALCulate:LIMit:LOWer:STATe 2.10.7 
DISP panel 
LIMIT CHECK 
| Mode 
— LIM LOWER 
Mode 
— OFF 


CALCulate:LIMit:_LOWer:TRACe <n>{,<n>} 2.9.1.3 
No manual 
control 


CALCulate:LIMit:LOWer:VALue <nu> 2.10.7 
DISP pane! 
Lim Lower 
— VALUE: 
CALCulate:LIMit:LOWer[:DATA] <n>{,<n>} 2.9.1.3 
No manual 
control 


CALCulate:LIMit:ON TRACe1 2.10.7 
TRACe2 DISP panel 
TR1And2 Check 
— TRACE A 
— TRACE B 
— TRACE A+B 


CALCulate:LIMit:REPort:POINts? <n> 2.9.1.3 
Query only No manual 
control 


CALCulate:LIMit:REPort[: DATA]? <n>{,<n>} 2.9.1.3 
Query only No manual 
control 


CALCulate:LIMit:UPPer:CONTrol:POINts? <n> 2.9.1.3 
Query only No manual 
control 
CALCulate:LIMit:UPPer:CONTrol[:DATA] <n>{,<n>} 2.9.1.3 
No manual 
control 
CALCulate:LIMit:UPPer:POINts? <n> 2.9.1.3 
Query only No manual 
control 


CALCulate:LIMit:UPPer:STATe 2.10.7 
DISP panel 
LIMIT CHECK 
Mode 
— LIM UPPER 


CALCulate:LIMit:UPPer:TRACe <n>{,<n>} 
No manual 
control 
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Command 


CALCulate:LIMit:UPPer:VALue 


CALCulate:LIMit:UPPer[:DATA] 


CALCulate: TRANsform:FREQuency:AVERage 


CALCulate: TRANsform:FREQuency:AVERage:TCONtro! 


CALCulate: TRANsform:FREQuency:CENTer 


CALCulate: TRANsform:FREQuency:FFT 


CALCulate: TRANsform:FREQuency:FFT 


CALCulate:TRANsform:FREQuency:FFT 


CALCulate:TRANsform:FREQuency:MTIMe? 


CALCulate:TRANsform:FREQuency:RESolution? 
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Parameter 


<n>{,<n>} 


NORMal 
EXPonential 


<nu> 
Query only 


<nu> 
Query only 


Section 


2.10.7 
DISP panel 
Lim Upper 
— VALUE: 


2.9.1.3 
No manual 
control 


2.6.5.16 
ANLR panel 
Average 


2.6.5.13 

ANLR panel 
Avg Mode 

— NORMAL 

— EXPONENTIAL 


2.6.5.13 
ANLR pane! 
Center 


2.6.5.13 
ANLR pane! 
FFT Size 

— 256 

—> 512 

— 1024 

— 2048 

— 4096 

— 8192 


2.6.5.7 
ANLR pane! 
FFT Size 

> 512 

— 1024 

= 2048 

— 4096 

— 8192 


2.6.5.16 
ANLR panel 
FFT Size 

— 256 

7 512 

= 1024 

— 2048 

— 4096 

— 8192 


2.6.5.13 
ANLR panel 
Meas Time 


2.6.5.13 
ANLR pane! 
Resolution 


UPD Alphabetical List of IEC-bus Commands 


Parameter Basic 
unit 


CALCulate: TRANsform:FREQuency:RESolution? <nu> 2.6.5.16 
Query only ANLR panel 
Resolution 


CALCulate: TRANsform:FREQuency:SPAN? 


<nu> 
Query only 


CALCulate: TRANsform:FREQuency:STARt? <nu> 2.6.5.13 
CALCulate:TRANsform:FREQuency:STOP? Query only ANLR panel 
Start / Stop 


| CALCulate: TRANsform:FREQuency:STARt? <nu> 2.6.5.16 
CALCulate:TRANsform:FREQuency:STOP? Query only ANLRA panel 
Start / Stop 


CALCulate:TRANsform:FREQuency:STATe 2.6.5.1 
ANLR panel 
POST FFT 
— OFF 


— ON 


CALCulate:TRANsform:FREQuency:STATe 2.6.5.1 
ANLR panel 
POST FFT 
— OFF 


— ON 


CALCulate:TRANsform:FREQuency:STATe 2.6.5.1 
ANLR panel 
POST FFT 
— OFF 


— ON 


CALCulate:TRANsform:FREQuency:WINDow RECTangular 2.6.5.13 
HANNing 2.6.5.16 
BLACkman_harris ANLR panel 
RIF1 Window 
RIF2 — RECTANG... 
RIF3 — HANN 
HAMMing — BLACKMAN H 
FLATtop — RIFE VINC 1 
KAISer — RIFE VINC 2 

— RIFE VINC 3 
— HAMMING 
— FLAT TOP 
— KAISER 


CALCulate: TRANsform:FREQuency:WINDow:BETAfacto 


2.6.5.13 
2.6.5.16 
ANLR panel 
B-Factor 


CALCulate:TRANsform:FREQuency:ZOOM 


4 4 
: 3 
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Command Parameter Section 


CALCulate: TRANsform:FREQuencyAVERage 2.6.5.13 
ANLR panel 
Average 


CALibrate 2.15.6 

Alias for 
CAL:LDG:AUTO, 
CAL.ZERO:AUTO 


CALibrate:JiTTer:AUTO 2.15.6 
OPTIONS panel 
CALIBR. DIG 
PhaseToRef 

— OFF 

— ONCE 


CALibrate:LDG:AUTO 2.15.6.7 
OPTIONS panel 
CALIBR. GEN 
LDG Auto 

— OFF 

— ONCE 


CALibrate:ZERO:AUTO 2.15.6 
OPTIONS pane! 
CALIBR. ANL 
Zero Auto 

— OFF 

— ON 

— ONCE 


DISPlay:ACTualize Fehler! 
Textmarke nicht 
definiert. 

No manual 
control 


DISPlay:ANNotation[:ALL] 2.15.5 
OPTIONS panel 
Meas Disp 
— ON 
— OFF 
Ext. Keyboard: 


DISPlay:CONFiguration 


GEN ALT+G 
ANLR- ALT+A 
FILT ALT+T 
FILE ALT+F 
DISP ALT+D 
GRAPH ALT+R 
ZOOM ALT+Z 
SHOW VO ALT+! 

options ALT+O 
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Command Parameter Basic 
unit 
DISPlay:ENABle 2.1.1 
Taste OFF LCD 
or CTRL F10 


DISPlay: MODE 2.15.5 
OPTIONS panel 
Extm Disp 

~ INTERN ONLY 
— BOTH COLOR 
— BOTH B/W 


DISPlay:PROTocol:CHSTatus? Query only 2.10.8 


Response: GRAPH panel 
NO Display 
LTC 


YES 


DISPlay:PROTocol:ERRor:GENeral? 2.10.8 
GRAPH panel 


Display 


Query only 
Response: 
UBB 

SQB 
NSYN 
PRMB 
SQLR 
RERR 
NONE 


» oe 
pet te 


2.10.8 
GRAPH panel 
Display 


DISPlay:PROTocol:ERRor:LCRC? 


DISPlay:PROTocol:ERRor:PARity? 


2.10.8 
GRAPH panel 
Display 


DISPlay:PROTocol:ERRor:RCRC? 


2.10.8 
GRAPH panel 
Display 


DISPlay:PROTocol:FORMat BINary 2.10.8 
HEXadecimal DISP panel 
ASCii Format 


FILE — BIN 
— HEX 
— ASCII 


~ FILE DEF 


DISPlay:PROToco!l:LR? 2.10.8 
GRAPH panel 


Display 


Query only 
Response: 
EQUAL 

DIFF 


2.10.8 
GRAP# panel 
Display 


DISPlay:PROTocol:LVALbit? Query only 
Response: 
YO 


N1 
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Command Parameter Basic Section 
unit 


DISPlay:PROToco!:RVALDbit? Query only 2.10.8 
Response: GRAPH panel 
YO Display 


N1 


DISPlay:PROTocol:SELect LCHannelstatus 2.10.8 
RCHannelstatus DISP panel 
LUSerdata Source 


RUSerdata — CHAN STAT L 
— CHAN STAT R 
— USER DATAL 


— USER DATAR 


DISPlay[:WINDow]:TEXT:LOCate 2.10.1 
DISP panet 


X Pos, Y Pos 


<ny>[,<nx>] 


2.10.1 
DISP panel 
COMMENT 


DISPlay[:WINDow]:TEXT[:DATA] 


DISPlay[:WINDow]:TRACe:X:LABel 2.10.2 
DISP panel 


Unit/Label 


"string" 


DISPlay[:WINDow]:TRACe[]:ACTive 2.10.2 
DISP panel 
Softkey, 1st level 


F8 


CURSor{1/2] 


DISPlay[:WINDow]:TRACe[]:AUToscale alias 
AUTOscale 


2.10.2 
Softkey 

F7 (AUTOSCALE) 
F6 (ALL) 


DISPlay[:WINDow]:TRACe[]:COUNt 2.10 
DISP panel 


Scan Count 


2.10.2 
Display in 
graphics window 


<nu> 
Query only 


DISPlay[:WINDow]:TRACe[]:CURSor[]:DATA1 ? 
DISPlay{:WINDow]:TRACe[]:CURSor[]:DATA2? 
DISPlay[:WINDow]:TRACe[]:CURSor[]:DATA3? 


DISPlay[:WINDow]:TRACe[]:CURSor{[1]: MODE 2.10.2 
Softkey 

F8: selects O- 
CURS. 

F9: (O-CURSOR) 
— F6 (A,B) 

— F7 (A-B) 

— F11 (ON/OFF) 


DISPlay{:WINDow]:TRACe[]:CURSor{112]: POSition <nu> 2.10.2 
not via softkey 
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MIN2 

| MAX1 
MAX1 

| MAX2 
MAX2 
MARKer1 
NEXTmarker 


Iphabetical List of IEC-bus Commands 


Command Parameter Basic 
unit 


DISPlay[:WINDow]:TRACe[]:CURSor[112]:POSition: MODE) mini 


2.10.2 
Softkey 
F8 selects 
O-CURS or 
*-CURS. 
— F10 (SET TO) 
ara 
> 


VALue — F6 (| MAX A) 
— F7 (MAX A) 
— F8 (i MAX B) 
— F9 (MAX B) 
— F10 (MARKER) 


DISPlay[:WINDow]:TRACe[]:CURSor2:MODE 2.10.2 

Softkey 

F8 selects o- 

cursor 

F9 selects *-curso 

— F6 (A,B) 

— F7 (A-B) 

— F8 (*- 0) 

— F9 (HLINE) 
3A 

— F9 (HLINE) 
8B 

— F9 (HLINE) 
+> AA 

— F9 (HLINE) 
— AB 

— F11 (ON/OFF) 


DISPlay[:WINDow]:TRACe[]:INDex 2.9.3.3 
Keys 
PAGE UP / 
PAGE DOWN 


DISPlay[:WINDow]:TRACe[]:LABel 2.10.2 
DISP panel 
User Label 
— ON 
— OFF 


DISPlay[:WINDow]:TRACe[]: MODE DELete_bef_wr 2.10 
WATerfall|CASCade DISP panel 
MAXHold Mode 
— DEL BEF WR 
— WATERFAL 
— MAX HOLD 
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DISPlay[:WINDow]:TRACe[]:OPERation CURVepiot 2.10 
LIST DISP panel 
ERRors OPERATION 
BARGraph — CURVE PLOT 
SPECtrum 2.10.2 
FFTList — SWEEP LIST 
FFTErrors 2.10.4 
PROTocol — SWP LIM REP 
2.10.4 
— BARGRAPH 
2.10.2 
— SPECT LIST 
2.10.8 
— SPC LIM REP 
2.10.6 
— PROTOCOL 


DISPlay[:WINDow]:TRACe]]:X:SPACing LiNear 2.10.1 
LOGarithmic DISP panel 
Spacing 

> LIN 

> LOG 


DISPlay[:WINDow]:TRACe]]:X[:SCALe]:AUTO 2.10.1 

DISP panel 

Scale 

— AUTO 

— MANUAL 

or 

Softkey 

F7 (AUTOSCALE) 
— F9 (x) 


DISPlay[:WINDow]:TRACe[]:X[:SCALe]:LEFT 2.10.1 
DISP panel 
Left 


DISPlay[:WINDow]:TRACe{]:X[:SCALe]:RIGHT 2.10.1 
DISP panel 
Right 


DISPlay[:WINDow]:TRACe[]:X[:SCALe]:RLEVel 2.10.1 
DISP panel 
Reference 


DISPlay[:WINDow]:TRACe[]:X[:SCALe]:UNIT 2.10.1 
DISP panel 
Unit 


DISPlay[:WINDow]:TRACe[]:Y[:SCALe}]:RLEVel 2.10.1 
DISP panel 
Reference 
— VALUE 


DISPlay[:WINDow]:TRACe[]:¥[:SCALe]:UNIT 2.10.1 
DISP panel 
Unit 
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Command Parameter Basic 
unit 


DISPlay[:WINDow]:TRACe|[]:ZOOM n> 2.10.2 

Softkey 

F10 (ZOOM) 

— F10 (UNZOOM) 
— F6 (AT o UP) 
— F7 (AToDOWN) 


— F114 (UNDO) 


DiSPlay{:WINDow]:TRACef[112]:CURVe 


— F6 (CURVE) 
— F6 (A ON/OFF) 
— F7 (B onorF) 


DISPlay[:WINDow]:TRACe[1!2]:FEED “SENSe1:DATA1" 


"SENSe1:DATA2” 


2.10.1 
DISP pane! 


"SENSe2:DATA1” TRACE A/B 
"SENSe2:DATA2" — FUNC CH1 
“SENSe3:DATA1" — FUNC CH2 
“SENSe3:DATA2” — INP RMS CH1 
"SENSe4:DATA" — INP RMS CH2 
"HOLD" — FREQ CH1 
“FILE” — FREQ CH2 


“DFiLe" — PHASE 

— GROUP DEL 
— HOLD 

= FILE 

— DUAL FILE 
— OFF 


DiSPlay[:WINDow]:TRACef[112]:MARKer:HARMonics 


2.10.2 
Softkey 

F11 (MARKER) 
F6 (TRACE A) 

or 

F7 (TRACE B) 
— F10 (HARM) 
on/off 


DiSPlay[:WINDow]:TRACe[1 [2]: MARKer:MODE 


MAXimum 
CURSor 
OFF 


2.10.2 

Softkey 

F11 (MARKER) 

F6 (TRACE A) 
or 

F7 (TRACE B). 

— MAX 

— CURSOR 

— VIEW OFF 


LiNear 2.10.1 
LOGarithmic DISP panel 
Spacing 
— LIN 
> LOG 
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DISPlay[:WINDow]:TRACe[1|2]:Y:SPACing 


UPD Alphabetical List of lEC-bus Commands 


vv 


DISPlay[:WINDow]:TRACef[112]:¥[:SCALe]: AUTO 2.10.1 

DISP panel 

Scale 

— AUTO ONCE 
— MANUAL 
ONCE via Softkey 
F7 (AUTOSCALE) 
— F7 (A) 

— F8 (B) 


DISPlay[:WINDow]:TRACe[112]:Y[:SCALe]:BOTTom 2.10.1 
DISP panel 
Bottom 


DISPlay[:WINDow]:TRACe[112]:Y[:SCALe]:NORMalize Multipli} 2.10.1 
er|dB | DISP panel 
Normalize 


DISPlay[:WINDow]:TRACe[112]:¥[:SCALe]:NORMalize:M | CURSor{1] (o-Cursor) 2.10.1 
ODE) CuRSor2 (*-Cursor) DISP panel 
VALue Normalize 
— o-Cursor 
— *-Cursor 
— VALue 


DISPlay[:WINDow]:TRACe[112]:Y¥[:SCALe]: RLEVel:MODE | vAtue 2.10.1 
MAXimum | DISP panel 
CURSor{1} Reference 
CURSor 2 — VALUE 
FILE — MAX 
HOLD — oCURSOR 
OTRAce — *CURSOR 
CH1Meas — FILE 
CH2Meas — HOLD 
GENTrack — OTHER 
IFiLe TRACE 
— MEAS CH1 
— MEAS CH2 
— GEN TRACK 
— FILE INTERN 


DISPlay[:WINDow]:TRACe[112]:¥[: SCALe]: TOP 2.10.1 
DISP panel 
Top 


DISPlay[:WINDow]:TRACe[112]:Y:LABel 2.10.2 
DISP panel 
Unit/Label 


DISPlay[:WINDow]:TRACe2:Y[:SCALe]:EQUal 2.10.1 

DISP panel 

Scale B 

— EQUAL A 

— NOT EQUAL A 


FORMat[:DATA] 2.9.1.2 
No manual 
control 
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Command Parameter Basic 
unit 


HCOPy:ABORt 2.14 
Key H COPY 
or CTRL F8 


HCOPy:DESTination 


PRSPc alias PRINter 

PLHPgl alias PLOTter 

PRPS 

PRHPgl 

FIPCx, ‘filename.PCX' 
alias 

PC File, 'name.PCX' 

FIHPgl, ‘filename.GL’ 
alias 

HPGLfile, 'name.GL’ 

FIPS, ‘filename.PS' 

FIEPs, ‘filename.EPS’ 

Response: 

PRIN 

PLOT 

PRHP 

PRPS 


2.14 
OPTIONS-Panel 
Destin 
(destination/format) - 
— PRINTR/SPC 
— PLOTTR/HPGL 
— PRINTR/HPGL 
— PRINTR/PS 

— FILE/PCX 

— FILE/HPGL 

— FILE/PS 
— FILE/EPS 


HCOPy:DEVice:COLor 


2.14 
OPTIONS pane! 
COLOR 

— ON 
— OFF 


HCOPy:DEVice:PRINter 2.14 
OPTIONS panel 
Printname 


HCOPy:DEVice:RESolution 2.14 
OPTIONS panel 
Pm Resol 

— HIGH 

— MEDIUM 


— LOW 


HCOPy:ITEM 


ALL 
GRATicule 
TRACe 


2.14 
OPTIONS panel 
Copy 

— SCREEN 

— CURVE/GRID 
— CURVE 


HCOPy:ITEM:FRAMe 


2.14 
OPTIONS panel 
Frame 

= WHITE 
— FILE DEF 


HCOPy:ITEM:LABel:STATe 2.14 
Key H COPY 
or Ctr F8 
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Command Parameter Basic Section 
unit 


HCOPy:PAGE:LENGth? Query only 2.14 
OPTIONS panel 
Pm Height 


2.14 
OPTIONS panel 
LEFT MRGN 


HCOPy:PAGE:LMARgin <n> 


HCOPy:PAGE:ORlentation LANDscape 
PORTtrait 


2.14 
OPTIONS panel 
ORIENTATION 

— LANDSCAPE 
— PORTRAIT 


HCOPy:PAGE:SCALe:X <n> 2.14 
OPTIONS panel 
X-SCALING 


HCOPy:PAGE:SCALe:Y <n> 2.14 
OPTIONS panel 
Y-SCALING 


HCOPy:PAGE:WIDTh? Query only 2.14 
OPTIONS panel 
Prn Width, 


HCOPy:PLADdress 2.14 
OPTIONS panel 
— IEC Adr 


HCOPy:PLOTs 2.14 
OPTIONS-Panel 
Plots/Page 


HCOPy:PLPort 2.14 

OPTIONS panel 
Plot on 

— COM 1 

— COM 2 

—> LPT 1 

— IEC BUS 


HCOPy:SIZE 2.14 
OPTIONS-Panel 
Paper Size 

7 A4 

— LETTER 


HCOPy: WAIT No manual 


control 
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Command 


HCOPy[:IMMediate] 


INITiate:CONTinuous 


INITiate: FORCe 


Parameter 


Without parameter 


SUPPlement 


STARt 
SINGIe 
STOP 
CONTinuous 


HCOPy command 
via IECAEEE bus 
or Universal 
Sequence 
Controller UPD-K1 


2.11 
START key 
SINGLE key - 


2.11 

— Taste START 

— Taste SINGLE 

— STOP function 
of toggel key 
STOP/CONT 

— CONT function 
of toggel key 
STOP/CONT 


INITiate[:IMMediate] 


INPut:AUDiobits 


INPut:FILTer[:LPASs]:FREQuency 


INPut[]:AUDiobits 


INPut[]:BCLock 


INPut[]:BITOrder 
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<n> 
| Query only 
vite 


RiSing 
FALLing 


MSBFirst 
LSBFirst 


2.11 
START key 
SINGLE key 


2.6.3.6 
GEN panel 
Audio Bits 


2.6.1 
ANLR panel 
Min Freq 


2.6.3.2 
2.6.3.3 
2.6.3.4 
ANLR panel 
Audio Bits 


2.6.3.2 
ANLR panel 
Bitclock 

— RISING 
— FALLING 


2.6.3.2 

ANLR panel 
Bit order 

— MSB FISRT 
— LSB FISTS 
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Command Parameter Section 


INPut{]:FILTer[:LPASs]:FREQuency <nu> 2.6.2 
Query only ANLR panel 
Min Freq 


INPut]]:OSAMpling 2.6.3.1 
ANLR panel 
Oversamp 


INPut[]:SAMPle:FREQuency 
ANLR panel 
Sample Frq 
— VALUE: 


INPut[]:SAMPle:F REQuency:MODE 2.6.3.1 
2.6.3.3 
ANLR panel 
Sample Frq 
— 32 kHz 
CHSTatus — 44.1 kHz 
— 48 kHz 
— VALUE: 
— AUTO 
— CHAN STATUS 


INPut[]:SELect 2.6.2 
2.6.3 
ANLR panel 
CHANNEL(s) 
—1 
2 
31&2 
71=2 
32=1 
— BOTH 


INPut[]:WCLock RISing 2.6.3.2 
FALLing 2.6.3.3 
ANLR panel 
Wordclock 
— RISING 
— FALLING 


INPut[]:WLENgth 2.6.3.2 
ANLR panel 
Word Ingth 


INPut[]:WOFFset 
ANLR panel 
Word offset 
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Command Parameter Basic 
unit 


INPut[]:WSELect 2.6.3.2 
2.6.3.3 
ANLR panel 
| WordselCh1 
— LOW 
— HIGH 


INPut[112]:IMPedance 2.6.2 
ANLRA panel 
Imped 
USERdefined 300 Q 
600 Q 
200 Q 
— USER DEF 


INPut[112]:IMPedance 2.6.3.4 
ANLR panel 
Ch1 Imped 
2 110Q 
— 10KQ 


INPut[112]:LOW FLOat 2.6.2 
GROund ANLR panel 
Common 
— FLOAT 
— GROUND 


INPut[112]:TYPE BALanced 2.6.2 
UNBalanced ANLR panel 
GEN1 Input 
GEN2 —BAL XLR 

— UNBAL BNC 
MSERial — GEN1 
SERial — GEN2 
MPARallel 2.6.3.1 
PARallel — SERIAL MUX 

— SERIAL 
AESebu — PARAL MUX 
SPDif — PARALLEL 
OPTical 2.6.3.3 
INTem — AES/EBU 

— S/P DIF 

— OPTICAL 

— INTERN 


INSTrumeni{(1 ][:SELect] 2.5.1 
? GEN panel 
equivalent to INSTRUMENT 


— ANLG 25 kHz 
INSTrument[1]:NSELect — ANLG 110 kHz 
| + DIG 48 kHz 
— DIG 192 kHz 
— DIG 768 kHz 
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i... Bl 


INSTrument2[:SELect] 
equivalent to 


INSTrument2:NSELect 


MMEMory:CDiRectory 


MMEMory:COPY 


MMEMory:DELete 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 
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"pathname" 


“filename1","filename2" 


"filename" 


DWEL][1], ‘filename’ 
Query: 
MMEM:LOAD:LIST? 
DWEL 


FREQuency(1],'filename' 
Query: 
MMEM:LOAD:LIST? 
FREQ 


ONTime, ‘filename' 
Query: 
MMEM:LOAD:LIST? ONT 


INTerval, filename‘ 
Query: 
MMEM:LOAD:LIST? INT 


EQuailize, filename’ 
Query: 
MMEM:LOAD:LIST? EQU 


EQuailize,'filename' 
Query: 
MMEM:LOAD:LIST? EQU 


EQuailize, filename’ 
Query: 
MMEM:LOAD:LIST? EQU 


2.6.1 

ANLR panel 
INSTRUMENT 
— ANLG 22 kHz 
— ANLG 100 kHz 
— ANLG 300 kHz 
— DIG 48 kHz 

— DIG 192 kHz 
— DIG 768 kHz 


2.9.2 
FILE panel 
Work Dir 


2.9.2 
FILE panet 
Copy + To 


2.9.2 
FILE panel 
Delete 


2.5.4.2 
GEN panel 
Dwell File 


2.5.4.2 
GEN panel 
FREQ FILE 


2.5.4.5 
2.5.4.6 

GEN panel 
ONTIM FILE 


2.5.4.5 
2.5.4.6 
GEN panel 
INTV FILE 


2.5.4.3 
GEN panel 
Equal.File 


2.5.4.4 
GEN panel 
Equal.File 


2.5.4.9 
GEN panel 
Equal.File 
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Command Parameter Basic 
unit 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 
MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LIST 


MMEMory:LOAD:LPGC 
MMEMory:LOAD:PAC 
MMEMory:LOAD:PAU 
MMEMory:LOAD:PGU 


MMEMory:LOAD:RPGC 
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ARBitrary, ‘filename’ 
Query: 
MMEM:LOAD:LIST? ARB 
RANDon, ‘filename’ 
Query: 
MMEM:LOAD:LIST? 
RAND 


EQuailize, filename’ 
Query: 
MMEM:LOAD:LIST? EQU 


ARBitrary,'fllename' 
Query: 
MMEM:LOAD:LIST? ARB 


FREQuency, 'filename' 
Query: 
MMEM:LOAD:LIST? 
FREQ 


LIMUpper, “filename” 
Query: 
MMEM:LOAD:LIST? LIMU 


LiMLower, "filename" 
Query 
MMEM:LOAD:LIST? LIML 


VOLTage[1],'filename’ 
Query: 
MMEM:LOAD:LIST? 


| VOLT 


"filename" 


"filename" 


"filename" 


2.5.4.11 
GEN panel 
Shape File 


2.5.4.11 
GEN panel 
Equal.File 


2.5.4.12 
GEN panel 
Filename 


2.6.5.3 

2.9.1.3 

ANLR panel 
SWEEP CTRL 
— Filename 


2.10.7 

DISP panel 

Lim Upper 

— FILE + filenam" 


2.10.7 

DISP panel 

Lim Lower 

— FILE + filenam* 


2.5.4.2 
GEN panel 
VOLT FILE 


2.5.3.4.4 
GEN panel 
Filename 


2.10.8 
DISP panel 
Proto File 


2.10.8 
DISP panel 
Proto File 


2.5.3.4.4 
GEN panel 
Filname 


2.5.3.4.4 
GEN panel 
Filename 
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Command 


MMEMory:LOAD:STATe 


MMEMory:LOAD:TRACe 


MMEMory:LOAD:TRACe[112] 


MMEMory:STORe:FORMat 


MMEMory:STORe:INFOtext 


MMEMory:STORe:LIST 


MMEMory:STORe:LIST 


MMEMory:STORe:LIST 


MMEMory:STORe:STATe 
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Parameter 


0|2, "filename" 
Query: 
MMEM:LOAD:STAT? 012 


TRACe[112],"filename" 
Query: 
MMEM:LOAD:TRAC? 
TRAC{112] 


REFTrace,"filename" 
Query: 
MMEM:LOAD:TRAC[112]? 
REFT 


LiST1,"filename" 
LIST2,"filename" 
DWELI,"filename" 
Query: 
MMEM:STOR:LIST? 
LIST[112] 
MMEM:STOR:LIST? 
DWEL 


ERRors,"filename" 
LIMUpper, "filename" 
LIMLower,"filename" 
Query: 
MMEM:STOR:LIST? ERR 
MMEM:STOR:LIST? LIMU 
MMEM:STOR:LIST? LIML 


EQualize,"filename" 
Query: 
MMEM:LOAD:LIST? EQU 


0|112,'tilename' 

Query: 
MMEM:STOR:STAT? 0 
MMEM:STOR:STAT? 1 
MMEM:STOR:STAT? 2 


Section 


2.9.1.1 

FILE panel 
Mode / 

— ACTUAL 

— COMPLETE 
— DEFAULT 


2.10.1 

DISP panel 
TRACE A/B 
— FILE + 
Filename 


2.10.1 
DISP panel 
Reference 
— FILE + 
Reference 


2.9.1.2 
FILE panel 
Format 

— REAL 
— ASCII 


2.9.1.1 
FILE panel 
Info Text 


2.9.1.2 

FILE panel 

Store 

— X-Axis 

— Z-Axis 

— DWEL VALUE 


2.9.1.2 

FILE panel 
Store 

— LIM REPORT 
— LIM UPPER 
— LIM LOWER 


2.9.1.2 

FILE panel 
Store 

— EQUALIZATN 


2.9.1.1 

FILE pane! 
Mode 

— ACTUAL 

— ACTUAL+DATA 
— COMPLETE 


UPD Alphabetical List of lEC-bus Commands 


Parameter Basic 
unit 


MMEMory:STORe:STATe:RONLy 2.9.1.1 

FILE panel 
Attrib 

— REAN ONLY 


TRACe1,"fllename" 
TRACe2,"filename" 
TR1And2,"filename” 


2.9.1.2 
FILE panel — 
Store 


MMEMory:STORe:TRACe 


Query: — TRACE A 
MMEM:STOR:TRAC? — TRACE B 
TRAC[112] — TRACE A+B 


MMEM:STOR:TRAC? 


OUTPut 2.13 


Key 
OUTPUT OFF 


OUTPut:AUDiobits 2.5.3.2 
2.5.3.3 
2.5.3.4 
2.5.3.5 
GEN panel 


Audio Bits 


OUTPut:BCLock 


RiSing 
FALLing 


2.5.3.2 
GEN panel 
Bitclock 

— RISING 
— FALLING 


OUTPut:BCLock:FREQuency? 2.5.3.2 
GEN panel 
Frq Bitclk 


OUTPut:BITOrder 


MSBFirst 
LSBFirst 


2.5.3.2 
GEN panel 
Bit Order 
— MSB 

— LSB 


2.5.3.4.2 
GEN panel 
Cable Sim 

— OFF 

~ LONG CABLE 
— SHORT CABEL 


OUTPut:DIGital:CS!Mulator OFF 
SIMLong 


SIMShort 


OUTPut:DiGital: REFerence:FEED 


AINPut 
AINReciock 
AOUTput 

RGENerator 


2.5.3.4.2 
GEN panel 

Ref Out 

— AUDIO IN 

~— AUD IN RCLK 
=~ AUDIO OUT 
— REF GEN 
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OUTPut:DIGital: SYNC:FEED A!Put 2.5.3.4.2 
RINPut GEN panel 
SPLL Sync Out 
GCLock — AUDIO IN 
— REF IN 

— SYNC PLL 
— GEN CLK 


OUTPut:DIGital: SYNC: TYPE WCLock 2.5.3.4,.2 

BCLock GEN panel 

Type 

— WORD CLK 
— BIPHASE CLK 


OUTPut:DIGital: UNBalanced:FEED AQUTput 2.5.3.4.2 
AINPut GEN panel 
S/PDIF Out 

— AUDIO OUT 
— AUDIO IN 


OUTPut:IMPedance R5 2.5.2 
R10 GEN panel 
R15 Impedance 
R30 752 
R200 3102 
R600 7150 
USERdefined 733002 

> 2002 

> 600 Q 

— USER DEF 


OUTPut:LOW FLOat 2.5.2 
GROund Common 
— FLOAT 
— GROUND 


OUTPut:OSAMpling 


OUTPut:SAMPle:FREQuency 2.5.3.2 
2.5.3.3 
2.5.3.4.1 
2.5.3.4.2 
GEN panel 
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er ee 


OUTPut:SAMPle[:FREQuency]:MODE 2.5.3.2 
2.5.3.3 
2.5.3.4.1 
2.5.3.4.2 

GEN panel 
SYNChron Sample Freq 
= 32 kHz 
= 44.1 kHz 
— 48 kHz 
— VALUE: 
— EXTERN 
— SYNCHRON 


OUTPut:SELect 2.5.2 
2.5 .dalas 
GEN panel 
CH2is1 Channel(s) 
CH2Phas180 


OUTPut:SIGNal:BALanced:LEVel 
GEN panel 
AESEBU Vpp 


OUTPut:SIGNal:BALanced:LEVel? <nu> 2.5.3.4.1 
Query only GEN panel 
AESEBU Vpp 


OUTPut:SIGNal:LEVel <nu> 2.5.3.4 
GEN panel 
Dig. Vpp 
2.5.3.4.1 
GEN panel 
S/PDIF Vpp 
2.5.3.4.2 
GEN panel 
S/PDIF Vpp 


OUTPut: TYPE BALanced 2.5.2 
UNBalanced GEN panel 
CTESt Output 
— BAL XLR 
— UNBAL BNC 
— COMTST XLR 


OUTPut: TYPE PARale! 2.5.3.1. 

MPARallel Output 
SERial — PARALLEL 
MSERial — PARAL MUX 
AESebu — SERIAL 
SPDif — SERIAL MUX 
OPTical — AES/EBU 
INTemal = S/P DIF 

— OPTICAL 

— INTERN 
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OUTPut:VALidity CH1And2 2.5.3.4.4 
CH1 GEN panel 
CH2 Validity 
NONE 3 1&2 

71 

232 

— NONE 


OUTPut:WCLock RISing 2.5.3.2 
FALLing 2.5.3.3 
GEN panel 
Wordclock 
— RISING 
— FALLING 


OUTPut:WLENgth 2.5.3.2 
GEN panel 
Wordlength 


OUTPut:WOFFset 
GEN panel 
Wordoffset 


OUTPut:WSELect 2.5.3.2 
2.5.3.3 
GEN panei 
WordselCh1 
— LOW 

— HIGH 


OUTPut2:SELect 2.5.5 

GEN panel 
Channel{s) 
— OFF 

CH2Phas180 231 
32 
7221 
322-1 


SENSe:DIGital:FEED 2.6.3.1 
ANLR panel 
Meas Mode 
— AUDIO DATA 
— JITTER/PHAS 
— COMMON/INP 


SENSe:DIGital:SYNC:REFerence 2.6.3.4 

ANLR panel 
Jitter Ref 

— GEN CLK 
— VARI (PLL) 
— 32.0 (PLL) 
— 44.1 (PLL) 
— 48.0 (PLL) 


1030.7500.02 3.245 E-11 


UPD Alphabetical List of lEC-bus Commands 


Command Parameter Basic Section 
unit 
SENSe:FREQuency:FACTor <nu> MLT | 2.6.5.3 
ANLR-Panel 
FREQ MODE 
— Factor 
SENSe:UFILter(1...9]:ORDer P| 272 


FILTER-Panel 
Order 

4 

38 


SENSe[]:POWer:REFerence:RESistance <nu> 2.4 (RREF) 
2.6.2 
ANLRA panel 
Imped 


2.6.3.4 
SENSe[]: VOLTage:RANGe:AUTO ANLR pane! 
SENSe[]:VOLTage:RANGe Range 

— AUTO 

— FIX (MAX) 


SENSe[]:VOLTage:RANGe[112]:AUTO 


2.6.2 
ANLA panel 
Range 

— Auto 


2.6.2 
ANLR panel 
Range 

— LOWER 


SENSe[]:VOLTage:RANGef112]:LOWer 


SENSe[]: VOLTage:RANGe|1/2][{UPPer] 


SENSe[1]:BWIDth[:RESolution] 
equivalent to 


SENSe[1]:BANDwidth[:RESolution] 


2.6.5.3 
ANLR panel 
Bandwidth 

— BP 1% 

+ BP3% 

— BP 1/3 OCT 
— BP 1/12 OCT 
— BP FIX: 

— BP FAST 

— BS 1% 

+ BS3% 

— BS 1/3 OCT 
— BS 1/12 OCT 
— BS FIX: 
— BS FAST 


SENSe[1]:BWIDth[:RESolution]: MODE 


equivalent to 


SENSe[1]:BANDwidth[:RESolution]: MODE 
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UPD Alphabetical List of IEC-bus Commands 


= we = 


SENSe[1]:DATA112? 3.15.8 

No manual 
control 

Result display 


SENSe[1]:FILTer<i> 2.7.1 
FILTER panel 
Filter 


2.7.1 
ANLR panel 
Filter 


SENSe[1]:FILTer<i>:AWEighting[:STATe] 2.7.1 
FILTER panel! 
Filter 
— A Weighting 


SENSe[1]:FILTer<i>:CARM[:STATe] 2.7.1 
FILTER panel 
Filter 
— CCIR ARM 


SENSe[1}:FILTer<i>:CCIR[:STATe] 2.7.1 

FILTER panel 
Filter 

— CCIR wid 


SENSe[1}:FILTer<i>:CCITt[:STATe] <i> 2.7.1 

1to4 FILTER panei 
ON|OFF Filter 

— CCITT 


SENSe[1]:FILTer<i>:CClUnweight[:STATe] 2.7.1 
FILTER panel 
Filter 
— CCIR unwid 


SENSe[1]:FILTer<i>:CMESsage[:STATe] <i> 2.7.1 

1to4 FILTER panel 
ON|OFF Filter 

~ C MESSAGE 


SENSe[1]:FILTer<i>:DCNoise [:STATe] <b> 2.7.1 

1to4 FILTER panel 
ON|OFF Filter 

— DC NOISE HP 


SENSe[1]:FILTer<i>:DEMPhasis17[:STATe] <i> 2.7.1 
1to4 FILTER panel 
ON|OFF Filter 

— DEEMPH J.17 


SENSe[1]:FiLTer<i>:DEMPhasis50[:STATe] 2.7.1 

FILTER panel 
Filter 

— DEEMPH 50 
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UPD A 


Iphabetical List of lEC-bus Commands 


SENSe[1]:FILTer<i>:DEMPhasis5015[:STATe] 


SENSe[1]:FILTer<i>: DEMPhasis75[:STATe] 


SENSe(1]:FILTer<i>:IECTuner[:STATe] 


SENSe[1]:FiLTer<i>:UFiLtert...:UFILter9[:STATe] 


SENSe[1]}:FiLTer<i>:URUMble[:STATe] 


SENSe[1]:FILTer<i>: WRUMble[:STATe] 


SENSe[1]:FREQuency:LIMit:LOWer 


SENSe[1]:FREQuency:LIMit:UPPer 


SENSe[1]:FREQuency:MODE 
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<i> 
1to4 
ON|OFF 


<i> 
1to4 
ON|OFF 


<i> 
1to4 
ON|OFF 


<i> 
1to4 
ON|OFF 


<i> 
1to4 
ON|OFF 


MULTisine 
GENTrack 
CH1 
CH2 


2.7.1 

FILTER panel 
Filter 

— DEEM 50/15 


2.7.1 

FILTER panel 
Filter 

— DEEMPH 75 


ZT 

FILTER panel 
Filter 

— IEC Tuner 


2.7.1 
FILTER panel 
Filter 


2.7.1 

FILTER panel 
Filter 

— RUMBLE unw 


2.7.1 

FILTER panel 
Filter 

— RUMBLE wid 


2.7.1 
ANLR pane! 
Fnet Settl 


2.7.1 
ANLR panel 
Filter 


2.6.5.7 
ANLR panel 
— Frq Lim Low 


2.6.5.7 
ANLR panel 
— Frq Lim Upp 


2.6.5.3 

2.6.5.9 

ANLR panel 

SWEEP CTRL 

— OFF 

— AUTO SWEEP 
MANU SWEEP 

— AUTO LIST 
MANU LIST 

— GEN MLTSINE 

FREQ MODE 

— GEN TRACK 

— FREQ CH1 

— FREQ CH2 


UPD Alphabetical List of IEC-bus Commands 


Command 


SENSe[1]:FREQuency:SQRSin 


SENSe[1]:FREQuency:STARt 
SENSe[1]:FREQuency:STOP 


SENSe[1]:FREQuency[:FlXed|:CW] 


SENSe[1]:FUNCtion 


SENSe[1]:FUNCtion 


SENSe[1]:FUNCtion 


SENSe[1]:FUNCtion 
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3.249 


Parameter 


‘OFF' 

‘RMS' 
‘RMSSelectiv’ 
‘PEAK’ 
‘QREak' 

‘Dpc' 

'THD' 
'THDNsnadr 
‘MDISt' 

DIM' 

‘DFD' 

'WAF' 
‘POLarity’ 
‘FFT' 
‘FlLTersimulation’ 
‘WAVeform’ 
‘COHerence' 
‘DIGInpamp! 
‘PHASetoref’ 


"RMS" 


“RMSSelectiv" 


"PEAK" 


"“QPEak" 


Section 


2.6.5.9 

ANLR panel 
FREQ MODE 
— 2.96/14kHz 
— 3.15/15kKHz 


2.6.5.3 

ANLR panel 
SWEEP CTRL 
— StartlStop 


2.6.5.3 
ANLR panel 
FREQ MODE 
— FIX 


2.6.5 

ANLR panel 
FUNCTION 

— OFF 

— RMS & S/N 

— RMS SELECT 
— REAK & S/N 
— Q PK & S/N 
—~ DC 

— THD 

— THD+N/SINAD 
— MOD DIST 

— DFD 

— DIM 

—> WOW & FL 
— POLARITY 

— FFT 

— FILTER SIM. 
— WAVEFORM 
— COHERENCE 
— DIG INP AMP 
— PHAS TO REF 


2.6.5.2 

ANLR panei 
FUNCTION 
— RMS & S/N 


2.6.5.3 

ANLR panel 
FUNCTION 

— RMS SELECT 


2.6.5.4 

ANLR panel 
FUNCTION 
—PEAK & S/N 


2.6.5.4 

ANLRA panel 
FUNCTION 
— QPK & S/N 


UPD Alphabetical List of IEC-bus Commands 
Command | Parameter Basic 
unit 


SENSe[1]:FUNCtion 2.6.5.5 
ANLR panel 
FUNCTION 
~DC 


SENSe[1]:FUNCtion "THD" 2.6.5.6 


ANLR panel 
a ee — = 


FUNCTION 
SENSe[1]:FUNCtion 


— THD 


2.6.5.7 

ANLR panel 
FUNCTION 
~THD+N/SINAD 


2.6.5.8 
ANLR panel 
FUNCTION 
— MODDIST 


SENSe[1]:FUNCtion 2.6.5.10 
ANLR panel 
FUNCTION 


— DFD 


2.6.5.9 
ANLR panel 
FUNCTION 
— DIM 


SENSe[1]:FUNCtion 2.6.5.11 
ANLR panel 
FUNCTION 
> WOW & FL 


SENSe[1]:FUNCtion 


2.6.5.12 
ANLR panel 
FUNCTION 
— POLARITY 


2.6.5.13 
ANLR pane! 
Function 

— FFT 


2.6.5.14 
ANLA pane! 
Function 

— FILTER SIM. 


2.6.5 
ANLR panel 
Function 

— WAVEFORM 


"COHErence" 2.6.5.16 
ANLRA panel 
FUNCTION 


— COHERENCE 
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UPD Alphabetical List of lIEC-bus Commands 


Command Parameter Basic 
unit 


SENSe[1]:FUNCtion ‘DIGInpamp!' 


SENSe[1]:FUNCtion ‘PHASetoref' 


SENSe[1]:FUNCtion:APERture: MODE 


SENSe[1]:FUNCtion:DCSuppression 


SENSe[(1]:FUNCtion:DISTortion 


SENSe[1]:FUNCtion:DMODe FAST 
PRECision 


SENSe[1]:FUNCtion:MMODe PPEak 
NPEak 
PTOPeak 
PABSolut 


SENSe[1]:FUNCtion:MMODe SELectdi 
LSELectdi 
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2.6.5.17 

ANLR panel 
FUNCTION 

— DIG INP AMP 


2.6.5.18 

ANLR panel 
FUNCTION 

~ PHAS TO REF 


2.6.5.7 
ANLR-Panel 
Meas Time 

— SLOW 

— FAST 

— SUPERFAST 


2.6.5.1 
ANLR-Panel 
DC Suppres 


ANLR panel 
— di2468 


2.6.5.6 

2.6.5.7 

2.6.5.8 
2.6.5.10 

ANLR pane! 
Dyn Mode 

— FAST 

~ PRECISION 


2.6.5.4 
ANLRA panel 
Meas Mode 
—> PK + 

— PK- 

— PK to PK 
— PK abs 


2.6.5.6 

ANLR panel 
Meas Mode 

— SELECT di 
— LEV SEL di 
= Alldi 

— LEV All di 
— All odd di 
— LEV odd di 
— All even di 
— LEV even di 


UPD Alphabetical List of lEC-bus Commands 


Command Parameter Basic 
unit 


SENSe[1]:FUNCtion: MMODe THDN 
LTHDn 
SNDRatio 
NOISe 
LNOise 


SENSe[1]:FUNCtion: MMODe D2_268 alias D2 
D3_268 alias D3 
D2_118 
D3_118 


SENSe[1]:FUNCtion:MMODe STANdard 
ENHanced 
COMPressed 
USAMpl 


SENSe[1]:FUNCtion:SETTling: TOUT 
SENSe3:FREQuency:SETTling: TOUT 
SENSe3:PHASe:SETTling: TOUT 


SENSe[1]:FUNCtion:SNSequence 


SENSe[1]:FUNCtion:STANdard 


SENSe[1]:FUNCtion:WEIGhting 


SENSe[1]:LIST:FREQuency <n>{,<n>} 


<n>{,<n>} 
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2.6.5.7 

ANLRA panel 
Meas Mode 

— THD+N 

— LEVEL THD+N 
— SINAD 

— NOISE 

— LEVEL NOISE 


2.6.5.10 

ANLRA panel 
Meas Mode 

— d2 (IEC268) 
— d3 (IEC268) 
— d2 (IEC118) 
— d3 (IEC118) 


2.6.5.15 

ANLR panel 
Meas Mode 

— STANDARD 
— ENHANCED 
— COMPRESSED 
— UNDERSAMP 


2.3.4.2 
ANLA panel 
Fnet Sett! 


2.6.5.1 
ANLRA panel 
Timeout 


2.6.5.1 
ANLA pane! 
S/N Sequ 

— ON 

— OFF 


2.6.5.11 

ANLA pane! 
Rule 

— NAB 

3 JIS 

— DINIEC 

> 2Sigma5s 
— 2 Sigma 10s 


2.6.5.11 
ANLA pane! 
Weighting 
— ON 

— OFF 


2.9.1.3 
No manual 
control 


E-11 


UPD Alphabetical List of IEC-bus Commands 


Command Parameter Section 


SENSe[1]:LIST:FREQuency:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 


SENSe[1]:LIST: MODE AUTO 2.6.5.3 
MANual ANLA panel 
SWEEP CTRL 
— AUTO LIST 
— MANU LIST 


SENSe[1]:NOTCh:FREQuency:FiXed 2.6.5.1 
ANLRA panel 
Notch Freq 
— VALUE: 


SENSe[1}:NOTCh:FREQuency: MODE AUTO 2.6.5.1 

FiXed ANLR panel 
GENTrack Notch Freq 

— AUTO 

— VALUE: 

— GEN TRACK 


SENSe[1]:NOTCH[:STATe] 2.6.5.1 
ANLA panel 
Antg. Notch 
> 0dB 
—> 12dB 
— 30 dB 


SENSe[1]:SMOothing:APERture 2.6.5.15 
ANLA panel 
Interpol 


SENSe[1]:SWEep: MODE 
ANLR panel 
SWEEP CTRL 


SENSe[1]:SWEep:POINts <n> 
2 to 1024 ANLR panel 
Points 


SENSe[1]:SWEep:SPACing LiNear 2.6.5.3 
LOGarithmic ANLR panel 
Spacing 

— LIN 

— LOG 


SENSe[1]:SWEep:STEP <nu>i<n> 2.6.5.3 
ANLR panel 
Steps 
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SENSe[1]:THDN:REJection 


SENSe[1]:TRIGger:SETTling:COUNt 
SENSe[1]:FUNCtion:SETTling:COUNt 
SENSe3:FREQuency:SETTling:COUNt 
SENSe3:PHASe:SETTling:COUNt 


SENSe[1]:TRIGger:SETT ling: MODE 
SENSe[1]:FUNCtion:SETTling: MODE EXPonential 
SENSe3:FREQuency:SETTling: MODE FLAT 
SENSe3:PHASe:SETTling: MODE AVERage 


SENSe[1]:TRIGger:SETTling:RESolution 
SENSe[1]:FUNCtion:SETTling:RESolution 
SENSe3:FREQuency:SETTling:RESolution 
SENSe3:PHASe:SETTling:RESolution 


SENSe[1]:TRIGger:SETTling:TOLerance 
SENSe[1]:FUNCtion:SETTling:TOLerance 
SENSe3:FREQuency:SETTling:TOLerance 


SENSe[1]:UFILter<i>:ATTenuation 


SENSe[1]:UFILter<i>:BPASs[:STATe] 


SENSe{1]:UFILter<i>:BSTOp[:STATe] 


SENSe[1]:UFiLter<i>:CENTer <i> = 1to9 


<nu> 


SENSe[1]:UFILter<i>: DELay Query only for all filters 


except for file-defined 


fitters 
<i> =1to9 
<nu> 
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Parameter Basic 
unit 


2.6.5.7 
ANLR panel 
Rejection 

— NARROW 
— WIDE 


2.3.4.2 
ANLR panel 
Fnet Settl 


2.6.5.1 
ANLR panel 
Samples 


2.6.5.1 

ANLR panel 
Settling 

— OFF 

— EXPONENTIAL 
— FLAT 

— AVERAGE 


2.6.5.1 
ANLR panel 
Resolution 


2.6.5.1 
ANLR panel 
Tolerance 


2.7.2.1 
FILTER panel 
FILTER Ox 

— Atten 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2.4 
2125 
FILTER panel 
FILTER 0x 

— Center Frq 


2.7.2.7 
FILTER panel 
FILTER 0x 

— Delay 


UPD Alphabetical List of IEC-bus Commands 


Command 


SENSe[1]:UFILter<i>:DELay? 


SENSe[1]:UFiLter<i>:FILE 


SENSe[1]:UFILter<i>:FILE[:STATe] 


SENSe[1]:UFILter<i>:HPASs[:STATe] 


SENSe[1]:UFILter<i>: LPASs[:STATEe] 


SENSe[1]:UFILter<i>: NOTCh[:STATe] 


SENSe[1]:UFILter<i>:OCTav[:STATe] 


SENSe[1]:UFILter<i>:PASSb 


SENSe[1]:UFILter<i>:PASSb:LOWer 


SENSe[1]:UFILter<i>:PASSb:UPPer 


SENSe[1]:UFILter<i>:STOPb:LOWer? 


SENSe[1]:UFILter<i>:STOPb:UPPer? 
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3.255 


Parameter 


<i> 
1to9 
Query only 


"filename" 
<i> 


1to9 


<Il>=1to9 
<nu> 


<i> =1to9 
<nu> 


<I> 
1to9 
Query only 


<i> 
1to9 
Query only 


Basic 
unit 


Section 


2.7.2.1 
FILTER panel 
FILTER 0x 

— Delay 


2.7.2.7 
FILTER panel 
FILTER Ox 

— Filename 


27.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2.2 
FILTER panel 
FILTER Ox 

— Passband 


2.7.2.3 
FILTER panel 
FILTER 0x 

— Passb low 


2.7.2.3 
FILTER panel 
FILTER 0x 

— Passb upp 


2.7.2.3 
FILTER panel 
FILTER 0x 

— Stopb low 


2.7.2.3 
FILTER panel 
FILTER Ox 

— Stopb upp 


UPD 


Alphabetical List of IEC-bus Commands 


Command Parameter Basic | 
unit 


SENSe[1]:UFILter<i>:STOPb? 


SENSe[1]:UFILter<i>:TOCTave[:STATe] 


SENSe[1]:UFILter<i>:WIDTh 


SENSe[1]:UNIT 


SENSe[1]: VOLTage:APERture 


SENSe[1]: VOLTage:APERture: MODE 


SENSe[1]:VOLTage:APERture: MODE 


SENSe[1]: VOLTage:FUNDamental 
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<i> 
1to9 
Query only 


<i> 
1to9 
ON 


<i>=1 to9 
<nu> 


PCT|DB 


AFASt 
AUTO 
SFASt 
FAST 
SLOW 
GENTrack 
TRiGgered 
VALue 


3.256 


2.7.2.2 
FILTER panel 
FILTER 0x 

— Stopband 


2.7.2 
FILTER panel 
FILTER 01 to 09 


2.7.2.4 and 
2.7.2.5 


| FILTER panel 


FILTER Ox 
— Width 


2.4 
ANLR panel 
Unit 


2.6.5.2 
2.6.5.3 
2.6.5.5 
2.6.5.17 
2.6.5.18 
ANLR panel 
Meas Time 


2.6.5.2 

ANLR panel 
Meas Time 

— AUTO FAST 
— AUTO 

— FIX 50ms 

— FIX 200ms 
— FIX 1000ms 
— GEN TRACK 
— TRIGGERED 
— VALUE: 


2.6.5.3 

2.6.5.5 

2.6.5.17 
2.6.5.18 

ANLR panel 
Meas Time 

— AUTO FAST 
— AUTO 

— FIX 50ms 

— FIX 200ms 
— FIX 1000ms 
— GEN TRACK 
— VALUE 


2.6.5.6 
ANLR panel 
Fundamentl 


UPD Alphabetical List of lEC-bus Commands 


Command Parameter Basic Section 
unit 


SENSe[1]:VOLTage:FUNDamental 2.6.5.7 
ANLR panel 
Fundament! 


SENSe[1]: VOLTage: FUNDamental: MODE AUTO 2.6.5.6 
GENTrack 2.6.5.7 

VALue ANLR panel 
Fundamentl 

— AUTO 

— GEN TRACK 
— VALUE: 


SENSe[1]:VOLTage:INTVtime 2.6.5.4 
ANLR panel 
Intv Time 


SENSe[1]: VOLTage:INTVtime: MODE 2.6.5.4 

ANLR panel 
Intv Time 

— FIX 50ms 
— FIX 200ms 
— FIX 1000ms 
— FIX 3 SEC 
— VALUE: 


SENSe[1]:WAVeform:COMPression 2.6.5.15 
ANLR panel 
Comp Fact 


SENSe[1]:WAVeform:DURation 2.6.5.15 
ANLR panel 
Trace Len 


SENSe[1][:VOLTagelPOWer]:REFerence 2.6.5.1 
ANLR panel 
Reference 


SENSe[1][:VOLTagelPOWer]:REFerence:MODE CH1Store 2.6.5.1 
CH2Store ANLR panel 
CH1Meas Reference 
CH2Meas — STORE CH1 
STORe — STORE CH2 
VALue — MEAS CH1 
— MEAS CH2 
— STORE 
— VALUE: 
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UPD Alphabetical List of IEC-bus Commands 


Command Parameter Basic 
unit 
Vv 2.4 


SENSe[112][:VOLTagelPOWer]:UNIT[112] 


(For SENS/1]... only) ANLR pane! 
(For SENS{1}... onty) Unit Ch1/Ch2 


(For SENS[1]... onty) 
{For SENS[1}... onty) 


DEGFRM 


SENSe2:DATA112? 3.15.8 
No manual 
control 
Result display 


"OFF" 2.6.5.19 
“PEAK voltage" ANLR panel 
"RMS" INPUT DISP 

— OFF 

— PEAK 

— RMS 


SENSe2:VOLTage:REFerence 2.6.5.1 
ANLRA panel 
Reference 


SENSe2:VOLTage:REFerence: MODE CH1Store 2.6.5.1 
CH2Store ANLR panel 
STORe Reference 
CH1Meas — STORE CH1 
CH2Meas — STORE CH2 
GENTrack — MEAS CH1 
VALue — MEAS CH2 


— STORE 
— GEN TRACK 
— VALUE: 
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UPD Alphabetical List of IEC-bus Commands 


Command Parameter 


SENSe3:DATA1|2? 3.15.8 

No manual 
control 

Result display 


SENSe3:FREQuency:APERture 2.6.5.20 
ANLR panel 


SENSe3:FREQuency:APERture: MODE 2.6.5.20 
ANLR panel 
Meas Time 

— FIX 50ms 
— FIX 200ms 
— FIX 1000ms 
— VALUE: 


SENSe3:FREQuency:REFerence 2.6.5.1 
2.6.5.20 
ANLR pane! 
Ref Freq 


SENSe3:FREQuency:REFerence:MODE CH1Store 2.6.5.1 
CH2Store 2.6.5.20 
CH1Meas ANLR panel 
CH2Mea Ref Freq 
STORe — STORE CH1 
GENTrack — STORE CH2 
VALue — MEAS CH1 

— MEAS CH2 

— STORE 

— GEN TRACK 

— VALUE: 


2.3.4.2 
ANLR panei 
Freq Sett! 


SENSe3:FREQuency:UNIT[1!2] 2.4 
ANLR panel 
Unit Ch1/Ch2 


SENSe3:FUNCtion "OFF" 2.6.5.20 
“FREQuency" ANLR panel 
FREQ/PHAS 
— OFF 

— FREQ 


SENSe3:FUNCtion "OFF" 2.6.5.21 
"FQPHase" ANLR panel 
FREQ/PHASE 
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UPD Alphabetical List of IEC-bus Commands 


Command Parameter Basic 
unit | 


"OFF" 2.6.5.21 
"FQGRoupdelay" ANLR panel 
FREQ/PHASE 

— FREQ&GRPDEL 


SENSe3:FUNCtion 


‘OFF' 
‘SFREquency’ 


2.6.5.22 
ANLR panel 
FREQUENCY 

— SAMPLE FREQ 


SENSe3:PHASe:FORMat 


POSitive 
POSNegative 
NEGative 
RAD 
RADBipolar 
RADNegative 


2.6.5.21 
ANLR panel 
Format Pha 


SENSe3:PHASe:REFerence 
ANLR panel 
Ref Phase 


SENSe3:PHASe:REFerence: MODE 


2.6.5.1 
ANLR-Panel 
Reference 
— STORE 
— VALUE: 


2.3.4.2 
ANLR-Panel 
Phas Settl 


SENSe3:PHASe:UNIT 


2.4 
ANLR panel 
Unit Ch1/Ch2 


| SENSe4:DATA? 


3.15.8 
No manual 
control 

Result display 


SOURce:BANDwidth 


2.5.4.10 
GEN panel 
— 30 kHz 

— 100 kHz 


equivalent to 


SOURce:BWIDth 


SOURce:DiGital:FEED 


2.5.3.1 
GEN panel 

Src Mode 

— AUDIO DATA 
— JITTER ONLY 
— PHASE 

— COMMON ONLY 
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UPD Alphabetical List of IEC-bus Commands 


Command Parameter Section 


SOURce:DIGital:REFerence 2.5.3.4.2 

GEN panel 
Data 

— ALL ZERO 

— ALL ONE 


SOURce:DIGital:SYNC:DELay 2.5.3.4.2 
GEN panel 
PhaseToRef 


SOURce:DIGital:SYNC:MODE V50 2.5.3.4.2 

v60 GEN panel 
F1024 Sync Mode 
WCLock — VIDEO 50 
IWCLock — VIDEO 60 

— 1024 kHz 

— WORD CLK 
— WARD CLK INV 


SOURce:DiIiGital:SYNC:SOURce 2.5.3.2 
2.5.3.3 

Sync TO 

— GEN CLK 
— EXTERN: 


SOURce:DIGital: SYNC:SOURce 2.5.3.4.1 
GEN panel 
Sync To 
— AUDIO IN 
— WORDCLK INP 
— GEN CLK 


SOURce:DIGital: SYNC:SOURce AINPut 2.5.3.4.2 
RINPut GEN panel 
SINPut Sync To 
GCLock — AUDIO IN 
— REF IN 
— SYNC IN 
— GEN CLK 


SOURce:DIM 2.5.4.10 

GEN panel 
Square/Sin 

— 2.96/14 kHz 
= 3.15/15 kHz 


SOURce:FREQuency: DIFFerence 2.5.4.9 
GEN panel 
DIFF FREQ 


SOURce:FREQuency:MEAN 2.5.4.11 
GEN panel 
MEAN FREQ 
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Command Parameter Basic 
unit | 


SOURce:FREQuency:MODE CWIFIXed 2.5.4.2 
SWEep1 GEN panel 
SWEep2 SWEEP CTRL 
LIST1 X Axis 
LIST2 Z Axis 


SOURce:FREQuency:OFFSet:STATe 2.5.4.1 
2.5.4.1.1 
GEN panel 
Frq. Offset 
— +1000 PPM 
— OFF 


SOURce:FREQuency:QUALIity PRECision 2.5.4.9 
FAST 2.5.4.1 

2.5.4.8 : 
2.5.4.10 
GEN panel 
Settling 
— PRECISION 
— FAST 


SOURce:FREQuency:REFerence 2.5.2 
2.5.3.1 
GEN panel 
Ref.Freq 


SOURce:FREQuency:STARt 2.5.4.2 
GEN panei 
FREQUENCY 
— Start 


SOURce:FREQuency:STOP 2.5.4.2 
GEN panel 
FREQUENCY 
— Stop 


SOURce:FREQuency[:CWIFIXed] 2RAR 
2.5.4.5 
2.5.4.6 
2.5.4.7 
GEN panel 


FREQUENQY 


SOURce:FREQuency[:CWIFIXed] 2.5.4.14 
GEN panel 
Mod Freq 


SOURce:FREQuency/<i>][:CWIFIXed] 2.5.4.4 
GEN panel 


Freq No1 to 17 


SOURce:FREQuency[1][:CWIFIXed] 2.5.4.8 
GEN panel 
UPPER FREQ 


SOURce:FREQuency2[:CWIF|Xed] 2.5.4.8 
GEN panel 
LOWER FREQ 
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unit 


SOURce:FREQuency2[:CWIF|Xed] 


SOURce:FUNCtion: MODE 


SOURce:FUNCtion: MODE 
equivalent to 


SOURce:MULTisine: MODE 


SOURce:FUNCtion:SHAPe] 


SOURce:FUNCtion[:SHAPe] 


SOURce:FUNCtion[:SHAPe] 


SOURce:FUNCtion[:SHAPe] 


SOURce:FUNCtion[:SHAPe] 


SOURce:FUNCtion[:SHAPe] 
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1EC268 
1EC118 


EQUatvoltage 
DEFinedvoitage 


MULTisine 


SINusold 
MULTisine 
BURSt 
S2Pulse 


SINusoid 


$2Pulse 


SQuare 


2.5.4.14 
GEN panel 
Carr Freq 


2.5.4.9 
GEN panel 
Mode 

— IEC 268 
— IEC 118 


2.5.4.4 
GEN-Panel 
Mode 

— EQUAL VOLT 
— DEFINE VOLT 


2.5.4.4 

GEN panel 
FUNCTION 

— MULTISINE 


2.5.4 

GEN panel 
FUNCTION 

— SINE 

— MULTISINE 
— SINE BURST 
— SINE? BURST 
— MOD DIST 
— DFD 

— RANDOM 

— ARBITRARY 
— POLARITY 
— FM 

— FSK 


2.5.4.3 
GEN panel 
FUNCTION 
— SINE 


2.5.4.5 

GEN panel 
FUNCTION 

— SINE BURST 


2.5.4.6 

GEN panel 
FUNCTION 

— SINE? BURST 


2.5.4.7 

GEN panel 
FUNCTION 
— SQUARE 
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SOURce:FUNCtion[:SHAPe] 2.5.4.7 
GEN pane! 
FUNCTION 
— MOD DIST 
SOURce:FUNCtion[:SHAPe] 2.5.4.9 
GEN panel 
FUNCTION 
— DFD 
SOURce:FUNCtion[:SHAPe] 2.5.4.10 
GEN panel 
FUNCTION 
+ DIM 
SOURce:FUNCtion[:SHAPe] RANDom 2.5.4.11 = 
GEN panel 
FUNCTION 
— RANDOM 
SOURce:FUNCtion[:SHAPe] 2.5.4.12 
GEN panel 
FUNCTION 
— ARBITRARY 
SOURce:FUNCtion[:SHAPe] POLarity 2.5.4.13 
GEN panel 
FUNCTION 
— POLARITY 


SOURce:FUNCtion[:SHAPe] 2.5.4.14 
FUNCTION 

SOURce:FUNCtion[:SHAPe] 2.5.4.15 
FUNCTION 


SOURCce:INTerval: MODE CWIFIXed 2.5.4.2 
SWEep1 GEN panel 
SWEep2 SWEEP CTRL 
LIST1 X Axis 
LIST2 Z Axis 


SOURce:INTerval:STARt 


GEN panel 
Start 


SOURCce:INTerval:STOP 


SOURce:INTerval[:CWIFIXeq] 
GEN panel 
INTERVAL 
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unit 


SOURce:LOWDistortion 2.5.4.1 
2.5.4.3 
2.5.4.8 
2.5.4.9 
GEN panel 
Low Dist 
> ON 

— OFF 


SOURce:MULTisine:COUNt 2.5.4.4 
GEN panel 
No of Sin 


SOURce:033 '033-Kennung’ No manual 
operation 


SOURce:OFF:MODE 2.5.4.2 
GEN panel 
Z Axis 

— OFF 


SOURce:ONTime:DELay 2.5.4.5 
2.5.4.6 
GEN panel 
BurstOnDel 


SOURce:ONTime:MODE CWIFIXed 2.5.4.2 
SWEep1 GEN panel 
SWEep2 SWEEP CTRL 
LIST1 X Axis 

LIST2 Z Axis 


SOURce:ONTime:STARt 2.5.4.2 
2.5.4.5 
2.5.4.6 
GEN panel 
Start 


SOURce:ONTime:STOP 2.5.4.2 
2.5.4.5 
2.5.4.6 
GEN panel 
Stop 


SOURce:ONTime[:CWIFIXeq] 2.5.4.5 
2.5.4.6 
GEN panel 
ON TIME 


SOURce:PHASe[<i>][:ADJust] 2.5.4.4 
GEN panel 
Phas No1 to 17 


SOURce:PROTocol OFF 2.5.3.4.4 
ENHanced GEN panel 
PROTOCOL 
— PANEL OFF 
— ENHANCED 
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Command Parameter Basic 
unit 


SOURce:PROTocol:FBLock 2.5.3.4.4 
GEN panel 
Block Err 


SOURce:PROTocol:FCRC 2.5.3.4.4 
GEN panel 


CRC Error 


SOURce:PROTocol:FSEQ 2.5.3.4.4 
GEN panel 


Seq. Err 


SOURce:PROToco!l:LCHannelstatus 2.5.3.4.4 
GEN panel 
Ch Sta. L 

— ZERO 

— FILE+AES3 
— FILE+CRC 


— FILE 


SOURce:PROTocol:PARity 2.5.3.4.4 
GEN panel 
Parity 

— TRUE 

— WITH ERR 


SOURce:PROToco!:PARity:FCOunt 


2.5.3.4.4 
GEN panei 
No. False 


SOURce:PROTocol:PARity:FOFFset 


2.5.3.4.4 
GEN panel 
No. Trues 


SOURce:PROTocol:PARity:NFCount 


SOURce:PROTocol:RCHannelstatus 


2.5.3.4.4 
GEN panei 
Ch Stat. R 

— ZERO 

— EQUAL L 
— FILE+AES3 
— FILE+CRC 
> FILE 


SOURce:PROToco!l:UMODe 


2.5.3.4.4 
GEN panel 
User Mode 
— ZERO 

— FILE DEF 


SOURce:RANDom:DOMain 


2.5.4.11 
GEN panel 
Domain 

— FREQ 
— TIME 
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SOURce:RANDom:FREQuency:LOWer 
SOURce:RANDom:FREQuency:UPPer 


SOURce:RANDom:PDF 


SOURce:RANDom:SHAPe 


SOURce:RANDom:SPACing:FREQuency 


SOURce:RANDom:SPACing: MODE 


SOURce:SINusoid:DITHer 


SOURce:SINusoid:DITHer:STATe 


SOURce:SWEep ... 


SOURce:SWEep:DWEL| 


SOURce:SWEep:FREQuency:POINts 
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GAUSsian 
TRliangle 
RECTangle 


WHiTe 
PINK 
TOCTave 
ARBitrary 


USERdefined 
ATRack 


3.267 


2.5.4.11 

GEN panel 
Lower Freq 
Upper Freq 


2.5.4.1 

2.5.4.1.1 

GEN panel 

PDF 

— GAUSS 

— TRIANGLE 
— RECTANGLE 


2.5.4.11 

GEN panel 
Equalizatn 

— WHITE 

— PINK 

— THIRD OCT 
— FILE 


2.5.4.4 
2.5.4.11 
GEN-Panel 
Spacing 


2.5.4.4 

2.5.4.11 
GEN-Panel 
Spacing 

— USER DEF 

— ANLR TRACK 


2.5.4.1 
2.5.4.1.1 
GEN panel 
Dither 


2.5.4.1 
2.5.4.1.1 
GEN panel 
Dither 

— ON 

— OFF 


2.5.4.2 
GEN nanel 
SWEEP CTRL 


2.5.4.2 
GEN panel 
Dwell 


2.5.4.2 
GEN panel 
Points 
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SOURce:SWEep:FREQuency:SPACing 


LOGarithmic GEN panel 
Spacing 


SOURce:SWEep:FREQuency:STEP 
GEN panel 
Step 


SOURce:SWEep:INTerval:POINts 2.5.4.2 
GEN panel 
Points 


SOURce:SWEep:INTerval:SPACing 2.5.4.2 
LOGarithmic GEN panel 
Spacing 
— LIN 
— LOG 


SOURce:SWEep:INTerval:STEP 2.5.4.2 
GEN panel 
Step 


SOURce:SWEep:MODE 2.5.4.2 
GEN panel 
Sweep Ctr 


SOURce:SWEep:NEXTstep 2.5.4.2 
GEN panel 
Next Step 
— ANLR SYNC 
— DWELL VALUE 
— DWELL FILE 


SOURce:SWEep:ONTime:POINts <n> 2.5.4.2 
2 to 1024 GEN panel 
Points 


SOURce:SWEep:ONTime:SPACing LiNear 2.5.4.2 
LOGarithmic GEN pane! 
Spacing 
— LIN 
— LOG 


SOURce:SWEep:ONTime:STEP 2.5.4.2 
| GEN panel 
Step 


SOURce:SWEep: VOLTage:POINts <n> 2.5.4.2 
| 2to 1024 GEN panel 
Points 
SOURce:SWEep: VOLTage:SPACing LiNear 2.5.4.2 
LOGarithmic GEN panel 
Spacing 
— LIN 
— LOG 
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Command Parameter 


SOURce:SWEep:VOLTage:STEP 2.5.4.2 
GEN panel 
Step 


SOURce:VOLTage:CREStfactor Multipli | 2.5.4.4 
cation | 2.5.4.11 
factor | GEN panel 
Crest Fact 


SOURce:VOLTage:CREStfactor: MODE MINimized 2.5.4.4 

DPHase 2.5.4.11 

VALue GEN-Panel 

Crest Fact 

— OPTIMIZED 
— DEFINE PHAS 
— VALUE 


SOURce: VOLTage:EQuUalize:STATe 2.5.4.3 
2.5.4.4 
2.5.4.9 
2.5.4.11 
GEN panel 
Equalizer 
— ON 

— OFF 


SOURce:VOLTage:LIMit[:AMPLitude] 2.5.2 
2.5.3.1. 
GEN panel 
— Max Volt 


SOURce:VOLTage:LOWLevel 2.5.4.5 
GEN panel 
Low Level 


SOURce: VOLTage:MODE CWIFIXed 2.5.4.2 
SWEep1 GEN panel 
SWEep2 SWEEP CTRL 
LIST1 X Axis 

LIST2 Z Axis 


SOURce:VOLTage:RANGe:AUTO 2.5.2 

GEN panel 
Volt Range 
— AUTO 
— FIX: 


SOURce:VOLTage:RATio 2.5.4.8 
GEN panel 
VOLT LF:UF 


SOURce:VOLTage:REFerece 2.5.2 
2.5.3.1 
GEN panel 
Ref Volt 
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Command Parameter Basic 
unit 


SOURce:VOLTage:STARt <nu> 2.5.4.2 
GEN panel 
VOLTAGE 
— Start 


SOURce:VOLTage:STOP 


2.5.4.2 
GEN pane! 
VOLTAGE 
— Stop 


2.5.4.4 
GEN panel 
| TOTAL GAIN 


SOURce:VOLTage:TOTal:GAIN 


SOURce:VOLTage:TOTal:RMS 2.5.4.11 
GEN panel 


VOLT RMS 
SOURce:VOLTage:TOTal:RMS? 2.5.4.4 

GEN panel 

TOTAL RMS 


<nu> Vv 
FS 
<nu> Vv 
Query only FS 
<nu> 
Query only 


Vv 

FS 
<nu> Vv 

FS 
<nu> Vv 
Query only FS 
<nu> 

Vv 

Vv 

FS 
<nu> 

Vv 

V 

FS 
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2.5.4.12 
GEN panel 
VOLT RMS 


SOURce:VOLTage:TOTal:RMS? 


SOURce:VOLTage:TOTal[:LEVellAMPLitude] 


2.5.4.8 
2.5.4.9 
2.5.4.10 
2.5.4.11 
2.5.4.12 

GEN panel 
TOTAL VOLT 


SOURce:VOLTage:TOTal[:LEVell AMPLitude]? 2.5.4.4 
GEN panel 


TOTAL PEAK 


SOURce:VOLTage[:LEVellAMPLitude] 2.5.4.3 
2.5.4.5 
2.5.4.6 
2.5.4.7 
2.5.4.13 
2.5.4.14 
2.5.4.15 
GEN panel 
VOLTAGE 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet 2.5.4.1 
2.5.4.1.1 
GEN panel 


DC Offset 


SOURce:VOLTage[:LEVellAMPLitude]:OFFSet:STATe 
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SOURce:VOLTage[<i>][:_LEVellAMPLitude] 2.5.4.4 
GEN panel 
Volt No 1 to 17 
SOURce:VOLTage2[:LEVellAMPLitude] 2.5.4.14 
GEN panel 
Carr Volt 
SOURCce[1]:EQUalize:CONTrol:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
SOURce[1]:EQUalize:CONTrol[:DATA] <n>{,<n>} 2.9.1.3 
No manual 
control 
SOURce[1]:LIST:DWELI <n>{,<n>} 2.9.1.3 
No manua! 
control 
SOURce[1]:LIST:DWEL!:CONTrol:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
SOURce[1]:LIST:DWELI:CONTrol[:DATA] 2.9.1.3 
No manual 
control 
— 
SOURce[1]:LIST:DWELI:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
SOURce[1]:LIST:FREQuency <n>{,<n>} Hz 2.9.1.3 
<n>{,<n>} No manual 
control 
SOURce[1]:LIST:FREQuency:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
SOURce[1]:LIST:INTerval <n>{,<n>} 2.9.1.3 
No manual 
control 
SOURce[1]:LIST:INTerval:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
SOURCce[1]:LIST:ONTime <n>{,<n>} 2.9.1.3 
No manual 
control 
SOURce[1]:LIST:ONTime:POINts? <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 
w 


1030.7500.02 3.271 E-11 


UPD Alphabetical List of lEC-bus Commands 
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SOURce[1]}:LIST: VOLTage 2.9.1.3 
No manual 
control 


SOURCce[1]:LIST: VOLTage:POINts? 2.9.1.3 
No manual 


control 


0 to 1024 
Query only 


SOURCce[1]: VOLTage:EQUalize:POINts? 


2.9.1.3 
No manuai 
contro! 


0 to 1024 


SOURce[1]: VOLTage:EQualize[: DATA] 2.9.1.3 
No manual 


control 


SOURce2:FREQuency[:CWIFIXed] 


SOURce2:FUNCtion 


2.5.5 
GEN panel 
AUX GEN 

~ OFF 

— DIG DATA 


SOURce2:VOLTage[:LEVel][AMPLitude] 


STATus:OPERation:COND? 


3.7.3.4 
No manual 
control 


STATus:OPERation:ENABle 


3.7.3.4 
No manual 
| control 


STATus:OPERation:NTRansition 3.7.3.4 
No manual 


control 


STATus:OPERation:PTRansition 


3.7.3.4 
No manual 
control 


STATus:OPERation[:EVENt]? 


3.7.3.4 
No manuai 
control 


STATus:PRESet 


3.7.5 
No manual 
control 


STATus:QUEStionable:COND? 


3.7.3.5 
No manual 
control 
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STATus:QUEStionable:ENABle 


STATus:QUEStionable:NTRansition 


STATus:QUEStionable:PTRansition 


STATus:QUEStionable[:EVENt]? 


STATus:XQUEstionable:COND? 


STATus:XQUEstionable:ENABle 


STATus:XQUEStionabie:NTRansition 


STATus:XQUEstionable:PTRansition 


STATus:XQUEstionable[:EVENt]? 


SWITcher:INPut{1] 


SWiTcher:INPut2 


SWiTcher:OFFSet:CH2V1 


SWITcher:OUTPut[1] 


SWiTcher:OUTPut2 
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<n> 
Query only 


<n> 
Query only 


<n> 
Query only 


<n> 


SWIT:TRAC OFF: 


—-1 to 192 
SWIT:TRAC ON: 
0 to 192 


3.7.3.5 
No manual 
control 


3.7.3.5 
No manual 
control 


3.7.3.5 
No manual 
control 


3.7.3.5 
No manual 
control 


3.7.3.6 
No manual 
control 


3.7.3.6 
No manual 
contro! 


3.7.3.6 
No manual 
control 


3.7.3.6 
No manual 
control 


3.7.3.6 
No manual 
control 


2.15.6.7 
OPTIONS panel 
inp Chi (A) 


2.15.6.7 
OPTIONS panel 
Inp Ch2 (B) 


2.15.6.7 
OPTIONS panel 
Ch2 vs Ch1 


2.15.6.7 
OPTIONS pane! 
Out Ch1 (A) 


2.15.6.7 
OPTIONS panel 
Out Ch2 (B) 
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2.15.6.7 
OPTIONS pane! 
Out vs Inp 


SWiTcher:STATe 
OPTIONS panel 
Switcher 


SWiTcher:TRACking 


SYSTem:AHARdware:VERSion? 
OPTIONS panel 
Anlg Board 
— Analy Chi 
GENerator 
DAC — Motherbrd 
The response is either the — Output Cir 
number of a version (eg — DAC Board 
0.01) or 
-NA- (Not Available) if the 
board is not installed. 


SYSTem:BEEPer:STATe 


SYSTem:COMMunicate:GPIB:ADDRess 


SYSTem:COMMunicate:GTL 


SYSTem:COMMunicate:SERial2:CONTrol 


OPTIONS pane! 
UPD IECadr 


OPTIONS panel 
Handshake 

— RTS/CTS 

— XON/XOFF 


SYSTem:COMMunicate:SERial2:FEED:BAUD 


— 2400 baud 
— 3600 baud 


— 19200 baud 
— 38400 baud 
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SYSTem:COMMunicate:SERial2:FEED:BITS 


SYSTem:COMMunicate:SERial2:FEED:PARity[:TYPE] 


SYSTem:COMMunicate:SERial2:FEED:SBITs 


SYSTem:DHARdware:VERSion? 


SYSTem:DISPlay:READing:RATE 


SYSTem:DISPlay:READing:RESolution 


SYSTem:DISPlay:TRACe[]:LOAD 


SYSTem:DISPlay:TRACe[112]:COLor 
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Query only 
ANALysator 
GENerator 

The response is the 
number of a version (eg 
0.05). 


MAXSpeed 
FSTSpeed 

MEDSpeed 
SLWSpeed 


MANua! 
DEFault 
ACOLor 
ALINe 


2.15.1 
OPTIONS panel 
Data Bits 

77 

38 


2.15.1 
OPTIONS pane! 
Parity 

— NONE 

— EVEN 

— ODD 


2.15.1 
OPTIONS panel 
Stop Bits 

> 1 

22 


2.15.7 
OPTIONS panel 
Dig! Board 

— Analyzer 

— Generator 


2.15.5 
OPTIONS panel 
Read Rate 

— MAX SPEED 
> 6/s 

> 3/s 

> 1/s 


2.15.5 
OPTIONS panel 
Read Resol 


2.15.5.4 
OPTIONS panel 
Scan conf 

— MANUAL 

— DEFAULT 

— AUTO COLOR 
— AUTO LINE 


2.15.5.4 
OPTIONS panel 
Color (A) / (B) 
— GREEN 

— YELLOW 

— BLUE 

— CYAN 

— MAGENTA 
> WHITE 

— BLACK 

— DARK GRAY 
— LIGHT GRAY 
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Command Parameter Basic 
unit 


SYSTem:DISPlay:TRACe[1|2]:LINE SSOLid 2.15.5.4 
sD OPTIONS panel 
sP Line (A) / (B) 
sPD 
DSOLid 


SYSTem:DiSPlay:TRACe[112]:SELect 5. 
OPTIONS panel 
Scannr.(A) 
Scannr.(B) 


SYSTem:ERRor? <string> 3.3.2 


Query only No manual 


SYSTem:INFOtext:STATe 


SYSTem:KEY:RDELay 
OPTIONS panel 
Rep Delay 


SYSTem:KEY:RRATe 


OPTIONS panel 
Reptn Rate 


SYSTem:LSPeed FAST No manual 
SLOW control 
SYSTem:MONitor:ATTenuation <nu> 2.6.6 
Attenuat. 


SYSTem:MONitor:STATe 
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ae haa 


SYSTem:OPTions: VERSion? 


SYSTem:PARameter:LINK 


SYSTem:PHONe 


SYSTem:PRINt 


SYSTem:PROGram:EXECute 


SYSTem:PROGram:POINts? 


SYSTem:PROGram[:DATA] 
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Query only 
LDG 
IECBoard 
AESebu 
SPKSwitcher 
AHSPeed 
DHSPeed 
GNON 
JiTTer 


The response is elther the 
number of an option (eg 
0.01), INST or -NA- (Not 
Available) if the board or 
option are not installed. 


TRACe1 
TRACe2 
EQualize 
ERRors 
DWELI 
LIMLower 
LIMUpper 
LIST1 
LIST2 
TR1And2 
OFF 


‘filename’ 


<n> 
0... 1024 
Query only 


2.15.7 
OPTIONS panel 
— Low Dist 

— IEC Board 

— AES/EBU 

— SKP/SWI 

— Highsp Ant 
— Highsp Dig 
— Noname GEN 
— Jitter Opt 


2.15.9 
OPTIONS panel 
Param. Link 


2.6.7 

ANLR panel 
Phone Out 

— SPKPhone 

— PERMANENT 


2.14.5 
OPTIONS-Panel 


~ TRACE A 

— TRACE B 

— EQUALIZATN 
— LIM REPORT 
— DWELL VALUE 
— LIM LOWER 
— LIM UPPER 
> X AXIS 

> ZAXIS 

— TRACE A+B 
— OFF 


2.16 
OPTIONS-Panel 
Exec Macro 
<filename> 


3.15.18 
No manual 
control 


3.15.18 
No manual 
control 


E-11 


UPD Alphabetical List of lEC-bus Commands 


SYSTem:SOFTware:VERSion? Query only 2.15.7 
Ul OPTIONS panel 
HW 
IEC 
The response Is the 
number of a version (eg 
1.30). 


SYSTem:SPEaker:GAIN 
ANLR panel 
Pre Gain 


SYSTem:SPEaker:SOURce 2.6.7 

ANLR panel 

SPEAKER 

— OFF 

— INPUT Chi 

— INPUT Ch2 
FN1And2 — INPUT Ch1&2 
AES1 — FUNCT Ch1 
AES2 — FUNCT Ch2 
AE1And2 — FUNCT Ch1&2 

— AES Chi 

— AES Ch2 

— AES Ch1&2 


SYSTem:SPEaker:VOLume 2.6.7 
ANLR panel 
Skp Volume 


SYSTem:SPEaker[:STATe] 2.6.7 
ANLR panel 
LOCAL key 


SYSTem:VERSion? 2.15.7 
No manual 
control 


TRACe:DATA? TRACe{112} 2.10.1 
Query only DISP panel 
Query-Form: 
TRAC? TRAC[112] 


TRACe:POINts? CREFerence1 <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 


TRACe:POINts? CREFerence2, <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 


TRACe:POINts? LIST1 <n> 2.9.1.3 
0 to 1024 No manual 
Query only control 


TRACe:POINts? LIST2 <n> 2.9.1.3 


Oto 1024 No manual 
Query only control 
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TRACe:POINts? REFerence1 


TRACe:POINts? REFerence2 


TRACe:POINts? TRACe1 


TRACe:POINts? TRACe2 


TRACe[:DATA]JCREFerence1, 


TRACe[:DATA]CREFerence2, 


TRACe[:DATA]LIST1, 


TRACe[:DATAILIST2, 


TRACe[:DATA]REFerence1, 


TRACe[:DATA]REFerence2, 


TRACe[:DATA]TRACe1, 


TRACe[:DATA]TRACEe2, 


TRIiGger:COUNt 


TRIGger:DELay 
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<n> 
0 to 1024 
Query only 


<n> 
0 to 1024 
Query only 


<n> 
0 to 1024 
Query only 


<n> 
0 to 1024 
Query only 


<n>{,<n>} 
Query: 
TRACe[:DATA]? CREF1 


<n>{,<n>} 
Query: 
TRACe[:DATA]? CREF2 


<n>{,<n>} 
Query: 
TRACe[:DATA]? LIST1 


<n>{,<n>} 
Query: 
TRACe[:DATA]? LIST2 


<n>{,<n>} 
Query: 
TRACe[:DATA]? REF 1 


<n>{,<n>} 
Query: 
TRACe[:DATA]? REF2 


<n>{,<n>} 
Query: 
TRACe[:DATA]? TRACe1 


<n>{,<n>} 
Query: 
TRACe[:DATA]? TRACe2 


<n> 
2 to 1024 


Basic 
unit 


Iphabetical List of IEC-bus Commands 


Section 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual! 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.9.1.3 
No manual 
control 


2.6.4 
ANLR panel 
Points 


2.6.4 
ANLR panel 
Delay 


UPD Alphabetical List of IEC-bus Commands 


TRiIGger:FREQuency:VARiation <nu> 2.6.4 
ANLR panel 
Variation 
TRIGger:LEVel <nu> 2.6.5.15 
ANLR panel 
Trig Level 


TRIGger:SLOPe POSitive alias 2.6.5.15 
RiSing ANLR panel 
NEGative alias Trig Slope 
FALLing — RISING 
— FALLING 


TRIGger:SOURce IMMediate 2.6.4 
TiMer ANLR panel 
CH1Freqi|CH2Freq START COND 


CH1Level|CH2Level AUTO 
CH1TriggeriCH2Trigger TIME 
TCHart —CH1Freq | 
CH1Rapidfreq CH2Freq 
CH2Rapidfreq —CH1Levell 
CH1Edgetrigger CH2Level 
CH2Edgetrigger —LEV TRG CH1| 
LEV TRG CH2 
—TIME CHART 
— FRQ FST CH1 
— FRQ FST CH2 
— EDG TRG CH1 
— EDG TRG CH2 


TRIGger:TiMer 2.6.4 
ANLR panel 
Timetick 


TRIGger:VOLTage:VARiation 
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3.12 IEC/IEEE-Bus Interface 


UPD is equipped with an IEC/IEEE-bus interface as a standard. The mating 25-pin connector 
according to standard IEC 625.1/IEEE 488 is at the rear of the instrument. A controller for remote 
control can be connected via the interface. Interconnection is made via a shielded cable. 


3.12.1 Interface Characteristics 


¢ 8-bit parallel data transfer 

¢ bidirectional data transfer 

¢ three-line handshake 

¢ high data transfer rate of max. 350 Kbyte/s 

¢ up to 15 devices can be connected 

* maximum length of interconnecting cable 15 m (single connection 2 m) 


¢ wired OR if several instruments are interconnected in parallel. 


ATN IFC NRFD EOI DO3_ DIO1 
SHIELD |SRQ |NDAC| DAV | DIO4 


LOGIC GND | GND(10) | GND(g) 
GND(11) GND(9) GND(7) REN D7 DOS 


Fig. 3-7 Pin assignment of IEC/IEEE-bus interface 


3.12.2 Bus Lines 


1. Data bus with 8 lines DIO 1 to DIO 8. 
The transmission is bit-parallel and byte-serial in the ASCII/ISO code. DIO1 is the bit of lowest order, 
DIO8 the bit of highest order. 


2. Control bus with 5 lines. 
IFC (Interface Clear), 
active low resets the interfaces of all connected instruments to the default setting. 


ATN (Attention), 

active low signals the transmission of interface messages 

inactive high signals the transmission of device-dependent messages. 

SRQ (Service Request), 

active low enables a device connected to send a service request to the controller. 
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REN (Remote Enable), 
active low permits the switchover to remote control. 


EOI (End or Identify), 

has two functions in connection with ATN: 

active low marks the end of data transmission with ATN = HIGH 
active low triggers a parallel poll with ATN = LOW. 


3. Handshake bus with 3 lines. 
DAV (Data Valid), 
active low signals a valid data byte on the data bus. 


NRFD (Not Ready For Data), 
active low signals that one of the devices connected is not ready for data transfer. 


NDAC (Not Data Accepted), 
active low as long as the instrument connected is accepting the data present on the data bus. 


3.12.3 Interface Functions 


Instruments which can be remote-controlled via IEC/IEEE bus can be equipped with different interface 
functions. Table A-1 lists the interface functions appropriate for the UPD. 


Table 3-10 Interface functions 


a 


Parallel poll function 
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3.13 Interface Messages 


Interface messages are transmitted to the UPD on the data lines, with the attention line being active 
(LOW). They enable the communication between instrument and controller. Since parsing of 
commands is no longer required a high processing speed is obtained. 


3.13.1 Common Commands 


The common commands are encoded in the range 10 through 1F hex. They are effective for all 
instruments connected to the bus without addressing them before. 


Table 3-11 Common commands 


AS BASIC command Effect on UPD 


DCL (Device Clear) Aborts the processing of the commands just received 
and sets the command processing software to a defined 
initial state. Does not change the instrument setting. 


IFC (Interface Clear) IECIFC Resets the interfaces to the default setting. 


LLO (Local Lockout) IECLLO The REM/LOCAL key is disabled. 
SPE (Seria! Poll Enable) IECSPE Ready for serial poll 


SPD _ (Serial Poll Disable) IECSPD End of serial poll 


PPU_ (Parallel Poll Unconfigure) | IECPPU End of the parallel-poll state 


3.13.2 Addressed Commands 


The addressed commands are encoded in the range 00 through OF hex. They are only effective for 
instruments addressed as listeners. 


Table 3-12 Addressed commands 


Command R&S BASIC command Effect on UPD 


SDC (Selected Device Clear) IECLAD 20: IECSDC Aborts the processing of the commands just received 
and sets the command processing software to a defined 
initial state. Does not change the instrument setting. 


GET (Group Execute Trigger) IECLAD 20: IECGET Triggers all actions which are waiting for a trigger event. 
This command is identical with the commands INIT and 
*TRG. 


GTL (Go to Local) IECLAD 20: IECGTL Transition to the “Local” state (manual control) 


PPC (Parallel Poll Configure) IEC PCON 20,1,6 Configure Instrument for parallel poll 
In the command to the left, the UPD with an address of 
20 is reporting a 1 on line 6. 
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3.14 List of Error Messages 


The following list contains error messages which can be obtained via IEC/IEEE bus or in manual 
operation. Negative error numbers are SCPI-defined. The positive error number "111" marks device- 
specific errors. 


When and how is the error queue output? 


If the controller does not succeed in transmitting a command to UPD, an error message appears in the 
information line on the screen and a short signal can be heard. 


This error message can be indicated in the control program by outputting the error queue after every 
command sent to UPD. This should be controlled by SRQ, i.e. only when bit 3 (Device Dependent 
Error), bit 4 (Execution Error) or bit 5 (Command Error) of the event status register is set, but can also 
happen at any location in the control program. 
If no error has been detected, the message is 


0, "No Error" 

Example: 

1000 Errqueue: 

1010 IEC OUT 20,"SYST:ERR?": ‘Output error queue until it is empty! 
1020 IEC IN 20,E$. ‘ Read error information 

1030 IF LEFT$(E$,1)="0" THEN RETURN: ‘OQ, "No Error", error queue empty! 


1040 PRINT "Contents of error queue:"; E$:GOTO Errqueue 


The table contains the error number in the left-hand column. In the right-hand column, the error text 
being entered into the error/event queue or being displayed is printed in bold face. Below the error text, 
there is an explanation as to the respective error. 


3.14.1 SCPI-Specific Error Messages 


No Error 


Error query response 

Explanation 

No error 

This message is output if the error queue is completely empty. 
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3.14.2 Command Error 


Command Error — sets bit 5 in the ESR register. 
Error query response 
Explanation 
Command Error 
The command Is faulty or invalid. 


Invalid Character 
A syntactic element contains a character which is invalid for that type. 
Example: A header containing an ampersand, "SOURCE&". 


Syntax error 
An unrecognized command or data type was received. 
Example: A string was received when the device does not accept strings. 


Invalid separator 
The device was expecting a separator and received an illegal character. 
Example: The semicolon was omitted after a program message unit. 


Data type error 
The device recognized a data element different than one allowed. 
Example: Numeric or string data are expected but block data was received. 


GET not allowed 
A Group Execute Trigger (GET) was received within a program message. 
-112 Program mnemonic too long 
The header contains more than 12 characters. 
-113 Undefined header 
The header is syntactically correct, but it is undefined for the UPD. 
Example: * xyz is not defined for any device. 
-114 Header suffix out of range 
A nonheader character has been encountered in the header element parsed by the device. 
Example: SOURce3 is not defined for any device. 
-123 Exponent too large 
The magnitude of the exponent is larger than 320000. 
-124 Too many digits 
The mantissa of a decimal numeric data element contains more than 255 digits (excluding leading zeros). 


-128 Numeric data not allowed 
A legal numeric data element was received, but the device does not accept one in this position for the header. 
Example: Command SOURce : FREQuency : MODE requires the indication of a text parameter. 


Invalid suffix 
The suffix is inappropriate for this device. 
Example: nHz is not defined? 


Suffix too long 
The suffix contains more than 12 characters. 


Suffix not allowed 
A suffix was recelved after a numeric element which does not allow suffixes. 
Example: Command *RCL does not permit indicating a suffix. 


Invalid character data 
Either the character data element contains an invalid character or the particular element received is not valid 
for the header. 

Example: Write error with parameter indication; SOURce: FREQuency:MODE FIKSed. 
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Command Error (cont'd) 


Sever canner Error query response 
Explanation 
-144 Character data too long 
The character data element contains more than 12 characters. 


Character data not allowed 
A legal character data element was encountered where prohibited by the device. 
Example: Command *RCL requires the indication of a number. 


-151 Invalid string data 
A string data element was expected, but was invalid for some reason. 
| Example: An END message was received before the terminal quote character. 
-158 String data not allowed 
A legal string data element was encountered where prohibited by the device. 
-161 Invalid block data 
A block data element was expected, but was invalid for some reason. 
Example: An END message was received before the length was satisfied. 
Block data not allowed 
A legal block data element was encountered where prohibited by the device. 
-178 Expression data not allowed 
A legal expression data element was encountered where prohibited by the device. 


3.14.3 Execution Error 


Execution Error — sets bit 4 in the ESR register. 


Givin inuatieg Error query response 

Explanation 
Execution error 
An error occurred when executing a received command. 
Parameter error 
A program data element related error occurred. 

Settings conflict 

A legal program data element was parsed but could not be executed due to the current device state. 


Data out of range 
The received data element was syntactically correct but could not be executed because the value was 
outside the legal range as defined by the device. 

Example: Command TRIG:DEL only permits entries in the range of 50 ms to 10 sec. 


Hardware missing 


A legal program command or query could not be executed because of missing device hardware; 
for example, an option was not installed. 
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3.14.4 Device-Specific Error 


Device-specific Error — sets bit 3 in the ESR register. 


Error query response 

Explanation 

Device-specific error 

Generic device-dependent error for devices that cannot detect more specific errors. 


3.14.5 Query Error 


Query Error — sets bit 2 in the ESR register. 


Error query response 
Explanation 


-400 Query error 
Generic device-dependent query error for devices that cannot detect more specific errors. 


Query UNTERMINATED 
A condition causing an UNTERMINATED query error occurred. 
Example: The device was addressed to talk and an incomplete program message was received. 


Query DEADLOCKED 
A condition causing an DEADLOCKED query error occurred. 
Example: Both input buffer and output buffer are full and the device cannot continue. 


3.14.6 Device-Dependent Error 


Device-dependent Error — sets bit 3 in the ESR register. 


Error query response 
Explanation 


441 After the error queue has been output, all device-dependent errors are shown with the code number 111 
and a self-explanatory text having a maximum length of 50 characters, e.g. 


111, ,Device dep. error; Insufficient disk space! Cannot write file”. 
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3.15 Examples of IEC/IEEE-Bus Programming 


The examples illustrate UPD programming and may be taken as a basis for solving more complex 
programming tasks. 


R&S BASIC is the programming language. 

If other languages are used for controlling the UPD by means of IEC/IEEE commands, the given 
sequence of commands may be used but for a few exceptions, as it is independent of the programming 
language. 


3.15.1 R&S BASIC 


The following program routines and examples are ready for use provided R&S BASIC and the R&S 
IEC/IEEE-bus card have been installed in the controller. 
Example: C:\UPD\UPD_UI-r <CR> 


Note: ; 
R&S BASIC and the R&S IEC/JEEE-bus interface card may be ordered from your local sales engineer 
under the designation PAT-B1, Order No. 1007.1150.02. 


3.15.2 IEC/EEE-Bus Control after Power-Up 


After UPD power-up, messages may be displayed which have to be acknowledged using the ENTER or 
the CANCEL key. If the instrument is to be remote-controlled after power-up irrespective of any 
messages displayed, it is recommended to start the UPD with the aid of the command line parameter 
"-r'. In this case messages do not require to be acknowledged by a keystroke, the UPD is started with a 
suitable setup and immediately ready for remote control. 


Example: C:\UPD\UPD_UI -r <CR> 


3.15.3 Command Logging - Converting UPD- K1-Commands into IEC/IEEE-Bus 
Commands 


All commands required for setting the UPD or for measurements are listed in section 3.10 IEC-bus 
Commands and section 3.11 Alphabetical List of IEC-bus Commands of the UPD manual. To 
avoid a tedious search for the commands required, the Universal Sequence Controller, option UPD- 
K7, which is simply called K7 below and available as an option, permits all manual setting procedures 
to be stored as K1 commands and to be converted into the IEC/IEEE-bus control program. 


Note: 


The Universal Sequence Controller option UPD-K1 may be ordered from your local sales engineer 
under the Order No. 10314204.02. 


The procedure is explained by way of a sweep with subsequent display of the sweep curve: 


e For setting the UPD- K1 configuration, call up UPDSET at the DOS level and select item 3 (Run 
‘PD with UPD-K1..) in the displayed menu. 


° act item 1 (UPD starts normally ...) in the subsequent menu. The UPD is restarted! 


e ‘or to recording the desired command sequence, press key F2 to activate command logging 
("logging on" displayed at the bottom right). All settings performed subsequently in the UPD are 
recorded as a sequence of K1 commands. 


e When the setting sequence has been completed, disable command logging by pressing the F2 key 
again ("logging off" displayed at the bottom right). 
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* Callup the K1 program by pressing F3. Upon pressing F8 (LISTe), a list of commands is displayed 
- for the time being without comments - which has been generated by means of K1 commands and 
correspond to the settings just performed (in the example Settings for a frequency sweep). 


10 UPD OUT "*RST" Listing of K1 commands without comments. 
20 UPD OUT "DISP:MODE COLB" Comments will we added manually later on. 
30 UPD OUT "SENS:VOLT:APER:MODE AFAS" 

40 UPD OUT "SENS:FILT:AWE ON" 

50 UPD OUT "DISP:TRAC:OPER CURV" 

60 UPD OUT "DISP:TRAC:X:SPAC LOG" 

70 UPD OUT "SOUR:SWE:MODE AUTO; :SOUR:FREQ:MODE SWE1" 


e Use command ASAVE "A:LOGGING.TXT" to store the listing as ASCII file on a floppy disk. 
e Return to the UPD operating level by pressing F3 and quit the UPD (CTRL+F9). 
e Using an editor of your own choice at the DOS operating system level, edit the A:_LOGGING.TXT 


file in a form suitable for IEC/IEEE-bus control by replacing |UPD OUTI by IIEC OUT 20,/ and store 
it on the floppy disk. 


10 IEC OUT 20,"*RST" Listing of |ECAEEE-bus commands without comments. 
20 IEC OUT 20,"DISP:MODE COLB" Comments will be added manually later on! 

30 IEC OUT 20,"SENS:VOLT:APER:MODE AFAS" 

40 IEC OUT 20,"SENS:FILT:AWE ON" 

50 IEC OUT 20, "DISP:TRAC:OPER CURV" 

60 IEC OUT 20,"DISP:TRAC:X:SPAC LOG" 

70 IEC OUT 20,"SOUR:SWE:MODE AUTO; :SOUR:FREQ:MODE SWE1" 


e To set the UPD IEC/IEEE-bus configuration, call up UPDSET at the DOS level and select item 2 
(Run UPD with UPD-B4 ... IEC/IEEE...) in the displayed menu. The UPD is restarted. 


e Establish connection to IEC/IEEE-bus controller and start R&S BASIC. 
e Insert floppy holding the "LOGGING.TXT" file into the controller. 


e Load the listing as ASCII file from the floppy with command ALOAD "A:LOGGING.TXT" and extend 
it as required by lIEC/IEEE-bus-specific commands and comments. 


10 IEC TERM 10:' Controller waits for Line Feed as terminator 
20 IEC TIME 10000:' IEC/IEEE-bus timeout 10 s 
30 IEC OUT 20,"*RST;*WAI":' UPD default setup 
40 IEC OUT 20,"DISP:MODE COLB":' Changes of colour 
50 IEC OUT 20,"SENS:VOLT:APER:MODE AFAS":' High measurement speed 
60 IEC OUT 20,"SENS:FILT:AWE ON":' Switches on A-weighting filter 
70 IEC OUT 20,"DISP:TRAC:OPER CURV":' Selects trace display 
80 IEC OUT 20,"DISP:TRAC:X:SPAC LOG":’ Logarithmic X axis 
0 IEC OUT 20,"SOUR:SWE:MODE AUTO; :SOUR:FREQ:MODE SWE1":' Autom. Sweep 
100 IEC OUT 20,"DISP:CONF AP":' Selects graphic window 
110 IEC OUT 20,"INIT:CONT OFF; *WAI": ' Starts sweep and waits for end 
120 IEC OUT 20,"DISP:TRAC:Y:AUTO ONCE":' Autoscaling 
130 IEC LAD 20: IEC GTL:' Return to manual control 
140 END 


(listing of IEC/IEEE-bus commands with additional commands and comments) 


e Start the ready-to-run program with RUN or F2. 
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3.15.4 Initialization and Default Status 


The controller must be informed that the end character for query replies from the UPD is < Line Feed> —_ 
and that it has to wait for max. 10 s after a trigger command or an IEC-IN command before it signals a 

timeout. The IEC/IEEE-bus Status Registers and the UPD are reset to the default state. 

For default settings of UPD see annex A UPD Default Setup. 


10 ‘Initialization of controller 


10 IEC TERM 10:' Controller waits for Line Feed as terminator 
20 IEC TIME 10000:' After 10 s controller signals IEC/IEEE-bus timeout 
10 ‘Initialization of UPD 

20 IECOUT 20,"*CLS":' Resets Status Register 


30 IECOUT 20,"*RST:*WAL":' Resets device and waits for end of calibration 


3.15.5 Sending Instrument Setting Commands 


In this routine, the UPD is set to maximum speed for triggered measurements. 


10 IEC TERM 10:' Terminator for query replies is Line Feed 

20 IEC TIME 10000:' Max. waiting time for query replies is 10 s 

30 IEC OUT 20,"*CLS":' Resets IEC/IEEE-bus Status Register 

40 IEC OUT 20,"*RST;*WAI":' UPD default setting, *WAI waits for calibr. 

50 IEC OUT 20,"DISP:ANN OFF":' Switches off result display 

60 IEC OUT 20,"SENS2:FUNC ‘OFF'":' Switches off input-peak measurement 

70 IEC OUT 20,"SENS3:FUNC 'OFF'":' Switches off frequency measurement 

80 IEC OUT 20,"SENS:VOLT:APER:MODE VAL" 

90 IEC OUT 20,"SENS:VOLT:APER lms": ' Sets a measurement speed of 1 ms 
ww 

3.15.6 Switchover to Manual Control 

REM ------ Switching the instrument to manual control ------- 

100 IEC LAD 20:' Addresses UPD 

110 IEC GTL:' Sets UPD to local 

3.15.7 Readout of Instrument Settings 

The settings made in section 3.15.5 Sending Instrument Setting Commands, are read out. In this case 

the short form of the commands is used. 

110 '------- Readout of instrument settings --------- 

120 IEC OUT 20,"DISP:ANN?":' Query for setting the display Update 

130 IEC IN 20,A$: PRINT AS$:' Displays OFF 

140 IEC OUT 20,"SENS2:FUNC?":'! Query for input peak measurement 

150 IEC IN 20,A$: PRINT AS$:' Displays OFF 

160 IEC OUT 20, "SENS: VOLT:APER?": ' Query for measurement speed 

170 IEC IN 20,A$: PRINT A$:' Displays 1.E-3 

— 
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3.15.8 Readout of Measurement Results 


Numeric results of a specific measurement function, ie input peak, input RMS or frequency and phase 
measurements, can be taken from the UPD in a triggered or non-triggered form. 


For triggering measurements and sweeps see section 3.6.7 Triggering a Measurement/Sweep 


Waiting for the end of a measurement or sweep is described in section 3.6.8.2 Wait for End of 
Measurement/Sweep. 


The display below gives the IEC/IEEE-bus commands used for selecting and calling up measurement 
results. 


"SENS:DATA1?" "SENS2:DATA1?" | "SENS3:DATA1?" 


"SENS:DATA2?" |fI"SENS2:DATA2?" |g “SENSS:DATA2?" 
"SENS4:DATA?" 


Fig. 3-8 Result display and associated IEC/IEEE-bus commands 


Table 3-1 Selecting measurement results 


Measurement function Channel setting Selection and readout of measurement results 


Function 

IECOUT 20,"INP:SEL CH1" IECOUT 20,”"SENS:DATA1?":IECIN 20,Func$ 
IECOUT 20, 

IECOUT 20,"INP:SEL CH2" IECOUT 20,"SENS:DATA2?":IECIN 20,Func$ 


"SENS:FUNC 'RMS'” 

"SENS:FUNC 'RMSS'” 

"SENS:FUNC 'PEAK'" IECOUT 20,”"INP:SEL CH1A” or 

“SENS:FUNC 'QPE'" IECOUT 20,"INP:SEL CH1I”" or 
IECOUT 20,"INP:SEL CH2I" or 

IECOUT 20,"INP:SEL BOTH" 


IECOUT 20,"SENS:DATA1?":IECIN 20,FuncA$ 
"SENS:FUNC ‘DC'" IECOUT 20,"SENS:DATA2?":IECIN 20,FuncB$ 
"SENS: FUNC 'DFD'" 
"SENS:FUNC 'DIM'" 
"SENS:FUNC 'MDIST'" 
"SENS:FUNC 'THD'" 
"SENS:FUNC 'THDN'‘” 
"SENS:FUNC 'WAF'" 
“SENS:FUNC 'POL'" 
“SENS: FUNC 'FFT'" 


Function 


IECOUT 20, 
"SENS:FUNC 'FILT'" 
"SENS:FUNC 'WAV'” 
"SENS : FUNC 


Measurement results cannot be called Measurement results cannot be called 


Input PEAK or 
Input RMS 


IECOUT 
IECOUT 


20,"INP:SEL CH1”" IECOUT 20, "SENS2:DATA1?":IECIN 20,Ip$ 


IECOUT 20, "SENS2:DATA2?":IECIN 20,Ip$ 


IECOUT 20, 


“SENS2:FUNC 'PEAK'" IECOUT 20,”INP:SEL CH1A" or 
“SENS2:FUNC ‘RMS'" IECOUT 20,"INP:SEL CH1I" or IECOUT 20, "SENS2:DATA1?":IECIN 20, IpA$ 
IECOUT 20,"INP:SEL CH2I" or IECOUT 20,"SENS2:DATA2?":IECIN 20,IpB$ 


IECOUT BOTH" 
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Channel setting Selection and readout of measurement results 


Frequency measurement 


IECOUT 20,"INP:SEL CH1" 
IECOUT 20,”"INP:SEL CH2" 
IECOUT 20,"INP:SEL CH1A" of 
IECOUT 20, "INP:SEL CH1I" or 
IECOUT 20," INP:SEL CH2I” or 
IECOUT 20,"INP.SEL BOTH” 


IECOUT 20, "SENS3:DATA1?":IECIN 20,Freq$ 
IECOUT 20,"SENS3:DATA2?":IECIN 20,Freq$ 


IECOUT 20, 
"SENS3:FUNC 'FREQ'" 


IECOUT 20, "SENS3:DATA1?”:IECIN 20,FreqA$ 
IECOUT 20, "SENS3:DATA2?":IECIN 20,FreqB$ 


Frequency and 
phase measurement 


IECOUT 20, 


IECOUT 20,"INP:SEL CH1A" of 


"SENS3:FUNC 'FQPH TRCAU 30. * TRAE CALE ce IECOUT 20, "SENS3:DATA1?":IECIN 20,Freq$ 
with two-channel TECOUT 20,"INP:SEL CH2I* or IECOUT 20,"SENS4:DATA?":IECIN 20, Phas$ 
measurements only IECOUT 20,"INP.SEL BOTH" 


Frequency and 
group delay measurement 
IECOUT 20, 
"SENS3:FUNC 'FQGR'" 


with two-channel 
measurements only 


IECOUT 20,"INP:SEL CH1A” or 
IECOUT 20,"INP:SEL CH1I" or 
IECOUT 20,"°INP:SEL CH2I" or 
IECOUT 20,"INP.SEL BOTH" 


IECOUT 20, °SENS3:DATA1?":IECIN 20,¥Freq$ 
IECOUT 20,"SENS4:DATA?":IECIN 20,Grpl$ 


3.15.8.1 Readout of Triggered Measurements 


Readout of triggered measurement is demonstrated by way of an RMS measurement: 


100 IEC OUT 20,"SENS:FUNC 'RMS'":' Sets RMS measurement 
110 IEC OUT 20, "INPUT:SELECT CH1":' Sets channel 1 


210 'Ome of three trigger modes can be selected 
220 INPUT "Select trigger mode INIT [I], GET [G] or *fRG [T]:";Tg$ 


330 IEC OUT 20,"INIT:CONT OFF;*WAI":' Selects single-measurement mode 
480 IF Tg$="I" THEN IEC OUT 20,"INIT": GOTO In 

490 IF Tg$="G" THEN IEC LAD 20: IEC GET :GOTO In 

500 IF Tg$="T" THEN IEC OUT 20,"*TRG": GOTO In 

620In: 

630 IEC OUT 20,"*WAI":' Sends next IEC/IEEE-bus command only after 
640 ' a result has been obtained. 
650 IEC OUT 20,"SENS:DATA17?":' Selects result of channel 1 
660 IEC IN 20,Mwerts: ' Reads in measurement result 
667 PRINT Mwerts:' Outputs measurement result 
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3.15.8.2 Readout of Non-Triggered Measurements 


Contrary to triggered measurements, results of non-triggered measurements are read from the buffer 
at maximum speed without considering settling so that the same value is displayed several times 
before a new value is output. 

Since results of non-triggered measurements are read out as an exception, no detailed description will 
be given. Reading out triggered measurement results as described in section 3.15.8.1 Readout of 
Triggered Measurements, is to be preferred in any case. 


190 IEC OUT 20,"*RST;*WAI": ' Sets up RMS measurement 


200 IEC OUT 20,"DISP:ANN OFF":' Switches off result display 
210 IEC OUT 20,"SENS2:FUNC 'OFF'":' Switches off PEAK measurement 
220 IEC OUT 20,"SENS3:FUNC 'OFF'":' Switches off frequency measurement 
230 IEC OUT 20,"SENS:VOLT:APER:MODE AFAS":' Selects high measurement speed 
240 IEC OUT 20,"INIT:CONT ON":' Selects continuous measurements 
250 IEC LAD 20: IEC GET :' Triggers with Group Executive Trigger 
260 '"*WAI" omitted! 

270 IEC OUT 20,"SENS:DATA1?":' Selects RMS result on channel 1 


280 IEC IN 20,Mwerts:' Reads in measurement result 


3.15.9 Sweep Setting/Trigger 


3.15.9.1 Generator Sweep 


With a generator sweep of the UPD, output frequency, output level, burst duration, etc. are swept 
between the start/stop values . 
A sweep is triggered with INIT, *TRG or GET (see section 3.6.7 Triggering a Measurement/Sweep). 


50 IEC OUT 20,"SOUR:SWE:MODE AUTO; :SOUR:FREQ:MODE SWE1":' Freq. sweep 


60 IEC OUT 20,"SOUR:FREQ:STAR 100 HZ":' Sweep start frequency 100 Hz 
70 IEC OUT 20,"SOUR:FREQ:STOP 10 KHZ":' Sweep stop frequency 10 kHz 
80 IEC OUT 20, "SOUR: SWE: FREQ:POIN 15":' 15 sweep points 
90 IEC OUT 20,"SENS:FILT:AWE ON": ' Selects A-weighting filter 
100 IEC OUT 20,"DISP:TRAC:OPER CURV": ' Selects trace display 
110 IEC OUT 20,"INIT:CONT OFF; *WAI":' Triggers single sweep, waits for end 
120 IEC OUT 20,"DISP:CONF AP":' Selects analyzer display with graphic window 


130 IEC LAD 20: IEC GTL: ' Displays sweep curve 


See also section 3.15.10.3 Configuration for Maximum Sweep Speed and 3.15.10.3.1 Generator 
Sweep. 
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3.15.9.2 External Sweep 


With external sweep of UPD, measurement results are obtained by frequency and level variations 
at channel 1 or 2 of the analyzer input. 
The example below illustrates an external frequency sweep. 


300 '*** Setting parameters for external sweep 


310 IEC OUT 20,"TRIG:SOUR CHIF": ' Setup for external frequency sweep 
320 IEC OUT 20,"ARM:LEV:MIN 100 mv": ' Minimum level 100 mv 
330 IEC OUT 20, "ARM: FREQ:STAR 100 Hz": ' Start frequency 100 Hz 
340 IEC OUT 20, "ARM:FREQ:STOP 16 kHz": ' Stop frequency 16 kHz 
350 IEC OUT 20,"TRIG:FREQ:VAR 4.5": ' Var. just below sweep step width 
360 IEC OUT 20,"DISP:CONF AP": ' Selects graphic window 
370 PRINT "External sweep is started - recording is in progress!" 

380 IEC OUT 20,"INIT:CONT OFF;*WAI": ' Triggers external single sweep 
390 IEC OUT 20,"SYST:BEEP:STAT ON": ' Waits for sweep end with dummy command 


400 IEC LAD 20: IEC GTL : ' Displays curve 


See also section 3.15.10.3 Configuration for Maximum Sweep Speed and 3.15.10.3.2 External 
Sweep. 


3.15.9.3 RMS Selective Sweep 


With the RMS selective sweep, the center frequency of a bandpass or bandstop filter is swept between 
the start/stop frequencies and an RMS measurement is carried out after each sweep step. 

The sweep is triggered with "INIT", "*TRG" or GET (see section 3.6.7 Triggering a 
Measurement/Sweep) 


100 IEC OUT 20,"SENS:FUNC 'RMSS'":' Setup for RMS selective measurement 


110 IEC OUT 20,"SENS:BAND:MODE PPCTi":' Bandwidth of bandpass filter 1% 
120 IEC OUT 20,"SENS:FREQ:MODE SWE; :SENS:SWE:MODE AUTO": ' Sweep setup 
130 IEC OUT 20,"SENS:SWE:SPAC LOG;POIN 50":' Log. sweep with 50 points 
140 IEC OUT 20,"SENS:FREQ:STAR 4000Hz;STOP 16000Hz":' Start/stop freq. 
150 IEC OUT 20,"INIT:CONT OFF; *WAI":' Triggers sweep and waits for end 
160 IEC OUT 20,"DISP:TRAC:OPER CURV":' Selects trace display 
170 IEC OUT 20,"DISP:CONF AP":' Selects analyzer panel with graphic window 
180 IEC LAD 20: IEC GTL:' Displays curve 


See also section 3.15.10.3 Configuration for Maximum Sweep Speed and 3.15.10.3.3 RMS-selective 
Sweep. 
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3.15.10 Tuning - Setup for Maximum Measurement Speed 


3.15.10.1 Configuration for Maximum Measurement Speed 


To obtain maximum measurement speed, all unnecessary measurements and result displays are to be 
avoided. This is demonstrated by way of a fast RMS measurement: 


190 IEC OUT 20,"*RST;*WAI": ' Sets up RMS measurement 


200 IEC OUT 20,"DISP:ANN OFF":'! Switches off result display 
210 IEC OUT 20,"SENS2:FUNC 'OFF'":? Switches off PEAK measurement 
220 IEC OUT 20,"SENS3:FUNC 'OFF'":' Switches off frequency measurement 
230 IEC OUT 20,"SENS:VOLT:APER:MODE GENT":' Selects high measurement speed 
240 IEC OUT 20,"INIT:CONT OFF": ' Selects single measurement 
250 IEC LAD 20: IEC GET :' Triggers sweep with Group Execute Trigger 
260 IEC OUT 20,"*WAI":' *WAI Waits for measurement results 
270 IEC OUT 20,"SENS:DATA1?":' Selects RMS results on channel 1 


280 IEC IN 20,Mwerts:' Reads in measured value 


3.15.10.2 Adapting Measurement Speed to Signal Frequency 


Table 3-2 Hints for matching measurement speed and signal frequency 


Automatic adaptation of measurement speed to signal frequency 


IECAEEE-bus command Used for 


"SENSe [1] : VOLTage:APERture:MODE AFASt" RMS and RMS selective measurements: 
Automatic matching of measurement time and signal frequency 
by taking into account the signal period. The measurement time 
is optimally adapted to the Input signal. An algorithmic error of 


max. 1% may occur 


RMS and RMS selective measurements: 
Same as AFASt but with an algorithmic error of max. 0.1%. 


For RMS and RMS selective measurement: 


"SENSe[1] : VOLTage:APERture:MODE AUTO” 


"“SENSe[1]:VOLTage:APERture:MODE GENT" 


Measurement over (at least) one whole period of the generator 
signal; if necessary the generator frequency is matched to 
analyzer sample rate. To Increase the measurement accuracy at 
high frequencies, the measurement time is extended to several 
periods. This is particulary suitable for measuring very noise or 
distorted signals and for extremely fast sweeps. 
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Fixed measurement speed 


IECAEEE-bus command Used for 


For RMS, RMS selective and DC measurement 
"SENSe[1]:VOLTage:APERture:MODE SFAS ~ 50 ms 
"SENSe[1]:VOLTage:APERture:MODE FAST ~ 200 ms \ fixed measurement time 
"SENSe[1]:VOLTage:APERture:MODE SLOW ~» 1000 ms 


"SENSe(1]:VOLTage:APERture:MODE VALue” 7 
ctal asurement time 
"SENSe[1]:VOLTage:APERture xxx ms” — freely selectable, fixed measureme 


VALue is a fixed integration time irrespective of the signal period. 


RMS and RMS selective measurements: 

e — If the measurement time is an integral multiple of the signal period, optimum integration and therefore a steady display is 
obtained. 

¢ — If the measurement time is longer and not an integral multiple of the signal period, an integration is obtained with a beat effect in 
the display. 

DC measurements: 


if an AC voltage is superimposed on the DC, the measurement time as integration period has different effects with respect to the 
signal period of the AC voltage shows different effects: 


e — If the measurement time is an integral multiple of the signal! period, optimum integration is obtained. The AC voltage does not 
influence the DC measurement result and the display is steady. 


If the measurement time is longer and not an integral multiple of the signal period, an integration is obtained with a beat effect in 
the display. The AC voltage has no effect on the DC measurement result. 


lf the measurement time is shorter than the signal period, the measurement result follows the signal curve. The AC voltage 
affects the DC measurement result. 


Fixed monitoring time 


PEAK measurements 
"SENSe [1]: VOLTage: INTVtime:MODE SFASt” + 50ms 
"SENSe [1] : VOLTage: INTVtime:MODE FAST” ~ 200 ms } Monitoring time 
"SENSe[(1]:VOLTage:INTVtime:MODE SLOW" -» 1000 ms 


QPK measurements 
— time 3000 ms 


"SENSe [1] : VOLTage:INTVtime:MODE Fixed" 


PEAK and QPK measurements 

— time freely selectable 

Generally no recommendations can be made as to the 
most suitable monitoring time for peak values, as it 
depends on the input signal and the measurement task. 


"SENSe [1] : VOLTage: INTVtime:MODE VALue" 
"SENSe [1] :VOLTage:INTVtime xxx ms” 
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3.15.10.3 Configuration for Maximum Sweep Speed 
3.15.10.3.1 Generator Sweep 


To obtain maximum sweep speed, switch off all "slowing-down" settings. Particularly the frequency 
measurement and settling of the low-distortion generator are very time-consuming. If permitted by the 
measurement, these functions should be switched off. 


The following example illustrates which functions are to be switched on or off to obtain maximum 
sweep speed. 

A typical example is a 

e single-channel linear frequency sweep on channel 1 of 

100 points, 

200 Hz to 4 kHz and 

RMS measurement in 

GEN TRACK. 


Each speed-reducing function can be switched off separately by means of a command after the *RST 
command. In this case a single sweep should be triggered once with "INIT:;CONT OFF;*WAI" (program 
line 230) before sweeping is started to avoid the setting times of this command influencing the sweep 
time. The sweep performed at maximum speed is then triggered with another INIT command (program 
line 300). 


100 IEC OUT 20,"*RST; *WAI" 
110 IEC OUT 20,"INP: TYPE GEN1" 
120 IEC OUT 20,"OUTP:SEL CH2" 


130 IEC OUT 20,"SENS:VOLT:RANG lv": ' Prevent ranging 
140 IEC OUT 20,"SOUR:LOWD OFF": ' Low-distortion generator off 
150 IEC OUT 20,"SENS:VOLT:APER:MODE GENT": ' Measurement speed GEN TRACK 
160 IEC OUT 20,"SENS2:FUNC 'OFF'": ' Input peak measurement off 
170 IEC OUT 20,"SENS3:FUNC 'OFF'": ' Frequency measurement off 
180 IEC OUT 20,"DISP:ANN OFF": ' No display of measured values 
190 IEC OUT 20,"SOUR:SWE:MODE AUTO; :SOUR:FREQ:MODE SWE1": ‘Frequency sweep 
200 IEC OUT 20,"SOUR:FREQ:STAR 200;STOP 4000": ' Sweep 200 Hz to 4 kHz 
210 IEC OUT 20, "SOUR: SWE: FREQ:SPAC LIN": ' Linear sweep 
220 IEC OUT 20,"SOUR:SWE:FREQ:POIN 100": ' 100 Sweep points 
230 IEC OUT 20,"INIT:CONT OFF;*WAI": ' Triggers single sweep 
240 IEC OUT 20,"SYST:BEEP:STAT OFF": ' Dummy command waits for sweep end 
300 IEC OUT 20,"INIT;*WAI": ' Triggers single sweep with max. speed 


310 IEC OUT 20,"SYST:BEEP:STAT OFF": ' Dummy command waits for sweep end 


The fastest way to set a suitable sweep is to load an ACTUAL SETUP in which the required settings 
have already been made. 


100 IEC OUT 20, "“MMEM:LOAD:STAT 0, 'C: \UPD\USER\MAXSWP.SAC' ; *WAI" 
110 IEC OUT 20,"INIT;*WAI": ' Triggers single sweep 
120 IEC OUT 20,"SYST:BEEP:STAT OFF": ' Dummy command waits for sweep end 


Sweep time of a 100-point sweep with UPD 486, DX4/75 and the above seiting: 0.7 s 


1030.7500.02 3.297 E-14 


Examples of IECAEEE-Bus Programming UPD 


3.15.10.3.2 External Sweep 


The example below demonstrates the setup for a fast external frequency sweep with a sweep-signal 
sequence obtained, for instance, from a CD or tape. 


Matching the external frequency sweep to the signal sequence: 


e Seta start value which should corresponds to the expected lowest frequency of the sweep-signal 
sequence. 


e Select a stop value slightly below the expected highest sequence frequency (approx. 0.1%) to 
provide a safe halt criterion. 


e elect a variation that is approx. 5 to 10 % lower than the expected frequency variation of the signal 
sequence to ensure safe triggering and avoid unwanted intermediate values. 


The example below illustrates the settings for matching the external sweep of the UPD to the signal 
sequence generated by a sweep generator for demonstration purposes. 

Connect the sweep generator to UPD input UNBAL Ch1, and set and start a 

e continuous logarithmic sweep of 100 Hz to 16.1 kHz, 

e witha step width 5%, 

e and 120-ms time tick 


The external sweep parameters of the UPD are set as recommended above and the external single 
sweep is started. 


e Start frequency of ext. sweep = 100 Hz (expected lowest frequency in this case 100 Hz) 


e Stop frequency of ext. sweep = 16 kHz (0.1% below the expected highest frequency, in this case 
16.1 kHz) 


e Variation of ext. sweep = 4.5% (10% below the expected frequency variation of the sequence, in 
this case 5 %) 


Each time the frequency varies by more than 4.5% on channel 1, UPD carries out an RMS 
measurement until a frequency greater than 16 kHz is measured. After this the external sweep is 
terminated and the sweep curve is displayed. 


With the speed-increasing settings in lines 270 to 290 and the fast frequency measurement for the 


external sweep in line 310, a signal sequence with a minimum time tick of 120 ms can still be reliably 
measured. For all other settings a longer time is required. 


260 '*** Speed-increasing settings 


270 IEC OUT 20,"DISP:ANN OFF": ' Display Update off 
280 IEC OUT 20,"SENS3:FUNC 'OFF'"™: ' Frequency measurement off 
290 IEC OUT 20,"SENS:VOLT:APER:MODE AFAS": ' RMS meas. speed AUTO FAST 
300 '*** Setting of external sweep parameters 

310 IEC OUT 20,"TRIG:SOUR CHIR": ' Ext. sweep with fast freq. measurement 
320 IEC OUT 20,"ARM:LEV:MIN 100 mv": ' Measurement above 100 mv 
330 IEC OUT 20,"ARM:FREQ:STAR 100 Hz": ' Start frequency 100 Hz 
340 IEC OUT 20, "ARM: FREQ:STOP 16 kHz": ' Stop frequency 16 kHz 
350 IEC OUT 20,"TRIG: FREQ: VAR 4.5": ' Var. just below sweep step width 
360 IEC OUT 20,"DISP:CONF AP": ' Selects graphic window 
370 PRINT "External sweep is started - recording goes on!" 

380 IEC OUT 20,"INIT:CONT OFF;*WAI"™: ' Triggers external single sweep 
390 IEC OUT 20,"SYST:BEEP:STAT ON": ' Dummy command waits for sweep end 
400 IEC LAD 20: IEC GTL: ' Displays curve 
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3.15.10.3.3 RMS Selective Sweep 


In the example below settings are made for a fast RMS selective sweep. The sweep speed mainly 
depends on the 

e bandwidth of the set bandpass /bandstop filter and the 

e center frequency. 


The bandpass or bandstop filters are very steep filters with an attenuation of 100 dB. The higher the 
center frequency the wider the passband range and the faster the settling and therefore the RMS 
selective measurement. 

The example below illustrates a fast RMS selective sweep of a 5-kHz squarewave signal produced by 
the UPD generator. The narrowband RMS measurement from 4 to 16 kHz yields a spectrum display of 
the fundamental with the 2nd and 3rd harmonic of the squarewave signal. 


10 IEC TERM 10: IEC TIME 60000 
20 IEC OUT 20,"*RST; *WAI; :DISP:MODE COLB; : INP: TYPE GEN1" 
30 IEC OUT 20,"SOUR:FUNC SQU;:SOUR:FREQ 5000Hz;:SOUR:VOLT 1Vv" 


70 IEC OUT 20,"SENS:FUNC 'RMSS'":' Switches on RMS selective measurement 
80 '*** Speed-increasing measures 

90 IEC OUT 20,"SENS:VOLT:APER:MODE AFAS":' Fast RMS measurement 
100 IEC OUT 20,"SENS2:FUNC 'OFF'":' Input-peak measurement off 
110 IEC OUT 20,"SENS3:FUNC 'OFF'":' Frequency measurement off 
120 IEC OUT 20,"DISP:ANN OFF":' Display Update off 
130 '*** Settings for RMS selective sweep 

140 IEC OUT 20,"SENS:BAND:MODE PPCT1":' Bandpass filter 1% 
150 IEC OUT 20, "SENS: FREQ:MODE SWE; :SENS:SWE:MODE AUTO": ' Auto sweep 
160 IEC OUT 20,"SENS:SWE:SPAC LOG;POIN 50":' Log. sweep over 50 points 
180 IEC OUT 20,"SENS:FREQ:STAR 4000Hz;STOP 16000Hz":' Start/stop frequency 


190 '*** Settings for graphics display 

200 IEC OUT 20,"DISP:TRAC:OPER CURV" 

210 IEC OUT 20,"DISP:TRAC:Y:UNIT DBV; :DISP:TRAC:X:AUTO OFF" 

220 IEC OUT 20,"DISP:TRAC:X:LEFT 3000Hz;RIGH 17000Hz":' X scale 
230'Measuring the sweep time 

240 Z1=TIME 

250 IEC OUT 20, "INIT:CONT OFF; *WAI" 

260 IEC OUT 20,"DISP:CONF AP":' Selects analyzer panel with graphic window 
270 Z2=TIME: IEC LAD 20: IEC GTL:' Displays spectrum 
280 PRINT (Z2-Z1)/100;" Sec pro Sweep": END 


Speed-increasing measures become more effective towards higher center frequencies ( > 5 kHz)! 


Pio. 76 an) Jf 9.9552 wiz 


Fig. 3-9 Spectrum of 5-kHz squarewave obtained through RMS selective sweep 
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3.15.11 List Management 
3.15.11.1 Loading Lists into the UPD 


3.15.11.1.1 Loading Sweep Lists into the UPD 


Depending on the application, data are loaded into the UPD by a variety of commands that can be 
looked up in section 3.10.6 Commands for Graphical Representation of Results. Loading the 
frequency values for a frequency sweep is used as an example for demonstrating the procedure. 

Load command: 

"SOURCe: LIST: FREQuency 100.0,300.0,500.0, ... ,20000" 

permits a maximum of 1024 values to be loaded. 


Use DATA and READ for handling a greater number of frequency values in program code: 


8110 DATA 100,300,500,700,800,900,1000,2000,3000,4000,5000, 6000, 7000 
8120 DATA 10000,13000,15000,17000,20000,0 


8150 IEC OUT 20,"SOUR:SWE:MODE AUTO":' AUTO sweep 
8160 IEC OUT 20, "SOUR: FREQ:MODE LIST1":' LIST sweep of frequencies 
8170 Be£$="SOUR:LIST:FREQ": ' Lists block data of frequencies 
8180 READ Frq 

8190 Loop1l: 


8200 IF Frq<>0 THEN Bef$=Bef$+STRS$ (Frq) 
8210 READ Frq: IF Fra<>0 THEN Bef$=Bef$+",": GOTO Loopl 
8230 IEC OUT 20,Bef$:' Outputs block command 


3.15.11.1.2 Loading and Display of Several Traces in the UPD 


Not only curves generated in the UPD by a sweep or FFT, or those stored in a file can be graphically 
displayed but also any data sequences loaded into the UPD by the control program. All UPD 
capabilities for scaling and unit conversion are used for the graphic display. 

The following routine demonstrates loading of three traces into the UPD and their graphic display. 


200 ikKkkkkkk kk kk kkk kkk kkk kkk Loading traces kkk KKK KKK KKK KKK KKK KKK KKK KKK 


210 IEC OUT 20,"DISP:TRAC:COUN 3":' Sets number of traces to be loaded 
220 IEC OUT 20,"DISP:TRAC: IND 0":' Selects trace with index 0 
230 IEC OUT 20,"TRAC LIST1, 100,1000,5000,15000":' X values for trace 0 
240 IEC OUT 20,"TRAC TRAC1, 0.001,0.01,0.01,0.001": 'y values for trace 0 
250 IEC OUT 20,"DISP:TRAC: IND 1":' Selects trace with index 1 
260 IEC OUT 20,"TRAC LIST1, 100,1500,5500,15000":' X values for trace 1 
270. .IEC OUT 20; "FRAC TRAC]. 0,001,0.02,0.02, 0. 00L" 'y values for trace 1 
280 IEC OUT 20,"DISP:TRAC: IND 2":' Selects trace with index 2 
290 IEC OUT 20,"TRAC LIST1, 100,1800,6000,15200":' X values for trace 2 
300 IEC OUT 20,"“TRAC TRAC], 0.001,0.03,0.03,0.001": "y values for trace 2 
310 IEC OUT 20,"DISP:TRAC:OPER CURV":' Selects the display mode 
320 IEC OUT 20,"DISP:TRAC:Y:AUTO ONCE":' Optimizes scale 
330 IEC OUT 20,"DISP:CONF AP":' Activates analyzer panel + graphic window 
340 IEC LAD 20:IEC GTL:' Displays curve 
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The program below demonstrates loading of three trace pairs into the UPD, the graphic display, 
subsequent selection of another unit, rescaling and changing from linear to logarithmic display on the X 


axis. 

290 IEC OUT 20, "DISP:TRAC1:FEED 'SENS:DATA'":’ 

300 IEC OUT 20, "DISP:TRAC2:FEED 'SENS:DATA'":' 

310 IEC OUT 20,"DISP:TRAC:COUN 3":'Three trace pairs 

320 IEC OUT 20,"DISP:TRAC:IND 0":' Selects trace 
330 IEC OUT 20,"TRAC LIST1, 100,1000,5000,15000":' x 
340 IEC OUT 20,"TRAC TRACI, 0.001,0.01,0.01,0.001":' Y 
350 IEC OUT 20,"TRAC LIST2, 100,1100,5100,15000":' x 
360 IEC OUT 20,"TRAC TRAC2, 0.001,0.02,0.02,0.001":' Y 
370 IEC OUT 20,"DISP:TRAc:IND 1":' Selects trace 
380 IEC OUT 20,"TRAC LIST1, 100,1500,5500,15000":' x 
390 IEC OUT 20,"TRAC TRACI, 0.001,0.03,0.03,0.001":' Y 
400 IEC OUT 20,"TRAC LIST2, 100,1600,5600,15000":' ».4 
410 IEC OUT 20,"TRAC TRAC2, 0.001,0.04,0.04,0.001":' Y 
420 IEC OUT 20,"DISP:TRAc:IND 2":' Selects trace 
430 IEC OUT 20,"TRAC LIST1, 100,1800,6000,15200":' x 
440 IEC OUT 20,"TRAC TRACI, 0.001,0.05,0.05,0.001":' vi 
450 IEC OUT 20,"“TRAC LIST2, 100,1900,6100,15200":' x 
460 IEC OUT 20,"TRAC TRAC2, 0.001,0.06,0.06,0.001":' x 
470 IEC OUT 20,"DISP:TRAC:OPER CURV":' 

480 IEC OUT 20, "DISP:TRAC2:Y:EQU ON":' 

490 IEC OUT 20, "DISP:TRAC1:Y:AUTO ONCE": ' 

500 IEC OUT 20,"DISP:CONF DP":' 

510 IEC LAD 20: IEC GTL: HOLD 5000:' 

520 IEC OUT 20,"DISP:TRAC1:Y:UNIT W":' 

530 IEC OUT 20, "DISP:TRAC1:Y:AUTO ONCE": ' 

540 IEC LAD 20: IEC GTL:HOLD 5000:' 

550 IEC OUT 20,"DISP:TRAC:X:SPAC LOG":' 

560 IEC OUT 20, "DISP:TRAC1:Y:AUTO ONCE":' 

570 LAD 20: IEC GTL 


20.000 nV | 


Fig. 3-10 ‘Trace pairs loaded into UPD by control program 
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3.15.11.2 Readout of Data Lists from the UPD 


When data lists are read from the UPD, in compliance with SCPI values are always transferred in the 
basic unit even if other units have been selected for the trace display. The table below shows the basic 
units for transferring data of various functions from the UPD to the controller. 


Table 3-3 Basic units of data 


Measurement function/sweep settings Data with basic unit 
’ for analog/digital instruments 


"SENS:FUNC 'RMS'" 


< 
n 


IF. 
"SENS: FUNC 'RMSS'" V/FS 
IF 
/F 
“SENS:FUNC ‘DC'" VFS 


if 


"SENS:FUNC 'PEAK'" 


no 


"SENS:FUNC 'QPE'" 


< 
no 


"“SENS:FUNC 'THD'" 
"SENS:FUNC 'THDN'” % 
"SENS:FUNC:MMOD THDN|NOIS % 
*SENS:FUNC:MMOD SNDR % (large values) 
“SENS:FUNC:MMOD LTHD|LNOI V/FS 
"SENS:FUNC 'DFD'” 


| 


“SENS:FUNC 'DIM'" 
"SENS:FUNC 'MDIS'* 


Pd 


"SENS:FUNC 'WAF'" 


Ps 


"SENS:FUNC 'POL'" 
"SENS: FUNC 'FFT'" 
"SENS:FUNC 'WAV'" 
"SENS:FUNC 'COHE'" 


no data 


Fi 
n 


"SENS:FUNC 'FILT'’" 
"SENS2:FUNC 'PEAK'" 
"“SENS2:FUNC 'RMS'" 
"SENS3:FUNC 'FREQ'" 
"SENS3:FUNC 'FQPH'" 
"SENS3:FUNC 'FQGR'" 
"SOUR: FREQ:MODE ...” 
"“SOUR:VOLT:MODE ..." 
"SOUR:ONT:MODE ...” 
"SOUR: INT:MODE ..." 


a 
o 


< BTSs |=] [S/S [8 Pe ]e EL 
8 Ol1n ies) 


“SENS:FREQ:MODE ...” 


Note: 

When reading out lists remember that with commands 
- "SOUR: LIST: FREQ?" 

- "SOUR:LIST: INT?" 

- "SOUR:LIST: ONT?" 

- "SOUR:LIST: VOLT?" 


- "SENS: LIST: FREQ?" 


always the X values of the set sweep are read, contrary to commands 
- "TRAC? LIST1" 
- "TRAC? LIST2" 


which cause the X values of the current graphic display to be read. 
Normally, X values are identical for both command groups. They are only different if other than the 


sweep curve is subsequently selected by means of program control or by loading a file while the 
sweep mode is on. 
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3.15.11.2.1 Readout of Lists of up to 1024 Values 


A great number of application-specific commands are available for reading out sweep data, FFT data, 
data loaded from a file or by the control program (see section 3.10.6 Commands for Graphical 
Representation of Results). The procedure is illustrated by an example for reading out level values of a 
frequency sweep. 

The readout procedure is as follows 


"TRAC? TRAC" permits 1024 values to be read. 


8270 IEC OUT 20,"INIT:CONT OFF;*WAI": ' Triggers a single sweep 
8420 IEC OUT 20,"TRAC? TRAC":' Reads in level data of trace A 
8430 IEC IN 20,S$:' S$ comprises an ASCII string with level values in the 


8440 ' form "1.1234E-003,2.3456E-002,3.4567E-001 ..." 


3.15.11.2.2 Readout of FFT Lists of more than 1024 Values 


The number of values that can be transferred is limited to 1024 lines. If more than 1024 lines are to be 
read, the data have to be divided in blocks of 1024 values. The table in section 2.6.5.13 FFT informs 
on the number of lines of the selected FFT which are a function of FFT size and zooming. 


In the R&S BASIC program below, the 7488 lines of a 8k-zoom FFT with 8 blocks each (7 x 1024 and 
1 x 320 lines) are read and stored in the form of a string 
(eg "5.50884e-004,4.1273e-004,1.64638e-004....") in files FFT_Y1.TXT ... FFT_Y8.TXT. 


500 FOR Blkidx=0 TO 7 


510 IEC OUT 20, "DISP: TRAC: IND"+STRS$ (Blkidsx) :' Selects block index 0 to 7 
520 ' Reads out FFT lines and stores in string Fftdat$ 
530 IEC OUT 20,"TRAC? TRAC" 

540 IEC IN 20,Ff£tdat$:’ Reads in FFT data as ASCII string 
550 FilenameS="FFT_Y"+RIGHTS (STRS$ (Blkidx+1),1)+".TXT":' Defines file name 


560 OPENO# 1,Filename$: PRINT# 1,Fftdat$: CLOSE# 1 
570 NEXT Blkidx 


FFT line frequencies are read out in the same way with command 
"TRAC? LIST1i" 
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3.15.11.2.3 FFT Lists with Suppressed Noise Floor 


Since in most cases the noise floor of an FFT is of no interest, the number of lines can be considerably — 
reduced by including only values exceeding a certain limit in the trace, eg 0.1 V. 
To do so set the UPD as described below: 


100 IECOUT 20,"DISPlay:TRACe:OPERation FFTErrors": ' Sets limits 


110 IECOUT 20, "CALCulate:LIMit:UPPer:VALue 0.1V":'.. >0.1-V 
510 IEC OUT 20,"DISP:TRAC:IND 0":' Block index 0 
520 IEC OUT 20,"TRAC? TRAC":' Stores FFT lines above 0.1 V 


530 IEC IN 20,Fftdats: ' as string data under Fftdat$ 


FFT lines frequencies are read out in the same way using command 
"TRAC? LIST1" 


3.15.11.2.4 Readout of Several Traces from UPD 
If several traces are displayed on the UPD ("DISP:TRAC:COUN > 1" set), the required trace can be 


selected with command "DISP:TRAC:IND 0 to 17" and read out with commands "TRAC? 
LIST1" and "TRACE? TRAC": 


200 feekkkk kkk KRKKK KKK Readout of traces KREKKKKKKKKKKKKKKKKKEK 


220 IEC OUT 20,"DISP:TRAC:IND 0":' Selects trace with index 0 —w 
230 IEC OUT 20,"TRAC? LIST1":' Selects X values of trace with index 0 
240 IEC IN 20,X0$:' Stores X values as ASCII string under x0$ 
250 IEC OUT 20,"TRAC? TRAC": ' Selects Y values of trace with index 0 
260 IEC IN 20,Y¥0$:' Stores Y values as ASCII string under YO 
270 IEC OUT 20,"DISP:TRAC:IND 1":' Selects trace with index 1 
280 IEC OUT 20,"TRAC? LIST1":' Selects X values of trace with index 1 
290 IEC IN 20,X1$:' Stores X values as ASCII string under X1$ 
300 IEC OUT 20, "FRAG? TRAC" ;* Selects Y values of trace with index 1 
310 IEC IN 20,¥1§:' Stores Y values as ASCII string under Y1$ 
320 IEC OUT 20,"DISP:TRAC: IND 2":' Selects trace with index 2 
330 TEC OUT. 20,"TRAGC?’ LISTT*::" Selects X values of trace with index 2 
340 IEC IN 20,X2$:' Stores X values as ASCII string under X15 
350 IEC OUT 20,"TRAC? TRAC":' Selects Y values of trace with index 2 
w 
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3.15.11.2.5 Readout of Trace Pairs from UPD 


Trace pairs are read out in the way described in section 3.15.11.2.4 Readout of Several Traces from 
UPD, with the difference 

"TRAC? LIST1" and "TRAC? TRAC1" reads out the X and Y values of trace A 

"TRAC? LIST2" and "TRAC? TRAC2" reads out the X and Y values of trace B 


200 


240 IEC IN 20,Xa0$:' 


250 IEC OUT 20,"TRAC? TRACI": ' 


260 IEC IN 20,Ya0$:' 


270 IEC OUT 20,"TRAC? LIST2":' 


280 IEC IN 20,xXb0S:' 

290 IEC OUT 20,"TRAC? TRAC2":' 
300 IEC IN 20,Yb0$:' 

310 * 


320 IEC OUT 20,"DISP:TRAC:IND 1": 


330 IEC OUT 20,"TRAC? LIST1":' 
340 IEC IN 20,Xals:' 

350 IEC OUT 20,"TRAC? TRACL":' 
360 IEC IN 20,Yai1s:' 

370 IEC OUT 20,"TRAC? LIST2":' 
380 IEC IN 20,Xb1$:' 

390 IEC OUT 20, "TRAC? TRAC2":' 
400 IEC IN 20,Y¥b1S$:' 

410 ' 


420 IEC OUT 20,"DISP:TRAC:IND 2": 


430 IEC OUT 20,"TRAC? LIST1":' 
440 IEC IN 20,Xa2$s:' 
450 IEC OUT 20,"TRAC? TRAC1":' 
460 IEC IN 20,Ya2s:' 
470 IEC OUT 20,"TRAC? LIST2":' 
480 IEC IN 20,Xb2s:' 
490 IEC OUT 20,"TRAC? TRAC2":' 
500 IEC IN 20,¥b2$:' 
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220 IEC OUT 20,"DISP:TRAC:IND 0":' 
230 IEC OUT 20,"TRAC? LIST1":' 


trace pair with index 0 
of trace A with index 0 
ASCII string under Xa0$ 
of trace A with index 0 
ASCII string under Ya0$ 
of trace B with index 0 
ASCII string under Xb0$ 
of trace B with index 0 
ASCII string under Yb0$ 


trace pair with index 1 
of trace A with index 1 
ASCII string under Xa0$ 
of trace A with index 1 
ASCII string under Ya0$ 
of trace B with index 1 
ASCII string under Xb0$ 
of trace B with index 1 
ASCII string under Yb0$ 


trace pair with index 2 
of trace A with index 2 
ASCII string under xXa0$ 
of trace A with index 2 
ASCII string under Xa0$ 
of trace B with index 2 
ASCII string under Xa0$ 
of trace B with index 2 
ASCII string under Xa2$ 
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3.15.12 Filter Settings 


In the case of RMS measurements, the analyzer permits a maximum of 4 filters to be switched into the 
measurement path, 3 filters with PEAK and QPK measurements and one filter with THDN 
measurements. Fixed filters like CCITT, CCIR or WRUMble or user-defined filters can be used. 

The example below illustrates a customized filters made up of a bandpass filter of 11 to 15 KHz and the 
two notch filters of 12 and 14 kHz. 


300 
310 
S15 
320 
330 


IEC 


OUT 20, 


"*RST; *WAL": 


' 


OUT 20,"DISP:MODE COLB": ' 


OUT 20,"SENS:UFIL1: 
OUT 20, "SENS:UFIL1 
OUT 20, "SENS: UFIL1 
OUT 20,"SENS:UFIL1 
-- User filter No. 
OUT 20,"SENS:UFIL2 
OUT 20, "SENS:UFIL2 
OUT 20, "SENS:UFIL2 
OUT 20, "SENS:UFIL2 
-- User filter No. 
OUT 20,"SENS:UFIL3 
OUT 20,"SENS:UFIL3 
OUT 20, "SENS:UFIL3 
OUT 20,"SENS:UFIL3 


User filter No. 


1: Bandpass 
BPAS ON" 

:PASS:LOW 11 
:PASS:UPP 15 
:ATT 100 DB" 


*WAI waits for end of calibration 
Coloured user interface 
filter 11 to 15 kHz, Atten. 100 dB 


KHZ" 
KHZ" 


2: 12-kHz notch filter 


:NOTC ON" 


:CENT 12 KHZ" 
:WIDT 500 HZ" 


:ATT 100 DB" 


3: 14-kHz notch filter 


:NOTC ON" 


:CENT 14 KHZ" 
:WIDT 500 H2" 


:ATT 100 DB" 


‘The 3 customized filters defined above are used for RMS 
‘measurements; the bandpass filter for increasing the filter slope 
used twice. 


‘is 
IEC 
IEC 
IEC 
IEC 
IEC 


OUT 20, 


"SENS : FUNC 


'"RMS' ” 


20,"SENS:FILT1:UFIL1 ON": ' 
20, "SENS: FILT2:UFIL1 ON":' 
20, "SENS: FILT3:U0FIL2 ON":' 
20, "SENS: FILT4:U0FIL3 ON": ' 


Filter curve obtained in a sweep from 9 to 17 kHz: 


Fig. 3-11 


Two bandpass filters for 
increasing the filter slope 
12-kHz notch filter 

14-kHz notch filter 


Filter curve: steep bandpass filter + 2 notch filters 
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3.15.13 Finding a File 


UPD provides no special command to find out whether a file has been stored on the UPD hard disk or 
on a floppy. 

Remedy: 

If an attempt to copy the file in a temporary file is not followed by an error message, the file already 
exists. 


100 File$ = "'C:\UPD\USER\MY.SCO'":' File of interest 
110 IECOUT 20, "MMEM:COPY "+File$+", 'TMP.TMP'" 

120 IECOUT 20,"SYST:ERROR?": IECIN 20,E$ 

130 IF LEFTS$(E$,1)="0" THEN 

140 PRINT "File available!" 

150 ELSE 

160 PRINT "File not available!" 

170 ENDIF 


3.15.14 Readout of Error Queue 


The error queue can be read out after each command or by means of an SRQ interrupt routine if an 
error has occurred (see section 3.6.8 Command Synchronization) 
The program below is a routine for reading out the error queue until it is empty. 


1290Errqueue: 


1300 IEC OUT 20,"SYST:ERR?": ' Reads out error queue until queue is empty 
1310 IEC IN 20,E$ 
1320 IF LEFTS(E$,1)="0" THEN RETURN: ' Quits error routine 


1330 PRINT "Contents of error queue: ";ES: GOTO Errqueue 


3.15.15 Command Synchronization 


The synchronization modes realized in the example below are described in section, Command 
Synchronization. 

Use commands *WAI, *OPC? or *OPC with SRQ to terminate a specific action before a new one is 
executed. Through suitable programming the controller can be made to wait for a specific action to be 
completed (see section 3.6.8.3 Comparison of Synchronization Capabilities). 

There are two events in the UPD which have to be waited for before the next command can be 
executed: 

e End of calibration 


e End of measurement 


Selection of an instrument with automatic calibration is used as an example for demonstrating the 
three synchronization methods. The following command should only be sent when the automatic 
calibration is completed. For more detailed information refer to section 3.6.8.1 Wait for End of 
Calibration. 
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3.15.15.1 Command Synchronization with *WAI 


IECOUT 20, "INSTrument2 A100;*WAI":' Selects new analog instrument and 
waits with *WAI for end of calibration 


3.15.15.2 Command Synchronization with *OPC? 


IECOUT 20,"INSTrument2 A100":' Selects new analog instrument 
IECOUT 20,"*OPC?":' Sends OPC?. Calibration is terminated when 
IECIN 20,AS$:' the response "1" is received. 


3.15.15.3 Command Synchronization with *OPC and SRQ 


Command synchronization with *OPC and SRQ is described in advance of section 3.15.16 Service 
Request, which should best be read through first. Waiting for end of calibration with *OPC and SRQ 
after an instrument selection is again used as an example. 


Procedure: 
* set Operation Complete bit (OPC) in the Event Status Register, 


¢ set ESB bit 5 in the Status Byte Register 

° activate SRQ handler, 

¢ call up change of instrument with automatic calibration, 
* output synchronization command *OPC, 

¢ wait in a loop for SRQ (end of calibration). 


1057 EK KKKKKKK KKK KKK KEK Setting up SRQ KKK KKK KKK KKK KKK KKK KEKKEKKEKKKKK KKK 
1058 IEC TERM 10:' Line Feed as terminator 
1059 IEC TIME 10000.' IEC/IEEE-bus timeout 10 s 
1060 IEC OUT 20,"*CLS" 

1061 ‘Enable OPC (Operation Complete) in the Event Status Register 


1062 +' +---4+---4+---4---4---4--- 4 ---4---4+ 
LOGS ° | a7] Event Status Register | d0| 
1064 ' | POW|USR | CME | EXE| DDE | QUE| | oPc | 
1065 IEC OUT 20,"*ESE 1": ' [PO Go Os P Or | Oe pee io | 2. | 
1066 ' $$ $$ $$ H+ - + | 
1067 ‘Trigger SRQ through entry in the Event Status Register (d5=1) 

1068 ' eee 
1069 ' | a7| Status Byte Register | do| 
1670. 3 | SOR|RQS | ESB | | SQR| | | | 
1071 IEC OUT 20,"*SRE 96": ' Hoe a pea Od eso ford: | 10 4) 
LOF2)\ 3 +---4+---4+---4--- 4 --- 4-4 -- +--+ 
1073 ON SRQ1 GOSUB Srqintr: ' Activate SRQ handler of IEC/IEEE bus No. 1 
1080 IECOUT 20,"INSTrument2 A100":' Instrument change with autom. calibr. 
1090 IECOUT 20,"*OPC":' Synchronization command 


1100 REPEAT 

1110 ‘Other tasks may be performed as long as no SRQ is appears. 

1120 ‘Signalled by a count on screen. 

1130 Count=Count+1: PRINT Count 

1140 UNTIL Srqflag=0: ' Flag = 1 when calibration is completed 


2000 '** Standard SRQ interrupt routine shown in section 4.15.1.2 *** 
2010 Srqintr: 


2020 IEC SPL 20,Sb%: ' Reads in Status Byte via Serial Poll 
2040 : 
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3.15.16 Service Request 


As can be seen from the introduction to the SRQ standard routine below, a Service Request routine 
requires an extended initialization of the UPD. 

The SRQ standard routine uses Serial Poll for processing SRQ . This SRQ routine is used in almost 
all demo programs but for the sake of clarity it is not listed each time (remark in program code). The 
program example in section 3.15.16.2 SRQ Interrupt Routine with Parallel Poll, demonstrates SRQ 
handling by means of Parallel Poll which should be used to speed up identification of the instrument 
raising the SRQ when several IEC/IEEE-bus instruments are connected. 

Same as with all other program examples it is assumed that IEC/IEEE-bus address 20 is set on the 
UPD to be controlled. 


3.15.16.1 SRQ Interrupt Routine with Serial Poll 


The examples below for initializing an SRQ and the SRQ interrupt routine are suggestions which can 
be modified as required by the specific application. 

Serial Poll SRQ and the Serial Poll SRQ interrupt routine are initialized in this or a similar form in 
almost all program examples. 


3.15.16.1.1 Initialization of Serial Poll SRQ 


100 '***exkeeeREeX Tnitializing Serial Poll SRQ ****#*kkkekKKKKES 
110 IEC TERM 10:' IEC/IEEE-bus terminator = Line Feed 

120 IEC TIME 10000: ' IEC/IEEE-bus waiting time 10 s 

130 IEC OUT 20,"*CLS":'Resets Status Register 

140 'Enables error bits in the Event Status Register 


150 '' $e ta ae tae Fen ta te et + 
160 ' | a7| Event Status Register | d0| 
170 ' | POW | USR | CME | EXE | DDE | QUE | | oPc | 
180 IEC OUT 20,"*ESE 61": ' Lola@fatfazalayvwi2{( a] #8] 
190 |! $a be fa tt a $$ 4 + 
200 ‘Enables d5 for SRQ trigger through Event Status Register 

210 ' toate tan $a tan tt ta tot 
220 ' | a7| Status Byte Register | d0| 
230 ' | SOR | RQS | ESB | | SQR | | | | 
240 IEC OUT 20,"*SRE 96": ' |o];/a]2]of]o]oj}o|o| 
250 ' tana tt tet tt 


260 Srqflag=0 
270 ON SRQ1 GOSUB Srqintr: ' Activates SRQ handler 
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3.15.16.1.2 Serial Poll SRQ Routine 


The following standard SRQ interrupt routine is used in almost all the program examples. It displays 
the reason for the SRQ and the contents of the error queue on the controller monitor and signals to the 
main program with Srqflag = 1, that a SRQ has occurred. 


1000Srqintr: 

1010 GC RHEE KKKKEKEKKEKEEKEKEKKEKKEEKEKEEKEKKEKKKEKKEKEKEKE 
1020 ' ******* Standard SRQ Interrupt Routine ******** 
1030 YL RHEE KEREKEKEKEKKEEKEKEKKEEEKEKEEEKEEEEKEREKEEEKEEKE 


1040 IEC SPL 20,Sb%: ' Read-in of Status Byte 

1050 IF (Sb% AND 64)=0 THEN GOTO Ret: ‘ No response in the case of false 
alarm 

1060 Srqflag=1 


1070 PRINT "Status Byte Register = ";Sb% 

1080 IF (Sb% AND 1) THEN PRINT " SRO->Not used" 

1090 IF (Sb% AND 2) THEN PRINT " SRO->Not used" 

1100 IF (Sb% AND 4) THEN PRINT " SRO->Not used" 

1110 IF (Sb% AND 8) THEN PRINT " SRO->Questionable-status bit" 


1120 IF (Sb% AND 16) THEN PRINT " SRO->Not used” 

1130 IF (Sb% AND 32) THEN PRINT " SRO->Event-status bit" 

1140 IF (Sb% AND 64) THEN PRINT " SRO->Summary bit" 

1150 IF (Sb% AND 128) THEN PRINT " SROQ->Operation-status bit" 

TWEO 

1170 IEC OUT 20,"*ESR?": ' Read-in of Status Register 

1180 IEC IN 20,Es$ 

1190 PRINT "Event Status Register = ";Es$ 

1200 IF (VAL(Es$) AND 1) THEN PRINT " ESR->Operation-complete bit" 
1210 IF (VAL(Es$) AND 2) THEN PRINT ”" ESR->Not used" 

1220 IF (VAL(Es$) AND 4) THEN PRINT " ESR->Query-error bit" 

1230 IF (VAL(Es$) AND 8) THEN PRINT " ESR->Device-dep. error bit" 
1240 IF (VAL(Es$) AND 16) THEN PRINT " ESR->Execution-error bit" 
1250 IF (VAL(Es$) AND 32) THEN PRINT " ESR->Command-error bit" 
1260 IF (VAL(Es$) AND 64) THEN PRINT " ESR->User-request bit" 

1270 IF (VAL(Es$) AND 128) THEN PRINT " ESR->Power-on bit" 

1280 ' 

1290Errqueue: 

1300 IEC OUT 20,"SYST:ERR?": ' Readout of error queue until queue is empty! 
1310 IEC IN 20,E$ 

1320 IF LEFT$(E$,1)="0" THEN GOTO Ret 

1330 PRINT "Contents of Error Queue:" 

1340 PRINT " ";E$: GOTO Errqueue 

1350 % 

1360Ret: ON SRQ1 GOSUB Srqintr: RETURN:' Reactivates SRQ! 
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3.15.16.2 SRQ Interrupt Routine with Parallel Poll 


3.15.16.2.1 Initialization of Parallel Poll SRQ 


lkkkkeekekeee Tnitialization of Parallel Poll SRQ *#**tekKR RRR 


100 

110 IEC TERM 10:' IEC/IEEE-bus terminator = Line Feed 
120 IEC TIME 10000: ' IEC/IEEE-bus waiting time 10 s 
130 IEC OUT 20,"*CLS":' Resets Status Register 
140 IEC OUT 20,"*ESE 121":' Enables OPC,DDE,EXE,CMD in the Event Status Reg. 
150 IEC OUT 20,"*SRE 32":' Enables Event Status bit as SRQ event 
160 IEC OUT 20,"*PRE 255":' Enables all Parallel Poll lines 
170 IEC PCON 20,1,6:'UPD identifies itself with 1 on line 6 

180 IEC PCON 10,1,3:'Device with address 10 ident. itself with 1 on line 3 
190 ON SRQ1 GOSUB Srqintr:' SRQ handler activated 
3.15.16.2.2 Parallel Poll SRQ Routine 

740 IPERS REES ELE RES ERLE RE RE RSE ERE EEE REESE RRR EERE EER SELES SESSLER SEER REE SS 

750 '******* Standard Parailel-Poll SRQ Interrupt Routine ******tkeeeee 

760 IPE RESESEELEAREREL EE EERE LSE ERE SERRE RE RE RE SRE SER SRR SEP RS EEE T RE EES EES SE 
770Srqintr: 

790 PRINT "SRO has occurred!" 

800 IEC PPL Pp% 

810 IF (Pp% AND 32)<>0 THEN GOSUB UPDsrq 

820 IF (Pp% AND 4)<>0O THEN GOSUB Adri0srq 

825 ON SRQ1 GOSUB Srqintr: RETURN:' Reactivates SRQ 

826 ' 

830UPDsrq: 

840 PRR KEKKKEKEKEKKEEKKEKKKEKKEKEKEKEKEKKEEKHEKEKKEKKKKEKKKKEEKKKKKKEEK 

850 CRREKKEKKEEKEEK SRQ sent by UPD KRERKKKEEKEKKEKKKKKKEK 

860 LRM KKK KKK KKEKEKEKEKEKKEEKKKEKEKKEKKEKKKKEKKKEKKKEEK 
1040 IEC SPL 20,Sb%: ' Read-in of Status Byte 

1060 Srqflag=1 

1070 PRINT "Status Byte Register = ";Sb% 

1080 IF (Sb% AND 1) THEN PRINT " SRO->Not used" 

1090 IF (Sb% AND 2) THEN PRINT " SRQ->Not used" 

1100 IF (Sb% AND 4) THEN PRINT " SRQ->Not used" 

1110 IF (Sb% AND 8) THEN PRINT " SRQO->Questionable status" 

1120 IF (Sb% AND 16) THEN PRINT " SRO->Not used" 

1130 IF (Sb% AND 32) THEN PRINT " SRO->Event Status" 

1140 IF (Sb% AND 64) THEN PRINT " SRQ->Summary" 

1150 IF (Sb% AND 128) THEN PRINT " SRQ->Operation Status" 

1160 ' 
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1170 IEC OUT 20,"*ESR?": ' Read-in of Event Status Register 

1180 IEC IN 20,Es$ wd 
1190 PRINT "Event Status Register = ";Es$ 

1200 IF (VAL(Es$) AND 1) THEN PRINT " ESR->Operation complete” 

1210 IF (VAL(Es$) AND 2) THEN PRINT " ESR->Not used" 

1220 IF (VAL(Es$) AND 4) THEN PRINT " ESR->Query error” 

1230 IF (VAL(Es$) AND 8) THEN PRINT " ESR->Device-dep. error" 

1240 IF (VAL(Es$) AND 16) THEN PRINT " ESR->Execution error" 

1250 IF (VAL(Es$) AND 32) THEN PRINT " ESR->Command error" 

1260 IF (VAL(Es$) AND 64) THEN PRINT " ESR->User request" 

1270 IF (VAL(Es$) AND 128) THEN PRINT " ESR->Power on" 

1280 ' 

1290Errqueue: 

1300 IEC OUT 20,"SYST:ERR?": ' Read-out of error queue until it is empty 
1310 IEC IN 20,E$ 

1320 IF LEFTS(E$,1)="0" THEN RETURN 

1330 PRINT "Contents of error queue:" 

1340 PRINT " ";ES: GOTO Errqueue 

1250 RETURN 

L260..." 

1270Adr10srq: 

1280 CRAKE KEKKKEEEEKEKEEKEEKEREKKKEEKEEKEKEEKKEREKEEKKEKKEKKKKKKKKEKKKKKEK 
1290 '****x*x*e*e SRO sent by device with the address 10 RHKKHKEKKRREKE 
1300 CREEK KEEKEEKEKEKKEEKEKEKREEEEEKEKEEKEKEKREREKKKKKKKKKKKKKKKKKKE 


1310 IEC SPL 10,Sb%: ' Reset SRO conditions for device with address 10 
1320 'SRQ evaluation for device with the address 10 
Lss0- 
1340 ' 
1350 RETURN 
_ 
3.15.17 Readout of Cursor Position and Values 
The values of a curve displayed on the UPD can be read by the controller, no matter whether the curve 
has been generated by a sweep or FFT or loaded into the UPD from a file or the controller. To do so 
the o- or * cursor has to be positioned as required. The value at the cursor crossing the curve or the 
difference value can be read out. 
The great number of commands available for positioning the cursor are listed below. 
To simplify the program examples for the various cursor display modes and the respective intercept 
points, the cursor position is indicated directly in the form of a value. 
— 
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Table 3-4 


Positioning the o cursor: 


"DISP:TRAC:CURS1:POS:MODE MIN1" 
Sets the horizontal o-cursor to the minimum value of 
curve A on the X axis. 


"DISP:TRAC:CURS1:POS:MODE MAX1" 
Sets horizontal o-cursor to maximum of 
curve A. 


"DISP:TRAC:CURS1:POS:MODE MIN2" 
Sets horizontal o-cursor to minimum of 
curve B. 


"DISP:TRAC:CURS1:POS:MODE MAX2" 
Sets horizontal o-cursor to maximum of 
curve B. 


"DISP:TRAC:CURS1:POS:MODE VALue" 
"DISP:TRAC:CURS1:POS 1000kHz" 
Sets horizontal o-cursor for modes 
“DISP:TRAC:CURS1:POS:MODE N12|D12|Cc12” 
to specified position on the X axis. 
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Positioning the cursor on the displayed curve 


Positioning the cursor for curve display 


Positioning the *-cursor: 


*"DISP:TRAC:CURS2:POS:MODE MIN1" 


Sets the horizontal *-cursor for modes 
"DISP: TRAC: CURS2:POS:MODE N12|D12|c12” 


to the minimum value of curve A on the X axis . 


Sets vertical *-cursor for modes 
“DISP: TRAC: CURS2:POS:MODE HL1|HL2|HLD1|HLD2* 
to minimum of curve A on the Y axis. 


"DISP:TRAC:CURS2:POS:MODE MAX1" 


Sets horizontal *-cursor for modes 7 
"DISP: TRAC: CURS2:POS:MODE N12|D12|Cc12” 
to maximum of curve A on the X axis. 


Sets vertical *-cursor for modes 
"DISP:TRAC:CURS2:POS:MODE HL1|HL2|HLD1]HLD2" 


to maximum of curve A on the Y axis. 


"DISP: TRAC:CURS2:POS:MODE MIN2" 

Sets horizontal *-cursor for modes 
"DISP:TRAC:CURS2:POS:MODE N12|D12|C12" 
to maximum of curve B on the X axis. 


Sets vertical *-cursor for modes 
"DISP:TRAC:CURS2:POS:MODE HL1|HL2|HLD1|HLD2" 
to minimum of curve B on the Y axis. 


"DISP:TRAC:CURS2:POS:MODE MAX2" 
Sets horizontal *-cursor for modes 
“"DISP:TRAC:CURS2:POS:MODE N12|D12|Cc12" 
to maximum of curve B on the X axis. 


Sets vertical *-cursor for modes 7 
"DISP:TRAC:CURS2:POS:MODE HL1|HL2|HLD1|HLD2”" 
to maximum of curve B on the Y axis. 


"DISP:TRAC:CURS2:POS:MODE VALue" 
"DISP:TRAC:CURS2:POS 1000kHz" 
Sets horizontal *-cursor for modes 
“DISP:TRAC:CURS1:POS:MODE Ni2|D12|C12" 
to specified X position. 


Sets vertical *-cursor for modes 7 


“DISP:TRAC:CURS2:POS:MODE HLi|HL2|HLD1|HLD2 


to specified position on the Y axis. 
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Table 3-5 Positioning the cursor for FFT spectrum display 


Positioning the cursor for FFT spectrum display 


Positioning the o-cursor: Positioning the *-cursor: 


"DISP:TRAC:CURS1:POS:MODE MARKer1" "DISP:TRAC:CURS2:POS:MODE MARKer1" 

Sets vertical o-cursor to X position of marker if the latter was | Sets vertical *-cursor to X position of marker if the latter was 
switched on with switched on with "DISP: TRAC1|2:MARK:MODE MAX|CURS”. 
"DISP:TRAC1|2:MARK:MODE MAX|CURS’. 


"DISP: TRAC:CURS1:POS:MODE NEXTmarker" "DISP;TRAC:CURS2:POS:MODE NEXTmarker" 

Sets vertical o-cursor to X position of next harmonic if harmonics | Sets vertical *-cursor to X position of next harmonic if harmonics 
display was switched on with display was switched on with 

DISP:TRAC1|2:MARK:HARM ON. "DISP:TRAC1!/2:MARK:HARM ON". 


"DISP:TRAC:CURS1:POS:MODE IMAX1" "DISP:TRAC:CURS2:POS:MODE IMAX1" 
Sets vertical o-cursor to X position of highest Y value of FFT | Sets vertical *-cursor to X position of highest Y value of 
curve A. FFT curve A. 


"DISP: TRAC:CURS1:POS:MODE IMAX2" honagss i> <canihapenaminoie cence Foqncageall 


Sets vertical o-cursor to X position of highest Y value of FFT | Sets vertical *-cursor to X position of highest Y value of 
curve B. FFT curve B. 


Note: 
Positioning of *-cursor partly depends on the set cursor mode "DISP:TRAC:CURS2:POS:MODE 


N12/D12/C12/HL1/HL2/HLD1/HLD2”". Function and effect of the individual cursor modes can be! 
seen from the following diagrams and the associated program line 110 


Abbreviations used in the diagrams below: 


0(A) = Y value at crosspoint of vertical o-cursor on curve A 

o(B) =  Y value at crosspoint of vertical o-cursor on curve B 

0(X) = X value of vertical o-cursor 

*(A) =  Y value at crosspoint of vertical *-cursor on curve A 

*(B) =  Y value at crosspoint of vertical *-cursor on curve B 

*(X) = X value of vertical *-cursor 

*(Y) = Y value of horizontal *-cursor 

*(X)AL = X value at left crosspoint of horizontal *-cursor on curve A 
*(X)AR = X value at right crosspoint of horizontal *-cursor on curve A 
*(X)BL = X value at left crosspoint of horizontal *-cursor on curve B 
*(X)BR = X value at right crosspoint of horizontal *-cursor on curve B 


Cursor data for traces can be read out without restrictions as from UPD program version 2.10 onwards.! 


1030.7500.02 3.314 E-11 


UPD 


Examples of [EC/IEEE-Bus Programming 


Fig. 3-12 


Fig. 3-13 


Fig. 3-14 


Fig. 3-15 


Fig. 3-16 
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100 IEC OUT 20,"DISP:TRAC:CURS1 ACT": ' Activates o-cursor 1 
110 IEC OUT 20,"DISP:TRAC:CURS1:MODE N12" 
120 IEC OUT 20,"DISP:TRAC:CURS1:POS:MODE VAL": ' at 1000 Hz 


130 IEC OUT 20,"DISP:TRAC:CURS1:POS 1000 Hz" 


Analogously, CURS2 activates the *-cursor yielding the values *(A), *(X) and 
*(B) 


Cursor data o(A), 0(X), o(B), *(A), *(X), *(B) 


100 IEC OUT 20,"DISP:TRAC:CURS1 ACT": ' Activates o-cursor 1 
110 IEC OUT 20, "DISP:TRAC:CURS1:MODE D12" 
120 IEC OUT 20,"DISP:TRAC:CURS1:POS:MODE VAL": ' at 1000 Hz 


130 IEC OUT 20,"DISP:TRAC:CURS1:POS 1000 Hz" 


Analogously, CuRS2 activates the *-cursor yielding the values *(A) - *(B) and 
*(X) 


Cursor data o(A)-0(B), 0(X), *(A)-*(B), *(X) 


100 IEC OUT 20,"DISP:TRAC:CURS1 ACT;CURS2 ACT": ' Activates 
o- and *-cursors 
110 IEC OUT 20, "DISP:TRAC:CURS2:MODE C12" 


120 IEC OUT 20, "DISP:TRAC:CURS1:POS:MODE VAL": ‘o-cursor 1 kHz 
130 IEC OUT 20,"DISP:TRAC:CURS1:POS 1000 Hz" 
140 IEC OUT 20, "DISP:TRAC:CURS2:POS:MODE VAL": '*-cursor 2 kHz 


150 IEC OUT 20, "DISP:TRAC:CURS2:POS 5000 Hz" 


Cursor data *(A)-o(A), *(X)-0(X), *(B)-o(B) 


100 IEC OUT 20,"DISP:TRAC:CURS2 ACT": ' Activates *-cursor 
110 IEC OUT 20, "DISP:TRAC:CURS2:MODE HL1" 
120 IEC OUT 20,"DISP:TRAC:CURS2:POS:MODE VAL": ' Positions *- 


cursor to 
Y value 0.2 V 
130 IEC OUT 20,"DISP:TRAC:CURS2:POS 0.2 V" 


Analogously, cursor ...CURS2:MODE HL2 yields values *(X)BL, *(Y) and 
*(X)BR for curve B. 


Cursor data *(X)AL, *(Y), *(X)AR 


100 IEC OUT 20,"DISP:TRAC:CURS1 ACT;CURS2 ACT": ' Activates 
o- and *-cursors 

110 IEC OUT 20,"DISP:TRAC:CURS2:MODE HLD1L" 
120 IEC OUT 20, "DISP:TRAC:CURS1:POS:MODE VAL": ' Positions 
o-cursor on 1000 Hz 

130 IEC OUT 20,"DISP:TRAC:CURS1:POS 1000.0 Hz" 

140 IEC OUT 20,"DISP:TRAC:CURS2:POS:MODE VAL": ' Positions 
*-cursor on Y value 0,2 V. 

150 IEC OUT 20,"DISP:TRAC:CURS2:POS 0.2 V" 


Cursor data *(X)AL, o(A)-*(Y), *(X)AR 
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100 IEC OUT 20,"DISP:TRAC:CURS1 ACT;CURS2 ACT": ' Activates 
o- and *-cursors 

110 IEC OUT 20,"DISP:TRAC:CURS2:MODE HLD2" 
120 IEC OUT 20,"DISP:TRAC:CURS1:POS:MODE VAL": ' Positions 
o-cursor on 1000 Hz 

130 IEC OUT 20,"DISP:TRAC:CURS1:POS 1000.0 Hz" 

140 IEC OUT 20,"DISP:TRAC:CURS2:POS:MODE VAL": ' Positions 
*-cursor on Y value 0.2 V 

150 IEC OUT 20,"DISP:TRAC:CURS2:POS 0.2 V" 


Fig. 3-17 Cursor data *(X)BL, 0(B)-*(Y), *(X)BR 


Readout of cursor values 


DATA1?, DATA2? and DATA3? values are read in with the following commands: 


IECOUT 20,"DISP:TRAC:CURS:DATA1?":IEC IN 20,"D1$ Values are output with the unit 
IECOUT 20, "DISP:TRAC:CURS:DATA2?":IEC IN 20, "D2$ indicated in the display. 
IECOUT 20, "DISP:TRAC:CURS:DATA3?":IEC IN 20,"D3$ 


3.15.18 Calla BASIC-Macro 


With the UPD, setting and measurement sequences can be written as BASIC programs or recorded 
using the built-in program generator (see 3.15.3 Command Logging - Converting K1-Commands into 
IEC/IEEE-Bus Commands). Option UPD-K2 (Universal Autorun Control) is required. The generated 
BASIC programs can be stored (preferred file extension: .BAS) and called and used in various ways 
(see 2.16 Makro Operation) 


The following example illustrates how a BASIC macro is called by means of an IEC/IEEE-bus control 
program in the programming language C and the IEC/IEEE-bus driver GPIB.COM from National 
Instruments: 


Example 1: 
BASIC macro transfers a measurement result in a measurement-result buffer to the 
control program 


BASIC macro: 


A short program is written under Universal Autorun Control UPD-K1 to trigger a level in channel 1. To 
demonstrate that any data can be transferred to the IEC/IEEE-bus control program as floating-point 
values via the measurement-result buffers, the level of channel 1 (line 30) is copied into the 
measurement-result buffer of channel 2 (line 40), from where it is read with the aid of the IEC/IEEE- 
bus control program. 

This BASIC macro is stored in the UPD under the file name LEV_CH1.BAS. 


10 UPD OUT "INIT:CONT OFF; *WAI" 
20 UPD OUT "*TRG;*WAI" 


30 UPD OUT "SENS:DATA?": UPD IN A$: ' level of channel 1... 
40 UPD OUT "SENS:DATA2 "+A$: '... copying into buffer of channel 2 
50 END 


How to proceed: 
e Press the F3 key to switch from the UPD user interface to Universal Autorun Control. 
e Type the five lines shown above. 
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e Store program with SAVE LEV_CH1.BAS. 
e Press the F3 key again to return to UPD user interface. 


The following IEC/IEEE-bus contro! program calls the BASIC macro in the UPD with the command 
SYST: PROG:EXEC 'LEV_CH1.BAS'. There is a delay until serial polling indicates that bit 14 (RUN) 
has changed from 1 to O in the OPERation register; this indicates that the BASIC macro has been 
executed. 

The measurement result is read from channel 2's measurement-result buffer and displayed on the 
screen. 


IEC/IEEE-bus control program in controller: 


[RRR RRR RR REKR KKK KR KK RE KR RRR KK KR KR KR RRR RR RR RR RR RR RR RK RR RR RR Kk RK RR 


* A BASIC program in UPD triggering a level-measurement result in channel 1 
* To be started as a BASIC macro from the controller 

* Measurement result to be output at the controller 

RR KR RK RRR RRR RRR KR KR RR RRR RRR RRR RRR KEK KR ERR RR KKK KEKE RRR KERR KK KERR KKK KKK ERK RK EK / 
#include <stdio.h> 

#include <string.h> 

#include <stdlib~.h> 

#include <conio.h> 

#include <bios.h> 

#include "C:\NI-GPIB\C\DECL.H" 


void report_error(int fd, char *errmsg) 


{ 


fprintf(stderr, "Error %d: %s\n", iberr, errmsg); 


if (fd != -1) { 
printf("Cleanup: taking board off-line\n"); 
ibonl(fd,0); 
} 
getch(); 
exit(1); /* abort program */ 


} 


void befout (int upd, char *befstr) 
{ 
ibwrt (upd, befstr, (long)strlen(befstr) ); 
if (ibsta & ERR) 
report_error (upd, "Could not initialize UPD"); 


} 


void queryin (int upd, char* reading) 
{ 
ibrd(upd, reading, 20L); 
if (ibsta & ERR) 
report_error (upd, "Could not read data from UPD"); 
reading[ibcnt-1] = '\0'; /* Overwrites line feed with string terminator */ 


} 


void main() 


{ 


rat upd; /* File descriptor for UPD */ 
int 1s 

char reading[20]; /* UPD measurement results */ 
long count = 0; 

char stb; 
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if ((upd = ibdev(0, 20, 0, T10s, 1, 0)) <.0) 
report_error (upd, "Could not initialize UPD"); 


befout (upd,"*ESE 0"); //Disables information from event status register 
befout (upd,"*SRE 0"); //Disables SRQ 


/* The 1 -> 0 transition of bit 14 (RUN) in the OPERation register 
should set bit 7 (OPER) in the STB. The STB is read by means 
of serial poll until the event has occurred. */ 


befout (upd, "STAT:OPER:NTR 16384"); /* Enables 1->0 transition of bit 14 */ 
befout (upd, "STAT:OPER:PTR 0"); /* Disables 0->1 transition of bit 14 
ii'g 

befout (upd, "STAT:OPER:ENAB 16384"); /* Enables bit 14 for STB */ 


/* The BASIC program LEV_CH1.BAS in the UPD working directory writes 
the level measured in channel 1 to the measurement-result buffer of 
channel 2 
to demonstrate data transfer via the measurement-result buffers. */ 


for (i=1; i <= 10; i++) 
{/* Reads 10 measurement results via the BASIC macro LEV_CH1.BAS */ 
/* Reading the EVENt part of the OPERation register deletes the 
OPER bit in the status byte register! */ 
befout (upd, "STAT:OPER:EVEN?") ; 
queryin (upd,reading) ; 


befout (upd, "SYST:PROG:EXEC 'LEV_CH1.BAS'"); // Starts the BASIC macro 


/* When the RUN bit (bit 14) in the OPERation register changes from 1 to 
0, the BASIC macro has been executed and the measurement 
result can be read from the measurement-result buffer. */ 

stb = 0; 

while ((stb & 0x80) == 0) // Serial poll is performed until 


{ // bit 7 (OPER) in the STB is set to 1. 
ibrsp (upd, &stb) ; // Serial poll of the status byte register 
if ((count++ % 100) == 0) // Progress counter while 

printf ("+"); // waiting for bit 7-= 1 */ 
} 


/* The level of channel 1 can be read from the channel-2 measurement- 
result buffer, where it was stored by the BASIC macro. */ 
befout (upd, "SENS:DATA2?"); 
queryin (upd, reading); 
printf ("\n%s\n", reading) ; 
} 


printf ("Any key:\n"); 

getch (); 

ibonl(upd, 0); /* Take UPD off-line */ 
} 


Data transfer between BASIC macro and controller via the measurement-result buffers: 


The measurement-result buffers can be written to so as to transfer data between the BASIC macro and 
the controller. The measurement results calculated by the macro can thus then be displayed in the 
UPD environment, which is familiar to the user. 


Furthermore, fast exchange of floating-point parameters and floating-point measurement results 
between the UPD macro and the controller is possible via the measurement-result buffers. The 
following commands are available for the data exchange: 
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SENS1:DATA1, SENS1:DATA2 
SENS2:DATA1, SENS2:DATA2 
SENS3:DATA1, SENS3:DATA2 


Note: 
if the measurement results are not to be overwritten by the UPD measurement task, make sure the 


measurement task is halted, ie no measurement or sweep is being performed, while the measurement 
results are being written. 


Example 2: 
BASIC macro transfers a set of data in a block buffer to the control program 


BASIC macro: 

A short program is written under Universal Autorun Control UPD-K1. This program writes any set of 
data into the block buffer specially generated for BASIC macros. The data are then read from this 
buffer by the IEC/IEEE-bus control program. 

This BASIC macro is stored in the UPD under BLK.BAS. 


10 DIM A(1000): Frq=100: A(0)=xX 


20 FOR I=1 TO 999: ' 1000 log. frequency values “ 
30 Frq=Frq*1.00503: A(I)=Frq: ' ... 100 Hz to 15 kHz 
40 NEXT I 


50 UPD BLOCKOUT A(0),1000 

60 UPD OUT "SYST: PROG" 

70 END 

Proceed as for example 1. 

The following IEC/IEEE-bus control program calls the BASIC macro in the UPD with the command 
SYST: PROG:EXEC 'BLK.BAS'. There is a delay until serial polling indicates that bit 14 (RUN) in the 
OPERation register has changed from 1 to 0. This shows that the BASIC macro has been executed. 
The block data are read from the block buffer and displayed on the screen. 

IEC/IEEE-bus control program in the controller: 


First part of program as in example 1 


befout (upd, "S¥YST:PROG:EXEC 'BLK.BAS'"); // Starts the BASIC macro 


stb = 0; 
while ((stb & 0x80) == 0) // Serial poll is performed until 
{ // bit 7 (OPER) in the STB is set to 1. 
ibrsp (upd,&stb) ; 
if ((count++ % 100) == 0) // Progress counter while 
pRrintkée (vy): // waiting for bit 7=1 */ 
} 


/* Determines number of values in the block buffer */ 

befout (upd, "SYST:PROG:POIN?"); 

queryin (upd, reading) ; 

points = atoi (reading); 

printf ("\nBlock buffer contains $d values. Display values...\n",points) ; 
getch(); 


/* Read values from block buffer */ 
befout (upd, "SYST:PROG?"); /* Fetch contents from block buffer. 
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The values are available as ASCII characters separated 
by commas */ 


ibeos (upd,0x142C); //Stringterminator = ',' 
for (i = 0; i < points-1; i++) 
{// Each value is read up to the comma 
queryin (upd,reading) ; 
fltvalfield[i] = atof (reading); 


} 
// Before the last value has been read, the string terminator 
ibeos (upd,0x140A); //... is reset to AF. 


queryin (upd, reading) ; 
fltvalfield[i] = atof (reading); 


// Values are output on the screen. 
for (i = 0; i < points; i++) 
printf ("Gd: @i\n", 141, fltvalfield[i]); 


printf ("Any key:\n"); 

getch (); 

ibonl(upd, 0); /* Take UPD off-line */ 
} 
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4.1 Maintenance 


4.1.1 Mechanical Maintenance 
® Clean the front panel and keys using a soft, damp cloth soaked with a liquid detergent, if required. 


@ Cleaning the LC display: do not use any acid solutions or abrasive cleaners (otherwise the anti- 
reflecting coat is damaged)! We recommend that standard cleaners as are used for optical devices 
such as glasses, objectives and the like or water mixed with some rinsing liquid be used for cleaning. 


4.1.2 Electrical Maintenance 


The UPD requires no electrical maintenance. 


4.2 Function Test 


Upon switch-on of the UPD the following self-tests are performed: 


@ Self-test on the computer. On the detection of any error the AT warning tone codes (see Table 4-1) 
will be audible. The system start is aborted, the UPD cannot be operated. With an external 
keyboard connected, the subsequent memory test can be aborted by pressing the “ESC” key. 


Table 4-1 AT warning tone codes 


*) non-fatal error 


@ Self-test on all boards of the measurement hardware including all options installed (recognized by 
the UPD itself). The self-test is carried out while the switch-on picture is being displayed on the 
screen and also during normal measurement procedures - however to a limited extent. On the 
detection of an error a message is displayed, which specifies the type of error, the name of the 
defective board and, if possible, a hint for the user how to eliminate the defect. 
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Error messages displayed after the self-tests or during a measurement usually contain a hint as to the 
cause of trouble and its elimination (see Section 2.3.5 Error Messages). If the cause is a defective board, 
it should be replaced (see 4.4, Replacing the Boards). For more details on the theory of operation of 
the measurement hardware boards and instructions on further fault locating, please refer to the 
Service Manual (order designation 1030.7551.24). 


Other possible causes of trouble: 
Fault symptoms: 
@ The real-time clock or the data are incorrect upon switch-on of the UPD. 


@ The UPD does not run up. 


Cause: 
Lost setup, flat PC lithium battery 


The UPD contains a lithium battery for backing up the CMOS memory containing the computer setups 
when the UPD is switched off. The setups include operating parameters such as disk drives, memory 
organization etc. which the computer requires during system start. The instrument may fail 
completely when this setup or parts thereof are missing. Battery life is about 6 years. 


Error recovery: 
Replace the battery and reset the setup: 
" Replacing the battery 
@ Remove the Digital Generator board (designation A12, see identification on rear panel), see Section 


4.4 Replacing the Boards. 


@ Unplug the battery cable from connector J6 (on the main board directly in front of the rear panel at 
the position of the replaced board). 


@ Remove the battery (mounted to side panel of the analog power supply unit chamber) 
The following type can be fitted instead: 
* TADIRAN TL-5742/W, lithium 3.4 Volt (R&S order no. 0632.7893.00) 


@ Fix the new battery using a cable tie and connect it. 


® Refit the board, close the instrument. 
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@ Connect external keyboard. 


@ Turn UPD on, press "DEL" key; when the message "PRESS <DEL> IF YOU WANT TO RUN 
SETUP/EXTD-SET"is displayed, hold down the key until the selection menu "EXIT FOR BOOT, RUN 
CMOS SETUP, RUN XMOS SETUP" is displayed. 


@ Select "RUN CMOS SETUP"using the ¥ key, press ENTER, the menu shown in Fig. 4-1 will be 
displayed. 
Note: The drive parameters in Fig. 4-1 are valid for 41 MB hard disk; parameters for further 
hard disks, see the following table 4-1. 


@ Change all parameters to the value given in the figure (date and time to the current value, 
however) using the keys specified in the menu (see last line), exit the menu using ESC and Y (YES). 


SETUP Setting (for UPD 1030.7500.04, 80486 CPU) 


@ Select setup (as with 80386 CPU) and set according to Figures 4-6, 4-7, 4-8. 
@ Store setup again (as with 80386 CPU) 


Note: Perform the following settings correctly, otherwise the instrument may fail completely! If 
so, switch the UPD off, press and hold the INS key, turn the UPD on, release the key as soon 
as the memory test starts. The setup thus assumes its default settings. 


@ Select “RUN XMOS SETUP"using the 4 key, press ENTER, Fig. 4-2 will be displayed, select the first 
line, a page with hints will be displayed, press ENTER, Fig. 4-3 will be displayed. 


®@ Change all parameters to the value given in the figure using the keys specified in the menu, exit the 
menu using ESC. 


@ Proceed with the next two lines of Fig. 4-2 in the same manner, the appertaining parameters being 
given in Figures 4-4 and 4-5. 


@ Select the line "WRITE CMOS REGISTERS AND EXIT", press ENTER. The new setup is stored, which is 
followed by a system start. Now, the operator environment is displayed again on the UPD. 


CMOS SETUP .(C) Copyright 1985-1990, American Megatrends Inc., 


f =I 
Date (mn/date/year): Tue, Aug 11 1992 | Base memory size : 640 KB 
1 Time (hour/min/sec): 14 : 44 : 36 Ext. memory size : 3072 KB 
Floppy drive A: 3 1.44 MB, 3k” fH Numeric processor : Not Installed : 
Floppy drive B: 3 Not Installed “] 


Cyln Head WPcom'LZone Sect Size 
Hard disk C: type : 47 = USER TYPE 980 5 65535 982 17 41 MB 
Hard disk D: type : Not Installed 
Primary display 3 VGA or EGA 
Keyboard 3 Not Installed 


Scratch RAM option : 1 


Month : Jan, Feb,...-.Dec 
Date : Ol, 02, 03,...31 


Year : 1901, 1902,...2099 | 23| 24] 25] 26] 27] 28{ 29] 
[BSC = Exit, |= t = Select, PgUp/Pgpn = Modity [30 |32 | 2 | 2 | 3 | 4 | 5 | 


Fig. 4-1 
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EXTENDED CMOS SETUP PROGRAM Ver - 1.51 ,(C)1988, American Megatrends Inc. a _ 


w 
NEAT CHIPSET SETUP PROGRAM 
MAIN MENU 
EASY NEAT CHIPSET REGISTER SETUP 
ADVANCED NEAT CHIPSET REGISTER SETUP 
ENABLE/DISABLE VIDEO AND MAIN BIOS SHADOW 
WRITE CMOS REGISTERS AND EXIT 
DO NOT WRITE CMOS REGISTERS AND EXIT 
Fig. 4-2 
EXTENDED CMOS SETUP PROGRAM Ver - 1.51 ,(C)1988, American Megatrends Inc. 
Memory Configuration 
Bank Enabled/Disabled DRAM | Type Waitstate 
ce] ENABLED 1MEG_ O WAIT STATE 
1 ENABLED 1MEG O WAIT STATE 
2 DISABLED O WAIT STATE. 
3 DISABLED O WAIT STATE — 
Clock Sources Selected 
Processor Clock . Bus Clock DMA Clock 
oon-------- <<-- eceo----- --------- ZERO WAIT STATE 
CLK2IN CLK2IN/2 SCLK | ONE WAIT STATE 
Shadow RAM/Interleave MOVE BAR-<PgUp/PgDn> 
BIOS Shadow Video Shadow Memory |} CHANGE WINDOWS 1i~ 
FOOOOH, 64K COoooH, aim C4000H, <a Interleave EXIT-<ESC> 
ENABLED ENABLED ENABLED ENABLED 
Fig. 4-3 
Table 4-1 
Drive parameter (to be entered in BIOS) 
ed 
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1 
| 


Go to Prev/Next Register -t) 
Go to Prev/Next Entry - — 

Scroll Bit value - PgUp/PgDnf{ 
Return to MAIN MENU - <ESC> 


82c811 


82C812 


000 OR OOR 


82C206 01 00 00 01 


Fig. 4-4 


EXTENDED CMOS SETUP PROGRAM Ver ~- 1.51 ,(C)1988, American Megatrends Inc. 


Go to Prev/Next Register -13 
Go to Prev/Next Entry - ~ 

Scroll Bit value - PgUp/PgDn} 
Return to MAIN MENU =- <ESC> 


SETUP SHADOW RAM FOR 812 


. MAIN BIOS SHADOW AT FOOOOH,64K ->1 


VIDEO BIOS SHADOW AT COO00H,16K =->1 
VIDEO BIOS SHADOW AT C4000H,16K ->1 


MAIN BIOS SHADOW AT FOOOOH, 64K 


1=SHADOW ENABLE 
O=SHADOW DISABLE 


Fig. 4-5 
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BIOS SETUP PROGRAM ~- STANDARD CMOS SETUP 
(C)1991 American Megatrends Inc., All Rights Reserved 


Date (mn/date/year): Wed, Nov 10 1993 Base memory : 640 KB 
Time (hour/min/sec): 14 : 52 1 23 Ext. memory : 3072 KB 

Cyln Head WPcom Lione Sect Size 
Hard disk C: type 47 = USER TYPE 895 10 0 0 55 240 MB 
Hard disk D: type Not Installed 


Floppy drive A: 1.44 MB, 34° 


Floppy drive B: Not Installed Sun | Mon | Tue | Wed | Thu| Pri| Sat 
VGA/PGA/EGA 


Primary display 
Keyboard Not Installed 4| 


9} 10] 12] 12] 13 

——+—+—+— + ++ 

14] 15{ 16] 17] 18] 19] 20 

Month : Jan, PFeb,.....Dec f+} +--+ —- + —_ 

Date 1: O01, 02, 03,...31 21] 22| 23] 24| 25] 26| 27 
Year 1: 1901, 1902,...2099 

28] 29| 30] 21) 2) 3] 4 

—+——+——+-+— 

8} 9] 10] 212 


ESC:Exit Select F2/F3:Color PU/PDiModify 


Fig. 4-6 | ww 


Above 1 MB Memory Test r 
Hard Disk Type 47 RAM Area :; 
System Boot Up Num Lock t 
Cache Memory 3 
Password Checking Option 3 
Video ROM Shadow C000,16K: 
Video ROM Shadow C400,16K: 
System ROM Shadow F000,64K: Enabled 


ESC:Exit Sel (Ctrl)Pu/Pd:Modify Fl:He!p F2/F3:Color 
F5:0ld Values F6:BIOS Setup Defaults F7:Power-On Defaults 


Fig. 4-7 
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= —wesees weowe 


(C)1991 American Megatrends Inc., All Rights Reserved 


Auto-Configuration Non-Cacheable Block-2 Base 1: OKB 
DMA Address/Data Hold Time Local Bus Ready# Delay : Disabled 
AT BUS Clock Select 

I/O Recovery Time Delay 

Cache Read Hit Burst 

Cache Write Hit Wait State 

DRAM Read Wait State 

DRAM Write Wait State 

Memory Remapping 

Memory above 16MB Cacheable: 

C0000-C3FFF,16K Cacheable ; 

C4000-C7FFF,16K Cacheable : 

FOOOO-FFFFF,64K Cacheable : 

Non-Cacheable Blockl Enable: 

Non-Cacheable Block-1 Size : 

Non-Cacheable Block-1 Base : 

Non-Cacheable Block2 Enable: 

Non-Cacheable Block-2 Size : 


ESC:Exit Sel (Ctrl)Pu/Pd:Modify Fil:Help F2/F3:Color 
F5:01d Values. F6:BIOS Setup Defaults F7:Power-On Defaults 


Fig. 4-8 


Fault symptom: 


® After switch-on, the UPD is not in the same state as it was before switch-off. The last entries have 
been omitted. 


'@ The following error message is displayed: 
“CMOS CHECKSUM ERROR. CHECK BATTERY" 


Cause: 
Flat lithium battery of measurement hardware 


The UPD contains a CMOS memory where all settings of all active panels and the data of the 
measurement traces are stored. The settings of the other panels and the previous states of the active 
panels are additionally stored to the hard disk, ensuring that these data will be available when the 
battery fails. A lithium battery is used for backing up the CMOS memory when the instrument is 
switched off. Battery life is approximately 10 years. 


Error recovery: 

® Withdraw the Digital Generator board (designation A12, see identification on rear panel), see 
Section 4.4, Replacing the Boards). 

@ Solder out the flat battery. 


The following battery types can be fitted instead: 
* Saft LS3 CNA, lithium 3.4V,1AH (R&S order no. 0565.1687.00) 
* Electroche QFC85 1/2 AM 3B960-AX 


@ Fit the new battery by way of soldering, check for correct polarity (see battery labellings), fix the 
battery using a cable tie. 


@ Refit the board, close the instrument. 


@ Turn the UPD on. It automatically loads the complete setup most recently stored to the hard disk 
(see above). 
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Fault symptom: 


@ The IPD does not respond in a sensible way or not at all on key depressions or IEC bus commands. 


Cause: 
The combination of previous settings resulted in an inadvertent program run causing the software to 
“crash”. 


Error recovery: 
Restart the UPD! 


Depending on the desired instrument setup take the following steps: 


Restart the UPD with the instrument setup most recently stored in the CMOS-RAM. 


This setup may be correct despite the faulty response of the UPD. To avoid having to enter again the 
settings most recently made, have a try at starting the UPD with this setup. 


@ Turn power switch off and on. (No further action possible). 

In case the procedure stated above fails, restart the UPD with its default setup. 
@ Connect external keyboard (see 2.16 Connecting External Devices). 

@ Turn power switch off and on. 


@ When the UPD switch-on logo is displayed, abort the UPD program by pressing ESC and enter the 
DOS operating system level, where you can restart the UPD with its default setting by entering the 
command 


UPD-d-c <ENTER oom! > 


-d: The setup "DEFAULT.SET" in the “c:\upd\setup” directory supplied together with the UPD is 
loaded. 


LOAD INSTRUMENT STATE in the FILE panel allows the loading of a setup which was stored by the user 
(see 2.9.1.1). 
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A 


4.4 Replacing the Boards 


tmportant! 
All boards are sensitive to electrostatic charge. Handle them inline with the ESD-regulations! 


The following applies to the replacement of all boards: 


Disconnect the power connector the from UPD. 
Unscrew the feet from instrument rear (four Phillipps screws). 
Slide the upper panelling slightly to the rear and withdraw. 


After having fitted the new board remount all covers, brackets and clamps in reverse order to that 
of removal. Fit the panelling and the instrument feet. 


Turn the UPD on. 


4.4.1 Plug-in Cards of AT Computer Board 


Applies to the following boards: 

Digital Generator 1030.8706.02 
Digital Analyzer 1030.8506.02 
AES/EBU-S/P DIF Option (UPD-B2) 1030.2001.02 
Highspeed Option (UPD-B3) 1030.2301.02 
IEC 625/1EEE 488 Option (UPD-B4) 1030.2901.02 


Remove the clamp from the board to be replaced. 


Remove the appertaining bracket (2 screws on instrument rear) and withdraw the rear-panel 
section. 


Disconnect all cables of this board or led via this board. © 
Withdraw the old board, fit the new board at the same position. 


Reconnect al! cables which have been removed. 


A label with the designations of the board (eg A12) and of the connector is adhered to each cable 
connector. The board designation is on the instrument frame, the connector designation on the 
board. 

To provide for proper laying of the cables insert the cables in the following order (slots are counted 
from left to right, when seen from the front): 


Tem] termes [comer 
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4.4.2 ANalog venerator 


The analog generator consists of the following boards: 
DAC BOARD 1030.9460.02 
OUTPUT CIRCUIT 1030.9290.02 
LOW DISTGEN (UPD-B1 option) 1031.2601.02 


These boards are located behind the output connectors in the analog unit of the UPD and are inserted 
into the analog motherboard. 


@ Remove the cover plate from the analog unit (to the right, when seen from the front). 


Caution: 

None of the three boards of the analog generator can be replaced independently of the other boards 
without any adjustment or calibration required. Frequency response and DC offset is to be adjusted, 
level accuracy and DC offset to be calibrated. 


For adjustment and calibration of the analog generator, refer to the Service Manual (R&S order no. 
1030.7551.24). 


4.4.2.1 Replacing the DAC BOARD 


Remove the cover plate from the analog unit (to the right, when seen from the front). 


Unscrew the board holding device from the center panel. 


e 
® 
@ Tilt the lever to the top and withdraw the board. 
@ Insert the new board. 

e 


Turn the UPD on. 


Adjustment and calibration: 

Generators ANLG 25kHz and ANLG 110kHz: 

Adjust frequency response and DC offset. Calibrate level accuracy and DC offset. For adjustment and 
calibration of the DAC board refer to the Service Manual (R&S order no. 1030.7551.24). 


4.4.2.2 Replacing the LOW DISTORTION GENERATOR (UPD-B1 Option) 
@ Remove the cover plate from the analog unit (to the right when seen from the front). 
@ Unscrew the board holding device from the center panel. 


@ Tilt the lever to the top and withdraw the board. 


Insert the new board. 
@ Turnthe UPD on. 


Adjustment and calibration: 
See Section 1.2.1 Fitting the LOW-DISTORTION GENERATOR Option (UPD-B1) 


No external measuring equipment is required for this purpose. However, be sure the other two boards 
of the analog generator and of the analog analyzer have been adjusted and calibrated, too. 
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442.5 NepPlauny We YVYITrY! VINLVI 
@ Remove the cover plate from the analog unit (to the right when seen from the front). 
@ Tilt both levers to the top and withdraw the board. 

@ Insert the new board. 


Adjustment and calibration: 
The OUTPUT CIRCUIT board influences the signals of the other two boards. 


Therefore, after replacement 
@ first adjust and calibrate the DAC BOARD and 


@ then adjust and calibrate the LOW DISTORTION GENERATOR. 


Stick to the above order! 


4.4.3 Analog Analyzer 


The analog analyzer consists of the following boards: 
Channel 1 


ANALOG ANALYZER = 1030.9102.02 
ADC BOARD 1030.9260.02 
Channel 2 
ANALOG ANALYZER = 1030.9102.02 
. ADC-BOARD 1030.9260.02 (Part of UPD-B3 option) 


The boards of the analog analyzer are located behind the input female connectors in the analog unit 
of the UPD and inserted in the analog motherboard. 


With the UPD-B3 option fitted, the ADC BOARD is included in each of the ANALOG ANALYZERs. 


4.4.3.1 Replacing the ANALOG ANALYZER CH1 or CH2 
@ Remove the upper panelling and shielding cover (to the right when seen from the front). 


@ Withdraw the Analog Analyzer CH1 or CH2 board using the levers and remove the coaxial 
connectors from the bottom. 


@ Complete the new analog analyzer with the ADC BOARD, if required (see 4.4.3.2) and fit into the 
instrument. 


@ Startup the UPD. 


Adjustment and calibration: 
Proceed in line with Service Manual, R&S order no. 1030.7551.24 
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4.4.5.4 Replacing tne Ave DYVANY 
@ Remove the ANALOG ANALYZER. 

@ Withdraw the smaller one of the two shielding covers on component side. 
@ Unscrew the two screws on rear side. 


@ Withdraw the ADC board to the top holding it as straight as possible in order to avoid bending the 
connector pins. 


@ Insert the new board. 


Adjustment and calibration: 

Proceed in line with Service Manual, R&S order no. 1030.7551.24. 

When retrofitting the ADC BOARD into the ANALOG ANALYZER CH2 to complete the UPD-B3 option, 
calibration and adjustment can be performed in line with Section 1.2.1, Fitting the Options without 
any further measuring equipment being required. Be sure the other boards of the analog analyzer 
have already been adjusted and calibrated. 
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UPD Generator Default Settings 


A UPD Default Setup 


The default setup of the UPD is triggered by means of the settings below: 


Manual setting in the FILE IEC/IEEE 
panel: bus: 


Mode 


LOAD INSTRUMENT STATE 
DEF SETUP 


*RST 


A precondition for the validity of this basic settings is that the parameter link is switched off (see 2.15.8 


Transfer of Parameters) 


A.1 Generator Default Settings 


INSTRUMENT ANALOG 


. Channel (s) 


2=1 


With setting GEN. - ANLG 25 kHz (default setting) or ANLG 110 kHz the following applies: 


Output UNBAL BNC 
. Impedance 15 Q 
. Common FLOAT 
. Volt Range AUTO 
. Max Volt 12.000 V 
. Ref Freq 1000.0 Hz 
. Ref Volt 1.0000 Vv 
With setting GENERATOR —- DIG 48 kHz in Src Mode AUDIO DATA the following applies: 
Src Mode AUDIO DATA 
. Channel(s) 2 =1 
- Output SERIAL 
. Sync To GEN CLK 
. Sample Frq 48 kHz 
. Oversamp L 
. Wordlength 24 With SERIAL | SERIAL MUX output only 
. Wordoffset 0 With SERIAL | SERIAL MUX output only 
. Audio Bits 20 
. WordselCH1 HIGH With SERIAL MUX I PARAL MUX output only 
. Wordclock RISING With SERIAL output only 
. Bitclock RISING With SERIAL | SERIAL MUX output only 
. Frq Bitclk 1152.0 kHz With SERIAL | SERIAL MUX output only 
. Bitorder MSB FIRST With SERIAL | SERIAL MUX output only 
. Max Volt 1.0000 FS 
. Ref Freq 1000.0 Hz 
. Ref Volt 1.0000 FS 


With setting AES/EBU | S/P DIF | OPTICAL the following applies: 


S/PDIF Out AUDIO OUT 
. Cable Sim OFF 
. Sync To GEN CLK 
. Sample Frq 48 kHz 
Sync Out GEN CLK 
5 Type WORD CLK 
. Ref Out REF GEN 
Data ALL ZERO 
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Vorspann 


. Audio Bits 


. S/PDIF Vpp 
. AESEBU Vpp 


. Max Volt 


. Ref Freq 
Ref Volt 


PROTOCOL 


Valid Chan 
Parity 
Block Err 
Sequ. Err 
Ch Stat. L 


* Gh Stat. -k 


User Mode 


No False 
Offset 


20 

1.0000 V 
1.0000 V 
1.0000 FS 
1000.0 Hz 
1.0000 FS 


ENHANCED 
NONE 
TRUE 
0 
0 
ZERO 
ZERO 
ZERO 


100 
0 
0 


UPD 


With S/P DIF output only 
With AES/EBU output only 


With setting Parity WITH ERR the following applies: 


* No Trues 


With setting GENERATOR — DIG 48 kHz in 
Src Mode JITTER | PHASE | COMMON ONLY the following applies: 


. PhaseToRef 
. Channel (s) 
S/PDIF Out 
Cable Sim 
Sync To 
Sample Frq 
Sync Out 
Type 
Ref Out 
Data 
. S/PDIF Vpp 
. AESEBU Vpp 
Ref Freq 
Ref Volt 


0.0000 %FRM 


2=1 


AUDIO OUT 


OFF 

GEN CLK 
48 kHz 
GEN CLK 
WORD CLK 
REF GEN 
ALL ZERO 
1.0000 V 
1.0000 Vv 
1000.0 Hz 
1.0000 UI 


With Src Mode PHASE only 
With Src Mode JITTER ONLY | PHASE only 


Ulin Src Mode JITTER ONLY | PHASE, 
V in Src Mode COMMON ONLY 


With setting GENERATOR — DIG 192 kHz or DIG 768 kHz the following applies: 


Channel (s) 
Output 
Sync To 
Sample Frq 
. Oversamp 

. Wordlength 


. Wordoffset 
. WordselCH1 
. Audio Bits 


Wordclock 
Bitclock 
Frq Bitclk 
Bitorder 
Max Volt 
Ref Freq 
Ref Volt 


1030.7500.02 


a= 1 
SERIAL 
GEN CLK 
48 kHz 

4 

24 

0 

HIGH 

20 

RISING 
RISING 
4608.0 kHz 
MSB FIRST 
1.0000 FS 
1000.0 Hz 
1.0000 FS 


Oversamp 8 for DIG 768 kHz 

With SERIAL | SERIAL MUX output only 
With SERIAL | SERIAL MUX output only 
With SERIAL MUX | PARAL MUX output only 


With SERIAL output only 

With SERIAL | SERIAL MUX output only 

With output SERIAL | SERIAL MUX, 9216.0 kHz for DIG 768 kHz only 
With SERIAL | SERIAL MUX output only 
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— 


UPD 


Funktions of all Generators 


Generator Default Settings 


Generator ANLG 25 kHz, ANLG 110 kHz. 
With low-distortion generator option not installed: OFF 


With ON: 0.0000 FS or 0.0000 V 


With generators DIG 48KHz, DIG 192 kHz, DIG 768 kHz 


With generators DIG 48KHz, DIG 192 kHz, DIG 768 kHz 
With generators DIG 48KHz, DIG 192 kHz, DIG 768 kHz 


If equalizer ON 


With generators ANLG 25kHz and ANLG 110 kHz 


With setting SWEEP CTRL + AUTO SWEEP or MANU SWEEP the following applies: 


With AUTO SWEEP only 


With X or Z axis — FREQ selected 


With X or Z axis — VOLT selected 


FUNCTION SINE 
Frq Offset OFF 
Low Dist ON 
DC Offset OFF 
Dither OFF 
With setting Dither ON the following applies: 
0.0001 FS 
PDF GAUSS 
Equalizer OFF 
. Equal.File R&S_EXAM.VEQ 
. SWEEP CTRL OFF 
FREQUENCY 1000.0 Hz 
Setting FAST 
VOLTAGE 0.5000 V[FS] 
- Next Step ANLR SYNC 
X Axis FREQ 
Z Axis OFF 
FREQUENCY 
Spacing LOG POINTS 
Start 20000 Hz 
Stop 20.000 Hz 
Points 30 
Setting FAST 
VOLTAGE 
Spacing LIN POINTS 
Start 0.0100 V[FS] 
Stop 0.5000 V[FS] 
Points 30 


With setting SWEEP CTRL — AUTO LIST or MANU LIST the following applies: 


Next Step 
X Axis 
Z Axis 
FREQ.FILE 
Setting 
VOLT .FILE 


FUNCTION 
bc Offset 
Spacing 


Mode 
Equalizer 
Equal.File 
Crest Fact 
No of Sin 
Multisine 
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ANLR SYNC 
FREQ 

OFF 
R&S_EXAM. SPF 
FAST 
R&S_EXAM. SPV 


MULTISINE 
OFF 

USER DEF 
10.000 Hz 
DEFINE VOLT 
OFF 
R&S_EXAM.VEQ 
OPTIMIZED 

2 

CHOICE 


With AUTO LIST only 


With X or Z axis — FREQ selected 


With X or Z axis — VOLT selected 


With ON: 0.0000 FS or 0.0000 V 


If equalizer ON 


Opens multisine box 


A-3 E-11 


Vorspann 


UPD 


With setting No of Sin > 17 and Crest Fact — OPTIMIZED the following applies: 


WONAUP WNP 


Multisine 


V [FS] 


Soo oocoococooqoodcoeacsd 
Cddddddcdddddcdccc 


With setting No of Sin > 17, and Crest Fact — DEFINE PHAS the following applies: 


Frequency Phase 


Multisine 


Voltage 
-5000 
-5000 
.0000 
.0000 
.0000 
.0000 
.0000 
. 0000 
.0000 
.0000 
. 0000 
.0000 
.0000 
. 0000 
.0000 
.0000 
.0000 


—okololololololololololololorolo) 
“acdccccdcccsccss 


With ON: 0.0000 FS or 0.0000 V 


With setting SWEEP CTRL — AUTO SWEEP or MANU SWEEP the following applies: 


1 1000.0 0.0000 ° 
2 40.000 OLHOOE' \* 
3 60.000 0.0000 ° 
4 120.00 0.0000 ° 
5 250.00 0.0000 ° 
6 310.00 0.0000 2° 
7 +500.00 0.0000 2 
8 1000.0 0.0000 ° 
9 2000.0 01, 0000.4 
4000.0 0.0000 ° 
6290.0 0.0000 ° 
8000.0 0.0000 ° 
10000 0.0000 ° 
12500 ©.0000 ° 
14000 0.0000 ° 
16000 0.0000 2° 
18000 0.0000 ° 
. TOTAL GAIN 0.0000 dB 
. TOTAL PEAK 1.0000 V 
TOTAL RMS 1.0000 Vv 
FUNCTION SINE BURST 
. DC Offset OFF 
SWEEP CTRL OFF 
. FREQUENCY 1000.0 Hz 
. VOLTAGE 0.5000 V [FS] 
. Low Level 0.0000 V [FS] 
ON TIME 0.0100 s 
INTERVAL 1.0000 s 
BurstOnDel 0.0000 s 
- Next Step ANLR SYNC 
X Axis VOLT 
Zz Axis OFF 
VOLTAGE 
Spacing LIN POINTS 
Start 0.0100 V[FS] 
Stop 0.5000 V[FS] 
Points 30 
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With AUTO SWEEP only 


With X or Z axis — VOLT selected 


FREQUENCY 
Spacing 
Start 
Stop 
Points 

INTERVAL 
Spacing 
Start 
Stop 
Points 

ON TIME 
Spacing 
Start 
Stop 
Points 


LIN POINT 
20000. Hz 
20.000 Hz 
30 


LIN POINTS 
1.0000 s 
0.0200 s 
30 


LIN POINTS 
0.0010 s 
0.2000 s 
30 


Generator Default Settings 


With X or Z axis — FREQ selected 


With X or Z axis — INTERVAL selected 


With X or Z axis — ON TIME selected 


With setting SWEEP CTRL — AUTO LIST or MANU LIST the following applies: 


Next Step 
X Axis 

Z Axis 
FREQ FILE 
VOLT FILE 
ONTIM FILE 
INTV FILE 


FUNCTION 

- Dc Offset 
SWEEP CTRL 
FREQUENCY 
VOLTAGE 
ON TIME 
INTERVAL 
BurstOnDel 


ANLR SYNC 
VOLT 

OFF 
R&S_EXAM.SPF 
R&S_EXAM.SPV 
R&S_EXAM.SPO 
R&S_EXAM.SPI 


SINE? BURST 
OFF 

OFF 

1000.0 
0.5000 
0.0100 s 
1.0000 s 
0.0000 s 


Hz 


V [FS] 


With AUTO LIST only 


With X or Z axis FREQ selected 
With X or Z axis VOLT selected 

With X or Z axis ON TIME selected 
With X or Z axis INTERVAL selected 


With ON: 0.0000 FS or 0.0000 V 


With setting SWEEP CTRL + AUTO SWEEP or MANU SWEEP the following applies: 


Next Step 
X Axis 
Z Axis 
VOLTAGE 
Spacing 
Start 
Stop 
Points 
FREQUENCY 
Spacing 
Start 
Stop 
Points 
INTERVAL 
Spacing 
Start 
Stop 
Points 
ON TIME 
Spacing 
Start 
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ANLR SYNC 
VOLT 
OFF 


LIN POINTS 
0.0100 V[FS] 
0.5000 V[FS] 
30 


LIN POINTS 
20000. Hz 
20.000 Hz 
2 


LIN POINTS 
1.0000 s 
0.0200 s 

2 


LIN POINTS 
0.0010 s 


With AUTO SWEEP only 


With X or Z axis — VOLT selected 


With X or Z axis — FREQ selected 


With X or Z axis — INTERVAL selected 


With X or Z axis — ON TIME selected 


A-5 


Vorspann 


Stop 
Points 


UPD 


0.2000 s | 
30 


With setting SWEEP CTRL — AUTO LIST or MANU LIST the following applies: 
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Next Step ANLR SYNC With AUTO LIST only 
X Axis VOLT 
Z Axis OFF 
. FREQ FILE R&S_EXAM.SPF With X or Z axis — FREQ selected 
. VOLT FILE R&S_EXAM. SPV With X or Z axis — VOLT selected 
ONTIM FILE R&S_EXAM.SPO With X or Z axis — ON TIME selected 
INTV FILE R&S_EXAM.SPI With X or Z axis — INTERVAL selected 
FUNCTION SQUARE 
Dc Offset OFF With ON: 0.0000 FS or 0.0000 V 
SWEEP CTRL OFF 
FREQUENCY 10000 Hz 
VOLTAGE 0.5000 V 
With setting SWEEP CTRL — AUTO SWEEP or MANU SWEEP the following applies: 
Next Step ANLR SYNC With AUTO SWEEP only 
X Axis FREQ 
Z Axis OFF 
FREQUENCY 
Spacing LIN POINTS 
Start 10000. Hz With X or Z axis = FREQ selected 
Stop 20.000 Hz 
. Points 30 
VOLTAGE 
Spacing LIN POINTS 
Start 0.0100 V[FS] With X or Z axis — VOLT selected 
Stop 0.5000 V[FS] 
Points 30 
With setting SWEEP CTRL — AUTO LIST or MANU LIST the following applies: 
Next Step ANLR SYNC With AUTO LIST only 
X Axis FREQ 
Z Axis OFF 
. FREQ FILE R&S_EXAM.SPF With X or Z axis —- FREQ selected 
. VOLT FILE R&S_EXAM. SPV With X or Z axis — VOLT selected 
FUNCTION MOD DIST 
Frq Offset OFF 
Low Dist ON 
DC Offset OFF With ON: 0.0000 FS or 0.0000 V 
. SWEEP CTRL OFF 
. UPPER FREQ 4000.0 Hz 
Setting FAST 
. LOWER FREQ 40.000 Hz 
- Volt LF:UF 4.0000:1 
TOTAL VOLT 1.0000 V 
With setting SWEEP CTRL > AUTO SWEEP or MANU SWEEP the following applies: 
Next Step ANLR SYNC With AUTO SWEEP only 
2 Memos FREQ 
Z Axis OFF 
UPPER FREQUENCY 
Spacing LOG POINTS 
Start 20000. Hz With X or Z axis + FREQ selected 
Stop 4000.0 Hz 
Points 30 
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UPD 


TOTAL VOLTAGE 


Spacing 
Start 
Stop 


Points 


LIN POINTS 
0.0100 V[FS] 
0.5000 V[FS] 


30 


Generator Default Settings 


With X or Z axis — VOLT selected 


With setting SWEEP CTRL > AUTO LIST or MANU LIST the following applies: 


Next Step 
X Axis 
Z Axis 
UPP F.FILE 
TOT V.FILE 


FUNCTION 
Frq Offset 
Low Dist 
pc offset 
Mode 
Equalizer 
Equal.File 
SWEEP CTRL 
MEAN FREQ 
DIFF FREQ 
Setting 
TOTAL VOLT 


ANLR SYNC 
FREQ 

OFF 
R&S_EXAM. SPF 
R&S_EXAM. SPV 


DFD 

OFF 

ON 

OFF 

IEC 268 
OFF 
R&S_EXAM. VEO 
OFF 
12500. Hz 
80.000 Hz 
PRECISION 
1.0000 V 


With AUTO LIST only 


With X or Z axis — FREQ selected 
With X or Z axis — VOLT selected 


With ON: 0.0000 FS or 0.0000 V 


If equalizer ON 


With setting SWEEP CTRL — AUTO SWEEP or MANU SWEEP the following applies: 


Next Step 
xX Axis 
Z Axis 


TOTAL VOLTAGE 


Spacing 
Start 
Stop 
Points 


MEAN FREQUENCY 


Spacing 
Start 
Stop 
Points 


ANLR SYNC 
VOLT 
OFF 


LIN POINTS 
0.0100 V[FS] 
0.5000 V[FS] 
30 


With AUTO SWEEP only 


With X or Z axis — VOLT selected 


With X or Z axis — FREQ selected 


With setting SWEEP CTRL > AUTO LIST or MANU LIST the following applies: 


Next Step 
X Axis 

Z Axis 
MEANF . FILE 
TOT V.FILE 


FUNCTION 
Dc Offset 
Square/Sin 
Bandwidth 
SWEEP CTRL 
Setting 
TOTAL VOLT 


LIN POINTS 
20000. Hz 
200.0 Hz 
30 

ANLR SYNC 
VOLT 

OFF 


R&S_EXAM.SPF 
R&S_EXAM.SPV 


DIM 

OFF 
3.15/15kHz 
30kHz 

OFF 

FAST 
1.0000 Vv 


With AUTO LIST only 


With X or Z axis FREQ selected 
With X or Z axis VOLT selected 


With ON: 0.0000 FS or 0.0000 V 


With setting SWEEP CTRL — AUTO SWEEP or MANU SWEEP the following applies: 


Next Step 
xX Axis 
Z Axis 


1030.7500.02 


ANLR SYNC 
VOLT 
OFF 


With AUTO SWEEP only 


Vorspann UPD 


TOTAL VOLTAGE 


Spacing LIN POINTS 

Start 0.0100 V[FS] With X or Z axis — VOLT selected 
Stop 0.5000 V[FS} 

Points 30 


With setting SWEEP CTRL — AUTO LIST or MANU LIST the following applies: 


. Next Step ANLR SYNC With AUTO LIST only 
X Axis VOLT 
Z Axis OFF 
TOT V.FILE R&S_EXAM.SPV With X or Z axis VOLT selected 
FUNCTION RANDOM 
DC Offset OFF With ON: 0.0000 FS or 0.0000 V 
Domain TIME 
. PDF GAUSS 
VOLT PEAK 1.0000 V[FS] 
VOLT RMS 0.25507 In analog generator only 
With setting Domain FREQ the following applies: 
Spacing USER DEF 
10.000 Hz 
Shape WHITE : 
Shape File R&S_EXAM.VEQ With Shape FILE 
Lower Freq 10.000 Hz With Shape WHITE | PINK | THIRD OCT 
. Upper Freq 20000. Hz With Shape WHITE | PINK | THIRD OCT 
Equalizer OFF 
Equal.File R&S_EXAM.VEQ If equalizer ON 
. Crest Fact OPTIMIZED 
. VOLT PEAK 1.0000 V[FS]} 
. VOLT RMS 1.0000 V[FS] 
FUNCTION ARBITRARY 
Dc Offset OFF With ON: 0.0000 FS or 0.0000 V 
. Shape File R&S_EXAM.TTF 
. VOLT PEAK 1.0000 V[FS] 
VOLT RMS 1.0000 V In analog generator only 
FUNCTION POLARITY 
bc Offset OFF With ON: 0.0000 FS or 0.0000 V 
. VOLTAGE 0.5000 V[FS} 
FUNCTION FM 
DC Offset OFF With ON: 0.0000 FS or 0.0000 V 
. Mod Freq 1000.0 Hz 
. Mod Factor 0.5000 % 
Carr Freq 40.000 Hz 
Carr Volt 0.5000 V 
FUNCTION FSK Only useful in connection with option UPD-K33 
bec Offset OFF With ON: 0.0000 FS or 0.0000 V 
. VOLTAGE 0.5000 V 
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A.2 


Analyzer Default Settings 


Analyzer Default Settings 


INSTRUMENT — ANLG 22kHz 
With setting ANALYZER ANLG 22 kHz, ANLG 100 kHz, ANLG 300 Hz the following applies: 


Min Freq 
Ref Imped 


. Channel (s) 
. Chil Input 


10 Hz 
600.00 Q 


UNBAL BNC 


- Chl Common FLOAT 
. Chl Range 


With setting ANALYZER DIG 48 kHz the following applies: 
. Meas Mode 


Min Freq 
Channel (s) 
Input 
Sample Frq 
Oversamp 


. Wordlength 
. Wordoffset 
. Audio Bits 
. Wordclock 

. WordselCh1 


Bitclock 
Bit Order 


AUTO 


AUDIO DATA 
2 Hz 

1 

SERIAL MUX 
48 kHz 


20 

RISING 
HIGH 
RISING 
MSB FIRST 


20 Hz for ANLG 100kHz, 50 Hz for ANLG 300kHz 


The same settings apply to channel 2 (if selected) 


With SERIAL MUX | SERIAL only 
With SERIAL MUX | SERIAL only 


With SERIAL | PARAL MUX | PARALLEL only 
With SERIAL MUX | PARAL MUX only 

With SERIAL MUX | SERIAL only 

With SERIAL MUX | SRIAL only 


With setting GENERATOR — DIG 48 kHz in 
Meas Mode JITTER/PHASE | COMMON/INP the following applies: 


Input 
Jitter Ref 
Range 


AES/EBU 
GEN CLK 
AUTO 


10 Hz 


With JITTER/PHASE only 


With setting ANALYZER DIG 192 kHz, DIG 768 kHz the following applies: 


Min Freq 


. Channel (s) 


Input 
Sample Frq 
Oversamp 


. Wordlength 


Wordoffset 


. Audio Bits 
. Wordclock 
. WordselChl 


Bitclock 
Bit Order 


START COND 


Delay 


1 
SERIAL MUX 
48 kHz 


RISING 
MSB FIRST 


AUTO 
0.0000 s 


8 for DIG 768 kHz 
With SERIAL MUX | SERIAL only 
With SERIAL MUX | SERIAL only 


With SERIAL | PARAL MUX | PARALLEL only 
With SERIAL MUX | PARAL MUX only 

With SERIAL MUX | SERIAL only 

With SERIAL MUX | SRIAL only 


With setting START COND TIME TICK the following applies: 


Time 
Points 


1.0000 s 
30 


With setting START COND FREQ CH1 | FREQ CH2 the following applies: 


Delay 
Min Volt 
Start 
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0.0000 s 


0.0100 V [FS] 


1000.0 Hz 
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Analyzer Default Settings UPD 
. Stop 10000. Hz 
. Variation 10.000 % 
. Settling OFF 
With setting START COND VOLT CH1 | VOLT CH2 the following applies: 
Delay 0.0000 s 
. Start 0.0100 V [FS] 
. Stop 1.0000 Vv [FS] 
. Variation 10.000 % 
Settling OFF 
With setting START COND LEV TRG CH1 | LEVTRG CH2 the following applies: 
. Delay 0.0000 s 
. Start 0.0100 V [FS] 
. Step 1.0000 V [FS] 
. Settling OFF 
With setting START COND TIME CHART the following applies: 
. Time 1.0000 s 
. Points 30 
With setting START COND FRQ FST CH1 | FRQ FST CH2 the following applies: 
. Delay 0.0000 s 
. Min Volt 0.0100 V [FS] 
. Start 1000.0 Hz 
. Stop 10000 Hz 
. Variation 10.000 % 
Settling OFF 


With setting START COND FREQ CH1l2 | FRQ FST CH1/2 and 


. Samples 
. Tolerance 
. Resolution 


Settling EXPONENTIAL | FLAT the following applies: 
3 


1.0000 % 
0.0010 Hz 


With setting START COND VOLT CH1/2 1 LEV TRG CH1l2 and 


. Samples 
. Tolerance 


. Resolution 


Settling EXPONENTIAL | FLAT the following applies: 


3 
1.0000 % 
0.0010 V [FS] 


Functions of all Analyzers 


INPUT DISP 
+ Unit Chi 
. Reference 


FREQ/PHASE 


Meas Time 
. Unie chi 
. Ref Freq 


. Freq Settl 


PEAK | RMS 

V [dBFS] 
VALUE : 
1.0000 V[FS] 


FREQ 

FIX 200ms 
Hz 

VALUE: 
1000.0 Hz 
OFF 


With setting FREQ/PHASE = FREQ&PHASE (dual-channel measurements only) 


Meas Time 
» Unit Ch 
. Unit Ch2 
. Ref Freq 


- Format Pha 
. Ref Phase 
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FIX 200ms 
Hz 

VALUE: 
1000.0 Hz 
-180..+180° 
VALUE: 
10°0098-2 
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UPD Analyzer Default Settings 


Freq Settl OFF 
Phas Settl OFF 


With setting FREQ/PHASE = FREQ&GRPDEL (dual-channel measurements only) 
Meas Time FIX 200ms 
. Unit Ch1 Hz 
. Unit Ch2 s 
. Ref Freq VALUE: 
1000.0 Hz 
Format Pha -180..180° 
Ref Phase VALUE: 
10.000 ° 
Freq Settl OFF 


With setting Freq Sett! EXPONENTIAL | FLAT the following applies: 
Samples 3 

. Tolerance 0.1000 % 

. Resolution 0.1000 Hz 


. Timeout 5.0000 s 

With setting Freq Sett!l AVERAGE the following applies: 
Samples 3 

. Timeout 5.0000 s 


With setting Phas Settl EXPONENTIAL | FLAT the follo wing applies: 


Samples ES) 

. Resolution 0.1000 ° 

. Timeout 5.0000 s 

With setting Phas Sett!l AVERAGE the following applies: 
Samples 3 

. Timeout 5.0000 s 


MONITOR OFF 
. Attenuat. 0.0000 dB If monitor = ON 


Default Settings of Measurement Functions: 


FUNCTION RMS & S/N 

DC Suppres ON With DIG 48kHz only 
. S/N Sequ OFF 
. Meas Time AUTO 
»; UNLE Chi V [FS] 
. Unit Ch2 Vv [FS] If channel 2 switched on 
. Reference VALUE: 

1.0000 V [FS] 

. Notch (Gain) OFF 


Filter OFF 
Filter OFF 
Filter OFF 
Filter OFF 


Fnct Settl OFF 
POST FFT OFF 
SPEAKER OFF 


With setting POST FFT = ON the following applies: 
FFT Size 4096 
. Window RIFE VINC 2 
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Analyzer Default Settings UPD 
FUNCTION RMS SELECT 
DC Suppres ON With DIG 48kHz only 
. Meas Time AUTO 
. Tm. Caz V [ES] 
|. Orit caZ Vv [FS] If channel 2 switched on 
. Reference VALUE: 
1.0000 V[FS] 
. Bandwidth BP 1% With bandwidth BP FIX or BS FIX: 100.00 Hz 
. SWEEP CTRL OFF 
. FREQ MODE GEN TRACK With FREQ MODE FIX: 1000.0 Hz 
. Factor 1.0000 * 
. Notch (Gain) OFF 
Filter OFF 
FNCT Settl OFF 
SPEAKER OFF 
With setting SWEEP CTRL AUTO SWEEP, MANU SWEEP the following applies: 
Spacing LOG POINTS 
Start 100.00 Hz 
Stop 20000. Hz 
Points 30 


With setting SWEEP CTRL AUTO LIST, MANU LIST the following applies: 


Filename 


R&S_EXAM.SPF 


With setting SWEEP CTRL GEN MLTSINE the following applies: 


No other parameters 


FUNCTION 
S/N Sequ 
. Meas Mode 
. Intv Time 
. UTELt Chi 
. Unit Ch2 
Reference 


. Filter 

. Filter 
Filter 
Fnet Settl 
SPEAKER 


FUNCTION 
S/N Sequ 
. Intv Time 
» Uae, Chl 
. Gait Ch2 
. Reference 


PEAK & S/N 
OFF 

PK+ 

FIX 200ms 
V [FS] 

V [FS] 
VALUE: 
1.0000 V[FS] 
OFF 

OFF 

OFF 

OFF 

OFF 


If channel 2 switched on 


QPK & S/N 

OFF 

FIX 3 SEC 

Vv (PSs} 

V [FS] 
VALUE : 

1.0000 v [FS] 


If channel 2 switched on 


- Notch(Gain) OFF 


. Filter 

. Filter 

. Filter 

- Fnet Settl 
. SPEAKER 
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OFF 
OFF 
OFF 
OFF 
OFF 
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FUNCTION DC 
Meas Time FIX 200ms 
Unit Ch1 V [FS] 
Unit Ch2 V [FS] 
Reference VALUE: 
1.0000 V 
Fnct Settl OFF 
SPEAKER OFF 
FUNCTION THD 
Meas Mode All di 
Dyn Mode PRECISION 
Unit dgB 
Fundamentl AUTO 
Fnct Settl OFF 
SPEAKER — OFF 
FUNCTION THD+N/SINAD 
Meas Mode THD+N 
Dyn Mode PRECISION 
Meas Time SLOW 
Unit dB 
Fundamentl AUTO 
FILTER OFF 
FrqLim Low 100.00 Hz 
Frqhim Upp 21938. Hz 
Fnct Settl OFF 
POST FFT OFF 
FFT Size 8192 
SPEAKER — OFF 
With setting POST FFT ON the following applies: 
FFT Size 8192 
. Window RIFE VINC 2 Fixed setting 
FUNCTION MOD DIST 
Dyn Mode PRECISION 
Unit dB 
Fncet Settl OFF 
SPEAKER — OFF 
FUNCTION DFD 
Meas Mode d2 (IEC268) 
Dyn Mode PRECISION 
Unit dB 
Fnet Settl OFF 
SPEAKER — OFF 
FUNCTION DIM 
Unit dB 
FREQ MODE FIX: 
Square/Sin 3.15/15kHz 
Fncet Settl OFF 
SPEAKER — OFF 
FUNCTION WOW & FL 
Standard DIN/IEC 
. Weighting ON 
Unit % 
Fncet Settl OFF 
POST FFT OFF 
SPEAKER — OFF 
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Analyzer Default Settings UPD 


With setting POST FFT the following applies: 


FFT Size 
. Window 


FUNCTION 


No other parameters 


FUNCTION 
Unit Ch1 
Reference 


8192 
RIFE VINC 1 


POLARITY 


FFT 

aBV 
VALUE : 
1.0000 Vv 


. Notch (Gain) OFF 


FFT Size 
. Window 
. Avg Mode 
. Avg Count 
Zooming 
SPEAKER 


4096 

RIFE VINC 2 
EXPONENTIAL 
1 

OFF 

OFF 


With setting ZOOMING ON (2...256) the following applies: 


Zooming 
Center 
Span 


Zoom Fact 


FUNCTION 
Unit 
Filter 
Filter 
Filter 
Filter 
SPEAKER 


FUNCTION 
Meas Mode 
: Unie 
REF VOLT 
Trig Leve 


. Trig Slope 


. Interpol 
- Trace Len 
SPEAKER 


FUNCTION 
Unit 
FFT Size 

. Window 

- Avg Count 
SPEAKER 


FUNCTION 

- Meas Time 
Unit 
SPEAKER 


FUNCTION 


. Meas Time 
« URe 
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1 


ON (2...256) 
10000 Hz 
21.94 kHz 156 kHz for ANLG 110 kHz, 468.0 kHz for ANLG 300kHz 
For the digital analyzer the value depends on the selected 


sample rate. 
2 


FILTER SIM. 
% 

OFF 

OFF 

OFF 

OFF 

OFF 


WAVEFORM 
STANDARD 

Vv 

1.0000 Vv 
0.0000 Vv 
RISING 

1 

0.0100 s 
OFF 


COHERENCE 
% 

4096 

RIFE VINC 2 
2 

OFF 


PHAS TO REF With Meas Mode JITTER/PHAS only 
FIX 200ms 

UL 

OFF 


DIG INP AMP With Meas Mode COMMONANP only 
FIX 200ms 
Vv 
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. Reference VALUE: 
1.0000 V 
SPEAKER — OFF 


Selectable measurement functions: 


Analyzer instruments 
ANLG ANLG ANLG DIG DIG DIG DIG DIG 
22 kHz | 100kHz | 300kHz | 48kHz 48 kHz 48 kHz 192kHz | 768kHz 


Measurement in Meas |in Meas | in Meas 
function Mode Mode Mode 
AUDIO | JITTER/ | COMMON/ 
DATA PHAS INP 

RMS & S/N V V V V Vv V V V 
RMS SELECT V V V V Vv V V v 
PEAK & S/N V — = V 
QPK & S/N V _ -_ V 
DC v V V — — — 
THD Vv V V V V V 
THD+N/SINAD Vv V V V v V 
MOD DIST V V V V — — V Vv 
DFD v V V = = V V 
DIM V _ wae V sei == = = 
WOW & FL V = — Vv — — — — 
POLARITY v v v v _ = v V 
FFT V V V V V v V V 
FILTER SIM. V V V V sane a V V 
WAVEFORM v Vv Vv v Vv v v Vv 
COHERENCE V = — | — | ~ | — _ — 
PHASTOREF | —  [—)— = =| = 
DIG INP AMP = = = = V — = 
For all measurement functions: 

The following applies if SPEAKER is not set to OFF: 

Pre Gain 0.0000 GB 

. Spk Volume 30.000 % 

. Phone Out = SPEAKER 

With setting Fnct Sett!l EXPONENTIAL | FLAT the following applies: 

. Samples 3 


. Tolerance 0.1000 % 
. Resolution 0.0010 V 


. Timeout 5.0000 s 
With setting Fnct Sett!l AVERAGE the following applies: 
. Samples 3 
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A.3 Default Settings of FILTER Panel 


Default parameters of individual filter types: 


Lowpass filter (LOW PASS): 
Order 8 
Passband 20000. Hz 

. Attenuat. 60.000 dB 
Short Name 1:LP20.0kHz 


Highpass filter (HIGH PASS): 

. Order 8 

. Passband 400.00 Hz 

. Attenuat. 60.000 dB 
Short Name 2:HP400.0Hz 


Bandpass filter (BAND PASS): 
Passb Low 900.00 Hz 
Passb Upp 1100.0 Hz 

. Attenuat. 60.000 dB 
Short Name 3:BP900.0Hz 


Bandstop filter (BAND STOP): 
Passb Low 900.00 Hz 
Passb Upp 1100.0 Hz 

. Attenuat. 60.000 dB 
Short Name 4:BS900.0Hz 


Notch (NOTCH FLT): 

. Center Frq 16000. Hz 

. Width 500.00 Hz 

. Attenuat. 60.000 dB 
Short Name 5:NO016.0kHz 


Octave filter (1/3 OCT FLT): 

. Center Frq 12500. Hz 

. Attenuat. 60.000 dB 
Short Name 7:T0O12.5kHz 


Octave filter (OCTAVE FLT): 

. Center Frq 12500. Hz 

. Attenuat. 60.000 dB 
Short Name 8:0C12.5kHz 


File-defined filter (FILE DEF): 

. Filename R&S_EXAM.COE 

- Delay 0.1000 s 
Short Name 9:R&S_EXAM 


Standard filter types: 


FILTER 01 LOW PASS 
FILTER 02 HIGH PASS 
FILTER 03 BAND PASS 
FILTER 04 BAND STOP 
FILTER 05 NOTCH FLT 
FILTER 06 1/3 OCT FLT 
FILTER 07 OCTAVE FLT 
FILTER 08 FILE DEF. 
FILTER 09 FILE DEF. 


1030.7500.02 A-16 E-11 


UPD 


Default Settings of DISPLAY Panel 


A.4 
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Default Settings of DISPLAY Panel 


OPERATION BARGRAPH 
Scan Count 1 
User Label OFF 


BARGRAPH A FUNC CH1 
Unit Vv [FS, Hz, dB, 3%] 


Limit Ref VALUE: 
1.0000 V [FS,Hz,dB,%] 


Scale AUTO ONCE 
Spacing LIN 


BARGRAPH B- OFF 
With Scale B > NOT EQUAL A selected: 
Unit V [FS, Hz, dB, %] 


Limit Ref VALUE: 
1.0000 V [FS,Hz,dB,%] 


Scale AUTO ONCE 
Spacing LIN 
BARGRAPH X FREQ CH1 
. Unit Hz 
Reference 1000.0 Hz 
Scale AUTO 
Spacing LIN 


BARGRAPH X VOLT 


Unit V[FS] 

Reference 1000.0 v[1.0000 FS] 
Scale AUTO 

Spacing LIN 


BARGRAPH X ON TIME | INTERVAL 


Basic unit of selected analyzer or 
bargraph function (see 2.4 Units) 


Basic unit of selected analyzer or 
bargraph function (see 2.4 Units) 


Basic unit of selected analyzer or 
bargraph function (see 2.4 Units) 


Basic unit of selected analyzer or 
bargraph function (see 2.4 Units) 


Displays for FREQ, VOLT, ON TIME and INTERVAL 
of a generator sweep depend on the X axis setting. 


FREQ is displayed for a center frequency sweep 
of the RMS selective bandpass filter in the analyzer 
using measurement function RMS SELECT. 


Unit Ss 
Scale AUTO 
Spacing LIN 
LIMIT CHECK 
Mode OFF 
With setting Mode LIM LOWER, LIM UPPER, LIM LOW&UP the following applies: 
Check TRACE A 
Lim Upper VALUE: Not with LIM LOWER 
0.5000 V 
Lim Lower VALUE: Not with LIM UPPER 
0.0500 V 


Standard Settings of FILE Panel 


UPD 


Function tracking Gen — Anl selected 


with PLOTTR/HPGL, FILE/PCX, FILE/HPGL, PRINTR/HPGL, 
PRINTR/PS, FILE/PS, FILE/EPS 

with PLOTTR/HPGL, FILE/HPGL, PRINTR/HPGL, PRINTR/PS, 
FILE/PS, FILE/EPS 

with PRINTR/PS, FILE/PS, FILE/EPS 

with PRINTR/SPC ,FILE/PCX, PRINTR/PS, FILE/PS, FILE/EPS 

with PRINTR/PS, FILE/PS, FILE/EPS 

with PRINTA/PS, FILE/PS, FILE/EPS 

with FILE/PCX, FILE/HPGL, FILE/PS, FILE/EPS 

with PLOTTR/HPGL, PRINTR/HPGL, PRINTR/PS 

with Plot on IEC BUS 


with PRINTR/PS, FILE/PS, FILE/EPS 


These interface parameters are only set after an UPD reset. When a 
‘ setup or default setup is loaded, the user-selected parameters are 
maintained to avoid inadvertent overwriting. 

J 


Automatic for all 6 displays 


A.5 Default Settings of OPTIONS Panel 
UPD IECadr 20 
Exec Macro BASIC FILE 
Beeper ON 
PARAM. LINK 
Param Link CHOICE... 
SCREEN HARD COPY — 
Destin PRINTR/ SPC 
Printname Default-Printer 
Frame Col FILE DEF 
Comment OFF 
Left Mrgn ule Chars 
Prn Resol MEDIUM 
X Scaling 2.0000 
Y Scaling 3.0000 
Orientation PORTRAIT 
Color OFF 
Copy SCREEN 
Comment OFF 
Frame Col FILE DEF 
Paper Size A4 
Orientatn PORTRAIT 
Filename SCREEN 
Plot on COM2 
IEC Adr 4 
Plots/Page 1 
PRINT 
Type OFF 
COM2 PARAMETER 
Baud Rate 9600 Baud 
Parity EVEN 
Data Bits 7 
Stop Bits i 
Handshake RTS/CTS 
PANEL KEYS = ————— 
- Reptn Rate 10.000 Hz 
Rep Delay 0.5000 s 
DISPLAY 
Extrn Disp BOTH B/W 
. Meas Disp ON 
Read Rate 6/s 
Read Resol CHOICE 
TRACES COLOR/LINE 
Scan conf MANUAL 
Scannr.(A) 0 
Color (A) BLACK 
Line (A) 
Scannr.(B) 0 
Color (B) BLACK 
Line (B) 
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HELP LANGUAGE 


Language GERMAN 
SWITCHER 
Switcher OFF 


CALIBRATion ANL —— 
Zero Auto ON 


CALIBRATion GEN —— 
Low Dist OFF 


CALIBRATion DIG 
PhaseToRef OFF 


A.6 Standard Setting of FILE Panel 


LOAD INSTRUMENT STATE —— 


Mode ACTUAL 
Info Displ ON 
Filename LASTSAVE 
STORE INSTRUMENT STATE — 
Mode ACTUAL 
Attrib READ/WRITE 
Info Text no infotext 
Filename LASTSAVE 
STORE TRACE/LIST 
Store OFF 
UTILS 
Delete TO_DELET 
Work Dir C:\UPD\USER 
COPY SOURCE 
To DEST 
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Index 
ADE cresasoscwcesveinppeyspuesevessunsyersenenipungqigeaveuerseeocwiseseys 2.409; 2.411 
A WITH * 
A WITH o. 
ADOSt......000000 sha sameaeenvaee i 
ADOIT OVEN ccssiecavissscctsnresvevsavssarescnsevvesssoeassonsrvenies 2.359; 2.364 
Absolute 

Analog loval UNIS seccssnccscssscsrsssvensssisieranneseainteacersatstsonved 2.58 

Digital lAVOlUINS ccscessescessaveascepninneciwsneaveramaneaniiesess 2.59 
AC coupling input unit.. .. 2.153; 2.157 
ACCUIACY: PIODIGINS sinnssconicssnncsansessnonsaainnssndrannasasiansnessesacents 2.248 
Activation panels... 2.29 
ACTUAL veswcscctwcensayevai vases eiusaseciseucciciccvdeviunncsieysavepoereiienies 2.301 
Actual instrument setup.. .. 2.301; 2.302 
ACIUAL SQLOD isi iicssiscctieissiesisisecooenstssisiiibevedsineeasesseines 2.301; 2.302 
AG TUALADATA vcccsssenssesssmcastesron spemeranmseemenacenn 2.302 
Address 

PEGA ERE DUS 5 s2ceczcscsvasacs ua csescantoseiveseavsnaccanticscectasaceectcats 3.3 
Adaress setting of input, output and routing switchers........ 2.400 
AGOrESSED COMMANAS ......ccsecseesesseesseessessessersesacaseeeerenareess 3.283 
ACOTeSSING SWILCRETS ....:..ccccccceeceersssseerseesesceersssseessessenseeeeen 2.400 
BES CHG seis insrsseinsarseere . 2.196; 2.267 
AES Ch1&2. wee 2,196; 2.267 
AES Chee cajesernencicsrtieuimieiemimngen nes 2.196; 2.267 
AES/EBU 

ANA ZOV seiivc ict sehe cesta NeN BIER Ie, 2.163 

GONELALOF ......eeeeeeeeeeeee 2.73; 2.74 
AES/EBU protocol GefINIION 0.0.1... cece ccceteeteeeeeceeseeeeetseeseneaee 2.94 
AES/EBU VDD sei ccsossscishacanvessccsstsrsansisvectosessoaitencadcounsscugradeveds 2.92 
PES EB V isc cececsexecsuencsamenesrpsameryvesasianicinsanccmatesaiesieea sins 2.88 
PLL wsasnasnsstscncstevesccusanaissasvasienavsreucisssessenisieiasacenssneeeseconesatese 2.349 
All di...... -2.217 
All odd di... -2.217 
ALE, ONE sevcscviscsceiccsececovenagsasnrniiaennwnauma evens 2.91 
EE ZERO ccsvcicincxccertuosa duiveeeciivaieeimetenadnn sine averse 2.91 
Amplitude 

DISIIDULION sicenscscosscvestecesisscresenmirmmcanesiaascaeteantersnentss 2.104 
AMPHWUGG ACCULAGCY sac csccescesnocensnrecresinrnsoeitesdcncosepasordenasioveces 2.245 


Amplitude ratio (MOD DIST) 


Analog 
ANALY ZOl vi sisccsesstascmiiccomanan see nanaieaR ees eT RNs 2.153 

Analog analyzer monitor outputs.. - 

NGIOG GONCIALON vs orvenessivccvansencsenninedearsestosesrssnavedcessessacetseeden 2 65 

Analog interfaces 
INPpUt CONN OCIOTS sss sce rcenrcosseavesnsiranesscisussieessvameszescnnecnrtd 2.6 
Output connectors 

ANA@lOg NOICH fIICT......1.s.ecccesecnessocsscsesenessescessseseessees 2.223; 2. 230 

Analyzer 
AES/EBU, S/P DIF, OPTICAL.......::0sssssssseorsecorsee 2.7; 2.172 
Avallability Of fUNCHONS........ccccccecsssssetetstseeesecsractentences 2.151 
CRAMNGIS: ANAOG i...s.nansesasenszassitinslinsrecursmasaovavaqoreoets 2.161 
Configuration. 2.153 
PUNOTS osasicasnndiextveriessszevtezees vee 2-282 
FrEQUENCY MEASUTEMEM ......scsceceressessersessecseeereneasennoes 2.258 
Frequency/phaS@ MEASUTEMENL........ccecceeeteteeeeeteeee 2.261 
Input peak measuremen.......... . 2.152; 2.256 
WASTONTIGING a oss iinl Sai osicacas sancavcssiiacdsneingisscndivatunensiensuenestes 2.149 
Me@@SureMent FUNCTIONS .......ecceccecsesssereetersseseeseecseeeeeees 2.183 
Measurement functions performed with frequency 
ITIBASUTEINIGIN: cc ciscecscensoanessisnsidsasknestsnevecentteninsdinatensente 2.258 
Measurement functions with simultaneous phase 
MEBSUFEMOM, 01. csccercecssssasessesasistenccosvessoossencssaveeersissesrers 2.261 
MeaSureMeNt FANGE HIMILS ....cccecsesseeereeteneeceeeeeeennenee 2.150 
MONIHOF OUNDUL sisssivsssesiesasescassnsecaxexinceswevexescscexesceaavesiveces 2.265 
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S@HinGS.......:.0 2.14 
Synchronization... 2.110 
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Altri... 
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AUDIO DATA 
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PAT RIG ZG eaacocon ray) ioe erescicccnestigip eminem ovnsaaci sous lees ts sacha 2.203 

Bandpass RMS sel... wave 2.203 

CART IIOT 5s casts ac sauvasthectaiavstiay thapails assisted | babsmaiepatend 2.135 
BAR 1... woes 2.349 
BAR 2... sone 20849 
EIT i ca appa Sa tae eos teatro tn nad cas ey SA 2.349 
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Ra sare gc tk de in seas ks mage gn RT 2.234 

OD BT. ccspnieiaenesiniss nonannencciniensoaienxvakaies ters 2.231 

J in|? Seo «2.219 
BARGRAPH........4 - 2.329 
BARGRAPH display. 2.350 

Parameters... . 2.348 
BARGRAPH X.. 2.348 
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BARGRAPH2.... w+ 2.348 
ERT ene sa yeaunciviheea ve tematioPaeathcl eee cna shcsoonneiascabntifenals 2.423 
BRIE FRG reves tsensecnsnss sie ssa pda cassia perms vezi tiisewen emma ee tennaeen Us 2.392 
Beats 

DC TGESUS OTB sss xcsemensisnpscanns anatrteicacnh ek aon canto 2.215 

AMS measurement .. we 2.199 
POO I star Sesion on awnautd she svntin ad thils Heswursurcmess ann nence eared RRC ei 2.393 
BG IET ON OM ess asian wense tikaeweh catenin tessonh i aati aea iad EE sialic 2.393 
BINARY.....4..---++ .- 2.96; 2.355 
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Bit clock 

ELIE cs awoke asthe paisa seas es co ensinioon taconite 2.167 
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Bit Order 

PNG IOP oF aie cicaris dees wate easels eee Co caoes Ceasar acatelidt 2.168 
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(ONGR CQFATN) sao cht oli spa ort cs crenotwsamcatensnaepea eet vemes 1.4 
BNC 

CONG OIO IS isi ix sisaremecearerce tesa nsev ancora dnc oA Naan, 2.6; 2.7 

[6'2.!| a oer  eeee ee e e Cee nS, See 2.154 
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Character 

Cale (COMMANG) ....csicnisosssecsensesinasdseesiiviereaezeretneaecealete 3.11 
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COMMON ses sevssecesscovscavesecenvageveasssitisunscaneassecesecssusummnevers 3.283 
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i ]-): [0 |<] rr 3.5 
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UMBC SUNK cases sqvecsoveovssnsncssncaivedsce ven sesceonveventovavivesstessnss 3.6 
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permissibility.. 3.16 
processing... 3.15 
SUICIUIGs cssccvacs cvovenenesersscvssevisevenvsevesesssvanssusensessssesveassetsease 3.5 
synchronization... 3.18 
syntax GleMenSiccccsssnassiseeromiamaniseanna ances 3.12 
COMMENT sccsscssvisscsenvecccasieevcseseaveccensiossvengyeiveieceian 2.338; 2.377 
Comment printed With N@rdCOPy ......sssuccsecseeceeeeeeeceereesenees 2.373 
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Common 
ANA ZEN spusnssseariscisaqaescevisnaccatcctanveiveredsacsuseseivessseseevegeess 2.155 
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Of generator SIQNAIS ..........s00000 2.104 


of SINE, DFD, MOD DIST signals. 
Common settings ... 


COMMONIINP....sscssccsessersseeeresenssersenseeres . 2.161 
Common-mode signal (Output COMTST) .. 2.2.70 
Common-mode ate = SdienesteNNTETS 2.70 
COMP.uossseesessesenes dgiavavbetvancsupsckeae cus snsetoreeeeseseronemiced 12.250 
COMPLETE .....0:e0scceeseeeee 2.301; 2.302 
Complete instrument SOtUD .......seccccessessteseensereesscesrereeneeees 2.302 

SIOHAG 00s saxacseassiesocssonvesves oceans qesnvernsensiecaseevaseennenve 2.302 
Complete setup... 2.301; 2.302 
COMPRESSED wesesicsssscnceasasczzseteceen isis 2.250 
COMTST XLR........ wo 2.65 
CONDIition register.... 3.23 
Conditional tracing of measured values ii tei anesitesies easbbnsaanna 2. 176 
Configuration 

ANAOG ANA ZO scsiswssarevicapsmcasnsasiionsvcenrngsessaesstseteesys 2.153 
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PRO GON OIALOMS scaciascecscascesessecscnssevcevcssvevsaseveveceoetsescess 2.73 
KM GUIAON FUG PS. CFG. csicsenvceseecavscexeranesecsonvesecversoeesexes 2.387 
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EEN OUTIAl COVICOS ives sv evssoreeeisascasereceusiaateti sens iTiatecisaenestaTTs 2.422 


Continuous measurement without trigger condition 
COMMAS ssscescscccsssanssonassasiriciscecipesewasnasetkoestiesvaiieet® 


Contrast OF LCD ss sivssvecsesseconsiasosvcemmmionvenivianmeaniiacass 2.395 
Control of routing switcher .. ... 2.404 
CONTON OF SWHCOIS sasssiscenencncsesscsssresveerasacenacianeronexsesoncdeasse 2.408 
Control panel 

CONTROL wescccccimcazaesyivvnsevdevegoncesasveustvesetsrucersuresesenveswiivests 2.3 

CURSOR / VARIATION.. sonnel 

DATA / PANEL. ......2:sc0000 2.3; 2.5 

EDIT sessvesveres anced’ 

Front panel ........4.-. teu 
Controlling the switchers. we 2.413 
COnVEeISION FAH OM sccissscxsinny segcascceweeassasintecicted coatseyveeesenssiven 2.189 
Conversion formula Of UNIS ......ccccceccccsesessecsesesscsseeeseseneeneees 2.54 
COPY ai swcvsweiuassxiivesvaeecrdvisiawssacuevadardenvassita\seneaivaveriuves 2.25; 2.375 
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DO ssvcsansvswessnssvisenssavesveiwussivandansessasenesaastsseudcaaesesvervcauaes 2.256 
GRE Ei Olissassecacnsseeecescssusivsavacvesengvasvostvanavivsemvaiessssnovevesavecvs 2.99 
Crest Fact . 2.119; 2.140 


Current INStrUMENt SOLU ......ccceccesessesceceseseseessectenessersterees 2, 302 

Cursor 
GTADINGS sscscccssvasenscsved ectiovesitechutescucwaseisiaaaneces 2.339; 2.345 
Panel ........... 

Cursor IMAX A... 

Cursor IMAX B... 

CURVE weesseeeeeee 

CURVE PLOT. iecoverss OS 
CUISOM, sesssessssscssienerssenvesssescesecsiccecensavsseusissatseresessveseosses 2.339 
OQVOTTAN GOs serie setvaccasdsccessinuisavsovansessteasncnsrvaneseasvescereteuiee 2.339 
Underrange . wee 2339 

GURVE/ GRID sssccnessuvestsxesuasessasuresnssneasnsvocneacccaicvananeaeentieetes 2.375 
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Dangerous CONtACt VONHAGEOS ........seecescecceeeceeetsetenenenecensesees 2.156 
w» 2.423 

DBE: BUNS  sacccerssvasseaverceusssteccvasssuntensssnsesssenvevevinsscatiarvesssssncastss 2.392 

DAA QING, cscnnsnssesnencvanvoseneniesnionnncorousisesinaceeapcetesdedzesscsnbadneecdia 2.32 
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ARGV ZO ascnccesssaszcens svarensiessvecexssaenienevaavensesssecsxsssesivenezace 2.166 
GON CIO saccesscasisssdave svt sanseisedavsicedes stnnidccdessuetiilauncgsdvennexedss 2.77 

Data input or output Auring MEASUTEMENIS.......0.1ccecsesesseereee 2.37 

Data strings (command) 

DG pvcscicsacccrneicsvauennpinsaess nes canis 
COUDIING iaxcassceveuseassnxrerstyssrstanavietssactesheaaesk eR STEED, 2.153 
GOUPHNG INDULUNN coscssasssessiseisvncecsoesssassseverseavess 2.150; 2.157 
Noise HP..........00+ 
Offset callbration. as 

DC COMPONGM vicsescsveccoreccsavexevesasencsceventaevavsvasecisexcresuveseieve 2.105 

DC COUDIAG: scutes sasvascscosieseenivascavdeceeisssisi counts caisveesvattansicacenss 2.256 

DC measurement 2.183; 2.215 

DC offset........... 2.105; 2.115; 2.117; 2.122; 2.125; 2.127; 2.130 

2.132; 2.135; 2.137; 2.143; 2.145; 2.213 

paigup coin savas edeonerpasesussaninavausassnonsspinanpanesaanees 2.213 

Udewwtehiceamesaveveinsvaeamnpesyersses tenure rieeeu ee mar enn eaten 2.215 
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Loading and storing .. 2.301 Intermodulation aistortion........ pinnae BOO 
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CSR E RAINY cas cgacev pence <avenesconaniiisces pone tenamnnenets eon 2.416 

Dynamic intermodulation factor. wnee 2eE 

LOTTI IO xis cnimanss cxoveniemannataeus areswespindisdonth iuasdis tiumwiias 2.223 
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GONPATIGTIG [TGs as -ecckspayenmyiuamics sat at ean erenmnaarar tat ters 3.7 

TESPOMNGO [0 QUOI as ssasvecswceesdsnntsesouvatatavessealdlenssdeainbsisentvaxte 3.9 
DORE coats samateie 2.373; 2.374 
D@VIBGON: SQHYAG 5: scsccensocsiovsan-100 tt ster csavesastebeetavensnandenereseceasn 2.195 
Deviations compared to the previous measured values........ 2.60 
| 5 |<]? ee Rene Te ern ee et eee ee 2.106 

Analyzer... vee 2. 183 

Generator... «2.103 
CE Bh crack Secnicied bse snes creas bs tcne sap cenncnvitn od Caen 2.217 
Dialog window 

WA DISING os scncrcceconvencesissnetxtopints teases ites Hawa ce oee se este 2.119 


DifferANC€ VAlUO CUIVES ........-...0sssscerenseesesersrssereaesererenensnrees 2.341 
Differences to |EC/EEE-Bus Remote Control (K1). wee 8324 
TNT IAL  s cecsscicict deicvostinsed init adl bk snmnaseh te abo d ga tay 724 
DIG 48kHZ ..... 2.62 
DIG 768kHz... + 2.62 
DUGIN ADAP iiss nore scead ahead, Ansaid eid 2.183 
Digital audio interfaces 

TIDULGOTITTOCIONS io sccmn concer yavsineiieyveraanoviasesentanayecsatnisrisie 2.6 

OUT BE CONTI CIOFS srcasriae aia wens vce scswas siasbaaspeltaoocabnagedabe mE 
DXQUIAT GEIR IOM cine ncasavrvercuntsscaxiysrouxquininonabniiasiagen temhtipantelaeses 2.73 
Digital interfaces 

AES/EBU, S/P DIF, OP TIGAL viiissvs-sim aassusin eneapeamnsicons 2.172 
DIM 

Analyzer... wae 2.183 

Generator 2.135 
DAB occaecisis goin apumepsei perpen a ah erase eke aE 2.132 
DIN 45507 standard W&F. sone SO 
ENN oar ass kas cicp sears reer reniticetcm . 2.238 
ELUNE COO ain ancess tecaras seston osSett sob kiunccirrteaitnasone tite a 132: 2.135 
UT CINE aos ss ven cicterwnee bastante ts ings gaISOR UNS Cae tag sionigg 2.35 
POUR NY BU OTe ss cesseeccatreceb estes contieunonstorbuecualeapinranatedieramacatey 1.17 
DISTR crrcasvansnesenaie 2.6; 2.329 
ORSAY BU rich snacraarenvimncs idl sear iar Gepemmorodorssbonsh voted tee 2.5 
Display modes 

SWIICHOVET USING THE MOUSE........ccsceeeeceressescecesesseeessees 2.27 
Display Of list PATAMMELELS............sc.ssseesecctessecnensenecssereseserses 2.346 
Display of traces and spectra....... 2.332; 2.339 
Distant interferences suppression vere 2.242 
DiStOrlION MEASUPEMEM.........2----essesserseessersoesesenseseseasanstsores 2.183 
Distortion measurement THD+N/SINAD...........00ssreeseseree 2.220 
Distribution 

POTION ng tokansavinciienimnsins bs taietsoesanr aod aia teaaeAeoaabeas te 2.104 


DOSSHBEL Sv isiccpmueon é 
Double cross.. ak te 
DIVE... .seeecereee 2.36 
VEIT os icnteesiaitoss rouge asvsicestarharssexsnseee meaner aaNet ete, 2. 375 
DUAL FILE...... . 2.304; 2,332; 2.333; 2.346 
PORE TR on csc a capreitaneensand We nexus del eusseassaamsaud sud nadeorieateeretieg 2.304 
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Editing files ANd Cir@CtOViGS.............0ccecessereerssssenesnecsenseee 2.323 
MISC FERN se cece sc po neceen soins omer am pcaevprem tenes 3.23 


p16) B12) pe eae uaa Sa Rs i Pan nN Pd eee 2.394 
ENF AING EE) cose aaensco ico omemenlanecansiads ors anecarpiaoreanmaar 2.94; 2.250 
DIN Tr ie sisersp arcemnsza ciccrg 2.5; 2.10; 2.13; 2.32; 2.33 
Entering & NEW fC NAME......sesssecererensensresssrneesesssensssearenenses 2.36 
Entering file names...... - 2.34; 2.36 
EU, OP UNS sansa ove ares chia aud dabien sn d5sdumnniscnniaeigeseetei-Eoseumeentoh 2.29 
Entry of values 
REST NTT OCU CU ON ma cacicconasnatvaits inesnav cw osteZnrasnepaaiopmesesenerssxe 2.11 
Epilog for HPGL....... wove 2.299 
PEROT isin sca hls corn asw bibGa nda isib eine vse aba aeeEOS 2.334 
GHIA. swaceoas woke cisorsasas Ne bs apc sems ase Vone a Sgn ER taney apa monien do 2.98 
Equal. file... . 2.106; 2.116; 2.118; 2.133; 2.140 
GE OPA i ace cfirwkscpus al 2s 08 hpptesnnsns sonia sos diisanse ick 2.307; 2.390 
ECLA ICAATOON) Cla acssiccsnics satan tecroon 0s <obuiseanictyaipihgnah Tiss band 2.304 
EEUU ON TIC oss xesssissanrerenxennacxanahessincerntiisctnetessapeeeressers 2.307 
SECTUAMEDEINTIN cistecconinnaicitiesavregs sanv erent 4 coat pate oe tiaentmoreay 2.307; 2.390 
EQUGIZGM cosccvscnens¢cqandntussncansne 2.106; 2.116; 2.118; 2.133; 2.140 
Equalizer file 
RTT RUOIY cs sesses sai4:gntivenvesanasesrteseanantagewn ire insciesracisns aor 2.106 
Equalizer table printout... w+ 2.390 
al 1 ee ee a eS ee 2.142 
Error messages ........-. 2.49; 2.51 
DFD M@ASUFEMEN......100.eecseaseersereonseerscnenavsaseneessscseeane 2.235 
DDI RAGS GIN os sexiwcatnssnccessccenanainmorseisiktinagpoassenaursase 2.232 
CONFIG. TOI AIT TUN ss cans nmarsnawsuon gs raszescsnaconoa-onsgogyenyraesessrss 2.51 
PIB. scnsnicasnseecrscncaesi . 2.52 
DROME DUS oticswsi ixansin Simaccinorrr ave vad dhnnei<ubikoage ox dsvoveese 3.284 
MOD DIST measurement... 2.229 
THD MGRSUTOIGI scrascvecwsossensanstnssteiestd snes siansiesedsecaenash 2.216 
THD+N/SINAD M@A@SUTOMENK .....seecceseessreeeeeereseesceesees 2.220 


Error messages during measurement 


ETP OP QU BUG os oss <a cacncctnete finsaessncncssansanas 3.32 
ESE (event status enable register)... . 3.26 
ESR (event Status FOGiSlel) .......scsrsesessversssescererescesenasressees 3.26 
ERIN TONGMA s po ge sen erg ix anes igo aeleihl on hoa caniicndeaRapenated Sannin 3.23 
Examples of application 
External sweep with Settling PrOCOSS .......0.cccsseeereeceees 246 
Fast frequency response measurement.... . 2.205 
Quantization noise measurement.......+++ 2.193 
Settling by arithmetic averaging.... w» 2.40 
REA PACIOO seas pasa cw ys ss ass og ceva can cekcrsgg exanes> 5% - 2.421 
Explanations of Front- and Rear-Panel ViwS .......000ss0000 2.3 
EXPONENTIAL.........20+++ wees 2.40; 2.194; 2.243 
CEN ERIC E S saem scenes ab mah asian censsinmnineeoetancsreindesomhiiirts 29 
Extension of file names.. . 2.299 
PRRTBNT CISD er senassissscstisti sioncuitvnsnstanannesirertensVsesteninvsikessapenaccauees 2.395 
Extemal 
PEQGUANIGY SWE GDS xian: <xncevccavisersanvensanomgntbirencesvtconsessae 2.362 
LQVGP SWEB DS rrscsvsnisistsesnoninaxnie sion nirasyesspa ncesenonaenuérn-vcetay 2.362 
ECV IG sana seu cointancxsvocbiniads pe) nidsconseeehphmusnaad vaanororen sien 2.362 
CODD  aessces cstcéosnrcacxiomed bal nail opcoeecpuss roneaer towenvedlis beer nanaase 2.176 
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External KOYDOQIG si ssssiesscssecenssscenenesiidascteediossssseiaissanercommbdlizes 2.3 
EXlOral SWOODiscsisvssscessissecesveossouagescteinvenseseceascsireectetenempeet 2.362 
FALLING EDGE 

ANA ZET wsavcsccvccesiovesacenvewsstsunsxcvonveswesuursavecocscaves 2.167; 2.170 

(GQONGTAN Op ccascsccpacsescestergeeinuinnadesmnvsiesiiniar ees ivie 2.79; 2.84 
FAST 

AN AN ZON: cescsscantcomewsscigivansesiyenaseentsis 2.218; 2.223; 2.224 

GON OINON ssicesevecsecwcecceussasessvesiuveccussiveesvusewspeeeusqiensroree: 2.105 
Fast Fourier transform ......c.sccccscccsscessseeseesecssctecerseeseeestenens 2.241 
Fast SWACHAOMN: ses cciesiescsicinessccvonsvess cavers mensevesssenvees 2.80; 2.172 
Fatal error 

W&HHiGITOF MESSAGE scssseisnsieevosyerssvsrvecsocevecdsseseacveexesazceress 2:57 


Without error message . oon nOe 


FDA Swrccsexcvcsraseevesiseesacesttentie anv 2297 
PPT sesissvasssonsesrsnegearescesiexeee 2.12; 2.118; 2.138; 2.183 
AMPIitUDE ACCUIACY ......10.scccscecssressstseseenssenseceseeneecesnans 2.245 
Frequency measurement . vee 2.245 
WNPIOMOMALON vic asevesscvecsaxessscsxsisivereceniiee sun mxeceorietantes 2.246 
POST NE FT isvassivseasiessanstannertcaverstsinmasaeeseneeannaaianieies 2.190 
FAGUIIE TIONS swiss vies censecous sctsnvccrverinavvnensaiaeiooevsscoasenvsvvesins 2.245 
SIZO. seo ssaacsnssasanayes 2.191; 2.227; 2.254 
UNASISAM PUNO scvccsscewszecsssassavscwesssvevavenoxeveveeaxceaeveravessses 2.245 
FFT Analysis... + 2.241 
PET GIZG swiss saseuseblciSccav ines piiataededccutcsvsintnscsssvten sale Hea iS Riyiecdy 2.241 
FILE. scsccsnusonsens 2.5; 2.96; 2.98; 2.333; 2.335; 2.346; 2.355 
SHOM LOK scsccvsssecssccsssssusewesszssrecrscctstssecepencemmnecemeens 2.288 
PIE Ect AES Sh ccscsssasivrenageceenapuyiterevrenissesisynisarsasavevasrentrupeiaceen 2.96 
FILES CRG cvsnsssvsssersssveccussssavensenssasacsasesscersonnseaessesonsseasasstoes 2.96 
Filo attriDUtes scscccessszscecssevcesocsomastsuearstanamesssoenaiesuatoraaenarsess 2.303 
FILE DEF scsc0sas - 2.99; 2.376 
FU ONTONSIONS ovis oie vjiscicssscscvensess sesnonivatesasnectecsvavecddnedeeieters 2.299 
FILE INTEAN..... 2.336 
FILE NAME..... «+ 2.346 
FILE panel... we 2299 
Fil@ SOLCCHION.....4...ssecceecsesersseeseecsssseeteneeenenatietscessnacsearaneesenenans 2.35 
PILE+AESS svcssssiesoscasinseazasssiasesnacaraviveatisiaseannessteesvcaenseaeia iets 2.98 
FILES CRG. cccsswccsssssssesscsssossueversapsseestereanrassccstssesspevsgessertezeenene 2.98 
FILE/EPS ..... + 2.374 
FILE/HPGL... 12.374 
FILE/PCX..... w+ 2.374 
FILETPS \vicsniorsssuvivessaveivics +1 2.374 
File-defined filter FILE-DEPF .........csessesssssersessersneeseeeectcenseee 2.297 
FHENAME.....ccecccccseee 2.35; 2.97; 2.99; 2.209; 2.303; 2.311; 2.334 
sib Baia sapiens uaweneden dt aniw aus ema es Texsanauae eae iisrer ie niseis seesenasees 2.352; 2.380 
FILTER.. .. 2.190; 2.200; 2.211; 2.214; 2.226; 2.248; 2.282 
caecunsespcasteniseessie vee 2.290; 2.292; 2.294; 2.295 
AULQNUAL ON isscviveressccsensxeececsseaues saaiissvosseessecsesepeesscesseiutis 2.288 
Parameters... 2.296 
Simulation .... 2.248 
FILTER KOY scscuisvsissssrysvasasxacnsxsswrsnteesnesvenevesausserneuesneterceegeteents 2.3 
PIETER SIM: sucsescesecxepecssvensvevsceresccsevensissssuvaes - 2.183 
First steps (readout of measurement results) ..........000 3.323 
Fitting the option 
AES/EBU-S/P DIF (UPD-B2) .....cscesssssrsssssscccessvssensnesersees 1.6 
Headphone/Speaker Output /Parallel I/O (UPD-B5) ........ 1.9 
High-spe@d (UPD-B) ......0..ssssessrsressseecrecersesreressseerseees ws 
IEC-625/IEEE-488 (UPD-B4) ...cseesssccsecsscsessssesecsceesteraenes 1.8 
Low-distortion generator (UPD-B1)... ils 
FIX (MAX) wocccessssesscceresceccreceesseensconeucscsesereterscneeseres 2.174 
FIX, 1000 scssccscsssccsonswcsixccusspasvecsaxrscsserericcsacsiexseensenice 2.198 
FIX 1000 MS... 2.214 
PUD sas ssccasica cou inedienssyatia icssourtsdetssniasskastenicdcorieteetoeesaosocesve 2.198 
FIX 200 MS.. «2.214; 2.255 
FIX 50 MS... 2.198; 2.214 
FIX .wsssvies «2.155; 2.210; 2.233 
FLAT ss.cxscessaravisresecorsaiaarrevencenoereerniyanvisssacecaaenenen sees 2.40; 2.194 
FEAT. FOP scsvossaxccoseisvvwiaevevedieconataisvronstasvessevuseniceastse 2.242; 2.254 
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Paée 
OAT sc consnoiecisia de san snencuandowinaniie deanvaeddexsaeadicesncoectes 2.66; 2.155 
Floating inputs....... .» 2.154; 2.157; 2.158 
ENE MOGUIAUON scevcecssvscvecseoverzesonevesaasenvecssvavovinvevenseeenerceaxsees 2.238 
FM signal function. v 2.103; 2.146 
FNCT Ch1.........08 ... 2.196; 2.267 
FNCT Ch1&2.... .. 2.196; 2.267 
PING ORO sss cizescuncdivcorsraassesesveosccuesctiocetdrceeaueines 2.196; 2.267 
Fret Settl..... 2.194; 2.200; 2.211; 2.214; 2.215; 2.219; 2.227 
VITRO CIE 2.230; 2.233; 2.239 
FONM Abscess exevaseccsnvcweouscssouvssvssvsevaveenesssevsesasccnueeeese 2.311; 2.355 
FONTIGL. PIG i sicssisoaiessessssacssdeevveivavevvoousaisiacecevess vscinaxsedepdeentiss 2.264 
FrameCol.... séaacepaane OL O 
FREQ vrccesssesssvaniagscoreevncacucnncarmarenesvavarsasssexasteaseaaete 2.111; 2.137 
FREQ CH1.. we 2.178; 2.210; 2.332; 2.346; 2.348 
FREQ Ch2..... we 2.178; 2.210; 2.332; 2.346; 2.348 
FREQ FILE escre oes coussigasvssassvexccnsnmesnenrennmsuniiieae 2.113 
FREQ’ MODE wecsiecessssiecsvesvsesiesien 2.210; 2.233 
FREQ MODE AMS Sel. SWOOP uo... ceeccescsetsctsenesecseeneeeenenee 2.210 


FIGG NOW) esse cscsscasnctsxeoczcosuncocssenthssasxoessanizaniastanaevensiactebenaixe 2.119 
Freg' SOtthisvsscsvcrsenessnssosinomemaeanes 2.194; 2.258; 2.264; 2.265 
FROQUCNGscisosecstsnsessesecorsassuniiesvuesurtaveiyeivaseptoareeavertagveatecees 2.127 
DUET ON CG). acts seinassaccsuitecs usncdadecnaesedssassSansasctsanscustassseixe 2.134 
Modulated sine... we 2.103 
FIOSUNS crvccscvscsssevespeiesivavevgsevessasacersisvanceeerenteavensavescevecie 2.56 
Shift keying.. 2.103; 2.146 
NS 5 vciccassavotacoaaneiacesincaneteaqsascvaienaxeucnsdveraanddeneuasasiaendeess 2.56 
Frequency input 
SINE: sss cavsesssveusczeereerpuvanssineinavesees siserayisemvenzizetessmeseoese 2.115 
ate Si saeahibvaietawesuilevetswevedessns 2.258 
wins 22909 
Digital sevisveswisenaieeeeaset eves 22509 
Frequency measurement WIth FFT .....ccscccsccscsseseeseceeeneeene 2.245 
Frequency mixture 
DED ie cassassccescansnnstnvestneceararectcacavseseasises wessysectedaawecsecesve 2.235 
avs 2232 
FrEQUENCY FESPOMISE MEASUTEMENL........cecsseeeeseesrerseersceeeee 2.12 
Frequency sweep 
BMS SELECT sxcswesscsccsesveccevusesvexcecussesanceasuuveceseessavecsaers 2.205 
Frequency unit 
FREPETONCE VAIUC 0... eeseeeeeseenscseceneeveteseessetenesseeesneeneenes 2.77 
Frequency units........ 2.59 
FONE DANG) veisssscvsosesxeerevevavesnconssravevecisevenseanavecsnvsoeseseveswvoverenves 2.3 
Front-panel keys 2.29 
Frq Bitclock........ .-- 2.80 
Frq Lim Low... - 2.226 
PUGILIT ODD cvccsssecscacosspecpessereteyvaancncncrssesevtdsyanederqs wsascusasverees 2.226 
THONOUS OR ooo ecncdscasiassxzavsarvessaveonestiarbicssssnuecis 2.104; 2.115; 2.132 
ESR essssceccasmnsceusssersvenssveriscstesenesentessasaresesemnai acsnanevewecesvarease 2.103 
Full scale value...... 2.55 
Full screen mode... ed 
FUll-SCAIO VANUO s.ciceincasccescescetcessictesstsscisiacinisvieretscewwaserncanese 2.197 
Full-SCTEGN MOG ..0....0c1ccecceseeeeceeeneeees 2.30; 2.358 
Full-screen mode 3-panel GiSPlay KeY.........::.scssecserencoesenees 2.30 
FUNG GHD csescsassonsinsesnsassanacensdacensseseooe .. 2.332; 2.346; 2.348 
FUNG C2 scsccscessssscessesstecsseanencumecasvassdeeunies 2.332; 2.346; 2.348 
Function 
ANAIVZGN, siessscctecwervirsinenicisevecversesavenntocustar viionseuitedsaisaeses 2.183 
Generator... wo 2.103 
Fundamental secccvorecomseasaviavevexe avenue seetcanexeceastsontansencessezevesteacs 2.220 
THD FN SINAD so sece2ccxscrseseosavedstgsetien pivessavrosee-evceresvasies 2.220 
Fundamental frequency .. ween 21220 
THD MOASUlEMENN isis: iasssexsvassexsicececeeecectsassttvsenseaxseuvees 2.216 
FUNGAMENH ......cceereees 2.219; 2.225 
PUS CG isco ssniecscvnusacconacaceesadnsvanessicdccacsiateenistvesesersuvcssesas dancieadsees 1.1 
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(GRATER ON os sisisnoresaenctonissvasseececcenct eimonatinsons pom tees varanasi 2.192 
Notch filters... 

TELE actos wneideistco staan 

Gaussian distribution.. 

GEN CER wvessscsverescsznre “ 

GEN ROY. sscicvs consats seine speussirconrajeresrsioatieerasesasa bev omeasaay 2.3; 2.61 

GEN TRACK..... 2.189; 2.192; 2.210; 2.219; 2.225; 2.233; 2.335 

GREEN T consi ctecsenvremccomissisromenaeneds Gieaeayaea taeda 2.154 
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BQUPEZOP ING: «ctiorarmcaiensapacsaconsoanewysies staan ga ere poreretrcae 2.307 
SELIG coset ere alovtemcn can proc ica 2.193; 2.305; 2.306 
QO OTN os exnnsisndsivencans:én isd ts aaron pitta axina tebanbteaemer senadainaeeele est 2.61 
AR ANOG xvi cosh vemssinnssisidenscnescaicesodunhsentapinsteirtaanitabranbol spusea 2.147 
Channellss.........secccereeeee 2.65; 2.73 
Olid he) (| ne ed 2.104 
COP TTIIATON, << cases oa sbenveatenesyasneenmnazs poesenstenchige omseerECy 2.65 
Di MaaT icsh sc tess iecczansamtadounaiesaeisxayarsptusvensg Ams sesisoain press -4 2.73 
Frequency offset.. 2.104 
FUNCTIONS .....00000-++ 2.103 
Instuments.... 2.62 
Output level...... - 2.402 
Parallel output.. 9 
S@ttingS..........+-. 2.15 
Signal functions 2.103 
NI oo ccarnaeienoets 9 isdiheunadtssbadiin Lanadiiscavanenieerseesenaeiea pantie 2.107 
Generator tracking 
PUriCerpO eal TID xc etccvensserroiesinsewcrnnnrceninsescn 2.216; 2.219 
Normalization of a trace. 
Notch filter frequency..... 
GENTRACK 
AMS MEaSUTEMENT SPCOU.......s...ceceerserseeeerseesees 2.199; 2.202 
Geometrically symmetrical bandwidth RMS sel.. sexes ee. 
EBRFAAIING ic cneot oceans bene eapnsc ak no saps onncumaannne dolenvrpeisabauieys 2.394 
GIB DS DESMO CII Scciicsscsscnanesascvivecunaesastnietehiscsbevscists hime 2.213 
CETTE die casa nar oe cgepce eevee sk wasn oncannennastdfit eeononagaparee 2.5; 2.30 
Graphical display 
DIME TGR BON BTIBINE swarveesexermensvesngnosnceneastasceucininset sepia’ 2.234 
MOD DIST measurement. 2.231 
THD measurement........ 219 
Graphical result GISPIAY .......::.sccccccscenetsersareensesssecereerenesscees 2.329 
Graphics Display 
CMOP SQ ACIDE sissies toseitsaciakvmntecnnenneetsiesea tetas 2.396 
TED TMEE WIN COW cect <cesiceseacy covsnaazisoccadaurenis tuncantoes ayers canna 2.29 
GROUND 
NE a ee Rarer on Pe eee Le 2.155 
DOR GTAION 5 suas dies sssicnces nee cau nassen oan eames 2.66 
(GIO OGUAY, sieananoses cana nswiieesexsvesainsonns 2.152; 2.333; 2.346; 2.348 
OTOUDY Ob SGC S serves sasssisisg conven sgn: vane Gi SAE TST ante Vy pace 2.328 
GROU BT OF WRG OB sac sscisynxcsnonkstbiesutnecpenstvndansi pins tencoesenss 2.305; 2.332 
ERE OPYOR OG xcs ones cscticatorretanven seesaw 2.3; 2.373 
HAMMING.... - 2.242; 2.254 
eeehiva 2.392 
paoameael 2.242; 2.254 
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Fee 
FSGS “CET INE oo va 25 doe eortiviostntestaoquemonne egy shfexovbianasibudvenesown 2.34 
Help for Graphics SOPKCYS .........-.-sccsscssetserenssesessenencenssesees 2.53 


Hex display of measurement FeSUltS..........ceccecseereerssereeseeee 2.55 
HIGH 

Cg 4 TOR ememtnnere ies tine meee |e) Pent a. 2.170 

IE PNON pact asc catanesspupshencaalonnns oben taney 2.80; 2.84; 2.168 
FG ete II Daeg ated sachsen ones nu rks mcacambiepoeibe spears 2.290 
High-level time for SINE BURST........--::ssceeescesecsscerenseees 2.123 
Histogram 

Ls 5 See eee Beal Le ee ere 2.216; 2.230; 2.233; 2.236 
PPI PaPoa beard acc a eee pa agcivas grasa mann n pagans hos 2.342; 2.343 
HOLD........ . 2.332; 2.336; 2.346 
aE OT iso rcatpe raps as es Sao asad co Wawves balooespagncgecseatoushiioee 2.374 
(fit (AG Clg (2 | Sia ast ee etpeor th pre oe Ree me ana ee 2.385 


IEC/AEEE bus 

AEN assis scorn snscioelech aaa ob husstisanina dieip eh gapgeerea ane eS 2.391 

Connection ... 

Connector........ 

interface........... 

functions... 
messages ark 

ECE OS ORION cs sev on nasicconut thaveatisdeeansvnnveanasanwebtiecee 3.329 
IEC-bus 

NED ia scrsneeews asst nbsiand Lok vives kc bemmrenens kasins obese SASF STAN 3.3 
FAG Rc aco ccc ca aaspapntistssansls ves cen peas Se Seen 2.345 
Impedance 

Analyzer .... 2.154 

Generator............ 265 
Implementing the FFT....... . 2.246 
Individual channel setting .. 2.408 
BRD ISD hia sa bg laces ce eatncon carne eonea alka: sgeisonsoak 2.303 
Lg) OMI Lc! < Reo Nope ee em me eta CO SDF Feel caeree Fe ee 2.303 
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Automatic Control of the 
UPD with R&S-Basic 


Important note: The software described below 
can be obtained as an accessory for the UPD 
with the designation UPD-K1 and is not 
supplied with the UPD. 


1.Use 


Executing frequent test sequences in a fast and 
repeatable way, summing up the results and 
creating a valuable documentation, these are the 
applications of the automatic UPD control with 
R&S Basic. These automatic complete 
measurements, consisting of generator and 
analyzer functions of the UPD, are used for entire 
characterization of instruments and components 
in production or in the test shop and for ensuring 
and monitoring the characteristics of operating 
and transmission devices. 


A universal automatic control for the automatic 
complete measurement does not only have to 
control the instrument functions, but must also be 
able to evaluate the measurement results and 
branch in the program. Besides, operator 
prompting with confirmations and indications is 
expected. Furthermore, synchronization with a 
time base or external events may be required. 
Thus, some programming is sometimes required, 
but it should be as easy as possible. Therefore, a 
complete BASIC interpreter with optimally 
integrated commands is used for operation of the 
measuring instrument. A simple keystroke 
permits to change between normal operation of 
the measuring instrument and BASIC. The 
command extensions for the instrument control 
feature the same structure as the IEC-bus 
commands, which in turn comply with the 
international SCPI standard. For reasons of 
speed, however, the SCPI short form is always 
used. 


1.1 Scope of Functions 


The UPD provides about 600 elements of 
operation (ie functions in the programming 
language) and almost that much key words as 
parameters. Therefore, not only the users who 
actually do not want to be involved with 
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the integrated program generator. Every input —» Ave “/ 
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via front panel or keyboard for setting the UPD is 
recorded in logging mode and added to the 
program as a complete program line! Simple test 
sequences are thus completely programmed 
without having typed a single line. There is no 
need to check the correct syntax, the created 
program can be easily read due to the standard 
SCPI notation and can thus be easily modified 
and supplemented. 


R&S Basic with easy to handle IEC-bus 
commands that are optimally incorporated into 
the syntax can also control further IEC-bus 
devices without the need for an external 
controller. Likewise, it is easily possible to 
operate the serial interface and write and read 
files for connection with peripheral devices or 
other programs. 


For graphical output, BASIC can fully make use 
of the UPD software: Graphs with sophisticated 
scaling and labelling, bargraphs, bargraphs with 
trailing pointers, all of them also with automatic 
scaling depending on the measured value, are 
still available. In addition, the graphics commands 
belonging to Basic can also be used. 


—_ If the UPD is to be controlled by an external 
controller in a test system, two REPLACE 
commands can be used to convert all UPD 
IN/OUT instructions into IEC commands ( IEC 
IN/OUT). This constitutes the basical program for 
controlling the UPD. 


1.2 Preparation for Use 


The floppy disk supplied permits to install the 
automatic control with R&S Basic on the UPD. 
For this purpose 

e Switch off UPD. 

e Connect external keyboard (compatible with AT) 
to the UPD. 

e Switch on UPD. 

Quit the UPD program by pressing the keys 
"SYSTEM" and "ENTER" ( front panel) or "Strg 
F9" and ".!" (external keyboard) 

e Insert UPD CONTROL floppy (Automatic 
Control). 

e Enter "A:" and "!" to change to drive A. 

e Enter "ACINST" and "" after the prompt A:>. 
e After the installation, take the UPD CONTROL 
floppy disk out of the drive. 

ed e Enter "C:" and "1" to change to drive C. 
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Important note: The Automatic Control UPD- 
K1 assumes the UPD software version 2.0 or 
greater. If an earlier version is installed, « 
ACINST will output an appropriate error 
message and request reinstallation (see UPD 
Manual 1.3 Reinstallation of the UPD 
Software). 


Subsequently, a memory model for Basic can be 
selected by calling UPDSET. The user indicates 
how much memory he wants to reserve for the 
Basic program and Basic data (variables). Since 
the UPD cannot simultaneously be remote- 
controlled via the IEC bus and the automatic 
control, the user must choose between the two 
possiblilities by means of UPDSET. The files 
CONFIG.SYS and UPD.BAT are thus changed. - 
UPDSET contains a menu through which the user 
is guided. 

e Enter "UPDSET" and "1" after the prompt c:>. 
The operating mode selected is maintained even 
after the instrument has been switched off. 


To estimate the required memory, the following 
rough values are given: A typical Basic line 
requires about 25 bytes. 13k program memory is 
thus sufficient for about 500 lines or 10 pages of 
program. The remaining empty memory can be 
polled in Basic with FREE(1). -A variable in Basic 
requires about 15 bytes (depending on the length 
of the name), and a field with floating-point 
numbers requires 8 bytes for each index. 
FREE(o) indicates the remaining storage area. 


The memory should not be oversized, since the 
program may be limited in its speed from a 
certain size onwards (see also Appendix 
UPD/Basic memory management). If the 
preselected values are not exceeded, the UPD 
operates at full speed. 


In the case of first installation, the UPD must boot 
anew; otherwise this is only necessary when the 
memory model is changed. UPDSET can also be 
called in order to inquire about the currently 
active memory allocation. If the UPD is to operate 
again as a measuring instrument controlled 
externally via IEC bus, UPDSET can also be 
used to return to this mode. 


1.3 Operation 


In the following, a distinction is made between 
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Basic and the UPD program, the latter including 
all routines except Basic (i.e. the test, readout, 
graphics output and input routines). 


1.3.1 Connection Basic-UPD 


The function key F3 switches between the UPD 
and the Basic input mode. If Basic is in the input 
mode, the fields for output of measured values 
appear at the upper edge, irrespective of whether 
picture graphics is selected in the UPD or not. 
The field below down to the softkeys is available 
to Basic. When returning to UPD operation, the 
panels are first completely built up again in order 
to exactly indicate the instantaneous settings, 
since they may have been changed from Basic. 
Basic becomes inactive, but its last status is 
maintained. 


While Basic is waiting for a line entry (as after 
pressing of the "."-key), the UPD program 
continuous to run in the background, and the 
measurement results are indicated. The effects 
produced by the settings made by Basic can thus 
be observed immediately. 


Possible error messages after pressing of the F3 
key: In the case of the message "stringx.sys 
device driver not loaded", Basic has not been 
installed correctly, with "memory not available" a 
memory size has been selected with UPDSETfor 
which the available space is not sufficient. 


1.3.2 Logging Mode 


The function key F2 switches the "logging mode" 
on and off. The respective mode is indicated in 
the bottom right corner above the softkeys. In the 
case of "on", all entries used for setting the UPD 
are appended to the Basic program as command 
line. After switching to the Basic mode, these new 
lines are displayed automatically and can be 
modified, if necessary. 


The Basic commands for automatic control of the 
UPD differ only slightly from the commands for 
remote control via the IEC bus. The program can 
easily be converted into the other commands 
using the Basic command REPLACE (e.g. for 
controlling the UPD using an external controller). 
See also UPD-specific modifications of the Basic 
manual, paragraph REPLACE. 


1.3.3 Basic Extensions 
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w R&S Basic for the UPD is extended by the 

following commands (they are described in detail 
in the following). For comparison, equivalent [EC- 
bus commands are indicated in parentheses. 
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UPD OUT <string> ( IEC OUT <adr>, <string>) 
UPD IN <string variable> (IEC IN <adr>, <string variable) 
( lEC LAD<adr>:IEC GTL) 

UPD BLOCKIN <array variable> 

UPD BLOCKOUT <array variable>, <count> 


UPD OUT <string> 


transfers a string (constant in quotation marks, 
variable marked by $ or string expression) to the 
UPD program. 
Example: 


100 UPD OUT "SOUR:FREQ 1000HZ” 
sets the frequency of the generator. 


The syntax of the strings is summed up further 
below. 


UPD IN <v>$ 


accepts a string from the UPD program. This 
may be a measured value, a block of measured 
values or a polled setting. What is to be read in 
must be indicated before by means of a query 
provided with a question mark. 
Example: 


100 UPD OUT "SENS:DATA2?" 
110 UPD IN A$ 


applies the measured value of the 2nd channel to 
variable A$ for further processing. 


UPD GTL [B | U] 


Switches back to UPD mode under program 
control. 


Without parameters given, the UPD input mode is 
selected again (as with the F3 key in Basic mode 
or the EXIT instruction). Pressing of the F3 key 
permits to return to Basic again. However, Basic 
remains in the RUN mode (contrary to first 
pressing of the F3 key or EXIT) and continues the 
user program with the line following UPD GTL 
after pressing the F3 key. 


The appended "U" temporarily switches to the 
UPD mode in order to build up all displays, in 
particular the graphics window set and the 
trace(s) or FFT. However, no entries can be 
made in the panels. Basic also remains in the 
— RUN mode, only waiting for entries if intended in 
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the program. This is illustrated in the following 
example, where the Basic program is only 
continued after the user has pressed a key: 


100 UPD GTL U :’ Update graphics 

110 PRINT "Press any key to continue...” 
120 INKEY A$ 

130 IF A$="" THEN 120 


970 UPD GTL B :' Restore Basic screen 
980 END 


The "B" as parameter permits to restore the Basic 
display to the status visible before calling of UPD 
GTL U. 


If the Basic program is stopped or aborted by 
means of a STOP instruction or by pressing the 
Untbr. key (together with the Strg key), the F3 key 
acts differently when switching back to Basic 
mode, depending on the GTL parameter: After 
"B", the Basic display is restored, "U" restores the 
display built up after RUN (e.g. with UPD 
graphics output). 


UPD BLOCKIN <array(i)> 


Loads block data (ie lists or series of 
measurements) from the UPD program into a 
data field (indexed variable) for further 
processing. As with UPD IN, a query must 
indicate before what to read in. The number i 
indicates the index starting from which the first 
value of the block is stored. The length of the 
complete list is always used, which is why the 
data field must have been defined large enough 
before with DIM. 


Examples of block_commands: 


90 DIM A(200) 

100 UPD OUT "sour:list:freq?” 

110 UPD BLOCKIN A(0) 

120 UPD OUT "sour:list:freq:poin?” 
130 UPDIN A$: Count = VAL(A$) 


for transferring the data from the UPD to Basic 
into the field A( ) and the current length to Count. 


UPD BLOCKOUT <array(i)> [,n] 
Stores block data (like UPD BLOCKIN) ina 
reserved communication area of the UPD so that 


they can subsequently be transferred from Basic 
to the UPD program using a UPD OUT "...." 
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command. Possible applications are the transfer 
of lists or values for subsequent graphical 
representation. 

The index i indicates the value starting from 
which the data field is transferred. n determines 
the number of values; without this value, the size 
defined by DIM is used. 


Example ( note the sequence): 


100 UPD BLOCKOUT a(0),20 
100 UPD OUT "trace tract” 


for transferring the data from Basic to the UPD, 
e.g. for graphical display. 

2. Differences from the IEC-bus 
Syntax 


The syntax of the SCP! commands ( strings ) is 
basically the same as the one used for IEC bus 
control(see UPD IEC-bus description), except for 
a few differences: 


1. Only the short form is always accepted (in 
general 4 letters indicated in upper-case notation 
in the description). 


a 2. The suffix 1 ( equivalent with the case without 
suffix) must be omitted with the headers, but not 
with the parameters. 

Example: 


10 UPD OUT "inp:type bal" 
not 
(10 UPD OUT “inp1:type bail") 
but 

20 UPD OUT “inp2:type bal” 


30 UPD OUT "inp:sel chi" 
not 
(10 UPD OUT "“inp:sel ch") 


3. Optional key words ( in square brackets [] in 
the description ) must not be used. 


3.6. Only the following "*" commands are 
currently available: *RST and *WAI. 


3 UPD specific Modifications to the 
Basic Manual 


There are only little modifications to the supplied 
standard Basic manual resulting from different 
conditions. In the part of the manual depending 
ew on the computer, the Basic manual of the version 
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for the controllers PSA and PAT is valid. 


Softkey labelling and function keys 
Compared with the standard Basic manual, the 
function keys are shifted by 4 keys, because F1 
to F4 are assigned different functions in the UPD. 
The softkey labelling has been adapted 
accordingly for the UPD. Switchover between 
alphanumeric and graphics mode ( F8) is not 
provided in the UPD. 


BYE 
is a synonym for EXIT; description see under 
EXIT. 


COLOR 
should not be modified in order in order not to 
affect the UPD graphics output. The colors are 
assigned as follows: 


Pen UPD color mode UPD b/w mode 


0 white white 
(background) 

1 black dark-grey 
(preselected color) 

2 white grey 

3 red black 

4 grey grey 

5 yellow light grey 

6 black dark grey 

7 yellow dark grey 

8 grey black 

iS) green black 

10 blue black 

11 green black 

12 yellow dark grey 

13 dark green dark grey 

14 black black 

15 black black 

COPYOUT 


is not supported. See GSAVE "LPT1". 


EXIT (synonym for BYE) 
leaves the Basic mode and returns to the UPD 
input mode and not to MS-DOS. 


GSAVE on LPT 
is not supported. Instead, the HCOP:DEST <> 
remote-control command should be used for 
printed output of the display. 


HELP 
is not supported as a command; instead, the F1 
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key permits to ask for context-related help if the 
cursor is positioned on a key word (not yet in 


~ UPD Version 2.0). 


HOLD 
Note: During the wait time, the routines are not 
continued; therefore, with long times, it is better 
implemented with a loop with TIME. 


REPLACE 
In order to allow for the comma to be also 
contained in the REPLACE command as part of 
the string (and not as separator between the new 
and the old string), it can be used with preceding 
backslash (\,) within the string. Example1: 

old program: 


100 UPD OUT A$ 


REPLACE UPD OUT, IEC OUT 20, 
new program: 


100 IEC OUT 20,A$ 


Example2: 
old program: 
100 IEC IN 20, AS 
REPLACE IEC IN 20\,, UPD IN 
new program: 
100 UPD IN A$ 
SCREEN 
is not supported; SCREEN 18 ( VGA mode with 
16 colors/grey shades) is always set. 
SET 
The color of the pen is selected from the colors 
described above under COLOR. 
SHELL 
is only supported with restrictions, since the 
remaining memory of approx. 60 bytes is too 
small; the MS-DOS command interpreter together 
with the program called must not exceed this 
memory size. However, this is the case with the 
internal and a few external MS-DOS commands ( 
dir, del, md, cd etc, see MS-DOS manual). 
VIEWPORT 
The upper limit for y2 should be 294 so that the 
— upper field remains vacant for readout of the 
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measured values. In principal, there are no 
restrictions to the Basic graphics commands, it is 
up to the user whether the area used by the UPD 
graphics is overwritten. 


WINDOW 
The preselected values are 0,639,0,293. 


ZOOM 
is not supported 


4. UPD/Basic Memory Management 


Since the memoy available to MS-DOS programs 
is limited, the overlay technique is used in the 
UPD program. Furthermore, Basic requires 
memory for the user program and its data 
(variables). These memoryareas are assigned the 
parameters 

-bp<n> for the program memory and 

-bd<n> for the data memory. 


Example: 
upd_ui -bp16 -bd8 


reserves 16k main memory for the program and 
8k for the data, Basic itself needing about 3k for 
its own management. 


The minimum values are about 8k program and 
4k data. Basic can manage a maximum of 64k. 
However, with a size of about 2 times 32 k, the 
overlay memory for the UPD program is 
decreased, reducing the program speed. More 
detailed specifications are not possible, since the 
available total memory, which may be occupied 
by resident programs and device drivers, may 
vary to a great extent. 


The memory management of the UPD program is 
to be briefly explained in the following so that an 
expertized user can optimize his own 
configuration. The program and data memory 
used for Basic is first reserved in the UMB area. If 
this is not possible (because the line 
DOS=HIGH,UMB is missing in the CONFIG.SYS, 
or too may other programs have been loaded into 
this area by LOADHIGH or DEVICEHIGH), the 
space in the conventional memory (below 640k) 
is used. If the remaining memory for the UPD 
program becomes too small then, no memory is 
reserved for Basic at all. The attempt to switch to 
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Basic then produces the error message "not 
enough memory for BASIC". 


If space in the conventional memory is to be 
used, the overlay memory is decreased. The 
UPD program may be restricted in its speed from 
a certain size onwards, which also depends on 
the memory required by other resident programs. 


When executing Basic, other instruments can 
also be controlled via the IEC-bus interface. In 
this case, the UPD is the system controller via 
Basic, ie it can no longer be remote-controlled by 
an external controller. The parser program 
UPD_IEC.EXE is no longer needed and must not 
be loaded any more when starting the UPD. 
Instead, Basic requires the following device 
drivers: 


STRINX.SYS as Basic editor 

IECX.SYS as IEC-bus controller 

GRAPHX.SYS _ for the Basic commands for 
graphics output 

BEEPX.SYS for audio outputs. 


The user need not be familiar with the details, 
because, with the program UPDSET described in 
ew 1. he is automatically supplied with the 
CONFIG.SYS to be used and the associated 
batch files. 
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1. Introduction 


Being faced with a wide variety of standards and manufacturer's specifications, test engineers may often 
find it difficult to keep track of necessary audio measurements. This is aggravated by the fact that modern 
audio analyzers offer a multitude of settings. This application note serves as an aid offering a collection of 
typical setups that make it possible to get started with measurements immediately. In addition, information 
is given on associated standards, on the adaptation of the setups to specific measurement tasks as well 
as on the evaluation of results. 


2. Purpose of Setup Collection 


A variety of measurements is performed in audio engineering in order to ensure transmission quality. 
There is a vast number of standards defining measurement conditions, and the wide range of 
measurements to be performed is further expanded by manufacturers’ specifications. With the widespread 
digital audio techniques, new sources of error and consequently new demands on the measurements are 
additionally created. An audio analyzer suitable for all these tasks will, therefore, incorporate a multitude of 
functions, resulting in a correspondingly large number of settings. 


This application note is to help test engineers using Audio Analyzers UPD and UPL for the first time. It 
presents setting examples for all basic audio measurements and thus allows measurements to be 
performed with UPD and UPL immediately. For each setup, information is given on the type of 
measurement and underlying standards, and on how to modify the graphic display and interpret results. 
All setups described here are stored on a floppy disk available from your local Rohde & Schwarz 


representative. Where appropriate, separate setups for use on analog and on digital interfaces are 
presented. 


3. Notes on Setups 


3.1. Installing the Setups on Audio Analyzer UPD or UPL 


Installation of the setups on Audio Analyzer UPD or UPL is made by means of an external keyboard. 

The installation floppy contains the file SETINST.BAT, which must be loaded from the MS-DOS interface 
of Audio Analyzer UPD or UPL. Directory C:\UPD\SET_EXAM or C:\UPL\SET_EXAM is to be generated 
and all setups copied into this directory. The setups are organized in four subdirectories according to their 
interface configuration. 


To activate the setups, Audio Analyzer UPD must have firmware version 3.02 installed, and Audio 
Analyzer UPL firmware version 1.01 or higher. 


Many measurements, mostly those at analog interfaces, can be performed with the UPD or UPL basic 


ROHDE&SCHWARZ 


Paul Chrisman-SETUPS.DOC | 


model. All measurements on digital interfaces require Option UPD-B2 or UPL-B2 (Digital AES/EBU 
w Interface). Where further options are required, appropriate information is given in each case. 


3.2. 
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Structure of File Names 


All setups are in the form of “actual setups". This means that, in contrast to "complete setups", the setups 
described here contain only the settings for the analyzer/generator used for a specific task and the related 
settings for the DISPLAY, FILE and OPTION panels. The advantage is that these setups are loaded in a 
considerably shorter time than complete setups, which contain all UPL/UPD settings. 


To make it easier to find a required setup, the file names are organized according to a defined structure, 


which is described below: 


Fre: 


Ol: 


SAC: 


3.3. Basic Settings 


FFFDS_OI.SAC 


The first three or four characters describe the measurement function, 
for example: LEV = level measurement, PHA = phase measurement, 
THD = distortion measurement, etc 

"D" placed after the measurement function stands for difference or deviation, 
for example: PHAD = phase difference, LIND = nonlinearity 

"S" indicates a swept measurement, 
for example: LEVS = measurement of level versus frequency 
(frequency response), THDNS = THD+N value versus frequency 

These two characters describe the analog and/or digital interfaces used. 


Possible combinations are AA, AD, DA and DD. 
This extension identifies the actual setups. 


Although the setups can basically be used on both UPD and UPL, separate groups of setups were 


generated for this application note to utilize the instrument functions optimally. 


The basic settings for the analog inputs and outputs are as follows (see Fig. 1): 

Both the generator and the analyzer channel are active. The balanced XLR connectors with minimum 
generator impedance or maximum analyzer impedance are used. 
All input and outputs are floating. The autorange function is on. 

Frequency sweeps are normally logarithmic from 20 Hz to 20 kHz, the OPERATION parameter in the 
DISPLAY panel is set to CURVE PLOT, the x axis is set to automatic scaling, the y axis is set to fixed, 
commonly used values. 
Voltages are mainly indicated in V; the generator output voltage is set to 1 V. 


Distortion and intermodulation are indicated in dB. 
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GENERATOR 
INSTRUMENT ANALOG 


a INSTRUMENT 


Chanmnel(s) 2 = 1 - Min Freq 
- Output BAL - Ref Imped 
- Impedance 10 - Channel (s) 
- Max Volt 12.000 VU - Input 
- Ref Freq 1000.0 Hz - Impedance 
- Ref Volt 1.0000 V - Common 

- Range 

FUNCTION — SINE 
- Frq Offset OFF a START COND 
- Low Dist OFF - Delay 
- DC Offset OFF 
- Equalizer OFF a INPUT DISP 
- SWEEP CTRL OFF 
- FREQUENCY 1.0000 kHz s FREQ/PHASE 
- VOLTAGE 1.0000 VU 


= FUNCTION — 


ANALYZER 


ANLG = 22kHz 


600.00 
22 4 
BAL 

200 KR 
FLOAT 
AUTO 


AUTO 
0.0000 s 


OFF 


OFF 


RMS & SVN ¥ 


OPERATION 
- Scan Count i 
- User Label OFF 


TRACE A — FUNC CH1 
- Unit dBr 
- Reference VALUE: 
1.0000 V 
- Scale MANUAL 
- Spacing LIN 
: Top 10.000 dBr 
Bottom -10.00 dBr 


TRACE 


- Scale B 


a X AXIS —— 


DISPLAY 


URVE PLOT 


FUNC CH2 
EQUAL A 


B— 


vVTERFSICE S 
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ww Fig. 1: Basic settings for analog interfaces 
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The basic settings for the digital inputs and outputs are as follows (Fig. 2): 
Both channels are active. The generator supplies 24-bit words, the analyzer evaluates 24 audio bits. 


The sampling frequency is 48 kHz; the professional format to AES 3 is used. The digital pulse 
amplitude of the generator is 1 V at the BNC outputs; this corresponds to 4 V at the XLR connectors. 
Levels are mainly indicated in dBFS; audio signals are mostly generated with a level of -20 dBFS. 
GENERATOR ANALYZER DISPLAY 
a INSTRUMENT DIGITAL u INSTRUMENT DIGITAL OPERATION 
- Src Mode AUDIO DATA - Meas Mode AUDIO DATA - Scan Count 1 
- Channel(s) 2 = 1 - Min Freq 10 H - User Label] OFF 
- Unbal Out AUDIO OUT - Channel(s) BOTH 
- Cable Sim OFF - Input BAL (XLRI |= TRACE A — FUNC CH1 
- Sync To GEN CLK - Sync To AUDIO IN - Unit dBFS 
- Sample Frq 48 kHz - Sample Frq 48 kHz - Limit Ref VALUE: 
- Sync Out GEN CLK - Audio Bits 24 
: Type WORD CLK 
- Ref Out REF GEN a START COND AUTO 
- Data ALL ZERO - Delay 0.0000 s 
- Audio Bits 24 Bottom -10.00 dBFS 
- Unbal Upp 1.0000 VU a INPUT DISP OFF 
- Bal Upp 1.0000 VU a TRACE B — OFF 
- Max Yolt 1.0000 FS a FREQ/PHASE OFF 
- Ref Freq 1000.0 Hz » X AXIS — 
- Ref Volt ©.0000 dBFSv |= FUNCTION — RMS & S/N v |- Unit 
Fig. 2: Basic settings for digital interfaces 
Basic settings in the FILE and OPTION panels: 
C:\UPD\SET_EXAM or C:\UPL\SET_EXAM is entered as working directory. 
The parameter link function is activated, it takes on the parameters of the function concerned. 
Hardcopies are generated on the default printer. External monitors, if any, are served. 
The lines with the most important settings are marked in each panel and can be displayed in the STATUS 
panel in addition to the graphic display. 
The basic settings can be adapted as required for a specific measurement task. To this effect, the setup in 
question must be loaded and the desired changes made in the respective panels. Then the setup is to be 
stored under the same name or a user-defined name. 
3.4. Notes on Measurements 
For each application, the measurement conditions and procedure in accordance with the relevant 
standards are described. In addition, information is given on the purpose of a measurement and on 
expected results. 
Under "Graphic display", the representation of results is described. The user will find hints on how to adapt 
the display to his specific requirements. Description of the setups includes modifications of measurements 
for the purpose of adaptation to specific measurement tasks. The user can thus generate, from the setups 
given here, any setups to suit his requirements. Any information relating to commands or command lines 
of UPD/UPL are in italics in this application note. 
3.5. Standards 
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Most of the measurements described in the setups given here are defined in DIN IEC 268, "Sound System 
Equipment, Part 3: Amplifiers". This standard defines the measurements to be made on amplifiers for 

~ professional and domestic applications. The standard, however, refers to equipment with analog 
interfaces only. 


As regards components with digital or analog and digital interfaces, many measurements are the same as 
for components with analog interfaces, but with digital interfaces effects will occur that call for modified or 
extended measurements. This is taken into account by AES 17, "Measurement of Digital Audio 
Equipment". 


Wherever possible, the setups described here are in line with the above standards. 
3.6. Nominal Conditions - Standard Test Conditions 


Basically, the nominal conditions defined by IEC 268 are to be observed in all measurements. These 
conditions essentially include operation of the equipment in accordance with the intended use, ie 
observance of the operating temperature range, appropriate power supply, etc. 

The standard test conditions define the conditions under which measurements are to be performed. For 
example, the amplitude frequency response of an amplifier is to be measured at 10 dB below the full-scale 
amplitude since it is assumed that the level of commonly used speech or music signals will on average not 
exceed this level (see IEC 268-3). 


As an important point, the correct input and output impedances at the DUT must be observed. In 
professional sound-studio measurements, power matching has been in use for a long time - this means 
the same impedance (usually 600 Q) at the source and load -, voltage matching is preferred today. In the 
- latter case, the source is operated at a low impedance (<30 Q) and the load at a high input impedance 
(>20 kQ for balanced lines, >100 kQ for unbalanced lines). The setups described here use voltage 
matching. However, if for example amplifiers intended for operation with loudspeakers are to be 
measured, appropriate load resistors must be connected to the outputs as otherwise the high input 
impedance of the measuring instrument would not reflect the true operating conditions of an amplifier. 


4. Linear Distortion Measurements 


4.1. Amplitude Frequency Response 
Definitions and test conditions: 


Measurement of the amplitude frequency response is the classic measurement task. Since this type of 
measurement is much more frequent than phase frequency response measurement, it is often described 
simply as the frequency response. 

The frequency response of amplifiers is measured in accordance with DIN IEC 268-3 at 10 dB below the 
full-scale amplitude by sweeping an input signal of constant level over the frequency range. The output 
level is plotted against the frequency. 

With digital components, the frequency response is measured in accordance with AES 17 at -20 dBFS. 
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Graphic display: 


In accordance with IEC 268-1, the frequency response is represented by displaying the rms output level in 
dB along the frequency axis using a logarithmic scale. The x- and y-axis scalings should be chosen such 
that a frequency decade corresponds in size to a level difference of 50 dB (10 dB and 25 dB are also 
permissible). As with modern audio equipment, level differences are often very small, the scalings stated 
above may sometimes not be appropriate for revealing the fine structure of the frequency response. In the 
setups described, therefore, the y-axis has been scaled for +10 dB, which more closely reflects practical 
requirements. 


If the set y-axis scaling is inappropriate or if results are outside the displayed range, it is best to switch 
from MANUAL to AUTO ONCE in the SCALING line in the DISPLAY panel. As a result, the graphic 
display on Audio Analyzers UPD and UPL will be scaled such that, after a single sweep, all results are 
represented on the display. 


IEC 268-1 defines a reference frequency of 1 kHz for the level values. This applies however only to analog 
systems. In accordance with AES 17, a reference frequency of 997 Hz is to be used for digital as well as 
analog and digital systems. 


Notes on measurements: 


The amplitude frequency response can be measured in different ways with Audio Analyzers UPD and 
UPL. The differences are described in detail in the following. 

In both cases, levels are represented in dBr. The user must, however, refer levels to 1 KHz or 997 Hz. 
This is easiest done by placing a cursor on the reference frequency (select cursor in GRAPH panel) and 
by transferring the cursor value into the Reference line in the option window of the DISPLAY panel (see 
Fig. 3). Depending on the test points selected, it may not be possible to place the cursor precisely on the 
reference frequency. In most cases it will however suffice to place it on an adjacent point. If there are large 
variations of the frequency response in the vicinity of the reference frequency, interpolation has to be 
performed or the point determined exactly by way of measurement. 


4.1.1. Sweep Measurements Using Signals from UPD/UPL Generator 


Setups: LEVS_AA.SAC LEVS_AD.SAC 
LEVS_DA.SAC LEVS_DD.SAC 


This measurement is the standard measurement, as it were. The generator supplies a sinewave signal 
which is swept logarithmically at a constant level over the frequency range 20 Hz to 20 kHz. The rms 
output level of the DUT is measured and displayed graphically. 


The above setups provide for a sweep with 50 frequency points. The set measurement speed is 
GENTRACK, ie the analyzer adjusts the measurement time for each point to the cycle time of the 
generator signal, which results in very high measurement speeds. 


10 
1GA36_1E.DOC ROHDE & SCHWARZ 


| Paul Chrisman - SETUPS.DOC ~ 


N RNS GEN RUNNING 
CHtY 1.0810 OFF OFF Sur eeHATED 
cH2| 0.7486 OFF ce 


DISPLAY o(X) o(B) 

u OPERATION CURVE PLOT S515 dpe 

- Scan Count 1 VALUE: 

- User Label OFF Max : us “Hz 

RE mee 

J TRACE A — FUNC CH1 » CURSOR a aegelh ade spfe Pe gehab Ge eta i pe ee fsallbck eb soto 

- Unit OTHER TRACE |F a : al 

- Reference aH MEAS CH1 
: MEAS CH2 

- Scale GEN TRACK 

- Spacing LIN FILE 

Top 10.000 dBr|ie) A) 

Bottom 


Sacer 


WV TRACE B — FUNC CH2 
- Scale B EQUAL A 


\ 0 ; ss i 


50 100 500 1k 2k 5k 10k 


aX AXIS — FE 


Fig. 3: Display of amplitude frequency response; the reference value 
is transferred by means of the cursor function 


4.1.2. Sweep Measurements Using Signals from External Source 
- Setups: LEVSE_AA.SAC LEVSE_DD.SAC 


Measuring the amplitude frequency response of a two-terminal DUT, eg a CD player, is not possible by 
means of the UPD/UPL generator. Such measurements are performed using a stored test sequence (eg 
from a test CD). To determine the test points, the analyzer measures not only the level but also the 
corresponding frequency of the test signal. With UPD/UPL, this is done by means of the external sweep 
function, which is selected under START CONDITION in the ANALYZER panel. 


In the setup described here, the parameters of the external sweep were selected for use with the UPA-CD 
test CD from Rohde & Schwarz. Measurement values are collected on a specific frequency change 
detected in input channel 1. The FRQ FST CH7 function used here makes for very fast frequency 
measurements but requires clean signals. When making measurements on signal sources with high noise 
content (eg cassette recorders), the slower FRQ CH7 measurement function must be used instead. 

In this setup, the frequency response between 20 Hz and 20 kHz is determined with the frequency points 
spaced 5%, ie after a frequency change of 5% referred to the input signal a new level measurement is 
started. 


The first test point is recorded when UPD/UPL for the first time measures a frequency higher than the set 
START frequency; the measurement sequence is terminated when the STOP frequency is attained. To 

ensure that the sweep function from the test CD is recorded right from the start, the sweep function must 
be activated on the analyzer by pressing the START key before the test sequence for the DUT is started. 


The setups provide for frequency response display only for channel 1 since the test CD supplies a single- 
channel signal. By activating channel 2 in the ANALYZER panel and TRACE B in the DISPLAY panel, the 
second channel too will be displayed. 
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For standardized measurements of the frequency response of CD players, it is necessary, as an initial 
step, to measure for both channels the rms output voltage of the CD player while playing the signal with 
ad the recorded reference level (at 1 kHz, track 1 of test CD) and store the results as reference values for 
both channels (DISPLAY panel, Reference line). To this effect, the scaling for channel 2 must be set to 
NOT EQUAL A and the reference value for Trace B entered separately. 

Please note that the frequency response for each channel is thus referred to the level at 1 kHz. Any level 
differences between the two channels will not be recognized from the frequency response traces. 


For detailed information on this type of measurement refer to Application Note 1GA12_1E, "External 
Sweep and Adaptive Measurement of DUTs with Extreme Transients Using Settling Function of UPD" 
available from your Rohde & Schwarz representative. 


4.1.3. Fast Frequency Response Measurements Using FFT 
Setups: FFLEV_AA.SAC FFLEV_DD.SAC 


Although UPD and UPL provide extremely fast level measurements, swept frequency response 
measurements do not always satisfy speed requirements, for example in alignments or production. To 
avoid measurement errors caused by the windowing of the FFT, a rectangular window is used. This 
however requires the use of a special test signal. Audio Analyzers UPD and UPL generate a pseudo noise 
signal consisting of many discrete frequency lines, each line being an integer multiple of the analysis time 
window and thus being precisely matched to the frequency lines of the FFT analysis. Moreover, the test 
signal used should have a small crest factor to avoid overdriving of the DUT input by high peak voltage 
levels, which would be the case with white noise. 


In this setup, FFT analysis with 2k points has been selected; this results in frequency response 

= measurement with over 960 points with constant frequency spacing. 

The generator signal is produced by means of the RANDOM function. This yields a multi-frequency signal 
whose frequencies are matched to the FFT lines of the analyzer (setting: ANL TRACK) and whose phases 
are optimized relative to one another for the smallest possible crest factor. 

For this calculation, the generator requires a few seconds; the process is indicated in the status display in 
the upper right-hand corner of the screen. The measurement itself is performed at the speed of a single 
FFT. When the frequency response of the DUT is varied, the variation can be observed on the screen 
quasi in realtime since all test points are determined simultaneously. 


The setup can be adapted to a finer or coarser resolution of the frequency points by selecting a different 
FFT size. However, the higher the number of frequency lines selected, the longer computation time of the 
generator prior to the start of the first measurement. 


The voltage values of the test points shown in the graphic display are far below the rms values of the test 
signal. The latter, however, are the rms values of the bins of the FFT analysis, and when adding the 
squares of the discrete level values the rms value of the total signal is obtained. In this, FFT 
measurements differ from swept measurements, where the DUT is driven at one frequency only, whereas 
in measurements using a pseudo noise signal the total energy of the signal is distributed (broadband). 


For this type of measurement, too, an Application Note is available: "Fast Frequency Response 
Measurements with Audio Analyzer UPD", 1GA04_1E. 
4.1.4. Frequency Response Measurement at Different Levels 


Setups: MLEVS_AA.SAC MLEVS_DD.SAC 
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In testing tape recorders with noise suppression, the frequency response must be determined at different 
levels since the Dolby method, for example, operates level-dependent. But in other cases too the variation 
~ of a parameter as a function of frequency and level is of interest. Fig. 4 shows as an example the level- 
dependent frequency response of a filter with limiter. 


GENERATOR ————_, 
- Low Dist OFF a 
- DC Offset OFF 
- Equalizer OFF 
- SWEEP CTRL AUTO SWEEP 
- Next Step ANLR SYNC 
- X Axis FREQ 
- 2 Axis 
FREQUENCY 


LOG POINTS 
200.00 Hz 

20.000 kHz 
50 


LOG STEPS 
10.000 Y 
0.1000 VY 
-5.000 dB 


Fig. 4: Display of frequency response of filter with limiter at different levels 


As mentioned under 4.1.1, the generator signal is swept over a frequency range from 20 Hz to 20 kHz. 
- Moreover, a second sweep parameter can be activated in the GENERATOR panel: for this setup, the 
parameter Z Axis VOLT has been selected. The start level is 1 V, the stop level 0.1 V and the stepwidth 
-5 dB. The first frequency sweep is performed at a level of 1 V, in each following sweep the level is 
reduced by 5 dB. 

As a result, five traces are obtained. Single-channel representation has been selected for this setup in the 
interest of a clear-cut display. The second channel can be displayed by activating Trace B in the DISPLAY 
panel. 


In this way, any number of traces can be displayed. For each channel, the last 17 traces can be stored. 
The measured data of the last 17 traces can further be evaluated using the cursors; switchover between 
traces can be made by means of the Page up / Page down keys. 


4.1.5. Level Difference between Two Stereo Channels 


Setups: LEVDS_AA.SAC LEVDS_AD.SAC 
LEVDS_DA.SAC LEVDS_DD.SAC 


With stereo equipment it is sometimes of interest to display channel unbalance as a function of frequency. 


The measurement procedure is the same as for the dual-channel frequency response measurement 
described under 4.1.1, "Sweep Measurements”. However, Trace A shows the frequency response for 
channel 1, whereas Trace B shows the level difference for channel 2 referred to channel 1. This is 
possible by setting the reference value for channel 2 not to a fixed value but taking the current measured 
value of channel 1 as a reference (setting: Reference MEAS CH1). 
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It is also possible to display the differential trace alone. To this end, simply switch off Trace A. 


As another application, this setup can be used for determining the difference between the current and the 
previous frequency response of a DUT. For this, the stored results of previous measurements are 
required; the stored data will be taken as a reference for the current measurement when the 
corresponding file is called under Reference. 


4.2. Phase and Group-Delay Measurements 
Definitions and test conditions: 


Measurement of the phase frequency response of amplifiers is also defined by DIN IEC 238-3. 

Same as amplitude frequency response, phase frequency response is measured under standard test 
conditions. The input signal is swept over the frequency range at a constant level; results are graphically 
displayed versus frequency. 


In the standard, a differentiation is made between two measurements: 


Determination of the phase frequency response, the phase difference between the input and the 
output of a DUT is measured and displayed versus frequency. 

Determination of the phase difference, the phase difference between the two stereo output channels 
of a DUT is measured and displayed graphically. 


4.2.1. Measurement of Phase Frequency Response 


Setup: PHAS_AA.SAC 

With this setup, a logarithmic sweep with 50 frequency points is performed from 20 Hz to 20 kHz. 
UPD/UPL always measures the phase difference between its two input channels. To avoid any recabling 
of the DUT, channel 2 of the analyzer has for this measurement been internally connected to the 
channel 1 output of the generator. As a result, the phase difference between the input and the output of 
the DUT is measured in channel 1 of the DUT. Fig. 5 shows the setting for this setup. 


STATUS ————, 
—— ANALYZER PANEL a 


Channel(s) 1 & 2 
Chi Input BAL 
Chi Imped 200 Kf 
Chi Common FLOAT 
Chi Range 
Ch2 Input 
Ch2 Range 
FREQ/PHASE 
Format Pha 


a‘ PHASE , us GEN FREQ “Hz 


AUTO 


AUTO 
FREQ&PHASE 
—180..180° 


sal Page 1 4 


FUNCTION — 
Meas Time 


RMS & S/N 
AUTO FAST 


POST FFT ON 
FFT Size 98192 
— DISPLAY PANEL ——— 
= TRACE A — PHASE 
= TRACE B — OFF 


VBRRwRB_RwRNRwRRRwRR 


50 100 500 1k 2k 5k 10k 


Fig. 5: Setting for measurement of phase frequency response 
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To measure the phase frequency response of the two stereo channels of a DUT, proceed as follows: after 
measuring channel 1, switch over to HOLD under TRACE A in the DISPLAY panel. Activate the display of 
phase frequency response results for channel 2 under TRACE B. Then reconnect the analyzer inputs: 
connect Ch1 Input to the internal generator and Ch2 Input to the DUT. When the sweep is restarted, the 
phase frequency response for the second channel will be displayed. 
4.2.2. Measurement of Phase Difference between Two Stereo Channels 

Setups: PHADS_AA.SAC PHADS_DD.SAC 
The procedure is similar to that described under 4.2.1 except that in this case both output channels of the 
DUT are connected to the inputs of UPD/UPL. The phase difference between the two stereo channels is 
displayed with channel 1 taken as a reference. 
4.2.3. Measurement of Group Delay Versus Frequency 

Setup: GRPS_AA.SAC 
For measuring the group delay, the information given under 4.2.1, "Measurement of Phase Frequency 


Response", applies analogously. Instead of phase measurement, the FREQ&GRPDEL setting is selected 
in the FREQ/PHASE line of the ANALYZER panel. 


4.3. Combined Measurements 


In the following setups, the results of amplitude and phase frequency response measurements are 
combined in one graphic display. For measurement procedures see relevant sections above. 


4.3.1. Amplitude and Phase Frequency Response in One Display 
Setup: PHLVS_AA.SAC 


Combined display of amplitude and phase frequency response for channel 1. 


4.3.2. Phase Difference and Level Difference between Two Stereo Channels in One Display 
Setups: PDLDS_AA.SAC PDLDS_DD.SAC 


Combined display of phase and level difference between two stereo channels referred to channel 1. 


4.3.3. Group Delay and Amplitude Frequency Response in One Display 
Setup: GRLVS_AA.SAC 
Combined display of group delay and amplitude frequency response for channel 1. 
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5. Nonlinear Distortion Measurements 


Nonlinear distortion is a variation of the signal shape caused by amplification in the transmission system 
as a function of the amplitude. In contrast to linear distortion, frequency components that are not 
contained in the input signal are generated. 


Notes on measurements of A/D converters: 


Modern A/D converters have a very high resolution, so that great importance is attached to the quality of 
analog signal generation. It may therefore be necessary, for all nonlinear distortion measurements, to use 
the optional Low Distortion Generator UPD-B1 or UPL-B1 for test signal generation. The setups described 
here use the universal generator incorporated in the audio analyzers as standard. 


5.1. Total Harmonic Distortion (THD) 


Setups: THD_AA.SAC THD_AD.SAC 
THD_DA.SAC THD_DD.SAC 


Definitions and test conditions: 


Distortion is defined by DIN IEC 268-2. To measure distortion, an amplifier is driven with a sinusoidal 
signal under standard test conditions. 


To determine total harmonic distortion, the amplitudes of the harmonics at the output of the DUT are 
measured, their rms values added and a ratio is formed to the total signal. 
The result is indicated as distortion in % or as total harmonic distortion in dB. 


Total harmonic distortion as a function of amplitude or frequency is measured analogously. 


Measurement of nth-order distortion is performed in the same way except that in this case it is not the rms 
value of all harmonics that is determined but only individual harmonics are determined or combinations of 
specific harmonics used for calculating distortion. 

An example of such a measurement is the 3rd harmonic specified for tape recorders. 


Harmonic distortion or THD is a measure of quality mainly in the lower and middle frequency ranges. For a 
fundamental frequency of 8 kHz, for example, the 2nd harmonic of 16 kHz is already at the limit of 
hearing. The 3rd harmonic of 24 kHz is outside the audio transmission range. Harmonic distortion is 
therefore not suitable for describing nonlinear characteristics at higher frequencies. 


Graphic display: 


Total harmonic distortion can be indicated by means of a single measured value. With UPD/UPL, 
however, the spectral distribution of intermodulation products can be displayed, see Fig. 6. 
Distortion as a function of frequency, for example, will be shown as a graph same as for frequency 
response. 
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THD 3579 ” Feeqanien GEN RUNNING FOX 
- > CHEE 77, i dB - Kk | aeare 
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ANALYZER —— 
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a FREQ/PHASE FREQ 

- Unit Chi Hz 

- Ref Freq VALUE: 
1000.0 Hz 

- Freq Settl OFF 


V FUNCTION — a 


SRECISION 
aB 

¥ Fundament1 AUTO 

- Fnct Settl OFF 


ua SPEAKER — OFF 


dz a3 a4 a5 a6 a? a8 ag 


Fig. 6: THD measurement with display of distortion products 


Notes on measurements: 


In practice, DUTs frequently have a quadratic or cubic characteristic. This means that even-numbered or 
bd odd-numbered distortion products are predominant in the spectrum. This allows conclusions to be drawn 
as to the cause of harmonic distortion: 


a quadratic characteristic is obtained with unsymmetric distortion. Example: different gain for positive and 
negative halfwaves of a push-pull stage 


a cubic characteristic is obtained with symmetric distortion; this is typical of any type of overdriving. 
Examples: saturation with tape recorders, max. deflection of loudspeaker coils. 


Audio Analyzers UPD and UPL allow distortion measurement up to the 9th harmonic as shown in the 
setups presented here. If a single harmonic is to be taken into account, this is selected in the 
Measurement Mode line. In the spectral display, the selected harmonics are shown as wide bars, the 
remaining harmonics as narrow bars. The components used for measurement are also indicated in the 
measured-value display. 


5.2. THD+N 


Setups: THDN_AA.SAC THDN_AD.SAC 
THDN_DA.SAC THDN_DD.SAC 


Definitions and test conditions: 
Same as THD measurements, THD+N measurements use a sinusoidal signal to drive the DUT. However, 
in THD+N measurements, all spurious signals are taken into account in the result. This means that, in 


a addition to harmonic distortion and noise, other signal components such as mixture products formed with 
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the clock frequency in digital signal processing are taken into account in the result. To evaluate such 
spurious signals, spectral analysis must be performed in addition to THD+N measurement. 


When comparing measurements the bandwidth must be taken into account. 
In accordance with AES 17, THD+N are to be performed at a level of -1 dBFS and -20 dBFS. The 
measurement bandwidth is limited to half the sampling frequency and must not exceed 20 kHz. 
In the setups described here a measurement bandwidth of 100 Hz to 20 kHz has been selected, the 
analog output level is 1 V, the digital level -1 dBFS. 
Graphic display: 
The THD+N value can be indicated by means of a single measured value. With UPD/UPL, however, the 
spectral distribution of output products can be displayed using the post-FFT function and harmonics 
marked automatically as shown in Fig. 7. This enables nonharmonic signal components to be detected 
very easily. 
THD+N Input Peak Frequency GEN RUNNING 34 JX 
ANL 1:STOP 2: OFF 
CHLF 78.03 dB) [4.4011 V | 2.0000 Kiiz | Sur ore 
Feb 07 1997 © 
Ci2} Orr Orr Orr Rel 24:48:66 
ANALYZER ————, 
a FUNCTION — THD+N/SINADA | CC] 
- Meas Mode THD+N 
- Dyn Mode FAST dB oon ust FFT CH1, — FREQUENCY/Hz 
- Rejection NARROW Fog ; ; 
- Unit FD; en || UO) SCC) CECE EO OR CD SS CS 
- Fundament1] AUTO 
- Filter OFF 
- FrqLim Low 100.00 Hz 
- FrqLim Upp 20000 Hz 
- Fnct Sett1] OFF 
u POST FFT 
- FFT Size 8192} LOD repre prepress gpg rg gee 
- Window 
- Start 
- Stop 
- Resolution 2.9297 
Fig. 7: THD+N measurement with distortion products marked 
Notes on measurements: 
This parameter too can be measured as a function of frequency or level. 
With setups THDNS_AA.SA THDNS_DD.SAC 
a linear frequency sweep from 20 Hz to 20 kHz is performed and the THD+N value displayed versus 
frequency. 
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5.3. Intermodulation 


Setups: MOD_AA.SAC MOD_DD.SAC 
Definitions and test conditions: 
Instead of a single sinusoidal signal, a signal composed of two frequencies, f; and f2, is used, which yields 
not only the harmonics mf, and nf described above but also combination signals with the frequencies 
(mf, + nf2). The occurrence of these signals is referred to as intermodulation. 
To determine the modulation distortion in accordance with DIN IEC 268-3, an amplifier is operated under 
standard test conditions and driven with a two-tone signal. The frequencies of the two sinusoidal input 
signals should be such that f; is 0.5 to 1.5 octaves above the lower limit and f, 0.5 to 1.5 octaves below 
the upper limit of the transmission range. The level ratio is 4:1. To calculate modulation distortion, the 
squares of the four mixture products formed by the 2nd-order intermodulation distortion (fo + f; and f, - f,) 
and the 3rd-order intermodulation distortion (f. + 2f,; and fo - 2f;) are added up and the result referred to the 
level of signal f2 with the higher frequency. 
The result is indicated in % or in dB. 
Graphic display: 
As in the case of distortion measurements, the spectral distribution of the components can be displayed in 
addition to the measured value. 
MOD DIST GEN RUNNING FH 
ANL 1:TERM 2: OFF 
Gy t 103, SUP OFF 
Feb 07 1997 ° 
Fri 14:49:20 
STATUS 
—— GENERATOR PANEL — 
a gftab_DIST_cHt. 1 GEN FREQ /Hz 
= LOWER FREQ 60.000 Hz 
= VOLT LF:UF 4.0000 :1 
= TOTAL YOLT 1.0000 V 
— ANALYZER PANEL —— 
= FUNCTION — MOD DIST 
= Dyn Mode PRECISION 
= Unit dB 
— DISPLAY PANEL —— 
= TRACE A — FUNC CH1 
= TRACE B — OFF 
~fCow), 
Fig. 8: Measurement of modulation distortion with graphic display of intermodulation products 
Notes on measurements: 
In the setups, a level ratio of 4:1 of the sinusoidal signals is selected. Setup MOD_AA.SAC uses 60 Hz 
and 8 kHz with -10 dB level. Setup MOD_DD.SAC uses 41 Hz and 7993 Hz with full-scale amplitude of 
the DUT, the latter in compliance with AES 17. 
\f other test signals are to be used, the relevant lines in the GENERATOR panel are to be changed 
ow accordingly. No modifications are required in the ANALYZER panel; the analyzer automatically adjusts to 
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the test signal. 
5.4. Difference Frequency Distortion (DFD) 


Setups: DFD_AA.SAC DFD_DD.SAC 
Definitions and test conditions: 


The difference frequency distortion is determined in a similar way as modulation distortion but using a test 
signal composed of two sinusoidal frequencies f, and f, of equal amplitude. The difference between the 
two frequencies is smaller than the lower frequency value. The voltage of the difference frequency f. - f; is 
measured whose position in the spectrum does not change as jong as the frequency difference remains 
constant (2nd-order DFD). The 3rd-order DFD is determined from mixture products 2f, - fg and 2f, - fy. 


Because of the small frequency differences used here, great demands are made on the selectivity of the 
instrument regarding the measurement of 3rd-order DFD, especially when bandpass filters are used. 
Modern audio analyzers employ FFT analysis for this measurement, results are calculated automatically in 
line with standards. 


Measurement of difference frequency distortion is defined by various standards that differ as follows: 


For measurements on amplifiers, DIN IEC 268-3 defines the test signals on the basis of a fixed frequency 
spacing (mainly 80 Hz) and the arithmetic mean frequency. 
Results are referred to twice the output voltage of f:, the absolute values of the two components 2f, - f. 
and 2f, - f; being added for determination of the 3rd-order DFD. 


IEC 118 defines the DFD for measurements on hearing aids. Here, the upper frequency and the difference 
frequency are specified. 


-— Results are referred to output voltage f., and the 3rd-order DFD is determined by means of component 


2f, - f. only. 


The results obtained with the two standards thus differ by 6 dB for d2 and are equal for ds provided the 
levels of 2f, - f2 and 2f2 - f; do not substantially differ from each other. 


For measurements on digital components, differential frequency distortion measurement is defined by 
AES 17, the measurement being in this case referred to as intermodulation measurement. The 
standard defines as test frequencies the upper limit frequency based on the selected sampling rate as 
well as the frequency 2 kHz below the limit frequency. The peak value of the total signal is to be 
adjusted such that it is equal to the peak value of a sinusoidal signal at full-scale amplitude. As with 
IEC 268, results are referred to the total output signal of the DUT. 


Graphic display: 
Same as modulation distortion analysis. 


Notes on measurements: 


The setup for measurements on purely analog components is in line with IEC 268-3, the center frequency 
is 10 kHz, the difference frequency 80 Hz. If other frequencies are to be used, the relevant lines in the 
GENERATOR panel are to be changed. No modifications are required in the ANALYZER panel; the 
analyzer automatically adjusts to the test signal. 

For measurements to IEC 118, the relevant lines in the GENERATOR and ANALYZER panels are to be 
changed. 
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The setups for measurements on digital components give a test signal with a 20-kHz and an 18-kHz tone 
at full-scale amplitude. 


5.5. Dynamic Intermodulation (DIM) 


This measurement function is implemented in Audio Analyzer UPD only. In addition, Option UPD-B1 (Low 
Distortion Generator) is required for measurements on analog interfaces. 


Setups: DIM_AA.SAC DIM_DD.SAC 
Definitions and test conditions: 


To determine dynamic intermodulation distortion in line with DIN IEC 268-3, the amplifier is operated 
under nominal conditions (ie at full-scale amplitude) and driven with an input signal consisting of a 
rectangular and a sinusoidal signal. The rectangular signal has a fundamental frequency of 3.15 kHz and 
is band-limited to 30 kHz by means of a single-pole lowpass filter (100 kHz are also permissible). The 
sinusoidal signal has a frequency of 15 kHz and a level 12 dB below that of the rectangular signal. 

The nine intermodulation products in the audible range are measured selectively, the sum of the squares 
of the products is formed, referred to the rms value of the sinusoidal signal, and indicated in % or dB. 


intermodulation Frequency 
components kHz 
Voltage 


Fig. 9: Test signal for DIM distortion and intermodulation products to be measured 


DIM distortion is obtained due to the short rise time of the rectangular signal which causes the amplifier to 
be driven dynamically to the limit of its slew rate. This test signal is to provide a better correlation between 
subjective hearing tests and measured results since in this case, similar as with music containing pulses, 
the amplifier output voltage changes very rapidly. Low-distortion amplification of the 15 kHz signal must be 
performed at the same time. Especially amplifiers with unfavourably designed negative feedback will 
respond with distortion. 


Graphic display: 


Audio Analyzer UPD can display the spectral distribution of the components in addition to the measured 
value. 


i Notes on measurements: 
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The setups for measuring dynamic intermodulation are based on IEC 268-3. In sound broadcasting, a 
~ rectangular/sinewave signal combination of 2.96/14 kHz is used instead of the 3.15/15-kHz frequency 
combination. The 2.96/14 kHz test signal can also be generated and analyzed with UPD. 


5.6. FFT Analysis 


Setups: FFT_AA.SAC FFT_AD.SAC 
FFT_DA.SAC FFT_DD.SAC 


FFT analysis is used where the spectral composition of a signal is to be examined. Audio Analyzers UPD 
and UPL provide a highly efficient tool for this purpose. 


The setups described here generate a 1-kHz or 997-Hz test signal with a level of 1 V or -20 dBFS which 
can be applied to the DUT. The FFT analysis itself requires a minimum off settings. FFT Size defines the 
number of samples on which calculation is based. Higher FFT Size values give higher frequency 
resolution but at the same time entail longer measurement times. The setups were generated for 8k FFT; 
due to the high measurement speed of UPD/UPL it will only very rarely be necessary to select a lower 
number of points and thus obtain an even faster measurement. 


Various windows are available to accommodate for a wide variety of applications. The setups use the 
Rife-Vincent window, which is characterized by steep slope of the bell lobe and excellent far-off 
interference suppression. 


With noisy signals, spectral averaging may be useful sometimes. This can be performed using the 
Average Mode function; the type and number of averaging measurements can be entered. 


_ Very closely spaced frequency components can be analyzed by means of the Zooming function. In 
contrast to the zooming function of the graphic display, the FFT zooming function actually yields higher 
measurement resolution since the signal is preprocessed in the time domain before the FFT calculation 
takes place. By entering Center and Span, the center frequency and the spread range for the zoom FFT 
are defined. 


6. Measurement of Interference and Wow & Flutter 


6.1. S/N Ratio 
Setups: SNRA_AA.SAC SNRA_AD.SAC 
SNRA_DA.SAC SNRA_DD.SAC 
SNRC_AA.SAC SNRC_AD.SAC 
SNRC_DA.SAC SNRC_DD.SAC 


Definitions and test conditions: 


The SIN ratio is the ratio in dB of the nominal output voltage to the sum of the broadband or weighted 
measured output voltages with the source EMF set to zero. 

To determine the S/N ratio, the output voltage of the amplifier is measured under nominal conditions (ie 
the nominal output voltage V>rer at full-scale amplitude of the DUT is measured). Then the source EMF is 
reduced to zero and the noise voltage V2' is measured. The result is indicated as noise level V2' or as S/N 
wa ratio 20 Ig (V2rer/V2') db. 
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Audio Analyzers UPD and UPL provide S/N ratio measurements as automatic test sequences. 
~ S/N ratio measurements are covered by a variety of test standards and procedures. These differ mainly in: 


the type of weighting filter used for simulating hearing sensitivity as a function of frequency, 
the type of detector used. 


For linear audio noise voltage measurements, the unweighted rms noise voltage is measured in 
accordance with DIN 45412 "Noise voltage measurements on sound broadcast receivers and related 
equipment". In this measurement, a bandpass filter of 22.4 Hz to 22.4 kHz is used for limiting the 
measurement bandwidth approximately to the range of audibility. 


DIN 45412 further defines a commonly used method of S/N ratio measurement in which an A filter is used 
and the rms noise voltage determined. 

The steep roll-off of the A curve with decreasing frequencies results in a strong attenuation of hum 
components, which is expedient for this measurement as it truly reflects hearing conditions. 


The standard prescribes the use of an rms detector, so the average noise power is measured. However, 
the ear is very sensitive to sound containing pulses (noise peaks, clicking noise). Therefore, increasing 
use is made of a quasi-peak detector to CCIR 468-4 or DIN 45405. 


The standard DIN 45405 "Noise voltage measurement in sound engineering" technically coincides with 
CCIR recommendation 468 "Measurement of audio-frequency noise in broadcasting, in sound-recording 
systems and on sound program circuits". It defines, for example, filter curves for weighted and unweighted 
measurements. 

For unweighted noise level measurements, the same bandpass filter as defined by DIN 45412 is used. 


ee Measurement of noise as defined by DIN IEC 268-3 (amplifiers) provides for measurements using A filters 
and rms weighting as well as measurements to CCIR 468-3 (corresp. to DIN 45405). 


Notes on measurements: 


Setups SNRA... measure the S/N ratio as a weighted rms value using an A filter, setups SNRC... use a 
quasi-peak detector and a CCIR filter. 

\t should be noted that the quasi-peak detector requires a settling time of approx. 3 s to supply valid 
results. This time is set in the setup. 


Apart from the filters used in the above S/N ratio measurements, a wide variety of other weighting filters is 
in use in practice. In digital applications, for example, weighting is performed with a CCIR ARM filter which 
is also known as CCIR 2k filter. It differs from the CCIR weighted filter in its reference frequency of 2 kHz 
(normally 1 kHz). Moreover, this measurement is rms-weighted. In the ANALYZER panel, any other 
weighting filter can be selected in the Filter line. The automatic S/N test sequence can be switched on or 
off in the S/N Sequ line. 


A comparison of results of noise voltage measurements is possible only if the test conditions regarding 
detectors, weighting filters and measurement bandwidth are observed. Depending on the type of 
measurement, deviations of more than 10 dB may be obtained. 


6.2. Crosstalk 


Setups: CRSS_AA.SAC CRSS_AD.SAC 
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CRSS_DA.SAC CRSS_DD.SAC 
od Definitions and test conditions: 


In accordance with DIN IEC 268-3, the level difference between the output signal of a fully driven channel 
and the output signal of a channel that is not driven is measured. The measurement is prescribed for both 
directions, and the results may differ due to asymmetries of the setup. The measurement is mandatory at 
the reference frequency and optional at further frequencies. Often measurements are made over the 
entire frequency range and results displayed graphically. 
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Both broadband and selective measurements are possible. Since with high-quality DUTs, the crosstalk 
level is in the vicinity of noise, only selective measurements are expedient in this case. 

~ For crosstalk, measured values will always be < 1 (negative dB value) since the measured voltage is 
referred to the nominal output voltage. 

For crosstalk attenuation, which is likewise specified, values > 1 (positive dB values) will be obtained since 
the reference used is reversed. 


Crosstalk is measured at a level of -20 dBFS in accordance with AES 17. 


STATUS 
— GENERATOR PANEL —— 
= Channel(s) 2 
FREQUENCY 

« Start 10.000 Hz 
= Stop 20.000 kHz 
— ANALYZER PANEL 
= Chamel(s) 2 = 1 
FUNCTION — RMS SELECT 
Meas Time GEN TRACK 
Bandwidth BP 1/3 OCT 
—— DISPLAY PANEL ——— 
TRACE A — HOLD 
Reference HOLD 

TRACE B — FUNC CH1 
Reference MEAS CHZ 


dBr i HOLD , us GEN FREQ 4Br 
i = at , Ae :s ll |. 0 


BRU 


Fig. 10: Example of crosstalk measurement with required settings 


Notes on measurements: 


Crosstalk measurement is not a separate measurement function on Audio Analyzers UPD and UPL, it is 
performed as a level measurement, with results being referred to the level values obtained for the other 
channel in each case. 


The setups determine crosstalk in both directions. Measurements are made selectively with the aid of the 
sweep function from 10 Hz to 20 kHz. The following additional settings are to be made: 


In the basic setting of the setup, the test signal is output to channel 1 only. The level for the "analog" setup 
is at 1 V and must be set to maximum level of the DUT. 
For all other setups, the level is to be set to -20 dBFS. 

The sweep is started and crosstalk coupled into channel 2 displayed graphically. In the measurement, the 
level of channel 2 is determined and continuously referred to the level measured for channel 1 (setting: 
Reference MEAS CH 1). 

Now set TRACE A to HOLD in the DISPLAY panel and activate TRACE B to display the results of 
channel 1. 

Set the reference for the results of channel 1 to MEAS CH 2 in the Reference line. 

Set the Channel(s) line in the GENERATOR panel from 7 to 2 so that the other channel will be driven. 

When the sweep is restarted, the crosstalk from channel 2 to channel 1 will be displayed in the diagram. 


Since settings in various panels have to be modified when changing from one channel to the other, the 
use of the status panel is expedient in this case. In this panel the key command lines for an application 
~ can be combined and settings made in the status panel. In the setups, this feature has been taken into 
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account, see Fig. 10. 
6.3. Stereo Separation 


Setups: SEPS_AA.SAC SEPS_AD.SAC 
SEPS_DA.SAC SEPS_DD.SAC 


Definitions and test conditions: 


Measurement of the stereo separation is very similar to crosstalk measurement. In the latter, one channel 
is driven and the levels measured for the two channels and correlated to one another. In stereo separation 
measurement, on the other hand, only one channel is measured and the test signal switched between the 
two channels. If, as is usually the case, the input levels for the two channels are equal, identical results will 
be obtained for stereo separation and crosstalk measurements. Crosstalk measurements can however 
easier be integrated into a sweep and are therefore performed almost exclusively today. It has become 
common practice however to use the term "stereo separation” instead of "crosstalk". 


For digital applications to AES 17, stereo separation measurements are performed the same as crosstalk 
measurements. For stereo separation, positive dB values are obtained. 


Notes on measurements: 


For the measurement procedure, the information given under 6.2 "Crosstalk" applies analogously. 


6.4. Wow & Flutter 


Setups: WFI_AA.SAC WEFN_AA.SAC 
WFJ_AA.SAC 


Definitions and test conditions: 


When storing analog sound signals on moving media, the sound quality depends on the mechanical 
precision of the transport mechanism used. Short-term variations in speed will result in frequency 
fluctuations of the sound signal. 

To measure the frequency fluctuations, which are referred to as wow & flutter, a sinusoidal tone is played, 
FM-demodulated and the signal measured. 

Since hearing sensitivity is greatest at modulation frequencies of 4 Hz, wow & flutter measurements are 
frequently performed by means of a 4-Hz weighting filter. 


Wow & flutter measurements are covered by various standards differing in the test signal and the detector 
used: 


DIN 45507 / IEC 386 / CCIR 409-2 


Reference frequency: 3.15 kHz Evaluation: quasi-peak detector 
NAB Recommendation 

Reference frequency: 3 kHz Evaluation: average detector 
Japan Industry Standard 

Reference frequency: 3 kHz Evaluation: rms detector 


Notes on measurements: 
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Three setups matched to standards DIN/IEC, NAB and JIS are available for wow & flutter measurements. 
Not only the analyzer but also the generator is set, for instance for the recording of signals on test tapes. 


7. Measurements on Analog/Digital Interfaces 
7.1. Clipping Level 

Setup: CLIP_AD.SAC 
Definitions and test conditions: 
Components using internal digital signal processing must not be overdriven since any loading in excess of 
the digital level range would result in strong distortion of the signal (clipping level). The full-scale amplitude 
therefore plays a far more important role in digital than in analog applications. 
The clipping level must be determined for all digital components with analog input stage. If digital outputs 
are accessible, this is accomplished by increasing the level of a 997-Hz sinusoidal input signal until the 
peak value of the digital output signal equals the largest data word (full scale). 
The level thus obtained defines the full-scale amplitude of the digital system and is used as a reference 
value in a variety of measurements. 
Notes on measurements: 
The setup supplies an analog output signal of 997 Hz. The level is set to 1 V. 
As the clipping level serves as a reference in a variety of other measurements, it is expedient to use the 

~ Ref Volt function of UPD/UPL. The data can then be entered in dBr in the VOLTAGE line of the 

GENERATOR panel, which does away with the need for constantly converting the levels to the clipping 
level. 
To determine the full-scale amplitude as described above, the level of the generator signal is increased in 
the Ref Voit line until the analyzer indicates the peak value of 0 dBFS. In doing this, it must be ensured 
that the full-scale value is not exceeded in none of the channels. 
The clipping level thus obtained can then be transferred to all setups used for measurements on that 
particular DUT; any other level entries are made in dBr in the VOLTAGE line. 
7.2. Linearity of A/D Converters 

Setup: LINS_AD.SAC 
Definitions and test conditions: 
A 997-Hz sinusoidal signal is applied to the input of the DUT. The level of this signal is decreased in steps 
of 5 dB starting from the full-scale amplitude. The output signal is measured and represented graphically 
versus the input signal. As the signal disappears in the noise with decreasing level, narrowband 
measurement using a third-octave bandpass filter is performed. 
In the setup described here, converter linearity is measured by means of a level sweep from 0 dBr to 
-120 dBr. With a linear response of the converter, a diagonal is obtained as shown in the graphic display 
of Fig. 11. 
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STATUS 
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Fig. 11: Linearity measurement of A/D converter 


Since deviations from the nominal characteristic are difficult to recognize in the above type of 
representation, level nonlinearity is measured in most cases, which is described in the next setup. 


Notes on measurements: 

To drive the DUT at full-scale level, the clipping level determined in the previous measurement is to be 
entered into the Ref Volt line of the GENERATOR panel. This level serves as a reference for all level 
- values defined in dBr in the sweep lines. 


The reference level used for x-axis scaling in the graphic display shown above is in this setup 
automatically transferred from the GENERATOR panel into the Reference line under x Axis. 


7.3. Nonlinearity of A/D Converters 
Setup: LINDS_AD.SAC 
Same as previous setup, but showing deviation from ideal characteristic. 
Definitions and test conditions: 
This type of measurement is defined by AES 17, the test parameter being referred to as level-dependent 
logarithmic gain. A linearity measurement is performed, the first result is however recorded only at 
-5 dBFS. For each test step, the logarithmic gain, ie ratio of output amplitude to input amplitude, is to be 
determined and represented graphically versus the input level. The resulting diagram shows the deviation 
of the converter transmission characteristic from the nominal linearity characteristic. 
Measurements are to be performed selectively using a third-octave bandpass filter. 
Notes on measurements: 
For this measurement, too, the clipping level determined in accordance with 7.1 "Clipping Level" is to be 


entered into the Ref Volt line of the GENERATOR panel. This level serves as a reference for all level 
we values defined in dBr in the sweep lines. 
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In the ideal case, a straight line is obtained in the graphic display, any deviation from the ideal 
~ characteristic of the converter can be read in dB. 


WV TRACE A — FUNC CH1 
V Unit dBr 
- Reference GEN TRACK |iRig) Rt 


V Normalize : o CURSOR 


» CURSOR 


DISPLAY ————, o(A) o(X) : ob) 
bf 6.0000 dBr 5.000 dBr 7034) JB 


5 R Gbr. 
EL CH1, us GEN VOLT /dBr 


MANUAL 
- Spacing LIN 

Vo Top 5.0000 
Y Bottom -5.000 


WV TRACE B — FUNC CH2 
- Scale B EQUAL A 


a X AXIS — VOL! 
- Unit dBr 
V Reference 12.000 V 


fs | 


-120 -10 


Fig. 12: Nonlinearity of A/D converter, the cursor value is transferred by means of the 
NORMALIZE function 


This type of measurement however involves a physical problem, ie referring the digital output voltage of 
the converter to the analog input voltage at every test point. Audio Analyzers UPD and UPL have an 

eo internal “conversion factor" of 1 FS “1 V. With this factor, a straight line would be obtained but it would not 
coincide with the zero line. The gain factor of the DUT must, therefore, be taken into account in addition. 
This is done by means of the NORMALIZE function, which is included in the DISPLAY Panel (see Fig. 12). 
Here the gain can be entered directly, it is however easier in most cases to transfer this value from the 
graphic display. To this end, a cursor is placed on the linear section of the curve and the cursor value is 
transferred to the NORMALIZE line by selecting the item o Cursor. 


7.4. Linearity of D/A Converters 
Setup: LINS_DA.SAC 
Definitions and test conditions: 


For linearity measurements of D/A converters, the information given under 7.2 "Linearity of A/D 
Converters" applies analogously. 


In addition it should be noted that for this measurement the digital input signal should contain a dither with 
a triangular probability density function and a level of 1 LSB. This dither is set in the setup. 


Notes on measurements: 


The reference value used for graphic display of the level values in dBr is obtained from the gain ratio of 
the converter, ie the ratio of digital input amplitude to analog output amplitude. With this setup, the 
reference value is easiest taken from the Reference line by selecting the MAX item. The maximum value 
measured will thus be taken as a reference. In this setup, this value corresponds to maximum level of the 
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7.5. Nonlinearity of D/A Converters 
Setup: LINDS_DA.SAC 
Definitions and test conditions: 


This measurement too is defined by AES 17. The information given under 7.3 "Nonlinearity of A/D 
Converters" applies analogously. 


For this measurement too the digital input signal should contain a dither with a triangular probability 
density function and a level of 1 LSB. This dither is set in the setup. 


Notes on measurements: 


The measurement procedure is the same as described under 7.3 for "Nonlinearity of A/D Converters". 
In this case too the NORMALIZE function is needed; the gain of the converter is easiest transferred from 
the graphic diagram as described for the A/D converter above. 


7.6. Signal Delay in Analog and Digital Systems 
This measurement function is available only in Audio Analyzer UPL. 


Setups: DEL_AA.SAC DEL_AD.SAC 
DEL_DA.SAC DEL_DD.SAC 


Definitions and test conditions: 


This measurement is used to determine the signal delay between the input and the output of a digital 
system. In accordance with AES 17, a pulse-shaped signal is applied to the DUT. The input and the output 
signal are displayed on an oscilloscope from which the delay can be read. The measurement is used 
whenever digital signal processing takes place, also on DUTs with analog or analog/digital interfaces. 


Notes on measurements: 


The measurement is performed with Audio Analyzer UPL in compliance with AES 17. Compared with 
conventional dual-channel! oscilloscopes, UPL offers the advantage that the two stereo channels can be 
measured simultaneously, thus allowing any delay between the two channels to be detected immediately. 


This is possible because of the fact that UPL, using the Waveform function, can be triggered not only to 
the measurement channels but also to a burst signal supplied by the generator. This measurement 
function ensures that the measurement is started for the two channels exactly time-synchronously with the 
issue of the test signal. Since the test signal is applied to the input of the DUT, exact triggering to the input 
signal of the DUT is performed. Internal delays of UPL are taken into account and do not affect results. 


For this test, a sine burst with a level of -20 dBFS is generated as prescribed by AES 17. The burst 
consists of a 1-kHz signal which is output 10 times, followed by an interval of 90 ms. 
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Fig. 13: Measurement of signal delay in digital systems 


The signal delay is measured with the aid of the cursor. To this end, the cursor is placed at the point at 
which the signal departs from the zero line. The graphic window shows the level measured for each cursor 
position, so this procedure is very easy to perform. The delay is then indicated directly in the second 
cursor display window (the zero point in the graphic display corresponds to the start of the test signal). 


If the measurement is to be performed for both channels, TRACE B is to be set to the FUNC CH 2 
measurement function. The second cursor can then be used for channel 2. It is further possible to display 
the time difference between the two cursors directly by appropriate setting using the softkeys at the 

-_ bottom of the screen. 


With equipment performing filtering of the signal, it may occur that the test signal is attenuated while 
settling to steady state. To be able to observe this effect in greater detail, a burst with several signal 
periods is used. Fig. 13 shows an example of such a measurement. 


In addition to signal delay, AES 17 describes determination of the polarity between the input and the 
output signal. This is likewise performed with the setup described here. Polarity reversal is indicated if the 
displayed output signal does not start with the positive half-wave as is the case with the test signal from 
the generator. 


8. Protocol Analysis 


For digital data transmission to AES 3 or IEC 958 additional bits are included in the data stream. Channel 
status and user data can be generated and evaluated by means of Audio Analyzers UPD and UPL. 
Transmission errors can be displayed as well, and UPD even allows errored protocols to be generated. 


For protocol analysis UPD has to be fitted with Option UPD-B2 (AES/EBU Interface) only whereas UPL 
requires Option UPL-B21 (Protocol Analysis) in addition to Option UPL-B2 (Digital Interfaces). 


8.1. Binary Data Protocol 
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Setup. | PROTB_DD.SAC 


With the aid of this setup the user can generate the entire protocol by entering binary numbers and have it 
displayed in binary format as well. This facility is above all used by circuit design engineers to generate 
specific bit patterns. 
8.2. Channel Status Data in Professional Format (AES 3) 
Setup: PROTP_DD.SAC 
This setup generates and evaluates the entire data protocol in line with AES 3 specifications. All 
information is displayed in plain text, ie decoded form. If the generator panel is switched to ENHANCED, 
the current CRC and time code can be calculated and output. With STATIC (on UPL) these data are 
calculated once and are not updated for subsequent output. 
ee 1} Protocol Analysis: CHANNEL STATUS LEFT 
- Valid Chan 1 & 2 arityerrors: NO 
- Ch Stat. L PANEL+AES3 Errors! NONE 
- Ch Stat. R EQUAL L 
- User Mode By AES : 
- Panelname = 7 } Format: a audio 
Format Emph: no emph Source: locked 
Mode Rate: 48 kHz 
Emph L: Chanmod: stereo lsermod: not ind. 
Src Lock locked as fauxmod: 24 igth: 24720 8:0 
- Rate 48 kHz 3-5 U wt 00 
‘ - Chanmod_ stereo 6-13: Origin: R&s- 
w -  Usermod not ind 4-21: Local 
fAuxmod 
Length 
Grade 
47999.1 
Fig. 14: Protocol analysis evaluated to AES 3 
8.3. Channel Status Data in Consumer Format (IEC 958) 
Setup: PROTC_DD.SAC 
Section 8.2 "Channel Status Data in Professional Format (AES 3)" apply analogously, generation and 
evaluation of protocol data is in line with IEC 958. 
9. Digital Interface Tests 
For error-free transmission of digital audio data; the physical digital signal must be investigated in addition 
to the digitally coded audio signal. For this purpose a physical digital signal with analog parameters such 
as pulse amplitude and clock frequency is used. 
To be able to perform digital interface tests UPD has to be fitted with Options UPD-B2 (AES/EBU 
~ Interface) and UPD-B22 (Jitter and Interface Test), and UPL with Options UPL-B2 (Digital Audio 
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Interfaces) and UPL-B22 (Jitter and Interface Test). 


For these tests the measuring instrument has to be configured as follows: 

In the Src Mode line of the digital generator panel the user determines the tasks for which the built-in 
generators are to be employed. These signal sources can generate audio data and/or operate as jitter 
modulator and superimpose a balanced common-mode signal onto the audio data stream. 

The application of the built-in measurement functions is specified in the Meas Mode line of the digital 
analyzer. The measurements functions allow not only the audio contents to be analyzed but can also 
be used for jitter and digital phase measurements or for determining other physical signal parameters 
such as pulse amplitude or common-mode signals. 


9.1. Common-Mode Interference, Digital Pulse Amplitude and Sampling 
Frequency 


Setup: DCOM_DD.SAC 

In the following example the generator is used to superimpose a sinewave common-mode signal of 
100 mV onto the balanced audio line. Signal shape, level and sweep functions can be set. This setup 
allows the degree of immunity of the DUT to such type of interference to be checked. 

The analyzer measures the incoming common-mode components. Level measurement, FFT and 
waveform function can be selected, the setup shows the rms value of the common-mode signal. 


Digital Sample GEN RUNNING #8 
aa Upp #0 He ANL 1:TERM 2: OFF 


a Mode 


Feb 07 1997 3 
Fri 15:42:17 


GENERATOR ANALYZER DISPLAY 
® INSTRUMENT DIGITAL a INSTRUMENT DIGITAL a OPERATION 
- Src Mode COMMON MOD - Meas Mode COMMON/ INP - Scan Count 1 
- Unbal Out AUDIO OUT - Input BAL (XLR) - User Label OFF 
- Cable Sim OFF 
- Sync To GEN CLK a START COND AUTO WY TRACE A — FUNC CH1 
- Sample Frq 48 kHz - Delay 0.0000 s - Unit dBr 
- Sync Out GEN CLK ¥ Reference VALUE: 
- Type WORD CLK « INPUT DISP DIG INP AMP 1.0000 VY 
- Ref Out REF GEN - Unit - Scale MANUAL 
Data ALL ZERO - Spacing LIN 
¥ Unbal Upp 1.0000 VU u FREQ/PHASE SAMPLE FREQ|| |- Top 10.000 dBr 


Fig. 15: Setup example and display of physical signal parameters 


To find the digital input levels to which a DUT synchronizes correctly, it is possible to set the pulse 
amplitude of the digital data stream in the generator panel. The switchable cable simulator simulates the 
lowpass behaviour of a 100m cable by smoothing the signal edges. 

With this setup the analyzer indicates the pulse amplitude as a peak value. Cable attenuation can be 
determined by referring the measured value to the generator level. 
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Digital input stages must also be able to handle clock frequency offsets. To investigate the capture range 
the user can vary the clock frequency in the generator, the analyzer displaying this frequency. 
9.2. Jitter Amplitude 

Setup: JITAM_DD.SAC 


In this example the generator is used as jitter source. A sinewave jitter of 100 Hz with an amplitude of 
0.1 Ul has been selected. If necessary, the jitter signal can also undergo sweeping. 


The analyzer indicates the jitter amplitude in all common units. 


9.3. Jitter Spectrum 
Setup: JITSP_DD.SAC 
Setup of generator as described above. FFT analysis is performed. The jitter spectrum reveals the cause 


of the jitter if, for example, a frequency used in the switching power supply is included in the jitter 
spectrum. 


Fri 16:10:52 


Jitter Jitter Jitter GEN RUNNING #3) 
RNS via FFT Input Peak Frequency ANL 1:CONT 2: OFF 
SUP OFF 
> 0.0220 UI | [ 9.2608 ns | [114.109 fz | sen or 1507 


ANALYZER 
} oa ns vs __ FREQUENCY/Hz 
J Jitter Ref YARI (PLL) ff/ 100 
B START COND AUTO I Brrr becrr dri bereehereeet nei bens besreeti sede sed ce 
- Delay 0.0000 s 10 oo 
¥ INPUT/PHAS PEAK 
J Unit s 1 
VY Reference VALUE: 

1.0000 UI 9.100 

u FREQ/PHASE FREQ |] RR a ie 
- Unit Hz 0.010 


- Ref Freq VALUE: , ca : 
1000.0 Hz ¥, Meare, | Iara SRT BE f Nest 


100k 120k 


Fig. 16: Jitter spectrum with clear frequency components 


9.4. Jitter Waveform 
Setup: JITWA_DD.SAC 


With this setup the generator produces a noise-like jitter signal, the waveform function of the analyzer 
shows this signal in the time domain. 
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9.5. Jitter Susceptibility 
At present, this measurement function is only available in Audio Analyzer UPL. 

Setups: JITSU_DA.SAC JITSU_DD.SAC 
Definitions and test conditions: 
The measurement of jitter susceptibility is at present being incorporated into AES 17. It describes the 
effects of jitter at the digital audio or reference input on the quality of the audio contents. The digital input 
receives a sinewave signal of 1/4 of the sampling frequency at a level of -3 dBFS, this signal being at the 
same time subject to jitter. The jitter frequency is swept from 80 Hz to 20 kHz at a jitter level of 40 ns. The 
audio output signal is examined by graphically displaying the THD+N value versus the jitter frequency. 
Notes on measurements: 
The measurement of jitter susceptibility was not possible with Audio Analyzers UPD and UPL up to now. 
UPL with firmware version 1.01 and Option UPL-B1 (Low Distortion Generator) can now perform this 


measurement which involves the simultaneous generation of an audio signal and of jitter. UPL-B1 
provides the second generator required for this purpose. 


9.6. Phase between Audio Data Signal and Reference Signal 

Setup: DPHA_DD.SAC 
Definitions and test conditions: 
If a digital audio equipment is synchronized using an external clock, the audio frames and the reference 
clock must be within a specific time range. As regards the phase shift between synchronization input and 
audio output of digital components, AES 3 specifies a limit of 1/4 of the frame length (=32 Ul). 
Notes on measurements: 
Audio Analyzers UPD and UPL feature comprehensive synchronization facilities. In the generator section 
the phase shift between audio frames and reference clock can be selected between -64 UI and +64 UI to 
determine the synchronization range of the DUT. 
The JITTER/PHAS menu in the Meas Mode line of the analyzer allows the phase between reference input 


and audio input of the analyzer to be measured, which corresponds to the phase shift between 
synchronization input and audio output of the DUT assuming appropriate cabling. 
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Annex: Overview of Setups Used 


Linear Distortion Measurements 
Amplitude frequency response 
Sweep measurement using signal from internal generator 
LEVS_AA.SAC Logarithmic frequency sweep from 20 Hz to 20 kHz 
LEVS_AD.SAC at constant level, 
LEVS_DA.SAC graphic display of amplitude frequency response 
LEVS_DD.SAC 
Sweep measurement using signal from external source 
LEVSE_AA.SAC External frequency sweep from 20 Hz to 20 kHz, 
LEVSE_DD.SAC measurements made on 5% frequency change, 
graphic display of amplitude frequency response 
Fast frequency response measurement using FFT 
FFLEV_AA.SAC Display of frequency response using 2k FFT 
FFLEV_DD.SAC 
Frequency response measurements at different levels 
MLEVS_AA.SAC Logarithmic frequency sweep from 20 Hz to 20 kHz with additional level 
MLEVS_DD.SAC sweep from 1 V to 0.1 V, 
graphic display of amplitude frequency response curves 
Level difference between two stereo channels 
LEVDS_AA.SAC Logarithmic frequency sweep from 20 Hz to 20 kHz, 
LEVDS_AD.SAC graphic display of level difference between the two stereo channels 
LEVDS_DA.SAC referred to channel 1 
. LEVDS_DD.SAC 
wo Phase and group-delay measurements 
Measurement of phase frequency response 
PHAS_AA.SAC Logarithmic frequency sweep from 20 Hz to 20 kHz 
at constant level, 
graphic display of phase frequency response 
Measurement of phase difference between two stereo channels 
PHADS_AA.SAC Logarithmic frequency sweep from 20 Hz to 20 kHz, 
PHADS_DD.SAC graphic display of phase difference between the two stereo channels 
referred to channel 1 
Measurement of group delay versus frequency 
GRPS_AA.SAC Linear frequency sweep from 20 Hz to 20 kHz 
at constant level, 
graphic display of group delay versus frequency 
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Combined measurements 


Amplitude and phase frequency response in one display 
PHLVS_AA.SAC Combined display of amplitude and phase frequency response 
for channel 1; 
parameters as indicated above 
Phase difference and level difference between two stereo channels in one display 
PDLDS_AA.SAC Combined display of phase and level difference between the two stereo 
PDLDS_DD.SAC channels; referred to channel 1 
Group delay and amplitude frequency response in one display 
GRLVS_AA.SAC Combined display of group delay and amplitude frequency response for 
channel 1 
Nonlinear Distortion Measurements 
Total harmonic distortion (THD) 
THD_AA.SAC Measurement of THD; simultaneous display of spectrum up to 9th 
THD_AD.SAC harmonic 
THD_DA.SAC 
THD_DD.SAC 
THDN_AA.SAC Measurement of THD+N value; simultaneous display of spectrum with 
THDN_AD.SAC harmonics marked 
THDN_DA.SAC 
THDN_DD.SAC 
THDNS_AA.SAC Linear frequency sweep from 20 Hz to 20 kHz, 
THDNS_DD.SAC graphic display of THD+N value versus frequency 
= Intermodulation 
MOD_AA.SAC Measurement of intermodulation; 
MOD_DD.SAC spectral display of intermodulation products 
Difference frequency distortion (DFD) 
DFD_AA.SAC Measurement of difference frequency distortion; 
DFD_DD.SAC spectral display of 2nd-order DFD 
Dynamic intermodulation (DIM) - UPD only 
DIM_AA.SAC Measurement of dynamic intermodulation distortion to IEC 268-3; spectral 
DIM_DD.SAC display of intermodulation products 
FFT analysis 
FFT_AA.SAC Spectral display by means of FFT analysis; 
FFT_AD.SAC generator supplies 1-kHz / 997-Hz test signals 
FFT_DA.SAC 
FFT_DD.SAC 
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Measurement of Interference and Wow & Flutter 


— 
S/N ratio 
SNRA_AA.SAC Display of S/N ratio weighted with A filter; 
SNRA_AD.SAC measurement by means of rms detector 
SNRA_DA.SAC 
SNRA_DD.SAC 
SNRC_AA.SAC Display of S/N ratio weighted with CCIR filter; 
SNRC_AD.SAC measurement by means of quasi-peak detector 
SNRC_DA.SAC 
SNRC_DD.SAC 
Crosstalk 
CRSS_AA.SAC Graphic display of crosstalk from channel 2 to channel 1; frequency 
CRSS_AD.SAC sweep from 20 Hz to 20 kHz 
CRSS_DA.SAC 
CRSS_DD.SAC 
Stereo separation 
SEPS_AA.SAC Graphic display of stereo separation; channel 1 used as reference; 
SEPS_AD.SAC frequency sweep 20 Hz to 20 kHz; 
SEPS_DA.SAC 
SEPS_DD.SAC 
Wow & flutter 
WFI_AA.SAC Measurement of wow & flutter; simultaneous generation of required test 
WFN_AA.SAC signal; 
WFJ_AA.SAC three setups for standards DIN/IEC, NAB and JIS 
Measurements on Analog/Digital Interfaces 
= Clipping level 
CLIP_AD.SAC Setup for determining clipping level of A/D converters 
Linearity of A/D converters 
LINS_AD.SAC Graphic display of converter linearity, 
determined with level sweep 0 dBr to -120 dBr 
Nonlinearity of A/D converters 
LINDS_AD.SAC Same as linearity of A/D converters, but with display of deviation from 
ideal characteristic 
Linearity of D/A converters 
LINS_DA.SAC Graphic display of converter linearity, 
determined with level sweep 0 dBr to -120 dBr 
Nonlinearity of D/A converters 
LINDS_DA.SAC Same as linearity of D/A converters, but with display of deviation from 
ideal characteristic 
Signal delay in analog/digital systems - UPL only 
DEL_AA.SAC Measurement of signal delay in analog and digital systems using the 
DEL_AD.SAC Waveform function; determination of delay and polarity of the two stereo 
DEL_DA.SAC channels 
DEL_DD.SAC 
wo 
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Protocol Analysis F 
. bh 
Binary data protocol ( 
PROTB_DD.SAC Generation and analysis of digital auxiliary data; ‘ad 
display in the form of binary numerals A 
Channel status data in professional format (AES 3) T 
PROTP_DD.SAC Generation and analysis of digital auxiliary data; | 
display evaluated to AES3 O 
Channel status data in consumer format (IEC 958) N 
PROTC_DD.SAC Generation and analysis of digital auxiliary data; saamah 
display evaluated to IEC 958 
Digital Interface Tests - 
Common-mode interference, pulse amplitude and sampling frequency on digital line T 
DCOM_DD.SAC Measurement of digital pulse amplitude and sampling frequency as well O 
as analysis of common-mode interference on balanced digital lines; thus 
also generation of common-mode signals r 
Jitter amplitude a 
JITAM_DD.SAC Display of jitter amplitude and generation of jitter : 
Jitter spectrum p 
JITSP_DD.SAC Display of jitter spectrum and generation of jitter 0 
Jitter waveform a 
JITWA_DD.SAC Display of jitter waveform and generation of jitter 
Jitter susceptibility - at present UPL only 
we JITSU_DA.SAC Display of jitter susceptibility and generation of jitter 
JITSU_DD.SAC 
Phase between audio data signal and reference signal 
DPHA_DD.SAC Setup to determine phase shift between audio signal and reference clock 
in case of external synchronization of DUT 
ROHDE & SCHWARZ GmbH & Co. KG: P.O.B. 80 14 69 - D-81614 Miinchen 
Telephone +49 1805 124242: Fax +49 89 4129 - 3777 : internet: http:/Awww.rsd.de 
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